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PREFACE 


Since  the  inception  of  the  National  Conference  on  Weights 
and  Measures  in  1905,  a  great  deal  of  information  on  a  wide 
variety  of  weights  and  measures  subjects  has  been  published  in 
the  Reports  of  the  National  Conference  on  Weights  and  Measures. 
This  publication  is  designed  to  aid  the  users  of  these  Reports 
in  locating  information  on  a  specific  subject  or  presented  by  a 
particular  speaker.    It  comprises  a  subject  index  and  a  speaker 
index  for  the  proceedings  of  each  Conference  from  the  First  in 
1905  through  the  Fifty-sixth  in  1971.    It  thus  supersedes  National 
Bureau  of  Standards  Miscellaneous  Publication  243,  which  pro- 
vided an  index  of  the  Conference  Reports  from  the  First  through 
the  Forty-fifth. 
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This  publication  comprises  a  subject  index  and  a  speaker 
index  for  the  Reports  of  the  National  Conference  on  Weights 
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Introduction 

For  ease  of  reference,  the  index  is  presented  in  two  forms,  first  an  index  by  subject  and  sec- 
ond an  index  by  name  of  speaker. 

The  subject  index  has  been  arranged  in  such  a  manner  as  to  avoid  lengthy  listings  under  main 
topics.    For  instance,  under  the  main  topic  "scales,"  the  reader  is  referred  to  specific  main  entries 
for  specific  types  of  scales;  and  under  the  main  topic  "specifications  and  tolerances,"  the  reader  is 
referred  to  specific  main  entries  for  specifications  and  tolerances  for  specific  types  of  weighing  or 
measuring  devices.    Since  all  topics  presented  at  the  National  Conference  relate  to  either  weight  or 
measure,  the  main  topic  "weights  and  measures"  appearing  in  the  previous  index  has  been  eliminated. 
Also,  the  main  topic  "resolutions"  appearing  in  the  previous  index  has  been  eliminated,  as  any  reso- 
lution passed  on  a  specific  topic  is  listed  under  that  topic. 

The  speaker  index  is  arranged  alphabetically  by  name  of  speaker.    Under  each  name,  the  ad- 
dresses of  the  speaker  are  listed  chronologically. 

The  citations  to  the  reports  and  the  page  numbers  are  given  as  follows:   The  report  number 
precedes  the  comma,  and  the  page  number  in  the  report  follows  the  comma.    Each  set  of  report  and 
page  numbers  is  separated  by  a  semicolon. 

A  list  of  the  Conference  Reports  and  their  availability  appears  on  page  41 
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Acetylene  gas,  sale  and  marking,  39,  63. 
Accreditation  of  weights  and  measures  jurisdic- 
tions, 56,  58. 
Adjustments  to  devices,  34,  163. 
Administration: 

Budgetary  procedures: 
Justification,  42,  112. 
Survey  on,  37, 39;  39, 36;  43, 21;  48, 24. 
City  and  county  departments,  16,34;  18,39; 

22,  62;  26.  18;  31,  7;  43,  112. 
Efficiency.  10.122;  17.91;  22,29;  42.50; 
52. 22. 

Foreign  countries,  report  on.  2.35. 
Forums  on.  42.  105;  43.  110;  44.  117;  45.  133; 

46.  132. 
Fundamentals.  47.85. 

Mechanical  vs.  supervisional  activity.  12.  57; 
24,72. 

Organization  and  management,  55,  159; 
55.  180;  56.  31;  56.  40. 

State  departments,  organization  and  activi- 
ties. 35.  103;  40.  13;  40,  15;  41.  5;  42.  116; 
43.  69;  43.  89;  43.  115;  44.  12;  44.  117; 
45. 137;  46.  11;  47,  133;  47.  135;  47.  138; 
51.33;  52.  147.    (Extensive  discussion  and 
reports  on  state  administration  may  be 
found  in  the  first  thirteen  Conference 
Reports.  ) 

State-local  cooperation.  16,28;  17.91;  26.  27; 
41. 116;  42.  105;  44. 117. 

State  supervision.  8.117;  23.48. 

Survey  on,  29,  48;  36.  47;  36.  50;  42.  60; 
49.  166;  55.  161. 
Advertising  and  labeling,  false: 

Extraordinary  terms.  47.  52. 

Federal  control  of.  45.  116. 

Resolution.  46.  118. 
Advisory  Committee:    (See  also  Liaison  Commit- 
tee. ) 

Proposal  of  Special  Committee  of  Vice  Pres- 
idents, 39, 12. 

Reports  of,  40,  110;  41,  14;  42.  56;  43.  28; 
44, 62;  45, 29;  47.  128;  48, 95;  49. 104. 

Resolution.  49.  205. 
Advisory  committees  to  state  agency.  49.  106; 

49, 108. 

Aerosol  containers,  45,77;  46,  161. 

Developments  in.  52.  87. 

Industry  study.  49.  124. 

NBS  study.  49.116;  50.  35. 
Agriculture.  U.  S.  Department,  services  of: 

Fruit  and  Vegetable  Division.  49.  84. 

Grain  Division.  49.  87. 

Meat  Inspection  Division,  49.  74. 

Milk  Marketing  Orders  Division.  49.  80. 

Packers  and  Stockyards  Division,  49.  71. 

Poultry  Division.  49.  77. 


Air  Force  standards.  45.61. 
Alabama  law,  19,  73. 

Alaska,  administration  in.  42,  116;  44,  69. 
Alcoholic  beverages,  containers  for: 

Federal  marking  requirements,  49,  67. 

Federal  quantity  requirements,  41,  23. 

Standardization,  32.  30;  46.  15;  47,49. 
Resolutions.  31.  158;  32.  124;  47.  99. 
Alloys,  precious  metal,  for  dental  purposes: 

Tolerances  and  marking.  40.  97. 
Ammonia,  anhydrous,  sale  and  marking.  38.  76, 
Anti-freeze,  sale  of,  33.  54. 
Assay  Commission.  25,  122. 
Associate  Membership  Committee.  54.  157. 

Reports  of.  55.  280;  56.  215. 
Astin.  A.  V.  : 

Resolution  on  retirement,  54.  236. 

Tributes  to,  52,  38;  54,  15. 
Automatic -indicating  scales: 

Characteristics  of,  10,95;  12.73. 

Indications,  printed  and  remote.  30,  19. 

Large -capacity,  specifications  and  tolerances. 
15.  34;  16. 132;  22.  72;  42.  77, 

Specifications  and  tolerances.  22,  119;  23.79; 
23.  83;  23.  150;  24.  146;  25.  104;  26,  120; 
27.  79;  35,  83;  47.  112;  51.  161;  54.  170. 
Automobile  Association.  American,  cooperative 

program  of,  22,  86. 
Awards,  honor,  presentation  of,  41,  10;  42,  11; 

43.  4;  44.  4;  45.  3;  46.  11;  47,  8;  48,  10;  49.  5; 

50.  11;  51.  7;  52.  28;  53.  15;  54,  13;  55,  31;  56.  29. 
Axle-load  scales: 

Specifications  and  tolerances.  38.  89;  46.  140; 
46,  141;  46.  143;  51.  160;  52.  171;  52.  172; 
53. 113. 

Testing,  resolutions.  37,  89;  38.  98. 
Axle-load  weighing: 

Investigation  of,  39,  72. 

Resolution,  40,  124. 
Problems  in.  41.  145. 

B 

Baggage  scales.    See  Freight  and  baggage  scales. 

Bags,  shipping,  sizes,  32.31;  32.45. 

Balance.  Russell  1.000-pound,  40.31. 

Balances,  prototype,  for  use  in  state  laborator- 
ies. 45.  57. 

Banana  market,  45,  23. 

Barrel,  standard: 

Law,  9,  53;  9,  56;  10,  176. 
Resolution,  8,  223. 

Beef,  sale  by  hanging  weight,  54,  73. 

Beer  barrels: 

Sizes  for.  9.  146;  41.  25. 
Testing,  25,  113. 

Belt-conveyor  scales.  36.53;  37.  65. 

Specifications  and  tolerances.  52,  173;  53.  117; 
54.  179;  55. 244;  56.  176. 
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Berries  and  other  small  fruits,  sale  and  mark- 
ing. 32,  29;  32,42;  56,  199. 
Berry  baskets  and  boxes: 

Specifications  and  tolerances,  9,  59;  9,  79; 
9,  90;  10,  199;  11.  App,  1,  14;  34,  158; 
54.  196;  55.  261. 
Better  Business  Bureau,  activities,  21,  93. 
Bottles: 

Lubricating  oil.    See  Lubricating-oil  bottles. 
Milk  and  cream.    See  Milk  and  cream  bottles. 
Plastic.    See  Plastic  bottles. 
Bread: 

Nebraska  Supreme  Court  decision,  17,51. 
Sale  of,  56,  199. 

Tolerances,  14,37;  14,84;  15,79;  15,91; 
16,112;  17,51;  17.63;  18,  143;  18,154; 
18,  163;  46. 90. 
Weight  standardization  legislation.  13,  115; 
13.188;  14.24;  14.72;  14.80;  14,83; 
15,88;  16,98;  16,112;  17,40;  17,59; 
17,76;  18,143;  18,154;  19,83;  24,162; 
26.  34;  26,  95. 
Resolutions,  13,  174;  19,  170. 
Weight  variables,  contributing  factors.  46.  90. 
Burgess.  George  Kimball,  tribute  to,  25,2. 
Bushel: 

Three-eighths,  39,  53;  39,60;  39,89. 

Resolution,  39,91. 
Weights,  8.106;  8,109;  16,82. 
Resolutions.  8.  200;  8.  202. 
Butter,  oleomargarine,  and  margarine,  sale  of, 

43,49;  56.  199. 
Butterfat-test  scales.    See  Cream-test  and  but- 
terfat-test  scales. 

C 

Calking  compounds: 
Checking  of.  55,  136. 

Sale  and  marking,  52,  162;  53,  130;  54,213; 
56, 204. 
Canada: 

Administration  in,  24,61;  36,7;  42,44. 

Type  approval,  47,  27. 
Cans  for  food:   (See  also  Packages.  ) 

Standardization,  27,  36;  28,60;  29.95;  29.112; 
29.  117;  30.  145. 
Resolutions.  27,  109;  28,  137. 
Capacity  measures.    (See  Liquid  measures.  ) 

(See  also  Dry  measures. ) 
Car  weighing,  7,  162. 
Carat  weight,  resolution,  8,  223. 
Cartridge,  Preval.  characteristics  of.  52.  90. 
Cedar  closet  lining,  sale  and  marking,  39,  63. 
Centigrade  scale  for  temperature,  11,39. 
Central  America,  weights  and  measures  in, 

46,  128. 

Certificates,  uniform  weight,  for  movement  of 
household  goods,  39,  50;  40,  125. 


Certification  plan  for  federal  specifications, 
25,  42. 

Ceylon,  administration  in,  53.44. 

Chain-store  operation,  21,79. 

Chairman  of  National  Conference,  addresses, 
43,  4;  44, 5;  45, 4;  46,  24;  47, 8;  48, 18;  49,  11; 
50,  24;  51,  15;  52,  29;  53,  19;  54,  24;  55,  3;  56,  1. 

Challenges  facing  government,  industry,  and  con- 
sumers, 55,  41. 

Charcoal  briquettes,  sale  of,  41,  135. 

Checkweighing  scales,  39,  29. 

Cheese  and  cheese  products,  sale  and  marking, 
31,  119;  31,  135. 

Coal: 

Bootleg  control,  25,  129. 
Chemically  treated,  sale  of,  23,  66. 
Interstate  trucking,  31,140. 
Quality,  18,  186. 

Resolution,   16,  149. 
Sale  and  weighing,  13,  182;  14,  54;  16,  123; 

16,  127;  24,  147;  25,  110. 
Uniform  ton,  15,  53. 

Resolution  15,  124. 
Coffee  packages,  36.98. 
Coke,  sale  and  weighing,  11,  159;  16,  127. 
Commerce,  U.  S.  Department  of: 
Activities,  47,  2;  48,  2;  50,  1;  52,  1. 
Addresses  of  Secretary  of  Commerce  or  his 

representative  found  in  all  reports  starting 

with  the  Third  Conference  Report,  except 

4th,  20th,  21st,  24th,  29th  through  37th,  and 

42d. 

Commodities,  method  of  sale: 

Committee  reports,  31,  118;  32,27;  33.41; 

34,  112;  35,  122;  36,  92;  37,  57;  38,  75;  39,  61; 
40,  94.    Committee  consolidated  with  Com- 
mittee on  Legislation  in  1956  to  form  new 
Committee  on  Laws  and  Regulations. 
Model  Regulation,  56,  199. 
Communication  in  weights  and  measures  enforce- 
ment, 44,41. 
Computing  scales: 

Money -value  increments,  44,  91. 
Money-value  tolerance,  44,  90. 
Specifications  and  tolerances,  8,  219;  9,  61; 
9,104;  10.146;  10,214;  10,225;  11,109; 
11,  App.  1,33;  17,  131;  24,  146;  26,  121; 
34.  159;  56,  168. 
Concrete  batching  scales: 

Specifications  and  tolerances,  52,  172. 
Concrete  mobile,  55,  262. 

Consolidation  of  weights  and  measures  activities 
with  other  government  activities,  resolution, 
38,  99. 

Constitution  and  By-Laws  Committee,  5,  89; 
5,  119;  9,  115;  10,  58;  10,  110;  11,  168;  20,  134; 
21,  74;  26,  148. 
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Consumers: 

Education  for,  13,167;  14,21;  19,86;  21,62; 
27,  16;  28,  28;  30,  100;  31,  3;  32.  49; 
52, 155;  53, 48;  56, 150. 
Chicago  plan,  43,  23. 
Elementary  school  outlines,  51,  139. 
Resolutions,   11.  179;  12,  207. 
Legislation  for,  55,  33. 
Problems  of.  54,  143;  56.  12;  56.  67. 
Protection  for.  25,42;  44.  105;  45.  122;  45.  126; 
48.  10;  49,  98;  49.  133;  54.  17;  54.  137. 
American  Council  on  Consumer  Interests. 

activities  of.  56.  12. 
Better  Business  Bureau,  activities,  21.  93. 
Chicago  movement.  55.  191. 
Consumer  Council  of  Massachusetts. 

activities.  55.  197. 
National  Conference  contributions.  54.  7. 
National  Consumers  League,  resolution. 
53.  151. 

Resolutions.  46.  117;  47,  100. 
Symposium  on,  43,31. 
Standards  for.  52. 39. 
Container  Acts.  Standard: 
Amendments: 

Additional  sizes  of  haxnpers.  round  stave, 

and  splint  baskets,  resolution.  48,  95. 
Three-eighths  bushel.  39,  53;  39,  60;  39,89. 
Resolution,  39,91. 
Enforcement,  23,53. 

Provisions.  19.  160;  22,  13;  28.  128;  49.  84. 
Repeal.  54.  88. 
Containers:   (See  also  Packages.  )   (See  also 
Cans.  ) 

Deceptive  and  slack-fill.  30.  138;  32,  11. 
Interstate  shipment.  19.160;  29.9;  36.  74. 
Legislation,  consolidation  of.  24.44;  25,107; 
30,  8. 

Net -weight  marking,  resolutions,  4,  59; 
7,  144. 

Standardization.  6.46;  6.134;  12.89;  13.122; 
30. 145;  32. 18. 
Resolution.  14.110;  19.168. 
Transparent.  33.  141. 
Conveyor  scales.    See  Belt-conveyor  scales. 
Cooperation: 

Federal-state,  4.5;  5,8;  6,111;  13,13;  24,77; 
27,  25;  29,  25;  30,  29;  31.  16;  32,  100; 
34.  105;  34.  108;  44.  1;  49.  6;  53,  72; 
56.5. 
Resolution.  31.  158. 
Industry -government.  17.111;  22.  86;  23,  29; 
25, 61;  34,  129;  42.  107;  52.  105;  53.  50; 
53.  66;  54.  1. 
Officials,  among.  30,  81;  42,  110, 
Cordage,  sale  and  marking.  16,71;  31.  120; 
40,  100;  41.  137;  42,  102. 


Cordage -measuring  devices: 

Specifications  and  tolerances,  35,  82;  36,  105; 

37,  82;  52,  184;  53,  122;  54.  194. 
Testing.  35,  100. 

See  also  Wire  and  cordage-measuring  devices. 
Cost -benefit  analysis.  52.  132. 
Cotton: 

Bale  standardization,  23,  22. 
Batting,  sale  of,  30,  130. 
Net -weight  sale,  23,  22. 
Weighing,  16,26. 
Counter  scales  and  balances: 

Side  beams  on,  22.  117;  23.  134. 
Specifications  and  tolerances,  8,  216;  8,  265; 
9,  60;  9,  95;  10,  156;  10.  207;  10,  223;  11,  108; 
11,  150;  11,  App.  1,  25;  21,  151;  22.  72;  24.  91; 
24.  145;  25.  106;  26,  126;  32,  91;  32,  94; 
33,  100;  33, 103;  54.  173. 
Court  cases: 

Preparation.  41,  17. 
Technicalities,  38.  64. 
Court  decisions: 

Citations.  19,68;  20,80;  23,  120;  26.  160; 

27.  107;  31,  156.  . 
Legal  status,  22,  132. 
Crane  scales: 

Specifications  and  tolerances,  42,  77;  44,82; 
45,  94;  49,  179. 
Cream-test  and  butterfat-test  scales: 
Maintenance.  9,39;  17.11. 
Specifications  and  tolerances,  8.  220;  9.  62; 
9,111;  10,216;  11.153;  ll.App.  1,36; 
17. 132;  22.  72;  34.  160. 
Cryogenic  fluids,  flow  measurement  of.  56,  127. 
Cryogenic  liquid-measuring  devices: 

Specifications  and  tolerances,  52,  182. 
Customs  service  of  U.  S.  Treasury  Department, 
weighing,  18,  104. 

D 

Dana,  Margaret,  resolution  on.  55,  285. 
Data  processing,  automatic,  in  weights  and 
measures,  52.  45;  55.231;  56.47;  56.147, 
Dry  commodities,  sale  by  weight,  8.  106;  8.  109; 
9.147;  10,109;  10,  189;  11.88;  12.212; 
13,  185;  15,  17;  16,  82;  17,  37. 
Resolutions,  8.200;  10.189;  12.  205;  13.177; 
16,  139;  19.  167. 
Dry  m_easures: 

Abolition,  15,  17. 

Resolutions,  8,  200;  16,  146;  32.  124. 
Specifications  and  tolerances.  8.  212;  9.  59; 

9.  79;  10.  197;  11.  137;  ll.App.  1.  12;  24.  91. 
Standardization,  12,  89. 
Testing.  8,  181. 
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E 

Education: 

Consumers.    See  Consumers. 
Measurement  Science  Course,  49,  13;  49,  15; 

49,  162;  50,  178;  51.  133;  52,  153;  54,  166. 
Users  of  devices,  18,  44. 

Weights  and  measures  officials,  26,  22;  30,  32; 
35, 105. 

Audio-visual,  49,103;  50.181;  51,135; 
52.  140. 

Home  study  course,  54,  167;  55.  233. 
NBS  school.  33.4;  42.43;  46.32;  47.94. 
OWM  training  program.  49,  49;  52.  140; 
53.31. 

Suggested  training  program,  55,  83. 
Training  schools: 

Necessity  for,  37,  120. 
Resolution,  43,  102. 
Education  Committee: 

Reports,  30,  103;  31,45;  32,51;  33.115;  34.71; 
35.  99;  36,47;  37,  39;  38,  56;  39.  32;  40,27; 

41.  97;  42.41;  43.  21;  44,  24;  45.  16;  46.  28; 
47.  93;  48,  24;  49.  161;  50.  178;  51.  133; 
52.  153;  53,  108;  54.  165;  55,  230;  56.  147, 

Resolution.  29,  145. 

Education.  Administration,  and  Consumer  Af- 
fairs. Committee  on,  56.  213. 

Eggs: 

Grading,  32,  29;  32,  41. 
Regulation  of  sale,  19,  118. 

Electronic  scales: 

Developments,  35,43;  38.  52. 

Engineering  performance  standards.  51.  9. 

England,  administration  in.    See  Great  Britain. 

English  system  of  weights  and  measures,  his- 
tory. 50. 128. 

Evidence,  obtaining  for  prosecution.    See  prose- 
cution. 

Executive  Committee  of  National  Conference: 
Membership,  resolution,  20,  134. 
Policy  statement  on  procedure.  55,  279. 
Reports,  39,  71;  40,  19;  41.  23;  43,  61;  44,  39; 

45,41;  45,  145;  46,  118;  47.  125;  48.  69; 

49,  159;  50,  175;  51,  131;  52,  151;  53,  103; 

54,  157;  55.  278;  56.  212. 
Reports  on  meeting  of  incoming  committee. 

37.  90;  38.  101;  39,  92;  40,  110;  41,  140; 

42,  104;  43,  109;  44,  116;  45,  132;  46,  155; 
47,  132;  48,  118;  49,  160;  50,  177;  51,  132; 
52,  152;  53,  105;  54. 160;  55,  282;  56,  222. 

Executive  Secretary  of  National  Conference: 

Reports,  5,  12;  6.  13;  7.  16;  8.  15;  9,  15;  10.46; 
11,  83;  12,  25;  13.  18;  22,  36;  37,  1;  46,  124; 
47,  95;  48,  21. 
Exhibits,  39,  32;  50,viii;  56,110. 


P 

Fabric  measurement,  department  store  control, 
20,  8. 

Fabric -measuring  devices: 

Characteristics,  11,  117;  39,  64. 
Specifications  and  tolerances,  15,  126;  16,  118; 
17.  21;  21.  149;  22.  69;  34.  151;  35.  82;  44.  83; 

52.  184;  53.  121. 
Testing,   15.  93;  55.  139. 

Farm  milk  tanks: 

Characteristics.  37.  20. 

Specifications  and  tolerances,  38,90;  39,82; 

45, 98;  46, 151;  47.  122;  54, 190;  55,  255. 
Testing,  39,  54;  40,  112. 
Federal  Specifications  Board.  18.  146;  20,  34; 
25, 23. 

Federal-state  cooperation.    See  Cooperation. 
Federal-state  technical  services,  49,  56. 
Federal  Trade  Commission,  activities.  22.42; 

44.  93;  49, 64. 
Fee  system,  12,  87;  26.  9. 

Resolution,  10.  134. 
Fertilizers: 

Chemical,  sale  and  marking,  38,  76. 

Inert,  sale  and  marking,  38,  77;  40,  94;  42,  103; 
53. 119. 

Liquid,  sale  and  marking.  39,  61;  41,  137; 

53,  119;  53,  131. 

Survey  and  study  on  sale,  52,  137. 
Firewood,  sale  of,  32,31. 

Fischer,  Louis  Albert,  memorial  and  resolution, 

15,  2;  15,  16. 
Fish  and  fish  products: 

Dried,  sale  and  marking,  31,  119;  32,30. 

Frozen: 

Packaging,  33,33;  33,37;  33,40. 
Sale  and  marking,  32,30;  42,  101. 

Regulation,  federal,  under  Bureau  of  Commer- 
cial Fisheries,  49,93. 

Smoked,  sale  and  marking,  32,  30. 
Flour: 

Industry  activities  in  packaging,  41,  72. 
Proposal  of  Millers  National  Federation, 
44, 34. 

Sale  and  marking,  31,  119;  31,  121;  56,  199. 

Weight  variations,  37,7;  38,32;  44,  106. 
Flour  Committee  reports,  39,  58;  40.  87;  44,  26. 
Flowmeters,  electromagnetic,  characteristics, 

39,  42. 
Food  and  Drug  Act: 

Copeland  Bill  revision,  25,  119. 

Net -weight  amendment,  enforcement,  9,  18;' 
12,  148;  19,  162;  24, 158. 
Food  and  Drug  Administration: 

Activities  re  short  weight  and  deceptive  pack- 
aging, 32,  11. 

Package  markings  for  essential  foods,  32,  33. 
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Food,  Drug,  and  Cosmetic  Act: 
Quantity  declaration: 
Accuracy,  41,  82. 
Legibility,  41,77. 
Weights  and  measures  requirements,  29,  5; 
30,  135;  49,  60. 
Food  and  Drug  Officials  Association,  activities, 
32, 16. 

Food  products,  shrinkage  loss,  17,63;  18,154; 
33,  55;  34,  137;  43,  79. 

Sale  of.  34.  119. 
Food  scales,  retail: 

Specifications  and  tolerances,  46,  143;  47,  114. 
Food  store  inspection,  35,  36, 
France,  weights  and  measures  administration 

in,  44.77. 

Fraud  suppression,  19,26;  23,  86;  25,  139. 
Freight  and  baggage  scales: 

Specifications  and  tolerances,  38,  90. 

Supervision,  18,34;  18,46. 
Freight  weighing  rules,  24,  147. 
Frozen  foods: 

Industry  history,  33,  25. 

Sale  and  marking,  32.  28;  33,42;  33,51; 
34, 113. 

Standardization.  33.  29;  33.  39. 
Survey,  33,35. 
Symposium,  33,  17. 
Fruit  and  Vegetable  Branch,  USDA: 

Regulatory  responsibilities.  33.  133. 
Fruits  and  vegetables:    (See  also  Produce.  ) 
Containers:   (See  also  Cans.  ) 
Dimensional  testing.  28,  128. 
Paper  cartons,  sale  and  marking,  41.  138; 
42. 102, 

Second-hand,  marking.  33.  55. 
Standardization.  12,89;  22,13;  23,53; 

23.  65;  32, 18;  39, 53;  39,  60;  39,  89. 
Resolution,  19,  168;  39,  91. 
Grade  standards,  54,  82. 
Packaged  vs.  bulk  sale,  54,  84. 
Packing,  22,  53. 
Regulation  of,  20.  133. 
Sale  and  marking,  32,  29. 
Fuel  oil: 

Preheated,  sale  of.  37,  72;  38.  77;  39,63. 

Sale  of.  33.48;  33,161;  45,39. 

Storage  tanks,  gaging  of,  19,  22;  22,  96. 

G 

Gages  and  gaging.  24.  125. 

Garlic  buds,  sale  and  marking,  40,  94. 

Gasoline: 

Air  solubility,  22,  112. 

Auxiliary  tanks  for  checking  deliveries  of. 

19, 95;  23. 88. 
Evaporation,  15,  111;  24.  55. 
Temperature  factor.  16.  50;  25.  54. 


Gasoline  meters: 

Air-operated  installations,  22,  104. 

Ramp  garage  installations,  22,  79. 
Gasoline  and  Oil  Inspection  Act  of  California, 

28, 134. 

Gasoline  pump  industry,  32,  56. 
Gasoline  pumps:   (See  also  Liquid-measuring 
devices.  ) 

Air  releases,  23,  105. 

Meter  type,  operation,  33,  79. 

Modern  measuring  technology,  view  of  manu- 
facturers, 55, 105. 

Performance,  38,  82, 

Remote,  38.  69. 

Safety  precautions.  13.  59. 
Gasoline  service  stations: 

Air  towers.  55.  127. 

Inspection,  3  5,30. 

Price  signs,  32,  107. 
Germany,  administration  in,  43,  11. 
Gold  buying,  supervision  over,  25,  36. 
Government  reorganization,  56,  5. 
Government  and  technology,  55,  13. 
Graduates,  glass: 

Design,  9,  126;  45.  41. 

Manufacture.  31.  54. 

Specifications  and  tolerances.  11.  132; 

ll.App.  1.7;  17.  127;  21.  147;  34,  151; 

52,  183;  53,  121. 
Supervision  of  in  pharmacies,  23,  74. 
Grain: 

Hopper  scales,  specifications  and  tolerances, 
56,  174. 

Moisture  measurement,  44,47;  46,45;  48,70. 

Resolution,  43,  106;  51.  171. 
Moisture  meters: 

Inspection  procedure,  54, 53. 

Testing,  55,  125;  55,  263. 
Weighing,   12,140;  22,  65;  37,30;  42,94;  42.97; 
43, 51. 

Resolution.  16.  139;  32.  3  1;  42.  99. 
Weighing  scales,  specifications  and  tolerances 
51.  160. 

Grain  Division  of  USDA.  regulations  of,  49,  87. 
Graphs,  use  of  for  data  presentation,  23,  95. 
Grease-measuring  devices,  20.  70;  23,  16. 
Resolution,  20,  134. 

Specifications  and  tolerances,  21,83;  21,  165; 

22.71;  22.  89;  23.41;  23.63;  24.141;  35.  83; 

39,  80. 
Great  Britain: 

Administration  in,  26.  83;  49.  18.  - 

Consumer  protection.  48.  32. 

Development  of  weights  and  measures  control, 

42, 22. 

History  of  English  system  of  weights  and  meas 

ures,  50, 128. 
Training  of  weights  and  measures  officials, 

36,  15;  46, 50. 
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Grocers  Association,  Wholesale,  activities, 
29, 104. 

Gross  weight,  abolition  of,  16,  69. 

H 

Hassler,  Ferdinand  Rudolph,  work  of,  33,  137. 
Hawaii,  weights  and  measures  program  and 

progress,  52, 147. 
Hickory  wood  chips,  sale  and  marking,  39,  63. 
Highway  weighing,   15,26;  19,151;  22,  82;  24,123; 
27,  87;  38,  25;  41,  145;  56,  133. 

Two-draft,  28,  63. 
History  of  weights  and  measures  in  the  United 

States,  1,  6. 
Holbrook,  Fay  Stanley,  tribute  to,  30,  1. 
Hopper  scales: 

Specifications  and  tolerances,  42,  79. 
Household  goods,  uniform  weight  certificates 

for  shipment,  40,  125. 
Hundredweight  for  sale  of  grain,  42,  94;  42,  97; 
43.  51;  45,  33. 

Resolution,  42,  99;  46,  117. 
Hygroscopic  products,  inspection  of,  52,  161. 

I 

Ice: 

Scoring  machines,  20,  22. 
Shortages  in  sales,  12,  77. 
Ice  cream  and  related  frozen  products: 
Regulation  in  Wisconsin,  18,  137. 
Sale  by  liquid  measure,  33,  73. 

Resolution,  20,  132. 
Sale  by  weight,  18,  115;  19,  146;  32,  28;  32,  38; 
36.  35;  37,  48. 

Resolution,  18.  184. 
Standard  for.  18.  135. 
Sticks: 

Net  weight  marking,  36,  97. 
Net  weight  or  volime  marking,  37,  58. 
Ice  cream  containers: 

Factory-packed,  sale  and  marking,  32,  28; 

32.41. 
Liners,  39, 63. 
Standardization,  22,  24. 

Resolution,  23,  144. 
Terms,  extraordinary,  40,  94. 
Testing,  38.  20. 
Ice  cream  measure -containers,  prepackaged: 

Specifications  and  tolerances,  36,  103;  37,  76. 
Identification  by  precision,  22,  49. 
Inch,  standardization,  28.  2. 
Industrial  scales: 

Aspects  of,  33,  107. 

Impact  of  formal  specifications,  34,  97. 
Selection  and  maintenance,  11,  51. 
Industry  development.  21.  99;  49,  129;  50,  121. 


Information  crisis,  56.  22. 
Ink.  sale  of.  33.  54. 

Insecticide  Act.     provisions  of.  19.  165. 

Insecticides,  sale  and  marking,  33,  54. 

Institute  for  Applied  Tefchnology,  NBS,  activities, 

49.  6;  56. 111. 
Instrument  Society  of  America.  50.  69. 
International  Bureau  of  Weights  and  Measures, 

17, 81. 

International  Committee  on  Weights  and  Measures, 
23.  4;  24.  4;  42.  3. 

International  Conference  on  Weights  and  Meas- 
ures. 22.  3;  37.  19;  38.  72;  46.  5. 

International  Organization  of  Legal  Metrology, 
43,  16;  47,  127;  48,  77;  55,  22;  56,  21. 

International  program  of  legal  metrology,  39,  69. 
Resolution,  39,  90. 

Interstate  commerce,  preemption,  federal-state, 
51.41. 

Interstate  shipment  of  containers  and  packages, 
19,  160;  22,  9;  36.  74. 
Retail,  quantity  labeling.  52.  163. 
Investigation  of  weights  and  measures  by  the 
National  Bureau  of  Standards: 
Reports,  5,  101;  6,  41;  7,  89. 
Resolution,  5.  105. 
Investigation,  technical,  development  of.  49,  51. 

J  -  K 

Japan: 

Administration  in,  47,38. 

Metric  system  transition,  47,31. 
Jensen,  M.  W.  : 

Resolution,  54.  236. 

Tributes  to.  52.38;  54.113;  55.  32. 
Jewelers  scales: 

Maintenance,  9,  39. 

Specifications  and  tolerances.  52,  170;  53.  116; 
56.  173. 

Jewelry,  fraudulent  marking.   17.  140, 

Job  descriptions.  41.  101. 

Kindling  wood,  sale  of,  32,  31,  32,44. 

L 

Labels,  manufacture  of,  29,  121. 

Under  Fair  Packaging  and  Labeling  Act,  53,  61. 
Ladder  measurement  and  labeling,  52,81. 
Large -capacity  scales: 

Pivots  and  bearings,  greasing  of,  for  protec- 
tion, 30,  88. 
Repair,  22,  33;  34,  68. 

Resolution,  22,  145. 
Specifications  and  tolerances.  26.  122;  27.  75; 
27.  90;  28.  26;  28.  115;  29.  72;  29.  133; 
29.  140;  30.  110;  30,  112;  31.  105;  31.  106; 
33.  101;  38.  90;  42.  77;  43. 63;  44. 82;  45. 94; 
46.  145;  47.  115;  51.  156;  54.  178;  56.  174. 
Standardization,  29,  1. 
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Latin-American  countries: 

NBS  contribution,  49,48. 

Weights  and  measures  of,  12,  125, 
Law  enforcement,  philosophy  of,  45,  87. 
Law,  Model,  on  Weights  and  Measures,  2,  53; 
3,  64;  3,  69;  3,  107;  6,  110;  6,  151;  8,  225; 

8,  275;  10,  109;  10,189;  10,235;  14,131; 
16,  116;  18,  152;  20, 92;  21,  77;  26,  32; 
26,  92;  30,  180;  32,  113;  35, 27. 

Industry  viewpoint  on,  51,  26. 
Legal  considerations,  federal-state  preemp- 
tion, 51,41. 
Resolution,  4,  59. 

Revision  of  1951--36.  58;  39,  51;  40,  78; 

41,  136;  43.46;  43.49. 
Revision  of  1959--44, 113;  45,  87;  46,  160; 
47,  52;  48,  90;  51,  145;  52,  164;  53,  124; 
54, 210;  55, 265. 
Revision  of  1971--56, 118. 
Lawn  dressings,  sale  of,  32,  32;  52,  166. 
Laws  and  regulations: 

Enforcement  of,  51,33. 
Modernization  of,  43,  115. 
Laws  and  Regulations  Committee: 

Reports,  41,  135;  42,  100;  43,46;  44,  111; 
45, 32;  46, 155;  47,  50;  48,  87;  49,  192; 
50,  184;  51.  145;  52,  159;  53,  124;  54,  209; 
55,  265;  56,  188. 
Leather-measuring  devices,  testing,  15,  44. 
Legislation  Committee: 

Establishment  and  resolution  on,  29,  145. 
Reports,  30.  163;  31,  110;  32,  52;  33,  123; 

34,  19;  35,21;  36.  58;  37,43;  38,  67;  39,50; 
40,  78.    Committee  consolidated  with  Com- 
mittee on  Methods  of  Sale  of  Commodities 
in  1956  to  form  new  Committee  on  Laws 
and  Regulations. 
Length,  measurement  of,  yesterday,  today,  and 

tomorrow,  50,  154. 
Length  standards,  testing,  20,  28. 
Liaison  with  the  Federal  Government,  Commit- 
tee on: 

Reports,  51, 143;  52,  158;  53,  106;  54,  162; 
55,  225;  56,  156. 
Light  bulbs,  labeling  of,  28.  13. 

Resolution,  27,  111. 
Linear  measures: 

Specifications  and  tolerances,  8,210;  9,57; 

9,  68;  10,  193;  11.  App.  1.  4;  17,  127;  21.  148; 
24. 91;  36.  105;  39.  77;  54,  194. 

Linseed  oil,  sale  and  marking.  31.  120;  31,  124. 
Liquefied  petroleum  gas: 
Distribution,  33,86. 
Measurement: 

Instruments  for,  30.  62;  36.  22. 
Physical  properties,  30,48;  35,  73. 
Problems  of  distribution  industry,  30,  65. 
Resolution,  30,  179. 
Units,  34,  22;  34,  36. 


Liquefied  petroleum  gas  (continued): 

Metering,  panel  discussion  on,  54,  58. 
Products  packaged  in  disposable  cylinders, 

checking  of,  55,  134. 
Sale  of,  33,  45;  36,  128. 
Liquefied  petroleum  gas  liquid-measuring  de- 
vices: 

Seals,  approval,  39,51. 

Specifications  and  tolerances,  37,83;  38,89; 
41,  154;  42,  87;  43,  66;  49,  184;  52,  182; 
54,  187;  55,  254;  56, 181. 
Temperature-compensated,  45,  32;  45,  64. 
Testing  and  testing  equipment,  30,71;  31,21; 
34, 28;  35, 53;  35, 62;  39, 52;  40, 51; 
40, 59;  40, 68;  40, 70;  42, 72. 
NBS  meter  prover,  42,  75. 
Resolution,  40,  124. 
Liquefied  petroleum  gas  vapor -measuring  de- 
vices: 

Specifications  and  tolerances,  54,  197;  55,  254. 
Testing,  49.  150. 
Liquid-measuring  devices:   (See  also:  Gasoline, 

Gasoline  meters.  Gasoline  pumps. ) 
Characteristics  of,  ll,App.2.3. 
Performance  of,  21.  126;  38,  82;  38.  95. 
Regulation  of.  12.  169. 
Servicing  of.  30.  121. 
Sight  glasses.  20, 95;  30, 15;  40, 79. 
Specifications  and  tolerances.  8.  211;  10,  196; 

11,  App.  1.10;  12.184;  12.  223;  13.64;  13.33; 

13.127;  13.142;  13,193;  14,90;  14,104; 

14.116;  14.119;  14,123;  15,120;  17,133; 

19,  127;  20,  102;  21,  128;  22,  70;  22.  101; 

23.  123;    24,  91;  24,  140;  24,  147;  25,  82; 

25,  101;  26,  100;  26,  130;  27,  103;  29,  123; 

29,64;  30,  98;  31,  104;  32,86;  33,  95; 

33, 98;  34, 152;  35, 83;  36, 108;  37. 86; 

39. 79;  42. 80;  43. 65;  44. 84;  45. 97;  46. 148; 

47,  117;  48,  103;  49,  180;  50,  198;  51,  162; 

52,  180;  53, 118;  54, 180;  55,  246;  56,  176. 
Testing  of.  11.  App.  2.3;  14.64;  15.115; 

21.  104;  30,  121;  36,  27. 
Type  approval  problems,  20,  64. 
Visibility  of  indications,  31,  108. 
Wholesale: 

Testing  drafts  for,  38,  95. 

Tolerances  for.  38.94;  42.  83. 
Liquids,  measurement  of: 
Today,  50,  58. 
Tomorrow,  50,  63. 
Yesterday,  50,  39. 
Livestock  scales: 

Specifications  and  tolerances,  33,  100;  33,  101; 

33,  103;  38,  90;  39,  87;  41,  150;  45,  97; 

46,  141;  47,  116;  50,  198;  51,  159;  53,  113; 

53,  117;  54,  174. 

Testing  of,  18,  55;  19,  40;  34,  50;  35.  111. 
Livestock  weighing,  19.40;  38,46;  38,  50;  39,  19; 
40, 47;  44, 125. 


8 


INDEX  BY  SUBJECTS 


Load-cell  scales.  38,  52. 

Specifications  and  tolerances,  40,  118. 
Loadometers,  38,  25. 
Log  rules.    See  Lumber. 

Lubricants,  gear,  sale  and  marking,  39,  62. 
Lubricating  oil: 

Bottles,  19,  17;  24,  15. 

Drainage  characteristics,  24,  22. 
Resolution,   19,  170;  23,  144. 
Specifications  and  tolerances,  20,71; 
20,  137;  21.  142;  22,  70;  23,  124;  24,  27; 
24,  178;  25,  103;  32,  86;  34,  151. 
Cans,  25,  65. 

Drainage  characteristics,  26,  76. 
Quantity  checking,  41,  71. 
Sale  and  marking,  33,  48;  36,  95. 
Lumber: 

Log  rules,  23,  128. 

Model  regulation  pertaining  to  dimensions, 

55, 275;  56, 200. 
Sale  of,  12,  61;  18,  72. 

M 

Management  information  systems,  55,  180. 
Management  as  a  modern  approach.  56,31. 
Maryland  law,  36.  31. 
Mass  standards,  36,42. 

Office  standards,  testing,  19,  103. 
Precision  standards,  manufacture  and  uni- 
formity of  design,   15,  102. 
Matches,  sale  and  marking,  31,  120;  31,  126. 
Measure -containers: 

Paper,  regulation  of,  28,44. 
Single -service: 

Specifications  and  tolerances,  29,  134; 
30.  97;  31.  102;  32,  81;  33,  97;  49,  186; 
53,  121;  54,  192;  55,  256. 
Measurement  center,  state,  development  of, 

53,  97;  56,  139. 
Measurement  in  a  dynamic  society,  50,  73. 
Measurement  science,  university  curriculum, 
49, 15. 

Measurement  system,  national,  52,  7. 
Measures: 

Capacity.    See  Dry  measures.    See  also 

Liquid  Measures. 
Linear.    See  Linear  measures. 
Measuring  technology: 

Forums  on,  54,  53;  55,  99;  56,  116. 
Gasoline  pump  manufacturers'  viewpoint, 
55, 109. 

Meter  manufacturers'  viewpoint,  55,  100. 
Meat  and  meat  products:   (See  also  Packing 

house  products.  ) 
Federal  regulation  of,  26,  132;  35,  148;  36,  88; 

36,  89;  49,  74. 


Meat  and  meat  products  (continued): 
Packaged: 

Net  weight  marking,  12,  145;  14,45;  20.  127. 
Resolution,  11.  158;  12,  147. 
Pickled,  sale  and  marking,  32,  37. 
Prepackaging  of.  35,84;  35,89;  36,71. 

Marking,  35,  91;  37,  62. 
Quantity  control  on  production  lines,  43,  97. 
Sale  and  marking,  56,  199. 

Gross  weight,  40,  95. 
Resolution,  39,  91. 

Net  weight,  31,  119. 

Piece,  39, 62. 

Plastic  wrappings  and  casings,  36,  94; 
37, 73;  37, 76;  40, 95;  44, 112. 
Shrinkage  problems,  20,121,  21.124. 
Wholesale  labeling.  35,  148;  36.88. 
Mechanics.    See  Servicemen. 
Merchandising: 

Art  of.  yesterday,  today,  and  tomorrow, 

50,  141. 
Forums  on,  54.73;  56.  74. 
Meter  industry,  challenge  ofthe70's,  55,100. 
Meters: 

Dry  gas,  testing,  8,90;  21,54. 
Electric: 

Code  for,  48,  115. 

Testing,   10.  52;  21,  54, 
Parking,  characteristics  of,  28,21. 
Petroleum.    See  Petroleum  meters. 
Positive  displacement  in  liquid  hydrocarbon 

service,  32,71. 
Slow-flow,  specifications  and  tolerances, 

48,  103;  49,  180;  49,  183. 
Utility,  regulation  of.  26,  144. 
Vapor,  35,  159. 

Code  for,  48,  114. 
Water: 

Code  for,  48, 115. 

Testing,  10,  52;  21,  54. 
Method  of  sale  of  commodities.    See  Commodi- 
ties. 

Metric  system,  9,27;  9,63;  11,184;  12,112; 
43,  52;  43,  57;  49,  55;  53,  79. 
Education,  56,  151. 
Impact  of  metrication,  56,  22. 
Japan's  transition,  47,31. 

Resolutions,  11,178;  11.192;  12.210;  48,94; 

56. 218. 
Study: 

Resolution.  54.  236. 

Role  of  weights  and  measures  officials. 
54,  108. 

Survey  on  weights  and  measures.  55,  201. 
Mileage-measuring  devices: 

Specifications  and  tolerances,  39,  77;  42,89; 
47,  123;  48,  106;  49,  187. 
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Military  establishments: 

Inspection  in.  54, 91;  55,  227;  56,  158. 
Resolution,  55,  285. 
Milk  and  cream: 

Babcock  test  for  fat  determination,  19,  13. 

Concentrated  milk,  sale  of,  36,  93;  37,  72. 

Machine  measurement,  36,  67. 

Packaging  of,  43,49;  53,  54;  56,  200. 
Milk  and  cream  bottles: 

Capping  system,  Dacro  P-38,  32,  92. 

Filling,  16,  43;  32,  66. 

Marking,  30,  168. 

Paper  cartons,  27,  115;  31,  109;  32,  66; 
33,  154;  40,  103. 
Checkweighing,  38,  22. 
Plastic,  51,  17. 

Specifications  and  tolerances,  9,  58;  9,  73; 
9,  113;  10,  140;  10,  147;  10,  196;  11,  134; 
ll,App.  1,  11;  17,  128;  22,  121;  25.  99; 
26,  128;  31.  103;  32.  83;  48.  106;  49.  186; 
51.  165;  52.  183;  54.  193. 
Standardization.  15.30;  17.26;  32.29. 

Resolution.  15,  125;  17,  138. 
Ten-ounce,  44, 112. 
Testing,  16,47. 
Milk  marketing,  federal  regulation  of,  49,  80. 
Milk  meters: 

Investigation  of,  47,  22. 
Specifications  and  tolerances,  48,  104. 
Milk  tanks,  farm.    See  Farm  milk  tanks. 
Mine  scales: 

NBS  investigation,  12,  161;  13,  182;  14,  57. 
Specifications  and  tolerances.  38.  90. 
Moisture-test  scales: 

Specifications  and  tolerances.  34.  159. 
Mops  and  mopheads.  sale  and  marking,  36,  97. 

N 

National  Association  of  State  Departments  of 
Agriculture: 
Activities,  44,73;  45,12;  47.75;  48.60; 
54. 148. 

Weights  and  Measures  Division,  organization 

and  functions.  49.  114;  52.  16, 
National  Bureau  of  Standards: 

Activities  and  services.  12.15;  23.2;  24.5; 

32.  7;  35.  1;  38.  4;  39.  3;  39.  39;  40.  4; 

40,50;  41,3;  43,9;  45,7;  46,7;  47,3;  48,4; 

49.  1;  49.  6;  49,  38;  50.  6;  51.  1;  52.  7;  53,  7; 

54,  6;  56, 111. 
Addresses  of  Director  of  National  Bureau  of 

Standards  found  in  all  Conference  Reports 

except  the  3d,  25th,  and  52d. 
Resolution  on  support  of,  43,  106. 
National  Conference  on  Weights  and  Measures: 
Committee  structure,  reorganization,  40,  19. 
Following  through  on  Conference  actions, 

43,  120. 


National  Conference  on  Weights  and  Measures 
(continued): 
Insignia,  30.  167;  31.52;  32.  122. 
Objectives.  50.  24. 

Organization  and  procedure.  2.  6;  25,  142; 
34,4;  34.  95;  42.  19;  45.  145;  46.  118, 
47,  126;  50.  175;  53.  104;  54. 157;  56. 213. 
Report  of  Study  Committee,  42,  14. 
Resolution,  1,46;  2,57. 
National  economy,  43.  2;  44.  2;  45,  3;  48,  63. 
National  Scale  Men's  Association,  activities, 

23,136;  24,  168;  26,46;  27,71;  28,9;  29,  30; 
30,  78;  31,  18;  32.  20;  33.  105;  34,42;  35,  28; 
36, 5;  39,  15;  40, 12;  41,  12;  42, 58;  43, 60; 
44,  8;  49,  32;  50, 151. 
Resolutions,  23,  147;  24,173;  25,88. 
Neale,  Charles  C.  ,  tribute  to,  40,  1. 
Net  weight: 

Mandatory  marking  of  "net,  "  37.  12;  37.  63; 
44. 113. 

Principles  of.  13,  118;  13,  187;  39, 63. 

Resolution  on  sale  by,  36,  113. 
Newsletters,  21,  71;  30,  183;  32,  98;  49,  53;  50,  37. 
Nonautomatic -indicating  scales: 

Specifications  and  tolerances.  51.  158;  51.  161; 
55. 242. 

Nuts,  sale  and  marking,  33,  55. 

O 

Odometers: 

Characteristics  of,  47,  13. 

Control  of,  47,  12. 

NBS  investigation,  49,47;  49,  187. 

Specifications  and  tolerances,  23,  43;  24,  140; 
51, 167;  52,  185;  53,  123;  55,  257. 

Testing,  54,  64;  55,  121. 
Office  of  Weights  and  Measures,  NBS: 

Establishment,  33,3. 

Mission,  48,  119. 

Services  and  activities,  35,  154;  49,37;  50.31; 
51. 123;  52.  127;  53.  26;  54. 29;  55.  159. 
Engineering  studies,  52,  33;  55,  120. 
Information  program,  54,  32. 
Oil.    See  Lubricating  oil.    See  also  Fuel  oil. 
Ordnance  Department,  U.  S.  ,  work  of,  12,  99, 
Organization  and  procedure  of  National  Confer- 
ence.   See  National  Conference  on  Weights  and 
Measures. 
Ounces,  fractional  terms,  37,  63;  39,6a. 
Oysters,  sale  and  marking,  32,30;  32,  43;  40,98; 
41, 136. 

P 

Package  Marking  Regulation,  Model,  37,  43. 

1960  revision,  45,  34;  46,  161;  46,  162;  48,  91; 

49,  194;  49,  196;  50,  184;  51, 147. 
Industry  viewpoint,  51,26. 
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Package  marking  requirements,  19,121;  24,  42; 
25,  119;  45,  39. 
Accuracy,  41,  83. 

Administrative  Ruling  on  prominence  and 

placement,  49,  196;  49,  199;  50,  184, 
Cents  off,  47,  51. 

Conspicuousness,  43,  125;  47,  53;  48,  89. 
Enforcement,  42,  109. 

Extraordinary  and  qualifying  terms,  41,  135; 

43,  128;  46,  37;  47,  52;  49, 192. 
Foods,  essential,  32,  33. 
Legibility,  41,77. 
Resolutions,  7,107;  12,  207. 
Package  weighing  machinery,  automatic,  38,40. 
Packages:   (See  also  Containers. )   (See  also 
Cans. ) 

Advertising  strategy,  44,  99. 
Deceptive  and  slack  fill,  43,37;  45,  109; 
46, 75;  47, 101. 

Resolution,  43,  108. 
Federal-state  cooperation  on  regulations: 

Resolution,  53,  151. 
Food: 

Labeling,  legal  requirements  and  commer- 
cial practices,  51,  22. 

Standardization,  29,  79;  29,  125;  30,  145; 
32,  96;  33,  124;  37,14;  41,27. 

State  responsibility,  40,  110, 

Weights,  state  supervision,  44,  121. 
Interstate  shipment,  17,47;  19,160;  29,9; 
36,  74. 

Retail  packages,  quantity  labeling,  52,  163. 
Quantity  control  statistics,  41,  57;  48,  97; 

51,114. 
Random,  sale  of,  34,119. 

Standardization,  28,  53;  29,  85;  29,  89;  29,  104; 
30,  145;  40,  160;  47,  51;  48,  87. 

Resolution,  27,  110;  28,  138;  43,  107;  47,47. 
Supervision: 

Federal,    46,  132;  47,  79. 

State,  43,  103;  47, 66. 

Systematized,  34,  103. 
Survey  by  Food  and  Drug  Administration  on 

net  contents,  45,  101. 
Packaging  and  labeling: 
Equity,  56,  85. 

Federal-state  programs,  55,46. 
Forum,  55,46. 

Industry  support  and  concern,  55,  51. 

Industry's  viewpoint  on  Model  Law  and  Regu- 
lation, 51, 26. 

Legislation: 

Resolution,  51,  171. 

Truth-in  Packaging  Bill,  packager's  view- 
point, 48,  52. 
Merchandise  distributors,  support  and  con- 
cern of,  55,  55. 


Packaging  and  Labeling  Act,  Fair: 
Consumer  view,  52,  75. 

Effect  on  prepackaging  scales,  52,  109;  53,  92. 

Implementation,  52,  54;  52,  59. 

Implications  of,  53,  72, 

Industry  view,  52,69. 

Manual,  54,  163;  55.  229;  56,  163. 

NBS  responsibilities,  progress  of,  53,  36. 

Need  for  and  characteristics  of,  52,  63. 

Preemption,  53,  38. 

Roles  of  federal  agencies: 

Agriculture,  U.  S.  Department,  54,  124. 

Federal  Trade  Commission,  54,119. 

Food  and  Drug  Administration,  54,  115. 

Internal  Revenue  Service,  54,  126. 
Seminar,  52,  53. 
Packaging  and  Labeling  Regulation,  Model: 

1968  revision  of  Model  Regulation  for  Package 
Marking  Requirements,  53,  133. 

1969  revision,  54,214;  55,  267;  56,  204. 
Packers  and  Stockyards  Act,  USDA,  regulations, 

33,  57;  38.46;  40,  47;  41,124;  49,71. 
Packing  house  products,  marking  requirements, 
42,  100, 
Federal,  41,  92;  43,  93. 
Paints  and  related  products: 

Asphalt  paints,  coatings,  and  plastics,  sale 

and  marking,  54,  213. 
Calking  compound,  glazing  compound,  and 
putty: 
Checking  of,  55,  136. 

Sale  and  marking,  52,  162;  53,  130;  54,213; 
56, 200. 

Sale  and  marking,  31,120;  32,31. 

Tinting  base  color  systems,  sale  and  marking, 

40,  96;  41,  138. 

Paper  products:    (See  also  Stationery. ) 
Basis  weights,  35,  139, 

Regulation,  Model,  46,  159;  48,  92;  49,  196; 

51, 149. 
Standardization,  53,  66. 

Wrapping,  sale  of,  30,  130;  31,  120;  40,99; 
46, 159. 
Parallax,  30,  131. 

Pattern  approval.    See  Type  approval. 
Peat  and  peat  moss: 

Packaging  study,  55,  132. 

Regulation,  Model,  53,  128;  54,212;  56,  202. 
Sale  and  marking,  37,  54;  38,78;  39,63; 

41,  140;  43,46;  44,  111. 
Supervision  of,  37,  58. 

Peddlers,  regulation  of,  18,21. 
Performance  standards,  engineering,  51,9. 
Permalite,  sale  and  marking,  37,61. 
Person  weighers,  11,  103;  22,  128;  23,  126; 
24,  106. 

Specifications  and  tolerances,  23,  148;  24,  113; 
24,  179;  25,13;  25,33;  25,49;  27,  98;  28,  123; 
32, 91;  33, 100;  33, 101;  46, 139. 
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Petrochemicals,  their  composition,  handling, 

and  quantity  control,  41,31. 
Petroleum  industry,  problems,  25,  62;  37,  23. 
Petroleum  Institute,  American: 

Function  and  objectives,  39,  54;  52,  111; 
55, 115, 

Standards  1101  and  2531,  development  of, 
51, 103, 

Petroleum  meters,  large  capacity: 

Accuracy  survey,  52,114;  52,116;  53,  90. 
Air  elimination,  31,25, 
Resolution,  26,  161. 
Installations,  33,  88. 
Research  program,  29,  45. 

Testing  and  testing  equipment,  19,  57;  24,  41; 
26, 110;  28, 17;  34, 38;  36, 25. 
Resolution,  26,  161. 
Philippine  Islands,  administration  in,  10,  50; 
11, 29. 

Pickle  products,  sale  and  marking,  38,81; 
56, 200, 

Plastic  bottles,  statistics  on,  51,  17. 
Plastics,  sale  of,  56,  200. 
Platform  scales: 

Load  distribution,  7,  169. 

Specifications  and  tolerances,  8,  214;  9,  59; 

9,91;  10,156;  10,  203;  10,  222;  11,150; 

ll,App,  1,20;  17,131;  21,151;  22,71; 

24,91;  25,  88;  26,121;  26,  125;  27,  75; 

27,  90;  28,  26;  28,115;  29,  72;  29,  133; 

29,  140;  30,  110;  30,  112;  31,  105;  31,  106; 

31,  129, 

Testing  and  test  equipment,  7,  146;  15,32; 
18,  54;  18,  65;  25,  110. 
Polishes,  sale  of,  33,  54. 

Polyethylene  film,  use  of  and  standards  for, 
56,  82. 

Popcorn,  sale  and  marking,  36,  96, 
Post  Office  scales: 

Supervision,  24,97;  54,93;  55,  228;  56,161. 
Testing,  17,34;  18,171;  50,12, 
Resolution,  17,138. 
Poultry  and  poultry  products: 

Federal  regulation,  45,71,  49,77, 
Market,  regulation  of,  36,  78;  36,  85. 
Sale  and  marking,  56,  199, 
Barbecued,  43,  50. 
Canned,  39,31. 
Cooked,  42,  101. 
Cut  up,  32,  29. 
Dressed,  32,  29. 
Frozen,  32,30, 
Stuffed,  42,  101;  43,  50, 
Pound,  international,  resolution,  44,114. 
Prepackaged  commodities; 
Checkweighing,  38,  12. 
Federal  supervision,  39,  22, 
Symposium  on,  43,  93, 
Weight  control,  43,  74, 


Prepackaging  scales: 

Autoriiatic,  characteristics  of,  41,  52. 

Effect  on  of  Fair  Packaging  and  Labeling  Act, 

52, 109;  53, 92. 
Specifications  and  tolerances,  34,  160;  36,  110; 

44,  84;  45,  95;  46,  140;  46, 141;  46,  147. 
Supervision  over,  47,  53, 
Prescription  scales: 

Maintenance  and  supervision,  9,39;  23,74, 
Specifications  and  tolerances,  11,  154; 
ll,App,  1,37;  22,  73;  26,121;  27,  95; 
52,  170;  53,  116. 
President,  National  Conference  on  Weights  and 
Measures.    Addresses  found  in  all  Conference 
Reports  except  the  3d,  25th,  and  52d, 
Pressed  logs,  sale  of,  43,51. 
Preval  cartridge,  characteristics  of,  52,  90. 
Produce: 

Labeling,  54,  81. 

Merchandising,  developments  in,  54,  151, 

Unitized,  sale  and  marking,  41,  86, 
Prosecutions  and  obtaining  evidence,  14,  50; 
17,85;  19,89;  23,  86;  41,17;  45,87. 

Board  of  adjustment,  25,  95, 

Search  and  seizure,  54,35, 
Prototype  examination,  52,  106;  56,117, 
Provers,  meter,  40,  59;  40,68;  42,  75;  49,  139, 

NBS  liquefied  petroleum  gas  prover,  42,  75, 

Testing,  8,91, 
Public  markets,  supervision,  16,53;  16,58, 
Publications  adopted  by  National  Conference  on 
Weights  and  Measures: 

Handbook  26,  "Weights  and  Measures  Admini- 
stration," 46,  116;  46,  123, 

Handbook  37,  "Testing  of  Weighing  Equip- 
ment," 33, 173. 

Handbook  45,  "Testing  of  Measuring  Equip- 
ment," 36, 113. 

Handbook  67,  "Checking  Prepackaged  Com- 
modities, "  44, 115. 

Handbook  M-85,  "Specifications  and  Toler- 
ances for  Commercial  Weighing  and  Meas- 
uring Devices, "  22,3, 

Handbook  H-22,  "Specifications,  Tolerances, 
and  Regulations  for  Commercial  Weighing 
and  Measuring  Devices,"  (revision  of 
M-85),  28,  103, 

Handbook  H-29,  "Specifications,  Tolerances, 
and  Regulations  for  Commercial  Weighing 
and  Measuring  Devices,"  (revision  of 
H-22),  31,  102. 

Handbook  H-44,  Specifications,  Tolerances, 
and  Regulations  for  Commercial  Weighing 
and  Measuring  Devices,"  (revision  of 
H-29),  34,  141. 

Handbook  H-44,  Second  Edition,  "Specifica- 
tions, Tolerances,  and  Regulations  for 
Commercial  Weighing  and  Measuring 
Devices,"  40,  116. 
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Publications  adopted  by  National  Conference  on 
Weights  and  Measures  (continued): 

Handbook  H-44,  Third  Edition,  "Specifica- 
tions, Tolerances,  and  Other  Technical 
Requirements  for  Commercial  Weighing 
and  Measuring  Devices,"  50,  204. 

Handbook  H-44,  Fourth  Edition,"  Specifica- 
tions, Tolerances,  and  Other  Technical 
Requirements  for  Commercial  Weighing 
and  Measuring  Devices,"  56,  182. 
Publicity  for  weights  and  measures  activities, 

11,45;  20,39;  20,  67;  28,  125;  29,  19;  30,  100; 

31,165;  33,  145;  34,  56;  40,  23;  55,  234. 

See  also  Week,  National  Weights  and  Meas- 
ures. 
Puerto  Rico: 

Administration  in,  9,128;  17,17;  42,90; 
43, 110. 

Sugar  and  tobacco  industries,  regulation  of, 
20,35. 

Pumps,  gasoline.    See  Gasoline  pumps.  See 

also  Liquid-measuring  devices. 
Pulp  wood,  sale  and  marking,  42,  102. 

Q  -  R 

Railroad  weighing,  24,  147. 

Tare  weight  stenciling,  55,  235. 
Railway  track  scales: 

Construction,  6,67;  11,97. 
Installation,  11,73. 
Master  track  scale  and  depot: 
Establishment,  20,  33. 
Installation,  21,40. 
NSMA  specifications,  23,  136;  24,  99. 
Plate  fulcrum  principle,  20,  15. 
Specifications  and  tolerances,  12,  107; 

17, 131;  26,  124;  46,  142;  47, 116;  51,  160; 
54,  174;  54,  177;  56, 171;  56,  174. 
Standardization,  12,  107;  29,  1. 
Test  car  accuracy,  18,  176. 
Testing,  6,67;  8,123;  10,86;  11,62;  36,  38; 
37,  34. 

Model  state  testing  program,  56,  164. 
Reports  of  NBS  tests,  10,82;  11,87;  12,64; 

52, 140. 
Resolution,  35,  166. 
Record  keeping  and  report  forms,  7,90;  10,  171; 

34,76;  41,35;  45,  134. 
Regulations: 

Legal  status  of  court  decisions,  22,  132. 
Survey  on  state  promulgation,  25,38. 
Report  forms.    See  Record  keeping. 
Reports,  annual,  23,  92. 

Responsibilities  of  weights  and  measures  offi- 
cials, 35,94;  37,45;  42,  107. 
Revenue  sharing,  56,  5. 
Ribbon,  crimping,  sale  of,  41,  140. 


Roofing  and  roofing  products: 

Regulation,  Model,  46,  159;  51,149;  52,  160; 
56, 203. 

Sale  of,  34,  123. 
Rope,  sale  and  marking,  38,  80;  40,  99;  41,  137; 

42, 102. 

Rug  cleaning  charges,  35,  143;  36,  97. 
Russell  1,  000-pound  balance,  40,31. 

S 

Safety  performance  standards,  54,  17. 
Salesmanship  in  weights  and  measures  field, 
27, 69. 

Saudi  Arabia,  industrial  development,  53,43. 
Scale  industry: 

Developments,  39,  16. 

Manufacturer's  viewpoint,  55,  74. 
Scale  Manufacturers  Association,  activities, 

32,  63;  39,  70;  52,  105. 
Scales: 

(For  specific  type  of  scale,  see  specific 

entry  for  that  type. ) 
Design  and  construction,  8,  123;  8,  135. 
Federal  Specification  AAA-S-121,  25,  23. 
Indications,  visibility  of,  22,117;  23,  134; 

25,  134. 

Levers,  level  and  plumb  conditions,  9,  34. 
Parallax,  30,  131. 
Reconditioning,  22,  122. 

Specifications  and  tolerances  (general,  for 
all  scales),  8,  213;  9.  59;  9,  90;  9,  99;  9,  112; 
10,139;  10,148;  10,151;  10,  200;  10,  220; 
11,107;  11,138;  ll,App.  1,15;  16,129; 
17,130;  21,149;  23,  122;  24,91;  24,  145; 
25,  103;  26,118;  26,  124;  27,  75;  27,  90; 
28,  26;  28,115;  29,71;  30,  108;  31,105;- 
32,91;  33,  100;  36,  109;  37,  84;  37,  86; 
37,  87;  38,  89;  39,  86;  41,  150;  41,  167; 
42, 77;  43, 63;  44, 81;  45,  93;  51,  158;  52,  169; 
52,  170;  53,114;  54,  170;  55,  240;  56,171. 
Strain -load  tests,  35,  156. 
Weighbeams,  31,71. 
Scotland,  administration  in,  47,  55. 
Seafood,  sale  of,  56,  199. 
Seals,  approval,  8,204;  39,  65;  40,  109. 

Resolution  on  location,  24,  173. 
Searles,  R.  W.  : 

Resolution,  56,218. 
Tribute  to,  56,  30, 
Seeds,  sale  and  marking,  33,  52;  33,  54;  33,  159; 

38,  81;  39,62;  56,  208. 
Sensibility  reciprocal,  effects  on,  of  packing 

pivots  and  bearings  with  grease,  30,  88. 
Service,  sale  of,  16,23;  18,77;  33,  155. 
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Servicemen: 

Itinerant,  24,  154. 

Licensing,  27,  62;  28,  38;  33,  122;  33,  130; 
34,  19. 

Resolution,  27,  110. 
Regulation,  Model,  on  Registration,  51,  151; 

52,  107. 

Sheets,  bed,  sale  and  marking,  45,32. 
Shrinkage  loss  of  commodities,  17,63;  18,  154; 
33,  55;  34,  137;  43,79. 

Sale  by  weight,  34,  119. 
Soap  and  soap  products: 

Bar: 

Characteristics  of,  34,  82. 

Sale  and  marking,  33,  54;  34,  118;  36,  62; 

37,  57;  42,  102. 
Weight  loss,  55,  127. 
Liquid,  sale  and  marking,  33,  54. 
Packaged: 

Quantity  control  at  Procter  &  Gamble, 

46, 101. 
Marking,  34,79. 
Powders,  sale  and  marking,  33,  54. 
Space  vehicle  measurements,  52,  94. 
Specifications  and  Tolerances  Committee: 
Enlargement,  10,143;  15,121. 
Interpretations,  40,  121;  41,  167;  44,88; 

44,  89;  45,  95;  55,  272. 
Reports  appear  in  all  Conference  Reports 
starting  with  the  Seventh  Report. 
Specifications  and  tolerances,  general,  for  all 
weighing  and  measuring  devices,  30,  112; 
32, 73;  32, 81;  33, 156;  34, 146;  35, 81;  42, 76; 
43, 63;  44,  80;  46,  139;  46,  140;  47,  110; 
48,  102;  50,  197;  51,  154;  52,  168;  53, 111; 
55, 239;  56, 167. 
Specifications  and  tolerances  for  specific  weigh- 
ing or  measuring  device.    See  entry  for  spe- 
cific device. 
Spring  scales  and  balances: 

Specifications  and  tolerances,  8,217;  8,219; 
9,60;  9,99;  10,140;  10,211;  10,213; 
11,109;  11,152;  ll,App.  1,30;  ll,App.  1, 
33;  17,131;  21,152;  24,91;  25,  106;  28,  104; 
31,105;  32,  92;  32,94;  33,  96;  34,161; 
43,64. 
Straight -face: 

Specifications  and  tolerances,  8,  219; 
10,213;  ll,App.  1,33;  21,152;  26,  124. 
Standardization,  industrial,  14,79;  16,76;  16,95; 

18,74;  20,34;  21,66;  33,  102. 
Standardization  of  weights  and  measures: 
Legislation,  27, 1. 

Resolutions,  27,  109;  28,  137. 
Standards: 

Calibration,  33,  167. 
Consumers,  52,  39. 
Engineering  performance,  51,  9. 


Standards  (continued): 
Importance,  52, 1. 
Length,  testing  of,  20,  28. 
Mass,  36,  42.    (See  also  Weights. ) 
Office  standards,  testing,  19,  103. 
Precision  standards,  manufacture  and 
uniformity  of  design,  15,  102. 
New  state,  45,45;  45,51;  50,  33;  51,125; 
52,  130;  53,  28. 
Resolution,  40,  123. 
Survey,  40, 27. 
Primary,  care  and  use,  34,  13  2. 
Safety  performance,  54,  17. 
Voluntary,  development  and  use,  54,  95. 
Program  of  U.  S.  Department  of  Com- 
merce, 54, 102, 
Standards  Institute,  program  of,  54,95. 
Stationery,  sale  and  marking,  31,  120;  33,  54; 

39,  63;  45,32. 
Strain-load  tests,  35,  156. 

Stratton,  Samuel  Wesley,  tribute  to,  16, 136. 
String,  sale  and  marking,  40,  99. 
Sugar  industry  in  Puerto  Rico,  regulation  of, 
20,35. 

Suspension  scales,  lever  type: 

Specifications  and  tolerances,  10,  211; 
11,  152;  ll,App.  1,  29. 

Symbols  (plus  and  minus)  in  quantity  markings, 
36, 96. 

System  analysis,  55,  151. 

T 

Tanks: 

Fuel-oil  storage,  gaging,  19,  22. 
Hot -water  storage,  resolution  on  marking, 
.9, 123. 

Vehicle.    See  Vehicle  tanks. 
Taximeters:   (See  also  Mileage -measuring  de- 
vices. ) 

Specifications  and  tolerances,  18,  97;  18,  107; 

19,38;  22,  70;  24,91;  39,  77;  52,  184. 
Testing  and  inspection,  12,85;  17,117;  18,78; 

40,45;  54,64;  55,  256. 
Transmission  drive,  19,31;  20,81. 
NBS  investigation,  21,21. 
Resolution,  21,  160. 
Tea,  sale  and  marking,  31,119. 
Tech  Memo,  OWM,  49,  53;  50,37. 
Telephone  listings  of  weights  and  measures 

offices,  55,  233. 
Testing,  selective,  48,  120;  55,  185. 
Textiles: 

Basis  weights,  35,  140. 
Labeling,  56,  75. 
Thermometers,  clinical  testing,  19,  48. 
Thread,  sale  and  marking,  33,46;  34,  113, 
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Timing  devices: 

Specifications  and  tolerances,  56,  183. 

Study  of,  55,  126. 
Tires: 

Air-pressure  gages,  accuracy  of,  55,  261. 
Tissue  Association,  report  of,  32,  54. 
Tissue  products: 

Facial  and  cleansing,  sale  and  marking, 
31,119;  31,126;  32,31;  33,49;  34,117; 
46, 159, 

Sheet,  sale  and  marking,  31,  120, 
Standardization,  53,  66, 

Toilet,  sale  and  marking,  11,  113;  30,  130; 
31,  119;  46,  159, 
Resolution,  11,182, 
Tobacco: 

Federal  quantity  requirements,  41,  27. 

Sale  and  marking,  37,51;  38,  67;  39,  51,  40,78. 
Resolution,  47,  110. 
Tobacco  industry  in  Puerto  Rico,  regulation  of, 

20,  35. 
Tolerances: 

Commodity,  34,  137. 

Principles,  18,  110;  29,  12, 
Tomatoes  in  retail  cartons,  sale  and  marking, 

37,  5;  37,  61, 
Ton:   (See  also  Coal, ) 

Resolution  on  2,  000-pound,  16,  142, 
Towels,  paper,  resolution  on  marking,  11,182. 
Trading  by  Weight  Committee: 

Reports,  32,  25;  33,  165;  34,75;  35,  52;  36,7; 
37,  18;  38,  17;  39,  53;  40,  87;  41,  124;  44,  68. 

Resolution,  31,  158. 

Survey  by,  38,  17. 
Turkeys: 

Frozen,  stuffed,  marking  of,  40,  98. 
Survey  on  weights  of  fresh  and  frozen  turkeys, 
46, 79. 

Turpentine,  sale  and  marking,  31,120;  31,124; 
40,  99. 

Twine,  sale  and  marking,  26,  27;  40,  110, 
Two-draft  weighing  of  motor -veMcle  loads, 
28,63. 

Type  approval  of  commercial  devices: 
Canada,  47,  27. 

National,  4,8:  8,85;  9,164;  10,159;  11,84; 
12,50;  12,134;  15,57;  15,66;  15,73; 
18,  147;  20,43;  20,  58;  20,61;  21,3; 
21,75;  21,98;  45,33;  45,  139;  46,  155. 
Resolutions,  4,58;  8,  223;  12,  205;  13,177; 
20,  58;  20,  120. 
State,  8,86;  15,60;  20,43;  20,47;  20,49; 

20,  50;  20,  56;  30,  184;  31,  109. 
View  of  manufacturers,  56,  117. 


U  -  V 

Undercover  buying,  25,  139. 
Uniformity  of  requirements,  28,  5;  34,  90. 
Committee  on,  22,  116;  23,  141;  24,  171; 

34,  166;  35,40;  36,  20. 
Resolution,  21,  161. 
Unit  pricing,  56,  90. 

Regulation,  Model,  56,  209. 
Utah  University,  role  of,  in  advancing  science 

and  technology,  55,  92. 
Vehicle  scales: 

AREA  specification  for,  25,  88;  31,  129. 
Four-section,  32,48. 

Testing,  34,47, 
Local  "master"  scales,  31,87. 
Platform  overhang,  31,93. 
Selection,  installation,  and  maintenance, 

26,  38;  30,  45;  46,  29. 
Specifications  and  tolerances,  8,214;  9,59; 
9,91;  10,156;  10,  203;  10,  222;  11,150; 
ll,App.  1,20;  17,131;  21,151;  22,71; 
24,91;  25,  88;  26,  122;  26,  125;  27,  75; 
27,90;  28,  26;  28,115;  29,  72;  29,  133; 
29,  140;  30,  110;  30,  112;  31,  105;  31,  106; 
31,129;  32,  94;  32,  95;  38,  90;  46,141; 
46,  142;  46,143;  46,  145;  51, 160;  52, 171; 
53,  113;  53, 117;  54,  174. 
Testing  and  testing  equipment,  15,  32;  18,  54; 
18,65;  20,  84;  21,40;  21,48;  22,  75; 
24,  130;  25,110;  26,47;  28,19;  28,  94; 
28,  99;  31,67;  33,  112;  54,40. 
End  testing  vs.  corner  testing,  26,  64. 
NBS  testing  equipment  and  reports  on  test- 
^  ing,  26,  69;  27,45;  27,46;  27,  117;  28,81; 
28,  88;  29,  57;  30,35;  31,61;  31,145. 
Weighbridges,  32,49. 

Deflection  of  members,  31,129. 
Vehicle-tank  meters: 

Air  elimination,  26,  106. 

Specifications  and  tolerances,  25,  72;  28,112; 

33,  99;  33,  101;  34,  157;  42,  83;  44,  87; 

50,  200;  51,162;  52,  181;  53,118;  54,  185; 

55, 252;  56, 181, 
Testing  and  test  equipment,  17,  94;  19,  57; 

23,112;  26,110;  37,  66;  39,  57, 
Vehicle  tanks: 

Compartment  indicators,  multiple,  38,  93. 
C  onstruction,  33,  68. 
Gasoline  deliveries,  survey  on,  15,  53, 
Piping  and  valves,  26,  98;  31,33;  33,  63. 
Specifications  and  tolerances,  16,  90;  16,  151; 

17,101;  17,115;  18,25;  21,149;  22,71; 

25,70;  25,  76;  26,  104;  27,  98;  28,  106;  29,  65; 

29,  129;  30,  107;  32,  90;  34,  126;  42,  85; 

43,66;  44,  86;  45,  98;  46,  150;  47,  122; 

49, 185;  51, 164;  53, 120;  54, 189;  56, 182. 
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Vehicle  tanks  (continued): 
Svirvey,  33,70. 
Symposium,  33,  60, 

Testing  and  testing  equipment,  17,  94;  19,  57; 
23, 112;  26,  110;  33,  60;  34,  156;  35,  145; 
39,  81. 

Volumeters,  research  program,  29,  45. 
W 

Wallpaper,  sale  and  marking,  41,  122;  42,  103. 
Watchmakers,  certification  of,  27,  66. 
Wax  paper,  sale  and  marking,  32,31;  42, 101. 
Week,  National  Weights  and  Measures: 

Reports,  43,  25;  44,19;  45,19;  46,34;  47,  93; 
48,  28;  49,  164;  50,  179;  51,  134;  52,  154; 
53,  109;  54,  167;  55,  237;  56,  148. 
Resolutions,  11,59;  43,  107;  44,115. 
Weighbeams,  31,71. 

Maintenance,  35,  109. 
Weighing  systems,  seminar,  51,57. 
Continuous: 

Applications,  51,93. 
Engineering  and  design,  51,  84. 
Testing,  51,99. 
Discrete: 

Applications,  51,74. 
Engineering  and  design,  51,  61. 
Testing,  51,79. 
Weighing  technology: 

Challenge  of  the  70' s  from  viewpoint  of  manu- 
facturer, 55, 74. 
Forums,  54,39;  55,  73. 
Today,  50,  98. 
Tomorrov/,  50,113. 
Yesterday,  50,78. 
Weighmasters: 

Model  Law,  35,  22;  36,  62. 

1965  revision,  50,  189. 
Supervision  over,  18, 12;  27,  11;  34,  20. 
Weight: 

Committee  on  Trading  by  Weight.    See  Trad- 
ing by  weight. 
Sale  of  dry  commodities  by  weight.    See  Dry 
commodities. 
Weight  vs.  measxire,  sale  by,  29,  16;  40,  94. 
Weight  statutes,  compulsory,  operation  of, 
19, 59. 

Weight  Watchers  International,  activities  of, 

56, 104. 
Weights: 

Large  denomination,  29,35. 

Maintenance,  use,  and  calibration,  54, 49. 
Specifications  and  tolerances,  8,  220;  9,62; 
9,112;  10,216;  11,155;  ll,App.  1,41; 
17, 132;  27, 96;  30, 110;  32, 96;  36, 109; 
55,  245. 
Testing,  19,  103. 


Wheat  products,  shrinkage  of,  34,  62, 
Wheel-load  v/eighers: 

Highway  protection,  15,  26;  24,  123, 
Specifications  and  tolerances,  35,  84;  38,  89; 
46,  140;  51,160;  52,171;  53,113;  55,  242; 
56,  173, 
Testing,  19,  151;  35,  133, 
Wiping  cloths,  sale  and  marking,  34,  124;  35,  123; 
37,  55. 

Wire  and  cordage  measuring  devices: 

Specifications  and  tolerances,  54,  194. 
Wisconsin  program,  48,  120;  55,  185, 
Wood.    See  Lumber. 
Wool  batting,  sale  of,  30,  130. 

X  -  Y  -  Z 

Yard,  international,  resolxrtion,  44,  114. 
Yarns,  sale  of,  32,  32. 
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Adams,  O.  C. ,  The  Great  Atlantic  &  Pacific 
Tea  Co,  : 

Weights  and  measures  aspects  of  chain-store 
operation,  21,79, 
Alexander,  Hon.  Joshua  W. ,  Secretary  of  Com- 
merce:  Address,  13,  57, 
Algeo,  J,  S. ,  Glass  Container  Association  of 
America: 
Standardization  of  packages,  29,  117, 
Allen,  K,  C, ,  Hobart  Manufacturing  Co, : 
Fundamentals  of  scale  design,  27,  55. 
An  automatic  prepackaging  scale,  41,  52. 
Allen,  L.  J. ,  Seattle,  Wash. : 

Heavy-capacity  platform  scales — apparatus 
and  methods  for  field  tests,  18,  63. 
Alsberg,  C.  L. ,  U.  S,  Dept.  of  Agriculture: 
Enforcement  of  net -weight  amendment  to  the 
Food  and  Drugs  Act,  9,  18;  12,  148, 
Anderson,  H.  L. ,  Federal  Trade  Commission: 
Work  of  the  Federal  Trade  Commission  re- 
lating to  weights  and  measures,  22,  42. 
Andresen,  Hon.  August  H. ,  Congressman, 
Minnesota: 
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Study  on  fertilizers,  52,  137. 
Schwartz,  A.  W. ,  State  of  New  Jersey: 

Standardization  of  containers  for  foodstuffs 
and  the  marking  of  the  weight  of  commodi- 
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Shea,  D.  P. ,  Massachusetts  Consumers  Council: 

The  Consumers  Council  of  Massachusetts, 
55, 197. 

Sheaffer,  Hon.  Craig  R, ,  Assistant  Secretary  of 
Commerce: 

Address,  38,  1. 
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Sheerin,  H.  J. ,  Kimberly-Clark  Corp. : 

Progress  through  cooperation,  53,  66. 
Sherman,  J.  H, ,  District  of  Columbia: 

Weights  and  measures  work  from  the  stand- 
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Prepackaged  perishable  commodities — the 
marketer's  viewpoint,  35,  89. 
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Tamano,  Mitsui,  National  Research  Laboratory 
of  Metrology,  Tokyo,  Japan: 
Japan's  transition  to  the  metric  system, 
47,31, 

Tate,  D.  R. ,  National  Bureau  of  Standards: 

Investigation  of  axle-load  weighing,  39,  72. 
Taylor,  B. ,  Exact  Weight  Scale  Co.  : 
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Taylor,  J.  K. ,  National  Bureau  of  Standards: 
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Taylor,  Tyre,  National  Association  of  Retail 
Grocers: 
Frozen  foods,  33,36. 
Tewksbury,  R,  B. ,  Fruit  Dispatch  Co.  : 
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Activities  of  the  USDA  Packers  and  Stockyards 
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49,  71. 

Thompson,  W.  E. ,  State  of  Minnesota: 

Heavy-capacity  platform  scales — apparatus 
and  methods  for  field  tests,  18,  60. 
Thompson,  W.  I. ,  Monmouth  County,  N.  J.  : 
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Side-beam  and  hidden-weight  scales,  23,  134. 
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Todd,  J.  N. ,  Southern  Railway  System: 

Railway  track  scale  testing  program,  37,  34, 

Tough,  W.  H. ,  Sanitary  Scale  Co.  : 
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Trowbridge,  Hon.  A.  B. ,  Secretary  of  Com- 
merce: 
Address,  52, 1. 
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repairs,  34,  68. 
The  organization  and  functions  of  the  weights 
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49,  114. 
Chairman's  address,  51,  15. 
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U 

Usher,  E.  F. ,  Highland  Park,  Mich.  : 

Transparent  containers  for  prepackaged  mer- 
chandise, 33, 141. 

V 

Vadelund,  E.  A. ,  State  of  Pennsylvania: 
Package  control  in  Pennsylvania,  47,66. 

Vadelund,  E.  A, ,  National  Bureau  of  Standards: 
Progress  under  the  Fair  Packaging  and  Label- 
ing Act,  53,  36. 
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Van  Hall,  M.  E. ,  Alfred  State  Tech: 

A  university  curriculum  in  measurement 
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university,  49,  15. 

Van  Keuren,  H.  L. ,  National  Bureau  of  Stan- 
dards: 

Method  of  adjusting  railroad  track  scales, 
10,  86. 

Van  Male,  A.  J. ,  International  Organization  of 
Legal  Metrology: 
The  International  Organization  of  Legal 
Metrology  and  the  challenge  of  the  70' s, 
55,  22. 

Vestal,  Hon.  A.  H.  ,  Com.  on  Coinage,  Weights, 
and  Measures,  House  of  Representatives: 
Approval  of  type,  15,  57. 
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Veth,  Albert,  Fair  Scale  Co.  : 

The  installation  and  maintenance  of  large- 
capacity  scales,  26,38. 
Vignone,  R.  A. ,  National  Bureau  of  Standards: 
Fair  Packaging  and  Labeling  Act  preemption, 
53,38. 

Search  and  seizure,  54,3  5. 
Votaw,  G.  A. ,  Cleveland,  Ohio: 
Scoring  machines  for  ice,  20,  22. 
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Walsh,  J.  L. ,  New  York  City,  N.  Y.  : 

Federal  regulation  of  weighing  and  measuring 
apparatus,  8,  85. 
Walton,  W.  W. ,  National  Bureau  of  Standards: 
Progress  in  the  measurement  of  moisture  in 
grain,  46,45. 
Warne,  C.  E. ,  Consumers  Union: 
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and  methods  for  field  tests,  18,  54. 
Methods  adopted  for  regulation  of  new  types 

of  devices,  20,  56. 
Standardization  of  packages  of  canned  foods, 
27,36. 
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Abstract 


This  volume  contains  the  18  papers  presented  at  the  Conference  on  Accuracy  in  Spectrophotometry  and 
Luminescence  Measurements  organized  by  the  Analytical  Chemistry  Division  of  the  National  Bureau  of 
Standards  and  held  from  March  22  to  24,  1972. 

These  papers  discuss  the  problems  encountered  in  accurate  spectrophotometry  and  luminescence 
measurements  of  materials.  They  also  define  the  status  of  these  competences  from  the  standpoint  of  basic 
principles,  critical  factors  involved  in  the  measurements,  and  the  instrumental  conditions  which  must  be 
fulfilled  to  assure  accurate  measurements.  Particular  attention  is  given  to  the  selection,  production,  and 
use  of  Standard  Reference  Materials  in  spectrophotometry  and  spectrofluorometry.  Problems  related  to 
health  are  also  covered  in  six  of  the  papers,  two  of  which  include  original  contributions  to  the  application 
of  luminescence  techniques  to  specific  biochemical  problems. 

Key  words:  Accuracy,  critical  parameters;  instrumentation;  linearity;  quantum  efficiency;  spec- 
trofluorometry; spectrophotometry;  standards. 
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Foreword 

"When  you  ran  measure  what  you  are  speaking  about,  and  express  it  in  numbers,  you  know  something 
about  it;  but  when  you  rannot  measiu-e  it,  when  you  cannot  express  it  in  numbers,  your  knowledge  is  of  a 
meager  and  unsatisfactory  kind;  it  may  be  the  beginning  of  knowledge  but  you  have  scarcely,  in  your 
thoughts,  advanced  to  the  stag?  of  science,"  by  William  Thomps<in,  Lord  Kelvin,  Popular  Lectures  and 
Addresses  ( I8QI-I8<)4I. 


This  work  presents  the  formal  Proceedings  of  the  Conference  on  Accuracy  in  Spectrophotometry 
and  Luminescence  Measurements  which  was  organized  by  the  Analytical  Chemistry  Division  of  the 
NBS  Institute  for  Materials  Research.  The  Conference  was  held  at  NBS  from  March  22  through 
March  24,  1972.  The  papers  contained  in  this  volume  have  also  been  published  in  two  consecutive 
issues  of  the  Journal  of  Research  of  NBS,  Volume  76A,  Nos.  5  and  6,  1972. 

This  Conference  brought  together  a  number  of  leading  authorities  from  the  United  States  and  from 
overseas  whose  broad  knowledge  and  experience  provided  valuable  scientific  contributions  to  the 
various  topics  of  the  Conference.  The  papers  assembled  in  these  Proceedings  focus  attention  on  the 
problems  associated  with  accuracy  in  spectrophotometry  and  luminescence  measurements  of 
materials,  and  define  the  status  of  these  competences  from  the  standpoint  of  basic  principles,  in- 
strumental parameters,  measurements,  and  Standard  Reference  Materials. 

A  major  objective  of  the  Conference  was  to  provide  the  analytical  chemist  with  the  means  to 
establish  and  maintain  accuracy  in  spectrophotometric  and  luminescence  measurements.  The  works 
presented  in  these  Proceedings  should  contribute  significantly  to  the  advancement  of  spec- 
trophotometric and  luminescence  measurements  and  constitute  a  solid  ground  for  further  progress. 

W.  Wayne  Meinke,  Chief 
Analytical  Chemistry  Division 

May  1973 
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Preface 


This  volume  is  divided  in  two  parts.  The  first  part  consists  of  six  invited  lectures  and  four  invited 
panel  discussions  on  the  subject  of  accuracy  in  spectrophotometry.  The  three  invited  lectures  and  five 
invited  panel  discussions,  which  constitute  the  second  part  of  the  volume,  are  devoted  to  the  topic  of 
accuracy  in  luminescence  measurements. 

These  contributions  are  intended  to  interrelate  theory  and  instrtunentation  with  methodology  for 
measuring  "real  samples"  which  are  encountered  in  the  general  field  of  analytical  chemistry,  and  more 
specifically  in  the  fields  of  health  and  environment.  The  roles  of  the  basic  principles  and  in- 
strumentation in  the  science  of  measurements  are  reflected  in  several  papers.  Three  of  these,  by  Clarke, 
by  Mavrodineanu,  and  by  Mielenz,  represent  parallel  approaches  to  the  evaluation  of  accuracy  of 
spectrophotometers  and  serve  to  augment  the  other  contributions.  At  the  same  time,  independent 
measurements  of  a  series  of  glass  filters  (NBS-SRM-930(,  serve  to  establish  the  magnitude  of  the  bias 
in  this  calibration.  In  this  manner  a  better  understanding  of  the  needs  and  limitations  of  a  material  in 
a  measurement  situation  has  been  established.  Points  of  view  on  the  philosophy  of  spectrophotometric 
standards  are  expressed  by  Venable. 

In  the  area  of  luminescence  measurements,  the  three  papers  by  Melhuish,  by  Crosby,  Demas  and 
Callis,  and  by  Winefordner  survey  the  basic  problems  and  instrumental  criteria.  Their  descriptions 
include  a  discussion  of  the  state  of  the  art  and  provide  a  clear  prediction  of  the  direction  of  future 
efforts.  The  two  papers  describing  the  absolute  calibration  of  light  sources  and  photodetector  linearity 
by  Rutgers,  and  by  Sanders  relate  equally  to  both  measurement  problems.  The  three  papers  by  Burke, 
Deardorff  and  Menis,  by  Reisfeld,  and  by  Velapoldi,  interface  the  instrumental  performance  with  real 
sample  measurements  through  the  development  of  suitable  material  standards  in  spectrophotometry 
and  spectrofluorimetry.  On  the  other  hand,  the  important  areas  of  health  and  environment  are  ex- 
tensively covered  in  four  papers  by  Penton,  Widdowson,  and  Williams,  by  Burnett,  by  Rand,  and  by 
Chen.  They  help  to  pinpoint  the  problems  and  progress  associated  with  automation  and  clinical 
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High  Accuracy  Spectrophotometry  at  the  National 

Physical  Laboratory 

F.  J.  J.  Clarke 


National  Physical  Laboratory,  Teddington,  Middlesex,  UK. 

(June  5,  1972) 

The  techniques  and  equipment  used  at  the  National  Physical  Laboratory  (NPL)  to  achieve  high 
accuracy  spectrophotometric  measurements  are  described  and  discussed.  The  emphasis  at  NPL  has 
always  been  on  the  determination  of  systematic  components  of  error  and  their  elimination  or  correc- 
tion rather  than  on  the  attainment  of  mere  precision,  which  is  largely  a  matter  of  variance  and  resolu- 
tion. The  scales  of  regular  transmittance,  diffuse  transmittance,  total  transmittance  of  scattering 
samples,  regular  reflectance,  diffuse  reflectance,  total  reflectance  and  radiance  factor  are  determined, 
maintained,  and  made  available  in  practical  form  to  industry  by  combined  use  of  a  reference  NPL 
manual  spectrophotometer  and  commercial  recording  spectrophotometers. 

The  presentation  will  concentrate  on  transmittance  measurements  made  with  the  reference  in- 
strument, which  is  designed  specifically  to  edlow  separate  investigation  of  the  various  possible  sources 
of  systematic  error,  processes  that  are  not  practicable  with  commercial  spectrophotometers.  The 
investigation  of  the  linearity  of  the  complete  photoelectronic  system  has  always  been  a  key  factor,  and 
double-aperture  devices  have  been  used  consistently  at  NPL  for  over  40  years  to  monitor  the  perform- 
ance of  this  instrument  and  its  predecessors.  Besides  instrumentation,  the  procurement  of  material 
standards  of  suitable  quality  is  a  major  limitation  of  the  art,  and  the  types  in  use  at  NPL  are  described, 
including  the  recently  developed  Ceramic  Colour  Standards. 

Key  words:  High  accuracy  spectrophotometry;  photoelectronic  linearity;  reflectance;  transmittance. 


I.  Introduction 

Spectral  measurements  and  techniques  in  the  uUra- 
violet,  visible  and  infrared  regions  of  the  electromag- 
netic spectrum  fall  into  two  general  classes.  The  first 
involves  work  aimed  at  elucidating  the  physics  and 
chemistry  of  the  electronic,  atomic,  molecular  and 
phase  states  of  the  materials  involved,  and  this  is  the 
realn.  of  the  spectroscopist.  The  second  involves  work 
aimed  at  developing  and  using  measurement  tech- 
niques for  accurate  quantitative  determinations  of 
such  properties  as  emissivity,  radiance  and  radiant 
intensity  of  sources,  transmittance,  reflectance  and 
radiance  factor  of  passive  materials,  and  responsivity 
of  detectors.  This  is  the  realm  of  the  radiometrist, 
photometrist  and  colorimetrist,  but  the  techniques 
used  (spectroradiometry  and  spectrophotometry)  are 
of  interest  to  scientists  and  technologists  in  many 
fields  and  industries  because  of  their  general  useful- 
ness. Those  who  develop  the  art  are  a  very  small 
minority  compared  with  the  users  of  the  techniques 
and  instruments,  and  are  found  usually  at  standardising 
laboratories  and  instrument  manufacturers. 

We  may  conveniently  distinguish  between  spectro- 
radiometry and  spectrophotometry  by  means  of  an 
operational  definition:  spectroradiometry  is  concerned 


with  the  spectral  properties  of  sources  and  delectors, 
whereas  spectrophotometry  is  concerned  with  the 
spectral  properties  of  material  specimens.  The  work 
in  these  fields  at  the  National  Physical  Laboratory 
(NPL)  is  currently  organized  in  two  Sections  along 
just  these  lines:  spectroradiometry  forms  part  of  the 
work  of  the  Quantitative  Spectroscopy  Section  under 
E.  J.  Gillham  in  Quantum  Metrology  Division,  while 
ultraviolet,  visible  and  near  infrared  spectrophotometry 
forms  part  of  the  work  of  Colorimetry  and  Photometry 
Section  under  myself  in  Metrology  Centre.  I  regret 
to  say  that  at  present  there  is  no  programme  of  work 
at  NPL  on  spectrofluorimetric  standards,  a  subject 
stiU  in  its  infancy  but  likely  to  become  increasingly 
important.  However  fluorescent  materials  are  meas- 
ured for  reflectance  or  diff"use  transmittance  as  part 
of  our  spectrophotometric  work,  using  either  mono- 
chromatic illumination  with  broad-band  detection  or 
alternatively  broad-band  illumination  with  mono- 
chromatic detection,  and  the  excitation  and  emission 
spectra  can  be  distinguished  from  the  reflected 
or  transmitted  components.  Historically,  spectro- 
photometric standards  work  in  the  ultraviolet  and 
visible  regions  at  NPL  has  always  been  closely  in- 
tegrated with  colorimetry,  and  there  is  a  very  sound 
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reason  for  this:  until  relatively  recently,  the  only  users 
of  spectrophotometers  who  really  needed  limit-of-the- 
art  accuracy  are  those  who  use  the  instruments  for 
colorimetric  purposes.  It  was  no  accident  that  the  color- 
imetrist  Hardy  at  Massachusetts  Institute  of  Tech- 
nology (M.I.T.)  set  to  work  to  design  and  develop  the 
first  commercially  manufactured  automatic  recording 
spectrophotometer  (The  General  Electric  >  instru- 
ment, ref.  [IJ)  immediately  following  the  establish- 
ment of  the  CLE.  System  of  Colorimetry  in  1931  and 
its  widespread  adoption  by  divers  industries.  That 
instrument  remained  unsurpassed  for  a  great  many 
.years 

High  accuracy  spectrophotometry  is  needed  for 
colorimetry  because  the  chromaticity  discrimination  of 
the  normal  human  observer  is  so  fine  that  only  very 
few  of  the  instruments  on  the  market  can  guarantee  a 
commensurate  accuracy  in  the  derived  colour  speci- 
fication. It  may  be  pertinent  to  note  that  the  colour 
industries  generally  use  tristimulus  filter  colorimeters 
for  differential  measurements  on  production  samples 
of  known  spectral  profile,  where  speed  and  precision 
is  more  critical  than  freedom  from  possible  systematic 
error,  whereas  spectrophotometers  are  used  with  tri- 
stimulus computation  in  cases  where  the  spectral  profile 
is  unknown  or  likely  to  be  variable  and  in  cases  where 
the  highest  absolute  accuracy  is  required  in  colour 
specification.  The  development  m  recent  vears  of 
colorant  formulation  bv  instrumental  colour  matched 
prediction  systems  [2,  3]^  nearly  always  involves 
spectrophotometers  that  are  as  accurate  as  are  avail- 
able on  the  commercial  market  and  can  be  afforded 
bv  the  firm  involved. 

The  largest  class  of  usage  of  spectrophotometers  is 
by  chemists,  and  except  where  their  interests  have 
been  colorimetric,  their  demands  have  usually  been 
for  convenience,  reliabifity,  reproducibiHty  and  pre- 
cision rather  than  for  accuracy,  for  their  uses  are  often 
diagnostic  rather  than  critically  quantitative.  In  cases 
where  they  have  used  spectrophotometric  methods  for 
determining  concentrations,  they  have  generally 
worked  relative  to  standardised  solutions  and  have  not 
worried  too  much  about  the  absolute  accuracy  of  the 
optical  density  (absorbance)  scales  of  their  instru- 
ments. However,  this  situation  is  changing,  and  an  in- 
creasing number  of  chemical  and  clinical  applications 
are  arising  where  high  absolute  accuracy  is  needed. 
Of  the  contributors  to  this  Symposium,  R.  Mavro- 
dineanu  is  probably  best  qualified  to  deal  with  these 
matters,   and   I  will  not  myself  comment  further. 

II.  The  General  Nature  of  Errors  and  Accuracy 
in  Spectrophotometry 

Before  considering  in  detail  the  methods  of  spec- 
trophotometry and  the  equipment  used  at  NPL,  it  is 


'  In  order  to  adequately  describe  materials  and  experimental  procedures,  it  was  occasionally 
necessary  to  identify  commercial  products  by  manufacturer's  name  or  label.  In  no  instances 
does  such  identification  imply  endorsement  by  the  National  Bureau  of  Standards,  nor  does 
it  imply  that  the  particular  product  or  equipment  is  necessarily  the  best  available  for  that 
purpose. 

^  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


necessary  to  explain  just  what  the  term  "high  ac- 
curacy" can  mean  in  this  subject.  It  can  mean  several 
things:  for  instance  one  can  distinguish  between  high 
quality  commercial  instruments  and  lower  quality 
ones,  and  can  say  that  by  normal  industrial  and  uni- 
versity laboratory  criteria,  high  accuracy  spectro- 
photometry is  achieved  when  careful  and  competent 
staff  are  using  a  high  quality  instrument  that  is  properly 
serviced  when  needed  by  the  manufacturer  or  his 
agent.  This  approach  may  be  embellished  by 
ownership  of  several  different  designs  of  good 
quality  instrument  and  the  taking  of  an  average 
of  results  from  them  or  even  some  weighted  mean, 
where  the  weighting  depends  on  inspiration,  prejudice 
or  perhaps  experience  of  their  past  history  of  diver- 
gences from  the  mean.  However,  such  an  approach  is 
not  acceptable  for  a  standardising  laboratory,  or  indeed 
any  laboratory  that  aspires  to  making  a  determina- 
tion to  a  known  absolute  accuracy,  for  it  smacks  of  the 
"black  box"  approach  which  implicitly  assumes 
that  the  manufacturers  have  somehow  managed  to 
build  absolute  accuracy  into  the  photometric  scale  of 
the  instrument  or  instruments.  As  it  is  well  known 
from  interlaboratory  comparisons  that  different  in- 
strument types  (and  even  different  specimens  of  the 
same  type)  give  systematic  discrepancies  that  are 
experimentally  significant  in  terms  of  their  reproduci- 
biHty and  precision  [4,  5,  6,  7,  8,  9],  it  is  clear  that 
it  would  be  remarkable  if  even  one  instrument  always 
gave  a  correct  result.  Since  certain  types  of  systematic 
errors  are  common  to  most  instruments  to  some  extent, 
it  would  also  be  remarkable  if  a  mean  result  (or  a 
weighted  mean)  could  exactly  or  even  approximately 
balance  out  the  various  sources  of  systematic  error. 

For  the  purposes  of  this  Symposium  we  will  take  a 
more  rigorous  meaning  of  the  term  "high  accuracy 
spectrophotometry."  We  will  make  no  assumptions 
whatever  about  the  validity  of  commercially  manu- 
factured equipment  or  about  any  calibration  procedure 
which  has  been  attempted  by  the  manufacturer. 
We  will  question  and  test  every  aspect  of  the  function 
of  optical  components  or  instruments  which  are  used, 
and  we  will  seek  out,  determine  and  correct  for  every 
systematic  component  of  error  which  we  can  think 
of  and  discover,  either  in  these  component  parts  or 
in  the  complete  reference  instrument  such  as  is  de- 
scribed later. 

Random  components  of  error  make  their  presence 
manifest  in  a  rather  obvious  fashion,  and  most  labora- 
tories and  text  books  are  rather  obsessed  by  them, 
with  repeated  use  of  phrases  such  as  "signal-to-noise 
ratio"  and  similar  concepts.  Standardising  laboratories 
should  not  be  overconcerned  with  these  problems, 
but  rather  with  the  systematic  components  of  error. 
Random  components  of  error  are  readily  reduced  by 
suitable  statistical  pooling  of  data  from  repeated  runs, 
whereas  systematic  errors  are  not.  A  standardising 
laboratory  can  afford  lo  and  should  make  many 
more  observations  than  an  industrial  laboratory  normal- 
ly would,  and  it  usually  becomes  obvious  as  to  how 
much  reduction  of  variance  by  pooling  is  necessary. 
Again,  I  would  point  out  that  many  laboratories  are 
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unduly  concerned  with  the  statistical  treatment  of 
data,  but  this  is  not  adequate  to  deal  with  the  sys- 
tematic errors  that  should  be  of  most  concern. 

Excessive  precision,  arising  from  a  combination  of 
high  resolution  and  good  repeatability,  is  probably, 
a  bad  thing  since  it  tends  to  beguile  even  experienced 
staff  into  a  false  sense  of  security  as  to  the  real  ac- 
curacy achieved.  In  the  hands  of  inexpert  staff  the 
situation  is  worse,  because  of  the  confusion  between 
the  concepts  of  precision  and  accuracy  that  exists 
in  so  many  minds.  Of  course,  we  must  bear  in  mind 
that  for  many  industrial  purposes  repeatability  is 
more  important  than  absolute  accuracy.  At  this 
point  we  might  note  the  difference  between  reproduc- 
ibility and  repeatabihty.  Repeatability  refers  to  the 
ability  of  an  instrument  to  duplicate  a  result  with 
a  given  sample  presentation,  and  refers  exclusively 
to  the  properties  of  the  instrument.  Reproducibility 
refers  to  the  ability  to  duplicate  a  result  when  the 
sample  presentation  is  repeated  from  scratch  on 
different  occasions  i.e.,  when  it  is  cleaned  or  prepared 
afresh,  repositioned  and  realigned  in  the  instrument. 
Reproducibility  therefore  refers  to  the  whole  measure- 
ment procedure  and  covers  effects  arising  both  from 
the  instrument  and  the  sample 

In  general,  components  of  errors  are  seldom  purely 
random  in  nature  or  purely  systematic,  but  tend  to  be 
intermediate  in  nature  or  rather  closer  to  one  aspect 
than  the  other.  To  assist  in  making  this  clear  in 
practical  terms,  I  have  set  out  in  figure  1  a  classi- 
fication of  the  more  important  types  of  error  found 
in  spectrophotometers  in  terms  of  their  systematic 
or  random  nature,  and  it  is  instructive  also  to  include 
for  comparison  the  errors  found  in  analogous  instru- 
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Figure  1.  Classification  of  types  of  error  found  in  spectropho- 
tometers and  colorimeters  in  relation  to  their  random  or  systematic 
nature. 

ments  i.e.,  photometers,  colorimeters,  and  abridged 
(filter)  spectrophotometers.  Some  of  these  will  be 
discussed  in  detail  in  section  IV.  Some  of  the  errors 
which  are  partly  systematic  and  partly  random  are 
very  difficult  to  deal  with,  and  these  manifest  them- 
selves as  errors  which  are  systematically  present  for  an 
unpredictable  period  and  which  then  change  to  a 
different  systematic  error  for  another  unpredictable 
period  and  so  on.  Such  errors  tend  to  be  found  in 


very  complex  systems,  such  as  some  of  the  more 
sophisticated  double-beam  automatic  recording 
spectrophotometers,  which  may  have  several  inter- 
linked servos  and  feedback  loops.  This  is  one  of  the 
factors  which  has  influenced  us  for  decades  at  NPL 
in  having  a  reference  high  accuracy  spectrophotometer 
which  is  as  simple  as  possible  in  function,  with  as 
little  interaction  as  possible  between  its  component 
parts,  so  that  each  aspect  of  its  function  can  be  separ- 
ately investigated. 

The  term  "high  accuracy  spectrophotometry" 
refers  to  quite  different  magnitudes  of  probable  error 
when  considering  different  types  of  measurement. 
The  simplest  case  is  measurement  of  direct  transmit- 
tance  i.e.,  with  no  scattered  or  diffused  component  of 
flux  included,  and  the  lowest  attainable  error  levels 
are  found  here.  The  next  least  complicated  case  is 
measurement  of  direct  (or  specular)  reflectance,  again 
with  no  diffused  or  scattered  component  included,  and 
error  levels  almost  as  low  can  be  achieved,  the 
additional  errors  arising  from  the  necessary  movement 
of  the  optical  system.  Measurement  of  radiance  factor 
introduces  additional  errors  in  the  conditions  of  il- 
lumination and  view  of  the  sample  and  uncertainties 
in  the  reference  white  standard  used.  Measurement 
of  the  total  or  of  the  diffused  component  of  transmit- 
tance  for  scattering  samples  introduces  the  geometrical 
errors  of  integrating  spheres  (see  later)  and  rather 
higher  net  error  levels  result,  at  least  0.2  percent  in 
absolute  value.  In  fact  for  this  type  of  measurement  and 
the  remaining  ones  described  below,  the  geometrical 
errors  found  in  practice  in  the  conditions  of  illumina- 
tion and  view  are  such  that  the  monochromators  and 
photoelectronic  systems  of  good  quality  commercial 
spectrophotometers  are  often  adequate  to  ensure  the 
overall  error  level  is  not  significantly  increased. 
Measurement  of  total  or  of  diffuse  components  of 
reflectance  introduces  not  only  the  integrating  sphere 
errors,  but  also  the  uncertainties  in  the  reference 
white  standards  against  which  the  samples  are 
measured.  Attainment  of  an  error  level  of  0.2  percent 
in  reflectance,  while  not  impressive  to  a  transmission 
spectrophotometrist,  nevertheless  qualifies  for  the 
term  "high  accuracy,"  because  it  cannot  be  attained 
reliably  by  using  even  an  expensive  commercial 
instrument  in  the  usual  way. 

III.    Specfrophotometric    Equipment   at  NPL 

Spectrophotometric  standards  at  NPL  are  derived 
from  measurements  made  on  a  specially  constructed 
manual  instrument  (nonautomatic  and  nonrecording) 
known  as  the  High  Accuracy  Spectrophotometer.  This 
is  the  reference  instrument,  described  in  section  III. 
A,  and  the  performances  of  other  instruments  used 
in  standards  work  are  checked  relative  to  it.  Until 
about  25  years  ago  there  were  sometimes  two  and 
sometimes  three  manual  spectrophotometers  at  work, 
these  being  used  partly  for  establishing  standards 
and  partly  for  providing  a  cahbration  service  for 
outside  organizations.  From  then  on  the  bulk  of  the 
outside  calibration  work  was  handled  by  two  auto- 
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matic  recording  instruments,  a  General  Electric 
and  a  Gary  Model  10,  and  there  was  eventually  only 
one  manual  instrument  remaining,  which  became  the 
reference  instrument.  In  recent  years  the  recording 
spectrophotometers  mentioned  above  have  been  re- 
placed by  a  Gary  14  and  a  Gary  14R  with  a  number 
of  improvements  and  accessory  units,  some  designed 
and  made  at  NPL,  and  these  have  now  been  interfaced 
to  a  local  computer  in  an  advanced  time-sharing  data 
handling  system  as  described  in  section  III.  B. 

In  the  spectrophotometric  standards  work  at  NPL 
the  principle  of  substitution  is  strictly  adhered  to. 
This  means  that  for  double-beam  instruments  the 
measurement  on  a  sample  is  sandwiched  between 
measurements  made  on  a  reference  standard  ("Open" 
reading  for  absolute  transmittance),  and  the  second 
beam  uses  a  comparison  standard  rather  than  a  true 
reference  standard. 

In  addition  to  the  instruments  used  in  spectro- 
photometric standards  work,  there  are  nowadays 
a  number  of  other  spectrophotometers  at  NPL,  all 
regular  commercial  models  and  used  as  tools  in  a  num- 
ber of  research  and  development  projects,  particularly 
by  chemists.  These  are  not  instruments  of  the  highest 
C2ilibre,  and  are  not  used  with  any  serious  intention  of 
obtaining  accurate  results,  so  we  will  not  mention  them 
further.  One  interesting  exception  concerns  the  work 
of  S.  G.  EUis  and  his  colleagues  in  Radiation  Science 
Division.  Here  a  Gary  16  and  an  Optica  GF4  are  used 
to  provide  a  calibration  service  in  the  dosimetry  of 
hard  radiation,  the  change  in  optical  density  in  a  photo- 
chemical actinometer  being  the  measured  indication 
of  the  previous  irradiation  [10].  The  absolute  accuracy 
of  the  optical  density  scale  of  these  instruments  at 
the  appropriate  UV  and  visible  wavelength  has  been 
determined  using  transfer  standards  measured 
on  our  reference  instrument  described  immediately 
below.  The  transfer  standards  were  in  the  form  of 
neutral  density  glass  filters  and  cuvettes  of  accurately 
known  pathlength  containi^^g  known  concentrations 
of  pure  potassium  nitrate  solution,  so  that  this  work 
also  amounts  to  a  new  determination  of  the  molar 
absorptivity  of  this  material. 

A.  The  NPL  High  Accuracy  Spectrophotometer 

The  reference  instrument  for  spectrophotometric 
standards  at  NPL  is  currently  being  completely 
rebuilt.  The  installation  has  been  developed  and  im- 
proved in  a  piece-wise  fashion  over  a  number  of  years, 
first  one  portion  being  replaced  or  improved,  then 
another,  as  the  art  has  advanced  in  different  areas 
at  different  times.  In  the  earlier  years  much  pioneer 
work  was  done  by  Preston  [11,  12],  Donaldson  [13, 
14,  15]  and  Harding  [16].  An  important  milestone  was 
in  1947  when  a  Hilger  "Uvisir"  (MuUer-Hilger)  quartz 
double-monochromator  was  introduced  to  supersede 
the  use  of  series  pairs  of  Hilger  constant  deviation 
prism  monochromators,  under  the  aegis  of  H.  G.  W. 
Harding,  and  from  then  to  the  present  day  one  of 
these  Uvisir  instruments  has  formed  the  "fixed" 
portion  of  the  optical  system. 


The  principle  of  operation  of  the  NPL  reference 
instrument  is,  and  always  has  been,  deliberately 
simple.  The  layout  is  indicated  in  figure  2.  A  steady 
source  (chosen  for  stability  and  output  in  the  spectral 
region  of  interest)  illuminates  via  the  double-mono- 
chromator (chosen  for  aperture,  freedom  from  stray 
light,  wavelength  adjustability  and  reproducibility) 
one  of  a  pair  of  samples  mounted  on  a  two-position 
kinematic  carriage.  The  transmitted  or  reflected 
light  is  collected  over  the  required  solid  angle  by  suit- 
able adjustable  optics  and  assessed  by  a  photoemissive 
detector  (chosen  for  responsivity,  stability  and  low 
dark  current)  which  is  dc  coupled  to  a  dc  electrom- 
eter-input measuring  system  (chosen  for  high  input 
impedance,  low  offset  current  and  good  zero  and 
scaling  stabilities).  The  single-beam  principle  is  used 
throughout,  both  in  optics  and  in  electronics.  No 
chopping  or  phase  sensitive  devices  are  used  in  the 
optical-photoelectronic  system,  though  they  may  be 
used  within  electronic  units  such  as  stabilised  dc 
supplies  or  digital  voltmeters. 
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Figure  2.  Layout  of  the  NPL  High  Accuracy  Spectrophotometer, 
1966-1972.  DM:  double  monochromator;  WD:  wavelength  drum; 
Si,  S2,  S3:  entrance,  intermediate  and  exit  slits;  CH:  condenser 
mirror  housing;  Li,  L2,  Lg:  alternative  lamps  for  use  in  measure- 
ment or  in  wavelength  calibration;  SC:  sample  carriage;  K: 
operating  knob  for  SC;  T:  baffle  tube;  S:  integrating  sphere  with 
central  screen;  DH:  detector  housing,  containing  a  selected 
EMI  9558Q  photomuhipUer  P. 


This  use  of  a  dc  single-beam  technique  for  the 
past  40  years  at  NPL  may  strike  an  outside  observer 
who  has  read  the  common  text  books  in  spectrophotom- 
etry and  electronics  as  rather  strange.  The  reason  may 
be  summarised  by  saying  that  the  various  develop- 
ments in  double-beam,  chopped  or  phase-sensitive 
techniques  have  made  their  impact  largely  on  the 
problems  of  coping  with  source  instability,  and  im- 
proving detectivity,  signal-to-noise  ratio  and  repeat- 
ability, so  that  more  read-out  resolution  can  be  used 
to  obtain  greater  precision  over  a  wider  range  of  scan- 
speed,  wavelength  and  waveband  conditions.  Signal- 
to-noise  problems  are  inherently  more  serious  in 
automatic  scanning  instruments  because  of  the  greater 
rate  of  information  output  required  to  reveal  the 
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shape  of  a  profile.  However  these  techniques  do 
nothing  for  absolute  accuracy,  and  their  most  sophisti- 
cated employment  in  an  advanced  commercial  record- 
ing instrument  actually  hinders  attempts  to  determine 
systematic  errors  in  the  photometric  values  obtained 
(see  sec.  IV).  For  standards  work  there  is  no  point  in 
precision  greatly  exceeding  the  final  accuracy  that  can 
be  achieved  after  correcting  for  known  systematic 
errors,  whereas  in  ordinary  commercial  instruments 
where  the  systematic  errors  are  sometimes  rather 
serious,  there  is  an  advantage  for  many  industrial 
purposes  in  having  a  rather  better  level  of  precision 
than  can  really  be  justified. 

The  basic  measuring  procedure  is  to  take  three 
types  of  reading  in  a  preferred  time  sequence  of  the 
following  character: 

DRSRSRSRD 

where  D  represents  a  dark  reading,  R  a  reference 
reading  (for  absolute  transmittance  work  an  "open" 
reading)  and  S  a  sample  reading.  The  required  photo- 
metric ratio  is  calculated  initially  as 

{S-D)liR-D) 

in  terms  of  the  mean  values  S,  R  and  D  found,  and  a 
linearity  correction  is  subsequently  applied.  This 
last  is  determined  at  intervals,  and  always  immediately 
preceding  and  succeeding  any  limit-of-the-art  deter- 
minations, as  described  in  section  IV.  A.  The  use  of  a 
time-symmetrical  sequence  of  observations  is  im- 
portant in  reducing  the  influence  of  "drift"  on  the 
results.  Apart  from  shot-noise  fluctuations  and  other 
short  term  instabilities,  slow  variations  (drifts)  of  out- 
put are  the  main  source  of  intrinsic  photometric  error 
in  this  technique.  The  time-symmetrical  sequence 
will  completely  nullify  the  eff"ect  of  drift,  provided  the 
drift  be  at  a  consistent  rate  and  in  the  same  sense. 
In  practice  the  drift  tends  to  be  fairly  consistent,  and 
approximate  nullification  of  drift  effects  is  what  is 
achieved  with  the  technique.  Irregular  drift  cannot  be 
allowed  for.  As  will  be  seen  in  the  description  of  the 
installation  that  follows,  great  attention  has  been  paid 
to  reducing  all  possible  sources  of  drift  and  instability. 

The  source  most  favoured  for  visible  region  work 
from  350  nm  to  800  nm  is  a  gas-filled  lamp  with 
single  vertical  coil,  and  a  stock  of  a  suitable  design 
of  12V  48W  obsolete-pattern  automobile  headlamps 
is  used.  The  lamps  are  selected  for  freedom  from 
filament  distortion  and  striae  in  the  bulb,  such  as  would 
give  rise  to  a  seriously  nonuniform  irradiance  in  the 
field  aperture  of  the  monochromator.  They  are  also 
aged  and  tested  for  stability  prior  to  use  in  meas- 
urement, and  a  small  proportion  of  these  lamps  are 
found  to  give  rhythmic  variation  in  output  due  to 
slow  thermal  oscillations  in  the  convection  currents 
in  the  gas  filUng:  such  lamps  are  rejected.  The  lamp 
!  is  not  simply  held  in  a  commercial  fitting  (bayonet 
or  screw)  but  has  soldered  electrical  connections  to 
,  eliminate  contact  resistance.  This  type  of  source 
l!  has  not  been  improved  for  decades,  but  its  operating 


stabiUty  has,  due  to  advances  in  electronics.  Whereas 
an  operator  used  to  monitor  the  lamp  current  with 
a  precision  vernier  potentiometer  and  galvanom- 
eter, and  vary  a  trimming  rheostat  accordingly  (which 
controlled  the  current  supplied  from  massive  banks 
of  lead-acid  accumulators),  nowadays  the  current 
through  the  lamp  is  automatically  stabilised  to  typicafly 
a  part  in  10^  over  a  10  minute  period  by  means  of 
one  from  a  range  of  custom-built  variable  dc-power 
supplies  developed  specially  for  photometric  work 
at  NPL.  A  fight  output  stabiUty  of  about  ±  1  part  in 
lO''  is  routinely  achieved  over  a  10  minute  period. 

For  near  ultraviolet  work  in  the  region  280  nm  up- 
wards, the  preferred  source  is  nowadays  a  tungsten- 
halogen  lamp,  but  we  have  not  yet  discovered  a  type 
which  is  ideal  in  all  respects  (but  see  section  III.  B). 
Although  the  stability  should  ideally  be  the  same  as 
with  the  conventional  gas-filled  lamp  when  run  from 
the  same  stabilizer,  we  have  not  been  able  in  practice 
to  achieve  the  same  stability  of  light  output  during 
measurements.  For  work  at  shorter  wavelengths  the 
deuterium  arc  has  replaced  the  hydrogen  arc  as  the 
preferred  lamp,  and  although  discharge  lamps  are 
inherently  far  less  stable  than  incandescent  filament 
lamps,  the  type  we  use  gives  a  stability  of  rather  better 
than  1  part  in  10'^  over  a  10  minute  period. 

The  double-monochromator  used  up  to  the  present 
is  a  Miiller-Hilger  instrument  of  aperture  60  mmX60 
mm.  In  each  component  monochromator  there  is  a 
double  pass  through  each  of  two  30°  natural  quartz 
prisms,  and  the  dispersions  at  all  eight  passes  through 
such  prisms  are  additive.  The  slit  micrometers  open 
the  jaws  symmetrically  in  all  three  cases,  and  fishtail 
templets  allow  the  slit  height  to  be  varied  at  the  en- 
trance and  exit  slits.  A  prism  instrument  is  preferred 
to  a  grating  instrument  for  reduction  of  heterochro- 
matic  stray  light,  and  for  both  manual  and  recording 
type  instruments  used  in  standards  work  a  true  double- 
monochromator  is  considered  mandatory. 

The  light  emerging  from  the  exit  slit  enters  a  large 
light-tight  photometric  enclosure  with  matt  black 
walls  and  measuring  1050  mm  X  620  mm  X  520  mm. 
This  size  of  enclosure  not  only  allows  great  freedom  of 
optical  configuration,  with  adequate  room  for  baffles 
and  fight  traps,  but  also  reduces  the  influence  of  homo- 
chromatic  stray  fight  scattered  or  reflected  from  optical 
components  and  reflected  from  and  round  the  en- 
closure. An  extensive  range  of  optical  bench  fittings 
and  photometric  components  can  be  deployed  to 
suit  almost  any  kind  of  spectrophotometric  measure- 
ment: direct  transmittance,  diffuse  transmittance, 
total  transmittance,  direct  reflectance  at  almost  any 
angle,  diffuse  reflectance,  total  reflectance,  or  radiance 
factor  at  almost  any  angles  of  illumination  and  view. 
A  kinematically  designed  sample  carriage  enables  the 
sample  or  samples  to  be  moved  to  accurately  deter- 
mined positions  by  remote  control,  these  positions 
being  located  by  stops  that  can  be  clamped  at  any 
position  on  the  guides.  All  components  are  mounted 
on  a  2100  mm  X  900  mm  steel  surface  plate  conforming 
to  Grade  B  of  BS817  for  long  term  stability. 
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The  photodetector  in  the  enclosure  is  held  in  a  light- 
proof  housing  with  a  sliding  shutter  covering  a  50  mm 
diameter  port  in  a  plate  to  which  a  100  mm  diameter 
integrating  sphere  can  be  screwed.  The  integrating 
sphere  has  two  diametrically  opposite  portholes,  the 
entrance  port  being  the  smaller,  and  light  cannot  pass 
directly  from  one  to  the  other  because  of  the  presence 
of  a  central  disc-shaped  screen.  This  particular  sphere 
is  not  used  for  measurements  invoking  integrating 
sphere  theory  (such  as  diffuse  or  total  transmittance 
or  diffuse  or  total  reflectance)  but  is  employed  in  direct 
transmittance  and  direct  reflectance  measurements  to 
ensure  that  any  movement  of  the  beam  or  change  in 
its  size  or  distribution  at  the  detector  region  will  have 
no  influence  on  the  readings.  This  is  important  in 
measuring  samples  that  are  of  nonideal  optical  quality, 
and  the  uniformity  of  the  central  screen  is  vital. 

Until  1961  the  photodetector  used  was  a  vacuum 
photoemissive  cell  of  a  type  specially  developed  for 
accurate  photometry,  latterly  Rank-Cintel  Types  VB39 
or  VB59  for  good  red  response  or  VA39  with  silica 
window  for  ultraviolet  response.  The  VB59  cell  is  still 
currently  the  preferred  detector  used  in  white-light 
photometry  such  as  the  determination  of  luminous 
intensity  or  luminous  flux  of  incandescent  or  discharge 
lamps:  present  photometer  circuits  are  based  on 
the  impedance  converter  developed  by  Jones  [17]. 
A  succession  of  designs  of  dc  electrometer  amplifier 
null-balance  detector  systems  had  been  developed 
over  the  years  at  NPL,  especially  by  Preston  [11], 
Harding  [16]  and  Crawford  [18].  In  1960  I  started  work 
on  improving  the  photoelectronic  system  of  Harding 
that  was  then  in  use,  and  found  suitable  operating 
conditions  that  would  allow  the  EMI  9558  type  of 
photomultiplier  to  be  used  in  a  linear  fashion:  until 
then  photomultipliers  were  viewed  askance  by  stand- 
ards photometrists  as  being  unstable  and  nonlinear 


as  compared  with  single-stage  vacuum  photoemissive 
cells.  At  the  same  time,  I  developed  two  new  designs 
of  electrometer  photocell  amplifier,  one  of  which 
(fig.  3)  served  for  two  years  on  the  High  Accuracy 
Spectrophotometer  giving  the  best  performance 
achieved  at  NPL  with  the  null-balance  method,  and 
an  accuracy  of  measurement  as  good  as  the  digital  volt- 
meter system  which  superseded  it.  The  other  design 
shown  in  figure  4  was  invaluable  in  the  investigation 
on  Time-Ratio  Photometry  (see  sec.  V). 

In  the  null-balance  method  traditional  at  NPL,  the 
photocell  amplifier  has  the  task  of  detecting  and  dis- 
playing via  a  galvanometer  spot  deflection  any  change 
of  potential  difference  between  A  and  B  in  figures  3 
or  4.  Potential  drop  across  the  selected  anode  load 
resistor  R  is  then  balanced  manually  by  means  of  a 
potential  difference  obtained  from  a  precision  poten- 
tiometer to  give  a  null-output  indication.  As  the  po- 
tentiometer can  easily  have  a  stability  and  linearity 
in  its  dial-output  relationship  of  order  1  part  in  a 
million,  and  as  the  null-detector  circuit  itself  is  not 
required  to  be  very  linear,  there  are  no  limitations  on 
systematic  accuracy  except  for  those  imposed  by  the 
intrinsic  characteristics  of  the  photodetector  and  its 
circuit.  For  the  photocell  amplifiers  shown  in  figures 
3  and  4  the  relevant  performance  parameters  were: 
input  resistance  approximately  lO^'*  fl,  zero  stability 
about  2  fJ.V  per  10  minutes,  the  open  reading  being 
up  to  1.9  V. 

The  photodetector  used  nowadays  is  an  EMI  Type 
9558Q  photomultipUer  with  end-window  S-20  (tri- 
alkali)  cathode.  The  best  tube  used  is  one  of  a  group 
specially  selected  by  myself  in  terms  of  certain  char- 
acteristics whose  importance  became  clear  as  a  result 
of  unpublished  researches  into  the  use  of  photomulti- 
pUers  for  high  accuracy  work.  The  EHT  supply  used 
has  only  ImV  of  ripple,  noise  or  transients,  which  is 


Figure  3.    Photocell  electrometer  amplifier  system  developed  by  Clarke,  as  used 
1961-1963  on  NPL  High  Accuracy  Spectrophotometer. 


Figure  4.    Photocell  electrometer  amplifier  system  developed  by  Clarke,  as  used 
in  Time  Ratio  Photometry  work  on  photomultipUers. 


very  important  as  the  gain  of  an  eleven-stage  Venetian 
blind  type  of  photomultiplier  is  proportional  to  the  7.7 
exponent  of  the  EHT  voltage.  The  low  frequency  noise 
in  the  photomultiplier  output  relevant  to  our  dc  usage 
conforms  to  the  limiting  value  given  by  Schottky's 
Equation  for  shot-noise  (allowing  for  the  appropriate 
dynode  enhancement  factor  of  1.3)  while  the  dark 
current  is  equivalent  to  a  stray  flux  of  about  3  X  10 
lumens  of  2856  K  Planckian  radiation. 

In  1963  digital  voltmeters  (DVM)  became  available 
with  electrometer  input  circuits  with  input  resistance 
of  order  10"  ft,  offset  currents  of  order  10"'-  A, 
10  fi\  sensitivity,  scale  lengths  of  20.000  or  more 
per  range,  linearity  and  stability  commensurate  with 
the  resolution  limit  and  a  useful  choice  of  sampling 
modes.  The  advent  of  these  instruments  and  their 
satisfactory  performance  under  rigorous  tests  caused 
me  promptly  to  set  aside  the  improved  photoelec- 
tronic  system  I  had  introduced  only  2  years  before, 
and  the  system  has  remained  substantially  unaltered 
since.  The  present  system  is  no  more  accurate  than 
its  predecessor  but  is  quicker  and  more  convenient 
to  use  and  hence  improves  staff  productivity. 

The  voltages  developed  across  an  anode  load  resistor 
(selected  by  PTFE  wafer  switch  from  a  set  with  values 
1  megohm,  3  megohm,  10  megohm,  30  megohm  and 
100  megohm)  are  measured  by  a  Dynamco  type  2020 
or  2022  digital  voltmeter.  The  coupling  circuit  some- 
times used,  figure  5,  is  of  some  interest  as  it  incorpo- 
rates a  special  compound  filter  to  reduce  low  frequency 
noise  while  allowing  a  reasonable  slewing  rate  to  avoid 
lengthy  waits  for  the  potential  change  to  become  com- 
plete following  interchange  of  photocurrent.  A  partic- 
j  ular  problem  is  that  the  potentiometric  digital  volt- 
j  meter  has,  and  requires  for  common  mode  rejection, 
a  twin-T  mains  frequency  rejection  filter  with  capaci- 
!  tors  of  value  0.1  )u,F  and  0.2  (xF  in  its  input  circuit,  while 
we  want  to  be  able  to  use  anode  load  resistors  of 
value  up  to  100  megohms  for  certain  high  sensitivity 
measurements.  The  system  would  obviously  be  too 


Figure  5.  Special  filter  circuit  for  coupling  anode  of  photomultiplier 
to  a  digital  voltmeter  sampling  repetitively  at  mains  frequency 
(50  Hz).  The  photometric  ranging  using  Swl  involves  values  of 
ft,  to  ftr  of  10«fl  to  lO^a  in  steps  of  about  3.  and  ftC=0.02  s  for 
this  first  stage  of  low-pass  filtering.  Stage  2  is  simple  low-pass, 
with  ftC  =  0.016  s  for  low  values  of  load  resistor,  but  tapered  off 
for  high  values  to  compensate  for  stray  capacitance  in  the  photo- 
tube circuit.  The  time  constant  of  this  stage  can  also  be  augmented 
using  Sw2.  Stage  3  is  simple  low-pass,  of  ftC=  0.018  s.  Stage  4 
is  a  twin-T  network  set  to  reject  34  Hz.  Stage  5  is  simple  low-pass, 
of  ftC  =  0.018  s.  Stage  6  is  a  twin-T  network  set  to  reject  50  Hz. 

sluggish  if  we  used  the  normal  filter  provided,  but  as 
it  can  be  switched  out  of  circuit,  this  gives  us  the 
opportunity  to  provide  our  own  external  version. 
As  figure  5  shows,  a  combination  of  four  cascaded 
stages  of  R-C  low-pass  filtering  and  two  stages  of 
twin-T  rejection  filters  tuned  to  34  Hz  and  50  Hz 
respectively  are  employed.  Figure  6  shows  the  fre- 
quency response  measured  for  such  a  filter,  and  indi- 
cates how  successful  the  approach  is  in  allowing  low 
attenuation  below  about  5  Hz  but  a  steep  average 
roll-off  above  about  10  Hz. 

This  special  coupling  circuit  was  developed  for  spe- 
cial investigations  and  allows  sector  discs  to  be  used 
validly  over  a  range  of  speeds.  A  simpler  coupling 
circuit  is  used  for  everyday  work  when  10**  fl  resistors 
are  not  used.  An  alternative  approach  to  the  problem 
has  been  devised  by  Samways  [19],  and  this  has  been 
used  recently  in  spectroradiometric  work  at  NPL. 
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Figure  6.  Transmittance  versus  frequency  characteristic  of  special 
filter  circuit  (curve  A).  Note  the  120  dB  rejection  at  the  sampling 
frequency  of  the  DVM.  Curve  B  shows  the  performance  of  a 
simple  low-pass  filter  whose  RC  is  set  to  0.108  s  to  give  an  equiva- 
lent effect  at  low  frequencies  (<5  Hz).  Curve  C  shows  the  effect 
produced  by  the  4  cascaded  stages  of  simple  low-pass  filter  present 
in  the  special  filter  circuit. 

Because  of  the  large  number  of  optical  configurations 
used  to  provide  the  different  directions  and  soHd  angles 
of  illumination  and  view  and  give  different  sizes  of 
illuminated  patch  on  the  sample,  it  is  impractical  to 
show  diagrams  of  them.  Figure  2  shows  a  simplified 
indication  of  the  optical  arrangement  used  in  measur- 
ing the  direct  transmittance  of  a  small  filter.  However 
some  of  the  points  raised  in  section  IV  will  give  guid- 
ance on  devising  the  most  suitable  optical  layout. 

The  NPL  High  Accuracy  Spectrophotometer  is 
currently  being  rebuilt,  and  the  double-monochro- 
mator  to  be  used  is  a  Hilger  D300  which  uses  a  double 
pass  through  a  60°  Cornu  prism  of  aperture  about 
55  mm  X  55  mm  in  each  monochromator  section.  A 
yet  larger  photometric  enclosure  measuring  roughly 
1300  mm  X  900  mm  X  700  mm  will  be  used,  and  the 
sample  carriage  will  employ  a  Schneeberger  Hnear 
bearing  as  suggested  by  R.  Mavrodineanu  of  NBS.  The 
photoelectronic  system  is  not  being  altered  for  ultra- 
violet and  visible  region  work,  but  we  are  planning 
to  add  a  synchronised  detector  chopped  system  for 
near  infrared  work  in  the  region  800  nm  to  2600  nm. 
This  need  arises  because  in  1967  Colorimetry  and 
Photometry  Section  took  over  the  responsibility  for 
near  infrared  spectrophotometric  standards  (at  up 
to  2600  nm)  and  until  the  present  we  have  had  no 
independent  means  of  verifying  the  accuracy  of  our 
Gary  14  instruments  in  this  region. 

A  number  of  checks  and  determinations  of  various 
kinds  of  systematic  error  are  routinely  made  when 
working  at  high  accuracy.  These  are  detailed  and 
discussed  in  section  IV. 

B.  On-Line  Data  System  for  Automatic  Recording 
Spectrophotometry 

The  bulk  of  the  work  in  spectrophotometric  stand- 
ards and  measurement  services  for  outside  organisa- 


tions is  performed  on  good  quality  recording  spectro- 
photometers, and  Gary  14  and  Gary  14R  instruments 
are  used  for  these  purposes.  A  detailed  description 
of  the  Gary  14  instrument  would  be  out  of  place  here 
as  it  is  a  very  well-known  design  and  fuU  details  are 
obtainable  elsewhere  [20].  It  is  particularly  note- 
worthy among  commercial  instrumentation  for  the 
size,  freedom  from  stray  Ught,  wavelength  calibration 
reproducibility  and  wide  range  of  scan  speeds  of  its 
prism-grating  double-monochromator.  In  fact  it  is  our 
experience  that  a  wavelength  value  for  a  peak,  trough 
or  emission  line  can  be  determined  more  accurately 
with  one  of  these  recording  instruments  than  with 
our  reference  manual  instrument,  and  this  is  undoubt- 
edly due  to  the  ability  to  scan  and  record  continuously 
and  to  the  absence  of  stick-slip  irregularities  when 
scanning  at  even  the  slowest  speed  (0.05  nm/s). 

Accessories  available  include  the  direct  reflection 
attachment  and  the  Model  1411  sphere.  The  direct 
reflection  attachment  uses  the  "V/W"  optical  arrange- 
ment after  Strong  [21]  and  invokes  the  use  of  a  speci- 
men compartment  that  is  unusually  large  by  com- 
mercial standards.  In  view  of  my  comments  on  the 
importance  of  having  a  large  compartment  for  the 
sample  and  supplementary  optics  in  section  III.  A, 
it  will  come  as  no  surprise  to  the  reader  to  learn  that 
we  use  this  compartment  unit  in  preference  to  the 
normal  one  for  all  direct  transmittance  work  as  well, 
and  that  we  have  built  a  duplicate  ourselves  for  the 
second  instrument.  In  addition  we  have  a  box  extension 
above  the  lid  which  allows  rather  lengthy  items  to  be 
measured  a  reasonable  distance  from  either  end,  a 
feature  which  has  proved  very  useful  when  measuring 
the  envelope  transmittances  of  photometric  standard 
lamps. 

The  Gary  1411  sphere  attachment  is  noteworthy 
among  commercial  instrumentation  in  having  a  pair 
of  screens  inside,  between  the  reflectance  sample 
and  comparison  ports  and  the  detector  port.  This 
means  that  the  largest  source  of  systematic  error 
found  in  the  majority  of  commercial  integrating  spheres 
is  taken  care  of,  for  without  such  screens  the  com- 
ponent of  flux  diffusely  reflected  directly  to  the  de- 
tector port  is  grossly  overweighted  relative  to  the 
flux  diffusely  reflected  in  all  other  directions.  The 
unit  is  provided  with  supplementary  deuterium  and 
tungsten  sources  for  broad-band  irradiation  of  samples, 
and  the  result  is  that  a  total  of  30  measuring  modes 
(combinations  of  source,  detector  and  geometry  of 
illumination  and  view)  are  available  with  our  Gary  14 
instrument  and  32  modes  with  our  Gary  14R.  These 
are  set  out  in  table  1. 

At  the  present  time  it  is  not  practicable  to  deter- 
mine the  geometrical  errors  in  integrating  spheres  by 
calculation.  This  is  because  classical  integrating 
sphere  theory  depends  on  certain  elegant  simplifica- 
tions which  arise  from  the  assumptions  that  a  wall 
coating  is  uniform  over  its  whole  surface  and  that  it 
is  also  Lambertian  i.e.,  a  uniform  dififuser.  Other 
common  simplifications  are  to  assume  that  samples 
are  small  enough  to  have  a  negligible  effect  on  the 
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Table  1.    Modes  of  measurement  available  for  automatic  recording  spectrophotometry  at  NPL 


Measurement  with  mono- 
chromatic irradiation  and 
broad-band  collection 


Source-Detector  combination 


Deuterium    Tungsten  Tungsten 


Measurement  with  broad- 
band irradiation  and 
monochromatic  coUection 


(geometry  in  brackets) 

PMT 

PMT 

PbS 

(geometry  in  brackets) 

PMT 

Direct  Transmittance  t(070°) 

1 

1 

1* 

Direct  Transmittance  t(070°) 

0 

Diffuse  Transmittance  t(0°/(/) 

It 

It 

0 

Diff'use  Transmittance  T(djQ°) 

1 

Total  Transmittance  T{0°jt) 

It 

It 

0 

Total  Transmittance  t(«/0°) 

1 

Direct  Reflectance  p(878°) 

1 

1 

1* 

Direct  Reflectance  p(878°) 

0 

Diff"use  Reflectance  p(0°ld) 

It 

It 

0 

Diff'use  Radiance  Factor  fi(dl(!P) 

1 

Total  Reflectance  p(870 

It 

It 

0 

Total  Radiance  Factor  jSitlS") 

1 

Radiance  Factor  /3(0745°) 

1 

1 

0 

Source-Detector  combination 

Deuterium    Tungsten  Tungsten 
PMT  PbS 


tAlternative  version  available  with  NPL  Large  Sphere  Attachment. 
*  Available  with  Gary  14R  instrument  only. 


mean  sphere  wall  reflectance,  that  the  other  portholes 
are  small  enough  to  have  a  negligible  influence  on  the 
spatial  sampling  of  the  flux  collected  from  the  sample 
and  not  to  interfere  with  the  interreflections  needed 
for  complete  integration,  and  that  the  necessary 
screens  are  coated  so  as  to  be  perfect  reflecting  dififus- 
ers  i.e.,  with  no  absorption.  The  errors  from  these 
last  three  assumptions  can  be  allowed  for  by  theoretical 
analysis,  but  only  by  making  use  of  the  first  two 
assumptions  about  the  wall  coating:  in  any  case  no 
analytical  treatments  to  allow  for  real  (nonideal) 
wall  coatings  have  yet  appeared.  Some  work  on  this 
problem  has  been  going  on  recently  at  NPL  by  Ed. 
Fulton  and  myself  using  a  numerical  analysis  method 
rather  than  an  algebraic  analysis  approach,  but  results 
have  only  so  far  been  obtained  for  particular  cases, 
not  the  more  intractable  general  cases. 

Because  of  these  theoretical  difficulties  in  deter- 
mining sphere  errors,  a  practical  approach  has  been 


adopted.  An  alternative  sphere  attachment  for  the 
Gary  14  instruments  has  been  designed  and  construct- 
ed, and  is  known  as  the  NPL  Large  Sphere  Attachment 
[22].  The  idea  is  to  have  available  for  use  on  the  same 
instrument  two  comparable  sphere  reflectance  attach- 
ments, both  conforming  as  far  as  practicable  with 
ideal  requirements  and  yet  with  geometrical  designs 
that  diff"er  as  widely  as  possible.  Any  differences  in 
measurements  found  with  the  two  sphere  attachments 
must  then  be  due  to  their  own  errors,  and  not  in- 
fluenced by  optical  faults  if  any  in  the  main  instru- 
ment. To  this  end  the  sphere  from  a  General  Electric 
recording  spectrophotometer  (GERS)  was  used  and 
modified,  and  a  toroidal  mirror  system  was  used  to 
couple  the  Gary  14  optics  to  it.  The  optical  configura- 
tion of  the  two  attachments  are  shown  for  comparison 
in  Plates  I  and  II,  and  apart  from  the  size  difference 
of  the  spheres  (90  mm  against  200  mm)  the  contrasted 
features  are:  wall  coatings,  smoked  MgO  for  Gary 


Plate  L    Layout  of  the  optical  configuration  of  the  Gary  1411  sphere  attachment. 


Plate  2.    Layout  of  the  optical  configuration  of  the  NPL  Large  Sphere  Attachment 
for  a  Gary  14  instrument. 


1411,  Distillation  Products  special  BaS04  paint  for 
GERS  sphere;  optical  axes,  perpendicular  for  Gary 
1411,  nearly  parallel  for  GERS;  photocell  port,  at  top 
for  Gary  1411,  at  bottom  for  GERS  sphere;  gloss 
traps,  entrance  ports  for  Gary  1411,  separate  ports 
for  GERS  sphere.  The  contrasted  positions  of  the 
photocell  port  are  very  significant,  as  sphere  coatings 
darken  due  to  atmospheric  dust  and  pollution  in  a 
systematically  nonuniform  way  in  the  sense  that  the 
dirtiest  portion  is  at  the  bottom  and  the  cleanest  is  at 
the  top.  Apart  from  this,  some  measurements  we  made 
with  a  reflectance  head  on  the  freshly  painted  wall  of 
aim  integrating  sphere  show  that  even  fresh  sphere 
coatings  (judged  visually  to  be  uniform)  are  surprisingly 
nonuniform,  and  variations  of  several  percent  are 
normal.  Both  the  Gary  1411  and  the  NPL  unit  have  the 
necessary  screens  between  the  reflectance  sample 
ports  and  the  photocell  port,  but  the  NPL  unit  also 
has  screens  between  entrance  ports  and  the  photocell 
port  to  make  it  fully  valid  for  measurements  of  diffuse 
or  total  transmittance.  The  complete  attachment  is 
shown  in  Plate  III. 

The  two  recording  spectrophotometers  are  inter- 
faced in  a  time-sharing  mode  to  a  dedicated  Micro 
16P  computer  fitted  with  a  core  holding  16K  words 
of  16-bit  length  and  with  a  backing  store  facihty  in  the 
form  of  a  drum  store  holding  64K  words.  Two  views 
of  the  complete  installation  are  shown  in  Plates  IV 
and  V.  As  this  spectrophotometer  data  handhng  system 
is  unique  and  one  of  the  most  advanced  yet  developed, 
a  description  is  worth  including.  The  system  was 
evolved  from  ideas  provided  jointly  by  staff  of  In- 
strumental Golour  Systems  Limited,  Digico  Limited 
and  NPL,  and  a  system  schematic  is  shown  in  figure  7. 
The  two  spectrophotometers  can  be  operated  simul- 
taneously and  quite  independently  of  each  other,  and 
this  also  applies  to  the  real-time  routines  and  user 


\ 

Pl^TE  3.  View  from  above  of  the  NPL  Large  Sphere  Attachment 
showing  the  toroidal  mirrors  used  to  couple  the  Gary  14  optics  to 
the  GERS  sphere  used. 
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Plate  4.  View  of  the  NPL  on-line  spectrophotometry  data-system, 
showing  the  Cary  14  and  14R  instruments.  The  near  one  is  fitted 
with  the  Cary  1411  small  sphere  attachment,  and  the  far  one  is 
fitted  with  the  large  sample  compartment  with  box-lid  extension 
for  transmittance  work  on  long  samples. 


Plate  5.  View  of  the  NPL  on-line  spectrophotometry  data-system, 
showing  the  dedicated  Micro  16P  computer  with  16K  of  core  to 
which  the  two  spectrophotometers  shown  in  the  foreground  are 
interfaced  in  a  time-sharing  mode  for  independent  operation  and 
processing. 

programs  whereby  the  instrument  outputs  are  subject 
to  digital  noise  filtering,  normalising,  referencing,  dark 
correction,  and  radiometric  photometric  or  colori- 
metric  calculation  as  the  case  might  be. 

The  user  programs  are  in  a  high-level  language 
called  MATHCHAT,  not  unlike  BASIC,  and  because 
the  interpretive  compiler  is  present  in  core  under 
all  normal  conditions,  the  system  seems  very  like  a 
public  telephone-modem  linked  time-sharing  system 
based  on  a  large  processor,  such  as  IBM's  Call  360 
or  Honeywell-GE265.  The  avoidance  of  tedious  double- 


FlGURE  7.    System  schematic  for  the  NPL's  unique  on-line  data 
system  (see  text). 

pass  or  triple-pass  loading  and  compiling/assembling 
procedures,  such  as  are  currently  common  with  small 
computers,  is  a  tremendous  advantage,  as  is  the 
ability  to  instantly  modify  a  user-program  in  a  high- 
level  language.  One  special  feature  of  the  language 
MATHCHAT,  provided  at  our  request,  is  that  it  allows 
subscripted  integer  arrays  in  addition  to  the  usual  real 
variables,  simple  or  subscripted.  This  permits  very 
efficient  storage  in  core,  particularly  of  spectral 
arrays  for  subsequent  processing,  as  well  as  faster 
real-time  operations,  which  can  then  use  a  hardware 
multiply/divide  unit  which  reduces  the  time  for  a 
multiplication  from  about  1  ms  to  about  10  (xs  and 
for  a  division  slightly  longer. 

Associated  with  each  user  area  in  core  i.e.,  each 
"channel,"  are  three  peripherals,  namely  the  photo- 
metric interface,  the  wavelength  interface,  and  a 
ASR  33  teletype.  "Reference"  beam  and  "sample" 
beam  photometric  signals  are  extracted  from  a  Cary 
14  instrument  at  the  feed  to  the  slide  wire  potentiom- 
eter on  the  reference  side  and  at  the  output  from  the 
multipot  system  on  the  sample  side,  so  that  the  com- 
plete pen  servo  system  is  bypassed  for  the  data  system 
thereby  avoiding  possible  troubles  with  nonlinearity, 
damage,  dirty  contact  or  displacement  errors  in  the 
slide  wire  potentiometer  and  lag,  nonideal  damping, 
ill-defined  temporal  integration  or  mechanical  troubles 
in  the  pen  drive  system.  Signals  are  also  extracted 
from  the  appropriate  high-speed  relays  in  the  instru- 
ment to  allow  corresponding  high-speed  relays  in  the 
interface  to  provide  proper  synchronisation  of  sam- 
pling. The  sample  and  reference  values  are  read 
alternately  each  mains  cycle  by  a  digital  voltmeter, 
and  the  values  transferred  to  the  appropriate  buffer 
for  real-time  processing. 

The  wavelength  value  is  also  read  into  the  same 
buffer  each  mains  cycle  by  an  absolute  wavelength 
encoder  coupled  to  the  output  shaft  provided  on  the 
spectrophotometer  to  give  a  resolution  of  0.1  nm.  An 
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absolute  encoder  is  preferred  to  the  incremental  type 
more  commonly  used  in  such  systems  because  it 
avoids  troubles  from  the  operator  starting  at  the  wrong 
wavelength  by  mistake,  problems  with  extraneous 
pulses  (perhaps  from  power  thyristor  operation  in  a 
stabiliser  in  a  neighbouring  room)  causing  a  gradual 
lack  of  registration  between  the  wavelength  and  the 
record  held  in  the  register  of  an  up-down  counter,  or 
perhaps  momentary  malfunction  in  the  system.  With 
an  absolute  encoder  and  wavelength  being  read  at  least 
once  per  0.1  nm,  momentary  malfunction  can  only 
influence  the  current  value,  not  future  ones,  and  even 
if  intermittent  malfunction  occurred,  only  a  very  small 
proportion  of  the  data  employed  in  the  real-time 
routine  described  below  would  be  affected. 

The  most  advanced  feature  of  our  data  system  is 
the  real-time  procedure  by  which  digital  noise  filtering 
is  applied  to  the  collection  and  initial  processing  of 
spectral  data.  Suppose  that  during  a  scan  the  wave- 
length encoder  has  just  changed  its  indication  to  a 
new  value  0.1  nm  different  from  the  last.  During  the 
time  that  it  indicates  the  same  wavelength  (rounded 
to  0.1  nm)  the  sample  and  reference  signals  are  col- 
lected and  summed  into  separate  registers,  and  the 
number  of  photometric  values  of  each  type  is  also 
held,  so  that  on  the  next  change  of  indication  of  0.1 
nm  in  wavelength  value  the  arithmetic  mean  of  the 
reference  and  sample  beam  values  can  be  properly 
computed  and  their  ratio  taken.  For  ultraviolet  and 
visible  work  the  commonest  scan  speed  used  (1  nm/s) 
gives  on  average  2i  reference  and  2i  sample  beam 
readings  per  0.1  nm  interval.  This  process  continues 
during  the  scan,  but  the  arithmetically  meaned  photo- 
metric ratios  are  also  multiplied  by  a  special  weighting 
factor  or  factors,  depending  on  whether  the  wavelength 
value  is  at  the  time  within  one  or  more  spectral 
"windows"  within  which  piece- wise  fitting  of  low  order 
polynomials  is  required.  The  user  can  command  the 
system  to  give  at  any  required  output  wavelength 
A.0  the  value  which  would  be  obtained  by  making  a 
least-squares  fit  of  a  cubic  (or  alternatively  a  quintic) 
to  (2n  +  l)  photometric  ratios,  one  for  each  0.1  nm 
interval,  where  a  wavelength  range  of  this  "window" 
extends  from  (Ao  — n)  to  (Xo  +  ")  in  units  of  0.1  nm. 

The  larger  the  value  of  (2r  +  1),  the  more  effec- 
tively is  noise  and  variance  filtered  out,  but  if  {2n+l) 
becomes  too  large  the  portion  of  spectral  profile  being 
investigated  within  the  "window"  will  not  be  properly 
represented  by  a  portion  of  a  cubic  function,  hence 
there  is  an  optimum  choice  for  (2n  +  l)  to  suit  the 
type  of  profile  being  measured.  The  largest  value  for 
(2n  +  l)  permitted  is  101  and  this  implies  a  spectral 
"window"  of  ±  5  nm  about  the  required  value.  However 
this  "window"  does  not  lead  to  anything  like  the 
amount  of  degradation  in  the  spectral  profile  which 
would  occur  if  a  simple  "running  mean"  were  being 
evaluated  over  the  same  width  of  "window."  When 
dealing  with  very  sharp  profiles  the  minimum  value  of 
(2n  +  l)  permitted  is  3  for  the  cubic  fit,  which  gives 
no  data  improvement  over  the  initial  photometric 
ratio  at  the  wavelength  required,  apart  from  that 


arising  in  the  first  stage  of  data  processing  when  a 
photometric  ratio  of  arithmetic  means  of  reference 
and  sample  beam  readings  is  produced  at  each  0.1 
nm  interval.  Obviously  in  such  cases  one  uses  a  slow 
scan  speed  to  allow  the  simple  arithmetic  means  to 
give  adequate  noise  reduction,  and  if  one  used  a  speed 
of  0.05  nm/s  then  the  means  of  50  reference  and  50 
sample  beam  readings  are  used  to  give  the  output  data 
at  0.1  nm  intervals. 

The  weighting  factors  used  in  executing  the  piece- 
wise  cubic  fit  are  automatically  evaluated  by  a  special 
algorithm  as  soon  as  the  command  choosing  (2n  +  l) 
is  made  prior  to  a  spectral  run,  and  the  essential  alge- 
braic basis  is  given  below. 

For  (2«  +  l)  equispaced  ordinates  extending  from 
{\o  —  n)  to  {ko  +  n)  in  units  of  0.1  nm  in  this  case, 
the  photometric  value  can  be  written  T{i),  where 
i  =  —  n  (1)  +  n.  The  quadratic  fitted  value  for  r(0) 
is  F(0) ,  where 

F(0)=  2  fF(i)-Tii) 

i=-n 

which  is  calculated  during  a  scan.  The  weighting 
factors  are  calculated  beforehand,  immediately 

the  value  of  n  is  typed  in: 

W{i)=iS,-S2-i')l[{2n+l)S4-Sl] 

where 

n 

S2  =  2        (2n+l)  (n+l)  n/3 

i=-n 
n 

S4  =  ^  i^^Sz  (3^2  + 3«-l)/5. 

i=-n 

It  should  be  noted  that  the  general  algorithm  given 
here  is  that  required  for  fitting  a  quadratic  to  any 
number  of  equispaced  ordinates:  owing  to  the  fact 
that  the  odd-order  terms  in  a  polynomial  do  not  in- 
fluence the  fitted  value  at  the  central  ordinate  of  a 
symmetrical  "window"  (the  only  value  we  are  using), 
the  result  of  fitting  a  quadratic  is  identical  to  that  of 
fitting  a  cubic,  and  that  for  a  quartic  is  identical  to 
that  for  a  quintic,  etc.  [23].  As  the  algorithm  becomes 
more  difficult  to  derive  for  successively  higher  order 
polynomials,  we  obviously  use  the  lower  (even) 
order  case  that  gives  the  same  result.  We  also  have  the 
general  algorithm  for  the  piece-wise  fitting  of  quartic 
(and  hence  quintic)  polynomials,  but  it  is  omitted  for 
brevity. 

One  particularly  useful  feature  arising  from  the 
flexibility  of  the  real-time  procedure  is  that  the  spectral 
scan  speed  can  be  altered  freely  during  a  scan;  for 
instance,  a  much  slower  scanned  speed  can  be  adopted 
when  passing  through  a  water  absorption  band  in  the 
near  infrared  than  for  the  rest  of  the  scan,  which  avoids 
certain  well-known  problems  with  slit  or  gain  servos. 
Not  only  this,  but  the  scan  can  be  stopped  and  re- 
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started  or  even  partly  back-tracked  and  restarted 
without  corruption  of  the  acceptable  part  of  the  scan 
already  produced. 

The  use  of  the  backing  store  to  hold  an  assortment 
of  user  program  texts  and  standard  data  blocks  as  well 
as  an  image  of  the  system  software,  compiler  and 
maths  packages  is  a  great  convenience,  but  is  quite 
conventional  and  needs  no  further  comment  here. 

What  have  proved  to  be  the  main  advances  in  NPL's 
recording  spectrophotometry  given  by  the  on-Hne 
data  system?  The  main  objective  has  been  amply 
achieved,  namely  a  major  reduction  in  the  staff  time 
involved  in  all  stages  of  standards  work  and  calibra- 
tion services  for  outside  organisations,  from  making 
the  measurements  through  various  stages  of  data 
reduction  to  the  final  tabulations  in  our  records  or  the 
despatch  of  a  calibration  report.  The  ease  of  producing 
and  comparing  data  has  led  to  anomalous  operating 
conditions  of  the  spectrophotometers  being  spotted 
more  certainly.  We  have  been  gratified  to  find  that 
the  precision  and  repeatability  of  measurement  has 
also  been  significantly  improved,  which  suggests 
that  the  slide  wire  potentiometer  and  pen  servo  system 
of  the  Gary  14  instrument  imposes  a  major  limitation 
on  its  performance  when  used  with  a  pen  recorder 
output  in  the  normal  way.  However  we  have  not  been 
deceived  into  imagining  that  the  data  system  has 
necessarily  reduced  the  systematic  errors  of  measure- 
ment. Since  we  do  not  rely  on  commercial  spectro- 
photometers to  provide  our  scales  of  measurement, 
this  is  no  great  worry  to  us. 

A  considerable  number  of  improvements  have  been 
made  to  the  Gary  14  instruments  and  their  accessories 
by  NPL  staff,  but  it  would  make  a  long  and  tedious 
discourse  to  describe  them  all  and  the  majority  of 
them  are  specific  to  the  particular  instrument.  How- 
ever one  of  the  more  minor  improvements  is  worth 
mentioning  as  it  can  be  applied  to  a  number  of  other 
types  of  spectrophotometer  as  well  as  the  Gary  14. 
This  concerns  the  replacement  of  the  RGA  side- 
window  photomultiplier  type  1P28,  used  in  the  normal 
transmittance  configuration,  with  one  of  the  new  EMI 
type  9670  tubes.  We  purchase  these  tubes  specially 
selected  for  high  near-infrared  response,  and  they  can 
be  supplied  with  uniform  sand-blasting  of  the  silica 
side-window  to  give  diffusion  of  light  over  the  cathode. 
The  diffusion  is  needed  to  reduce  effects  due  to  any 
displacement  of  the  beam  by  the  presence  of  the 
sample,  and  such  sand-blasting  is  present  in  the 
special  1P28  tube  supplied  with  the  instrument. 
The  great  difference  lies  in  the  relative  spectral 
responsivity  of  the  S-10  type  cathode  as  compared 
with  the  S-5  response  of  the  normal  or  selected 
1P28  tube,  see  figure  8.  The  limitations  imposed  by 
cathode  responsivity  only  make  their  presence  felt 
towards  the  ends  of  the  spectral  range  that  can  be 
covered,  and  the  lower  quantum  efficiency  of  the 
9670  tube  at  wavelengths  below  about  590  nm  is  no 
practical  problem.  However  at  wavelengths  above 
600  nm  the  newer  tube  is  clearly  better,  not  merely 
because  of  higher  spectral  responsivity  (which  ex- 
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Figure  8.  Spectral  responsivity  characteristic  for  EMI  9670  tube 
(S-10  cathode),  a  plug-in  replacement  for  RCA  lP28(S-5  cathode). 
The  most  desirable  cathode  type  (S-20)  is  not  available  in  com- 
patible side-window  designs.^ 

tends  its  range  by  about  150  nm)  but  particularly 
due  to  the  much  lower  spectral  gradient.  Performance 
is  improved  in  two  ways:  heterochromatic  stray  light 
reduction  and  a  more  gradual  variation  of  the  slit 
servo  during  a  scan.  Heterochromatic  stray  light 
itself  is  benefited  in  two  ways  in  the  600  nm  to  900  nm 
region:  the  lower  spectral  gradient  would  mean  less 
shorter- wave  stray  light  at  a  given  slit  opening,  and  the 
proportion  of  stray  light  for  a  given  spectral  gradient 
decreases  markedly  as  slit  width  is  reduced  by  the 
slit  servo  due  to  the  higher  absolute  spectral  responsiv- 
ity in  this  region.  The  EMI  9670  is  convenient  as  it  is 
a  plug-in  replacement  for  the  1P28  tube,  so  that  no 
modifications  are  necessary.  While  a  tube  with  a 
S-20  response  would  be  better  still,  figure  8,  no 
compatible  type  is  known  to  us.^  A  new  compatible 
type  has  recently  been  announced  by  RGA  with  con- 
siderably extended  red  response,  the  G31025  series 
with  Ga  As  or  Ga  In  As  cathodes,  but  I  have  not  yet 
heard  any  satisfactory  reports  on  these  from  other 
photometrists. 

Another  of  the  more  minor  improvements  which  is 
of  general  application  concerns  the  choice  of  tungsten 
halogen  lamp.  Guriously  in  a  double-beam  system, 
we  found  that  most  of  the  types  we  tried  gave  rather 
poorer  repeatability  of  measurement  than  the  con- 
ventional gas-fiUed  lamp  originally  supplied,  and  we 
attributed  this  to  changes  of  filament  position  in  rela- 
tion to  the  rather  striated  silica  envelopes  used,  which 
caused  alterations  in  the  fight  distribution  at  both 
slit  and  field  aperture  and  which  affected  beam 
balance.  We  have  found  that  an  Atlas  30  V  250  W 
single-coil  lamp  type  Pl/8,  running  at  3400  K  on  full 
rating,  has  a  particularly  good  quality  envelope  and 
gives  both  stable  and  efficient  operation.  The  single 
coil  filament  allows  one  to  tilt  it  to  get  maximum 
filhng  of  the  entrance  sht  using  the  Moire  effect. 


■'Subsequent  to  the  Conference  EMI  have  announced  a  compatible  tube  type  9785  with 
S-20  cathode. 
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and  about  50  percent  more  throughput  can  be  obtained 
than  with  the  120  V  650  W  tungsten  halogen  source 
which  the  manufacturer  can  supply,  while  heating 
problems  with  the  monochromator  are  eased. 

IV.  Determination  and  Correction  of 
Systematic  Errors 

As  described  in  section  II,  the  spectrophotometrist 
seeking  after  high  accuracy  should  concern  himself 
much  more  with  correction  of  systematic  errors  (and 
indeed  avoiding  them  as  far  as  possible)  than  with 
statistical  exercises  that  relate  to  variance  and  random 
types  of  error.  In  the  subsections  4.A  to  4.D  that  follow 
some  guidance  is  given  as  to  how  to  deal  with  the  more 
important  types  of  systematic  error.  As  the  precise 
procedure  depends  on  the  details  of  the  installation 
used,  any  description  must  refer  to  some  particular 
type  of  configuration,  and  the  NPL  High  Accuracy 
Spectrophotometer  has  been  used  as  the  model.  It 
will  become  apparent  that  the  procedures  can  easily 
be  applied  to  any  other  instrument  working  on  the 
same  manual  single-beam  dc  principle,  but  often 
not  at  all  easily  to  a  typical  commercial  instrument 
working  on  the  double-beam  chopped  synchronous 
detection  principle.  While  manufacturers  have  some- 
times made  drastic  modifications  so  as  to  produce 
special  versions  of  their  instrument  to  investigate 
errors,  this  does  not  normally  lie  within  the  power  of 
a  user. 

A.  Linearity   Correction,   using   the  Double-Aperture 
or  Multi-Aperture  Methods 

At  NPL  the  preferred  method  of  determining  linear- 
ity errors  in  the  photoelectronic  system  is  the  Double- 
Aperture  method,  and  it  has  continued  in  use  in  high 
accuracy  spectrophotometry  for  over  40  years.  The 
method  tests  the  linearity  of  response  of  the  complete 
instrument  system  as  it  is  set  up  for  measurement  of 
a  sample,  whereas  other  methods  (sec.  IV.  B)  often 
involve  drastic  modifications  or  major  additions  to  the 
system  or  separate  investigations  on  parts  of  the 
system  i.e.,  the  photocell,  or  amplifiers  or  potentiom- 
eter and  the  pen  recorder  or  the  digital  readout,  or 
some  combination  thereof.  Provided  that  the  method 
is  sound,  it  therefore  allows  a  single  investigation  of 
linearity  to  settle  the  question  for  the  complete 
instrument  at  the  time  involved.  The  double-aperture 
method  is  the  most  accurate,  sound,  simple  and  fool- 
proof technique  that  we  know  of  for  testing  linearity  in 
a  manual  single-beam  dc-mode  instrument. 

Essentially,  the  only  modification  required  to  the 
system  is  the  introduction  of  a  double-aperture  device 
into  a  suitable  place  in  the  optics.  The  advantage  of 
this  is  that  no  change  need  necessarily  be  made  to  the 
system,  and  hnearity  testing  can  be  commenced  at 
any  time.  The  most  recent  design  in  use  at  NPL  since 
1967  is  shown  in  Plates  VI  and  VII,  and  this  was  used 
as  a  model  by  R.  Mavrodineanu  for  the  one  made  for 
his  new  installation  at  NBS.  We  have  devices  with 
both  square  and  circular  aperture  formats  to  suit  differ- 


Plate  6.  NPL  double-aperture  device  for  linearity  testing:  gen- 
eral view  of  the  side  facing  the  incident  radiation  showing  the 
bevelled  edges.  .  '  . 


Plate  7.  NPL  double-aperture  device  for  linearity  testing:  detail 
of  the  side  facing  the  detector  system  showing  the  mechanism  and 
use  of  bevelling  where  possible. 

ent  apphcations,  and  the  sliding  leaves  are  operated 
independently  by  Bowden  cables  from  a  pair  of  push- 
pull  knobs  each  with  a  detent  to  permit  the  leaf  to ' 
remain  open.  Leaf  and  knob  are  each  spring-loaded  to  ^ 
ensure  that  if  the  knob  is  not  caught  in  the  detent  the  i 
leaf  will  always  close  fully.  When  closed  all  the  edges 
of  the  leaf  adjacent  to  the  edge  of  an  aperture  are 
enclosed  in  closefitting  slots  to  ensure  that  no  light 
can  leak  through,  and  this  requirement  explains  why 
a  septum  is  used  to  separate  the  apertures.  (Earlier 
designs  have  often  not  had  this  septum).  The  edges  of. 
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the  apertures  are  bevelled  on  both  sides  where  pos- 
sible, and  the  brass  used  in  construction  of  the  aperture 
plate  and  leaves  is  chemically  blackened.  This  black- 
ening leaves  a  weak  specular  component  of  reflection 
but  very  little  diffuse  component,  and  to  prevent  re- 
flections of  light  back  to  some  preceding  optical  com- 
ponent and  thence  back  through  one  or  both  of  the 
apertures,  the  whole  device  is  slightly  rotated  about  a 
vertical  axis  from  the  perpendicular  orientation  when 
being  aligned. 

The  double-aperture  device  permits  the  departure 
from  linearity  of  the  complete  instrument  to  be  meas- 
ured over  any  2 : 1  step  within  the  range  of  the  photo- 
metric scale,  and  the  procedure  is  first  to  place  and 
align  the  device  in  a  suitable  part  of  the  optical  system 
(see  later)  and  adjust  the  vertical  position  until  the 
readings  of  each  aperture  (the  other  being  shut)  are 
approximately  equal.  If  the  readings  from  each  aper- 
ture alone  are  A  and  B,  those  from  both  together  are 
(A+  B),  and  those  with  both  shut  are  D,  then  a  minimal 
sequence  of  readings  is 

D  A  B  (A  +  B)  (A  +  B)  B  A  D 

and  this  would  be  called  a  single-volley  set.  This  is 
of  course  a  time-symmetrical  sequence  to  minimise 
drift  and  variance  effects,  and  equal  numbers  of  obser- 
vations of  each  type  are  made  to  give  equal  statistical 
weight.  For  more  accurate  work,  double-or-triple 
volley  sets  of  observations  are  made  for  any  particular 
2 : 1  step.  If  the  mean  values  of  each  type  of  reading 
are  calculated  then  the  linearity  error  e  is  calculated 
as 

e=[A  +  B-  (A  +  B)  -D]I[(A  +  B)  -D]. 

The  error  e  is  normally  expressed  as  a  percentage, 
and  the  correction  to  be  applied  to  a  measured  photo- 
metric value  of  50  percent  over  the  corresponding  part 
of  the  scale  is  —  e. 

But  what  if  the  photometric  value  to  be  corrected  is 
not  50  percent,  or  is  not  measured  over  precisely  the 
same  part  of  the  scale?  To  cope  with  the  general  case 
the  procedure  is  to  cascade  the  linearity  testing  in 
binary  steps,  so  that  if  the  first  step  involves  output 
readings  of  full  scale  (f.s.)  and  50  percent  f.s.,  then 
the  second  step  involves  outputs  of  50  percent  f.s. 
and  25  percent  f.s.,  the  third  step  25  percent  f.s.  and 
12i  percent  f.s.,  and  so  on.  Various  methods  can  be 
used  to  reduce  the  (A+B)  reading  of  the  nth  step  to 
the  A  reading  of  the  («  — l)th  step,  such  as  reduction 
of  lamp  power,  slit  widths  or  use  of  a  supplementary 
attenuator  such  as  a  filter.  The  settings  of  the  suc- 
cessive steps  to  half  the  readings  of  the  preceding 
step  need  not  be  closer  than  1  percent  of  the  value. 
This,  and  the  fact  that  the  A  and  B  readings  need  not 
be  equal  to  closer  than  1  percent  of  the  value,  arises 
because  the  input-output  relationship  of  the  photo- 
electronic  system,  if  not  exactly  linear,  is  always  at 
least  a  smooth  continuous  function  and  approximately 
linear  in  any  instrument  that  is  in  sound  operating 
condition. 


The  method  of  linking  the  errors  from  each  2  :  1 
step  to  form  a  series  of  points  on  a  continuous  error 
function  is  illustrated  in  figure  9.  On  the  NPL  reference 
instrument  this  function  has  always  been  found  to  be 
smooth  and  regular,  but  if  it  were  not  a  regular  smooth 
curve  this  fact  might  be  missed  due  to  the  gaps  be- 
tween data  points,  especially  at  the  upper  end  of  the 
curve.  Hence  intermediate  steps  forming  a  second 
series  of  steps  such  as  70  percent  f.s.  and  35  percent 
f.s.,  35  percent  f.s.  and  17^  percent  f.s.,  etc.  should  be 
determined  on  any  new  or  modified  instrument.  The 
70  percent  f.s.  point  is  attached  to  the  smooth  curve 
drawn  through  the  normal  series  100  percent  f.s., 
50  percent  f.s.,  25  percent  f.s.,  etc.,  and  the  points 
corresponding  to  35  percent  f.s.,  17i  percent  f.s.  etc., 
are  then  linked  to  the  assumed  position  for  70  percent 
f.s.  as  for  the  normal  series.  If  the  smooth  regular  curve 
assumed  through  the  normal  series  of  data  points  has 
been  drawn  correctly  to  fit  the  true  error  function, 
then  the  points  at  35  percent  f.s.,  17i  percent  f.s., 
etc.,  will  also  be  found  to  lie  on  the  curve.  In  general 
the  second  series  will  suggest  some  slight  improvement 
in  shape  to  the  error  function  as  in  figure  9.  A  really 
sceptical  standards  man  would  then  proceed  to  find 
a  third  series  of  value  corresponding  to  some  series 
like  85  percent  f.s.,  42^  percent  f.s.,  21i  percent  f.s., 
etc.,  and  test  the  error  function  further. 


l2'/2%      25%  3S°/o       50°/o  70%  100% 


Figure  9.  Upper  diagram  shows  how  the  linearity  error  function 
is  built  up  from  the  errors  Ci,  €2  etc.  found  with  each  successive 
cascaded  2:1  step,  starting  with  100  percent  full  scale.  Lower 
diagram  shows  how  the  linearity  error  function  found  with  the 
normal  cascaded  2:1  steps  (dotted)  may  need  altering  to  accom- 
modate the  errors  CpC'^  found  with  a  supplementary  range  of  2  :  1 
steps,  starting  in  this  case  at  70  percent  full  scale. 

The  double-aperture  method  may  be  regarded  as 
completely  sound  if  subject  to  the  following  conditions. 

(1)  Any  additional  component  of  reflected  light 
introduced  by  the  presence  of  a  leaf  blocking  one 
aperture  must  not  be  allowed  to  pass  to  the  detector 
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by  the  other  aperture  or  by  any  other  stray  light  path. 
This  is  met  by  keeping  the  double-aperture  devices 
as  far  from  other  optical  components  on  the  illuminated 
side  as  practicable,  by  masking  any  bright  parts  of 
these  components  with  black  flock  paper  and  by  tilting 
the  device  slightly  as  mentioned  before. 

(2)  By  the  same  argument,  there  must  be  no  alter- 
ation of  reading  from  one  aperture  due  to  changes  in 
interreflected  components  on  the  detector  side  of  the 
device  caused  by  alteration  of  the  other  aperture  leaf. 
This  is  met  by  keeping  the  double-aperture  device  as 
far  from  optical  components  on  the  detector  side  as 
possible. 

(3)  There  must  be  no  relative  change  of  light  distri- 
bution at  the  double-aperture  during  a  volley  of 
observations.  Apart  from  trying  to  prevent  relative 
movement  (not  always  completely  possible,  due  to  the 
need  for  adjustability  and  the  opening  and  closing 
forces  imposed),  the  light  distribution  should  be  as 
uniform  as  possible  and  slightly  larger  than  the  size 
of  the  double-aperture,  so  that  to  first  order  any  rela- 
tive movement  produces  no  variation  of  reading. 

(4)  There  must  be  no  change  of  light  distribution 
at  the  actual  detector  surface  during  a  volley  of  obser- 
vations, since  an  ideal  filter  inserted  into  the  beam  for 
measurement  will  cause  no  such  change.  In  the  NPL 
instrument  the  use  of  the  integrating  sphere  as  a 
diffusing  device  ensures  that  this  condition  is  met. 
If  the  double-aperture  device  were  focused  onto  the 
photocathode,  the  test  would  not  be  valid  since  when 
both  apertures  are  open  for  (A+  B)  there  would  be  two 
separate  portions  of  the  cathode  acting  like  two  photo- 
cells in  parallel,  and  an  intrinsic  nonhnearity  would 
not  be  detected  if  two  photoelectron  streams  remained 
reasonably  separate  as  in  many  types  of  photo- 
multiplier. 

(5)  There  must  be  no  optical  interference  between 
the  fluxes  transmitted  through  each  aperture.  Ac- 
cording to  K.  G.  Birch  of  Optical  Metrology  Division, 
NPL  this  condition  is  met  for  all  practical  purposes  in 
typically  dimensioned  equipment  when  conventional 
tungsten  or  discharge  sources  are  used,  provided  that 
slit  widths  are  not  reduced  below  0.002  mm  during  the 
linearity  testing. 

A  consequence  of  (1)  and  (2)  above  is  that  at  NPL 
we  usually  change  the  optical  system  within  the  pho- 
tometric enclosure  for  linearity  testing  to  allow  the 
double-aperture  device  to  be  as  far  from  other  optical 
components  as  practicable. 

The  freedom  from  optical  interference  effects  men- 
tioned at  (5)  above  arises  because  with  sUt  widths 
commonly  met  with  and  with  conventional  sources 
the  "coherence  patch"  at  the  double-aperture  device 
is  not  large  enough  to  straddle  the  septum,  which  is 
of  order  3  mm  wide.  However  to  make  doubly  sure 
that  interference  effects  cannot  invalidate  the  test, 
the  practice  at  NPL  is  to  actually  focus  the  double- 
aperture  onto  the  target  screen  in  the  integrating 
sphere  in  front  of  the  detector.  Then  even  if  the  "co- 
herence patch"  were  to  cover  the  whole  double- 
aperture,  there  would  be  no  overlap  of  the  fluxes  from 
each  aperture  at  the  screen  where  they  receive  their 


first  diffusion,  so  that  no  fringes  could  be  formed  there. 
The  region  of  the  slit  image  is  the  only  place  where 
fringes  could  be  formed,  and  we  make  sure  that  the 
mirror  or  lens  which  images  the  double-aperture  onto 
the  target  screen  is  not  in  this  region  as  such  fringes 
could  interact  with  flaws,  blemishes  or  dust  particles 
to  give  readings  capriciously  high  or  low  according  to 
the  precise  relative  positioning. 

For  systems  employing  temporal  or  spatio-temporal 
chopping  of  the  light,  a  further  condition  must  be  met. 

(6)  There  must  be  no  change  in  the  temporal  features 
of  the  waveform  reaching  the  detector  between  the 
three  types  of  reading.  A,  B,  or  (A  +  B),  whether  of 
shape  or  phase:  only  a  strict  change  of  amplitude  is 
permitted.  This  cannot  be  met  if  the  light  distribution 
of  the  beam  alters  at  all  during  the  sampling  time, 
due  to  actual  movement  or  due  to  sector-mirrors  or 
rocking  mirrors  having  a  non-uniform  reflectance 
due  to  poor  coating,  ageing,  dust  or  pollution. 

The  requirement  (6)  arises  because  no  ac-detector 
circuit  (tuned  narrow-band,  synchronous  sine-wave, 
synchronous  square-wave,  homodyne,  heterodyne, 
or  any  other  type)  is  ideal  in  the  sense  that  it  func- 
tions exactly  as  supposed,  and  changes  of  waveform 
shape  or  phase  at  a  given  amplitude  will  therefore 
generally  cause  a  spurious  change  of  output.  This 
condition  (6)  can  seldom  be  proved  to  be  met  in  com- 
mercial instruments. 


3  '06%  l2'<!°/o  25°/. 


EHT 
volts 

Resistor 
R  Ohms 

Wavelength  (n  m) 

43B 

550 

740 

75  0 

3  lo' 

950 

3  lO' 

□ 

* 

750 

10^ 

0 

+ 

950 

10' 

o 

Output  rcoding  (volts) 

Figure  10.  Linearity  correction  function  of  the  NPL  High  Accuracy 
Spectrophotometer,  showing  corrections  found  for  the  range  of 
EHT  voltages,  load  resistors  and  wavelengths  covered  in  one 
particular  investigation.  It  happens  that  in  this  case  the  correction 
function  is  not  sensitive  to  changes  of  operating  conditions  over 
a  certain  range  of  values,  and  a  common  curve  is  representative. 
The  dotted  curves  show  the  probable  error  that  would  be  quoted 
for  the  accuracy  of  the  correction. 

The  linearity  correction  function  of  the  NPL  High 
Accuracy  Spectrophotometer  is  shown  in  figure  10  in 
terms  of  results  obtained  before  and  alter  a  particular 
programme  of  filter  standardisation.  The  curve  drawn 
for  the  normal  sequence  50  percent  f.s.,25  percent  f.s.,  i 
12|  percent  f.s.,  etc.,  has  not  been  modified  to  suit  the 
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sequence  70  percent  f.s.,  35  percent  f.s.,  17^  percent 
f.s.,  etc.  Results  are  shown  for  the  two  values  of 
dynode  load  resistor  used,  for  different  values  of 
photomultiplier  E.H.T.,  and  for  several  wavelengths. 
Strictly  speaking  one  should  not  assume  that  the  cor- 
rection required  is  the  same  when  any  of  these  key 
parameters  is  varied;  however  it  can  be  seen  that  the 
correction  function  turned  out  to  be  not  significantly 
different  in  any  of  the  cases  tested.  In  general,  there 
is  usually  a  preferred  range  of  output  current  — 
E.H.T.  combinations  where  an  invariant  and  almost 
linear  characteristic  is  obtained  for  the  photocell. 
However  departure  from  Ohm's  Law  behaviour  of 
the  load  resistor  is  often  a  larger  source  of  linearity 
failure  than  the  photocell  itself  in  well-designed 
systems,  so  each  load  resistor  needs  a  separate  in- 
vestigation. As  it  has  been  found  that  the  linearity 
correction  function  has  remained  stable  over  a  period 
of  several  years,  no  attempt  has  been  made  to  find 
load  resistors  that  are  more  nearly  ohmic  in  character- 
istic: a  survey  of  resistors  with  thorough  testing  of 
aU  available  types  and  ratings  of  interest  would 
prove  too  costly  to  be  justified  in  these  circumstances. 

It  is  not  necessary  to  test  linearity  at  different  wave- 
lengths unless  it  is  thought  possible  that  different 
mechanisms  might  then  be  operative  in  the  photo- 
detector.  Some  photocells  do  indeed  have  different 
characteristics  in  certain  wavelength  regions,  usually 
at  the  long  wave  end  of  their  spectral  response.  So 
when  a  new  instrument  or  photocell  is  being  tested 
for  linearity,  several  wavelengths  covering  the  whole 
range  of  spectral  response  should  be  used  to  check 
this  point. 

The  multi-aperture  method,  commonly  employing 
ten  apertures,  is  but  a  variant  of  the  double-aperture 
method,  and  is  equally  sound  in  principle.  It  has  been 
used  at  NPL  by  lamp  standards  photometrists,  whose 
needs  are  not  quite  so  exacting  as  spectrophotometrists. 
In  fact  the  multi-aperture  method  cannot  be  made  as 
accurate  as  the  double-aperture  method  with  a  given 
number  of  observations  on  a  particular  aperture  com- 
bination, because  it  is  impracticable  to  use  a  time-sym- 
metrical sequence  of  readings  which  allow  the  values 

A,  (A+B),  (A+B+C),  .  .  .  (A+B+C+D+E  + 
F+G+H+I  +  J)  to  be  determined  with  equal  and 
optimum  accuracy  relative  to  each  other  so  as  to  pro- 
duce ten  points  on  the  error  function  of  equal  uncer- 
tainty. To  get  results  of  equivalent  accuracy,  the 
demands  on  system  stability  are  rather  greater  than 
with  the  double-aperture  approach. 

The  double-aperture  method  allows  the  linearity 
correction  required  for  any  given  2 : 1  step  to  be  deter- 
mined to  a  few  parts  or  less  in  10^,  depending  on  the 
number  of  volleys  of  readings  used.  The  accumulation 
of  probable  error  for  cascaded  steps  is  illustrated  in 
figure  10. 

B.  Linearity  Correction,  Using  Other  Methods 

A  great  many  approaches  have  been  suggested 
over  the  years  to  the  problem  of  determining  hnearity 
lerrors,  and  it  is  not  proposed  to  review  them  critically 


in  this  paper  as  each  would  need  a  section  equivalent 
to  the  preceding  one  to  cover  relevant  points  thor- 
oughly. In  this  section  some  indications  will  be  given 
as  to  why  these  other  approaches  are  not  preferred 
at  NPL.  In  essence  they  nearly  all  amount  to  employ- 
ment of  a  device  or  equipment  which  varies  the 
irradiance  at  the  photodetector  in  a  predictable  or 
calculable  manner.  Methods  which  involve  the  photo- 
cell being  removed  and  tested  away  from  the  rest  of 
the  spectrophotometer  can  tell  us  much  about  the 
photocell  but  require  supplementary  investigations 
to  be  carried  out  on  the  rest  of  the  photoelectronic 
system,  for  example  on  the  Ohm's  Law  behaviour  of 
the  load  resistors.  Since  even  when  this  has  been 
done,  assumptions  have  to  be  made  as  to  how  the 
photocell  might  behave  when  in  the  instrument  and 
connected  into  the  system  circuitry,  such  an  approach 
cannot  be  regarded  as  foolproof.  To  give  illustrations, 
temperature  rises,  magnetic  fields,  earth  loops  or  cross 
modulation  eftects  within  an  instrument  can  give  rise 
to  real  or  apparent  linearity  departures  which  have 
confused  many  an  unwary  investigator. 

The  double  and  multiple  aperture  methods  are 
examples  of  the  general  principle  of  addition  of  fluxes, 
and  the  other  methods  which  use  this  principle  are 
equally  sound  but  are  difficult  to  implement  experi- 
mentally with  sufficient  rigour.  The  use  of  several 
sources  is  clumsy  as  demands  on  the  stability  of  the 
optics  and  the  sources  are  great,  and  the  apparatus 
is  bulky.  The  device  of  using  one  source  but  multi- 
beam  optics  avoids  severe  source  problems  but  leaves 
the  problem  of  optical  stability.  Where  beam-splitters 
are  used  for  dividing  or  recombining  the  beams,  the 
problems  of  polarisation,  scatter  and  multiple  reflec- 
tions have  to  be  faced,  and  where  one  source  is  used 
the  interference  effects  are  more  hkely  to  be  trouble- 
some than  with  the  multi-aperture  method  because 
optical  superposition  of  related  wave  fronts  is  more 
closely  achieved.  Beam-splitters  are  in  general  spec- 
trally selective,  and  this  makes  their  use  for  linearity 
testing  difficult  over  a  wide  spectral  range. 

A  pair  of  plane  polarising  devices  used  as  polariser 
and  analyser  offers  a  possibility  of  producing  a  net 
transmittance  varying  predictably  as  a  function  of 
the  angle  of  rotation  of  the  analyser.  Most  polarisers 
(sheet  polarisers,  Brewster  windows  and  electro- 
optic  devices)  are  too  poor  in  quality  and  too  spectrally 
selective  to  be  taken  seriously,  but  polarising  prisms 
of  high  quality  have  been  used  in  attempts  to  obtain 
accurate  linearity  testing.  The  problem  here  is  that 
the  predicted  law  is  only  obeyed  in  practice  over  a 
limited  range  of  optical  density  (absorbance)  for  as 
the  "crossed"  position  is  approached  the  optical 
density  starts  to  change  very  rapidly  making  the 
orientation  and  alignment  very  critical,  and  at  den- 
sities above  unity  the  slightest  flaw,  surface  blemish, 
or  foreign  particle  on  the  intermediate  surfaces  causes 
partial  depolarisation  and  hence  a  breakdown  of  the 
predicted  law.  Another  problem  is  that  the  hght  passed 
by  the  analyser  is  plane  polarised  and  at  varying 
orientations,  and  most  photodetectors  are  sensitive 
to  polarisation  effects  to  some  extent.  Unfortunately 
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it  is  not  possible  fully  to  depolarise  plane-polarised 
light  by  means  of  a  single  diffusion,  by  reflection  from 
smoked  or  pressed  magnesium  oxide  or  from  opal  glass, 
or  by  transmission  through  opal  glass  when  its  trans- 
mittance  is  of  reasonable  magnitude. 

The  inverse  square  law  has  often  been  used  as  a 
means  of  controlling  the  flux  incident  on  a  photocell 
in  a  predictable  manner,  but  it  is  not  good  enough 
for  work  of  the  highest  accuracy  due  to  the  non- 
uniform radiation  field  emitted  by  practical  sources. 
If  the  source  and  detector  apertures  are  finite,  a  cor- 
rection to  the  inverse-square  law  has  to  be  calculated 
using  configuration  integrals  (a  process  sometimes 
called  calculation  of  the  mutual  exchange  coefficient), 
but  this  assumes  a  Lambertian  (Cosine  Law)  be- 
haviour of  source  emission  and  detector  response. 
Practical  sources  and  detectors  never  obey  Lambert's 
Law  closely.  I  myself  have  used  pot  opal  glass  as  a 
secondary  source,  carefully  masked  to  give  a  known 
aperture  and  with  a  tungsten  ribbon  source  focused 
on  the  far  side,  but  have  not  obtained  good  enough 
obedience  to  Lambert's  Law:  the  departure  from 
Lambert's  Law  is  very  difficult  to  measure  by  gonio- 
photometry  to  sufficient  accuracy  to  calculate  an 
adequate  correction,  and  is  wavelength  dependent. 
A  "black  body"  source  might  prove  acceptably 
Lambertian,  but  its  defining  aperture  presents  severe 
difficulties. 

Variable  apertures  are  another  old  favourite  for 
producing  a  controlled  attenuation  of  flux,  but  the 
method  is  generally  unsound  because  of  the  impossi- 
bility of  producing  an  optical  beam  in  a  spectropho- 
tometer of  uniform  radiance  cross-section.  To  over- 
come this  the  division  of  the  aperture  into  numerous 
small  variable  apertures  has  been  tried  using  combs, 
rotating  grilles  and  Venetian  blind  devices.  The  prob- 
lem then  becomes  a  geometrical  one  of  realising  the 
desired  construction  by  precision  engineering,  and 
high  accuracy  cannot  be  achieved  reliably.  An  alterna- 
tive approach  is  to  use  fixed  meshes  or  perforated 
screens  as  attenuators,  but  they  too  require  calibration 
by  some  metrological  procedure  and  this  is  unsound 
because  not  only  is  transmitted  light  lost  in  an  instru- 
ment by  diffraction  but  also  for  small  apertures  the 
eff^ective  area  for  transmission  is  less  than  the  metro- 
logical  area.  This  last  point  arises  because  radiant 
energy  is  absorbed  for  a  distance  of  the  order  of  its 
wavelength  away  from  any  metal  edge:  this  effect  of 
physical  optics  is  too  complicated  to  permit  of  any 
adequate  calculations  for  a  correction  in  any  real 
situation. 

Testing  for  obedience  to  Bouguer's  Law  or  Beer's 
Law  is  another  much  used  method  of  testing  linearity, 
especially  among  chemists.  However  it  is  fallacious, 
for  if  these  laws  are  verified  for  an  instrument  it  only 
establishes  that  the  photoelectronic  system  obeys  a 
simple  power  law,  not  that  the  power  (exponent)  is 
exactly  unity.  In  fact  some  particular  faults  in  photo- 
electronic  systems  lead  to  precisely  this  type  of 
nonlinearity,  so  that  the  method  can  be  dangerously 
reassuring.  Apart  from  this.  Beer's  Law  seems  to  be 
exactly  obeyed  in  remarkably  few  of  the  solutions 


that  have  been  rigorously  examined.  The  usual  form 
of  application  involves  cuvettes  of  varying  path  length 
or  solutions  of  var>dng  concentration.  A  variant  is  the 
technique  suggested  by  Campbell  in  the  1930's  but 
resurrected  by  Slavin  and  Porro  [24],  of  grinding  and 
polishing  homogeneously  absorbing  glass  to  different 
thicknesses  and  verifying  whether  the  density  (ab- 
sorbance)  is  proportional  to  thickness  after  allowing 
for  reflection  losses.  This  is  equally  fallacious  of  course. 

Sector  discs  are  an  important  method  of  accurate 
attenuation,  and  they  are  spectrally  nonselective,  not 
sensitive  to  polarisation  and  relatively  easy  to  con- 
struct accurately  and  measure  metrologically.  If  the 
Talbot-Plateau  Law  is  obeyed  the  transmittance  is 
linearly  proportional  to  the  angular  opening.  The 
problem  is  whether  the  detector  really  obeys  the 
Talbot-Plateau  Law:  while  many  solid-state  types  do 
not,  it  happens  that  with  suitable  circuitry  and  choice 
of  operating  conditions  vacuum  photoemissive  devices 
obey  the  law  very  closely  indeed.  This  has  led  to  the 
development  of  the  technique  of  Time  Ratio  Photometry 
at  NPL,  as  described  in  section  V. 

C.  Heterochromatic  Stray  Light 

The  unqualified  term,  "stray  light"  in  spectropho- 
tometry usually  means  heterochromatic  stray  light  i.e., 
light  transmitted  by  the  monochromator  that  is  outside 
the  required  or  set  waveband.  There  are  in  fact  other 
types  of  stray  light,  referred  to  in  the  following  section 
IV.  D.  Heterochromatic  stray  light  arises  from  three 
main  causes:  general  small  angle  and  wide  angle 
scatter  from  dust,  blemishes  and  pollution  of  optical 
surfaces;  stray  reflections,  especially  where  lenses 
or  prisms  are  used;  and  unwanted  orders  of  diffraction 
in  grating  instruments.  General  scatter  is  usually  the 
worst  culprit,  and  because  of  this  it  nearly  always 
happens  that  the  components  of  stray  light  become 
progressively  smaller  as  their  wavelengths  depart 
further  from  the  set  wavelength. 

The  obvious  approach  in  reducing  errors  is  to  pur- 
chase a  high  quality  double-monochromator,  and  for 
gmdance  we  would  rank  the  different  types  of  system 
in  the  following  order  for  stray  light:  best  is  prism- 
prism,  then  prism-grating  and  finally  grating-grating. 
However,  even  with  such  an  instrument  there  are 
circumstances  when  significant  heterochromatic  stray 
light  errors  can  arise.  This  is  most  commonly  met  at 
the  long  wave  limit  of  ultraviolet  and  visible  instru- 
ments, where  a  photomultiplier  is  used  and  particularly 
where  a  grating  has  been  blazed  for  optimum  per- 
formance in  the  awkward  280  nm  to  340  nm  region 
where  one  changes  from  an  incandescent  lamp  to  a 
hydrogen  or  deuterium  arc.  That  choice  of  blaze  has 
of  course  been  dictated  by  the  need  to  increase  net 
response  in  this  latter  region  and  reduce  heterochro- 
matic stray  light  there,  for  this  region  is  the  second 
most  suspect,  apart  from  the  region  of  short  wave  cut- 
off" imposed  by  air  and  silica  absorption  at  around  185 
nm.  For  any  source-detector  combination  the  error 
is  maximal  where  the  net  response  is  very  low  com- 
pared with  the  average  over  the  usable  range  and 
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where  the  spectral  gradient  of  response  is  steep,  and 
this  normally  occurs  near  the  limit  of  the  usable  range. 
It  is  for  this  reason  that  we  are  prepared  to  sacrifice 
peak  quantum  efficiency  if  necessary  in  order  to  obtain 
a  less  steep  spectral  gradient  of  response  at  the  red 
end  of  the  working  range. 

The  general  method  of  testing  for  errors  is  to  use 
selective  band  or  cutoff  filters,  and  is  well  enough 
known  to  need  no  description  here.  It  is  important  to 
check  that  introduction  of  the  selective  filter  has  no 
adverse  optical  effect.  A  convenient  place  to  introduce 
such  a  filter  into  a  common-path  part  of  the  system  in 
a  double-beam  system  is  between  the  source  and 
entrance  sUt,  but  this  may  alter  the  light  distribution 
at  both  slit  and  field  aperture  and  hence  give  a  bias  to 
the  reading  other  than  due  to  its  absorption  properties. 
It  is  therefore  particularly  important  to  adhere  to  the 
strict  substitution  principle  in  making  the  additional 
measurements.  The  same  requirement  applies  equally 
when  matched  pairs  of  selective  filters  (even  if  of  high 
quality  and  closely  matched)  are  introduced  into 
the  sample  and  comparison  beams  of  double-beam 
instruments. 

D.  Homochromatic  Stray  Light 

Homochromatic  stray  light  is  any  light  which  is 
present  in  addition  to  the  light  which  has  passed  to 
the  point  in  question  along  the  optical  system  in  the 
desired  manner,  and  which  is  of  approximately  the 
same  spectral  distribution.  Thus  it  means  in  practice 
all  stray  radiation  except  the  heterochromatic  stray 
light  from  the  monochromator  or  any  leakage  of 
ambient  light  through  chinks  in  the  casing.  (Leakage 
of  ambient  light  becomes  obvious  if  one  switches  off 
or  covers  all  light  sources  in  the  room  and  blacks  out 
the  windows  and  one  can  then  detect  an  alteration  of 
output  or  of  operating  conditions,  and  this  will  not  be 
commented  on  further.)  Homochromatic  stray  light 
usually  arises  from  specular  or  diffuse  reflections, 
or  from  diffuse  components  of  transmitted  light  in  the 
case  of  transmitting  elements  of  the  system,  and 
consists  in  general  of  light  which  has  departed  from 
its  desired  optical  path  and  which  somehow  re-enters 
the  system  so  as  to  be  included  with  the  required  light 
being  measured.  There  are  so  many  mechanisms  by 
which  this  can  happen,  and  they  are  so  particular  to 
the  precise  optical  configuration,  that  one  cannot 
discuss  the  various  possibilities  in  any  general  way. 
I  will  only  mention  therefore  a  few  specific  types  of 
homochromatic  stray  light  and  how  we  deal  with  them. 

Interreflections,  involving  specular  reflections  from 
optical  surfaces  or  from  bright  metal  components  hke 
slit  jaws,  and  lens  or  mirror  mounts,  have  two  effects: 
if  they  involve  the  reflection  from  the  sample  itself 
then  they  impose  a  direct  error  on  the  photometric 
value  being  measured,  whereas  if  they  are  inde- 
pendent of  the  sample  itself  they  only  impose  an 
indirect  error  due  to  the  spatial  or  angular  distributions 
of  illumination  and  collection  not  being  quite  as  re- 
quired. Tilting  the  sample  usually  reveals  the  direct 
type  of  error,  but  there  is  one  circumstance  (commonly 
imet  with  in  commercial  instruments)  where  this  is  not 


necessarily  so.  I  refer  to  the  practice  of  placing  a 
filter  or  cuvette  at  a  slit  image  to  minimise  beam 
movements  at  a  conjugate  image  formed  at  the 
detector.  If  an  optical  surface  at  a  slit  image  is  tilted 
slightly  the  reflected  beam  is  deviated  to  cover  a  slightly 
different  part  of  the  aperture  of  the  mirror  or  lens  which 
has  focussed  the  radiation,  but  a  sUt  image  will  still 
be  formed  from  the  reflected  light  back  at  the  exit 
slit  of  the  monochromator,  and  it  will  not  move.  As 
sUt  jaws  are  bright-edged  and  either  flat  to  the  outside 
world  or  bevelled  (often  at  45°),  and  as  monochromators 
often  have  plain  windows  there  to  prevent  entry  of 
the  atmosphere  or  its  pollutants,  it  is  clear  that  there 
is  usually  a  reflection  back  once  more  down  the  optical 
system  towards  sample  and  detector,  and  this  will 
be  focussed  yet  again  to  form  an  image  at  the  specimen. 
Direct  errors  from  interreflections  can  also  occur  on 
the  detector  side  of  the  sample,  especially  if  a  bare 
(diffuserless)  end-window  photomultiplier  receives 
light  normally.  In  NPL  standards  work  the  sample 
is  therefore  never  placed  at  a  sUt  image  if  this  can 
be  avoided.  The  presence  of  both  types  of  inter- 
reflection  (i.e.,  involving  the  sample  or  not)  can  be 
checked  most  readily  by  eye  using  a  dental  mirror. 

Both  specular  and  diffuse  reflections  often  occur  at 
surfaces  close  to  the  beam  and  parallel  to  it,  such  as 
inner  surfaces  of  lens  or  mirror  mounts  or  tubes,  and 
the  cure  is  to  add  suitably  shaped  and  dimensioned 
stops  in  the  system.  Stray  specular  reflections  may 
strike  the  instrument  casing  or  other  parts  and  be 
diffusely  or  specularly  reflected  so  as  to  "by-pass" 
the  sample.  This  provides  a  further  argument  for  a 
large  photometric  enclosure  (sample  compartment). 
This  type  of  effect  can  cause  serious  errors  in  very 
dark  samples,  and  a  routine  practice  is  to  place  a 
dummy  (black)  sample  in  the  sample  position  and  of 
identical  dimensions  to  the  sample  and  then  take  dark 
readings,  and  compare  them  with  the  more  normal 
dark  readings  obtained  by  blocking  the  beam  prior  to 
entry  into  the  photometric  enclosure.  The  latter 
reading  gives  the  photoelectronic  system  compo- 
nent of  dark  error  (assuming  there  is  no  leakage  of 
ambient  light),  whereas  the  difference  in  these  read- 
ings gives  the  optical  component  of  dark  error.  This 
procedure  is  very  important  in  total  and  diffuse  re- 
flectance measurements,  for  small  angle  scatter  in 
the  sample  beam  optics  preceding  the  integrating 
sphere  causes  a  halo  of  scattered  light  surrounding  the 
illuminating  patch  on  the  sample,  both  on  the  outer 
parts  of  the  sample  and  on  the  sphere  wall.  In  this  case 
the  "black"  sample  consists  of  a  blackened  cavity 
brought  up  against  the  sample  port,  and  the  error  is 
usually  the  largest  component  of  systematic  error 
found  in  reflectance  measurements,  representing  a 
zero  offset  ranging  from  roughly  0.1  percent  in  the 
infrared  (2  fim)  to  roughly  0.5  percent  in  the  ultra- 
violet (0.3  fjLm)  in  reflectance  value  but  depending 
on  the  condition  of  the  preceding  optical  surfaces. 
For  transmittance  measurements  an  opaque  dummy  is 
used,  with  a  mirror  or  matt  white  surface  attached  in 
some  cases  to  exaggerate  particular  types  of  stray 
light  effect. 
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Samples  should  always  be  masked  so  as  to  cover 
their  edges  and  have  an  opaque  surround.  This  is  to 
prevent  by-passing  of  light,  especially  in  small  speci- 
mens, for  it  is  not  uncommon  for  stray  reflections  or 
small  angle  scatter  to  produce  a  weak  flux  distribution 
alongside  or  surrounding  the  beam:  again  I  emphasise 
the  use  of  the  eye  looking  along  the  direction  of  the 
beam.  The  reference  sample  (or  the  absence  of  a 
sample  for  an  "open"  reading  in  absolute  transmit- 
tance)  must  also  have  precisely  the  same  masking 
present,  to  prevent  systematic  error.  However  these 
local  masks  on  the  sample  carriage  are  not  sufficient: 
it  is  also  necessary  to  have  a  fixed  mask  as  close  as 
possible  forming  a  locally  hmiting  stop.  This  is  to  cover 
the  possibility  that  the  sample  and  reference  masks 
do  not  assume  the  same  position  due  to  misalignment 
on  the  carriage  or  faulty  adjustment  of  the  stops  on  the 
carriage  guides,  or  that  they  are  not  precisely  the  same 
size  and  shape.  The  fixed  mask  should  either  be  slightly 
larger  than  the  beam  cross-section  there,  with  clear- 
ance all  round,  or  it  should  be  smaller  than  the  nearly 
uniform  "core"  of  the  beam  cross-section.  This  is  to 
obtain  optimum  photometric  stability  if  one  accepts 
that  some  slight  relative  movement  of  optical  com- 
ponents might  occur. 

At  NPL  the  direct  intgrreflection  error  (involving 
the  sample  itself)  is  avoided  by  tilting  the  filter  by  an 
angle  of  order  1°,  keeping  the  sohd  angle  of  illumina- 
tion down  to  half-cone  values  of  under  1°,  avoiding 
forming  a  slight  image  at  or  near  the  filter,  and  catching 
the  beam  reflected  back  on  to  a  piece  of  black  velvet 
or  flock  paper  placed  just  to  the  side  of  the  exit  slit. 
Even  with  such  precautions,  recent  investigations  with 
highly  reflecting  filters  have  shown  that  great  care 
needs  to  be  taken  with  metal-film  or  thin-film  filters, 
and  errors  are  likely  to  be  appreciably  greater  than 
with  normal  absorbing  filters. 

Phenomena  which  can  give  rise  to  systematic  errors 
in  spectrophotometry  are  photochromism,  thermo- 
chromism  and  fluorescence;  but  these  could  arguably 
be  regarded  as  defects  in  the  sample  rather  than 
defects  in  the  measurement  procedure.  As  with  testing 
for  heterochromatic  stray  light,  the  principles  of 
testing  for  these  phenomena  are  well  known  and 
largely  common  sense  once  the  nature  of  the  problem 
is  understood,  and  further  comment  will  not  be  made 
here. 

E.  Polarisation  Errors 

If  we  confine  our  attention  to  the  normal  isotropic 
materials  used  in  standards  and  calibration  work, 
then  Fresnel's  Equations  tell  us  that  for  light  incident 
or  reflected  at  normal  incidence  polarisation  has  no 
eff"ect  on  the  measurement,  while  for  angles  near  to 
normal  polarisation  effects  are  negligible.  This  is 
fortunate,  for  all  monochromators  produce  a  partial 
plane  polarisation  that  is  very  significant,  and  it  means 
that  transmittance  measurements  are  usually  not 
subject  to  a  significant  error  due  to  polarisation 
eff"ects.  For  measurements  of  direct  reflectance, 
diffuse  reflectance  or  of  radiance  factor  involving 
inclinations  above  10°  from  normal  however,  certain 


precautions  must  always  be  taken  as  explained  below. 

The  proportion  of  polarisation  varies  appreciably 
from  monochromator  to  monochromator,  so  it  is  never  , 
satisfactory  to  quote  a  measurement  which  refers  to 
the  particular  polarisation  conditions  (often  not  known  i; 
reliably)  in  one  particular  instrument  only.  So  we  must  ( 
specify  "standard"  conditions:  but  what  are  these? ' 
There  are  3  obvious  candidates:  100  percent  s-polarisedl 
light,   100   percent   p-polarised   light,  or  randomlyj 
polarised  light.  The  most  generally  useful  value  for  al 
photometric   quantity  is   the  one   which  refers  to' 
randomly    polarised   light.   iJnfortunately   randomly  , 
polarised  incident  irradiances  and  coUector/detectori 
systems  not  selective  for  polarisation  are  almost  impos-S 
sible  to  produce  in  instruments  without  sacrificing  light 
by  the  use  of  heavy  diff"usion,  and  one  therefore  meas- 
ures the  quantity  with  a  plane  polariser  present  in 
either  the  irradiating  or  the  collecting  system  or  both,i 
depending  on  which  of  these  are  inclined  at  appreciable  | 
angles  to  normal.  This  results  in  two  (or  sometimes 
four)  measurements  being  made,  and  the  required 
result  for  randomly  polarised  light  is  easily  calculated;: 
from  these  as  it  is  the  arithmetic  mean  of  the  measure-t 
ments.  s 

V.  Time  Ratio  Photometry  ■ 

A  few  years  ago  O.  C.  Jones  and  I  invented  a  new 

technique  of  photometry  [25,  26]  aimed  at  equalling' 

or  perhaps  surpassing  the  accuracy  achievable  by  the ' 

dc  single-beam  method,  which  relies  as  we  have  seen' 

earlier  on  the  close  approximation  to  true  lineeir' 

behaviour  of  certain  preferred  types  of  photoemissive 

detector  and  on  the  fact  that  any  slight  non-linearity; 

found  in  such  systems  is  very  stable  and  therefore 

accurately  correctable  by  use  of  the  cascaded  double-f 

aperture  method  of  linearity  testing.  Our  aim  was  to^ 

develop  an  independent  scale  for  determining  photo-P 

metric  ratios  by  which  we  could  verify  the  validity' 

of  the  existing  method.  At  the  same  time  we  wanted' 

the  technique  to  be  self -calibrating  and  not  relying  on 

corrections  determined  on  another  occasion,  and  also" 

more  suited  to  exploitation^  of  modern  developments-i 

in  digital  data  techniques.  ' 

I 

A.  Talbot's  Law  and  the  Principle  of  Time  ^ 
Ratio  Photon\etry  ' 

Talbot's  Law,  sometimes  called  the  Talbot-PlateauJ 
Law,  states  that  light  fluctuating  periodically  above 
the  critical  fusion  frequency  of  vision  is  exactly 
equivalent  to  steady  radiation  of  the  same  average 
value,  and  the  law  was  of  course  discovered  (in  1834)i 
in  connection  with  the  response  of  the  human  eye. 
Mathematically,  if  F{t)  is  the  periodically  fluctuating 
light  and  R  is  the  response  evoked,  ' 

K{F(t)}  =  R{F} 

where  f 

fF{t)dt  I 
]      T    '  ^ 
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In  1913  Marx  and  Lichtenecker  found  that  Talbot's 
_,aw  applied  also  to  vacuum  photoemissive  cells,  as 
ar  as  could  be  judged  with  the  accuracy  possible  at 
hat  time.  For  a  photocell  that  obeys  Talbot's  Law  the 
nean  photocurrent  observed  with  a  periodically 
luctuating  illumination  is  the  same  as  that  obtained 
f  the  incident  flux  is  distributed  uniformly  throughout 
he  duration  of  the  period.  For  this  to  be  true  in  prac- 
ice,  the  associated  electrical  circuit  must  be  linear 
md  with  an  appropriate  overall  time  constant.  The 
inearity  is  necessary  to  prevent  rectification,  whereby 
inergy  can  be  transferred  from  the  oscillatory  terms 
o  the  constant  term  in  the  Fourier  series  for  the 
chopped  waveform  as  a  function  of  time.  In  passing  I 
vould  point  out  that  linearity  of  the  circuit  elements 
s  also  necessary  in  the  cognate  case  of  tuned  or 
)hase  sensitive  detector  systems,  to  prevent  errors 
lue  to  cross  modulation. 

In  1929  Carruthers  and  Harrison  working  at  NPL 
27],  found  strict  obedience  to  Talbot's  Law  for  a 
ariety  of  photoemissive  cells,  including  some  that 
^ere  markedly  nonlinear  as  judged  by  their  steady- 
tate  behaviour.  It  would  not  be  out  of  place  to  em- 
)hasise  that  if  a  sector  disc,  whose  opening  is  say  10 
•ercent  of  its  circumference,  is  inserted  in  a  beam  of 
ight  falling  on  a  photocell  obeying  Talbot's  Law,  it 
s  not  correct  to  assume  that  the  photocurrent  falls 
0  10  percent  of  its  former  value.  That  will  only  be 
rue  if  the  photocell  happens  to  have  a  linear  charac- 
eristic  as  well  as  obeying  Talbot's  Law.  What  Talbot's 
^aw  does  say  is  that  the  photocurrent  falls  to  the  same 
alue  that  obtains  if  a  10  percent  filter  is  inserted  in 
he  beam. 

To  consider  the  essence  of  the  time  ratio  method,  let 
IS  assume  that  one  is  trying  to  measure  the  trans- 
rtittance  of  a  filter.  The  method  is,  however,  readily 
pplicable  to  other  types  of  photometric  measurement, 
magine  a  steady  beam  of  light  illuminating  a  photo- 
missive  cell  with  a  suitable  dc-measuring  circuit. 
)ne  needs  a  repetitive  shutter,  which  opens  and 
loses  fully,  and  whose  open-to-shut  time  ratio  can  be 
aried.  The  photocurrent  obtained  with  the  shutter 
ipen  and  the  filter  attenuating  the  beam  is  noted, 
hen  the  filter  is  removed  and  the  shutter  sequence  is 
tarted.  The  fraction  of  the  total  time  during  which  the 
hutter  is  open  is  varied  until  the  same  photocurrent  is 
ibtciined,  then  some  accurate  timing  technique  is 
;mployed  to  measure  this  time-ratio.  The  transmittance 
if  the  filter  is  then  equal  to  the  fraction  of  time  for 
vhich  the  shutter  was  open,  provided  that  the  photo- 
netric  detector  obeys  Talbot's  Law.  It  is  as  simple  as 
hat. 

The  beauty  of  the  method  is  that  the  shutter  can  be 
;alibrated  absolutely,  in  terms  of  time,  in  situ,  and  even 
imultaneously  with  the  measurement  as  described 
ater.  Thus  the  shutter  need  not  possess  long  term 
lability  of  characteristics:  an  adjusted  value  need  only 
)e  held  for  a  few  seconds  at  a  time. 

It  would  be  appropriate  to  break  off  for  a  moment  to 
;onsider  what  is  really  happening,  that  a  vacuum 
)hotoemissive  device  can  adhere  exactly  to  Talbot's 
^aw  yet  give  a  slightly  nonlinear  response  to  steady 


radiation.  The  three  important  factors  in  this  are: 

Firstly,  the  cell  has  an  intrinsic  response  time  of 
order  10"^  second,  which  is  much  shorter  than  any 
chopping  period  that  would  be  employed.  Secondly, 
the  cell  has  an  instantaneous  intrinsic  response  that  is 
normally  strictly  linear,  if  it  could  be  measured  a  few 
/is  after  a  change  of  illumination  with  some  suitable 
fast  circuit,  this  instantaneous  linearity  not  being 
affected  by  previous  illumination.  Thirdly,  the  cell 
possesses  a  relatively  slow  fatigue  or  drift  character- 
istic whereby  the  observed  photosensitivity  changes 
progressively  under  illumination. 

In  our  technique,  if  the  cell  obeys  Talbot's  Law, 
drift  or  fatigue  do  not  affect  the  measurement,  because 
the  output  produced  by  chopped  radiation  must  suffer 
exactly  the  same  drift  or  fatigue  as  that  arising  with 
steady  radiation  of  the  same  average  value.  Otherwise 
the  cell  would  not  obey  Talbot's  Law. 

B.  Experimental  Verification 

We  can  now  look  at  the  experimental  work  carried 
out  at  NPL  to  see  a  selection  of  the  evidence  relating 
to  the  accm-acy  and  the  generality  of  Talbot's  Law 
obedience  in  actual  specimens  of  photoemissive  de- 
tectors. The  finer  details  of  experimental  technique 
and  methodology  will  be  omitted  for  brevity  in  this 
description  of  the  work.  Figure  11  shows  the  optical 
and  electronic  arrangement  used  in  the  initial  studies. 
Later  work  has  used  modified  systems  of  the  same 
general  kind.  The  variable  shutter  chops  a  slit  image 
to  provide  a  full  on-off  modulation  with  a  fast  rise  time 
of  a  few  microseconds,  and  for  all  our  accurate  funda- 
mental work  we  have  used  a  variety  of  sector  discs. 
We  have  favoured  mechanical  or  electro-mechanical 
shutters  throughout,  for  such  devices  really  do  provide 
complete  and  stable  modulation  irrespective  of  wave- 
length, polarisation  or  angle  of  incidence. 

A  fraction  of  the  light  passed  by  the  shutter  is  re- 
ceived via  a  beam-splitter  at  a  supplementary  gating 
photocell,  which  was  a  spare  photomultiplier  of  no 
great  quality.  This  had  the  function  of  simply  opening 
and  closing  electronic  gates  rapidly  to  permit  pulses 
from  a  stable  100  KHz  oscillator  to  pass  to  counters 
as  appropriate.  Most  of  the  light  in  the  beam  reached 
photodetector  A,  which  in  these  first  experiments  was 
connected  to  one  of  several  types  of  dc-electrometer 
current-amplifier  via  adjustable  smoothing  filters,  the 
dc-null-balance  technique  being  employed.  The  elec- 
trometer null-balance  system  shown  in  figure  4  was 
used  for  much  of  the  work  on  photo  multipliers.  In  some 
of  the  later  experiments,  a  digital  voltmeter  was  used 
to  indicate  directly  the  residual  difference  between 
the  signal  and  a  backing-off  voltage:  the  backing-off 
technique  proved  very  helpful  in  respect  of  the  com- 
promise needed  between  smoothing  and  slewing  rate. 

We  have  emphasised  small  transmission  factors  of 
order  1  percent  in  most  of  the  work,  due  to  the  fact  that 
the  differences  in  waveform  and  instantaneous  values 
between  the  test  and  comparison  fluxes  are  then  most 
pronounced,  and  impose  the  most  difficult  sampling 
conditions.  Work  on  a  vacuum  photo-diode  was  carried 


21 


MICROSCOPE 
OBJECTIVES 


VARIABLE 

SHUTTER 
S 


FILTER 
•F' 


[counter  (I) 

1  LIGHT  , 
[COUNT  ■ 

ELECTRONIC 
SWITCHING 

lOO  KC/S 

[counter  (2) 

[DARK  . 
ICOUNT 

UNIT 

OSCILLATOR 

Figure  11.    Optical  and  electronic  system  schematic  for  experiments  on  Time  Ratio  Photometry. 


out  by  O.  C.  Jones  and  assistants,  while  work  on 
photomultipliers  was  carried  out  by  myself  and 
assistants. 

If  Talbot's  Law  applies  to  some  particular  experi- 
mental configuration,  then  it  follows  that  variation  of 
flash  frequency  at  constant  mark  to  space  ratio  should 
have  no  effect  on  the  output  unless  the  frequency 
becomes  so  low  that  a  sufficiently  smoothed  and 
readable  output  becomes  impossible.  The  test  is  a 
necessary  but  not  sufficient  condition  for  Talbot's  Law 
obedience.  It  was  found  that  a  simple  vacuum  photo- 
diode,  with  capacitive  smoothing  of  the  anode  circuit 
gives  no  significant  change  of  reading  as  frequency  is 
dropped  to  2  Hz.  With  photomultipliers,  it  was  found 
that  discrepancies  of  up  to  a  few  percent  of  the  value 
were  obtained  for  a  1  percent  sector  if  there  was 
inadequate  capacitance  loading  of  either  the  anode 
or  the  last  four  dynodes.  The  reason  for  discrepancies 
with  inadequate  capacitance  in  the  anode  circuit 
is  clear  enough:  with  a  reading  of  say  1  V  dc,  a  1  per- 
cent sector  can  give  pulsed  reduction  of  up  to  100  V 
on  the  final  collecting  potential  difference,  leading 
to  synchronised  collapse  of  collection  efficiency.  The 
reason  for  Talbot's  Law  failure  when  the  dynodes 
are  not  heavily  loaded  with  capacitance  is  rather  more 
interesting.  For  any  one  stage  of  a  venetian-blind  type 
of  photomultiplier,  there  is  a  0.7  power  law  relating 
stage-gain  to  applied  volts.  Since  most  of  the  output 
current  is  drawn  from  the  last  dynode,  and  most  of 
the  penultimate  output  current  is  drawn  from  the 
penultimate  dynode,  and  so  on,  it  is  clear  that  there 
must  be  some  voltage  pulsing  of  the  dynodes,  which 
are  usually  fed  from  a  chain  of  resistors.  The  voltage 
pulsing  of  the  dynodes  produces  cross-modulation  of 
the  powers  in  the  various  terms  of  the  Fourier  series 
representing  the  square  wave  light  modulation,  and  in 
this  particular  case  some  spurious  rectification.  By 
analogy  with  the  old  term  "anode-bend  demodulation," 
we  can  call  this  effect  "dynode-bend  demodulation." 

Our  dynode  resistors  are  made  as  low  in  value  as 
practicable,  namely  lOOK,  and  we  found  that  with 
25/iF  per  stage  (giving  2i  s  time  constant)  we  could 
eliminate  the  effect  of  dynode-bend  demodulation. 
In  fact   recent   measurements  show  no  significant 


change  for  frequencies  reduced  to  as  low  as  0.5  Hz. 
provided  that  the  currents  are  kept  down  to  the  range 
where  Talbot's  Law  is  known  to  hold  at  frequencies 
above,  say,  20  Hz.  In  fact  with  a  0.4  percent  sector 
and  peak  anode  currents  of  up  to  4  X  10-*A  (far  above" 
the  limit  for  linear  behaviour  under  dc-conditions)  nci 
change  was  detectable  to  within  ±2  in  10  000  of  the 
reading  for  1  Hz,  or  ±5  in  10  000  for  0.5  Hz.  Largeil 
output  currents  give  progressively  larger  departures! 
from  Talbot's  Law  for  a  given  gain  or  for  a  given  flux. 
For  a  given  output  current,  increasing  the  incident  fluxi 
and  reducing  the  gain  to  compensate  will  produce  ar'l 
increase  in  Talbot's  Law  error.  ' 

The  most  fundamental  test  for  Talbot's  Law  obedij' 
ence  is  to  measure  a  sector  transmittance  by  ratio  ofi 
photo-currents,  to  correct  for  nonlinearities  and  com- 
pare the  result  with  the  true  value.  But  what  is  the 
true  value?  This  may  be  given  by  the  time  ratio 
technique:  ' 

T(o)  T(o)  T{t)-T{c) 

T(t)  '  T(o)  +  T{c)  '  T{t)  ' 

where  T(o)  is  the  total  of  "open"  times,  T(c)  is  the"*! 
total  of  "closed"  times,  and  T(t)  is  the  total  elapsed 
time  during  a  counting  period.  However  these  ratios 
are  only  valid  if  T{t)  is  either  an  exact  number  of 
chopping  periods  or  else  so  large  that  the  error  due  to, 
the  usual  residual  incomplete  period  is  negligible. 
Further,  the  gating  circuits  must  trigger  at  exactly 
50  percent  up  the  leading  and  trailing  edges  of  the 
chopped  waveform.  These  three  versions  of  the  sector  I 
transmission  seldom  agreed  exactly,  of  course,  andi 
these  divergences  indicated  our  probable  error. 

Some  results  on  this  are  shown  in  table  2.  The: 
linearity  correction  for  the  vacuum  photo-diode  andj 
its  circuit  was  negligible,  whereas  that  for  the  photo 
multipher  and  its  circuit  was  finite.  The  hnearity^ 
corrections     were    obtained    from  supplementary 
measurements    by    successive    application    of  the 
double-aperture  technique  of  absolute  Imearity  cor 
rection.  As  explained  in  section  IV.  A  this  Unearit) 
correction  allows  properly  for  nonohmic  behaviours 
of  the  load  resistor  as  well  as  for  true  linearity  de 
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Table  2.    Tests  of  Talbot's  Law 


METHOD  OF 
MEASUREMENT 

°/o  Transmission 

Effect  of  speed 
change  from  30f/s 

Sector  A 

Sector  B 

Sinqte  Stoqg  Cell 

Ratio  of 
Photocurrents 

Time  -  Ratio 

Computed  from 

dimensions 
(uniform  motor 
spcffd) 

1  473 
1  474 
1  477 

3  126 
3  129 
3  127 

AR  % 

<0  OOl 
for  speeds 
down  to 
2  f/s 

Photomultiplier 

Ratio  of 

1  470 

Photocurrents 

<0C>03 

Corrected 

1  473 

for  speeds 

(for  non-lirKority) 

down  to 

lO  f/s 

Time  -  Rotio 

1  475 

aarture  of  the  photocell.  A  further  estimate  of  the 
sector's  transmission  is  given  by  metrology,  difficulties 
irising  here  from  uncertainties  of  the  position  of 
he  true  centres  of  rotation  of  these  demountable 
sectors.  The  sectors  were  directly  mounted  on  the 
shaft  of  a  large  dc  compound-wound  motor,  and  there 
rt^as  only  inertial  smoothing  of  any  commutator  pulsing. 
Fhe  data  shown  here  indicate  Talbot's  Law  obedience 
to  within  two  or  three  parts  in  100  000  of  the 
'open"  reading,  and  the  discrepancies  are  of  doubtful 
significance. 

We  now  proceeded  to  apply  time  ratio  photometry  to 
Tieasurement  of  a  rather  neutral  absorbing  glass  filter 
)f  transmittance  about  1  percent,  and  results  are 
shown  in  table  3.  To  obtain  reliable  data  a  narrow- 
Dand  green  filter  combination  was  used,  so  as  to 
minimise  effects  due  to  nonneutraUty  of  the  test 
liter  and  changes  in  colour  temperature  of  the  lamp. 


?ABLE  3.    Comparison  of  time  ratio  method  with  conventional 
photometry 


METHOD   OF  MEASUREMENT 

RESULT 

(a)  Transmission  factor  of  filter 
ineasured  directly  by  ratio  of 
photocuri^nts  in  d  c.  photometry 

1  185%  -  O  OOI°/o 

(b)  The  same,  corrected  for  linearity 
departure 

l  l87°/o  -  O  002% 

(c)  Transmission  factor  of  sector  by 
timing 

1475%  -  O  OOI% 

1(d)  Transmission  of  filter  relative  to 
1      sector,  by  ratio  of  photocurrent 

0  806  ±  O  OOl 

!  (e)  Transmission  of  filter  deduced 
'       from  (c)  and  (d)  i.e  by  the 
'       time  -  ratio  method 

i 

1  189%  i0  002% 
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Only  photomultipliers  gave  adequate  data  here,  and 
in  fact  all  the  later  work  was  done  with  photomulti- 
pliers. We  measured  the  transmittance  of  the  filter 
by  direct  ratio  of  photocurrents,  and  then  corrected 
for  linearity  departure,  giving  the  most  accurate 
answer  possible  by  conventional  means.  We  then 
measured  the  transmittance  of  the  sector  then  avail- 
able that  was  closest  in  value  to  the  filter,  by  the 
time  ratio  method,  and  followed  this  up  by  determining 
the  transmittance  of  the  filter  relative  to  the  sector 
by  ratio  of  photocurrents.  Ideally  this  last  would  have 
given  a  value  close  to  unity  had  we  had  a  closely 
matched  sector-filter  pair.  As  it  was,  the  value  of  0.806 
required  only  a  minimal  hnearity  correction.  The 
product  of  these  last  two  measurements  gives  the 
transmittance  of  the  filter  by  a  simple  form  of  time 
ratio  photometry,  and  it  will  be  seen  that  the  residual 
discrepancy  of  2  parts  in  100  000  in  "open"  reading 
is  not  significant. 

C.  Generality  of  Talbot's  Law  With  Various  Operating 
Conditions  in  a  Photomultiplier 

A  consequence  of  Talbot's  Law  is  the  invariance  of 
the  measured  ratio  of  the  transmittance  of  a  sector  disc 
to  that  of  a  filter.  We  later  made  up  a  special  multi- 
component  filter  to  match  a  certain  1  percent  sector 
rather  closely  under  conditions  where  Talbot's  Law 
was  known  to  hold,  that  is  at  low  illuminations  and  low 
output  currents.  Table  4  shows  results  obtained  when 
the  flux  and  cathode  current  were  fixed,  and  the  gain 
and  output  current  was  varied  over  a  wide  range.  The 
values  S/F  give  the  readings  obtained  with  the  1  per- 
cent sector  relative  to  the  readings  on  the  filter.  Clearly, 
increasing  the  output  current  above  a  certain  threshold 
level  introduces  progressively  greater  departures 
from  Talbot's  Law.  Measurements  of  linearity  errors 
under  steady  flux  conditions  showed  not  only  no 
correlation  in  magnitude  but  these  were  of  opposite 
sense.  The  Talbot's  Law  errors  indicate  some  instan- 
taneous saturation  at  the  peak  current  levels,  whereas 
the  linearity  checks  show  over-additivity  due  to  dynode 
heating.  When  output  current  is  held  constant,  it  is 
found  that  as  the  flux  is  increased  and  the  gain  de- 
creased to  compensate,  progressively  larger  errors 
arise.  The  results  are  general  for  all  tubes  tested 


Table  4. 


TALBOT'S  LAW  ERRORS,  e, 
FOR    VARIOUS  ANODE  CURRENTS 

Gain 

la  (mean) 

la  (peak) 

S/F 

e% 

A  hn(st)% 

2-6  X  lO^ 

1  9x  lO"* 

19  X  lO"* 

O  984 

o  o 

ooo 

2-6  X  lO** 

19  X  lO"' 

19  X  lO"^ 

0-984 

oo 

o  oo 

2  6  X  lo' 

1  9  X  lO'* 

1  9x  lo"* 

O  972 

-12 

O  OO 

2-6  X  lO* 

19  X  lO'^ 

19  X  IO~^ 

O  869 

-117 

-1-  0-62 

2-6  X  lO^ 

19  X  lO"'* 

1-9  X  lO"^ 

O  550 

-44-  1 

+  2  3 

Fixed  cathode  current^ 

-Txlo'^A.  Sector  of  l-0%  Tube  No.6622 

which  were  of  the  EMI  9558  type.  Peak  currents  of 
up  to  about  2  X  10"^  A  produce  no  significant  error,  if 
the  gain  is  adequate. 

The  intercomparison  of  fatigue-curves  of  photo- 
muhipHers  with  equivalent  chopped  and  steady  fluxes 
provided  an  independent  and  convincing  check  on 
these  facts.  Such  curves  should  be  identical  for  de- 
vices that  obey  Talbot's  Law,  and  this  was  indeed 
found  to  be  the  case. 

Yet  another  consequence  of  Talbot's  Law  is  that  if 
a  linearity  test  is  made  on  equivalent  steady  and 
chopped  radiation  levels,  the  same  result  should  be 
obtained.  This  powerful  technique  of  measuring  the 
difference  between  chopped  and  steady  radiation 
linearity  errors  has  also  been  applied  to  a  number  of 
photomultipliers  using  the  sound  double-aperture 
method,  and  once  again  it  has  been  found  that  up  to 
a  certain  threshold  value  of  output  current,  no  error 
occurs;  above  that  level  progressively  increasing 
failures  of  Talbot's  Law  occur  in  the  sense  of  "in- 
stantaneous saturation"  of  peak  currents  above 
about  2  X  IQ-''  A,  confirming  results  mentioned 
earlier.  This  technique  was  also  appUed  to  investi- 
gating what  happens  as  we  vary  the  mark-to-space 
ratio  or  sector  opening.  Table  5  shows  results  from 
only  3  sectors  out  of  a  whole  set  with  progressively 
varied  transmittances  that  were  used.  This  shows  a 
very  important  result:  it  is  not  the  mean  value  of  cur- 
rent that  determines  the  threshold  for  Talbot's  Law 
failure:  it  is  the  peak  current.  This  means  that  the 
presence  of  a  specimen  in  a  time-ratio  spectropho- 
tometer does  not  alter  the  optimum  operating  condi- 
tions, for  the  optimum  operating  conditions  involve 
using  currents  slightly  below  the  critical  threshold 
for  Talbot's  Law  failure. 

Table  5. 


TALBOT'S  LAW    ERRORS,  e.  FOR  VARIOUS  SECTORS 


Sector  r 

la  (mean) 

la  (peak) 

Alin.(ch) 

A  lin.(st) 

e  X 

lo'' 

O  40°/o 

9  3  X  lO  ^ 

2  3  X  lo'^ 

(x  lO-*) 
-  lO 

(xlO-^*) 
-  4 

-6 

±3 

3  20°/o 

6  4  X  lO"^ 

2  Ox  IO~^ 

-1^2 

+  \ 

±3 

75  04% 

17  X  lO'^ 

2  3  X  IO~^ 

40 

40 

o 

+  5 

O  40% 

1  Ox  lO"' 

2-5  X  lO"'* 

-40 

-  1 

-39 

±8 

3  20°/o 

8  1  X  IO~' 

2  5  X  lo" 

-15*^ 

14^2 

-30 

tl 

75  O 4% 

1  9x  lO"" 

2  5  X  lO"" 

All 

542 

-65 

±9 

Tube  No.  5564 


Net  gain  =  2  x  lO 


I  would  like  to  mention  two  facts  which  reinforce 
our  claims  as  to  knowing  the  absolute  uncertainties. 
Firstly,  T.  Quinn  has  used  our  time  ratio  techniques 
to  determine  the  transmittance  of  certain  sectors  used 
in  establishing  the  temperature  scale  at  NPL  and  found 
consistency  over  long  periods  and  with  alternative 
timing  and  optical  equipment  to  1  or  2  parts  in  a  miUion 
of  the  open  reading,  for  sectors  of  10  percent  and  1 


percent  transmittance.  Secondly,  O.  C.  Jones  designed 
a  super-quahty  0.4  percent  sector  which  allowed 
metrology  to  2  parts  in  a  million.  I  measured  this  by 
ratio  of  photo-currents,  corrected  for  linearity  and 
produced  a  value  that  agreed  to  1  part  in  a  million  of 
open  reading,  even  though  my  probable  error  was  3 
parts  in  a  million  of  open  reading. 

D.  Modes  of  Application 

Three  ways  of  applying  Time  Ratio  Photometry  to  a 
double-beam   automatic   spectrophotometer  will  be 
briefly  described  below.  There  are  in  fact  many  other  ' 
ways  of  using  the  principle.  Figure  12  shows  a  system 
which  uses  fixed  gating  intervals  from  timer  28  and 
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Figure  12.  Schematic  of  one  possible  mode  of  application  of  Timef 
Ratio  Photometry  to  a  double-beam  spectrophotometer  (see , 
text). 

gates  32  during  which  the  null  detector  18  looks  ats 
fixed  amplitude,  fixed  duration  pulses  delivered  bys 
shutters  30  and  31.  During  the  test  phase  pulses  atj 
fixed  frequency  are  triggered  by  oscillator  34,  and  are'' 
attenuated  by  the  specimen  42  to  be  equivalent  to' 
unattenuated  pulses  of  lower  frequency  triggered  by  I 
variable  osciUator  35,  which  is  controlled  by  the  off- 
balance  signal  from  null  detector  18.  A  ratio  of  fre- 
quencies from  counters  36,  44  energised  by  supple- 
mentary photocell  38  gives  the  transmittance.  ' 

Figure  13  shows  a  system  in  which  a  high  frequency'! 
shutter  130  modulates  a  common  portion  of  the  optical' 
train.  A  timer  128  controls  the  beam-switching  and^ 
allows  a  fixed  test  phase  interval.  A  shutter  131  allows  ' 
the  reference  phase  duration  to  be  reduced  so  that  thei 
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Figure  13.  Schematic  of  another  possible  mode  of  application  of 
Time  Ratio  Photometry  to  a  double-beam  spectrophotometer 
(see  text). 

reference  flux  is  equivalent  to  the  fixed  duration  but 
amplitude-attenuated  test  phase.  A  supplementary 
detector  and  two  counters  136  and  144  allow  the  high 
frequency  pulses  from  shutter  130  to  be  used  to  time 
the  open  durations  that  give  a  balance  from  null 
detector  118,  with  and  without  specimen  142  in  place. 

Figure  14  shows  a  system  in  which  the  gating 
intervals  from  timer  228  are  fixed  for  test  and  reference 
phases.  An  intermediate-frequency  variable  mark-to- 
space  shutter  216,  such  as  a  variable  sector,  is  con- 
trolled by  the  off-balance  signal  from  null  detector 
218  to  achieve  equivalence  with  the  unchopped  but 
attenuated  flux  passed  by  specimen  242.  Timing  is 
achieved  by  means  of  a  supplementary  detector, 
fixed  frequency  oscillator  248,  gate  246  and  counters  as 
before. 

Owing  to  the  staff"  shortage  in  this  field  at  NPL 
during  the  past  few  years,  these  ideas  above  have  not 
been  implemented  in  the  sense  that  no  Time  Ratio 
Spectrophotometer  for  practical  use  has  been  built. 
The  fundamental  research  described  in  sections  V.  A 
to  V.  C  above  was  only  performed  on  installations  that 
could  be  described  at  best  as  abridged  (filter)  spectro- 
photometers. It  remains  for  an  instrument  manu- 
facturer to  judge  when  the  market  would  be  ready  for 
an  automatic  recording  instrument  that  could  achieve 
the  accuracy  which  only  a  few  of  the  world's  stand- 
ardising laboratories  can  at  present  achieve  in  a  staff- 
intensive  way  with  manual  instruments  of  their  own 
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Figure  14.  Schematic  of  another  possible  mode  of  application  of 
Time  Ratio  Photometry  to  a  double-beam  spectrophotometer 
(see  text). 

design.  What  is  certain  is  that  Time  Ratio  Spectro- 
photometry is  ideally  suited  to  on-line  data  systems 
with  dedicated  computers,  since  the  technique  is 
inherently  digital. 

VI.  Material  Standards  for 
Spectrophotometry 

A.  Direct  Transmittance 

Absorbing  glass  filters  form  the  most  satisfactory 
transmittance  standards  in  general,  but  they  have 
their  limitations,  especially  in  respect  of  the  spectral 
range  available.  It  is  desirable  to  separate  out  the 
eff"ects  of  nonlinearity,  heterochromatic  stray  light, 
wavelength  calibration  and  wave  band  errors  for  diag- 
nostic reasons,  and  this  means  that  a  neutral  portion 
of  the  spectral  profile  must  be  used  for  holding  or 
testing  the  photometric  value.  There  are  two  classes 
of  glass  suitable  for  this:  very  neutral  glasses  such  as 
Chance  ON28,  ON29,  ON30  or  0N31  or  Schott  NG3, 
NG4,  NG5,  NGll,  or  pseudo-neutral  glasses  such  as 
Chance  ONlO,  ONllA,  0N31A  or  ON32A  which 
have  several  broad  smooth  maxima  and  minima  at 
different  levels  but  are  not  selective  enough  to  impose 
serious  risk  of  heterochromatic  stray  Ught  errors  if 
measurements  are  made  at  the  maxima  or  minima. 
These  latter  have  the  advantage  that  a  single  filter 
gives  calibrations  at  several  densities.  Both  classes 
of  filter  are  used  at  NPL,  and  optical  tolerances  used 
in  fabrication  are  that  the  flatness  of  the  surface 
must  be  better  than  1  fringe  per  cm  and  the  parallelism 
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must  be  better  than  15  s  of  arc.  Such  fihers  require 
several  years  to  stabilise  in  transmittance  because 
the  surface  reflection  loss  reduces  progressively  from 
the  initial  value  (given  roughly  by  Fresnel's  Equa- 
tions) due  to  the  effect  of  the  atmosphere  and  even 
modest  cleaning  procedures  in  leaching  out  metal 
oxide  components  from  the  surface  of  the  complex 
glass,  which  lowers  its  superficial  refractive  index. 

Because  absorbing  glasses  cannot  be  used  in  the 
ultraviolet  region  satisfactorily,  thin-film  metal  coat- 
ings on  a  good  quality  silica  substrate  are  also  used. 
These  can  be  made  very  neutral,  but  it  is  difficult  to 
avoid  pin-holes  or  nonuniformity  in  manufacture,  so 
a  large  illuminated  patch  must  be  used  in  measurement 
in  order  to  obtain  a  representative  result.  They  also 
require  special  care  in  measurement  because  of  the 
high  reflectance,  and  this  is  no  trivial  problem. 

At  NPL  we  prefer  large  material  standards  to  small 
ones,  so  that  a  large  enough  illuminated  area  can  be 
employed  to  ensure  that  blemishes  or  nonuniformities 
do  not  unduly  affect  the  results,  which  can  then  be 
held  to  be  representative  of  the  sample.  This  provides 
a  further  reason  for  avoiding  a  slit  image  in  the  vicinity 
of  the  sample  (see  also  sec.  IV.  D).  The  accuracy  with 
which  the  dimensions  and  position  of  the  illuminated 
patch  on  the  sample  need  to  be  specified  is  obviously 
less  critical  with  a  large  patch  than  with  a  slit  image. 
At  NPL  the  preferred  size  of  sample  is  50  mm  x  50  mm, 
and  the  preferred  patch  size  is  about  15  mm  x  10  mm. 
These  dimensions  give  one  considerable  freedom  in 
the  optical  configuration  and  so  help  with  the  problems 
of  preventing  homochromatic  stray  light. 

Standard  solutions,  such  as  acid  potassium  dichro- 
mate,  alkaline  potassium  chromate  or  potassium 
nitrate,  are  not  used  for  holding  our  photometric 
scale  in  the  ultraviolet  or  visible  regions  because  of 
the  additional  uncertainties  which  are  introduced  in 
the  preparation  and  handling  of  solutions.  Inter- 
laboratory  comparisons  have  always  shown  greater 
discrepancies  between  measurements  on  solutions 
than  on  solid  filters  [6,  28,  29].  It  should  also  be 
pointed  out  that  the  determination  of  the  optical  path 
length  of  a  cuvette  is  a  far  from  trivial  problem  in 
metrology,  due  to  the  presence  of  the  outer  pair  of 
faces  in  addition  to  the  inner  pair  being  measured.  It 
is  possible  to  measure  a  10  mm  cuvette  to  an  un- 
certainty of  ±0.002  mm,  so  that  if  a  nominal  density 
of  1  were  being  measured  the  uncertainty  due  to 
caHbration  error  in  the  path  length  would  be  ±0.0002. 
The  method  used  at  NPL  to  achieve  this  involves 
the  use  of  a  laser  for  alignment  and  a  mercury  source 
with  interference  microscope  and  standardised  pre- 
cision micrometer  for  measurement. 

6.  Direct  Reflectance 

Material  standards  of  direct  reflectance  are  very 
useful  in  allowing  calibration  by  substitution  with  a 
fixed  optical  system,  and  a  particularly  stable  type  is 
kept  at  NPL.  This  was  developed  by  myself  some  years 
ago  and  consists  of  a  piece  of  Spectrosil  grade  fused 
silica  which  has  had  both  surfaces  ground  and  poHshed 


flat  but  wedged  at  an  angle  of  7°  to  each  other.  The 
front  surface  forms  the  standard  of  reflectance 
(roughly  3i%  in  value)  so  that  the  reflection  from  the 
back  surface  has  to  be  eliminated  as  otherwise  it 
would  give  a  second  and  displaced  reflection  as  well 
as  uncertainties  due  to  interreflections.  This  elimina- 
tion is  done  in  two  ways:  its  angle  of  reflection  is  14° 
away  from  the  required  front  surface  reflection  so  that 
it  can  be  excluded  from  the  viewing  system  almost 
completely,  and  its  magnitude  is  reduced  to  about 

0.  01  percent  reflectance  by  means  of  a  special  coating 
applied  to  the  back  face.  The  performance  of  this 
coating  is  shown  in  figure  15,  and  the  diffuse  com- 
ponent of  reflectance  is  even  lower  than  the  direct 
component.  This  means  that  with  a  near-flawless  front 
surface,  the  standard  has  a  negligible  diffuse  com- 
ponent of  reflectance. 

Studies  of  the  polished  surfaces  of  various  glass 
types  at  NPL  have  shown  that  only  pure  silica  is 
unaffected  by  the  atmosphere  and  mild  cleaning 
procedures.  Our  own  spectrophotometric  measure- 
ments show  that  the  direct  reflectance  of  these  silica 
standards  has  not  apparently  altered  over  a  period 
of  years   by  an  experimentally  significant  amount 

1.  e.,  about  ±  0.01  percent. 

C.  Diffuse  Refleclance  and  Radiance  Factor  | 

A  very  extensive  program  of  work  has  been  going 
on  for  several  years  at  NPL  on  these  topics,  and 
only  an  indication  of  this  work  can  be  given  here.  The 
process  of  determining  the  absolute  scales  of  reflect- 
ance and  radiance  factor  is  fraught  with  difficulty,! 
and  has  not  yet  reached  a  satisfactory  conclu^on. 
Claimed  uncertainty  levels  of  ±0.5  percent  quoted^ 
recently  by  several  laboratories  seem  a  httle  dubious^ 
in  view  of  the  discrepancies  between  them  which 
extend  over  a  range  of  more  than  1  percent.  The  earlier  , 
determinations  of  Preston  at  NPL  [30,  31]  have  not 
yet  been  surpassed  for  absence  of  systematic  error  , 
by  other  laboratories,  and  the  current  investigation  at  i 
NPL  is  far  from  complete.  The  primary  standard  is  the  j 
perfect  reflecting  diff^user  by  definition,  a  theoretical^ 
abstraction.   Secondary  standards  are  pressings  of| 
analytical  magnesium  oxide  or  barium  sulphate,  which 
have  replaced  smoked  magnesium  oxide  as  being  more, 
reproducible.  In  fact  a  reproducibility  of  ±0.1  per-, 
cent  in  reflectance  can  be  obtained  with  pressings,,,, 
compared  with  up  to  ±1  percent  for  the  smokedj 
preparation,  and  these  pressings  form  our  interimj^ 
scale  pending  a  satisfactorily  accurate  absolute  scale. 
In  the  visible  region  the  radiance  factor  for  pressings 
of  analytical  grades  for  both  barium  sulphate  and 
magnesium  oxide  is  about   100  percent  while  the 
reflectance  is  about  98i  percent. 

Practical  working  standards  in  the  form  of  ceramiCji 
materials  are  used  in  two  forms.  One  of  these  is  aJ 
special  photometric  opal  glass  MS-14  (replaced] 
later  by  MS-20)  which  is  only  obtainable  from,! 
U.S.S.R.  This  material  is  exceptionally  white  and 
neutral  in  the  visible  and  near  ultraviolet  region,  and 
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Figure  15.  Direct  reflectance  profile  for  a  special  coating  developed  at  NPL  to  reduce  the  rear 
reflection  in  working  standards  of  direct  reflectance.  The  standard  is  made  from  a  wedged  plate  of 
Spectrosil  fused  silica  polished  on  both  surfaces,  and  the  front  surface  reflection  is  the  one  required. 

polishes  well.  It  forms  an  excellent  reference  white 
standard  for  a  reflection  spectrophotometer,  but  of 
course  needs  calibrating  against  a  secondary  standard. 

The  other  form  of  working  standard  used  consists 
af  sets  of  Ceramic  Colour  Standards.  These  were 
developed  jointly  by  the  British  ceramics  industry 
(especially  British  Ceramic  Research  Association) 
and  NPL  to  provide  durable,  stable  and  uniform 
working  standards  in  various  nonwhite  colours.  They 
were  developed  mainly  to  provide  a  convenient  means 
of  testing  the  consistency  of  operation  and  accuracy 
of  industrial  colorimeters  and  spectrophotometers. 
Each  set  has  a  light  grey  of  about  65  percent  reflec- 
tance, a  medium  grey  of  about  30  percent  reflectance 
and  a  dark  grey  of  about  10  percent  reflectance,  these 
being  used  for  testing  linearity.  In  addition  there  are 
nine  spectrally  selective  standards  which  are  useful 
for  testing  wavelength  calibration,  waveband  and 
stray  light  errors.  The  ultraviolet,  visible  and  infrared 
diffuse  reflectance  profiles  are  shown  in  figures  16  to 
20.  Ceramic  Colour  Standards  are  more  fully  de- 
scribed in  [32,  33,  34]. 

A  thousand  standards  were  manufactured  by  an 
automatic  continuous  process  in  a  single  batch  for 
each  colour  type  to  give  a  statistically  homogeneous 
population,  and  from  these  some  sixty  sets  were 
purchased  by  NPL  for  its  standardisation  services. 
The  remainder  are  available  in  uncalibrated  form,  and 
over  half  the  stock  has  now  been  sold.  The  uncali- 
brated sets  are  very  useful  for  transferring  to  them 
the  calibration  of  an  NPL-standardised  set,  espe- 


cially in  the  case  of  a  large  company  with  several 
manufacturing  plants  at  diff^erent  sites:  as  the  gonio- 
photometric  and  spectrophotometric  characteristics 
are  closely  similar,  such  a  transfer  is  a  purely  differ- 
ential measurement  and  can  safely  be  done  with  a 
commercial  instrument  without  systematic  errors 
arising.  NPL-standardised  Ceramic  Colour  Standards 
are  in  use  all  over  the  world  i.e.,  in  Great  Britain, 
The  Netherlands,  Norway,  Germany,  Italy,  Switzer- 
land, Hungary,  U.S.S.R.,  Australia,  Panama,  Canada 
and,  of  course,  the  United  States  of  America. 


0  7     0  9       II  13 
Wavelength  micrometers 

Figure  16.  Ultraviolet,  visible  and  near  infrared  diffuse  reflectance 
profiles  for  the  prototypes  of  the  Light  Grey,  Medium  Grey  and 
Dark  Grey  Ceramic  Colour  Standards.  The  specular  component 
was  excluded  in  these  measurements. 
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Figure  17.    As  in  figure  16  for  the  prototypes  of  the  Light  Green  and 
Dark  Green  Ceramic  Colour  Standards. 


Wavelength  micrometers 


Figure  20.    As  in  figure  16  for  the  prototypes  of  the  Greenish  Blue 
and  Pink  Ceramic  Colour  Standards. 
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Figure  18.    As  in  figure  16  for  the  prototypes  of  the  Medium  Blue 
and  Dark  Blue  Ceramic  Colour  Standards. 


0-3 


07      0-9        II  1-3 
Wovelenqth  micrometers 

Figure  19.    As  in  figure  16  for  the  prototypes  of  the  Maroon,  Brown 
and  Yellow  Ceramic  Colour  Standards. 
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The  optical  transmittance  of  solids  and  liquids  as  well  as  the  molar  absorptivity  of  various  chemical 
species  are  parameters  of  fundamental  significance  in  characterizing  these  materials.  Meaningful  trans- 
mittance data  can  be  obtained  only  when  the  measurements  are  performed  with  well-known  accuracy 
and  precision.  To  perform  such  measurements,  a  high  accuracy  spectrophotometer  was  designed  and 
assembled  at  NBS,  Analyticed  Chemistry  Division,  and  will  be  described  in  this  paper.  This  single- 
beam  instrument  is  composed  of  a  constant  radiation  source,  a  monochromator,  a  sample  carriage,  an 
integrating  sphere-photomultiplier  assembly  followed  by  appropriate  electronics,  and  a  read  out  system 
consisting  of  a  digital  voltmeter  and  a  computer  data  acquisition  and  handling  provision.  The  accuracy 
of  transmittance  measurements  is  determined  by  the  light-addition  principle  used  in  conjunction  with  a 
two-aperture  arrangement.  The  spectrophotometer  can  be  used  in  manual  or  automatic  modes  of  opera- 
tion. A  detailed  discussion  of  the  data  obtained  with  this  instrument,  used  in  both  modes,  vriU  be  pre- 
sented together  with  its  application  to  the  certification  of  solid  and  liquid  Standard  Reference  Materials 
for  checking  the  photometric  scales  of  conventional  spectrophotometers. 

Key  words:  Absorbance;  automation  of  accurate  spectrophotometer;  instrumentation,  spectrophoto- 
metric;  spectrophotometry,  high  accuracy;  standard  reference  material  in  spectrophotometry; 
transmittance. 

Transmittance  is  the  ratio  of  two  radiation  flux  in- 
tensities. It  is  therefore  necessary  that  the  photometric 
scale  of  the  spectrophotometer  used  to  perform  the 
measurements  be  accurate.  The  transmittance  of  a  par- 
ticular material  is  also  a  function  of  wavelength;  hence 
the  wavelength  scale  of  the  monochromator  should  also 
be  accurate,  and  appropriate  spectral  bandpasses 
should  be  used.  The  measurements  should  be  made 
using  coUimated  radiations.  Such  radiations  define  un- 
ambiguously the  actual  path  length  through  the  trans- 
mitting medium,  the  reflection  losses,  and  eliminate 
the  eff^ects  of  polarized  radiations  that  are  produced  at 
the  surface  of  the  sample.  Other  important  factors 
which  must  be  considered  are:  homogeneity  and  sta- 
bility of  the  sample,  radiation  scatter  inside  the  sample, 
interference  phenomena,  stray  radiation,  polarization, 
fluorescence,  temperature,  particulate  matter,  and  sur- 
face conditions.  Since  transmittance  measurements 
depend  on  a  diversity  of  factors,  meaningful  values  can 
be  obtained  only  by  defining  the  experimental  condi- 
tions for  obtaining  transmittance  data  [1,  2].^  Spectro- 
photometers are  used  to  perform  two  types  of  meas- 
urements: 

(1)  Quantitative  determination  of  chemical  species 
using  the  relation  between  optical  transmission  of  the 
material,  and  the  concentration  as  a  measuring  param- 
eter. Under  these  circumstances,  the  photometric  scale 


2  Figures  in  braci<ets  indicate  the  literature  references  at  the  end  of  this  paper. 
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I.  Introduction 

Optical  transmittance  is  due  to  an  intrinsic  property 
of  matter  and  characterizes  a  particular  transparent 
material.  Since  this  parameter  is  not  known  a  priori,  it 
must  be  determined  by  experimental  procedures. 

True  transmittance  values  can  be  obtained  only  by 
using  accurate  measuring  techniques  and  by  taking 
into  consideration  all  factors  which  can  affect  and  dis- 
tort the  data.' 


'  The  optical  transmittance  of  a  solid  material  includes  the  reflection  losses  which  occur 
at  the  air-solid  interface. 

The  internal  transmittance  is  defined  as  the  transmittance  of  the  material  corrected  for 
reflection  losses  (2).  This  internal  transmittance  can  be  calculated  in  principle  from  the 
transmittance  by  using  the  well  known  Fresnel  equations  (1,  pp.  98  to  100). 

For  collimated  radiation  the  reflectance  R,  for  a  material  with  an  index  of  refraction,  n. 
and  an  absorptivity,  a,  at  wavelength,  X,  is  given  through: 

*    {nx  +  \)^  +  nlal 
For  a  nonabsorbing  material  and  collimated  radiation: 

(«.-!)' 

For  glass,  n  is  approximately  1.5  in  the  visible  region  of  the  spectrum,  and  R  will  be  about 
4  percent  at  every  air-glass  interface. 
When  noncollimated  radiation  is  used: 

sirf  (a-/3)» 

R'-=  

»  sirf(o-l-/3)x 

for  perpendicular  polarized  radiation,  and 

tarf(a-^ 

for  parallel  polarized  radiation,  where  a  and  ^  are  the  angles  of  incidence  and  refraction, 
respectively. 

In  collimated  radiation  and  in  air,  a  =  $  =  0  and  R^  =R''^  =  R. 


of  the  spectrophotometer  is  calibrated  in  meaningful 
units,  using  a  series  of  reference  solutions  having 
known  concentrations  of  the  species  to  be  determined, 
rather  than  values  of  optical  transmittance. 

The  accuracy  of  the  measurements  is  related  solely 
to  the  accuracy  with  which  the  concentration  of  the 
reference  solutions  is  known  and  to  the  precision  (sta- 
bility, sensitivity,  reproducibility)  of  the  spectrophoto- 
metric  method  and  instrument  used.  The  accuracy  of 
the  photometric  scale  per  se,  is  not  a  critical  factor  in 
such  measurements. 

The  precision,  stability,  and  reproducibility  of  the 
instrument  can  be  checked  before  each  series  of  meas- 
urements by  careful  use  of  soHd  or  liquid  reference 
filters  having  well  established  transmittance  values. 

(2)  Determmation  of  the  optical  transmission  char- 
acteristics of  solid  or  liquid  materials,  and  the  determi- 
nation of  molar  absorptivities  of  chemical  compounds. 
In  both  cases  the  accuracy  of  the  photometric  scale  of 
the  measuring  instrument,  among  other  things,  is 
essential  to  provide  true  values.  Ways  to  establish 
and  check  this  important  parameter  are  critically 
needed. 

Since  conventional  spectrophotometers  do  not  pro- 
vide means  to  check  photometric  accuracy  or  to 
evaluate  the  possible  sources  of  systematic  errors,  it 
was  decided  in  1969  to  design  and  construct  a  re- 
search spectrophotometer  on  which  transmittance 
measurements  could.be  performed  with  well  defined 
accuracy.  Such  an  instrument  would  be  used  to  deter- 
mine optical  transmittance  of  selected  solids  and 
liquids  at  various  wavelengths.  These  materials  can  be 
used  as  standard  reference  materials  (SRM's)  to  check 
the  accuracy  of  the  photometric  scale  of  conventional 
spectrophotometers.  The  same  certified  SRM's  could 
likewise  be  used  to  monitor  the  precision,  stability, 
and  reproducibility  of  those  instruments  [3,  4]. 

After  a  comprehensive  examination  of  the  literature 
in  this  field  [5  to  34]  arranged  in  chronological  order, 
an  instrument  was  developed  which  is  similar  in 
principle  to  the  instrument  at  the  National  Physical 
Laboratory  (NPL),  Teddington,  England,  where  a  long 
tradition  of  high  accuracy  spectrophotometry  exists. 
The  instrument  described  in  this  work  performs' 
measurements  of  radiant  energy  in  the  visible  and 
ultraviolet  region  of  the  spectrum,  with  well  established 
and  high  photometric  accuracy.  Transmittance  meas- 
urements on  solids  and  liquids  can  be  made  with  this 
instrument  using  collimated  as  well  as  noncollimated 
beam  geometry.  The  wavelength  accuracy  and  spectral 
bandpass  achievable  are  adequate  to  avoid  degrada- 
tion of  photometric  accuracy,  and  the  other  inter- 
ferences mentioned  have  been  given  careful  considera- 
tion, and,  in  most  cases,  have  been  assessed  quan- 
titatively. 

The  transmittance  measurements  on  the  optically 
neutral  glass  filters  discussed  in  this  work  have  been 
made  with  a  noncollimated  beam  geometry  correspond- 
ing to  an  aperture  of  about  f:10.  The  image  of  the  exit 
slit  of  the  monochromator  (8  mm  x  0.5  mm)  was 
produced  at  the  center  of  the  entrance  face  of  the 


filter.  All  measurements  have  been  made  against  air 
for  the  nonattenuated  radiation  flux,  and  no  correc- 
tion for  reflection  losses  was  made.  Transmittance 
measurements  made  with  noncollimated  radiation  by 
projecting  the  image  of  the  exit  sfit  of  the  mono- 
chromator on  the  entrance  face  of  the  sample  using  an 
opening  of  f:10  (total  angle  of  about  7°  or  8°),  may 
differ  by  several  parts  in  10*  of  the  value  when  com- 
pared with  similar  measurements  made  with  colli- 
mated radiations,  as  indicated  in  this  Journal  by 
K.  Mielenz. 

Noncollimated  beam  geometry  was  applied  in  this 
work  to  approach  the  measuring  conditions  used  in 
most  of  the  conventional  spectrophotometers  which 
are  available  today.  A  brief  description  of  this  instru- 
ment was  given  earlier  in  reference  [3]. 

II.  Description  of  the  Instrument^ 

The  high  accuracy  spectrophotometer,  completed 
and  tested  in  1970,  is  a  single  beam  instrument  which 
contains  the  following  components:  (a)  a  constant 
radiation  source,  (b)  a  monochromator,  (c)  a  sample 
holder,  (d)  a  system  to  check  the  accuracy  of  the 
photometric  measurements,  (e)  an  integrating  sphere 
attached  to  a  photomultiplier-digital  voltmeter  unit, 
and  (f)  the  data  presentation  system.  Figure  1  illus- 
trates schematically  the  arrangement  of  these  various 
components.  A  circular  neutral  wedge  is  placed  after 
the  light  source  to  select  various  levels  of  radiation 
intensities  required  for  measurements.  A  description 
of  the  components  is  presented  in  the  following 
sections. 

a.  The  Radiation  Source.  Since  the  instrument  is 
a  single-beam  type,  it  is  essential  that  the  radiation 
source   be   constant   and   homogeneous.   Additional  i 
desirable  conditions  are:  capability  of  monitoring  the  i 
current  supplied  to  the  source  and  radiation  similar 
to  that  from  a  Planckian  radiator.  The  source  is 
similar  in  design  to  that  developed  and  used  at  NBS  ■ 
by  H.  J.  Kostkowski  and  R.  D.  Lee  of  the  Institute  for  4 
Basic  Standards.  This  source  was  duplicated  in  our 
instrument  with  the  kind  assistance  of  its  developers. 

The  source  is  used  in  the  spectral  range  360  nm  to 
800  nm  and  consists  of  a  tungsten  incandescent  fila-  ' 
ment  lamp  with  a  tungsten  ribbon  8  mm  long  by  2  mm  ' 
wide.  The  connections  to  the  lamp  terminals  are  - 
soldered  to  minimize  contact  problems  (see  fig.  6).  ^ 
The  direct  current  required  to  operate  this  lamp  at 
approximately  3000  K  is  18  A  across  a  6  V  drop; 
our  source  is  operated  at  5  V  and  15  A.  The  d.c.  ' 
power  supply  is  capable  of  delivering  15  V  and  50  A,  ' 
and  can  be  operated  in  constant  current  or  constant ; 
voltage  modes.  To  achieve  the  constant  current  mode  ' 
an  external  sensing  resistor  of  O.lfi  and  50  A  and  ' 
a  current  control  circuit  are  placed  in  series  with  the  ^ 
power  supply.  A  feedback  voltage  across  this  resistor 
is  connected  to  the  sensing  system.  The  character 


^  The  commercial  instruments  and  parts  used  in  the  construction  of  the  spectrophotom- 
eter are  identified  in  the  addendum. 
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Figure  1.    Principle  of  the  single  beam  high  accuracy  spectrophotometer.  The  aperture  unit  is  placed  on  the  optical  bench  only  when  linearity 

measurements  are  performed. 


istic  of  this  function  is  the  ability  to  automatically 
change  its  output  voltage  to  maintain  a  constant 
current  to  the  load  resistor,  which,  in  our  case,  is 
the  lamp  source.  The  nominal  current  regulation 
obtained  is  better  than  0.01  percent,  and  the  stability 
over  an  8  hour  period,  at  constant  load  temperature, 
is  better  than  0.02  percent.  The  stability  of  the  current 
deUvered  to  the  lamp  is  monitored  with  a  high  accuracy 
potentiometer  used  in  conjunction  with  a  null  meter. 
This  meter  is  sensitive  to  variations  in  the  current 
supplied  to  the  lamp  from  1  part  in  1000  to  1  part  in 
1,000,000  per  division  (fig.  1  and  fig.  14).  The  po- 
tentiometer is  connected  to  the  current  source  across 
a  resistor  (O.Olfi  and  100  A)  placed  in  series  with  the 
lamp. 

The  demagnified  (2  to  1)  image  of  the  ribbon  fila- 
ment is  projected  on  the  entrance  slit  of  the  pre- 
disperser by  a  fused  quartz  (nonfluorescent  SiOz) 
lens  whose  focal  distance  is  254  mm  and  diameter  is 
44  mm.  This  and  the  other  lenses  used  in  the  optical 
system,  were  calculated  by  K.  Mielenz  of  the  Institute 
for  Basic  Standards  at  NBS.  The  lenses  are  mounted 
in  carriers  which  permit  orientation  in  any  position. 
A  circular  neutral  wedge  is  placed  between  the  light 
source  and  the  predisperser.  This  wedge,  evaporated 
inconel  on  a  fused  quartz  disc  (150  mm  diam),  is  hnear 
in  density  and  provides  a  light  attenuation  of  100  to  1. 
The  wedge  is  motor  driven  (1  rev.  per  s)  to  select 
proper  radiation  intensity  levels  as  required  by  the 
measurements  (figs.  2,3,  and  4).  The  radiation  source 
used  for  measurements  in  the  ultraviolet  region  to 
275  nm  is  a  single  coil  tungsten-bromine  incandescent 
lamp  (fig.  5)  supphed  by  an  adequate  power  source; 
below  275  nm,  a  deuterium  discharge  lamp  is  con- 
templated. 

b.  The  Monochromator.  The  monochromator  is  a 
1-m  Czerny-Turner  type  grating  instrument  with  a 
dispersion  of  0.8  nm/mm.  The  flat  grating  has  1200 
grooves  per  mm  covering  a  surface  of  100  x  100  mm. 


The  monochromator  is  provided  with  a  predispersing 
attachment  to  reduce  the  stray  light  (fig.  3).  This  pre- 


FiGURE  2.  General  views  of  the  spectrophotometer.  Rear:  optical 
bench  carrying  the  tungsten-halogen  radiation  source  used  for 
checking  the  alignment  of  optical  components,  followed  by  a  quartz 
lens,  the  circular  quartz  neutral  wedge,  and  a  flat  mirror.  Left: 
the  1-m  Czerny-Tumer  grating  monochromator  (the  predisperser 
is  not  illustrated  here).  Front:  optical  bench  carrying  a  quartz 
lens,  the  single-sample  and  blank  carriage,  a  second  quartz  lens, 
and  the  integrating  sphere  with  the  photomultiplier  housing. 
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Figure  3.  Close  view  of  the  tungsten  ribbon  filament  lamp  on  its 
adjustable  holder,  followed  by  the  quartz  lens  — circular  neutral 
wedge  assembly,  and  by  the  flat  mirror  in  its  adjustable  holder. 
The  30°  quartz  prism  Littrow-type  predisperser  is  located  at  the 
entrance  slit  of  the  1-m  grating  monochromator.  Extreme  left: 
neon  gas  laser  used  to  check  the  optical  alignment,  and  mercury 
discharge  lamp  for  wavelength  calibration.  When  in  use,  the 
tungsten  ribbon  lamp  is  surrounded  by  an  enclosure  with  black 
walls  (50  cm  x  50  cm  x  70  cm  high).  Rear:  enclosure  containing  the 
optical  units  illustrated  in  figure  2. 

disperser  is  a  small  quartz  prism  monochromator 
connected  to  the  scanning  system  of  the  1-m  instru- 
ment. A  wavelength  counter  permits  readings  to 
0.1  nm  and  the  scanning  speed  can  be  varied  from  0.05 
nm  to  200  nm/min  by  a  12  speed  synchronous  electric 
motor. 

The  optical  components  are  placed  on  precision  lathe 
bed  type  optical  benches  which  are  160  and  120  cm 
long,  and  are  equipped  with  appropriate  carriers 
provided  with  x-y-z  adjustments. 

c.  Sample  Uarrying  Systems.  The  spectro- 
photometer is  provided  with  two  sample  carrying  sys- 
tems. One  system  measures  one  sample  and  its  blank, 
while  the  other  system  permits  sequential  measure- 
ments for  seven  samples  and  eight  reference  reading 
positions  against  air,  and  can  be  operated  manually 
or  automatically  through  a  computer  interfaced 
with  the  instrument. 

The  single  sample  carrying  unit  consists  of  a  plat- 
form provided  with  two  vertical  holders  which  can 
accept  4-in  (14  mm)  rods  and  a  variety  of  sample 
supports  (fig.  2).  These  holders  can  be  moved  laterally 
through  a  rack  and  pinion  arrangement.  The  platform 
is  mounted  on  4  ball  bushings  which  ride  on  two 
horizontal  rods  and  can  be  moved  pneumatically 
across  the  optical  axis.  The  pneumatic  operation  was 
recommended  by  G.  E.  Moore  and  J.  T.  Sterling  of 
the  Institute  for  Materials  Research  at  NBS  and 
by  L.  Owen,  a  guest  worker  at  NBS.  The  travel  dis- 
tance is  8  in  (20  cm)  and  the  linear  movement  is 
smooth;  the  position  of  the  platform  and  the  sample 
in  and  out  of  the  optical  beam,  can  be  reproduced 
within  0.025  mm.  This  unit  is  illustrated  in  figure  2 


I 

Figure  4.    Close  view  of  the  circular,  neutral  wedge.  The  front  plate' 
which  carries  the  fused  silica  lens  was  removed  to  show  the  fused  [ 
silica  disc  with  the  evaporated  metal  layer. 


and  is  located  between  the  two  quartz  lenses.  The 
sample  holder  is  designed  to  accept  conventional 
solid  or  liquid  filter  holders  which  fit  most  spectro- 
photometers.  These   holders   are   provided  with  a  ' 
thermostating  jacket,  and   can  be   rotated  in  the  ' 
horizontal  plane  through  a  10  cm  diameter  rotating  " 
table. 

A  filter  holder  which  permits  the  rotation  and 
scanning  of  the  sample  in  the  x-y  direction  is  also  '  ^ 
available   (fig.   7).   It  is  provided  with  micrometer  ^ 
screws  having  a  total  linear  motion  of  25  mm  with 
0.01   mm  per  division.  The  seven-sample  carrying  i  ^ 
unit  is  illustrated  in  figures  8  and  9  and  consists  ' 
of  a  semicircular  aluminum-alloy  plate  placed  hori-  '  ^ 
zontally  on  an  appropriate  carrier  on  the  optical  bench  \  [• 
along  the  optical  axis.  This  plate,  which  is  32  cm  in 
diameter  and  2.5  cm  thick,  can  be  rotated  clockwise  ' 
through  a  pneumatically  operated  precision  ratchet  1  fl 
system  in  increments  of  12°.  The  stepwise  rotation  ^ 
utilizes  a  solenoid  valve  which  is  operated  electrically 
by  a  switch   located   outside   the   enclosure.  This 
switch  can  be  operated  manually  or  automatically  by  [ 
computer  (fig.  14).  » 
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Figure  5.    Single  coil  tungsten  halogen  lamp  in  the  adjustable 

holder. 

The  semicircular  plate  carries  seven  sample  holders 
similar  to  those  used  for  the  single  sample  system 
described  earlier.  The  holders  are  placed  at  24° 
intervals  and  are  separated  by  blank  spacings.  About 
1  atm  of  air  pressure  is  used  to  operate  the  plate  and 
the  rotation  is  set  at  2  s  per  12°  step  when  the  auto- 
matic computer  operating  mode  is  used. 

d.  System  to  Check  the  Accuracy  of  the 
Photometric  Reading.  Since  the  high  accuracy 
spectrophotometer  is  single  beam,  accurate  photo- 
metric data  are  obtained  when  there  is  a  linear  relation 
between  the  measured  radiation  flux  and  the  corre- 
sponding response  of  the  photodetector. 

Linearity  of  photodetectors  can  be  measured  by 
several  means:  the  inverse  square  law  [7, 15];  the  use  of 
optical  elements  having  a  known  transmittance  which 
can  be  determined  by  other  means  [17]  and  the  light 
addition  principle  of  Elster  and  Geitel  using  a  plurality 
of  light  sources  [5,  6,  8,  9,  10,  13,  18,  19,  20,  28,  31,  33, 
34]  or  multiple  apertures  [11,  12,  14,  16,  21,  23,  25,  26, 
27,  30].  A  novel  approach  to  the  problem  of  accurate 


Figure  6.  The  tungsten  ribbon  filament  lamp  in  the  newly  designed 
adjustable  holder.  1  he  platform  which  carries  the  lamp  is  similar 
to  that  described  in  figure  5  and  can  be  oriented  in  the  horizontal 
plane  through  the  six  screws  spaced  around  the  edges  of  the 
platform  at  60°  intervals.  Three  screws  push  the  platform  while 
the  other  three  puU. 

The  current-supplying  wires  are  soldered  directly  to  the  lamp 
terminals  to  eliminate  contact  problems. 

photometric  measurements  was  described  by  O.  C. 
Jones  and  F.  J.  J.  Clarke  [24,  29]  and  by  F.  Desvignes 
and  J.  Ohnet  [32].  A  critical  discussion  of  some 
aspects  of  accurate  spectrophotometry  will  be  found 
in  an  NBS  manuscript  by  Gibson  and  associates  [22]. 
The  radiation  addition  principle,  using  two  apertures 
with  one  source  of  radiation,  was  chosen  for  our  work. 
The  aperture  method  for  checking  the  linearity  of 
photometric  data  was  in  use  at  the  National  Physical 
Laboratory  from  about  1930  onwards,  and  one  form  of  it 
was  described  by  Preston  and  Cuckow  [11]  in  conjunc- 
tion with  a  single  beam  spectrophotometer,  using  a 
five  aperture  screen.  One  year  later,  Buchmuller  and 
Konig  [12]  described  and  used  a  two  aperture  unit.  At 
NBS,  Barbrow  [14]  used  a  10  aperture  arrangement, 
while  Harding  [16]  and  Cordle  and  Habell  [25]  at  NPL 
described  a  two  aperture  system.  Multiapertures  were 
used  by  Hoppmann  [21],  BischoflF  [23],  Sanders  [26] 
and  Nonaka  and  Kashima  [27].  Finally,  Clarke  [30] 
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Figure  7.  Same  as  figure  2  except  tor  the  sample  holder  which 
in  this  case  is  capsible  of  rotating  the  sample  360'  and  to  displace 
it  in  the  x-y  direction  through  the  micrometer  screws. 


Figure  8.  Circuliir  platform  carrying  seven  filter  holders.  The  15 
position  switches  (7  sample  positions  and  8  blank  positions)  are 
visible  along  with  the  two  quartz  lenses.  The  exit  slit  of  the 
monochromator  is  at  left. 

discussed  in  detail  the  use  of  a  two  aperture  system  to 
check  the  accuracy  of  photometric  data  obtained  on  the 
spectrophotometer  at  NPL.  It  is  this  two  aperture 
system  which  is  used  at  NBS. 

The  two  aperture  unit  consists  of  a  metal  plate 
(130  mm  by  100  mm)  containing  two  rectangular 


Figure  9.  Same  as  figure  8.  The  pneumatic  cylinder  which  rotates 
the  circular  platform  through  a  ratchet  mechanism  is  visible  at 
the  rear  of  the  platform.  The  integrating  sphere  with  its  pneumatic 
shutter  is  seen  at  right. 


Figure  10.  Same  as  figure  2.  In  this  case  the  dual-aperture  unit' 
for  linearity  control  is  located  on  the  optical  bench  after  the  exit 
slit  of  the  monochromator. 


windows,  A  and  B,  (20  mm  by  8  mm)  located  one  above 

the  other  (figs.  10,  11,  12).  Each  aperture  can  be  closed 
by  a  light-tight  shutter  which  is  operated  pneumatically 
by  remote  control  (fig.  14).  The  aperture  plate  is  placed) 
in  the  optical  path  after  the  exit  slit  of  the  mono-t 
chromator  and  within  the  optical  soHd  angle  of  the^ 
instrument.  The  image  of  the  apertures  is  then  pro-'i 
jected  on  the  target  of  the  integrating  sphere.  A  fused' 
quartz  lens  with  a  focal  distance  of  190  mm  and  a  diam- ; 
eter  of  60  mm  is  used  for  this  purpose.  The  arrange-'! 
ment  is  illustrated  in  figure  10.  No  optical  element  i 
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Figure  11.  Detail  of  the  dual-aperture  unit  showing  its  construc- 
tion and  the  pneumatic  system  which  operates  the  two  shutters. 
One  aperture  is  open,  the  other  is  closed. 

should  be  placed  between  the  aperture  plate  and  the 
monochromator.  The  linearity  check  consists  of 
measuring  the  photocurren^  produced  when  aperture 
A  is  open  then  closed,  and  then  aperture  B  is  open  and 
then  closed.  The  value  of  {A)  +  {B)  is  compared  with  the 
values  obtained  with  both  apertures  (A  +  B)  open.  If  the 
system  is  linear  these  two  values  should  be  identical: 

(A)^(B)  =  (A^B). 

If  this  is  not  the  case,  the  system  shows  nonUnearity 
which  is  proportional  to  the  amount  by  which  the 
sum  of  (A)  +  (B)  differs  from  (A-\-B).  This  difference  is 
then  used  to  correct  the  transmittance  values  measured 
on  the  solid  or  liquid  filters. 

e.  Integrating  Sphere  and  Photomultiplier 
Arrangement.  The  radiations  emitted  from  the  exit 
slit  of  the  monochromator  and  passing  through  the 
apertuj-e  or  the  filter  are  received  on  the  target  of  the 
integrating  sphere.  This  sphere  is  illustrated  in 
figures  2,  7,  9,  and  10.  A  block  of  aluminum  made 
from  identical  halves  was  cut  to  produce  a  half  sphere 
in  each  block.  The  halves  were  joined  together  to  form 
a  hoUow  sphere.  Its  diameter  is  125  mm  and  a  target, 
made  from  a  circular  plate,  35  mm  in  diameter,  is 
located  at  the  center  of  the  sphere.  The  front  surface 
of  the  sphere  has  a  20  mm  diameter  opening.  This 


Figure  12.    Front   view   of  the   dual-aperture  unit,  with  both 
apertures  open. 

opening  can  be  closed  by  a  shutter  which  is  operated 
remotely  by  a  pneumatic  system.  A  50  mm  diameter 
opening  is  at  the  opposite  end  to  which  the  housing  of 
the  photomultiplier  is  attached  by  an  "O"  ring  to  pro- 
vide a  light-tight  joint.  The  inside  of  the  sphere  is 
coated  using  a  suspension  of  BaS04;  the  outside  is 
painted  black. 

Under  these  circumstances  the  sensitive  surface  of 
the  photodetector  receives  the  radiations  originating 
from  the  exit  slit  of  the  monochromator  only  after 
these  radiations  have  undergone  at  least  two  diffuse 
reflections. 

The  photomultiplier  is  a  50  mm  flat-faced,  silica 
end  window  tube  with  a  44  mm  cathode  and  11  Vene- 
tian blind  dynodes  having  CsSb  secondary  emitting 
surfaces.  The  cathode  is  an  S-20  or  tri-alkali  type. 
The  spectral  range  of  this  tube  is  from  below  200.0  nm 
to  850.0  nm.  The  operating  voltage  used  is  850  V.  The 
photomultiplier  output  is  supplied  to  a  current-to- 
voltage  converter  consisting  of  an  operational  ampli,- 
fier  with  high  precision  feedback  resistors  with 
values  of  lO^,  3  x  10«,  10^,  3  X  10^,  and  lO^a  Dark 
current  compensation  is  also  available.  This  electronic 
system,  described  in  figure  13  was  designed  and 
assembled  by  K.  W.  Yee  of  the  NBS  Electronic  In- 
strumentation Section.  The  output  from  the  current- 
to-voltage  unit  is  connected  to  a  digital  voltmeter, 
illustrated  in  figure  14,  with  one  microvolt  resolution 
on  the  1  V  full  scale  range. 
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Figure  13.    Schematic  of  the  current-to-voltage  circuitry.  Courtesy  of  K.  W.  Yee. 


The  optical  components  located  after  the  exit  slit 
of  the  monochronwtor,  including  the  photomultiplier 
tube,  are  enclosed  in  a  light-tight  box  200  cm  long,  70 
cm  wide  and  76  cm  deep  (fig.  3).  The  removable 
front  panel  is  provided  with  a  sliding  door  to  permit 
rapid  access  to  the  filter-holder  system.  The  box 
contains  outlets  for  the  compressed  air  which  operates 
the  apertures,  sample  carriage  and  integrating  sphere 
shutter,  and  for  the  electrical  connection  from  the 
photomultiplier.  The  inside  walls  are  lined  with  thermal 
insulation  painted  black.  When  in  use,  all  nonblack 
metal  parts  are  covered  with  a  black  cloth  to  reduce 
stray  light.  The  entire  equipment  is  placed  on  a  vi- 
bration isolation  table  3.66  m  by  1.52  m.  The  optical 
benches  and  the  monochromator  are  secured  by  stops 
which  are  attached  to  the  table  surface.  The  align- 
ment of  the  optical  parts  is  made  and  checked  periodi- 
cally with  a  low-power  laser  shown  in  figure  3  (CW  gas 
laser,  output  power  2  mW,  A  6328  A)  and  with  a  high 
intensity  tungsten-halogen  lamp  shown  in  figure  5. 


f.  Data  Collection  and  Presentation  Systems. 

The  data  output  from  the  digital  voltmeter  (DVM), 
corresponding  to  the  current  generated  at  the  photo- 
multiplier tube  by  the  radiations  passing  through  the 
aperture  system  {A,  B,  A  +  B)  or  the  samples  (/)  and 
blanks  (lo),  can  be  obtained  by  visual  means  or  com- 
puter operation.  Both  methods  have  been  used  in 
this  work  with  good  results.  In  the  visual  mode,  the 
operator  examines  the  digital  voltmeter  display  and 
takes  a  mental  average  of  the  data.  The  display  rate 
is  adjusted  to  about  one  reading  per  second. 

When  measurements  are  taken  by  computer,  the 
display  of  the  digital  voltmeter  is  adjusted  to  a  faster 
rate;  for  instance,  10  to  20  data  per  second,  depending 
on  the  capabiHties  of  the  instrument  and  measurement 
requirements.  In  our  work,  we  use  10  data  per  second 
and  collect  50  individual  data  for  each  measurement. 
This  information  is  fed  to  the  computer  which  calcu- 
lates and  prints  the  results  as  averages  with  the  cor- 
responding   standard    deviation,    relative  standard 
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Figure  14.  Console  containing  the  power  supply  for  the  photo- 
multiplier  tube,  the  dc  null  detector,  the  current-to-voltage 
converter,  the  digital  voltmeter,  the  command  panel  for  computer 
operation,  and  the  command  panel  for  the  pneumatic  operation 
of  the  shutter,  aperture  system,  and  single  sample  carriage.  The 
electric  switches  for  operating  the  circular  neutral  wedge  are  also 
located  on  this  panel. 

Middle  right:  potentiometer  for  monitoring  the  dc  current 
supplied  to  the  tungsten  ribbon  filament  lamp. 

At  bottom  left:  teletype  for  data  presentation. 

Right:  light  panel  which  indicates  the  position  of  the  automatic 
seven  sample  holder. 

deviation,  and  sample  position  number  to  identify 
the  measurement.  When  transmittance  measurements 
are  made  on  individual  samples  or  when  linearity 
checks  are  performed,  the  readings  are  initiated 
manually  for  every  position.  When  the  seven  sample 
holder  is  used  for  sequential  measurements,  the 
operation  is  performed  automatically  by  the  com- 
puter. It  is  programmed  to  take  a  predetermined 
number  of  individual  DVM  readings  (50),  print  the 
arithmetic  average,  followed  by  the  standard  devia- 
tion, relative  standard  deviation,  percent  transmit- 
tance and  sample  position  (fig.  15).  At  the  conclusion 
of  each  measurement,  the  computer  initiates  a  signal 
which  rotates  the  holder  to  the  next  position.  This  is 
followed  by  the  data  taking  and  sample  changing 
sequence  until  the  measurements  are  stopped  manu- 
ally or  automatically  by  a  provision  made  in  the 
computer  program. 
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CALIBKATiniM  OF  SRM930  AT  140  NM  2-2-72 
SAMPLE   NUMBER  AND  POSITinN: 

1-70    IN  a;    1-79   IN  a:    2-79    IN  6;   REFERENCE    IN  8;    3-79    IN  10; 
1-91    IN   12;    3-91    IN  14 


POS 

AV 

s 

S/AV 

PERCENT  T 

1 

.2001 700E 

01 

.4388E-03 

.2192E-03 

2 

.641 344 1 E 

00 

.3256E-03 

.5077E-03 

3 

.2001230E 

01 

.4320E-03 

.2  1 S9F-03 

32.044 

.6528346E 

00 

.4804E-03 

.7359E-03 

5 

.2001040E 

01 

.4254E-03 

.2126E-03 

32.623 

6 

.4221 1 lOE 

00 

.2293E-03 

.  5432E-03 

7 

.200099SF 

01 

.3041E-03 

.  1520E-03 

2 1 .095 

8 

.656014SE 

00 

.31R9E-03 

.4861 E-03 

9 

•2001402E 

01 

.4476E-03 

.e236F-03 

32 .781 

10 

.2358762E 

00 

.  1425E-03 

.6039E-03 

1  1 

.2001539E 

01 

.41 14E-03 

.2055E-a3 

1 1.785 

12 

.6739426E 

00 

.2848E-03 

.4226E-03 

1  3 

.2001205E 

01 

.4678E-03 

.2338F-03 

33.674 

14 

.2386761E 

00 

.  1064E-03 

.44S6E-03 

15 

.2001 10  IE 

01 

.4150E-03 

.2074E-03 

1 1 .927 

1 

.2001622E 

01 

.3187E-03 

.1592E-03 

2 

.641S983E 

00 

.1321E-03 

.2060E-03 

3 

.2002043E 

01 

.6139E-03 

.3067E-03 

32.036 

4 

.6526482E 

00 

.2474E-03 

. 3790E-03 

5 

.S001S51E 

01 

.4756E-03 

.2376F-03 

32.603 

6 

.422R282E 

00 

.21  74E-03 

.S149E-03 

7 

.2001507E 

01 

.4355F-03 

.21 76F-03 

2 1 .095 

8 

.6562004E 

00 

.3344E-03 

.5095F-03 

9 

.2001 529E 

01 

.5337E-03 

.2667K-03 

32.785 

10 

.2359933E 

00 

.  1886E-03 

.7992E-03 

1  1 

.2001634E 

01 

.4532E-03 

.2264E-03 

1 1 .790 

12 

.674 1099E 

00 

.3418E-03 

.5070F-03 

13 

.2001 589F 

01 

.6368E-03 

.3182E-03 

33.676 

14 

.2386R28E 

00 

.  1604E-03 

.67a0E-03 

15 

.2001829E 

01 

.3388E-03 

. 1693E-03 

1 1 .924 

1 

.20022 14E 

01 

.2R26E-03 

. 1412E-03 

2 

.6413472E 

00 

.3518E-03 

.5486E-03 

3 

.S001882E 

01 

.388RF-03 

. 1939E-03 

32 .035 

4 

.65261 77E 

00 

.2513E-03 

.3851 E-03 

5 

.2001741E 

01 

.384IF-03 

.1919E-03 

32.601 

6 

.4223418F 

00 

.S957E-03 

. 7000E-03 

7 

.2002075E 

01 

.4892F-03 

.2443F-03 

21 .097 

8 

.6562083E 

00 

. 136SE-03 

.208 1 E-03 

9 

.2001871E 

01 

.3708E-03 

. 1852F-03 

32. 7  78 

10 

.23S8786F 

00 

. 1 596E-03 

•6767E-03 

.2002 1 30E 

0  1 

. 5036E-03 

.2515E-03 

1 1 .782 

12 

.6740563E 

00 

.3022E-03 

.4484F-03 

1  3 

.2001997E 

01 

.4545F-03 

.2270F-03 

33.668 

14 

.2388354E 

00 

.1704E-03 

.7133E-03 

1  5 

.2p02478F 

01 

.2975E-03 

.  1485F-03 

1 1 .928 

Figure 
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Computer  data  presentation. 

The 

programming 

of  the  entire  computer  operation 

was  developed 

by  J 

.  Aronson, 

R. 

Freemire, 

and  J. 

Wing.  The  computer-instrument  interfacing  was 
performed  by  F.  Ruegg  and  R.  Shideler  of  the  NBS 
Analytical  Chemistry  Division,  Technical  Service 
Group,  under  the  supervision  of  J.  DeVoe. 

III.  Stability  of  the  Electronic  System 

As  a  rule,  before  taking  measurements  with  the 
spectrophotometer,  a  warmup  period  of  one  hour  is 
required.  The  room  temperature  is  kept  at  24  ±1  °C, 
and  the  relative  humidity  is  35  percent.  The  particu- 
late matter  is  controlled  through  special  filters  which 
rates  the  room  in  the  100,000  class. 

The  dark  current  of  the  photomultiplier  tube  was 
measured  by  taking  15  replications  each  consisting  of 
the  average  of  50  individual  digital  voltmeter  readings. 
These  measurements  were  made  using  850  V  at  the 
anode.  The  average  dark  current  under  these  cir- 
cumstances produced  0.000682  V  with  a  relative 
standard  deviation  of  0.71  percent. 

In  all  of  our  work,  a  dark  current  buck-out  arrange- 
ment was  used.  A  series  of  measurements  were  per- 
formed to  determine  the  stability  of  this  dark  current 
compensation.  To  this  effect,  15  consecutive  meas- 
urements, each  representing  the  average  of  50  indi- 


vidual  digital  voltmeter  readings,  were  made  and  the 
average  dark  current  value  was  0.000024  V  with  a 
relative  standard  deviation  of  23.1  percent. 

Four  tests  were  made  to  determine  the  stability  of 
the  electronic  system  and  the  radiation  source  using 
the  computer  data  acquisition  mode. 

a.  Stability  of  the  Current-to-Voltage  Con- 
verter. A  constant  voltage  was  supplied  to  the  con- 
verter using  the  dark  current  compensation  provided 
on  the  unit.  Fifty  individual  measurements  were  taken 
every  5  seconds  and  the  average  value  was  printed 
along  with  its  percent  standard  deviation.  The  meas- 
urements were  then  repeated  15  times  and  an  average 


of  the  15  values  was  calculated  along  with  the  cor- 
responding percent  standard  deviation.  These  meas- 
urements were  then  repeated  three  times.  The  results 
are  summarized  in  table  1.  This  table  also  presents 
the  values  for  the  first  group  and  the  average  values 
and  corresponding  percent  standard  deviation  for  the 
two  consecutive  groups.  It  can  be  seen  from  the 
stability  of  the  current-to-voltage  unit  that  measure- 
ments can  be  performed  with  a  reproducibility  of 
about  0.0012  (at  the  67%  confidence  level)  expressed 
as  percent  standard  deviation  for  a  single  determi- 
nation. The  time  interval  between  the  first  and  last 
group  of  measurements  was  15  min. 


Table  1.  Stability  of  the  current-to-voltage  converter  alone  measured  in  three  groups  of  15  replications  each 


Average  of  50  individual 

Percent  standard 

lication 

measurements;  volts 

deviation 

1 

1.003494 

0.00136 

2 

1.003496 

0.00129 

3 

1.003482 

0.00146 

4 

1.003507 

0.0011, 

5 

1.003515 

0.00134 

6 

1.003508 

0.00136 

7 

1.003497 

0.001  Is 

8 

1.003498 

0.00133 

9 

1.003505 

0.001 lo 

10 

1.003510 

0.00142 

11 

1.003518 

0.00133 

12 

1.003521 

0.0012o 

13 

1.003522 

0.0013, 

14 

1.003507 

0.00126 

15 

1.003527 

0.00137 

Average  of  replications 
Percent  standard 
deviation 

Average  of  replications 
Percent  standard 
deviation 

Average  of  replications 
Percent  standard 
deviation 


1.003507 

0.0012 

1.003535 

0.0015 

1.003545 

0.0010 


First  group 


Second  group 


Third  group 


b.  Stability  of  the  Current-to-Vohage  Con- 
verter Plus  the  Photomultiplier  Tube  Supplied 
with  850  V  and  in  Total  Darkness.  The  measure- 
ments were  made  as  previously  described  and  the 
results  are  presented  in  table  2. 

c.  Stability  of  the  Current-to-Voltage  Con- 
verter and  the  Photomultiplier  Tube  Supplied 
with  850  V  and  Exposed  to  the  Radiation  of  a 
Tritium  Activated  Fluorescence  Source.  A  con- 
stant radiation  source  consisting  of  a  tritium  activated 
phosphor  was  placed  before  the  integrating  sphere 
and  a  series  of  measurements  were  taken  following 
the  technique  described  above.  Table  3  shows  the 
results. 


d.  Stability  of  the  Current-to-Voltage  Con- 
verter, the  Photomultiplier  Tube  Supplied 
with  850  V,  and  the  Tungsten  Ribbon  Filament 
Lamp.  The  same  measuring  procedure  as  mentioned 
in  a,  b,  and  c  was  used  here.  In  this  case,  however, 
the  incandescent  tungsten  lamp  was  used  as  the 
source  of  radiation.  Table  4  summarizes  the  results 
of  four  groups  of  measurements  over  a  period  of  20 
min.  This  last  series  of  measurements  indicate  that 
the  single-beam  spectrophotometer  is  capable  of 
producing  measurements  of  radiation  fluxes  with  a 
percent  standard  deviation  of  about  0.0225  for  single 
measurements  with  2.00  V  at  the  photomultiplier  tube 
anode. 
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Table  3.  Stability  of  the  current-to-voltage  converter  and  the  photomukipHer  tube  at  850  V  and  exposed  to  the 

radiation  of  a  tritium  activated  fluorescent  source 


Av*»rafT#>  of  ^0  inni vin ii;^  1 

Percent  st^nd^rd 

Replication 

mccisurements;  volts 

deviation 

1 

1.536345 

0.0275 

2 

1.536326 

O.O3O2 

3 

1.536196 

0.0228 

4 

1.536289 

0.0235 

5 

1.536106 

0.0309 

6 

1.536117 

O.O3I4 

7 

1.535916 

0.025, 

8 

1.536065 

0.0238 

9 

1.536179 

0.0293 

10 

1.536003 

0.0233 

11 

1.536083 

O.O2I5 

12 

1.535961 

0.0263 

13 

1.536052 

O.O3I3 

14 

1.536095 

0.0266 

15 

1.536092 

0.0262 

Average  of  replications  1.536122  ^ 

Percent  standard  >        First  group 

deviation  0.0082  J 


Average  of  replications 
Percent  standard 
deviation 


1.535768 
0.0095 
1.535522 
0.0054 


Second  group 


I        Third  group 


Average  of  replications 
Percent  standard 
deviation 

accuracy  with  a  low  pressure  mercury  discharge 
lamp  placed  before  the  entrance  slit  of  the  mono- 
chromator.  The  following  wavelengths  were  used 
for  calibration:  3650.2  A;  4046.6  A;  4077.8  A;  4339.2 
A;  4347.5  A;  4358.4  A;  4916.0  A;  5460.7  A;  5769.6  A; 
and  5790.7  A.  If  additional  reference  wavelengths 
are  needed,  a  Cd-Hg  or  a  He-discharge  lamp  could  be 
used  for  calibration.  The  wavelength  counter  was 
then  checked  using  the  procedure  recommended  by 
Gibson  [2],  and  a  sht  of  0.1  mm  which  is  equivalent  to 
an  effective  spectral  bandpass  of  0.08  nm.  The  devia- 
tion of  the  wavelength  counter  from  the  true  value 
was  found  to  be  less  than  ±0.1  nm;  hence  no  wave- 
length correction  was  applied  to  the  measurements 
discussed  here. 

V.  Stray  Radiation 

Tests  were  made  to  determine  the  stray  radiant 
energy   (SRE)   in   the    monochromator   proper,  as 

I  well  as  in  the  photometric  arrangement.  The  measure- 
ment of  stray  radiation  in  the  monochromator,  that  is, 
the  radiation  energy  at  wavelengths  different  from 

I  those  of  the  nominal  spectral  bandpass  transmitted 
through  the  instrument,  is  not  easy  or  infaUible.  A 
detailed  discussion  of  this  instrumental  parameter  was 
given  in  an  ASTM  Tentative  Method  [35]  and  the  pro- 


cedure recommended  in  this  work  was  used  to  deter- 
mine SRE  in  the  blue  and  yellow  spectral  range.  In  this 
procedure,  a  solution  of  methylene  blue,  which  has  a 
strong  absorption  in  the  range  from  A.  600  to  660  nm  is 
used.  The  SRE  using  a  slit  of  1  mm  (0.8  nm)  was  equal 
to  or  less  than  five  parts  in  10^ 

The  SRE  generated  inside  the  photometric  system  is 
defined  as  the  radiant  energy  which  falls  on  the 
photosensitive  detector  without  passing  through  the 
absorbing  sample.  This  SRE  is  usually  produced  by 
reflections  and  scattering  of  radiations  on  the  optical 
and  mechanical  parts  located  between  the  exit  slit  of 
the  monochromator  and  the  integrating  sphere.  The 
measurements  were  performed  using  a  slit  of  1  mm  by 
placing  a  front  surface  mirror  at  the  sample  position, 
which  reflects  to  the  instrument  all  radiations  received 
from  the  exit  slit  imaged  at  the  mirror  surface.  The  size 
of  this  image  was  about  8  mm  high  and  1  mm  wide.  In 
this  way,  a  maximum  SRE  was  generated  in  the 
spectrophotometer.  The  measurements  were  then 
performed  at  k  577.3  nm,  using  a  radiation  flux  intensity 
five  times  greater  than  that  used  in  routine  trans- 
mittance  measurements,  by  determining  the  dark  cur- 
rent of  the  photomultiplier  with  the  shutter  in  the 
closed  position  at  the  integration  sphere.  An  average 
dark  current  of  0.040  mV  was  observed.  The  mirror 
was  then  placed  at  the  sample  position,  the  shutter 
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Table  2.  Stability  of  the  current-to-voltage  converter  and  the  photomultiplier  tube  at  850  V  in  total  darkness 

Average  of  50  individual  Percent  standard 

Replication  measurements;  volts  deviation 


1 

2 
3 
4 
5 
6 
7 
8 
9 
10 
11 
12 
13 
14 
15 


Average  of  replications 
Percent  standard 
deviation 

Average  of  replications 
Percent  standard 
deviation 


1.012329 
1.012342 
1.012322 
1.012320 
1.012394 
1.012421 
1.012404 
1.012406 
1.012365 
1.012402 
1.012465 
1.012412 
1.012451 
1.012417 
1.012481 


0.027, 
0.0488 
0.027.2 
0.0338 
0.0435 
0.0153 
O.OI84 
0.0296 
0.0196 
0.019, 
0.025. 
O.O6I5 
0.0235 
0.0298 
0.0248 


1.012395 
0.0050 
1.012467 
0.0033 
1.012510 


First  group 


Second  group 


Third  group 


Average  of  replications 
Percent  standard 

deviation  0.0035 

In  these  measurements  the  stability  of  the  direct 
current  (nominal  5  V;  14  A)  supplied  to  the  tungsten 
ribbon  lamp  was  monitored  with  the  potentiometer, 
and  the  variation  of  this  current  was  less  than  one 
part  in  10^  during  a  series  of  15  consecutive  meas- 
urements (5  min). 

Following  the  four  stability  tests  discussed  earlier, 
a  consecutive  series  of  six  measurements  were  made 
to  determine  the  reproducibility  of  transmittance 
measurements.  To  this  effect  seven  Schott  NG-4 
neutral  glass  filters  were  placed  in  the  automatic 
sample  carrying  system  and  the  data  acquisition  and 
sample  changing  operations  were  performed  auto- 
matically through  the  computer  unit.  As  mentioned 
previously,  the  sample  carrying  system  can  accept 
seven  samples  in  positions  2;  4;  6;  8;  10;  12;  14,  and 
eight  intermediate  positions  1;  3;  5;  7;  9;  11;  13;  15. 
The  odd  numbers  correspond  to  measurements  of 
the  nonattenuated  radiation  beam  passing  through 
air  and  are  marked  /o,  while  the  even  numbers  cor- 
respond to  measurements  of  the  attenuated  radiations 
after  passing  through  the  absorbing  material  and  are 
marked  /.  The  uncorrected  transmittance,  T,  is  then 


The  radiation  flux  from  the  tungsten  ribbon  filament 
lamp  was  attenuated  with  the  circular  neutral  wedge 


until  a  photocurrent  corresponding  to  about  2.0020  V 
was  obtained  for  the  nonattenuated  beam  /q.  The  photo- 
multiplier  tube  was  supplied  with  850  V  and  the  30 
Mfl  resistor  was  used  at  the  current-to-voltage  con- 
verter. For  every  position,  50  digital  voltmeter  readings 
were  taken  by  the  computer  at  a  rate  of  10  to  15  per 
second.  The  average  value  was  printed  along  with 
the  sample  position,  the  standard  deviation,  the  rela- 
tive standard  deviation,  and  the  transmittance  values 
for  the  glass  filters  2;  4;  6;  8;  10;  12;  and  14: 

T  —     ^2       rp  _     h       J,  _  h 

1  '    3  3      5  5  7 

2  2  2 

until  the  seven  glass  filters  were  measured.  This 
sequence  was  repeated  six  times  and  the  results  are 
given  in  table  5. 

As  can  be  seen  from  these  data,  the  reproducibility 
of  sequential  transmittance  measurements  can  be 
performed  with  an  average  standard  deviation  of 
0.010  percent  for  a  single  determination. 

IV.  Wavelength  Calibration 

The  wavelength  scale  of  the  monochromator  is 
provided  with  a  counter  which  indicates  wavelength 
directly  in  angstroms.  This  counter  is  checked  for 
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Table  4.   Stability  of  the  current-to-voltage  converter,  the  photomultipher  tube  at  850  V,  and  the  tungsten  ribbon 

filament  lamp 


Replication 

Average  ol  50  individual 

Percent  standard 

measurements;  volts 

deviation 

1 

,  2.002395 

0.038o 

2 

2.001356 

0.0226 

3 

2.002145 

0.0247 

4 

2.000975 

0.0262 

5 

2.001944 

O.O2O7 

6 

2.000925 

0.028, 

7 

2.001832 

0.0261 

8 

2.000825 

0.0235 

9 

2.001551 

0.0263 

10 

2.000960 

O.O2I2 

11 

2.001739 

0.023i 

12 

2.000851 

0.0244 

13 

2.001729 

0.0282 

14              "  ■ 

2.000825 

0.023o 

15 

2.001557 

0.0244 

Average  of  replications 

2.001441  ] 

Percent  standard 

■ 

First  group 

deviation 

0.026 

Average  of  replications 

2.001517  1 

Percent  standard 

Second  group 

deviation 

0.012 

Average  of  replications 

2.000826  1 

Percent  standard 

Third  group 

deviation 

0.025 

Average  of  replications 

2.001268 

Percent  standard 

Fourth  group 

deviation 

0.027 

Table  5.   Reproducibility  of  transmittance  measurements  on  seven  Schott  NG-4  glass  filters  No.  2;  4;  6;  8;  10; 

12;  and  14 


Percent  transmittance 


Replication  No. 


Average 
Percent  a 


2 

4 

6 

8 

10 

12 

14 

33.327 

21.711 

12.236 

50.990 

33.377 

20.906 

13.473 

33.325 

21.710 

12.237 

50.983 

33.377 

20.903 

13.471 

33.321 

21.711 

12.241 

50.992 

33.383 

20.900 

13.474 

33.320 

21.708 

12.240 

50.988 

33.375 

20.901 

13.470 

33.323 

21.710 

12.239 

50.983 

33.379 

20.901 

13.474 

33.325 

21.710 

12.238 

50.986 

33.377 

20.904 

13.470 

33.32 

21.710 

12.238 

50.987 

33.378 

20.902 

13.472 

0.0080 

0.0051 

0.0150 

0.0072 

0.0083 

0.0108 

0.0141 

Average  percent  cr 

was  opened  and  measurements  were  made  again. 
The  average  value  found  was  0.037  mV.  This  indicated 
that  no  SRE  could  be  detected  under  the  experimental 
circumstances. 


0.010 


VI.  Linearity  Control 

The  single-beam  static  optical  system  described  in 
this  work  permits  the  unequivocal  use  of  the  radiation 
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addition  principle  by  means  of  the  double-aperture 
method  for  determining  departure  from  linearity  of  the 
entire  optical,  photometric,  and  electronic  system,  and 
thus  of  the  photometric  accuracy  of  transmittance 
measurements. 

The  double-aperture  and  its  positioning  on  the 
optical  bench  was  described  earUer.  Its  use  will  now 
be  illustrated,  and  follows  the  procedure  developed 
and  used  at  the  National  Physical  Laboratory. 

Since  the  linearity  of  photometric  data  for  a  given 
photomultiplier  tube  depends  on  the  anode  voltage, 
the  values  at  the  current-to-voltage  converter,  and 
the  ambient  temperature,  all  measurements  were  made 
using  identical  experimental  conditions.  These  same 
conditions  were  maintained  when  transmittance  meas- 
urements were  performed.  Since  the  linearity  is, 
within  1  part  in  10*,  not  usually  a  function  of  wave- 
length [36],  all  measurements  were  performed  at  X 
565.0  nm.  A  recent  study  of  this  parameter  at  NBS  by 
Mielenz  and  Eckerle  indicates  that  there  may  be  a 
relation  between  wavelength  and  linearity  at  the  level 
of  1  part  in  10^  [38]. 

The  intensity  of  the  radiation  flux  produced  by  the 
tungsten  ribbon  lamp  was  attenuated  with  the  circulcir 
neutral  wedge  until  a  photocurrent  equivalent  to 
2.0020  V  was  obtained  when  both  apertures,  A  and 
B,  were  open.  A  setting  of  850  V  was  used  at  the  photo- 
multiplier  tube  with  a  30  Mil  resistor  at  the  current- 
to-voltage  converter.  Fifty  individual  DVM  readings 
were  taken  and  the  average  value  for  (A  +  B)  was 
printed.  Aperture  B  was  then  closed,  and  50  DVM 
readings  were  taken.  The  average  value  for  aperture 
A  was  printed.  The  average  value  for  aperture  B  was 
then  obtained  in  a  similar  manner  by  closing  aperture 
A  and  opening  aperture  B.  This  sequence  was  repeated 
three  times,  ending  with  an  {A  +  B)  value. 

Identical  measurements  were  made  over  a  range  of 
attenuation  corresponding  to  4  cascaded  steps  of  2 
to  1  as  illustrated  in  the  actual  example  which  follows: 


Step  1 


Av. 
Diff. 

%  Corr. 

Step  2 


(A  +  B)  A  B 

2.00147  1.01596  0.9864i 

2.00156  1.01599  0.9864o 

2.00206  I.OI6O9  0.98625 

2.OO2I1  1.01598  +  0.98635  =  2.00233 
2.00181 

2.00233  -  2.00181  =+0.00052 
=  -0.026 


{A  +  B) 

1.00049 
1.00078 
1.00066 
1.0009o 


0.5102o 
0.50996 
O.5IOO4 


B 

0.49108 
0.4909i 
0491 15 


Av. 
Diff. 
%  Corr. 

Step  3 


0.51007  +  0.49105=1.00112 
1.00071 

1 .001 12  -  1 .00071  =  +  0.00041 
=  -0041 

(A  +  B)  A  B 

O.5OO62       0.25657  0.2443o 


0.50056 
0.5007o 
O.5OO62 


0.25673 
0.25665 


0.24436 
0.24432 


025665  +  0.24433  =  0.50098 


Av. 
Diff. 
%  Corr. 

Step  4 


Av. 
Diff. 
%  Corr. 


0.50063 

0.50098-0.50063  = 
=  -0.069 


0.00035 


(A  +  B) 
0.2502o 
0.25028 
O.25OI9 
0.25023 
0.25023 
0.25031  - 
=  -0031 


A 

0.12872 
0.12856 
0.12854 

0.12861  +  0.12170=0.25031 


B 

0.12175 
0.12168 
0.12166 


0.25023  =  + 0.00008 


The  correction  curve  is  established  from  these  data 
by  plotting  voltages  on  the  abscissa  and  the  corre- 
sponding additive  correction  value  on  the  ordinate. 
'These  are  tabulated  below  and  illustrated  in  figure  16. 


625  12.5  25 


Figure  16.    Linearity  correction  curve. 


Voltage 

2.00 
1.00 
0.50 
0.25 
0.125 


%  T 

100 
50 
25 
12.5 
6.25 


%  Correction  of  ' 

0.0 

0.026 

0.067 

0.14 

0.167 


When  transmittance  measurements  are  performed, 
the  lo  reading  is  initially  set  with  the  circular  neutral 
wedge  to  a  value  near  2.0020  V.  The  /  value  is  then 
measured.  If  the  initial  /o=  2.00214  V  and  final 
/o  =  2.00228  V  and  7  =  054220  V,  then  percent  T  is: 


0.54220 


2.00214  +  2.00228 


X  100  =  27.081 


which  is  the  noncorrected  value.  To  correct  this  value, 
one  takes  from  the  ordinate  of  figure  16  the  value 
corresponding  to  0.54220  on  the  abscissa  which,  in 
this  case,  is  0.072.  The  corrected  percent  T  value  is 
then: 

27.081 27.061. 
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Mielenz  and  Eckerle  have  studied  recently  the 
double  aperture  method  for  testing  photometric 
linearity,  and  have  used  a  curve-fitting  procedure 
for  finding  the  nonlinearity  correction  rather  than 
the  method  described  earlier  (38). 

VII.  Sample  Position 

A  series  of  measurements  were  performed  to  deter- 
mine the  magnitude  of  error  which  could  occur  when 
the  sample  is  oriented  with  its  entrance  face  at  an 
angle  to  the  incoming  radiation  beam.  The  single 
sample  holder  provided  with  the  rotating  table,  as 
described  in  section  II,  paragraph  c,  was  used.  Trans- 
mittance  measurements  were  performed  by  producing 
the  image  of  the  exit  slit  of  the  monochromator  at  the 
entrance  face  of  the  sample  (aperture  f:10).  The  data 
are  shown  in  table  6.  The  consequence  of  this  condition 
transmittance   measurements   is   discussed  by 


Table  6.  Percent  transmittance  {%T) ,  measured  on 
three  neutral  glass  filters  1.0;  1.5;  and  2.0  mm 
thick  at  \  =  440  nm,  at  three  angles  of 
incidence 


Angle  of 

Filter 

Filter 

Filter 

incidence 

1.0  mm 

1.5  mm 

2.0  mm 

Normal  incidence 

32.9I5 

19.838 

11.606 

1° 

32.899 

19.833 

II.6O4 

2° 

32.897 

I9.8I9 

11.599 

3° 

32.88, 

I9.8I2 

11.589 

on 


Similar  measurements  were  made  to  determine  the 
identity  of  positions  on  the  seven-sample  automatic 
changer  described  in  section  II,  paragraph  c.  For 
this  experiment,  seven  neutral  glass  filters  A;  B;  C; 
D;  E;  F;  and  G  were  used  and  were  positioned  in 
holders  2;  4;  6;  8;  10;  12;  and  14  in  three  different 
arrangements  as  described  by  Garfinkel,  Mann  and 
Youden  [39]. 


Mielenz  in  this  Journal, 

Table  7.  Evaluation  of  the  identity  of  the  seven  stations  of  the  automatic  sample  changer 

Percent  Transmittance  {%T)  at  station  number  (St.  No.)  2;  4;  6;  8;  10;  12;  and 
14  for  filters  A,  B,  C,  D,  E,  F,  and  G  at  \  =  465.0  nm 


Run  No. 

A 

B 

C 

D 

E 

F 

G 

%T 

27.08 

16.44 

46.39 

26.12 

•15.22 

37.34 

23.23 

I  St. 

No. 

2 

4 

6 

8 

10 

12' 

14 

%T 

27.07 

16.40 

46.39 

26.11 

15.21 

37.34 

23.23 

II  St. 

No. 

14 

2 

4 

6 

8 

10 

12 

%T 

27.08 

16.43 

46.39 

26.11 

15.21 

37.33 

23.23 

III  St. 

No. 

10 

12 

14 

2 

4 

6 

8 

Transmittance  measurements  were  then  performed 
on  all  filters  for  the  three  different  arrangements  and 
the  results  are  given  in  table  7.  From  these  data  it  can 
be  concluded  that  the  seven  stations  are  interchange- 
able and  will  produce  measurements  which  will  not 
differ  by  more  than  one  part  in  one  thousand. 

VIII.  Influence  of  Polarized  Radiations  on 
Transmittance  Measurements 

This  effect  was  determined  by  measuring  the  trans- 
mittance of  a  Schott  NG-4  neutral  glass  filter  at  four 
wavelengths  using  radiations  emerging  from  the  pre- 
disperser-monochromator  unit,  and  by  projecting  the 
image  of  the  exit  slit  (8  by  0.5  mm)  at  the  entrance 
face  of  the  filter  with  a  convergent  beam  geometry 
corresponding  to  an  f :  10  opening.  The  glass  filter  was 
checked  prior  to  measurements  with  a  polariscope  for 
freedom  of  internal  tensions.  Column  one  of  table  8 
shows  the  results  obtained  when  transmittance  meas- 
urements were  made  using  the  radiations  produced  by 
the  spectrophotometer.  Column  two  shows  the  results 


obtained  when  a  polarizing  sheet,  with  the  vibration 
plane  horizontal,  was  placed  in  front  of  the  glass  filter. 
The  measurements  obtained  with  the  vibration  plane 
in  vertical  position,  are  given  in  column  three. 

These  measurements  show  that  polarized  radiations 
:an  affect  transmittance  measurements  of  solid 
glass  filters  when  noncoUimated  beam  geometry  is 
used.  This  effect  is  predicted  by  the  Fresnel  equations 
mentioned  in  the  introduction  and  should  disappear 
when  collimated  radiations  are  used  (1,  pg.  100). 

XI.  Comparison  of  Transmittance 
Measurements 

Two  sets  of  solid  filters  were  used  in  a  comparative 
test  to  determine  the  reproducibility  of  transmittance 
measurements  between  two  laboratories.  One  set  was 
made  from  ttiree  neutral  glass  Schott  NG-4  filters  hav- 
ing nominal  percent  transmittances  of  10;  20;  and  30. 
The  second  set  was  made  as  described  elsewhere  [4]. 
Three  evaporated  metal  (Inconel)  on  fused  quartz 
(nonfluorescent)    plates    having    nominal  percent 
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Table  8.  Effect  of  polarization  on  percent  transmittance  (%T)  measured  at  four  wavelengths  on  a  Schott  NG-4 

glass  filter 


%T 


Wavelength 
nm 


Produced  by 

spectro- 
photometer 


Polarizer, 
plane  of 
vibration 
horizontal 


Polarizer, 
plane  of 
vibration 
vertical 


%  Difference 

%r,  -  %T3 


440.0 
465.0 
590.0 
635.0 


1 

19.81„ 
22.597 
19.178 
20.61, 


19.80„ 
22.6O0 
19.17o 
2O.6O2 


19.78„ 
22.569 
19.099 
20.547 


-  0.15 

-  0.12 

-  0.41 

-  0.31 


transmittances  of  25;  50;  and  75  were  used.  The  trans- 
mittance measurements  were  performed  on  two  sets  of 
filters  at  the  National  Physical  Laboratory  (NPL)  in 
England  using  their  high  accuracy  spectrophotom- 
eter, and  at  NBS  on  the  instrument  described  in  this 
paper.  The  measurements  at  NBS  were  carried  out 
before  and  after  the  measurements  at  NPL.  All 
measurements  were  made  with  noncoUimated  conver- 
gent beam  geometry.  A  rectangular  surface  of  the 
filter  about  3  mm  by  8  mm  was  used  at  NPL  and  the 
beam  was  only  slightly  convergent.  At  NBS  an  area 
about  8  mm  by  0.5  mm  was  used  for  the  transmittance 
measurements. 

The  results  given  in  table  9  indicate  that  an  average 
difference  of —0.19  percent  of  the  values  was  obtained 
between  the  measurements  carried  out  at  NPL  and  at 
NBS.  An  average  difference  of  —0.30  percent  of  the 
value  was  found  when  similar  measurements  were 


performed  on  the  inconel-on-quartz  filters,  as  shown  in 
table  10. 

X.  Standard  Reference  Materials  for 
Spectrophotometry 

The  need  for  providing  means  and  materials  to 
check  the  proper  functioning  of  a  spectrophotometer 
was  discussed  in  some  detail  in  previous  publica- 
tions [3,  4].  At  that  time  it  was  estabfished  that  the 
accuracy  of  the  photometric  scale  is  a  critical  and  most 
demanding  parameter  in  spectrophotometry.  Hence, 
particular  attention  was  given  to  a  number  of  ways  for 
checking  this  parameter.  Investigations  showed  that 
solid  colored  glass  filters,  exhibiting  optical  neutraHty 
over  the  spectral  range  from  400.0  nm  to  700.0  nm, 
would  constitute  an  acceptable  Standard  Reference 
Material   (SRM).   From   the   various   colored  glass 


Table  9.   Comparison  between  the  percent  transmittances  {%T)  measured  on  three  Schott  NG-4  glass  filters 

at  NPL  and  NBS 


avelength 

NBS,  %T 

NBS,  %T 

NBS,  %T 

NPL,  %T 

%  Diff. 

nm 

March  12, 

May  18, 

average 

February 

NBS  to  NPL 

1971 

1971 

1971 

440.0 

12.92 

12.91 

I2.9I5 

12.93 

-  0.11 

465.0 

14.965 

14.98 

14.97.3 

15.01 

-  0.25 

590.0 

11.70 

11.64 

11.67 

11.67 

0.0 

635.0 

12.72 

12.68 

12.70 

12.72 

-  0.16 

440.0 

19.625 

19.58 

I9.6O3 

19.62 

-  0.09 

465.0 

22.385 

22.35 

22.367 

22.43 

-  0.28 

590.0 

19.06 

18.95 

I9.OO5 

19.01 

-  0.03 

635.0 

20.455 

20.37 

20.41,., 

20.47 

-  0.28 

440.0 

32.89 

32.86 

32.875 

32.98 

-  0.32 

465.0 

35.52 

35.54 

35.53 

35.66 

-  0.36 

590.0 

31.I65 

31.10 

31.133 

31.21 

-  0.25 

635.0 

32.565 

32.52 

32.543 

32.62 

-  0.24 

between  NBS 

and  NPL  perce 

nt  T  values  = 

—  0.19  percent. 

filters  available,  Schott  NG-4  "neutral  glass"  was  by  NBS  as  a  means  to  check  the  photometric  scale  of 
selected,  prepared  and  characterized.  It  is  now  offered  spectrophotometers. 
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Table  10.   Comparison  between  the  percent  transmittances  {%T)  measured  on  three  inconel-on-silica  fiUers  at 

NPL  and  NBS 


Wavelength   NBS,  %T   NBS,  %T  %  Diff. 

nm  ^         1                     2  average  NPL,  %T  NBS  to  NPL 

450.0               24.87              24.88              24.87.^  24.93  -  0.22 

550.0               23.78              23.82              23.80  23.86  -  0.25 

650.0               23.38              23.39              23.385  23.46  -  0.32 


450.0  49.35 

550.0  47.60 

650.0  46.85 

450.0  72.17 

550.0  72.05 

650.0  72.20 


49.33  49.34 
47.60  47.60 
46.85  .  46.85 

72.20  72.1 85 

72.11  72.08 

72.34  72.27 


49.56  -  0.44* 

47.81  -  0.44 

47.14  -0.62 

72.30  -  0.16 

72.20  -  0.17 

72.33  -  0.08 


Average  difference  between  NBS  and  NPL  percent  T  values  =  —0.30  percent. 


*This  filter  had  a  flaw  in  the  form  of  a  crack  which  was  sometimes  visible  and  other  times  invisible.  The  larger  differences  found  in 
the  measurements  of  this  filter  may  be  due  to  this  flaw. 


SRM  930,  developed  in  the  Analytical  Chemistry 
Division  and  available  since  March  1971  consists  of 
three  glass  filters.  Each  filter  bears  an  identification 
number,  and  the  upper  left  corner  has  been  removed 
to  indicate  correct  orientation  in  the  metal  holder 
(fig.  17). 

The  transmittance  measurements  were  made  with 
the  high  accuracy  spectrophotometer  described  in 
this  paper,  and  are  certified  with  an  uncertainty  of 
±0.5  percent  of  the  value.  This  uncertainty  is  the 
sum  of  the  random  errors  of  ±0.1  percent  (2SD 
limit)  and  of  estimated  biases  which  are  ±0.4  per- 
cent. These  biases  are  due  to  possible  systematic 
errors  originating  principally  from  the  inherent 
inhomogeneity  and  instability  of  the  glass  as  well 
as  from  positioning  of  the  filter.  Measurements  were 
made  at  24  °C,  and  variations  within  several  de- 
grees Celsius  of  this  temperature  will  not  signifi- 
cantly affect  the  calibration  of  the  filters.  The  neutral 
NG-4  glass  for  the  filters  was  provided  by  Schott 
of  Mainz,  Germany  and  is  designated  as  "Jena  Colored 
and  Filter  Glass."  Nominal  transmittance  for  a 
filter  1.5  mm  thick  is  20  percent  at  400.0  nm  wave- 
length and  32  percent  at  700.0  nm  wavelength.  Be- 
tween these  limits  the  transmittance  varies  in  a 
monotonic  manner. 

The  filter  is  held  in  a  frame  and  the  size  and  shape 
of  the  filters  and  frames  were  selected,  for  practical 
considerations,  to  conform  to  the  dimensions  of  the 
standardized  cuvettes  for  which  holders  are  supplied 
in  most  conventional  spectrophotometers.  The  filters 
are  approximately  1.0,  1.5,  and  2.0  mm  thick.  Cor- 
responding to  these  thicknesses  are  nominal  trans- 
mittances of  30,  20,  and  10  percent,  respectively. 
These  thicknesses  were  selected  to  provide  a  means  for 
calibrating  the  photometric  scale  at  three  different 
levels. 


The  effective  spectral  bandpasses  used  to  determine 
the  certified  values  were  equal  to  or  smaller  than  2.2  nm 
at  440.0  nm;  2.7  nm  at  465.0  nm;  5.4  nm  at  590.0  nm; 
and  6.0  nm  at  635.0  nm.  The  transmittance  measure- 
ments are  made  by  producing  the  image  of  the  slit 
(about  8  mm  by  0.5  mm)  using  a  convergent  beam 
geometry  with  an  opening  of  f:10  corresponding 
to  an  angle  of  7°  to  8°  in  the  middle  of  the  entrance 
face  of  the  filter.  This  beam  geometry  was  used  to 
reproduce  the  average  experimental  conditions 
found  in  most  of  the  conventional  spectrophotom- 
eters available  today.  Prior  to  the  certification,  each 
filter  is  examined  for  surface  defects  and  thoroughly 
cleaned.  If,  through  handling,  the  surface  of  the 
filter  becomes  contaminated,  it  may  be  cleaned 
with  a  small  soft  brush  attached  to  a  rubber  tube 
connected  to  a  vacuum  source  [40].  If  contamination 
results  from  fingerprints,  they  must  be  removed 
before  making  measurements.  This  may  be  accom- 
plished by  removing  the  filter  from  its  holder,  breath- 
ing Hghtly  on  it,  and  rubbing  the  surface  gently 
with  optical  lens  tissue.  The  clean  filter  is  then  properly 
positioned  in  its  holder.  To  remove  and  replace  the 
filter  in  the  holder,  the  spring-loaded  plate  should 
be  lifted  with  care  to  prevent  damage  to  the  filter. 
As  little  handling  as  possible  is  recommended.  SRM 
930  should  be  used  according  to  the  directions  on 
the  certificate;  consult  the  manufacturer  of  the 
instrument  if  differences  are  obtained  that  exceed 
those  specified  by  the  manufacturer. 

Under  no  circumstances  should  other  cleaning 
procedures  which  make  use  of  detergent  solutions, 
organic  solvents,  etc.  be  applied. 

When  a  filter  has  become  contaminated  beyond 
cleaning  by  the  procedure  described  in  the  certifi- 
cate, it  should  be  forwarded  to  NBS.  After  proper 
cleaning,  the  filters  will  be  checked  and,  if  needed. 
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Figure  17.    NBS  Standard  Reference  Material  930  and  calibration  certificate. 


recalibrated  using  the  high  accuracy  spectrophotom- 
eter described  in  this  work. 

It  was  already  stated  that  the  accuracy  of  photo- 
metric scales  defines  only  one  of  the  parameters  re- 
quired for  obtaining  accurate  transmittance  values 
and  molar  absorptivities.  Other  factors  must  also  be 
established.  These  are  wavelength  accuracy,  adequate 
spectral  bandpass,  stray  light,  cell  parameters  (when 
solutions  are  measured),  fluorescence,  polarization, 
reflection,  and  temperature  coefficient.  Some  of  these 
variables  were  discussed  in  NBS  Technical  Notes  544 
and  584  and  are  also  examined  in  this  paper. 

The  transmittance  data  given  in  the  certificate 
which  accompanies  each  SRM  930  depend  not  only 
on  the  intrinsic  properties  of  the  glass  and  the  ex- 
perimental measurement  conditions,  but  on  the  surface 


state  of  the  glass.  This  parameter  varies  with  time 
and  exposure  conditions.  When  glass  is  exposed  to 
normal  room  atmosphere  and  temperature,  its  surface 
is  corroded  to  an  extent  depending  on  the  composi- 
tion, time  of  exposure,  concentration,  temperature 
and  nature  of  the  glass  surface  acting  agents.  This 
action  produces  a  change  in  the  reflecting  and  trans- 
mitting properties  of  the  material  [41].  For  instance, 
a  well-known  phenomenon  called  "blooming"  of  the 
glass  is  due  to  the  formation  of  an  SiO  layer  at  the 
surface  of  the  glass.  This  layer,  which  increases  the 
transmittance,  acts  as  an  antireflection  coating.  The 
speed  with  which  such  a  layer  is  formed  varies  with 
the  composition  of  the  glass,  the  atmosphere  and  time. 
Generally  speaking,  several  years  are  needed  for  a 
fresh  surface  to  reach  equilibrium.  This,  and  similar 
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phenomena  are  presently  being  studied,  along  with 
means  to  stabilize  the  surface  state  of  glass  filters. 
Until  more  information  is  acquired  in  this  field,  we 
recommend  that  the  colored  glass  filters  issued  as 
SRM  930  be  rechecked  annually  to  determine  whether 
any  physicochemical  changes,  which  might  affect  the 
transmittance  values,  have  occurred. 

Another  important  factor  is  the  need  for  defining 
and  producing  a  clean  glass  surface.  Until  now  the 
final  cleaning  of  the  NG-4  filters  was  made  with  re- 
distilled ethyl  alcohol  and  pure  water  (thermally 
distilled  and  deionized).  Other  cleaning  procedures 
are  under  consideration.  The  use  of  isopropyl  alcohol 
in  vapor  or  liquid  form  associated  with  mild  ultra- 
sonic action  is  being  investigated  [41]. 

The  transmittance  characteristics  of  the  SRM  930 
limit  the  use  of  this  material  to  the  visible  region  of 
the  spectrum  from  about  400  nm  to  the  near  infrared. 
Since  the  ultraviolet  region,  from  about  200  nm  is  also 
important  to  the  analyst  who  uses  spectrophotometric 
methods,  exploratory  work  is  underway  to  select  and 
certify  solid  material  for  checking  the  photometric 
scale  in  this  spectral  region.  Optical  filters  exhibiting 
small  transmittance-wavelength  dependence  in  the 
spectral  range  200  nm  to  near  infrared  can  be  obtained 
by  evaporating  thin  semitransparent  layer  of  a  metal 
on  a  suitable  transparent  substrate  [42,  4],  and  such 
filters  have  been  considered  in  this  work.  The  metals 
selected  were  inconel  and  chromium  which  exhibit 
adequate  transmission  characteristics  and  good  ad- 
hesion to  the  substrate.  The  substrate  was  nonfluo- 
rescent  fused  quartz.  A  series  of  filters  were  prepared 
by  the  optical  shop  at  NBS  according  to  the  following 
specifications:  a  number  of  nonfluorescent  optical 
quality  fused  quartz  plates,  10  mm  X  25  mm  and  1  mm 
thick,  were  cut  and  polished,  Inconel  or  chromium 
metal  was  evaporated  on  the  surface  to  produce 
nominal  transmittances  of  25,  50,  and  75  percent. 
The  surface  bearing  the  evaporated  metal  was  coated 
with  a  layer  of  optical  cement  which  was  transparent 
to  the  visible  and  ultraviolet  radiations  down  to  230 
nm.  A  clear  plate  of  the  same  material  was  used  to 
cover  and  protect  the  evaporated  metal  layer. 

The  filter  assembly  was  then  marked  at  one  corner 
to  insure  its  proper  positioning  and  the  finished  filter 
was  placed  in  a  metal  holder  of  conventional  size 
(approximate  o.d.  13  x  13  x  57  mm)  fitting  the  cuvette 
holder  found  in  most  spectrophotometers.  The  metal 
holder  was  also  marked  at  one  side  to  permit  posi- 
tioning of  the  filter  in  a  reproducible  manner. 

In  addition  to  the  evaporated  metal  filters,  a  number 
of  units  were  prepared  using  only  the  clear  uncoated 
fused  quartz  plates  and  assembled  with  the  same 
optical  cement.  When  desired,  these  clear  filter 
assemblies  could  be  used  as  reference  samples  in 
the  blank  compartment. 

Before  submitting  the  evaporated  metal  filters  to 
transmittance  measurements,  a  study  was  made  of  the 
I  effect  of  radiations  on  their  transmittances.  A  filter 
I  was  exposed  to  an  accelerated  test  in  which  radiations 
had  the  same  spectral  distribution  as  the  fluorescent 


lighting  of  the  laboratory,  except  that  they  were  1000 
times  more  intense.  The  filter  was  exposed  for  an 
equivalent  of  36,000  hours  of  continuous  irradiation. 
This  test  was  made  on  a  radiation  accelerator  made 
available  by  the  Building  Research  Division  of  NBS. 
The  percent  transmittance  was  measured  before  and 
after  the  exposure  and  gave  the  following  results: 


Transmittance,  percent 


Wavelength,  nm 

250 

380 

500 

650 

Before  exposure 

44.48 

51.35 

48.90 

47.41 

After  exposure 

44.11 

51.34 

48.92 

47.47 

The  relative  standard  deviation  for  a  single  deter- 
mination of  these  measurements  was  0.01  percent. 
As  can  be  seen,  the  only  significant  relative  change  in 
transmittance  of  about  0.84  percent  of  the  value 
occurred  at  250  nm. 

Several  sets  of  these  filters  were  calibrated  at  five 
selected  wavelengths,  250  nm;  350  nm;  450  nm;  550 
nm;  and  650  nm,  using  the  cleaning  and  measuring 
procedures  outlined  for  Schott  NG-4  colored  glass 
neutral  filters.  The  results  indicated  that  the  repro- 
ducibility of  transmittance  measurements  is  good 
(percent  standard  deviation  0.009  to  0.024)  and  is 
comparable  to  those  obtained  for  the  colored  glass 
filters  at  all  wavelengths  except  250  nm.  From  the 
experimental  data,  it  is  evident  that  the  transmittance 
of  the  evaporated  metal  filter  at  250  nm  is  critical 
and,  at  present,  no  satisfactory  explanation  for  this 
phenomenon  can  be  given.  A  limitation  of  the  evapo- 
rated metal  filters  is  that  they  attenuate  the  intensity 
of  radiation  by  reflecting  a  part  of  it,  rather  than  ab- 
sorbing. This  can  produce,  in  certain  circumstances, 
undesirable  stray  light  in  the  instrument  and  make  the 
transmission  measurements  dependent  on  the  geom- 
etry of  the  optical  beam.  However,  since  these  filters 
are  closer  to  optical  neutrality  than  the  colored  glass 
filters,  and  since  they  can  be  used  in  the  ultraviolet 
region  as  well,  they  were  included  in  this  work. 

This  limitation  was  apparent  from  the  data  ob- 
tained in  a  cooperative  study  conducted  at  C.  Zeiss 
by  A.  Reule  using  conventional  spectrophotometers. 
On  the  other  hand,  a  similar  comparative  test,  made 
on  the  same  filters  by  F.  J.  J.  Clarke  at  NPL  has 
produced  the  results  presented  in  table  10.  One  can 
observe  that,  in  spite  of  the  limitations  mentioned 
above,  an  agreement  within  —0.30  percent  of  the 
value  was  obtained  between  NBS  and  NPL  measure- 
ments at  the  indicated  wavelength. 

Further  studies  will  be  needed  to  assess  unambigu- 
ously the  transmittance  characteristics  of  evaporated 
metal-on-quartz  filters,  with  or  without  a  protective 
quartz  plate,  and  to  assess  their  suitability  as  Standard 
Reference  Materials  to  check  the  photometric  scale 
of  spectrophotometers  in  the  ultraviolet  and  visible 
part  of  the  spectrum. 
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XI.  AddendurrT 

The  identification  of  commercial  instruments  and 
products,  is  given  in  the  Addendum  only  to  permit 
reproduction  of  the  work  described  in  this  paper. 
In  no  instances  does  such  identification  imply  recom- 
mendation or  endorsement  by  the  National  Bureau  of 
Standards,  nor  does  it  imply  that  the  particular  equip- 
ment or  product  is  necessarily  the  best  available  for  the 
purpose. 

Radiation  source  for  visible  —  Microscope  lamps, 
type  18A/T10/1P-6V:  General  Electric  Co.,  Lamp 
Division,  Nela  Park,  Cleveland,  Ohio  44112.  For  ultra- 
violet: Atlas  single  coil  halogen  (Bromine)  lamp, 
type  Pl/8,  30V,  250W:  GTE  Sylvania,  Inc.,  6610 
Electronic  Drive,  Springfield,  Virginia  22151. 

Power  supply  for  microscope  lamp,  Kepco,  Model 
JQE  15-50-M-VP:  Kepco,  Inc.,  131-38  Sanford 
Avenue,  Flushing,  New  York  11352.  For  tungsten- 
halogen  single  filament  lamp:  same  manufacturer. 
Model  JQE-36-30  Mt-VP. 

Potentiometer:  Leeds  and  Northrup  Model  K3  with 
null  meter  and  power  supply.  Resistors:  Leeds  and 
Northrup  0.1,  50  A  and  0.01,  100  A:  Leeds  and 
Northrup,  Sumneytown  Pike,  North  Wales,  Pa. 
19454. 

Nonfluorescent  fused  silica:  Dynasil  Corporation  of 
America,  Berlin,  New  Jersey  08009. 

Neutral  Density  Attenuator  and  BaS04  white  paint: 
Eastman  Kodak  Co.,  Special  Products  Sales,  Kodak 
Apparatus  Division,  Elmgrove  Plant,  Rochester,  New 
York  14650. 

Monochromator  with  predisperser:  McPherson  In- 
strument Corp.,  530  Main  Street,  Acton,  Massa- 
chusetts 01720. 

Optical  benches  with  carriers  and  x  —  y  sample 
holder  with  micrometer  control:  Gaertner  Scientific 
Corp.,  1201  Wrightwood  Ave..  Chicago,  Illinois  60614. 

Lens  holders:  Ardel  Instrument  Co.,  Inc.,  P.  O. 
Box  992,  Jamaica,  New  York  11431. 

Ball  bushing  and  rails:  Thompson  Industries,  Inc., 
Manhasset,  New  York  11030. 

Pneumatic  cylinders  and  accessories:  Clippard 
Instrument  Laboratory,  Inc.,  Cincinnati,  Ohio  45239. 

Rotating  table:  Ealing  Optics  Division,  2225  Massa- 
chusetts Avenue,  Cambridge,  Massachusetts  02140. 

Thermostating  holders  for  glass  cells  and  glass 
filters:  Cary  Instruments,  2724  South  Peck  Road, 
Monrovia,  California  91016. 

Pneumatic  ratchet  system:  Allenair  Corp.,  P.  O. 
Box  350,  255  East  2nd  Street,  Mineola,  New  York 
11501. 

Black  paint  — Nextel  101-c  10  Black:  Reflective 
Products  Division  3M,  2501  Hudson  Road,  St.  Paul, 
Minnesota  55101. 

Photomuhiplier  tube  EMI-9558QA:  Gencom  Divi- 
sion, 80  Express  Street,  Plainview,  New  York  11803. 

Power  supply  for  photomuhiplier  tube:  Model  415B 
and  digital  voltmeter  8400 A:  John  Fluke  Manufacturing 
Co.,  P.O.  7428,  Seattle,  Washington  98133. 


Thermal  insulation:  Photoshroud,  Shumway 
Optical  Instruments  Corp.,  2118  Beechgrove  Place, 
Utica,  New  York  13501. 

Vibration  isolation  table:  Lansing  Research  Co., 
705  Willow  Avenue,  Ithaca,  New  York  14850. 

Low  power  laser;  Model  195  cw  gas  laser,  output 
power  2  mw:  Optics  Technology,  Inc.,  901  California 
Avenue,  Palo  Alto,  California  94304. 

Tritium  activated  fluorescent  source.  Beta  light 
Marker  HM-110:  Canrad  Precision  Industries,  Inc., 
630  Fifth  Avenue,  New  York,  New  York  10020. 

Colored  glass  neutral  filters,  Schott  NG-4:  Fish- 
Schurmann  Corp.,  70  Portman  Road,  New  Rochelle, 
New  York  10802. 

Spectral  lamp:  Oriel  Optics  Corp.,  1  Market  Street, 
Stamford,  Connecticut  06902. 

Polarization  filters:  Polaroid  Corp.,  119  Windsor 
Street,  Cambridge,  Massachusetts  02139. 

Computer:  24K  memory  and  16  bit  words.  EMR 
computer.  Division  of  Weston  Instruments,  Inc., 
Schlumberger  Co.,  8001  Bloomington  Freeway, 
Minneapolis,  Minnesota  55420. 
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Absolute  Spectroradiometric  Measurements 


G.  A.  W.  Rutgers''' 

Physical  Laboratory  Rijksuniversiteit  Utrecht,  NetherlancJs 
(Jun*  7,  1972) 

There  are  two  general  methods  for  measuring  a  quantity  of  radiation  emitted  by  a  source.  One 
can  compare  it  with  the  radiation  emitted  by  a  standard  source  or  one  can  measure  the  radiation 
with  a  detector  calibrated  in  absolute  units.  When  using  the  latter  method,  one  must  know  the  spectral 
transmittance  factor  of  the  optical  components  between  source  and  detector. 

In  the  present  paper,  a  survey  will  be  given  of  the  standard  sources  available  for  spectroradiometry: 
cavity  radiator,  tungsten  strip  lamp,  anode  of  the  carbon  arc,  xenon  arc  and  cascade  arc.  Several 
types  of  detectors  such  as  the  absolute  bolometer  and  thermopile,  with  their  properties,  will  be 
discussed. 

Key  words:  Absolute  spectroradiometry;  absolute  standard  source  of  radiation;  calibrated  photodetector. 


I.  Introduction 

If  a  physicist  delivers  a  lecture  for  analytical  chem- 
ists, he  should  take  care  that  his  language  cannot  lead 
to  misunderstandings.  From  the  Summary  of  Activities 
1970/71  of  the  Analytical  Coordination  Chemistry 
Section  (NBS  Technical  Note  584)  it  appears  that  the 
vocabulary  used  by  physicists  and  chemists  is  not 
always  the  same.  The  main  difference  is  in  the  use  of 
the  term  photometry.  For  a  physicist,  particularly  if 
he  is  engaged  in  the  activities  of  the  Commission  Inter- 
nationale de  I'Eclairage  (CLE.),  photometry  is  the 
measurement  of  quantities  referring  to  radiation  evalu- 
ated according  to  the  visual  effect  which  it  produces, 
as  based  on  certain  conventions  [1].'  These  conventions 
require  the  evaluation  to  be  done  according  to  the 
international  spectral  luminous  efficiency  curve  V{k), 
defined  by  CLE.  in  1923.  In  spectral  measurements  of 
radiation,  the  F(\) -curve  does  not  play  a  part.  There- 
fore, in  my  opinion,  it  is  better  to  speak  of  spectro- 
radiometry instead  of  photometry.  In  this  terminology 
the  main  apparatus  is  a  spectroradiometer  instead  of 
a  photometer.  Then  the  term  photometer  can  be  re- 
served for  an  apparatus,  used  to  measure  light  (=  visi- 
ble radiation  evaluated  according  to  the  ^'(X) -curve) 
and  the  pleonasm  in  the  expression  "photometric 
scale  in  the  visible  region"  can  be  avoided. 

The  following  quantities  will  be  used: 
Spectral  radiant  intensity  I\  (in  a  given  direction): 
Power  emitted  in  that  direction  per  unit  of  solid  angle 
per  unit  of  wavelength.  Unit:  W/m-sr, 


*We  have  learned  with  sorrow  during  the  publication  of  this  paper  of  the  death  of  Pro- 
fessor Rutgers  on  October  4, 1972. 

'  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


Spectral  radiance  L\  (of  a  source  in  a  given  direc- 
tion): Power  emitted  in  that  direction  per  unit  of 
projected  area  per  unit  of  wavelength.  Unit:  W/m^-sr, 
Spectral  irradiance  Ek:  Radiant  power  received  by 
a  surface  per  unit  area  per  unit  of  wavelength.  Unit: 
W/m3, 

Spectral  exitance  A/\:  Quotient  of  the  spectral 
radiant  flux  leaving  an  element  of  a  surface  by  the 
area  of  that  element.  Unit:  W/m^. 

It  should  be  noted  that  the  same  definitions,  without 
the  adjective  "spectral,"  can  be  used;  then  the  units 
should  be  multiplied  by  m.  Another  point  to  be  men- 
tioned in  the  introduction  is  the  usefulness  of  absolute 
measurements.  Again  referring  to  NBS  Technical 
Note  584,  the  whole  chapter  on  spectroradiometry  is 
devoted  to  relative  measurements,  viz.,  the  study  of 
different  color  filters  on  behalf  of  radiometry.  In  these 
measurements,  a  constant  radiation  source  and  detec- 
tor, reproducable  samples  and  standard  filters,  and 
linearity  of  the  detector  in  a  wide  range,  are  the  most 
important  requirements  for  the  apparatus.  However, 
there  are  other  fields  in  which  absolute  measurements 
can  give  more  information.  For  example,  in  line-re- 
versal experiments,  knowledge  of  the  radiance  of  the 
background  can  give  information  on  the  radiance  of 
a  spectral  line  and  therefore  the  number  of  transitions 
belonging  to  the  hne.  Another  example  is  the  measure- 
ment of  the  spectral  distribution  of  a  radiation, 
emitted  by  an  arbitrary  source  with  either  a  continuous 
or  a  discontinuous  spectrum.  An  example  is  the 
measurement  of  the  radiance  of  a  fluorescent  surface. 

By  comparing  the  spectral  distribution  of  the  radia- 
tion with  that  of  a  standard  source,  an  absolute 
measurement  can  be  obtained  if  the  geometry  of  the 
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measuring  equipment  is  known. 

From  these  examples,  it  will  be  clear  that  for  absolute 
measurements  sometimes  a  comparison  is  made  with 
an  absolutely  calibrated  source;  in  other  cases,  an 
absolute  receiver  will  be  used.  In  the  latter  case,  the 
influence  of  the  optical  components  between  source 
and  detector  upon  the  measured  quantities  are  often 
required. 

In  the  following  sections  a  survey  will  be  given  of: 

(1)  the  standard  sources  available  for  spectroradiom- 
etry  and  their  properties  with  respect  to  spectral 
radiance,  accuracy  and  reproducibility, 

(2)  some  detectors,  used  for  absolute  measurements, 
their  calibration,  reproducibility,  acciu-acy  and  other 
properties,  and 

(3)  some  additional  procedures  used  in  absolute 
measurements. 

Literature  references  wiU  be  far  from  complete; 
usually,  references  are  given  only  to  review  articles 
and  to  special  devices. 

II.  Spectroradiometric  Standards 

A.  Black-Body  Radiator 

A  radiator  of  which  the  spectral  properties  can  be 
derived  completely  from  theory  is  the  full  radiator, 
also  called  the  black-body  radiator.  At  a  given  tempera- 
ture, T,  the  spectral  distribution  of  the  radiation 
emitted  is  only  a  function  of  the  wavelength  k  and  is 
described  by  Planck's  law.  According  to  this  law,  the 
spectral  radiance,  L\,  of  a  black -body  as  a  function 
of  A.  is  given  by  the  relation: 
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(1) 
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where  h  is  the  Planck's  constant,  c  the  velocity  of  light 
and  k  Boltzmann's  constant.  With  Ci  =  2Trhc^  and 
ci  —  hclk  (first  and  second  radiation  constant)  eq  (1) 
can  be  written^ 
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Ci 
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ci  =  3.7415  X  10-i«  W  •  m2;  C2  =  1.4388  x  IO-2  m  ■  K. 

The  spectral  distribution  (on  the  A.-scale)  has  a  maxi- 
mum at  \m,  given  by  the  equation 

\m  •  r=  2.8978  X  10-3  m -a:.  (2) 

For  temperatures  between  1200  and  3000  K,  km  is 
situated  between  2.4  and  1  /u,m,  respectively  (infrared 
region).  The  ratio  of  the  radiances  at  e.g.,  300  nm  to 
those  in  the  top  increases  from  2.4  X  10"^  at  1000  K 
to  0.0055  at  3000  K.  Generally,  the  black-body  radiator 
is  more  practicable  for  use  in  the  infrared  region  than 
in  the  ultraviolet. 


Zz 


L- 


a  b  . 

Figure  1.    Simplified  black-body  radiators. 

The  most  simple  device  is  a  hollow  tube  with  a  small 
hole  in  its  (thin)  wall,  through  which  the  radiation 
emerges.  Another  type  is  a  rod  with  a  hole  drilled  in 
its  axis  or  a  cavity  of  arbitrary  shape  (Hohlraum- 
strahler). 

Deviations  from  ideal  black-body  conditions  have 
been  calculated,  by  Gouffe  [2],  De  Vos  [3]  and  recently 
by  C.  L.  Sanders  [4].  De  Vos  has  shown  that  for  a  hole 
in  a  cyhndrical  rod  (fig.  la),  the  emissivity  e  is  between 
0.978  and  0.997  if  Ijd  ~  10  and  the  inner  waU  has  a 
reflection  factor  of  0.60.  The  lowest  value  of  e  was 
found  for  a  material  with  a  specular  reflection  charac- 
teristic, the  highest  value  for  a  material  with  perfectly 
diffuse  reflection.  For  a  cone-shape  radiator,  we 
measured  a  somewhat  higher  e  for  a  specularly  re- 
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•  The  same  expression  without  tt  in  the  denominator  holds  for  the  exitance  M x. 


Figure  2.    Cavity  radiator  to  calculate  the  radiation  loss  through 
the  hole  dd. 

fleeting  wall.  The  first  order  approximation  of  e  in  the 
general  case  (fig.  2)  is,  according  to  calculations  by 
De  Vos  [3]: 

6=l-r«W, 

where  r""  is  the  reflection  factor  of  the  element,  dw, 
in  the  direction  dO  *^  dO  and  dCtl,  the  "loss"  cone.  In 
order  to  avoid  specular  reflection  (large  r^) ,  the  ele- 
ment observed  should  not  be  perpendicular  to  the 
direction  of  observation  (fig.  lb). 

The  temperature  of  the  radiator  must  be  measured 
according-  to  the  procedures  described  in  the  text  of 
the  International  Practical  Temperature  Scale  (IPTS 
1968).  For  temperatures  below  the  melting  point  of 
gold  (1337.58  K=  1064.43  °C)  down  to  630.74  °C  a 
thermocouple  calibrated  on  three  fixed  points  is  used. 
Above  the  gold  point,  the  temperature  measurement 
is  based  on  Planck's  law.  Here,  the  optical  pyrometer 
can  be  used  as  a  measuring  instrument.  Then,  the 
radiation  should  be  measured  in  a  small  wavelength 
region,  usually  at  650  nm,  and  the  temperature  is  cal- 
culated from  the  ratio  of  the  radiant  intensities  at  the 
unknown  temperature  and  at  the  gold  point.  The  accu- 
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racy  of  radiation  measurements  with  a  black-body 
standard  is  related  to  the  accuracy  with  which  the 
temperature  of  the  radiator  can  be  measured.  In  order 
to  obtain  an  accuracy  of  1  percent  in  L\,  the  accuracy 
in  the  temperature  required  at  some  wavelengths  and 
temperatures  is  mentioned  in  table  1. 

Table  1 


Accuracy  needed  in  K  for  an  error  of  1  percent  in  L\ 


KIT 

1337 

2000 

2500 

3800  K 

300  nm 

0.4 

0.8 

1.3 

3.0 

650  nm 

0.8 

1.8 

2.8 

6.5 

2000  nm 

2.5 

5.4 

8.2 

17 

The  accuracy  with  which  the  gold  point  can  be 
transferred  to  a  visual  pyrometer  (650  nm)  can  be 
estimated  to  be  0.5  K  and  with  a  photoelectric  pyrom- 
eter to  0.05  to  0.1  K  (apart  from  inaccuracies  in  the 
gold  point  itself).  A  visual  pyrometer  calibrated  at 
650  nm  with  an  accuracy  of  0.5  K,  has  an  inaccuracy 
of  at  least  3  K  at  2500  K  (ratio  of  radiances  to  be 
bridged  about  2500).  An  accuracy  of  1  percent  in  the 
visible  region  does  not  seem  an  excessive  requirement 
for  radiation  measurements,  but  the  figures  in  table  1 
show  that  it  is  difficult  to  obtain  this  accuracy  with  a 
black-body  radiator  calibrated  with  a  visual  pyrometer. 
According  to  Gray  and  Finch  [5] ,  the  accuracy  of 
calibration  of  a  visual  optical  pyrometer  at  2500  K  is 
about  7  K;  for  an  automatic  photoelectric  pyrometer  the 
accuracy  is  0.6  K  at  1337  K  and  3  K  at  2500  K.  These 
authors  conclude  that  "the  accuracy  attainable  outside 
the  standards  lab  is,  at  best,  only  moderate,  even  with 
the  most  careful  work  and  frequent  recalibration." 

In  conclusion,  it  can  be  stated  that  (1)  the  black- 
body  radiator  is,  from  a  physical  point  of  view,  the 
best  defined  radiator,  because  its  radiation  does  not 
depend  upon  the  physical  properties  of  the  material 
of  which  it  is  made,  (2)  its  calibration  does  not  permit  a 
higher  accuracy  than  1  to  2  percent  in  its  radiance  at 
T  ~  2500  K  and  k  ~  650  nm.  The  use  of  the  black- 
body  radiator  is  restricted  because  of  the  auxiliary 
apparatus,  such  as  a  furnace  of  accurately  adjustable 
temperature  or  a  tube  of  high  melting  point.  For 
laboratory  purposes  the  tungsten  strip  lamp  is  perhaps 
less  accurate  but  more  practical.  Nevertheless, 
black-body  furnaces  up  to  2500  K  have  been  con- 
structed and  successfully  used  for  radiation  measure- 
ments [4a]. 

B.  Tungsten  Strip  Lamp 

This  section  deals  only  with  the  tungsten  strip  lamp 
as  a  standard  source  for  spectral  radiance.  In  pyrom- 
etry,  this  source  is  also  used  as  a  secondary  tempera- 
ture standard,  for  instance  for  the  calibration  of 
commercial  pyrometers. 

The  principal  part  of  the  strip  lamp  is  a  tungsten 
ribbon  with  a  width  of  some  millimeters  and  a  length 
which  varies  for  different  types  of  lamp.  The  ribbon  can 
be  heated  by  an  electric  current  up  to  a  temperature  of 


~  2360  K  if  the  strip  is  mounted  in  an  evacuated  tube 
and  to  ~  2800  K  if  the  tube  is  filled  with  a  noble  gas. 
The  spectral  radiance  L\  is  determined  by  the  tem- 
perature of  the  strip  and  can  be  derived  from  Planck's 
law,  multiplied  by  the  spectral  emissivity  e(A,  T) 
(Kirchhoff's  law): 

Lx{k,T)=€{\,T)U,Ak,T}.  (3) 

In  this  formula  L^,  x(X.,  T)  is  the  spectral  radiance  of 
a  black-body  at  the  same  temperature,  given  by  eq  (1). 

€(k,T)  as  a  function  of  k  and  T  has  been  the  subject 
of  many  investigations.  A  discussion  of  the  measure- 
ments has  been  given  elsewhere  by  Schurer  [6]  and 
the  present  author  [7].  Since  then,  further  results  have 
been  pubhshed  [8].  For  the  visible  region  (at  660  nm) 
the  new  measurements  are  in  agreement  with  the 
measurements  by  De  Vos  ([9]  fig.  3),  and  the  conclusion 
is^j  according  to  Schurer  [6]:  "The  e-values  of  De  Vos, 
after  correction  with  —0.5  percent  (Ae  ~  0.002)  for 
possible  influences  of  stray  light  and  diffraction  offer 
in  the  u.v.  and  the  visible  up  to  800  nm  a  set  of  data 
with  the  required  accuracy  and  rehability"  can  still 
be  maintained. 

In  the  infrared  at  2.6  /xm  (the  largest  wavelength  in 
De  Vos'  measurements),  the  e-values  of  Kovalev  and 
Muchnik  are  about  5  percent  higher  than  those  of 
De  Vos.  According  to  Schurer  [6],  all  previous  measure- 
ments in  the  infrared  at  2.6  /xm  have  results  which  are 
from  5  to  10  percent  lower  than  those  of  De  Vos.  It  is 
difficult  to  explain  why  the  differences  between  the 
results  of  different  authors  in  the  infrared  are  so  much 
larger  than  in  the  visible  region.  They  can  be  caused 
partly  by  different  properties  of  the  glass  envelope 
of  the  lamps,  partly  by  different  properties  of  the 
tungsten  strips  themselves.  More  investigations  in 
this  spectral  region  seem  to  be  needed  to  solve  this 
problem. 

At  the  shorter  wavelengths,  Buckley  [10]  has  shown 
that  a  tungsten  ribbon  filament  lamp  with  a  sapphire 
window  can  also  be  used  as  a  calibration  source  in  the 
wavelength  range  150  to  270  nm  (ultraviolet).  The 
e-values,  derived  by  Buckley  from  his  measurements 
(at  wavelengths  between  150  and  200  nm),  show  a 
rather  large  uncertainty,  but  the  relation  to  other 
measurements  at  200  nm  is  very  satisfactory. 

The  calibration  of  the  lamp  is  usually  performed  by 
means  of  a  pyrometer  at  one  (650  nm)  or  two  wave- 
lengths. In  this  way  the  luminance  temperature  Tl  ^ 
at  that  wavelength  is  measured  and  all  uncertainties 
in  the  pyrometer  calibration  are  transmitted  to  the 
ribbon  calibration.  The  true  temperature  T  is  calcu- 
lated from  the  relation  (in  Wien's  approximation): 

T  ( A )  •  e  ( \ ,  T)  e-'^-il^T  =  ^-cJ^tl 

or 

1       1  _Mne(\,  r)  -tCX) 

T   n  c, 


^Luminance  temperature  =  lemperalure  of  the  full  radiator  for  which  the  spectral 
radiance  at  a  specified  wavelength  is  the  same  as  for  the  radiator  considered. 
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Figure  3.  Spectral  emissivity  of  tungsten  as  a  function  of  wavelength  and  temperature  after  De  Vos  [9]. 


t(\)  is  the  spectral  transmission  factor  of  the  window. 
For  X  =  650  nm  and  c-i  =  1.4388  X  10-^  m  •  K  (5)  can  be 
written: 

-l_i-=  1.041  X  10-"  Ig  {e(\,  T)-t{\)}  (5a) 

1  L  I 

Furthermore  it  should  be  kept  in  mind  that  there  is  a 
temperature  gradient  across  and  along  the  strip.  The 
latter  is  smaller  in  the  center  part  of  the  strip  if  the 
strip  is  longer  and  the  end  sections  are  folded  back  to 
the  mounts.  Detailed  information  for  the  use  of  the 
tungsten  strip  lamp  is  given,  a.o.  by  Barber  [11]  and 
Kunz  [12]. 

Usually,  the  current  through  the  strip  is  supplied 
by  a  stabilized  dc  supply.  A  dc  current  can  be  meas- 
ured with  a  great  accuracy  and  electronically  stabilized 
power  supplies  are  commercially  available.  However, 
if  a  dc  current  is  passed  through  the  strip  during  a 
long  time  in  the  same  direction,  changes  in  the  surface 
of  the  strip  can  be  observed  (De  Vos  [9],  Quinn  [13]). 
The  grooves  which  are  produced  on  the  strip  will  have 
an  influence  upon  its  emissivity  and  therefore  on  the 
difference  between  true  temperature  and  luminance 
temperature  (Cf.  eq  (5a)).  De  Vos  therefore  recom- 
mended to  reverse  the  current  at  regular  time  intervals. 

One  could  also  think  on  supplying  the  lamp  with  ac. 
Because  of  the  finite  heat  capacity  of  the  strip,  it 


can  be  expected  that  the  temperature  of  the  strip 
changes  periodically  with  the  current  and  that  a 
phase  shift  occurs  between  temperature  and  current. 
Measurements  by  Bezemer  of  our  laboratory  have 
shown  that  the  temperature  during  a  half-cycle  of 
the  50  Hz  supply  changes  between  two  values,  T^ax 
and  T^in,  which  differ  about  30  K  at  r=2000  K  for  a 
tungsten  strip  of  20  x  2  mm  and  a  thickness  of  0.02 
mm.  If  the  temperature  is  measured  with  a  visucd 
pyrometer,  no  differences  were  found  in  the  pyrometer 
readings  for  the  same  dc  and  ac  (effective)  current, 
because  the  eye  is  too  slow  to  follow  the  50-Hz  fluctua- 
tions. If  a  chopping  system  is  used,  care  should  be 
taken  that  measurements  are  not  made  at  a  fixed  point 
of  the  sine-wave. 

The  main  reasons  for  nonreproducibilities  in  a 
particular  strip  lamp  are: 

(1)  variations  in  the  temperature  because  of  changes 
in  the  position  of  the  lamp  (with  respect  to  the  vertical), 
typical  for  gas  filled  lamps  [11], 

(2)  changes  in  the  structure  of  the  filament  because 
of  the  direction  of  the  current  [9,  13], 

(3)  influence  of  the  ambient  temperature  upon  the 
calibration,  particularly  at  low  ribbon  temperatures 
{T<  1500  K),  and 

(4)  changes  in  the  transmission  factor  of  the  window 
because  of  tungsten  deposits.  Evaporation  of  the 
tungsten  has  also  an  influence  upon  the  ribbon  itself. 
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Notwithstanding  all  these  reasons  for  nonreproduci- 
biHty,  measurements  of  the  spectral  radiance  of  a 
number  of  lamps  from  different  manufacture  by 
Schurer  [6]  gave  very  satisfactory  results.  If  aU 
lamps  were  adjusted  to  the  same  luminance  tempera- 
ture at  650  nm,  the  spectral  radiances  at  280  nm  did 
not  deviate  more  than  ±3  percent  and  at  2500  nm  not 
more  than  ±2  percent. 

For  the  user,  the  factors  mentioned  above  mean 
that  the  lamp  has  to  be  recalibrated  regularly.  For 
absolute  measurements,  the  accuracy  is  determined 
both  by  the  accuracy  of  the  calibration  of  the  lumi- 
nance temperature  as  a  function  of  the  lamp  current 
and  by  the  knowledge  of  the  spectral  emissivity  of 
tungsten.  In  a  review  article  such  as  this,  the  author 
cannot  do  much  more  than  draw  the  user's  attention 
to  all  the  effects  mentioned. 

C.  The  Carbon  Arc  as  a  Standard  for'Spectroradiometry 

A  disadvantage  of  the  tungsten  strip  lamp,  inherent 
to  the  generation  of  the  radiation,  is  the  strong  de- 
crease in  radiance  with  decreasing  wavelength.  At  a 
temperature  of  2800  K  the  maximum  of  the  spectral 
radiance  is  at  950  nm;  at  700  nm  the  radiance  is  still 
74  percent  of  its  maximum  value,  but  at  300  nm  it  is 
only  0.3  percent  of  the  maximum  value.  For  a  black- 
body  radiator,  the  relative  slope  of  the  radiance- 
wavelength  curve  in  the  visible  and  ultraviolet  range 
of  the  spectrum  decreases  if  the  temperature  increases.. 
If  e(A.,  T)  does  not  change  much  with  wavelength,  a 
similar  variation  of  radiance  is  found  for  other  radia- 
tors. Therefore,  one  must  look  for  a  nearly  grey 
radiator  with  a  temperature  as  high  as  possible.  In 
this  respect,  the  anode  of  the  carbon  arc  has  favorable 
properties.  Since  the  first  measurements  by  Waidner 
and  Burgess  in  1904,  the  temperature  and  emissivity 
of  the  carbon  and  graphite  anode  have  been  subject 
of  many  investigations.  A  survey  of  these  investiga- 
tions has  recently  been  given  by  Schurer  [14].  The 
author  drew  attention  to  the  remarkable  differences  in 
spectral  reflectance  of  carbon,  found  by  different 
investigators;  they  range  from  1  to  30  percent,  cor- 
responding to  emissivities  of  99  to  70  percent. 


First  some  words  about  the  use  of  the  carbon  arc  in 
practice.  Generally,  the  arc  is  drawn  between  a  hori- 
zontal anode  (used  as  the  radiance  standard)  and  a 
vertical  cathode.  The  electrodes  must  be  mounted  in  a 
casing,  which  protects  the  arc  from  draught  and  the 
surroundings  from  radiation.  Because  of  the  rapid 
burning-off  of  the  electrodes,  their  distance  should  be 
held  constant,  either  manually  or  with  an  automatic 
device.  It  is  often  useful  to  make  an  enlarged  image  of 
the  arc  on  a  screen,  on  which  the  required  position  can 
be  indicated.  The  arc  is  powered  from  a  dc  source, 
which  should  supply  a  current  of  about  10  A  (for  a  low- 
current  arc).  To  stabilize  the  arc,  a  ballast  resistance 
is  needed,  which  is  usually  chosen  such  that  the 
voltage  across  the  resistor  is  at  least  equal  to  that 
across  the  arc.  Dependent  on  the  quality  of  the  supply, 
a  ripple  filter  can  be  added  to  suppress  a  possible 
50-Hz  ripple  of  the  supply  source.  Schurer  did  measure- 
ments on  several  electrodes  from  different  manu- 
facturers: * 

Ringsdorff  Werke  G.m.b.H.  (FRO),  6  different  types. 
Ultra  Carbon  Corp.  (USA),  5  different  types.  National 
Carbon  Company  (USA),  3  different  types,  Conradty 
(FRG),  3  different  types.  The  data  of  these  electrodes 
are  collected  in  table  2.  It  can  be  seen  that  great  varia- 
tions in  density  and  specific  resistance  exist  in  the 
different  species.  Much  less  variation  was  found  in  the 
current  density  at  the  overload  point  (current  at  which 
the  arc  starts  hissing).  Therefore,  the  variations  in  the 
temperature  of  the  anode  crater  (the  radiation  source 
proper)  are  rather  small.  The  lowest  (true)  temperature 
was  found  for  Conradty-electrodes  (3775  to  3785  K, 
±  15  K),  the  other  temperatures  range  from  3790  K 
to  3865  K.  The  values  of  the  spectral  emissivity,  found 
by  Schurer  for  RWI  anodes  at  arc  temperature  ranged 
from  96  percent  in  the  ultraviolet,  via  99  percent  at 
500  nm  to  about  96  percent  at  1.5  fim.  In  some  parts 
of  the  spectrum,  the  radiation  from  the  arc  itself  can 
affect  the  observed  anode  radiance,  particularly  at 


^  In  order  to  adequately  describe  materials  and  experimental  procedures,  it  was  oc- 
casionally necessary  to  identify  commercial  products  by  manufacturer's  name  or  label. 
In  no  instances  does  such  identification  imply  endorsement  by  the  National  Bureau  of 
Standards,  nor  does  it  imply  that  the  particular  product  or  equipment  is  necessarily  the 
best  available  for  that  purpose. 


Table  2. 

Some  data  of  the 

anodes,  use 

d  by  Schurer 

[14] 

Manufacturer 

Code 

Kind  of  carbon 

Density 

Resistivity 

-Grain  size 

Overload 

(lO^kg/m^) 

(lO-sflm) 

A/mm^ 

Ringsdorif 

RWO 

Graphite 

L79 

7.7 

Fine 

1.12 

RWI 

Graphite 

1.59 

7.5 

Fine 

1.07 

RWII 

Lampblack 

L56 

61 

Fine 

0.71 

RWIV 

Graphite 

1.78 

7.2 

Coarse 

1.20 

Ultra  Carbon 

Ul 

Graphite 

L75 

7.2 

Coarse 

U2 

Graphite 

1.99 

12.1 

Fine 

1.15 

National  Carbon 

AGKSP 

Graphite 

1.66 

6.4 

Coarse 

1.04 

SPK 

Graphite 

1.87 

11.8 

Fine 

1.11 

L113SP 

Lampblack 

1.50 

53 

Fine 

0.68 

Conradty 

Noris 

Lampblack 

1.20 

96 

Fine 

0.6 

Noris  vacuum 

Coke 

1.32 

79 

Coarse 

0.75 
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those  wavelengths  where  strong  cyanogen  bands  are 
found  and  at  wavelengths  below  250  nm.  Nevertheless, 
Schurer  concluded  "that  the  anode  of  a  carbon  arc  in 
air  offers  a  highly  reproducible  standard  of  spectral 
and  total  radiance."  The  total  radiance,  found  for  a 
RWO  anode,  appeared  to  be  3.84  W  mm-''  sr-'±l 
percent,  of  which  0.054  W  •  mm-^  sr"*  has  its  origin 
in  the  arc. 

D.  Some  Other  Standard  Sources 

Besides  the  standards,  described  in  the  foregoing 
sections,  there  are  some  radiation  sources  which,  with 
certain  restrictions,  can  also  be  used  for  absolute 
spectroradiometric  measurements.  Alternatives  for  the 
black-body  radiator  are  the  tungsten  lamp,  described 
by  Magdenburg  and  Wende  [15]  and  the  black-body 
radiator  after  Quinn  and  Barber  [16]. 

In  the  first  case,  a  cylinder  of  tungsten  foil  is  used 
with  a  slit  in  the  surface.  It  can  be  used  as  a  tungsten 
ribbon  filament  lamp,  but  with  the  possibility  to  meas- 
ure €(k,  T)  of  the  tube  by  comparing  the  radiance  of 
the  tube  and  the  slit.  In  the  second  case,  a  tungsten 
tube  is  used,  which  is  observed  end-on.  Inside  the 
tube  is  a  bundle  of  tungsten  wire,  which  is  the  proper 
source  of  radiation  (fig.  4).  It  can  be  considered  as  a 
grey  body  with  an  emissivity  as  high  as  0.95.  The  argon- 
fiUed  lamp  needs  a  current  of  56  A  at  12  V  for  a 
temperature  of  2700  °C.  Measurements  by  Jones  [17]  of 
the  reproducibility  of  this  lamp  are  promising  and  the 
Comite  Consultatif  de  Photometric  of  the  Bureau  Inter- 
national des  Poids  et  Mesures,  in  its  meeting  of  Sep- 
tember 1971  has  recommended  to  continue  the  study  of 
this  radiator. 


Figure  4.  Quinn-Barber  black-body  radiator  [16].  a,  tungsten  tube 
with  tungsten  wires;  b.exit  diaphragm, <^  =  1  mm;  didi  diaphragms 
for  eliminating  stray  light. 

For  some  spectroradiometric  measurements,  it 
would  be  worthwhile  to  have  a  background  with  a 
radiance  stiU  higher  than  that  of  the  anode  of  the 
carbon  arc.  Attempts  have  been  made  to  use  the  high- 
pressure  xenon  arc  lamp  for  this  purpose.  Most  investi- 
gations have  been  done  for  XBO -lamps  of  various 


wattage,  made  by  Osram.  For  its  use  as  a  radiance 
standard  one  should  take  in  mind  that  the  discharge 
consists  of  two  parts,  the  so-called  "Plasmakugel,"  a 
small  spot  of  high  radiance  situated  just  above  the 
cathode  and  the  column  with  a  radiance  which  is  about 
one  quarter  of  that  of  the  sphere.  The  spectral  radiance 
of  the  sphere  of  XBO-900  lamp  at  400  nm  is  about 
1  W/cm- •  sr  •  nm,  that  of  the  arc —  0.3  W/cm'^ -sr-nm. 
The  Fatter  value  is  by  a  factor  of  3  to  4  larger  than  the 
radiance  of  the  anode  of  the  carbon  arc  and  by  a 
factor  of  200  larger  than  the  radiance  of  the  strip  lamp 
at  2800  K,  both  at  the  same  wavelength.  In  our  labora- 
tory ter  Heerdt  has  measured  the  spectral  distri- 
bution of  the  radiation  emitted  by  different  parts  of  the 
arc  and  investigates  whether  the  reproducibility  of  the 
xenon-arc  lamp  is  good  enough  for  the  use  as  standard 
source. 

Another  stable  source  of  high  spectral  radiance  is  the 
cascade-arc  of  Maecker  [18],  a  stabilized  high  cur- 
rent arc  with  a  current  of  about  1000  A  and  a  tempera- 
ture of  about  12000  K  (fig.  5). 
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Figure  5.  Maecker's  cascade  arc  [18]  between  a  carbon  anode 
and  a  tungsten  cathode.  Around  the  arc  the  cooling  discs.  Argon 
is  used  here  as  protecting  gas  and  SFe  as  the  gas  the  properties 
of  which  are  investigated. 

The  arc  column  burns  within  the  bore  of  a  stack  of 
copper  discs  and  has  a  diameter  of  about  5  mm.  The 
spectrum  consists  of  a  strong  continuous  background 
on  which  spectral  fines  of  the  arc  gas  are  superim- 
posed. Most  measurements  up  to  now  are  related  to 
the  properties  of  the  arc  gas  or  gases  at  high  tempera- 
tures, but  it  seems  that  this  arc  has  also  good  properties 
for  being  used  as  radiation  standard. 
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E.  Irradiance  Standards 

All  the  standards  mentioned  in  the  foregoing 
sections  are  primarily  meant  for  radiance  standards. 
For  absolute  measurements  of  radiation,  an  irradiance 
standard  can  be  required,  that  is  to  say  a  standard 
which  causes  a  known  spectral  irradiance  at  the  sur- 
face of  a  detector.  If  a  black-body  radiator  is  avail- 
able, this  can  also  be  used  as  an  irradiance  standard 
if  a  diaphragm  of  known  diameter  is  used.  For  the 
tungsten  strip  lamp  this  is  more  difficult  to  achieve, 
because  the  radiance  is  not  constant  along  and  across 
the  strip.  This  makes  it  difficult  to  calculate  the  ir- 
radiance at  a  given  distance  from  the  lamp.  More 
suitable  standards  for  this  purpose  are  the  special 
tungsten  filament  lamps  and  quartz-iodine  lamps, 
developed  at  the  National  Bureau  of  Standards  [19]. 

An  irradiance  standard,  which  can  also  be  used  in 
the  ultraviolet,  is  the  UV-Normal  by  Kreflft,  Rossler 
and  Riittenauer  [20],  which  consists  of  a  high  pres- 
sure mercury  vapor  lamp,  run  at  dc,  2A,  200  W.  An 
alternative  is  the  Standard  75  lamp,  0.95  A,  80  W  [21]. 
The  spectrum  consists  of  a  weak  continuum  on  which 
the  mercury  spectrum  is  superimposed.  The  spectral 
distribution  has  been  measured  a.o.  by  Rossler,  van 
Stekelenburg  [22],  Coohdge  and  recently  by  Kok  [21]. 
According  to  van  Stekelenburg's  measurements  the 
differences  between  various  lamps  of  a  series  are* 
about  10  percent,  the  relative  spectral  distributions 
from  different  lamps  are  nearly  equal.  The  UV-Normal 
gives  an  irradiance  of  0.70  W/m^  at  a  distance  of  1  m 
at  a  wavelength  of  365  nm  (strongest  Une);  at  296.7  nm 
this  value  is  0.10  W/m^.  The  irradiance  by  the  con- 
tinuum at  the  same  distance  is  0.48  mW/m^-nm  at 
500  nm,  3.0  mW/m^  •  nm  at  300  nm. 

III.  Absolute  Radiometers 

In  the  preceding  section,  standard  sources  have  been 
described  which  can  be  used  if  absolute  radiation 
measurements  are  required  and  a  comparison  of  the 
unknown  source  with  a  standard  source  is  possible. 
Another  procedure  for  absolute  measurements  is  to 
measure  the  radiation  emitted  by  the  unknown  source 
directly  with  an  absolute  receiver,  called  also  an 
absolute  radiometer. 

Most  detectors  used  in  optical  measurements,  such 
as  the  photomultiplier  tube,  the  photoelectric  cell 
etc.,  have  a  spectral  responsivity  which  depends  on 
the  wavelength.  Such  a  detector  can  be  cahbrated, 
either  relatively  or  absolutely,  with  the  help  of  a 
standard  source,  combined  with  a  spectral  apparatus 
or  a  series  of  interference  filters.  If  the  transmission 
characteristics  of  the  spectral  apparatus  or  the  filters 
are  known,  the  calibration  can  be  made  in  absolute 
values.  However,  in  many  cases  a  relative  spectral 
response  curve  is  sufficient.  We  wiU  come  back  to  this 
procedure  later  on. 

First  we  will  pay  attention  to  devices  which  offer 
the  possibility  of  making  an  absolute  measurement 
directly;  that  is  to  say,  without  using  a  standard 
source.  In  such  a  device  the  radiant  energy  or  power 


absorbed  must  be  compared  with  a  quantity  of  energy 
or  power  of  another  form,  usually  a  quantity  of  electric 
power.  The  apparatus,  best  suitable  for  this  purpose 
and  most  thoroughly  investigated  is  the  absolute  radi- 
ometer, belonging  to  the  class  of  thermal  receptors. 
Essentially,  this  type  of  receptor  is  independent  of 
the  wavelength  of  the  incident  radiation  in  the  spectral 
region  where  the  absorption  factor  (black  surface)  is 
independent  of  wavelength.  The  incident  radiation  is 
absorbed  in,  e.g.,  a  metal  foil  which  consequently 
increases  in  temperature.  The  increase  in  temperature 
can  be  measured  in  different  ways,  for  instance  with  a 
thermopile  or  as  a  change  in  the  resistance  of  the 
receiver,  a  bolometer.^  Afterwards  the  metal  foil 
can  be  heated  by  an  electric  current,  which  must  be 
adjusted  in  such  a  way  that  an  equal  change  in  the 
detector  element  is  caused. 

One  of  the  older  instruments,  based  on  this  prin- 
ciple, is  Wouda's  bolometer  [23] ,  developed  in  the 
thirties  in  our  laboratory.  The  radiation  absorbing 
element  in  Wouda's  bolometer  is  a  manganin  foil  of 
50  X  15  X  0.03  mm,  blackened  with  carbon  black  on 
the  front.  On  the  hack,  a  copper  wire  50  am  in  diam- 
eter is  spread  across  the  whole  surface  of  the  foil,  as 
shown  in  figure  6. 
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Figure  6.  Wouda's  absolute  bolometer  [23].  a,a=  bolometer  wire. 
<^  =  50  ^im;  b,b,  copper  clamps  on  which  the  metal  foil  is  soldered 
(at  c,c);  d,d,  potential  wires. 

A  change  in  temperature  of  the  receiver  element  by 
absorption  of  the  incident  radiation  causes  a  change  in 
the  resistance  of  the  copper  wire,  which  can  be 
measured  with  a  Wheatstone  bridge.  Local  differ- 
ences in  the  temperature  are  eliminated  by  the  shape 
of  the  wire  which  operates  as  an  integrating  device. 
Afterwards  the  foil  can  be  heated  with  a  known  electric 
current;  its  resistance  (nearly  independent  of  tempera- 
ture) is  also  measured  in  a  bridge  circuit.  A  similar 
element  in  the  opposite  arm  of  the  bridge  compensates 
for  a  possible  influence  of  the  surroundings.  The  heat 
balance  equation  is: 


•'  According  to  [1].  a  bolometer  is  a  thermal  receptor  in  which  the  heating  of  the  part  that 
absorbs  the  radiation  liives  rise  to  a  chanj:e  in  its  electrical  resistance.  Here,  bolometer  is 
also  used  as  a  device  where  the  receiver  heats  a  resistor  which  resistance  changes  because 
of  the  heating  of  the  radiation  receiver  (see  Wouda  bolometer). 
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oEA  =  i^R 


(6) 


 2-1.!m- 


where  E  is  the  irradiance  on  the  plane  of  the  foil 
(W/m^),  a  the  absorption  factor  of  the  foil,  A  its 
surface  (m^),  i  the  current  which  causes  the  same 
effect  in  the  detector  as  the  radiation  and  R  the 
resistance  of  the  foil.  The  accuracy  is  determined  by 
the  accuracy  with  which  a.  A,  i,  and  R  can  be  deter- 
mined, the  time  constant  by  the  heat  capacity  of  the 
foil. 

There  is  a  difference  between  the  heating  of  the 
copper  wire  by  radiation  or  by  the  electric  current 
through  the  foil,  since  in  the  first  case  the  heat  ab- 
sorbed in  the  black  layer  has  to  pass  this  layer  before 
it  reaches  the  metal  foil;  in  the  second  case  the  heat 
is  produced  inside  the  foil.  Wouda  has  shown  that  the 
procentual  error  caused  by  this  effect  is  ~  ad/k  where 
a  is  the  heat  loss  per  mm^  and  per  °C  of  the  frontside 
by  radiation,  convection  and  conduction  of  heat,  d 
the  thickness  of  the  black  layer  and  K  its  heat  con- 
ductivity. In  the  bolometer,  used  by  Wouda,  this 
correction  was  only  0.12  percent  and  was  taken  into 
account  in  the  results  of  the  measurements.  Another 
point  to  be  mentioned  is  the  absorptance  of  the  black 
layer.  Carbon  black  has  a  reflection  factor  of  3-4  per- 
cent in  the  visible  region;  in  the  infrared  beyond  4  /a  the 
layer  becomes  more  and  more  transparent.  This  can 
be  avoided  by  the  use  of  other  layers,  developed  since 
then.  Ultimately,  Wouda  claims  an  accuracy  of  0.1 
percent  of  his  apparatus.  Some  years  ago,  we  made  a 
comparison  between  this  bolometer  and  a  thermopile, 
calibrated  at  the  National  Physical  Laboratory,  and 
found  a  difference  of  less  than  1  percent.  At  that 
time,  a  more  accurate  comparison  was  not  possible. 
An  alternative  device  was  designed  by  this  author 
[24].  In  this  device  the  copper  wire  was  replaced  by  a 
thin  aluminum  foil  made  by  evaporation  on  the  back 
of  a  mica  foil.  The  receiver  was  a  layer  of  evaporated 
manganin  on  the  frontside  of  the  mica  foil.  The 
accuracy  was  estimated  to  be  better  than  0.5  percent. 
Another  alternative  has  been  described  by  Bischofif  of 
the  Physikalisch-Technische  Bundesanstalt  [251  and 
by  Gillham  of  the  National  Physical  Laboratory  [26]. 

In  fact,  Gillham  developed  three  radiometers,  of 
which  the  first  one  — an  improvement  of  the  older 
Guild  radiometer  — consisted  of  a  circular  metal  disc, 
thermally  insulated  from  its  surroundings  and  provided 
with  a  number  of  thermocouples  to  measure  its  average 
temperature.  The  disc  is  heated  either  by  the  incident 
radiation  or  by  an  electrical  heating  element.  Gillham 
made  a  new  disc  radiometer  with  a  much  smaller  heat 
capacity  and  added  a  complete  second  receiver 
"identical  to  the  first  receiver,  except  that  it  looks  in 
the  opposite  direction."  The  receiver  and  heating 
element  are  shown  in  figure  7.  In  his  third  radiometer, 
the  black-body  radiometer,  the  receiver  is  mounted  in  a 
cavity  with  an  absorption  factor  sensibly  equal  to  unity 
(fig.  8).  This  instrument  has  a  sensitivity  of  0.012 
V  •  W"*  cm"-,  an  area  of  the  limiting  aperture  of  3.00 
mm^  and  a  time  constant  of  14  s.  A  comparison  of 
the  new  instruments  has  shown  that  they  agreed  to 
within  0.2  percent. 
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Figure  7.    Gillham  absolute  radiometer  [26]. 
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Figure  8.    Gillham  radiometer  in  a  cavity  [26]. 

At  the  National  Standards  Laboratory  (Australia)  a 
radiometer  of  the  GiUham  type  has  been  used  by 
Blevin  et  al.  [27]  for  a  new  determination  of  the 
Stefan-Boltzmann  constant.  Preston  [28]  described  a 
similar  device,  also  intended  for  measuring  the  energy 
of  radiation  pulses.  It  had  a  rise  time  of  i  s  and  a 
cooling  time  constant  of  8  s. 

An  advantage  of  the  black-body  radiometer  is  that  it 
is  independent  of  the  spectral  characteristics  of  the 
black  surface  layer,  used  in  the  devices  described 
above.  It  is  often  difficult  to  measure  this  absorption 
factor  over  a  wide  spectral  region.  Previously,  MiiUer 
used  a  hemispherical  mirror  with  the  receiver  in  its 
center;  the  radiation  is  admitted  through  a  hole  in  the 
mirror.  The  radiation  which  is  reflected  by  the  re- 
ceiver impinges  upon  the  mirror  and  is  reflected  back 
to  the  receiver.  In  this  way  the  effective  absorbance 
of  the  receiver  can  be  increased. 

Two  other  cavity-type  radiometers  have  been  devel- 
oped and  described  in  detail  by  Kendall  and  Ber- 
dahl  [29].  One  type  is  used  in  vacuum,  the  other, 
either  in  vacuum  or  air.  They  are  designed  for  measur- 
ing irradiances  from  about  0.10  mW/mm^  to  8  W/mm^ 
with  an  accuracy  of  0.3  percent. 
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With  all  precautions  taken,  it  seems  possible  to 
determine  the  total  radiation  on  a  certain  plane  with 
an  accuracy  of  some  tenths  of  a  percent.  For  absolute 
spectral  measurements  the  accuracy  is  much  less. 
Intercomparisons  by  National  Standardizing  Labora- 
tories of  absolute  spectral  irradiance  scales  are  carried 
out  under  the  auspices  of  a  committee  on  spectro- 
radiometry  of  the  Commission  Internationale  de 
I'Eclairage  with  C.  L.  Sanders  as  the  chairman.  AU 
devices  described  above  have  a  rather  large  area  and 
time  constant,  and  are  generally  not  suited  for  measure- 
ments behind  the  exit  slit  of  a  monochromator.  There- 
fore, the  devices  described  must  be  considered  as 
primary  standard  instruments,  against  which  other 
radiation  receivers,  either  nonselective  or  selective, 
can  be  caUbrated. 

IV.  Additional  Remarks  Concerning 
Absolute  Measurements 

In  the  foregoing  sections  we  have  seen  that  for 
absolute  measurements  both  absolute  radiation 
standards  and  absolute  receivers  are  available.  For  a 
proper  use  of  these  devices,  several  precautions  have 
to  be  taken  depending  upon  the  aim  of  the  measure- 
ments. The  main  problems  in  absolute  radiometry  are: 

(1)  the  calibration  of  an  arbitrary  source  in  absolute 
units, 

(2)  the  calibration  of  a  selective  receiver  in  absolute 
units. 

In  both  cases  the  user  is  generally  interested  in  the 
dependence  of  the  quantities  measured  on  the  wave- 
length of  the  radiation  emitted  or  received. 

A.  The  Calibration  of  an  Arbitrary  Source 

If  an  absolute  standard  source  is  available,  both 
sources  can  be  compared  with  the  aid  of  a  mono- 
chromator and  an  arbitrary  receiver  behind  the  exit 
sht.  If  the  sources  are  comparable  in  size  and  spectral 
distribution,  no  special  problems  wiU  be  encountered. 
Both  can  sucessively  be  focused  upon  the  entrance  slit 
of  the  spectral  apparatus  and,  if  the  receiver  is  a  linear 
instrument,  the  ratio  of  the  signals  is  a  measure  for  the 
ratio  in  the  radiances  or  radiant  intensities.  If  the 
sizes  or  intensities  of  the  sources  differ  considerably, 
a  MgO-  or  BaS04-screen  can  be  irradiated  successively 
by  the  sources.  Then,  the  radiances  of  the  screen  are 
compared.  If  the  source  to  be  calibrated  has  a  spectrum 
composed  of  a  continuous  background  and  spectral 
lines  superimposed  upon  the  background  (contrary  to 
most  standards  described  before,  which  have  a  rather 
smooth  spectrum),  the  signal  has  to  be  separated  into 
its  component  parts.  This  can  be  done  in  different 
ways: 

(1)  by  variation  of  sUt  width.  If  for  equal  slit  widths 
the  width  of  the  slits  is  changed,  the  intensity  of  the 
continuum  leaving  the  monochromator  is  another  func- 
tion of  this  wddth  than  the  intensity  of  the  line  radia- 
tion (intensity  (:)(AA.)'^  and  (AX)  respectively  under 
certain  precautions  [30]). 


(2)  with  fixed  (narrow)  slits  and  continuous  recording 
of  the  signal  as  a  function  of  wavelength.  The  area 
between  the  total  response  and  the  interpolated 
continuum  in  the  region  of  the  line  provides  the  radiant 
flux  in  the  line.  The  sUt  width  should  be  chosen  in 
accordance  with  the  dispersion  and  the  slope  of  the 
spectral  distribution  curve.  More  about  a  similar 
method  can  be  found  in  a  paper  by  Bauer  and  Erb  [31]. 

If  an  absolute  receiver  is  available,  one  can  either 
measure  the  radiant  flux  leaving  the  exit  slit  of  the 
monochromator  directly  with  the  calibrated  receiver 
or,  if  this  receiver  is  not  suited  for  this  purpose  (e.g., 
because  his  surface  is  too  large  and  must  be  filled 
homogeneously),  cahbrate  another  receiver  against  the 
standard  and  use  this  one  behind  the  exit  slit  (Cf. 
IV.  B).  In  order  to  relate  the  signal  of  the  receiver  to 
the  radiant  intensity  of  the  source  to  be  calibrated, 
one  must  furthermore  know  the  absorptance  of  the 
optical  components  between  source  and  detector  and 
the  width  of  the  spectral  region  transmitted  by  the 
monochromator.  This  last  quantity  is  needed  for  the 
reduction  of  the  measured  signal  to  a  quantity  per 
unit  of  wavelength. 

A  method,  which  gives  all  the  information  needed,  is 
schematically  given  in  figure  9  (Krijgsman  [32]). 
Two  monochromators  are  required  in  crossed  position. 
The  source  to  be  calibrated  is  focused  on  the  entrance 
slit  Si  of  the  first  monochromator  (i.e.,  a  double  mono- 
chromator), which  in  its  turn  is  successively  focused 
on  S2  and  S3.  S3  is  focused  with  lens  L3  in  P.  The 
spectral  irradiance  in  P  is  measured  with  the  absolutely 
calibrated  receiver.  Afterwards  the  image  in  P  is  re- 
placed by  the  source  K.  The  radiant  intensity  of  K 
and  its  image  (both  in  P)  are  compared  with  a  second 
monochromator  with  arbitrary  receiver  or  spectro- 
graph but  with  a  direction  of  dispersion  which  is 
perpendicular  to  that  of  the  first  one  (S4  perpendic- 
ular to  S3).  The  spectral  region  transmitted  by  the 
first  monochromator  can  be  derived  from  the  shape  of 
the  region  transmitted  by  the  second  monochromator. 
For  detailed  information  on  this  method,  the  reader  is 
referred  to  the  literature. 


Figure  9.  Krijgsman's  arrangement  [32]  for  the  absolute  calibra- 
tion of  an  arbitrary  source  K.  D,  double  monochromator  with 
slits  Si,  S2,  S3;  P.  image  of  K;  Sp,  spectrograph  with  horizontal 
slit  S4. 
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B.  Calibration  of  An  Arbitrary  Receiver 

Here,  also,  the  method  depends  upon  the  standard 
available,  either  a  standard  source  or  an  absolute 
receiver.  If  a  standard  source  is  available,  one  can  use 
either  a  series  of  interference  filters  or  a  mono- 
chromator  to  separate  the  radiation  into  individual 
wavelengths.  In  both  cases  the  spectral  transmittance 
of  the  wavelength-selecting  device  should  be  known. 
If  a  standard  receiver  is  available,  an  arbitrary  source 
can  be  used  and  the  receiver  to  be  calibrated  can  be 
compared  to  the  standard  receiver  in  an  arrangement 
similar  to  that  shown  in  the  first  part  of  figure  9  (both 
receivers  in  P).  If  the  receiver  has  a  spectral  response 
curve  with  steep  slope  (or  slopes),  it  might  be  neces- 
sary to  calculate  the  effective  wavelength  of  the  radia- 
tion incident  upon  the  receiver. 

Factors,  like  nonhnearity,  fatigue  effects  and  area 
sensitivity  of  the  receiver  are  not  discussed  here. 
But  the  user  should  not  forget  them  in  the  evaluation 
of  his  measurements. 


The  author  is  much  indebted  to  J.  A.  ter  Heerdt 
for  carefully  reading  the  manuscript. 
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The  methods  described  in  the  literature  for  accurately  measuring  photocell  linearity  are  surveyed 
and  assessed.  The  effect  of  not  measuring  photocell  linearity  under  the  conditions  used  in  the  final 
apparatus  are  considered.  Some  of  the  conditions  necessary  for  accurate  assessment  of  the  non- 
linearity  under  working  conditions  are  specified.  The  use  of  the  NRC  "Photocell  Linearity  Tester" 
to  measure  and  correct  for  the  nonlinearity  of  various  receivers  is  described. 
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I.  Introduction 

A  radiometer  is  linear  if  at  time,  to,  the  response, 
N{to),  indicated  by  the  radiometer  is  exactly  propor- 
tional to  the  incident  radiant  flux,  (t){to),  i.e.,  Nito) 
=  a(f){to),  where  a  is  a  constant.  This  is  the  ideal  and 
is  never  exactly  realized. 

Our  problem  is  to  measure  one  radiant  flux,  (f)i, 
relative  to  another,  (/)2.  Thus,  we  want  to  know  0i/<^2 
from  the  measurements  A'l,  and  A^2.  In  general,  (/)i  and 
02  are  functions  of  time  since  we  must  compare  the 
two  fluxes  and  thus  cannot  irradiate  the  receptor 
indefinitely  with  either  flux. 

In  general,  the  response,  N{to),  depends  on  the  flux 
which  fell  on  the  receptor  from  the  time  the  receiver 
was  made  up  to  time,  to.  It  also  depends  on  the  elec- 
tronic circuit  associated  with  the  receptor  and  on  all 
of  the  things  which  control  its  behavior,  such  as  com- 
ponent temperatures,  power  supply  voltages,  charges 
on  its  capacitors,  magnetic  fields,  etc.  Again,  in  the 
ideal  case  the  response  of  the  electronic  circuit  should 
depend  only  on  (/)(fo) ,  but  in  practice  it  will  depend  on 
(f>(t)  where  t  goes  from  —oo  to  to- 

For  accurate  measurements,  we  must  apply  the 
two  fluxes  to  be  compared  in  a  way  which  will,  for 
'   the  receptor  and  electronics  used,  produce  a  ratio 
j  which  is  precisely  reproducible.  We  also  must  devise 
!  a  method  to  measure  and  correct  for  the  nonhnearity 

which  is  present  at  the  time  of  the  measurement, 
i  The  purpose  of  this  paper  is  to  describe  the  principal 
i  methods  of  reducing  and  measuring  nonlinearity,  to 
i  indicate  the  accuracies  attained  by  each,  and  to  point 
jl  out  a  few  of  the  merits  or  drawbacks  in  each.  Hope- 
I  fuUy  this  will  aid  in  deciding  which  method  is  appro- 


priate for  a  particular  task,  and  also  in  deciding  how 
many  precautions  are  required  to  attain  a  specified 
accuracy.  The  reference  list  given  is  not  intended  to 
be  complete,  but  rather  to  indicate  a  sufficient  variety 
of  methods. 

II.  List  of  Methods  of  Measuring  and  Correcting 
for  Nonlinearity 

1.  Superposition  (Additive)  method.  The  super- 
position method  is  a  basic  physical  method  and  is 
useful  in  all  radiometric  applications.  It  may  be  di- 
vided into  two  classes:  (a)  Multiple  sources,  (b)  One 
source  providing  several  independently  interceptible 
beams. 

2.  Bouguer's  Law. 

3.  Beer's  Law. 

4.  A  combination  of  the  superposition  method  and 
Bouguer's  Law  as  described  by  Hawes  [1].^ 

5.  Inverse  Square  Law. 

6.  Standard  absorbing  filters  of  either  liquid  or  glass. 

7.  Standard  reflecting  materials. 

8.  Rotating  sectors.  WARNING:  This  does  not 
measure  all  types  of  linearity  because  in  the  extreme 
case  the  flux  is  either  (f)  or  zero  and  nothing  can  be 
deduced  about  linearity. 

9.  Measurement  of  amplitude  of  harmonics  or  beat 
frequencies.  Increases  precision  of  measurements 
and  speed  of  measuring  nonlinearities. 

10.  Measurement  of  known  radiant  fluxes.  Erminy  \2] 
has  shown  how  to  provide  the  known  radiant  fluxes  by 
the  superposition  method  using  three  sources. 


'  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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11.  Null  method  eliminates  nonlinearity.  Lee  and 
others  use  it  in  optical  pyrometry  by  providing  standard 
sources  to  match  the  test  source. 

12.  Use  of  a  linear  receptor  to  calibrate  a  test 
receptor. 

III.  Summary  of  Methods  of  Reducing  Non- 
linearities  and  Increasing  Accuracy 

1.  Kunz  [3]  has  shown  that  one  can  attenuate  the 
flux  by  a  known  amount  using  a  sector  and  thus  im- 
prove the  results  by  keeping  the  average  anode  current 
in  a  photomultiplier  low  enough  to  make  negligible  the 
drift  of  dark  current. 

2.  Jung  [4]  has  demonstrated  improved  linearity  by 
attenuating  the  larger  flux  with  a  sector.  This  is 
effective  if  the  chopping  rate  is  much  faster  than  the 
time  constant  of  the  nonlinearity. 

3.  Jung  [5]  has  demonstrated  improved  linearity  by 
chopping  the  flux  to  be  measured  and  then  adding  a 
steady  flux,  Po,  to  the  chopped  flux  to  keep  the  average 
flux  constant.  The  mixture  of  chopped  and  steady  flux 
is  then  passed  to  a  phase  sensitive  rectifier  and  the 
output  caused  by  the  chopped  radiation  is  shown  to  be 
very  linear  provided  the  rectifier  is  linear.  f*o  need  not 
be  measured. 

4.  Special  circuits  in  photomultiphers  to  keep  the 
dynode  voltage  independent  of  anode  current  have 
been  developed.  The  linearity  is  improved  by  using  an 
adequate  cathode  to  first  dynode  voltage  and  main- 
taining a  constant  last  dynode  to  anode  voltage. 

5.  Low  or  zero  load  resistance  for  selenium  (barrier 
layer)  cells  and  silicon  diodes  improve  the  linearity. 

6.  Jones  and  Clarke  [6]  used  a  photocell  obeying 
Talbot's  Law  and  a  variable  sector  measured  by  time 
ratio  photometry  to  reduce  nonlinearities  in  photo- 
metric measurements. 

7.  Potentiometric  or  feedback  system  to  keep  con- 
stant the  input  to  electrometers  increases  the  stability 
and  precision  of  measurements.  Vacuum  photo- 
emission  diodes  with  a  cylindrical  anode  are  extremely 
linear. 

A.  Detailed  Descriptions  of  Some  Methods 
for  Measuring  Nonlinearities 

1.  Superposition  (Additive)  Method— In  the  super- 
position method  with  two  sources  fluxes  </>i  and  (/)2 
produce  the  responses  A'l  and  The  combined  flux, 
^i  +  c/)2,  produces  the  response  If  Ni  +  N2  =  Ni2 
then  the  photometer  is  Unear.  If  A'l  +  N2  Nv2  the 
nonhnearity  may  be  given  by  the  factor  NnliNi  +  N2),  as 
described  by  Sanders  [7],  where  this  factor  may  be 
used  to  correct  the  response  at  the  scale  position 
(/Vi  +  A^2)/2.  If  Niy^Ni  the  measured  correction  is 
only  an  average  correction  factor,  which  will  have  an 
error  dependent  on  how  the  nonlinearity  changes  with 
response.  Zero  correction  is  assumed  necessary  at 
A^i  +  N2. 

Rotter  [8]  preferred  to  find  the  nonlinearity  as  a 
difference  correction  to  the  response.  He  assumed  that 
the  correction  was  zero  at  the  value  N1  —  N2,  and  then 


defined  the  correction  at  A'^12  by 

A-2  =  yv,  +  /V2-/Vi2. 

With  Rotter's  method,  it  is  possible  to  make  hand 
computations  more  easily. 

a.  Multiple  Sources  — Many  descriptions  have 
been  given  of  the  use  of  this  method.  Preston  and 
McDermott  [9]  in  1934  reviewed  some  earlier  papers 
and  then  described  their  linearity  tests  using  six  incan- 
descent lamps  inside  an  integrating  sphere.  The  lamps 
which  were  screened  from  the  diffuse  viewing  window 
could  be  switched  on  or  off  independently  of  one 
another.  They  were  each  adiusted  to  have  a  similar 
luminous  flux.  Each  lamp  was  measured  independently 
with  the  test  cell  and  then  in  combinations  of  2,  3,  4, 
5,  and  6.  In  this  experiment,  each  lamp  had  to  be 
switched  on  and  stabilized  before  being  used. 

In  most  cases  the  photo  cells  tested  decreased  in 
sensitivity  with  the  illumination  on  the  receiver. 
They  used  blue,  green,  and  red  filters  and  found  that 
the  nonlinearity  was  worst  for  blue  light.  In  some  cases, 
increased  anode  to  cathode  voltage  improved  the 
linearity.  Nonlinearities  of  up  to  15  percent  were 
measured.  The  best  cell  was  an  Osram  KMV6^  with 
a  nonlinearity  of  0.1  percent,  at  a  ratio  of  1 :6  in  flux. 
All  KMV6  cells  were  not  as  linear. 

It  is  possible  that  the  nonlinearity  was  caused  by 
decreased  cathode  to  anode  potential  at  the  higher 
flux. 

This  type  of  nonlinearity  can  be  avoided  by  using 
a  cathode  which  is  mounted  at  the  end  of  a  long  cylin- 
drical anode  in  the  manner  described  by  Boutry  and 
Gillod  [10].  The  VB59  photodiode  from  Rank  Cintel, 
England,  which  is  very  linear  has  the  cathode  mounted 
along  the  axis  of  the  cylindrical  tube  with  a  small 
window  in  the  metallized  tube  wall.  The  nonlinearity 
can  also  be  avoided  by  using  an  auxiliary  potential  to 
cancel  out  the  potential  developed  across  the  anode 
resistor,  or  by  using  the  connections  to  an  operational 
amplifier  as  described  by  Witherell  and  Faulhaber 
[II].  The  operational  amplifier  decreases  the  anode 
load  resistance  by  the  factor  IIA  where  A  is  the  open 
loop  gain  of  the  amplifier. 

Other  users  of  multiple  sources  have  mounted  the 
lamps  in  individual  compartments  and  left  the  lamps 
lit  and  selected  the  flux  by  shutters.  Erminy  [2], 
Kunz  [3],  Jung  [4],  and  Reule  [12]  used  two  or  more 
sources  which  could  be  isolated  by  baffles  or  rotatable 
mirrors.  See  items  below  for  more  details  on  these 
applications. 

Reule  [12]  described  some  linearity  measurements 
on  a  Carl  Zeiss  DMR21  Recording  Spectrophotometer. 
He  used  a  method  of  testing  the  linearity  of  a  single 
beam  spectrophotometer  which  had  earlier  been 
described  by  Hansen  [13].  This  step  source  or  supple- 
mentary light  method  uses  the  superposition  principle. 
A  supplementary  source.  Si,  provides  an  adjustable 


2  In  order  to  adequately  describe  materials  and  experimental  procedures,  it  is  occasion- 
ally necessary  to  identify  commercial  products  by  manufacturer's  name  or  label.  In  no 
instances  does  such  identification  imply  endorsement  by  the  National  Biueau  of  Standards, 
nor  does  it  imply  that  the  particular  product  or  equipment  is  necessarily  the  best  available 
for  that  purpose. 
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amount  of  flux  which  is  measured  as  N  by  the  spectro- 
photometer in  the  single  beam  mode.  Ss  is  blocked  off 
and  the  internal  source,  Sj,  in  the  spectrophotometer  is 
adjusted  to  provide  an  equal  reading.  Both  shutters  are 
opened  and  the  sum  is  noted-  S5  is  again  blocked  off 
and  Si  is  adjusted  to  give  a  reading  equal  to  the  sum. 
This  stepping  procedure  is  repeated  until  the  top  of 
the  spectrophotometric  scale  is  reached.  Reule  used 
steps  of  20  percent  as  a  compromise  between  good 
scale  coverage  and  drifting  errors. 

The  analysis  of  the  measurements  is  complicated  if 
there  is  drift  of  the  zero,  or  drift  of  the  readings  caused 
by  lamp  drift.  It  is  not  possible  to  read  below  zero  or 
above  100  percent. 

Reule  also  described  how  to  use  a  similar  method 
for  double  beam  operation.  The  agreement  between  the 
corrections  for  double  and  single  beam  operation  was 
within  0.1  percent  of  full  scale.  The  corrections  neces- 
sary to  correct  for  nonBnearity  depended  on  wavelength, 
but  were  always  less  than  0.1  percent  when  a  photo- 
multiplier  was  used  as  the  detector. 

Reule  was  able  to  use  identical  geometry  for  the  two 
sources  so  the  measurements  should  be  applicable  to 
the  measurements  made  with  the  spectrophotometer. 
The  two  sources  are  independent,  so  no  interference 
can  be  caused  by  partial  coherence. 

b.  One  Source  Providing  Several  Fluxes  — 
This  is  a  very  convenient  method,  since  it  means  that 
only  one  power  supply  is  required  to  provide  the  two 
or  more  fluxes  which  are  required.  Since  the  source  is 
usually  a  tungsten  lamp,  the  voltage  must  be  controlled 
with  four  times  the  stability  which  is  required  in  the 
flux.  The  current  should  be  controlled  with  about 
seven  times  more  stability  than  that  required  in  the 
flux.  Thus,  the  power  supply  wiU  be  expensive  and  a 
considerable  saving  will  result  from  using  only  one 
supply. 

There  is,  however,  a  danger  in  deriving  the  two  fluxes 
for  the  superposition  method  from  a  single  source. 
The  two  fluxes  may  be  coherent  to  some  extent  and 
this  may  cause  errors  in  measuring  the  nonlinearity. 
In  fact,  MaUick  [14]  describes  a  method  in  which  the 
departure  of  additivity  of  two  intensities  indicates  the 
degree  of  coherence  of  the  light  vibrations  at  the  two 
points.  Since  one  cannot  use  the  same  measurement 
to  determine  both  nonlinearity  and  coherence,  it  is 
necessary  to  be  sure  which  or  what  combination  of 
these  phenomena  one  is  measuring  in  a  given  experi- 
ment. The  equation  given  by  MaUick  is 

I{Q)=h  +  h  +  2 (/1/2)    1  y,2(r)  I  cos  [ai2  (t)  -  6] . 

One  can  see  that  if  712  =  1  and  the  phase  is  correct, 
we  can  obtain  a  value  of  liQ)  =2{Ii  + 12)  in  the  case 
where  /i  =  /2.  This  is  twice  the  value  expected  for  in- 
coherent sources.  Similarly,  I{Q)  could  be  zero  if  the 
phase  was  shifted  by  180°.  Admittedly  these  are  the 
extreme  cases.  For  some  ideas  on  how  to  evaluate  the 
possible  errors  in  linearity  measurements  due  to 
coherence,  see  Born  and  Woff  [15],  Mielenz  and 
Eckerle  [16],  and  Bures  and  Delisle  [17]. 
The  coherence  wiU  depend  on  the  wavelength. 


wavelength  range,  area  of  source,  coherence  in  original 
source,  angular  separation  of  apertures,  size  of 
apertures,  area  of  receiver,  path  lengths,  difference  in 
path  lengths,  and  diffusion  in  the  system.  Thus,  it 
would  be  advisable  to  use  two  different  parts  of  the 
strip  filament  which  acted  as  the  original  source. 
This  may  be  accomplished  in  Sanders'  [7]  linearity 
tester  by  placing  a  thin  prism  in  front  of  one-half  of 


Figure  1.  Circular  glass  plate  with  a  3  degree  wedge  removed  from 
one  half.  This  half  deflects  rays  from  1  aperture  of  each  pair  of 
apertures  in  the  Unearity  tester  of  figure  2. 

the  pairs  of  holes.  As  shown  in  figure  1,  this  may  be 
easily  constructed  by  removing  a  3°  wedge  from  one- 
half  of  a  circular  glass  plate  with  the  thin  edge  of  the 
wedge  on  a  diameter.  The  plate  may  be  positioned  in 
front  of  the  lens  in  the  linearity  tester  with  the  diam- 
eter positioned  relative  to  the  master  plate,  shown  in 
figure  2,  so  all  the  rays  passing  the  upper  half  of  the 
holes  are  deflected  downward.  A  strip  filament  lamp 
has  replaced  the  lamp  with  diffusing  bulb.  A  photocell 
placed  at  the  image  of  the  lamp  filament,  will  receive 
images  from  two  separate  parts  of  the  vertical  strip 
filament  lamp.  There  may  be  some  slight  residual  co- 
herence due  to  interreflections  in  the  lamp  or  bj 
diffraction  or  stray  light  at  the  apertures,  but  it  wiU 
be  considerably  reduced.  If  it  is  desirable  to  measure 
with  monochromatic  light  or  to  extremely  high  ac- 
curacy, it  would  be  advisable  to  use  a  diffuser  before 
the  receiver  to  remove  even  the  residual  coherence. 

The  master  plate  in  figure  2  has  18  apertures  related 
in  area  as  1:1:2:2:4:4:8:8:16:  .  .  .  64:128:128. 
This  master  plate  is  placed  between  a  lens  anc 
the  image  of  a  lamp.  Thus,  each  aperture  as  viewed 
from  the  image  plane  has  a  luminance  equal  to 
the  luminance,  L,  of  the  source  times,  T,  the  trans- 
mittance  of  the  lens.  Thus,  the  irradiance  from 
each  aperture  at  the  image  is  proportional  to  the 
area  of  the  aperture.  A  rotatable  disk  with  suitable 
holes  can  be  positioned  to  transmit  light  through  one 
hole  or  a  pair  of  holes  from  the  master  plate.  Thus,  a 
range  of  illuminances  of  1:256  are  obtained  at  the 
image  position.  A  receiver  is  placed  at  this  position 
and  the  response  measured  for  each  aperture  or 
pair  of  apertures,  as  shown  in  table  1,  which  is  taken 
from  Sanders  [7].  For  the  whole  series  of  measure- 
ments we  must  select  one  position  which  requires  no 
correction.   Sanders  in  1962  used  normalization  at 

the  maximum  value.  It  is  now  believed  that  normal- 
ization at  some  fixed  position  on  a  scale  would  be  more 
reasonable  and  advantageous  in  comparing  non- 
linearity   measurements   obtained   at   two  different 
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Figure  2.    Sanders'  Photocell  Linearity  Tester.  (Courtesy,  Applied  Optics. 


times.  With  normalization  at  the  maximum,  one 
obtains  the  correction  factors  as  shown  in  column  4, 
which  are  applicable  to  the  responses  shown  in  column 
5.  Using  this  apparatus,  Sanders  obtained  correction 
factors  tor  two  detectors,  the  best  oi  which  was  a 
vacuum  diode  photocell  of  Boutry  and  GiUod  [10] 
which  required  a  maximum  correction  factor  of  0.997 


over  the  whole  range  of  256:1.  At  the  upper  readings 
the  correction  required  was  less  than  0.05  percent 
for  a  range  of  30:1.  The  larger  corrections  with  the 
smaller  apertures  may  be  caused  by  errors  in  measur- 
ing the  smaller  fluxes,  by  stray  light,  or  by  interfer- 
ence between  partially  coherent  beams.  The  ad- 
vantage of  Sanders  arrangement  is  that  only  one 
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reading 


Table  1.  Determination  of  factors  to  correct  readings  to  a  linear  scale 
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"  Assuming  no  correction  to  reading  of  li. 

moving  part  is  required. 

We  have  now  modified  it  by  cutting  gear  teeth  on 
the  edge  of  the  large  disk  and  driving  the  disk  with  a 
stepping  motor  with  500  steps  per  revolution.  The 
positioning  accuracy  is  adequate  and  it  is  no  longer 
necessary  to  use  the  ball  in  the  conical  indentations  to 
locate  the  disk  exactly.  A  Slo  Syn  [18]  Tape  Control 
System  operates  the  linearity  tester.  The  Slo-Syn  sys- 
tem was  available  for  use  since  it  was  incorporated  in 
1968  into  the  spectroradiometer  described  earlier  by 
Sanders  and  Gaw  [19].  The  apertures  may  be  selected 
by  punched  paper  tape  in  the  order  described  in  table  1 
or  in  any  other  desirable  way.  It  takes  about  5  s  to  ro- 
tate the  disk  180°  so  it  is  faster  to  proceed  following 
approximately  the  order  of  table  1.  One  program  used  is 
to  go  through  the  table  to  the  bottom  and  then  to  repeat 
starting  from  the  bottom  up.  Nine  zero  readings  are 
spaced  fairly  uniformly  through  this  measurement 
cycle.  The  results  are  recorded  on  punched  cards  by 
means  of  a  digital  voltmeter.  The  measurements  are 
analyzed  by  computer  and  a  table  such  as  table  2  is 
produced  for  each  half-cycle. 

The  top  line  gives  the  description  of  the  test.  The 
next  line  shows  the  zero  readings  in  volts  which  were 
recorded.  The  next  line  shows  the  eight  averages  of  the 
successive  pairs  of  adjacent  zeros.  The  data  in  this 
table  were  obtained  between  the  first  and  fifth  zero. 


The  table  then  follows  the  pattern  set  out  in  table  1. 
The  data  in  table  2  are  for  a  silicon  diode  connected  to 
an  operational  amplifier  to  produce  an  effective  O.lfl 
load  resistance.  The  diode  was  a  Pin  10  from  United 
Detector  Technology  and  was  connected  in  the  photo- 
voltaic mode  to  an  operational  amplifier  as  described 
by  Witherell  and  Faulhaber  [11].  The  silicon  diode  had 
a  flashed  opal  glass  in  front  of  its  V(A.)  correction  filter. 
Each  measurement  made  after  the  cell  had  been 
illuminated  for  about  11  s.  A  1  s  reading  was  taken  by 
the  integrating  DVM.  The  correction  ratios  in  column 
4  for  a  ratio  of  1  :  2  in  flux  show  a  maximum  deviation 
of  0.0026  from  1.0  at  the  response  of  0.00567  V.  This 
corresponds  to  a  photocurrent  of  0.00567  /aA.  The 
correction  factor  based  on  zero  correction  at  the 
maximum  reading  is  given  in  colmn  5.  Here  the  cor- 
rection is  farthest  from  unity  at  the  middle  of  the 
range,  with  the  maximum  departure  of  0.0014  at  0.011 
V.  There  is  considerable  variation  from  one  measure- 
ment series  to  another  and  a  number  of  repeat  meas- 
urements were  made. 

Table  3  shows  the  correction  factors  for  various 
selected  voltage  outputs  for  twelve  repeat  measure- 
ments on  the  same  silicon  diode.  The  first  six  lines  are 
for  a  1.5  s  delay  and  the  next  six  for  an  11  s  delay.  The 
first  line  shows  the  response  voltages  at  which  linear 


67 


111 


Table  2.  Computer  Output  for  Nonlinearity  Measurements  on  a  silicon  diode 


11  2102720006  TEST  DIODE  XI  12.45  AMPS  10  S.  1  S  COUNT 

0.000100  0.000100  0.000100  0.000120  0.000150  0.000120  0.000130  0.000110  0.000110 

0.000100  0.000100  0.000110  0.000135  0.000135  0.000125  0.000120  0.000110 

READING  NET                                                CORRECTION                READING  AT  WHICH 

NAME  READING               SUM                RATIO             FACTOR           FACTOR  APPLIES 

Al  0.002500                                         1.0000               1.0013  0.002880 

A12  0.005760               0.005760  , 

A2  0.003260 

Bl  0.005060                                         1.0026               1.0013               0.005670  J 

B12  0.011370               0.011340  ' 

32  0.006280 

CI  0.010360                                         0.9996               0.9986  0.011300 

C12  0.022590               0.022600  i 

C2  0.012240  f 

Dl  0.024660                                         0.9994               0.9991  0.024600 

D12  0.049170               0.049200  ! 

D2  0.024540 

El  0.051370                                         0.9997               0.9997               0.047885  ' 

E12  0.095740  0.095770 

E2  0.044400  ' 

Fl  0.103610                                         1.0007               1.0000               0.087310  ' 

F12  0.174750  0.174620 

F2  0.071010  ' 

Gl  0.207140                                         0.9997               0.9992  0.179910 

012  0.359710  0.359820 

02  0.152680  . 

HI  0.309115                                         1.0001               0.9995               0.359185  ' 

H12  0.718455               0.718370  ' 

H2  0.409255  ' 

11  0.779645  0.9994  0.9994  0.786410  ' 
112  1.571915  1.572820 

12  0.793175 


Table  3.  Correction  factors  at  selected  voltages  for  successive  measurements  on  a  silicon  diode.  Measurements 
1-6  with  a  1.5  s  exposure  before  the  reading.  Measurements  7-12  with  an  11  s  exposure  before  the  reading 

Meas. 


No.  Volts 

0 

003 

0 

006 

0.01 

0 

05 

0 

10 

0.30 

0.50 

0.70 

1.00 

1.30 

1 

50 

1 

1 

0038 

0 

9986 

1.0006 

1 

0005 

1 

0002 

0.9993 

0.9993 

0.9994 

0.9995 

0.9998 

0 

9999 

2 

1 

0057 

1 

0022 

1.0008 

1 

0000 

0 

9998 

0.9992 

0.9993 

0.9994 

0.9996 

0.9998 

1 

0000 

3 

0 

9930 

0 

9982 

0.9989 

0 

9998 

0 

9994 

0.9990 

0.9993 

0.9993 

0.9995 

0.9998 

0 

9999 

4 

0 

9979 

0 

9962 

0.9989 

0 

9999 

0 

9997 

0.9993 

0.9994 

0.9994 

0.9996 

0.9998 

0 

9999 

5 

0 

9985 

1 

0035 

0.9967 

0 

9999 

0 

9997 

0.9992 

0.9993 

0.9994 

0.9996 

0.9998 

1 

0000 

6 

0 

9943 

0 

9960 

0.9974 

1 

0003 

1 

0003 

0.9996 

0.9995 

0.9995 

0.9997 

0.9998 

1 

0000 

7 

0 

9951 

0 

9968 

0.9988 

0 

9993 

0 

9994 

0.9992 

0.9993 

0.9994 

0.9996 

0.9998 

1 

0000 

8 

1 

0004 

0 

9987 

0.9994 

1 

0006 

1 

0010 

0.9996 

0.9993 

0.9995 

0.9997 

0.9999 

1 

0000 

9 

1 

0025 

1 

0043 

1.0022 

1 

0013 

1 

0013 

1.0002 

0.9999 

0.9998 

0.9998 

0.9999 

1 

0000 

10 

1 

0038 

1 

0003 

0.9990 

0 

9994 

0 

9998 

0.9991 

0.9994 

0.9996 

0.9998 

0.9999 

1 

0000 

11 

1 

0013 

1 

0013 

0.9992 

0 

9997 

0 

9999 

0.9994 

0.9995 

0.9994 

0.9996 

0.9998 

0 

9999 

12 

0 

9977 

0 

9943 

0.9936 

1 

0012 

1 

0012 

0.9998 

0.9995 

0.9996 

0.9998 

0.9999 

1 

0000 

Ave.  1-6 

0 

9989 

0 

9981 

0.9989 

1 

0000 

0 

9999 

0.9993 

0.9994 

0.9994 

0.9996 

0.9998 

1 

0000 

Ave.  7-12 

1 

0013 

0 

9990 

0.9987 

1 

0002 

1 

0004 

0.9995 

0.9995 

0.9996 

0.9997 

0.9999 

1 

0000 

interpolations  were  made  to  find  the  applicable  cor-  for  each  voltage.  The  correction  factors  are  quite  k 
rection  factor.  The  next  line  shows  the  measurement  consistent  from  one  run  to  the  next  at  voltages  from  1  4a 
number  in  column  1,  followed  by  the  correction  factors     0.3  to  2.0  V.  The  average  correction  factors  are' 
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shown  in  the  next  to  last  line  of  table  3.  The  correction 
factor  of  0.9995  is  the  farthest  from  unity.  For  this  set 
of  measurements  the  lamp  used  was  a  vacuum  strip 
filament  lamp. 

The  irradiance  due  to  one  aperture  must  not  change 
when  another  aperture  is  opened.  Interaction  between 
one  aperture  and  another  may  result  from  interreflec- 
tions  which  depend  on  whether  another  aperture  is 
open  or  closed.  The  precautions  required  to  reduce 
these  effects  to  the  minimum  possible  have  not  been 
taken  to  date  in  the  National  Research  Council  (NRC) 
linearity  tester.  It  seemed,  previously,  that  the  insta- 
bility of  the  source  or  the  receiver  and  its  attendant 
electronic  circuits,  were  the  dominant  sources  of 
fluctuation  and  systematic  error.  Present  develop- 
ments suggest  that  some  improvements  would  be 
warranted  as  follows.  One  could  put  antireflection 
coatings  on  all  the  optical  surfaces,  put  light  traps  to 
collect  major  stray  fluxes,  make  the  aperture  covers 
into  light  traps  to  prevent  back  reflected  light  when  an 
aperture  is  closed  and  in  general  tighten  up  the  experi- 
ment to  ensure  that  all  these  effects  produce  negligible 
errors. 

Nonaka  and  Kashima  [20]  made  a  series  of  measure- 
ments on  several  RCA  photomultiphers  of  the  types 
1P21,  1P22,  and  1P28.  They  used  ten  equal  sized 
apertures  in  parallel  light  between  two  lenses  which 
focussed  the  source  on  the  receptor.  Their  measure- 
ments, made  with  a  precision  of  about  0.1  percent, 
showed  that  the  nonUnearity  depended  on  the  color  of 
the  light;  on  the  position  of  radiation  on  the  cathode; 
on  the  voltages  (a)  from  the  cathode  to  the  anode,  (b) 
from  cathode  to  first  dynode,  and  (c)  from  the  last 
dynode  to  the  anode.  Nonaka  and  Kashima  adjusted  the 
radiation  to  obtain  an  anode  current  of  0.3  jxA  with  all 
ten  apertures  open.  They  did  not  compensate  for  the 
voltage  drop  in  the  anode  resistor  and,  hence,  some 
nonUnearity  will  be  caused  by  anode  load  feedback 
which  results  in  a  lower  voltage  from  the  last  dynode 
to  the  anode  as  the  anode  current  increases.  At  500  V 
overall,  the  gain  decreased  with  anode  current,  but  at 
1000  V  overall,  the  gain  usually  increased  with  anode 
current.  With  1000  V  overall,  the  collection  by  the 
anode  is  complete,  but  the  higher  voltage  produces  a 
higher  gain  which  with  increasing  incident  flux  causes 
enough  voltage  redistribution  in  the  dynode  chain  to 
cause  an  increase  in  overall  gain.  This  agrees  with  the 
analysis  of  Moatti  [21]  and  Lush  [22].  The  nonUnearity 
was  greater  near  the  edge  of  cathode. 

These  measurements  by  Nonaka  and  Kashima,  show 
that  it  is  essential  to  measure  the  nonlinearities  of  a 
photomultipher  under  the  same  optical  and  electrical 
conditions  which  will  be  used  in  obtaining  the  measure- 
ments to  be  corrected  for  nonUnearity.  The  non- 
linearities  can  vary  in  the  range  ±1.0  percent  when 
these  conditions  are  changed. 

Rotter  [8]  analyzed  the  possibilities  which  existed 
for  selecting  and  providing  the  irradiances  to  be 
measured  in  testing  the  nonlinearity  of  receptors  by 
the  superposition  method.  His  treatment  assumed 
that  the  irradiances  were  provided  by  a  single  stable 
source.  A  lens  system  with  apertures  graduated  in 


size  provided  irradiances  related  in  several  different 
ways.  Rotter  analyzed  the  system  with  respect  to  the 
work  involved  and  the  accuracy  produced. 

He  divided  the  measuring  systems  into  two  main 
classes: 

1.  Method  in  which  more  than  two  irradiances  may 
be  received  at  the  same  time. 

1.1.  Method  with,  n,  nearly  equal  sized  openings, 
i.e.,  1:1:1:1:  .  .  .  . 

1.2.  Method  with  gradation  of  the  openings  by  a 
factor  of  two,  i.e.,  1  :  1  :  2  :  4  :  8  :  16  :  32  :  .  .  .  . 

2.  Method  in  which,  at  most,  two  irradiances  are 
received  at  one  time. 

2.1.  Method  with  steps  of  pairs  of  equal  irradiances 
increasing  in  size  from  one  pair  to  the  next 
by  a  factor  of  two,  i.e.,  1:1:2:2:4:4:  .  .  .. 

2.2.  Method  of  increasing  the  size  by  steps  of  62 
percent  which  was  first  suggested  and  used  by 
Rotter.  These  steps  are  arranged  in  size,  ac- 
cording to  the  equation 

Ai  +  Ai^x  =  Ai+2 

except  that  the  first  two  irradiances  are  equal 
in  size,  i.e.,  Ao  =  Ai  =  1.  The  series  then  be- 
comes   1  : 1  : 2  :  3  :  5  :  8 : 13  :  21  :  34  :  55  :  89 : 144. 
For  each  method.  Rotter  gave  the  order  of  measure- 
ments,  and  the  order  of  calculating  the  additive 
correction.  As  an  example  of  this,  the  measurement 
program  for  Method  2.2  follows: 


Reading       Irradiance  Correction 
1  Ai 

M,2  12  As 

A^2  2  k2 

/V2,3  2  3  k. 


It  is  noted  that  each  aperture  is  used  in  three  con- 
secutive readings,  except  aperture  1',  and  the  largest 
apertures  are  used  only  twice.  The  corrections  ki 
are  found  from 

^1  =  0  (arbitrarily  chosen) 

k2^Nv  +  Nx  +  2k-Nv,i 

k3  =  Ni  +  N2  +  ki  +  k2-Ni,2 

As  =  A^2  +  A^3  +  Ao  +  A-3  -  A^2,  3 

A8=A^3  +  A^5  +  A3  +  A5-/V3.5 

The  calculations  to  find  the  corrections.  A,,  are  thus 
easily  determined  by  additions  and  subtractions  in 
this  method,  whereas  that  presented  by  Sanders  re- 
quires extensive  mulplication. 

Rotter's  analysis  showed  that  the  Method  1.1  using 
n  equal  sized  apertures  was  very  expensive  (in  the 
number  of  measurements  required)  compared  to  the 
other  three  methods,  if  the  range  was  greater  than  1 :4 
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Thus,  for  the  range  1:8,  Method  1.1  required  twice 
as  many  readings.  For  the  range  1:64,  it  required 
about  ten  times  as  many.  However,  Method  1.1  is 
more  likely  to  be  used  with  eight  sources  and  will 
cover  a  range  of  1:8.  Then  the  source  wiU  be  raised 
in  intensity  by  a  factor  of  eight  to  cover  the  next 
factor  of  eight  on  the  scale.  With  this  procedure,  the 
equal  sized  aperture  method  would  only  require  twice 
as  many  readings  as  the  other  three. 

In  Rotter's  analysis  of  the  errors  in  the  corrections 
relative  to  the  errors  caused  by  the  source  variations, 
he  found  that  Method  1.1  produced  correction  values 
with  errors  between  two  and  three  times  lower  than 
those  produced  by  the  other  methods.  Thus,  at  least 
four  repetitions  of  the  measurements  in  the  last  three 
methods  would  be  required  to  produce  measurements 
with  the  same  error  as  those  obtained  by  a  single  set 
of  measurements  by  Method  1.1. 

It  thus  seems  that  the  choice  of  the  best  method 
must  be  made  based  on  other  criteria,  such  as  cost  of 
the  equipment,  ease  of  use,  or  minimization  of  drifts. 

Rotter  described  three  physical  arrangements  of 


Figure  3.  Rotter's  aperture  arrangement  using  13  apertures  with  a 
sliding  shutter  on  each.  The  angular  position  and  relative  diameter 
of  each  aperture  is  indicated.  The  outer  circle  indicates  the  out- 
side diameter  of  the  lens.  (Courtesy,  Messtechnik.) 


apertures.  One,  reproduced  in  figure  3,  has  13  aper- 
tures increasing  in  size  by  a  factor  of  62  percent, 
except  for  apertures  1  and  1',  which  are  equal.  Each 
aperture  is  covered  as  required  by  a  sliding  shutter. 
The  outer  circle  shows  the  size  of  the  lens.  This  is  a 
variation  of  BischoflT s  [23]  arrangement  and  makes 
good  use  of  the  lens  area.  The  range  covered  is  1 : 377. 
The  13  sliding  shutters  make  the  method  more  com- 
plicated to  use  than  that  of  Sanders  or  the  one  shown  in 
figure  4  which  was  also  given  by  Rotter. 

This  apparatus  has  two  moving  disks,  B  and  C,  with 
six  apertures  in  each.  The  lens  is  outlined  by  the  dotted 
circles  enclosing  both  the  smaller  dotted  circles  D  and 
E.  These  are  apertures  in  a  plate  fixed  in  front  of  the 
lens.  The  numbers  near  the  circles  shown  on  the  disks 


Figure  4.  Rotter's  aperture  arrangement  using  two  rotatable  discs 
B  and  C  with  6  apertures  in  each.  Apertures  D  and  E  are  in  a  disc 
before  lens  L  with  its  outer  diameter  indicated  by  a  dashed  circle. 
(Courtesy,  Messtechnik.) 

indicate  the  relative  area  of  these  apertures.  The  disk  B 
may  be  rotated  to  place  any  of  the  six  apertures 
inside  D  or  to  cover  D  as  required.  The  same  applies 
to  disk  C  relative  to  aperture  E.  The  lens  may  be  more 
effectively  utiHzed  if  the  holes  D  and  E  are  oblong  in 
shape  and  the  largest  holes  in  the  disks  are  similarly  ^ 
distorted.  This  method  of  using  two  disks  eliminates 
the  requirement  for  a  large  number  of  moving  parts.  At ; 
the  same  time  it  requires  less  space  and  less  accurate  ji 
machining  than  Sanders  linearity  tester.  Each  disk 
remains  stationary  for  three  measurements  as  dis- 
cussed above.  The  large  disk  in  Sanders  apparatus 
must  be  moved  between  the  reading  on  A  alone  and  the 
reading  on  A  in  combination  with  a.  Thus  there  is  a 
possibility  of  inexact  reproduction  of  the  flux  through 
A  or  through  a.  Also,  by  using  different  disks  in 
Rotter's  apparatus,  a  different  scaling  of  sizes  may 
easily  be  selected.  Also,  disks  B  and  C  may  be  inter- 
changed, which  could  be  useful  in  eliminating  certain 
errors. 

2.  Bouguers  Law— This  law  states  that  if  filters  a  and 
b  have  transmittance  Ta  and  Tb  respectively,  then  the 
transmittance  of  the  two  filters  placed  one  after  the 
other  in  an  optical  beam,  will  be  Ta  X  Tb-  Thus,  if  one 
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knows  the  transmittance  of  each  of  a  set  of  fihers,  one 
can  combine  them  to  produce  various  transmittances 
to  be  used  to  test  a  photometric  system. 

The  validity  of  the  method  is  not  always  certain. 
Hawes  [1]  noted  difficulties  caused  by  transmittances 
changing  with  change  of  temperature,  with  age,  with 
cleaning  techniques,  with  interreflections,  with  non- 
uniformity  of  the  filters,  and  with  bandwidth  of  the 
transmitted  beam.  He  found  the  system  useful  if  one 
did  not  depend  on  the  long  term  stability  of  the  filter 
transmittance  and  took  the  proper  precautions  to 
control  temperature,  interreflections,  uniformity  and 
bandwidth. 

Hawes,  Bischoff  [23]  and  others  have  noted  that 
Bouguer's  Law  does  not  check  for  nonUnearity  unless 
the  transmittance  of  at  least  one  filter  is  known  by  an 
independent  method.  See  below  under  A(4)  for  Hawes' 
method  which  combines  superposition  and  Bouguer's 
Law.  Hawes  found  it  necessary  to  select  filters  suf- 
ficiently uniform  that  a  1-mm  aperture  moving  over 
the  filter  detected  no  changes  larger  than  0.01  in  ab- 
sorbance.  He  described  an  apparatus  to  use  with  a 
Gary  spectrophotometer  in  making  these  measure- 
ments. 

3.  Beer's  Law  — This  law  states  that  log  (1/7)  is  pro- 
portional to  the  concentration  of  the  solute  in  the 
solution,  where  T  is  the  transmittance  of  a  constant 
thickness  of  the  solution.  This  is  only  true  for  mono- 
chromatic light  unless  Tis  independent  of  wavelength 
over  the  full  extent  of  the  measured  radiation.  This 
method  is  used  in  chemical  analysis  where  the  tech- 
niques are  available  to  make  the  solutions  properly  and 
where  the  scientists  may  depend  on  the  law  in  their 
analyses  and  know  when  it  will  be  valid.  Problems  have 
been  noted  with  particles  growing  in  the  solutions. 
Interreflections  may  change  with  concentration  and 
the  law  may  not  be  quite  exact  in  all  cases. 

4.  Combination  of  the  Superposition  Method  With 
Bouguer's  Law  to  Test  a  Spectrophotometer— Hawes 
[1]  gave  a  useful  set  of  criteria  which  should  be  met  in 
selecting  a  method  for  calibrating  photometric  linearity 
in  spectrophotometers.  Hawes'  method  for  spectro- 
photometry cannot  be  transferred  to  broad  band 
photometry  because  the  absorbing  glass  filters  which 
are  available  are  not  exactly  neutral.  He  used  three 
Chance  ON  10  filters  about  1  mm  thick.  Two  had  trans- 
mittances of  about  0.49  and  the  third  about  0.57.  He 
made  the  apparatus  shown  in  figure  5.  The  solid  block 
of  metal  with  the  two  large  holes  is  screwed  firmly  in 
place  in  the  test  beam  of  the  Gary.  Any  one  or  any 
combination  of  the  three  filters  may  be  placed  in  slots 
in  the  metal  block,  B.  The  possible  selection  of  holes 
is:  both  open,  a  open,  b  open,  or  both  closed,  re- 
spectively, when  no  slide,  slide  a,  slide  b,  or  slide  cis  in 
the  slot.  The  three  filters  cover  both  beams  and  are 
oriented,  by  the  retainers  shown  at  R,  to  prevent  inter- 
reflections from  reentering  the  optical  beam.  The  test 
compartment  is  optically  remote  from  the  cathode  of 

5  the  photomultiplier  in  the  Gary,  so  the  beams  from  the 
two  apertures  fall  on  the  same  area  of  the  cathode.  It 
was  necessary  to  insert  and  remove  the  sUdeslby  means 


Figure  5.  Dual  aperture  with  filter  assembly  used  by  Hawes  to 
determine  and  correct  for  nonlinearities.  Fixed  block  B.  Slides  a, 
b,  and  c.  Retaining  rings  R  for  three  filters.  (Courtesy,  Applied 
Optics.) 


of  a  flexible  material  in  order  not  to  disturb  the  posi- 
tion of  the  metal  block.  This  procedure  may  also 
prevent  temperature  changes  from  being  introduced 
by  the  fingers.  It  is  not  clear  how  the  filters  could  be 
inserted  and  removed  in  the  Bouguer  Law  tests  without 
disturbing  the  position  of  the  Hmiting  aperture. 

The  slides  produced  a  measurement  at  100  percent 
on  the  scale  and  at  two  positions  near  0.50  and  at  zero. 
Thus,  using  the  superposition  method,  one  could  find 
the  correction  required  near  the  middle  of  the  scale 
and  could  use  this  to  find  corrected  transmittances  of 
filters  1  and  2.  Hawes  assumed  that  in  the  instrument 
the  following  relationship  held  over  the  whole  scale: 

where  e  is  the  amount  by  which  the  exponent  differs 
from  unity,  T  is  the  true  transmittance,  Ir  is  the  meas- 
ured current  with  the  filter  in  place,  and  /o  is  the 
current  for  100  percent  transmittance.  Thus, 

log  {Irlh)=(l  +  e)  logr=logr 

and,  from  the  measurements  on  filters  1  and  2  and 
those  with  the  superposition  method,  e  can  be  de- 
termined. Hawes  calculated  in  absorbance  rather  than 
transmittance  and  applied  a  correction,  eA,  to  each 
absorbance  A. 

Using  two  different  photomultiplier  tubes  he  found  a 
difference  of  0.07  percent  in  the  transmittance  when 
the  two  photomultipliers  were  used  in  the  same 
instrument  to  measure  the  three  component  filter  with 
a  transmittance  of  13.59  percent.  The  use  of  the  value 
of  e  determined  by  the  superposition  method  did  not 
reduce  the  discrepancy.  Hawes  felt  that  the  trans- 
mittance of  one  filter  probably  changed  between  the 
two  sets  of  measurements.  It  thus  remains  to  be  shown 
whether  the  assumption  of  a  constant  value  for  e  is 
valid  and  useful.  If  no  sufficiently  stable  filters  can  be 
found,  then  it  is  questionable  whether  the  corrections 
are  necessary. 

5.  Inverse  Square  Law— the  accuracies  attainable 
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with  the  inverse  square  law  depend  on  the  accuracy 
available  in  measuring:  the  distance  from  the  source 
to  the  receiver,  the  uniformity  with  angle  of  the  in- 
tensity of  the  source  in  the  direction  of  the  receiver, 
the  size  of  the  receiver,  and  the  range  of  intensities 
required.  It  should  be  possible  to  refine  the  inverse 
square  law  method  by  measuring  the  angular  distri- 
bution of  intensity  of  the  source  over  the  largest  solid 
angle  which  the  receiver  will  subtend  at  the  source. 
With  this  distribution  and  the  cosine  law  to  allow  for 
the  angle  of  incidence  of  the  receiver  surface,  the  flux 
incident  on  the  receiver  could  be  calculated  for  a 
number  of  distances.  Changing  the  voltage  on  the 
lamp  or  inserting  a  filter  would  extend  the  range. 
Stray  light  due  to  reflections  and  due  to  diffraction 
caused  by  the  baffles  (see  Blevin  [24]  would  need  to  be 
given  careful  consideration. 

6.  Standard  Absorbing  Filters  — See  comments  under 
Bouguer's  Law.  NBS  filter  sets  described  by  Keegan, 
Schleter  and  Judd  [25]  are  useful  for  detecting  errors 
in  a  spectrophotometer  and  in  keeping  two  or  more 
spectrophotometers  of  similar  geometry  in  agreement 
within  a  few  tenths  of  a  percent  provided  that  the 
same  filter  set  is  used  on  both  instruments. 

7.  Standard  Reflecting  Materials  — Robertson  and 
Wright  [26]  reported  the  results  of  measurements  on 
grey  ceramic  tiles  in  a  number  of  different  laboratories. 
Standardized  ceramic  tiles  [27],  now  available  from 
National  Physical  Laboratory  (NPL)  or  from  the 
British  Ceramic  Tile  Council,  may  be  used  for  check- 
ing photometric  linearity  if  the  geometry  of  the 
spectrophotometer  being  used  matches  the  geometry 
provided  during  the  calibration. 

8.  Rotating  Sectors  — In  some  cases,  sectors  are 
used  to  reduce  the  average  flux  incident  on  a  re- 
ceptor or  to  measure  the  nonUnearity  of  a  receptor. 
If  the  response  produced  by  the  intermittent  flux  is 
identical  with  that  produced  by  a  steady  flux  whose 
magnitude  equals  the  mean  magnitude  of  the  inter- 
mittent flux  taken  over  one  period  then  the  receptor 
is  said  to  obey  Talbot's  Law.  This  does  not  necessarily 
mean  that  the  receptor  is  linear.  It  just  means  that  the 
nonlinearity  is  independent  of  whether  the  flux  is 
chopped  or  steady.  The  faster  the  sector  rotates  the 
more  likely  it  is  that  Talbot's  Law  will  be  valid.  See 
parts  B(l)  and  B(2)  for  applications  of  sectors  to  im- 
prove linearity  of  measurements.  Kunz  [3]  describes 
methods  used  in  accurate  construction  and  calibration 
of  sectors. 

9.  Measurement  of  Amplitude  of  a  Harmonic  or  the 
Beat  Frequency— Jung  [4]  described  a  very  interesting, 
useful  and  rapid  method  of  measuring  the  nonlinearity 
of  receivers.  In  this  method,  two  chopped  beams  of 
slightly  different  frequencies  are  combined  on  the 
receptor  and  the  output  of  the  receptor  is  examined 
at  the  difference  frequency.  Jung  showed  that  the 
amplitude  of  this  difference  frequency  is  proportional 
to  the  nonlinearity  if  the  nonlinearity  is  proportional 
to  the  flux.  He  also  demonstrated  that  one  could  de- 


termine the  time  constant  of  the  nonlinearity  even  if  it 
was  as  small  as  a  few  milliseconds. 
Jung  assumed  that 

i  =  BP+CP^  +  DP^  (1) 

with  |CP2|  and  \DP^\  <BP  where  B,  C  and  D  are 
constants,  and  t  is  the  photocurrent  and  P  is  the  in- 
cident flux.  He  defined  NLg  as  the  nonlinearity  measur- 
ed by  the  superposition  method  at  ii  +  i^, 
where 

NLa{i.,.)=2''-'~^''^''^  (2) 

Using  eq  (1)  to  find  the  current,  i\  and  i-2,  for  two  fluxes 
Pi  =  ^2  =  0.5  P  and  placing  the  currents  in  eq  (2), 
we  get 

/VL6(i:+2)-^(CP+4-£>P2)  (3) 

D  Z 

In  the  dynamic  method,  the  flux.  Pi,  is  modulated  at 
frequency  a>,  and  P-z  at  aj2,  where  oji  >  0)2-  Jung  pro- 
ceeded to  use  a  Fourier  expansion  to  show  that 
A  (cDi  — (02),  the  amplitude  of  the  frequency  wi  — (1)2 
is  given  by 

A(oy,-u>2)^—ACP^  +  \DP^)  (4) 

where  the  basic  frequency  wi,  had  the  amplitude  A 
{(oi)  =  BPItt.  Jung  then  defined  NLoit)  the  non- 
linearity  at  the  maximum  current,  t  =  ii+2,  by 

NLoU)  =  ttA  {(Oi  —  (1)2) /A  ((Dt) 

=  (1/P)  (CP+ (3/2)  DP2  (5) 

under  this  assumption  NLd  =  NLc,  but  the  assumption 
of  eq  (1)  is  too  simple  because  the  photocurrent 
does  not  instantaneously  change  when  P  changes. 
Thus,  Jung  found  it  necessary  to  postulate 

i  =  fiP+CP2  (l-€-W^))  (6) 

where  P  is  a  function  of  time,  t  is  the  time  constant  of 
the  nonlinearity,  and  t  is  the  time  from  commence- 
ment of  the  steady  signal.  By  use  of  suitable  expres-  , 
sions  for  i  and  P  as  a  function  of  time  and  applying  a 
Laplace  transformation,  Jung  found  that 

/VLo  (t,  a>T)  =  CP/fi  (1  +  (a>0') 

i' 

Thus  by  eq  (3)  with  D  —  0  and  assuming  that  in  the  i 
superposition  method  t  >  t,  the  relationship  between  < 
NLg  and  NLd  is  t' 

I: 

NLo  =  NLgI{1+  {(ot)^)  (7)  s 

If  the  frequency  of  the  chopper  is  200  Hz  and  t=1 
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ms,  then  NLd/NLg  =  OA.  Thus  one  can  find  t  from 
the  ratio  of  NLo/NLr.. 

The  experimental  arrangement  used  by  Jung  is 


Figure  6.  Jung's  optical  apparatus  for  dynamic  measurement  of 
nonlinearities.  The  semireflecting  plate  SP  combines  radiation 
from  sources  L,  and  L2.  The  radiation  is  chopped  by  shutters 
Si  and  S2.  (Courtesy,  Z.  Angew.  Physik.) 

illustrated  in  figure  6.  The  oscillating  shutters,  Si 
and  S2,  operate  at  frequencies  of  213.5  Hz  and  200 
Hz,  respectively.  The  semitransparent  plate,  SP, 
combines  the  beams  from  the  lamps,  Li  and  L2, 
so  they  illuminate  the  receiver,  R,  identically.  An 
interference  filter,  IF,  could  be  used  to  isolate  a  narrow 
band  of  wavelengths. 
The   measuring  circuit  Jung  used  is   shown  in 
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Figure  7.  Jung's  electronic  apparatus  for  dynamic  measurement  of 
nonlinearities.  Al,  A2.  and  A3  are  amplifiers.  Si  and  S2  are  shut- 
ters. PS  is  a  phase  shifter  and  PSR  a  phase  sensitive  rectifier. 
(Courtesy,  Z.  Angew.  Physik.) 

figure  7.  The  oscillating  shutters.  Si  and  S2,  were 
driven  by  independent  generators,  Gi  and  G2,  through 
power  amplifiers,  Ai  and  A2.  The  signals  from  Gi  and 
G2  were  fed  to  a  mixer  to  produce  the  beat  frequency 
at  13.5  Hz  which  was  filtered  by  a  filter,  RC,  to  at- 
tentuate  the  base  frequencies  by  80  db.  A  phase 
shifter,  PS,  was  required  before  the  phase  sensitive 
rectifier,  PSR,  and  was  adjusted  to  give  maximum 
signal  at  the  digital  voltmeter,  DVM.  Provision  was 


made  for  using  either  a  photomultiplier,  PMT,  or  a 
photodiode,  Si.  They  could  be  connected  at  points 
A  and  B.  In  addition,  B  could  be  connected  to  either 
terminal  1  or  2.  The  first  of  these  connections  produces 
a  voltage  in  the  impedance  transformer  which  keeps 
the  vohage  constant  from  the  anode  of  the  photo- 
muhiplier  to  the  last  dynode.  The  input  impedance  of 
the  transformer  is  greater  than  10"  fl.  This  connec- 
tion keeps  the  collection  efficiency  of  the  anode  con- 
stant. The  nonlinearity  obtained  by  Jung  using  con- 
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Figure  8.  Jung's  measurements  on  an  EMI  95.58  photomultiplier. 
Measurements  without  anode  voltage  compensation  by  the  dc  and 
dynamic  method  are  shown  respectively  by  circles  and  crosses. 
Those  by  the  dynamic  method  with  anode  vohage  compensation 
are  shown  by  triangles.  (Courtesy,  Z.  Angew.  Physik.) 

nection  1  for  B  is  as  shown  by  the  triangles  in  figure  8. 
With  B  connected  to  position  2,  there  is  a  voltage  drop 
produced  in  R^  by  the  anode  current  which  causes  the 
collection  efficiency  of  the  anode  to  decrease  and 
causes  nonlinearities,  as  shown  by  the  crosses  in 
figure  8.  Jung's  measurements  by  the  dc  superposi- 
tion method  with  the  point  A  connected  to  position  2 
gave  the  results  shown  by  circles. 

There  is  much  more  scatter  in  the  dc  measurements 
than  in  the  dynamic  measurements.  This  instability 
may  be  partly  caused  by  instability  in  the  source,  but 
also  by  drifting  dark  current  caused  by  the  large 
changes  in  average  flux  incident  on  the  photomulti- 
plier. Kunz  [3]  describes  this  effect  in  detail  and  his 
findings  will  be  discussed  further  in  B(l).  Since  the 
two  measurements  made  without  compensation  of 
anode  drop  by  Jung  agree  within  the  scatter,  it  is  not 
possible  to  estimate  a  value  of  t  from  eq  (7).  It  only 
suggests  that  cot  =s  1. 

As  shown  by  the  triangles  in  figure  8,  the  non- 
linearity  is  much  less  when  the  change  in  the  voltage 
across  the  anode  resistor  is  compensated  by  connecting 
B  to  position  1.  The  sign  of  the  nonlinearity  is  re- 
versed as  one  would  expect  from  Moatti  [21]  (see  B4 
below). 

Jung's  measurements  on  a  silicon  photodiode  with 
24  V  bias  and  connected  to  give  compensation  of  the 
voltage  drop  showed  good  agreement  between  the 
dynamic  and  dc  method.  The  nonlinearity  in  this  case 
was  about  0.8  percent  at  1  /xA  photocurrent. 

Bressani,  Brovetto  and  Rucci  [28]  described  a 
method  of  testing  nonlinearity  of  a  photomultiplier 
by  modulating  the  flux  on  a  slit  in  front  of  a  photo- 
multiplier. The  method  depends  on  the  modulation 
being  exactly  a  sine  function.  Any  nonlinearities  in  the 
receiver  will  produce  the  second  harmonic  which  is 
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selected  by  a  lock -in  amplifier  whose  reference  channel 
is  driven  by  a  frequency  doubler  from  the  oscillator, 
which  also  drives  the  oscillating  mirror  which  modu- 
lates the  beam.  The  1  percent  error  in  the  linearity 
measurements  was  said  to  be  due  to  the  lock-in 
amplifier.  This  does  not  compare  very  well  to  the 
error  of  the  phase  sensitive  rectifier  used  by  Jung 
which  Jung  claimed  was  responsible  for  0.05  percent 
of  the  error.  The  illumination  at  the  slit  must  be  uni- 
form in  Bressani's  method  and  nonuniformity  of 
sensitivity  over  the  cathode  must  not  be  able  to  inter- 
fere, if  the  nonlinearity  is  to  be  measured  correctly. 
This  makes  the  potential  of  the  method  much  lower 
than  that  of  Jung's  method  using  the  beat  frequency. 

10.  Measurement  of  Radiant  Fluxes  to  Test  Line- 
arity—To the  series  of  steps  of  irradiance  which 
Rotter  described,  we  should  add  that  described  by 
Erminy  [2].  Erminy  used  three  strip  filament  lamps. 
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Figure  9.  Erminy's  arrangement  using  3  sources  for  producing 
integral  and  fractional  multiples  of  a  radiance.  (Courtesy,  J.  Opt. 
Soc.  Amer.) 

as  shown  in  figure  9.  The  current  on  each  lamp  could 
be  adjusted  to  provide  selected  levels  of  radiance. 
Each  source  could  be  blocked  off  with  a  shutter. 
Starting  with  A^o,  Erminy  showed  how  to  obtain  the 
radiances  where 

m=  1,  2,  3  .  .  .  and  i=  1,  2,  3  .  .  .  . 

Erminy  used  the  device  to  obtain  radiances  which 
could  be  matched  to  the  radiance  of  another  lamp  by 
a  null  detector.  He  produced  in  this  other  lamp  a 
radiance  scale  obtained  by  additive  means.  The  de- 
tector was  not  required  to  be  linear  or  to  have  a  good 
stability  over  a  long  period  of  time.  Thirty  seconds 
were  required  for  each  measurement. 

In  testing  the  nonlinearity  of  photocells,  we  are 
assuming  their  stability.  The  adjustment  routine  used 
by  Erminy  to  provide  a  variety  of  radiances  can  also  be 
used  to  provide  irradiances  with  the  same  multiples, 
mNol2',  and  thus  may  be  used  to  check  the  non- 
linearity  of  photocells  at  a  much  greater  variety  of 
irradiances  than  can  be  obtained  by  the  use  of  two 


sources.  In  producing  an  irradiance  scale,  one  could, 
by  appropriate  optical  means,  adjust  the  irradiance 
from  each  source  without  changing  the  lamp  current 
on  the  three  lamps.  An  iris  diaphragm,  distance  varia- 
tion neutral  wedge,  etc.  could  be  used  with  each 
source. 

The  two-step  method  can  only  produce  irradiances 
differing  by  a  factor  of  two,  so  one  is  very  dependent 
on  having  a  device  which  changes  smoothly  in  non- 
linearity  as  the  irradiance  increases.  Erminy's  arrange- 
ment can  help  to  avoid  such  an  assumption. 

11.  Null  Method-Lee  [29],  in  estabhshing  the  NBS 
pyrometric  temperature  scale,  used  Erminy's  method 
with  three  strip  filament  lamps  to  calibrate  a  fourth 
lamp  at  14  currents,  so  the  radiances  were  in  the 
proportion  0.007812  : 0.015625  : 0.03125  : 0.0625  : 0.125  : 
0.25:0.5:0.67:1.0:1.5:2.0:3.0:4.0:6.0.  Using  /  = 
P(Tr),  where  P(Tr)  is  a  power  function  of  Tr,  he 
found  seven  coefficients  to  fit  the  14  radiance  tem- 
peratures Tr  corresponding  to  the  14  currents.  Tables 
were  made  using  the  equation  so  current  could  be  re- 
lated to  temperature.  A  similar  process  could  produce 
a  (completely  adjustable)  radiance  standard  so  the 
detector  would  need  only  serve  as  a  nuU  detector.  It 
takes  seconds  for  the  lamp  to  stabilize  at  each  tem- 
perature, but  there  may  be  some  circumstances  where 
this  method  should  be  used.  The  paper  by  Lee  [29] 
describes  the  behaviour  of  strip  filament  lamps. 
Vacuum  lamps  are  more  stable  than  gas  filled  lamps, 
provided  the  temperature  is  kept  low. 

12.  Use  of  a  Linear  Receptor  to  Calibrate  a  Test 
Receptor— Edviards  and  Jeffries  [30]  used  a  linear 
planar  photodiode  as  a  reference  detector  to  measure 
the  linearity  of  silicon  diodes  using  a  cathode  ray 
oscilloscope  as  the  display  element.  They  were  able  to 
detect  nonUnearities  of  3  percent  over  a  range  of  10'^:  1. 
Their  applications  involved  measurements  of  pulses 
down  to  3  ns  duration.  For  slower  tests,  it  should  be 
possible  to  use,  as  a  linear  reference  device,  a  vacuum 
photoemissive  diode  with  an  anode  subtending  almost 
all  the  solid  angle  surrounding  the  cathode. 

B.  Method  of  Increasing  Linearity  and  Accuracy 

1.  Selection  and  Operation  of  Photomultipliers  for 
Measurement  of  High  Flux  Ratios -Kunz  [3]  in  a  paper 
describing  the  development  of  a  temperature  scale 
above  the  gold  point,  listed  the  following  12  points  to 
consider  in  the  selection  and  use  of  photomultipliers: 

(1)  Photomultipliers  with  nonfocusing  dynode  sys- 
tems are  more  suitable  than  other  types. 

(2)  Photomuhiphers  with  glass  bases  show  smaller 
leakage  currents  than  those  with  plastic  bases. 

(3)  One  should  seek  a  photomultiplier  with  the 
smallest  possible  dark  current  leakage  at  the  anode 
and  dynode,  e.g.,  2.5  X  IO-12  A  at  step  voltages  of  30  V. 
The  insulation  test  should  take  place  several  hours 
after  washing  the  base  with  very  clean  solvents  and 
distilled  water. 

(4)  Photomultipliers  should  be  selected  for  the  most 
constant  possible  sensitivity  under  changing  iUumina- 
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tion.  In  a  check  of  the  drift  situation,  particular  atten- 
tion should  be  paid  to  the  drift  following  a  decrease  in 
iUumination. 

(5)  For  measuring  uncertainties  below  0.05  percent 
the  EMI  9558  A  photomultiplier  must  be  operated  only 
at  photocurrents  below  3  X  10"^  A. 

In  B2  and  B3  below,  Jung  has  shown  that  operation 
at  considerably  higher  currents  under  special  condi- 
tions can  produce  results  of  similar  accuracy. 

(6)  With  the  EMI  9558  photomuhipher  tube,  opera- 
tion with  five  (or  eight)  dynodes  is  possible,  and,  espe- 
ciaUy  at  small  gains  of  10  to  1,000  (or  30  to  10,000),  is 
more  advantageous  if  an  initial  drift  causes  interference 
when  all  stages  are  in  use. 

(7)  The  photomultiplier  and  its  anode  resistance 
must  be  installed  in  a  housing  with  high  thermal  inertia 
or  in  a  thermostatted  housing. 

(8)  The  anode  resistance  must  have  small  voltage 
and  small  temperature  coefficients. 

(9)  Anode  feedback  should  be  avoided  by  compen- 
sation or  the  provision  of  proper  resistances. 

(10)  The  capacitor  in  parallel  with  the  anode  resist- 
ance must  have  very  low  dielectric  absorption. 

(11)  Interferences  due  to  dielectric  absorption  in 
the  electrometer  input  and  its  connecting  cable  must 
be  avoided  by  suitable  selecting  or  handling. 

(12)  In  addition  to  the  recommended  application  of 
rotating  sectored  disks  for  attenuation  of  the  radia- 
tion, it  may  be  necessary  to  incorporate  simple  sup- 
plementary filters  in  vibrating  capacitor  electrometers. 

Kunz  followed  these  rules  and  showed  that  an  EMI 
9558  was  linear  to  about  ±  0.005  percent  at  final  elec- 
trode currents  from  0.03  to  20  nA  with  an  overall  gain 
of  either  30  or  300  and  using  the  fifth  dynode  as  the 
final  electrode. 

Kunz's  paper  should  certainly  be  consulted  by  any- 
one wishing  to  improve  their  radiometric  techniques. 

2.  Improving  Linearity  Using  a  Sector  — After  de- 
veloping the  dynamic  (beat  frequency)  method  of 
measuring  nonlinearity  and  finding  the  relationship 
between  NLd  and  NLq,  Jung  [5]  proceeded  to  describe 
two  methods  of  increasing  the  linearity  of  radiation 
measurements.  The  first  method  is  to  attenuate  the 
strongest,  P2,  of  the  two  radiations  which  are  being 
compared,  with  a  sector  with  an  opening  which  is 
such  that  the  open  time,  Ds,  relative  to  the  period,  T, 
is  given  by  Ds  =  P1TIP2.  With  this  arrangement,  the 
average  irradiance  from  P2  which  reaches  the  receiver 
is  equal  to  P2DslT=  Pi.  With  the  assumption  of  eq 
(6)  for  the  type  of  nonlinearity  and  using  a  Fourier 
treatment,  Jung  showed  that  €B/e  =  0  for  cjt-^  00  and 
eo/e=l  for  cjt-^O.  In  this  case,  w  is  2tt  times  the 
chopping  frequency,  and  t  is  the  time  constant  of 
the  nonlinearity.  The  errors,  eo  and  e,  are  respectively, 
the  nonlinearity  errors  in  the  measurement  with  and 
without  the  attenuating  sector.  Thus  if  the  nonlinearity 
appears  much  faster  than  the  chopping  period,  the 
sector  will  not  reduce  the  error  at  all,  but  if  the  non- 
linearity  appears  slowly  relative  to  the  chopping  period, 
the  sector  will  reduce  the  nonhnearity.  Note  that  the 
nonlinearity  assumed  in  eq  (6)  is  a  nonlinearity  propor- 
tional to  the  flux. 


3.  Improving  Linearity  by  Adding  a  Steady  Flux  to 
the  Weakest  Flux  of  Two  Chopped  Radiations  — 
Since  some  receivers,  such  as  the  silicon  diode  measur- 
ed in  figure  14,  have  a  nonlinearity  which  is  not  propor- 
tional to  the  irradiance,  Jung  developed  another 
method  of  increasing  hnearity  in  a  receiver  which  has 
a  nonlinearity  that  appears  very  quickly.  The  ap- 
paratus for  comparing  the  radiant  flux  from  Pi  and 
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Figure  10.  Optical  arrangement  for  photometry  of  two  radiances 
Pi  and  P2  selected  by  mirror  RM.  Pj  and  P2  are  chopped.  An 
adjustable  radiation  Po  is  added  to  the  weaker  radiation.  (Courtesy, 
Z.  Angew.  Physiic.) 

P2  by  this  method  is  illustrated  in  figure  10,  taken 
from  Jung.  The  rotatable  mirror,  RM,  directs  the  radia- 
tion from  either  Li  to  L2  to  the  concave  mirror  CM.  The 
radiation  is  then  chopped  by  LM,  a  50  percent  sector. 
During  the  time  when  radiation.  Pi,  from  source,  Li, 
is  falling  on  the  receiver,  R,  radiation  Po  from  Lo  is 
also  incident  on  the  receiver.  Po  is  adjusted  so  the  aver- 
age chopped  flux  on  the  receiver  from  Pi  plus  Po  is 
equal  to  the  average  flux  from  P2.  The  variation  with 
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Figure  11.  Time  dependency  of  radiation  on  receptor.  Radiations 
Po,  Pi  and  P-.  are  indicated.  After  chopping  and  recombination 
either  P','(t)  or  PjU)  is  incident  on  receptor.  (Courtesy,  Z.  Angew. 
Physik.) 

time  of  the  incident  flux  on  R  is  shown  in  figure  11. 
Po,  Pi,  and  P2  indicate  the  steady  fluxes.  P'l' (t)  and 
P2  (t)  indicate  the  respective  incident  flux  depending 
on  whether  the  mirror  selects  Pi  or  P2.  The  shutter 
on  Po  is  also  opened  in  the  first  case.  A  phase  sensitive 
rectifier  permits  the  chopped  signal  PJ'(0  to  be  separ- 
ated from  the  steady  signal  resulting  from  Po.  Again 
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Jung  provided  a  theoretical  treatment  and  showed  that 
the  nonlinearity  should  be  eliminated  completely  if 
the  nonlinearity  is  proportional  to  the  flux. 

If  the  photocurrent  obeys  eq  (1),  Jung  showed  that 
the  quadratic  part  of  the  nonlinearity  should  be  re- 
duced by  a  factor  of  four. 

Jung  tested  an  EMI  9558  QB  photomultiplier  with 
the  voltage  divider  network  shown  at  the  top  of  figure 
12.  This  circuit  provides  a  positive  anode  current- 
proportional  nonlinearity  of  about  2  X  10"^  •  /lA"'  with 
a  rise  time  of  a  little  more  than  1.3  ms.  The  rise  time  is 
caused  by  the  capacitors  across  the  last  three  stages. 
He  used  three  methods  of  measurement: 

(1)  the  usual  dc  superposition  method, 

(2)  the  superposition  method  where  the  combined 
beam  was  attenuated  with  a  50  percent  sector, 

(3)  the  dynamic  method  with  the  average  frequency 
206.5  Hz  of  the  two  signals. 
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Figure  13.  Apparatus  for  confirming  the  method  of  figure  10  bv 
superposition.  Radiation  from  sources  L,  and  Lj  may  be  recom- 
bined  or  measured  separately.  Radiation  from  adjustable  source  Li 
is  added  until  the  voltmeter  at  the  output  of  impedance  con- 
verter IC  reads  a  constant  value.  Phase  sensitive  rectifier  PSR 
provides  a  signal  to  digital  voltmeter  DVM.  Detector  RD  provides 
synchronization  from  chopper  LM.  (Courtesy,  Z.  Angew.  Physik.) 


The  nonlinearity  was  measured  over  a  wide  range  of 
anode  currents.  The  respective  results  for  the  three 
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Figure  12.    Jung's  measurements  of  the  nonlinearity  of  an  EMI  9558 
photomultiplier  using  3  methods.  (Courtesy,  Z.  Angew.  Physik.) 

methods  are  shown  by  NLi,  NL2,  and  NL3  in  figure  12. 
The  largest  nonlinearity  was  measured  by  the  first 
method.  The  sector  attentuation  of  method  2  reduces 
the  nonlinearity  by  a  factor  of  2.  The  dynamic  method 
measures  a  nonlinearity  less  by  a  further  factor  of 
nearly  5.  Jung  showed  that  these  results  were  con- 
sistent with  the  theory  and  indicated  a  rise  time  for  the 
nonlinearity  of  2.1  ms. 

It  remained  for  him  to  demonstrate  experimentally 
that  the  method  of  providing  equal  average  photocur- 
rent by  adding  a  steady  flux  to  the  weakest  signal  would 
produce  improved  linearity.  For  this  purpose,  he  built 
the  apparatus  shown  in  figure  13.  The  equalization  of 
average  signal  is  accomplished  by  a  voltmeter  measur- 
ing the  average  voltage  after  IC,  the  impedance  con- 


verter. This  is  followed  by  PSR,  the  phase  sensitive 
rectifier  (controlled  by  a  signal  picked  off  RD,  a  detec- 
tor, which  is  actuated  by  LM,  the  modulator)  and  a  digi- 
tal voltmeter.  The  results  obtained  by  Jung  are  given 
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Figure  14.  Jung's  measurements  of  the  nonlinearity  of  a  silicon 
diode.  NL  for  measurements  by  the  dynamic  method.  NLq  for 
measurements  with  equalization  of  average  current  on  the  re- 
ceptor. (Courtesy,  Z.  Angew.  Physik.) 

in  table  4;  column  1  shows  the  maximum  anode  cur- 
rent for  each  ratio  of  2:1.  Column  2  shows  the  non- 
linearity  for  the  method  of  figure  6,  and  column  3  the 
nonlinearity  for  the  usual  dc  superposition  method. 
The  values  in  column  2  fluctuate  in  the  range  ±  0.2  X 
10~^,  while  the  values  in  column  3  increase  with  anode 
current  to  30  X  IQ-^'  at  19  ^tA.  We  can  see  that  Jung 
achieved  a  really  vast  improvement  in  linearity  by 
maintaining  the  average  light  constant  by  adding  a 
steady  light  during  the  presentation  of  the  weaker  flux. 

After  these  measurements  for  a  ratio  of  1  :2,  Jung 
made  measurements  of  P\  relative  to  Pz  for  ratios  of 
1  : 30  and  1  : 100.  To  obtain  the  true  ratios,  he  meas- 
ured i  for  each  source  without  a  modulator  and  cor- 
rected the  I  values  using  the  values  obtained  from  curve 
NLi  of  figure  12.  The  corrected  ratio  is  given  by 

P2     ^=  i2{\-NL,{H)) 
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The  results  for  Q=  are  shown  in  column  4  of  table  5. 
The  ratio  from  the  use  of  Poto  create  constant  aver- 
age flux  is  formed  without  a  correction  of  any  kind.  The 
values  are  given  in  column  6  of  table  5.  Column  7  shows 
the  fractional  difference  between  the  two  methods  for 
the  two  flux  ratios.  These  are  respectively  equivalent 
to  agreeing  in  the  measurement  of  transmittance  of 
0.03  to  within  0.04  percent  of  the  transmittance  and 
agreeing  in  measuring  a  transmittance  of  0.01  to  within 
0.06  percent  of  the  transmittance. 

Table  4 

Max.  Anode 
Current  Nonlinearity 


I //.A  NLo(t=  const)  NLi  (j  #  const) 


0.20 

-0.18  •  10-3 

0.35  •  10-3 

.40 

.00 

.70 

.80 

-.02 

1.35 

1.00 

-.48 

1.70 

1.46 

-.20 

2.50 

1.72 

-.09 

2.90 

1.98 

.21 

3.30 

2.78 

.07 

4.6 

4.96 

-.09 

8.2 

19.05 

.10 

30.0 

pliers  in  photometry. 

Finally,  Jung  applied  the  constant  average  hght 
method  to  a  silicon  diode  with  a  bias  voltage  of  24  V 
and  obtained  the  points  marked  by  crosses  and  the 
curve  labelled  NLf,  in  figure  13.  The  measurements 
for  a  ratio  of  1:2  and  using  the  usual  dc  superposition 
method  are  shown  in  figure  14  by  circles  and  a  curve 
marked  NL.  The  values,  NLc,  with  a  maximum  of 
about  1.0X10"^  at  1  /xA  are  much  less  in  absolute 
value  than  the  values  NL.  This  shows  that  the  equali- 
zation method  also  increases  the  linearity  of  receivers 
with  curved  nonlinearity  characteristics.  The  non- 
linearity  may  be  high  for  a  diode  with  a  bias  voltage 
applied.  The  bias  makes  the  response  fast  and  Jung 
may  have  used  it  biased  for  that  reason. 

4.  Moatti  [21]  showed  that  in  using  a  voltage  divider 
network  of  equal  resistors,  to  provide  the  voltages  to 
the  dynodes,  one  should  expect  a  decrease  of  gain 
with  anode  current.  Moatti  suggested  fixing  the  volt- 
age from  last  dynode  to  anode.  Lush  [22]  showed  that 
this  would  produce  an  increase  of  gain  with  anode 
current  and  suggested  introducing  some  resistance, 
in  series  with  this  fixed  voUage,  in  the  circuit  from 
last  dynode  to  anode.  He  showed  that  the  optimum 
value  of  this  resistance  depended  on  the  maximum 
anode  current  which  would  be  drawn  relative  to  the 
current  in  the  voltage  divider  network.  Land  [31] 
experimented  with  the  straight  resistance  network 


Table  5 

D  C.  method  Chopping  method 

(i  5^  const)  (;'=  const) 


i  /xA 

NL(i) 

(?= 

1 

10.0909 

16.2  •  10-3 

32.295 

2 

0.30756 

0.53  ■  10-3 

1 

12.2923 

20.0-10-3 

96.524 

2 

0.12483 

0.22  •  10-3 

This  is  indeed  a  remarkable  achievement,  especially 
since  one  method  requires  no  corrections  for  non- 
linearity  and  the  other  requires  a  series  of  measure- 
ments of  nonlinearity  which  must  be  combined  to  pro- 
duce the  final  correction.  It  should  be  noted  that  Jung 
used  vacuum  tungsten  strip  lamps  as  sources  with 
currents  stabilized  so  their  irradiance  have  a  stability 
with  time  of  2  X  10"^.  The  measurements  were  made 
with  a  photomultipHer  at  maximum  currents  up  to  12 
/xA.  Jung  felt  that  the  maximum  measurement  un- 
certainty was  ±0.7  X  lO"''  and  resulted  from  noise  and 
the  nonlinearity  of  the  phase-sensitive  rectifiers. 

If  the  procedure  had  been  to  add  steady  light  to  the 
weakest  of  two  unchopped  signals,  in  order  to  make 
a  null  reading,  the  added  flux  would  need  to  be  known 
ij  to  0.0006  percent  to  achieve  the  same  accuracy,  but, 
in  this  constant  average  light  method,  Po  need  not  be 
known.  With  the  useful  detail  given  by  Jung  we 
should  all  be  able  to  make  better  use  of  photomulti- 


10.0710  32.306  0.34  •  10-3 

0.31174 

12.2048  96.580  0.58-10-3 

0.12637 

and  found  that  the  changes  in  gain  were  about  1  per- 
cent if  the  ratio  of  the  anode  current  to  the  current  in 
the  resistance  network  was  less  than  0.1.  He  sug- 
gested that  this  was  good  enough  since  instabilities 
would  be  this  large. 

W.  Van  de  Stadt  [32]  in  a  short  letter  noted  that 
"after  exposure  to  a  relatively  high  light  flux  (say,  up- 
wards of  10^  times  the  NEP)  the  tubes  exhibit  'memory', 
i.e.  the  anode  current  does  not  decrease  to  its  previous 
dark  current  level  after  removal  of  the  incident  light 
flux.  This  memory  effect  may  take  several  seconds  to 
decay  and  is  dependent  in  magnitude  and  duration 
on  the  light  flux  that  generated  it.  The  tube  does  re- 
cover to  its  original  NEP  given  enough  time." 

Kunz  [3]  gave  a  detailed  report  on  his  experiences 
with  dark  current.  His  measurements  on  EMI  9558 
photomultipliers  gave  results  which  indicate  a  time 
constant,  of  change  in  sensitivity  after  changing  the 
incident  flux,  of  between  8  and  16  min  depending  to 
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some  extent  on  the  anode  current.  The  change  of 
sensitivity  was  —  0.1  percent  at  80  nA,  —  0.4  percent 
at  330  nA  and  -  0.7  percent  at  860  nA. 

Kunz  measured  the  dark  current  at  the  anode  of  an 
EMI  9558  photomultiplier  tube  with  a  gain  of  300  and 
found  that  the  dark  current  increased  rapidly  as  the 
anode  to  last  dynode  voltage  was  increased.  The  anode 
current  at  30  V  was  1  X  lO^^^  A  increasing  to  5  x 
10"'^  A  at  50  V.  He  found  hysteresis  with  the  current 
remaining  higher,  as  the  voltage  was  reduced,  than  it 
had  been  at  the  same  voltage  as  the  voltage  was  in- 
creased. When  he  measured  the  dark  current  at  any  of 
the  dynodes  from  5  to  10  he  found  that  the  hysteresis 
was  reversed.  The  sign  may  be  reversed  because  the 
dynodes  emit  photoelectrons,  but  the  anode  does  not. 
However,  on  the  dynodes  the  increase  of  dark  current 
was  fairly  Linear  with  last  stage  voltage.  Because  of  the 
nonlinearity  of  dark  current  on  the  anode  and  because 
he  found  abrupt  changes  of  anode  dark  current, 
Kunz  preferred  to  use  the  measurements  of  current 
at  one  of  the  dynodes,  rather  than  at  the  anode.  He 
also  wanted  to  use  a  low  gain  in  most  cases  because  he 
found  it  desirable  to  keep  the  current  at  the  final 
stage  below  30  nA. 

5.  Witherell  and  Faulhaber  [11]  discussed  the 
operation  of  silicon  diodes  for  photometric  applications 
and  gave  data  for  silicon  diode  nonlinearity  as  a  func- 
tion of  load  resistance  and  cell  current.  They  use  the 
cell  in  the  photovoltaic  mode,  i.e.  without  the  bias 
used  by  Jung.  They  showed  that  the  linearity  improved 
by  a  factor  of  almost  15  for  every  decade  decrease  in 
load  resistance.  The  nonlinearity  also  increased 
proportionally  with  cell  current.  With  a  load  resistance 
of  1  fl  they  found  that  the  maximum  nonlinearity  was 
0.1  percent  for  cell  currents  ranging  from  50,000  nA 
toO.SnA. 

For  the  short  circuit  condition  the  device  is  in- 
sensitive to  temperature,  about  —0.1  percent/°C 
at  550  nm.  They  give  the  connections  of  the  opera- 
tional amplifier  and  also  the  properties  of  the  amplifier 
and  the  cell  which  must  be  considered  in  using  the 
cell  in  photometric  applications.  The  bias  voltage 
speeds  up  the  response  time  so  this  will  make 
Jung's  measurements  on  the  response  time  of  the 
biased  silicon  diode  inapphcable  to  the  circuit  used  by 
Witherell  and  Faulhaber.  Jung  [4]  measured  at  several 
wavelengths  and  found  the  nonlinearity  of  silicon 
diodes  much  more  severe  at  long  wavelengths.  It 
would  be  interesting  to  know  whether  the  same  appUes 
in  the  photovoltaic  mode  of  operation. 

6.  Jones  and  Clarke  [6]  showed  that  it  was  possible  to 
use  a  photomuhiplier  as  a  null  device  and  thus  to 
compare  a  larger  flux,  after  transmission  by  a  sector, 
with  a  weaker  light  which  was  unattenuated.  They 
measured  the  opening  in  a  adjustable  sector  by  a  photo- 
electric timing  device.  This  method  takes  advantage  of 
the  fact  that  some  receivers  obey  Talbot's  Law, 
although  they  may  be  nonlinear  when  used  to  compare 
two  steady  irradiances  of  different  size.  The  Jones  and 
Clarke  method  can  produce  digital  data  directly  from 


the  timing  procedure. 

7.  Jones  and  Sanders  [33]  showed  that  keeping  the 
input  voltage  to  an  electrometer  constant  would  im- 
prove the  precision  of  measurements.  This  potentio- 
metric  method  used  an  electrometer  amphfier  as  a  null 
device.  It  served  at  the  same  time  to  keep  the  voltage 
constant  from  cathode  to  anode  of  the  vacuum  photo- 
cell. This  increased  its  linearity.  The  vacuum  cell  ■ 
used  had  a  cylindrical  anode  with  the  cathode  at  one 
end  of  the  cylinder.  The  resultant  device  was  precise 
and  linear,  but  inconvenient  to  use  since  some  knowl- 
edge of  the  signal  was  required  in  advance.  Jones  [34] 
later  described  a  circuit  which  avoided  this  require- 
ment and  made  it  possible  to  measure  accurately 
using  a  digital  voltmeter.  Similar  techniques  now  use 
operational  amplifiers. 

8.  Sauerbrey  [35],  in  a  private  communication  of  his 
latest  extension  of  Jung's  method  of  constant  average 
anode  current,  was  able  to  show  that  with  an  average 
anode  current  of  10  /u,A  on  an  EMI  9558  photomultipher 
tube,  it  can  be  used  with  a  nonlinearity  of  less  than 
0.1  percent.  He  investigated  the  effect  of  cathode-first 
dynode  voltage,  last  dynode-anode  voltage  and  second 
last  dynode-last  dynode  voltage. 

9.  Schanda  and  Szigeti  [36]  showed  that  50-W 
tungsten-halogen  lamps  with  a  single  coil  made  by 
Tungsram  were  more  stable  in  short  term  use  than  a 
200-W  lamp  with  a  coiled-coil  filament.  The  use  of  the 
former  type  could,  therefore,  improve  results  of  i 
spectrophotometry  or  spectroradiometry.  ! 

10.  Davies  [37]  has  recently  shown  that  photo-  '< 
multiphers  cleaned  thoroughly,  painted  with  silver  ; 
paint  which  is  connected  to  the  cathode  by"  a  10  MCI  j 
resistor,  and  the  use  of  the  tube  with  no  socket  wiU 
reduce  the  dark  current  by  as  much  as  1000  times. 
The  dark  current  is  more  stable  and  is  not  increased 
after  operation  with  anode  currents  up  to  10  ^tA. 

IV.  Conclusions 

The  fundamental  method  of  testing  linearity  is  the 
superposition  method.  Several  methods  have  been 
described  and  used  to  produce  accuracies  of  0.05 
percent  or  better.  Jung  [4]  has  shown  that  nonlinear- 
ities  can  be  measured  quickly  and  precisely  by  a  beat 
frequency  method.  His  measurements  do  not  always 
apply  to  the  receptor  as  actually  used,  but  his  measure- 
ments suggested  a  method  [5]  of  using  receptors  so 
they  behave  linearly  or  very  nearly  so.  This  method 
involves  keeping  the  average  anode  current  constant. 
The  flux  to  be  measured  is  chopped,  a  steady  flux  is 
added  to  the  weaker  and  the  alternating  response  is 
separated  by  a  phase  sensitive  rectifier.  The  results 
are  linear  to  0.05  percent  without  correction  for  non- 
linearity. 

The  accuracy  of  the  phase  sensitive  rectifier  may 
limit  the  accuracy  of  Jung's  method.  The  accuracy 
and  nonlinearities  of  the  rectifier  system  would  need 
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to  be  less  than  0.01  percent  if  the  error  from  this 
source  is  to  be  negligible. 

Jung's  method  can  only  be  used  to  measure  steady 
radiation.  For  discharge  lamps  operated  by  ac,  one 
might  make  a  null  comparison  between  a  steady 
source  and  the  periodic  test  source  using  one  photom- 
eter. The  steady  source  could  then  be  measured  using 
Jung's  system.  These  measurements  would  need  to  be 
corrected  for  the  residual  nonlinearity  as  measured 
by  the  superposition  method.  This  residual  nonlinearity 
would  be  caused  mainly  by  the  increased  space  charges 
at  higher  photocurrents. 

Sauerbrey  has  recently  shown  that  with  appropriate 
methods,  a  photomultiplier  can  be  made  to  behave 
linearly,  within  0.1  percent,  at  anode  currents  up  to 
10/i.A.  This  is  in  contrast  to  Kunz  who  used  dc  measure- 
ments and  found  that  he  needed  to  limit  the  maximum 
current  to  0.03  ixK  on  the  last  electrode  to  obtain 
results  accurate  to  ±0.005  percent. 

Sauerbrey  indicated  that  a  photomultiplier  tube 
which  he  tested  did  not  obey  the  1+e  power  function 
assumed  by  Hawes.  It  would,  therefore,  be  advisable 
to  check  Hawes'  assumption  by  the  superposition 
method  at  several  levels  before  using  it  in  the  Hawes' 
combination  method. 

For  accurate  measurements,  tungsten  strip  fila- 
ment lamps  operating  in  a  vacuum  have  been  found 
necessary  because  of  their  better  stability  compared 
to  gas  filled  lamps. 

The  receptor  and  its  associated  electronic  circuit 
should  be  tested  and  used  under  the  same  conditions, 
if  the  measured  nonlinearities  are  to  be  applicable. 
The  nonlinearities  are  considerably  altered  by  changing 
the  resistance  circuit  in  the  dynode  chain  of  the  photo- 
multiplier. Different  resistance  ratios  are  optimum 
for  different  types  of  tubes. 
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The  measured  apparent  transmittance  Ta  of  a  filter  or  liquid  sample  depends  on  the  beam  geom- 
etry in  the  spectrophotometer.  For  focused  light  incident  upon  the  sample,  Ta  is  different  for  systems 
having  different  f-numbers,  and  also  depends  on  the  state  of  polarization  of  the  light.  These  effects 
are  eliminated  when  the  incident  light  is  coUimated;  in  this  case  Ta  approaches  the  "true"  transmit- 
tance T  of  the  sample.  Both  modes  of  operation  suffer  from  stray  light  and  interference  effects.  The 
former  may  be  reduced  significantly  by  using  mirror  rather  than  lens  optics,  and  the  latter  by  suitable 
choice  of  the  monochromator  slit  width.  A  new  spectrophotometer  based  upon  the  above-mentioned 
design  principles  is  described.  The  photometric  precision  of  this  instrument  is  shot-noise  limited, 
permitting  measurements  to  better  than  10"''  transmittance  units. 

The  double-aperture  method  of  testing  detector  linearity  to  this  level  of  precision  is  discussed. 
The  conventional  method  of  finding  the  nonlinearity  correction  can  be  replaced  by  a  curve-fitting 
procedure  giving  better  precision.  Data  on  detector  nonlinearity,  and  its  dependence  on  wavelength, 
are  presented. 

Key  words:  High  accuracy  spectrophotometry,  physical  parameters;  linearity  test  of  photodetector; 
spectrophotometry,  high  accuracy. 

I.  Introduction 

When  the  same  sample  is  measured  with  two  spec-  summarizing  a  recent  NBS  in-house  intercomparison 

trophotometers  the  results  often  disagree  by  amounts  of  two  spectrophotometers  both  of  which  have  pre- 

several  times  greater  than  the  precision  of  either  cisions  well  below  10"*  transmittance  units.  When  the 

instrument.  An  example  of  this  is  given  in  table  1,  measurements  were  repeated,  it  was  found  that  the 

Table  1.    Results  of  comparative  filter  measurements.  The  high-accuracy  spectrophotometers  described  in 

reference  [1]  and  in  this  paper  were  used  for  this  test 

Measured  transmittance  Range  of 

nonuniformity 


440  nm  46,5  nm  590  nm  635  nm  of  filter  (635  nm) 

10%  Filter 

Lab  1  0.1159  0.1356  0.1037  0.1136 

Lab  2     .  ,  0.1145  0.1339  0.1024  0.1122  0.0005 

Diflf.  -f  0.0014  +0.0017  +0.0013  +0.0014 

20%  Filter 

Lab  1  0.1980  0.2259  0.1916  0.2060 

Lab  2  0.1980  0.2259  0.1916  0.2061  0.0004 

Diff.  0.0000  0.0000  0.0000  0.0001 

30%  Filter 

Lab  1  0.3287  0.3553  0.3113  0.3255 

Lab  2  0.3289  0.3557  0.3115  0.3258  0.0001 

Diff.  -0.0002  -  0.0004  -  0.0002  -  0.0003 
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filters  were  slightly  inhomogeneous.  This  inhomo- 
geneity  is  too  small  to  account  for  the  relatively  large 
discrepancies  for  the  10  percent  filter,  but  large  enough 
to  dismiss  the  agreement  on  the  20  percent  filter  as 
fortuitous,  since  no  attempt  had  been  made  to  meas- 
ure the  same  area  of  these  filters.  Furthermore,  the 
filters  were  found  to  be  slightly  dichroic  in  one  labora- 
tory, but  not  in  the  other.  A  similar  interlaboratory 
test,  which  led  to  a  small  residual  bias  of  roughly  the 
same  magnitude,  is  reported  in  reference  [1].* 

For  the  purposes  of  routine  spectrophotometry, 
the  level  of  agreement  of  these  measurements  is  quite 
satisfactory,  but  not  from  the  point  of  view  of  high- 
accuracy  spectrophotometry.  With  well-designed 
modern  spectrophotometers,  it  is  possible  to  achieve 
repeatabilities  of  a  few  10"^  transmittance  units. 
Anyone  using  such  advanced  instrumentation  cannot 
ignore  discrepancies  as  large  as  those  mentioned.  As 
other  cooperative  tests  have  shown  before  [2],  the 
above-mentioned  results  indicate  that  a  part  of  the 
discrepancies  must  be  attributed  to  the  samples 
used.  In  view  of  this  difficulty,  spectrophotometric 
accuracy  cannot  be  assessed  by  interlaboratory  tests 
alone.  In  order  to  separate  the  effects  of  sample  and 
instrument,  it  is  necessary  to  identify  the  various 
possible  sources  of  systematic  errors  for  each  of  the 
spectrophotometers  involved,  and  to  take  them  into 
account  before  comparing  results. 

The  main  emphasis  of  this  paper  is  on  systematic 
errors  due  to  beam  geometry.  It  will  be  shown  that 
different  spectrophotometers  are,  indeed,  likely  to 
give  different  results.  Conversely,  it  is  entirely  possible 
to  obtain  agreement  between  two  instruments  of  similar 
design,  but  what  was  measured  may  not  have  been  a 
meaningful  material  property  of  the  sample. 


Some  of  the  beam-geometry  errors  are  calculable  by 
straightforward  application  of  optical  physics.  These 
may  be  eliminated  by  numerical  correction  of  the 
measured  results.  In  other  cases,  the  magnitude  of  the 
error  must  be  determined  experimentally.  Ideally,  a 
high-accuracy  spectrophotometer  should  have  off-axis 
mirror  optics,  and  aU  measurements  should  be  made  in 
parallel  Ught.  Nevertheless,  it  is  possible,  although 
significantly  more  difficult,  to  perform  accurate 
measurements  using  a  conventional  focused-beam 
spectrophotometer  with  lenses.  Both  types  of  instru- 
ments may  suffer  from  systematic  errors  due  to 
interference. 

The  particular  samples  discussed  are  glass  filters, 
because  these  appear  to  be  the  most  commonly  used 
transfer  standards  for  assessing  spectrophotometric 
accuracy.  A  definition  is  given  of  what  might  be  con- 
sidered the  'true'  transmittance  of  an  ideal  filter, 
followed  by  a  discussion  of  some  of  the  pitfalls  of  real 
filters. 

The  necessity  to  eliminate  the  systematic  error  due 
to  nonlinear  detector  response  is  well  recognized.  It 
wiU  be  shown  that  the  double-aperture  [3]  method  can 
be  adapted  to  yield  the  additive  nonlinearity  correc- 
tion to  ±  1  X  10"^  transmittance  units. 

II.  A  New  Spectrophotometer 

Most  of  the  measurements  reported  in  this  paper 
were  performed  with  a  new  single-beam  spectro- 
photometer designed  as  a  research  tool  for  spectro- 
photometric measurements  with  an  accuracy  exceed- 
ing that  of  conventional  systems.  The  instrument  is 
described  elsewhere  [4,  5J  in  greater  detail;  its  design 
is  shown  schematically  in  figure  1. 
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Figure  1.    High-accuracy  spectrophotometer. 


'  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


82 


The  monochromator  is  an  f/8.7  Czerny-Turner 
system  with  1-m  off-axis  parabolic  mirrors  and  a 
1200-lines/mm  plane  grating  blazed  for  500  nm.  The 
entrance  and  exit  'slits'  are  interchangeable  circular 
apertures  with  diameters  ranging  between  0.25  and 
1  mm,  so  that  the  exit  aperture  approximates  a  point 
source  having  a  spectral  band  pass  between  0.2  and 
0.8  nm  when  the  grating  is  used  in  the  first  order.  This 
light  is  collimated  by  a  195-mm  off-axis  paraboUc 
mirror,  and  focused  into  the  detector  by  another. 
These  two  mirrors  are  mounted  at  the  ends  of  a  120-cm 
precision  optical  bench;  the  space  between  them 
constitutes  the  sample  compartment  of  the  spectro- 
photometer. It  will  become  apparent  in  this  paper 
that  this  design;  namely,  the  exclusive  use  of  off-axis 
mirror  optics,  and  the  placement  of  the  sample  in  a 
collimated  and  linearly  polarized  beam,  constitutes 
the  optimal  beam  geometry  for  high-accuracy 
spectrophotometry. 

A  large  sample  space  was  provided  in  this  spectro- 
photometer, so  that  the  beam  geometries  of  other 
instruments  can  be  simulated  by  means  of  lenses 
placed  in  the  collimated  beam.  Several  of  the  meas- 
urements reported  in  this  paper  were  performed  in 
this  manner. 

The  light  source  is  a  tungsten  ribbon  lamp,  rated 
for  6V  and  ISA,  and  connected  to  a  regulated  power 
supply  using  external  sensing  on  a  0.1  H  shunt  rated 
for  50  A.  Except  for  a  possible  linear  drift  in  time, 
the  radiant-flux  output  of  this  source  is  constant  to 
better  than  0.01  percent  for  periods  of  the  order  of 
20  min.  The  flux  into  the  monochromator  is  varied 
by  variation  of  the  lamp  current  or  rotation  of  the  first 
of  the  two  Glan-Thompson  prisms  shown  in  figure  1. 
The  second  Glan-Thompson  prism  defines  the  state 
of  polarization  of  the  light.  The  source  is  focused  on 
the  entrance  slit  of  the  Ebert  prism  predisperser  which 
precedes  the  grating  monochromator. 

A  2-mW  helium-neon  laser  was  installed  in  the  sys- 
tem for  alignment  purposes,  and  spectral  lamps  are 
provided  for  calibration  of  the  wavelength  scale  to  a 
0.02-nm  accuracy. 

The  detector  is  an  end-on  photomultiplier  tube 
attached  to  a  15-cm  averaging  sphere  with  an  estimated 
efficiency  of  20  percent.  The  photomultiplier  tube  has 
an  S-20  cathode  and  11  stages;  the  dynode  chain  is 
linear  with  a  Zener  diode  between  cathode  and  first 
dynode.  Its  power  supply  is  voltage-regulated  to 
0.001  percent,  and  the  anode  current  is  measured  by 
a  current-to-frequency  converter  similar  to  that  de- 
scribed by  Taylor  [6].  This  converter  and  its  associ- 
ated high-precision  counter  were  found  to  be  linear 
to  better  than  one  part  in  10^,  and  to  have  a  full-scale 
repeatability  less  than  two  parts  in  10\  The  counter 
integrates  over  a  10-s  interval. 

The  counter  signals  are  recorded  automatically  on 
punched  paper  tape  by  means  of  a  data  acquisition 
and  control  system,  which  is  also  used  as  a  computer 
terminal  to  process  the  recorded  data. 

Upon  construction  of  the  spectrophotometer,  a 
series  of  tests  was  undertaken  to  determine  its  photo- 


metric precision.  The  signal  currents  generally 
drifted  in  time  and  exhibited  random  fluctuations 
superimposed  upon  this  drift.  Since  all  quantities 
measured  with  a  spectrophotometer  are  ratios,  the 
drift  is  of  no  concern  provided  it  is  linear  in  time, 
and  provided  that  all  readings  are  taten  at  fixed  time 
intervals.  Under  these  conditions  the  quantity  affect- 
ing the  precision  of  transmittance  measurements  is 
the  standard  deviation, 

^/={i[/.-/(w)]2/(n-l)]"'  (1) 

where  h,  h,  .  .  .  /„  are  n  successive  readings  of  the 
same  signal  current  /,  and  livt)  is  their  expectation 
value,  obtained  from  a  least-square  fit  of  the  meas- 
ured data  as  a  linear  function  of  time,  t. 
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Figure  2.    Photometric  precision  dl/I  of  spectrophotometer  versus 
signal  current  /. 

When  plotted  as  shown  in  figure  2,  the  random 
error,  dl,  so  defined,  was  found  to  be  primarily  a 
function  of  the  signal  current,  /,  itself  independent 
of  the  particular  combinations  of  lamp  current,  flux 
attenuation,  wavelength,  and  photomultiplier  dynode 
voltage  used  to  produce  any  particular  value  of  /.  As 
indicated  by  the  solid  line,  the  relationship  between 
dl  and  /  is,  approximately, 

iVloflXlO-'       if/ <  10-^  A,  (2a) 

dlll= 

[  10-4       if/ >  10-^  A,  (2b) 

The  low-current  branch  (2a)  of  this  curve  is  due  to 
photomultiplier  shot  noise.  The  limiting  value  (2b) 
for  large  signal  currents  is  attributed  to  lamp  noise. 

Equations  (2a,  b)  can  be  used  to  predict  the  random 
error, 

with  which  this  spectrophotometer  will  perform 
transmittance  measurements.  The  result  is  that  the 
standard  deviation  of  a  single  measurement  of  trans- 
mittance is  of  the  order  of  10"^  transmittance  units  or 
less,  provided  that  the  signal  current,  /,  for  the  100 
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percent  point  of  the  transmittance  scale  is  chosen  to 
be  equal  or  greater  than  10"^  A.  Measurements 
based  on  a  series  of  repeated  readings  will  then  be 
reproducible  to  within  a  few  0.00001  transmittance 
units.  This  expectation  was  verified  directly,  when 
separate  transmission  measurements  of  neutral- 
density  glass  fillers  with  nominal  transmittances  of 
0.1,  0.2,  and  0.3  were  found  to  be  repeatable  to 
±0.00004. 

III.    The  True'  Transmittance  of  a  Filter 

The  optical  transmittance  of  a  given  sample, 
_    transmitted  radiant  flux 


n'  cos  6'  —  n  cos  6 


incident  radiant  flux 


(4) 


is  not  a  well-defined  property  of  matter.  It  depends  on 
the  form  of  the  sample,  on  the  path  which  the  light 
travels,  and  is  also  a  function  of  the  polarization  and 
degree  of  coherence  of  the  light.  Thus,  it  cannot  serve 
a  useful  purpose  in  spectrophotometry  unless  con- 
straints are  imposed  on  sample  and  Ught  beam  so  that 
the  above  ratio  of  fluxes  is  reduced  to  a  meaningful 
material  property.  In  the  following,  this  limiting  form 
of  the  optical  transmittance,  T,  will  be  referred  to  as 
the  'true'  transmittance,  r,  of  the  sample. 

As  an  example,  consider  an  ideal  glass  filter;  that 
is,  a  plane-parallel  slab  of  homogeneous  material  of 
complex  refractive  index  h=  n{\-\-  Ik)  and  thickness. 


Figure  3.    Notation  used  in  calculating  the  transmittance  of  a  filter. 

t,  bordered  by  identical  media  with  refractive  index, 
n.\  and  illuminated  by  a  linearly  polarized  plane  wave 
of  wavelength  \  and  angle  of  incidence  6'  (fig.  3).  Its 
optical  transmittance  is  [7] 


T{d')  = 


(l-p2)e*^ 


1  -p2e2i0 


(5a) 


where  p  is  the  appropriate  Fresnel  coefficient  of  ampli- 
tude reflection  at  each  of  the  two  boundary  surfaces, 
given  by 


n'  cos  6'  -\-  n  cos  6 


for  S-polarization  and 


P„  =  - 


n'  cos  d  —  n  cos  B' 


n'  cos  d-\-  n  cos  6' 
for  P-polarization.  Furthermore, 

)8=  (27r/\)tncos  ^, 
with  6  defined  by  Snell's  law, 

n  sin  6=  n'  sin  6' . 


(5b) 


(5c) 


(5d) 


(5e) 


These  equations  indicate  that  T  is  a  function  of 
the  angle  of  incidence  and  state  of  polarization  of  the 
light.  Therefore,  different  transmittances  may  be 
measured  for  the  same  sample  with  spectropho- 
tometers for  which  the  angles  of  light  incidence  are 
different.  In  addition,  the  measured  transmittance 
may  vary  when  the  polarization  of  the  light  is  varied, 
so  that  a  nonpolarizing  filter  may  exhibit  an  instru- 
ment-dependent, apparent  dichroism. 

Equation  (5a),  which  is  based  on  the  assumption  of 
perfectly  coherent  light,  also  leads  to  an  interference 
term.  In  practice,  the  degree  of  coherence  of  the 
light  is  different  for  different  spectrophotometers,  so 
^that  the  actually  observed  interference  effect  will  be 
more  or  less  subdued.  This  may  lead  to  further  in- 
strumental discrepancies  of  measured  transmittances. 

These  sources  of  error  are  eliminated  when  trans- 
mittance is  measured  in  collimated  light  at  normal  inci- 
dence, and  under  conditions  such  that  interference  is 
negligible.  Then,  eq  (5a)  is  reduced  to 


r(0)  = 


T, 


(6a) 


where  r  is  the  energy  reflectance  at  normal  incidence, 
given  by 

r=\p,V=\p, " 


n  —n 


n'  +  n 

for  either  state  of  polarization,  and  where 


(6b) 


(6c) 


is  the  internal  transmittance  of  the  filter  for  normal 
incidence. 

Equation  (6a)  is  a  function  of  the  filter  parameters, 
n  and  t,  only  [8],  and  may  therefore  be  identified  as  the 
above-mentioned  'true'  transmittance,  t,  of  the  filter. 
Any  departures  of  measured  transmittance  from  this 
Vcdue  of  T  are  to  be  considered  errors. 
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IV.  Requirements  for  Standard  Filters 

A  few  simple  conclusions  from  eqs  (6a,  b,  c)  may 
serve  here  to  demonstrate  some  of  the  difficulties  in 
assessing  spectrophotometric  accuracy  by  measuring 
the  same  sample  in  different  laboratories. 

Differentiation  of  eq  (6c)  shows  that  the  variation  of 
T,  due  to  a  variation  of  sample  thickness,  t,  is 


where 


ATi  =  Ti(ln  Tt)Atlt, 


(7) 


which  has  an  extreme  value,  ATi=— 0.37Af/^,  if  t,  =  0.37. 
Hence,  it  may  be  seen  that  t  must  be  constant  to  at 
least  0.5  /itm  if  the  transmittance  of  a  2-mm  thick  filter 
is  to  be  constant  to  10 ~^  transmittance  units.  The  filter 
must  be  plane-paraUel  to  0.1  miUiradians  if  this  require- 
ment is  to  be  satisfied  over  a  5-mm  area.  Equally  strin- 
gent requirements  must,  of  course,  be  imposed  on  the 
homogeneity  of  the  filter  material. 

The  importance  of  proper  sample  handling  and 
cleaning  may  be  illustrated  by  assuming  the  presence 
of  a  thin  contaminating  layer  of  thickness,  ti,  and 
refractive  index,  ni,  on  the  filter  surfaces.  In  this  case, 
the  Fresnel  reflectance,  r,  in  eq  (6a)  must  be  replaced 
by  [9] 

^  n^,in'-ny+  (nf - /i"')  (nf- ra=^)  sin''  U/2) 
/i2(n'  +  n)2+ (n2_„'2)(„2_„2)  gj^a  (^/2) 


jn'-n)^  (  ^n'n{nl-n'^)in',-n^)  .  ^ 
{n'  +  ny{         nlin' -  n)Hn' +  ny 


ixl2) 


Jc  =  47rnifi/X, 


(8b) 


(8a) 


and  where  it  was  assumed  that  k<1  and  that  (n^  —  n'^) 
{nl  —  n^)^n^^{n'  +  is  a  small  number  [10].  In  prac- 
tice, the  film  may  be  water  (ni  ~  1.33),  oil  (/ii  ~  1.47), 
or  some  similar  contaminant,  so  that  ni  ~  1.4  may  be 
taken  as  an  average  representative  number.  If  n'  ~  1 
and  n  ~  1.5,  then  n  ~  r— 12  sin^  {xl2) ,  with  r  as  the 
Fresnel  reflectance  (6b)  of  the  uncontaminated  sur- 
faces. Hence,  it  is  seen  that  the  film  acts  as  an  anti- 
reflection  coating;  its  effect  on  transmittance  will  be 
less  than  10"''  transmittance  units  only  if  2(r— n) 
^  10-^.  According  to  (8b),  the  corresponding  tolerance 
on  the  film  thickness  is  ^  2  10"''  A.,  so  that  a  layer 
only  a  few  molecules  thick  may  be  troublesome.  Re- 
peated cleaning  is  likely  to  leave  residual  layers  of  at 
least  this  magnitude  on  the  filter  surfaces.  A  similar 
difficulty  arises  from  the  fact  that  the  surfaces  may 
gradually  become  leached  by  certain  cleansing  agents. 
The  additional  problem  of  dust  is  too  well  known  to  de- 
serve more  than  passing  mention  at  this  point. 

These  examples  show  the  large  effect  that  inade- 
quate samples  and  sample  handling  techniques  may 
have  on  interlaboratory  comparisons.  Efforts  are  being 
made  to  develop  more  homogeneous  filter  materials, 
and  to  grind  and  polish  them  with  greater  precision, 
[11].  In  the  meantime  some  improvement  may  be 
achieved  by  more  elaborate  calibration  procedures; 
for  example,  the  calibration  of  a  standard  filter  should 
be  done  by  mapping.  The  filters  must  be  cleaned  with 
properly  selected  chemicals.  They  should  also  be 
recalibrated  periodically,  so  that  the  user  is  made 
aware  of  any  surface  damage  or  accumulation  of 
residual  layers. 
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V.  Beam-Geometry  Effects 

The  sample  compartment  of  many  spectrophotom- 
eters is  designed  as  shown  in  figure  4,  where  the  mono- 
chromator  exit  slit  is  focused  into  the  sample  by  a 
lens,  and  is  refocused  into  the  detector  by  another.  This 
beam  geometry  is  preferred  by  most  designers  for 
intensity  reasons  (all  of  the  flux  from  the  slit  is  passed 
through  the  sample),  but  it  will  not  yield  the  'true' 
transmittance  t  of  eq  (6a).  The  major  systematic 
errors  inherent  in  this  design  are  due  to  beam  displace- 
ment, interre flections,  and  oblique  light  incidence. 
These  errors  will  be  discussed  now,  in  order  to  estab- 
lish the  conditions  for  which  they  are  either  negligibly 
small  or  may  be  eliminated  by  numerical  correction. 

A.  Beam-Displacement  Errors 

The  solid  lines  in  figures  4a,  b,  show  the  path  of 
light  in  a  focused-beam  spectrophotometer  without  the 
sample.  As  indicated  by  the  broken  lines,  the  sample 
shortens  the  effective  distance  between  the  inter- 
mediate slit  image,  S',  and  the  second  lens  by  an 
amount  /(I  — so  that  the  final  slit  image,  S",  is 
shifted  towards  the  detector.  If  the  sample  is  not 
normal  to  the  optic  axis,  S"  will  also  be  shifted  laterally. 
This  causes  different  areas  of  the  detector  surface  to 
be  illuminated  before  and  after  the  sample  was  in- 
serted and,  therefore,  leads  to  errors  because  most 
detectors  show  a  variation  of  sensitivity  with  illumin- 
ated area.  This  error  must  be  avoided  by  passing  the 
light  through  an  averaging  sphere  before  it  reaches  the 
detector.  While  this  is  a  well-recognized  fact,  it  is 
surprising  that  even  some  of  the  more  elaborate  com- 
mercial spectrophotometers  are  not  equipped  with 
averaging  spheres.  The  inefficiency  of  spheres  in  some 
portions  of  the  spectrum  is  no  adequate  reason  not  to 
use  them  at  all. 

Another  error  arises  when  the  second  lens  is  the 
limiting  aperture  of  the  beam,  as  in  figure  4b.  In  this 
case,  the  insertion  of  the  sample  changes  the  effective 
aperture  of  the  first  lens,  such  that  it  collects  less  light 
than  without  the  sample,  resulting  in  too  low  a  meas- 
ured transmittance.  It  is  easy  to  show,  by  measure- 
ments with  either  lens  as  the  limiting  aperture,  that 
this  error  may  be  quite  large.  The  results  of  such 
meaurements,  listed  in  table  2,  demonstrate  the 
necessity  to  underfill  the  second  lens. 

Table  2.  Measured  transmittance  of  three  neutral- 
density  filters  in  focused  light  with  (a)  the  first  lens, 
and  (b)  the  second  lens  as  the  limiting  aperture  (f/5) 


0.10399 
.31362 
.58981 


(b) 

0.10303 
.31211 
.58588 


(a)-(b) 

0.00096 
.00151 
.00393 


B.  Interreflection  Errors 

Before  the  sample  is  inserted  into  the  beam  of  a 
spectrophotometer  with  lenses,  the  radiant  flux  propa- 


gated toward  the  detector  is,  according  to  figure  5a, 
(f>^TiT2il  +  RiR2-\- .  .  .),  (9a) 
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Figure  5.    Reflected  beams  in  a  spectrophotometer  with  lenses. 

where  Ti,  Tz,  Ri,  and  Ro  are  the  transmittances  and 
reflectances  of  the  two  lenses,  and  where  any  contri- 
butions due  to  four  or  more  reflections  are  considered 
negligibly  small.  When  the  sample  is  placed  in  the 
beam,  the  transmitted  flux  is,  as  indicated  in  figure  5b, 

(f)' =  TiTTz(l  + RiR2T^  + RRi  + RiR+  .  .  .),  (9b) 

with  T  and  R  as  the  transmittance  and  reflectance  of 
the  sample. 

As  may  easily  be  seen  by  measuring  a  sample  with 
and  without  two  clear  glass  plates  on  either  side  of  it, 
the  discrepancy  between  the  ratio  of  these  two  fluxes 
and  the  transmittance,  T,  of  the  sample  may  be  quite 
large.  The  results  of  such  a  measurement  are  plotted 
in  figure  6,  according  to  which  the  error  is  a  monotonic 
function  of  transmittance  and  approaches  0.01 
transmittance  units  for  large  values  of  T.  This  experi- 
ment represents  a  particularly  bad  case,  but  neverthe- 
less, illustrates  the  seriousness  of  interreflection 
errors. 
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Figure  6.    Difference  AT^in  transmittance  for  three  filters,  measured 
between  two  clear  glass  plates  and  without  them. 
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The  main  cause  of  the  error  is  the  fact  that  the 
insertion  of  the  sample  creates  the  two  additional 
beams  shown  at  the  bottom  of  figure  5b.  As  is  well 
known,  these  two  beams  may  be  prevented  from 
reaching  the  detector  by  tihing  the  sample.  This  is 
indicated  in  figure  7  for  the  component  reflected  from 
the  front  surface  of  the  sample  and  returned  by  the 
first  lens.  If  this  lens  is  biconvex,  the  light  is  focused 
into  a  real  image.  Si,  by  the  first  surface  of  the  lens, 
and  into  a  virtual  image,  S2,  by  the  second.  The 


interreflection  effect  is  large.  A  semireflecting  non- 
absorbing  sample  may  be  used.  In  this  case  the  error, 
((f)'l<j))-T,  is  largest  when  /?=  (1 -T)  =0.5.  Ac- 
cording to  figure  6,  a  clear  glass  or  quartz  plate 
also  gives  a  large  effect.  In  both  cases,  the  dependence 
of  reflectance  on  angle  of  incidence  and  polarization 
must  be  taken  into  account;  otherwise  a  plateau 
may  not  be  found.  This  is  illustrated  in  figure  8.  A 
2-mm  quartz  plate  was  used,  and  data  were  taken  for 
both,  S  and  P  polarization  in  the  tilt  plane  of  the 
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Figure  7.    Elimination  of  interreflections  by  sample  tilting. 


right-hand  side  of  the  figure  shows  the  corresponding 
images,  S[  and  S2,  formed  by  the  second  lens,  as 
well  as  the  cones  of  fight  that  must  not  pass  through 
the  detector  entrance  aperture.  Figure  7  deals  with 
only  two  of  the  eight  ghost  images  thus  formed,  but 
it  is  clear  that  they  all  lie  on  the  straight  line  shown, 
intersecting  the  optic  axis  at  the  tilt  angle  dr.  Thus, 
it  is  always  possible  to  ehminate  the  two  bottom 
beams  in  figure  5b  by  sufficiently  tilting  the  sample. 

Just  how  much  tilt  is  required  is  a  very  complicated 
function  of  beam  geometry,  and  is  best  decided 
experimentally  by  measuring  transmittance  versus 
tilt  angle  until  a  plateau  is  reached.  Such  tests  should 
be  done  under  well-defined  conditions  for  which  the 
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Figure  8.    Difference  AT  in  measured  transmittance  versus  tilt 
angle  for  clear  glass  sample  between  lenses. 


sample  [12].  According  to  section  5.3,  below,  the 
average  of  the  S  and  P  data  is  theoretically  inde- 
pendent of  angle  for  small  values  of  6t.  Thus,  the 
figure  indicates  that  a  tilt  angle  of  approximately  3° 
is  necessary  for  this  particular  instrument. 

When  enough  tilt  was  introduced,  the  last  two  terms 
in  eq  (9b)  may  be  omitted.  Then  the  ratio  of  the  two 
fluxes  received  by  the  detector  becomes 

l  +  RiR2T'+  .  .  . 


=  T[\  -RiRoil  -  P)  +  .  .  .]. 


(10) 


The  residual  interreflection  error  given  by  this  equa- 
tion, is  due  to  the  fact  that  the  direct  beam  in  figure 
5b  has  passed  the  sample  once,  whereas  the  remain- 
ing interreflected  beam  has  passed  it  three  times. 
This  error  cannot  be  eliminated  by  tilting. 

Representing  amounts  of  light  which  actually  reach 
the  detector,  the  quantities  Ri  and  R2  in  eq  (10)  are 
rather  complicated  functions  of  beam  geometry. 
Nevertheless,  it  is  clear  that  the  residual  error  has  a 
maximum,  T- (/>'/</)  =  0.38 /?,/?2  for  r=  0.577,  and, 
therefore,  remains  below  10"^  transmittance  units  as 
long  as  V/?i/?2  ^  0.016.  In  spite  of  the  difficulty  to 
assign  numerical  values  to  R^  and  R2,  it  is  likely  that 
well-coated  lenses  will  meet  this  requirement.  Whether 
or  not  this  is  the  case  can  be  ascertained  by  means  of 
a  standard  sample  of  about  60  percent  transmittance 
which  was  calibrated  on  a  lensless  spectrophotometer. 

C.  Obliquity  Errors 

When  defocusing  and  interreflection  effects  are 
eliminated,  the  remaining  beam-geometry  error  of 
focused-beam  spectrophotometers  is  due  to  oblique 
fight  incidence. 
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Since  6'  and  6  are  small  angles,  and  since  the 
extinction   coefficient,  riK,  is  also  small,  we  have 


n  -r  n 


n  —  n 


[1  -  {n'ln}d'^]. 


(11a) 


(lib) 


as  obtained  by  Taylor  expansion  of  eqs  (5b,  c)  to 
second  order  in  6'  and  0,  using  Snell's  law  (5e),  and 
letting  n  ~  n.  Similarly,  eq  (5d)  leads  to 

li^(2TT/k)nt  {[1  -  \l2{n'e'ln)^] 

+  ik[l  +  ll2{n'd'ln)^]},  (11c) 

when  second-order  terms  in  k  are  neglected. 

With  these  approximations,  the  'true'  transmit- 
tance  of  eq  (6a)  becomes 


1  -  r^i^ 
withxi  as  given  by  (6c)  and 


n  —  n 


Similarly,  eq  (5a)  is  reduced  to 

r[6>')  =7(1  +yi6>'2±y,.6>'2), 
y;=  l/2(n7n)^  In  t;, 

yr  =  ^{n'ln)r. 


(12a) 

(12b) 

(13a) 
(13b) 

(13c) 


where  the  upper  and  lower  signs  in  (13a)  pertain  to 
S  and  P  polarization,  respectively,  and  where  the 
interference  term  was  again  averaged.  All  terms  in 
r'^  appearing  in  (13b,  c)  were  neglected. 

The  two  sources  of  error;  namely,  a  decrease  of 
internal  transmittance  due  to  increased  path  lengths 
at  oblique  incidence,  and  dependence  of  Fresnel 
reflectance  on  angle  of  incidence,  appear  as  the 
separate  terms  involving  y,  and  yr  in  (13a).  These 
will  be  discussed  in  the  following  two  sections. 

1.  Path-Length  Error — In  a  focused-beam  spectro- 
photometer, the  average  path  of  light  through  the 
sample  is  a  function  of  the  sizes  and  shapes  of  the 
monochromator  exit  slit  and  of  the  effective  aperture 
of  the  focusing  lens.  In  the  following,  it  will  be  as- 
sumed that  the  slit  is  sufficiently  short  to  be  treated 
as  a  point  source,  and  that  the  lens  is  underfilled  so 
that  the  beam  cross-section  is  rectangular  because  of 
the  rectangular  grating  or  prism  aperture.  For  sim- 
plicity, the  aperture  will  be  assumed  to  be  square, 
subtending  the  same  angle  20o  in  both  the  horizontal 
and  vertical  planes.  Furthermore,  it  wiU  be  assumed 


that  the  sample  is  tilted  only  in  one  of  these  planes. 
As  before,  the  tilt  angle  will  be  denoted  by  Or- 

Under  these  conditions,  the  average  value  of  the 
squared  angle  of  incidence  6"^  in  the  tilt  plane  is, 
according  to  figure  4a, 


1  CSt+Oo 

■     =1/3(02  +  302), 


(14a) 


In  the  remaining  plane  there  is  no  tilt,  so  that 


(e'=^)av=l/3(9§. 


(14b) 


The  effective  value  of  6''^  to  be  used  in  eq  (13a)  is 
the  sum  of  these  two.  Therefore,  the  expected  path- 
length  error  is 

r  -  r  = -ry ,-2/3  (6>2+ 1.5612 ) 

=  -  1/3 (n7n)'^T( In  T,)(e^+  1.502).  ^^^^ 

If  the  Fresnel  reflectance  is  small,  this  function 
has  a  maximum  at  t,  =  0.37.  For  this  particular  value 
of  internal  transmittance,  and  assuming  r=1.5,  n' 
=  1,    its    magnitude    is   t  -  T  =  0.05  (02+1.502), 
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Figure  9.  Maximal  path-length  error  (for  t,  =  0.37  and  60  =  0.05 
rad)  and  maximal  Fresnel-reflectance  error  (for  t,  =  1.00  and  P 
polarization)  versus  tilt  angle  Or,  as  computed  from  eqs  (15)  and 
(16)  with  n  =  1.5,  n'  =  l. 

which  is  plotted  in  figure  9  as  a  function  of  tilt  angle 
Ot  for  an  f/10  cone  of  light  (0o=  0.05  rad).  The  graph 
shows  that  the  effect  of  the  cone  angle,  0o,  is  small, 
but  that  errors  of  the  order  of  10-^  transmittance 
units  may  be  caused  when  the  tilt  angle  is  appreciable. 

2.  Fresnel-Reflectance  Error — According  to  eq 
(13a)  the  effects  of  S  and  P  polarization  are  approxi- 
mately equal  in  magnitude,  but  opposite  in  sign. 
Therefore,  they  cancel  when  unpolarized  light  is  used. 
For  a  symmetrical  cone  of  light  incident  upon  an 
untilted  filter  they  cancel  as  well,  because  the  roles 
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of  S  and  P  polarization  are  interchanged  in  any  two 
perpendicular  cross  sections  of  the  cone.  Hence, 
Fresnel  reflectance  effects  are  observable  only  when 
polarized  hght  is  used,  and  when  the  filter  is  tilted. 

Because  of  the  opposing  effects  of  S  and  P  polariza- 
tion in  two  mutually  orthogonal  planes,  the  effective 
value  of  6'^  to  be  used  in  this  case,  in  the  last  term 
of  eq  (13a),  is  the  difference  of  the  two  values  in  (14a,  b). 
Therefore, 

=  ±4T{n'/n)rei,  (16) 

where  the  two  signs  pertain  to  the  two  cases  in  which 
the  light  is  S  or  P  polarized  in  the  tilt  plane. 

This  error  is  largest  for  large  transmittances.  If 
n=  1.5,  n'  =  1,  r=  0.04,  and  t—  0.92,  its  magnitude 
is  T  — r=  0.1  6t^,  which  is  also  plotted  in  figure  7. 
The  figure  shows  that  the  Fresnel-reflectance  error  is 
of  the  same  order  of  magnitude  as  the  path-length 
error. 

According  to  figure  10  the  magnitude  of  this  effect 
remains  the  same  when  a  thin  surface  layer  is  present 
on  the  sample.  The  solid  lines  show  the  Fresnel 
reflectances  for  S  and  P  polarization  and  for  n  =  1.5, 
n'  =  1.  As  indicated  by  the  broken  Unes,  a  thin  layer  of 
index  rii  =  1.4  and  thickness  A/100  merely  shifts 
these  curves  by  a  small  amount.  Thus,  the  angular 
dependence  predicted  by  eq  (16)  remains  unchanged, 
only  the  factor,  r,  on  the  right-hand  side  is  changed 
insignificantly. 

D.  Elimination  of  Beam-Geometry  Errors 

The  obliquity  errors  discussed  in  the  previous 
section  cannot  be  ehminated  experimentally.  In  fact. 
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Figure  10.  Computed  reflectance  of  dielectric  boundary  (fi=1.5, 
n'  =  1)  with  and  without  thin  surface  layer  of  thickness  X/100  and 
index  1.4. 


they  are  increased  by  the  necessity  of  tilting  the  sample 
in  order  to  reduce  the  interreflection  error.  However, 
these  obhquity  errors  can  be  predicted  quantitatively 
and  may,  therefore,  be  removed  by  numerical  cor- 
rection of  measured  transmittances. 

Thus,  it  should  be  possible  to  perform  accurate 
measurements  of  'true'  transmittance  with  a  con- 
ventional focused-beam  spectrophotometer  by  elim- 
inating defocusing  and  interreflection  errors  as 
indicated,  measuring  the  tilt  angle,  and  then  applying 
a  correction  term,  such  as  given  by  eqs  (15)  and 
(16)  [13]. 

The  same  goal  may  be  accomplished,  in  a  much 
simpler  fashion,  by  measuring  in  collimated  rather  than 
focused  hght.  However,  this  cannot  be  done  by 
simply  repositioning  the  two  lenses  to  make  the 
light  between  them  parallel.  Such  a  beam  geometry 
would  still  suffer  from  interreflection  effects,  so  that 
the  necessity  to  tilt  the  sample  would  reintroduce 
beam  displacement  and  obliquity  errors. 

In  order  to  avoid  interreflections,  it  is  necessary  to 
use  off-axis  mirrors  to  collimate  the  light,  and  re- 
focus  it  into  the  detector,  as  shown  in  figure  11.  In 
this  case,  no  significant  portion  of  the  Ught  reflected 
from  the  sample  will  reach  the  detector,  provided  that 
the  sample  is  normal  to  the  beam  and  that  off-axis 
mirrors  are  used  in  the  monochromator  as  well. 
Each  successive  optical  element  will  then  reflect  this 
light  further  toward  the  source,  until  some  of  it  is 
returned  by  some  lens  on  the  soiu-ce  side  of  the  mono- 
chromator. The  final  amount  reaching  the  detector 
will  be  neghgibly  small. 

To  ensure  that  these  conditions  are  realized,  the 
imaging  properties  of  the  system  must  be  quite 
good.  Since  a  well-coUimated  beam  cannot  be  derived 
from  an  extended  source,  it  is  necessary  to  equip  the 
monochromator  with  small  circular  entrance  and  exit 
apertures  rather  than  sUts.  Off-axis  parabolas  must  be 
used  rather  than  spherical  mirrors  to  provide  good 
imaging,  so  that  the  reflected  light  wiU  still  "fit"  the 
monochromator  apertures. 

In  addition,  it  is  necessary  to  reduce  the  effects  of 
spurious  reflections  by  baffling,  and  by  blackening  of  all 
component  parts.  The  system  must  be  aUgned  very 
carefully.  This  may  be  accomplished  by  means  of  an 
alignment  laser  and  precision  leveUng  devices  for  aU 
components,  including  the  sample  holder. 

The  new  spectrophotometer  mentioned  in  section  II, 
above,  was  designed  and  constructed  in  accordance 
with  these  guide  lines.  Returning  the  reflected  Ught 
through  the  monochromator  apertures  was  found  to  be 
a  relatively  easy  alignment  which,  in  addition  to  elim- 
inating interreflections,  also  ensures  that  the  samples 
are  normal  to  the  beam  to  within  1  miUiradian.  There- 
fore, no  measurable  obliquity  errors  are  encountered 
and  beam  displacements  will  not  occur,  either.  Unlike 
a  focused-beam  spectrophotometer,  this  instrument 
measures  "true"  transmittance  without  the  necessity 
for  elaborate  precautions  and  numerical  corrections. 

The  fact  that  this  spectrophotometer  is  indeed 
effectively  free  from  interreflection  errors  is  demon- 
strated in  figure  12.  The  figure  shows  the  results  of  a 
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Figure  11. 


Elimination  of  interreflections  by  using  coUimated  light  at  normal  inci- 
dence and  off-axis  mirrors. 
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Figure  12.    Measured  transmittance  T  versus  tilt  angle  for  clear 
quartz  sample  between  off-axis  mirrors. 

tilting  experiment  similar  to  that  of  figure  8.  There  is  no 
'interreflection  hump'  near  normal  incidence  as  in  the 
previous  case,  and  the  average  of  the  measured  trans- 
mittances  for  S  and  P  polarization  is  the  same  for  all 
tilt  angles.  The  particular  sample  used  (a  clear  quartz 
plate)  was  found  to  be  slightly  birefringent.  This  was 
verified  by  checking  it  between  crossed  polaroids. 

VI.  Interference  Effects 

Figure  13  demonstrates  the  possibihty  of  interfer- 
ence effects  in  spectrophotometry.  A  recording  spec- 
trophotometer was  used  to  measure  the  transmittance 
of  a  very  thin  glass  plate  (n?~0.24  mm)  at  near- 
infrared  wavelengths  (A —  1.05  /nm).  The  observed 
modulation  of  transmittance  of  roughly  1  percent,  due  to 
interference  fringes  spaced  2.3  nm  apart,  is  signifi- 
cantly smaller  than  would  be  expected  from  eq  (5a), 
which  predicts  a  fringe  visibility  of  about  8  percent  for 
this  particular  case.  As  already  mentioned,  this  dis- 
crepancy arises  from  the  partial  coherence  of  the 
illuminating  light. 
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Figure  13.    Measured  interference  effect  for  thin  sample  at  near- 
infrared  wavelengths. 

Due  to  various  'smearing  factors',  such  as  localiza- 
tion of  fringes,  unequal  ampUtudes  of  interfering 
beams,  and  imperfect  temporal  or  spatial  coherence 
of  the  spectrophotometer  beam,  the  effect  is  likely  to 
be  small  in  most  practical  situations.  The  particular 
type  of  interference  observed  and  its  magnitude  are 
sample-dependent,  and  are  also  a  function  of  the  beam 
geometry  of  the  spectrophotometer. 

Unless  the  sample  is  plane-parallel  by  interfero- 
metric  standards,  the  interference  pattern  will  be  of 
the  Fizeau  type,  and  will  be  localized  in  the  sample. 
These  fringes  will  be  'seen'  to  a  greater  extent  by  the 
detector  of  a  focused-beam  spectrophotometer  (fig.  14a) 
than  by  that  of  a  parallel-beam  instrument.  On  the  other 
hand,  the  latter  is  more  susceptible  to  the  Haidinger 
rings  locaHzed  at  infinity  (fig.  14b)  which  occur  when 
the  sample  is  plane-parallel  and  is  normal  to  the 
beam.  Both  types  of  fringes  may  result  in  a  modulation 
of  measured  transmittance,  such  as  shown  in  figure  13, 
when  the  spectrophotometer  wavelength  is  scanned. 
The  Fizeau  fringe  pattern  may  also  cause  a  similar 
modulation  of  transmittance  when  the  sample  is  moved 
across  the  beam  at  a  fixed  wavelength  setting. 

For  most  samples  the  reflectance  r  at  the  sample 
boundaries  is  small.  Thus,  two-beam  rather  than 
multiple-beam  interference  will  be  observed,  and  the 
fringe  contrast  wiU  be  small  because  of  the  large  ratio 
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l/r  of  the  amplitudes  of  the  two  interfering  beams.  A 
further  reduction  of  contrast  may  be  attributed  to  the 
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Figure  14.    Localization  of  (a)  Fizeau  fringes,  and  (b),  Haidinger 
rings  in  focused-beam  and  coUimated-beam  spectrophotometers. 


is  the  complex  degree  of  coherence  of  the  interfering 
beams.  The  theory  of  partial  coherence  permits  the 
computation  of  |  712  |  as  a  function  of  the  beam  param- 
eters [15].  For  this  particular  spectrophotometer  such 
computations  show,  for  example,  that  a  variation  of 
measured  transmittance  as  large  as  3  X  10~^  transmit- 
tance  units  is  possible  for  a  sample  of  optical  thick- 
ness 3mm  measured  at  500  nm  and  0.8  nm  bandwidth. 

This  result,  although  a  worst-case  estimate,  indicates 
that  interference  must  be  reckoned  with  in  high- 
accuracy  spectrophotometry.  The  presence  or  absence 
of  an  effect  should  be  ascertained  experimentally 
whenever  indicated.  If  present,  the  interference  effect 
should  be  measured,  and  then  averaged  to  obtain  the 
'true'  transmittance  of  the  sample. 

Generally,  the  effect  is  largest  for  thin  samples, 
small  bandwidths,  and  long  wavelengths.  Thus,  only 
sufficiently  thick  filters  should  be  used  as  transfer 
standards  for  the  assessment  of  spectrophotometric 
accuracy.  Neutral-density  filters  are  preferable  since 
they  permit  the  use  of  large  bandwidths. 


finite  degree  of  coherence  of  the  interfering  beams.  The 
effect  of  imperfect  temporal  coherence  is  that  the 
spectral  fringe  spacing,  8\,  is  generally  significantly 
smaller  than  the  bandpass  A\  of  the  monochromator, 
so  that  the  remaining  net  effect  will  be  a  much  subdued 
average  over  several  fringes.  For  example,  8 A.  =  0.04  nm 
for  a  2-mm  filter  of  refractive  index  n  —  1.5  at  X== 
500  nm,  whereas  the  normally  used  bandpass  of  the 
spectrophotometer  described  in  section  2  is  A\  = 
0.8  nm.  In  this  case,  the  detector  averages  over  twenty 
fringes  and  the  reduction  of  contrast  is  at  least  twenty- 
fold.  Lack  of  perfect  spatial  coherence  may  similarly 
lead  to  an  averaging  of  several  spatially  separated 
fringes  comprised  within  the  spot  size  seen  by  the 
detector. 

The  over-all  effect  of  these  various  factors  is  difficult 
to  assess.  Within  the  context  of  this  paper  it  is  only 
possible  to  estimate  an  upper  bound  of  the  effect  on 
transmittance  measurements  with  the  spectrophotom- 
eter described  here.  Assuming  the  case  of  a  perfectly 
plane-parallel,  clear  sample  of  optical  thickness  nt, 
arranged  perfectly  normal  to  the  beam,  the  measured 
transmittance  is  [14] 


l  +  2rl7i2 


COS  \  —  nt  +  ai2 


(17) 


VII.  Nonlinearity  Correction 

AU  spectrophotometers  are  subject  to  nonlinearity 
errors  which  must  be  ehminated  by  applying  a  correc- 
tion, AT,  converting  the  measured  transmittance,  T, 
into  the  true  value 


(19) 


A  simple  and  yet  accurate  method  to  determine  this 
correction  is  the  method  of  light  addition,  based  upon 
the  fact  that  a  linear  system  which  gives  readings 
liA)  and  I{B)  for  radiant  fluxes  A  and  B  wiU  give  a 
reading  I{A  +  B)  ^ I{A)  +  I{B)  when  the  two  fluxes 
are  added  incoherently.  The  system  is  nonUnear  and  a 
correction  must  be  applied  if  the  ratio 


l  +  cr{A,  B) 


I{A  +  B) 
I{A)+I{B) 


(20) 


is  not  equal  to  unity.  The  most  practical  implementa- 
tion is  the  double-aperture  method  due  to  Clarke  [3], 
in  which  the  two  fluxes  are  those  transmitted  by  a 
pair  of  apertures  which  may  be  opened  and  closed 
separately  or  in  combination.  This  method  was  used 
in  the  present  work,  and  is  discussed  in  detail  in 
references  [16]  and  [17]. 

The  nonlinear  detector  response  may  be  expressed 
in  the  form 


where  t  is  the  average  transmittance,  r  is  the  Fresnel 
reflectance  of  the  sample  boundaries,  and 


/((/>)=r,(/)[l  +  €((/,)]. 


(21) 


where 


712=  I  712  I  e'«'^ 


(18)  1(4))  =  signal  current  minus  dark  cm-rent, 
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r)—  nominal  detector  sensitivity, 
(j)  —  radiant  flux, 
€(<f))  —  departure  from  linearity. 

If  the  two  apertures  are  equal  in  size,  and  '\i  ^  —  A-VB 
is  the  combined  flux  through  both  apertures,  then,  eq 
(20)  may  be  written  as 


l  +  o-(<^) 


/(</)) 


2/((/>/2)     l  +  e((^/2) 


(22) 


The  measured  apparent  transmittance  for  a  sample 
with  true  transmittance,  t,  is 


__/(t^_  1  +  6(t0) 
/  —  T 


i+e(0) 


(23) 


so  that  the  required  additive  correction  AT"  of  eq  (19) 
is  given  by 


Ar=T 


1 


l  +  e(T</)) 


1  +  €(C/)) 


(24) 


These  equations  show  that  there  is  no  straighforward 
functional  relationship  between  the  double-aperture 
datum,  cr,  and  the  nonlinearity  correction  Ar.  The 
former  samples  the  detector  response  at  the  two  points 

and  1/2  but  for  the  latter,  we  require  the  knowl- 
edge of  €(<^)  at  a  diff"erent  pair  of  points,  </)  and  t</).  In 
the  usual  apphcation  of  the  double-aperture  method, 
this  difficulty  is  circumvented  by  using  the  fact  that 
the  multiplier  of  t  on  the  right-hand  side  of  (23)  happens 
to  be  the  reciprocal  of  the  right-hand  side  of  (22),  if 
T=  1/2.  Thus,  [l  +  cr(<^)]  is  the  multiplicative  correc- 
tion to  be  applied  when  t=1/2.  Similarly,  the  correc- 
tion factor  for  T  =  1/4  is  [1  +  a-((/) )  ]  [1  +  o-(  1/2  </))  ] ,  and 
for  T=  1/2"  it  is 


T/r-n  [l  +  o-(<^/2"-0]. 


(25) 


Thus,  one  can  measure  cr(</)),  o-(l/2  </)),.  .  .  calcu- 
late the  corresponding  multipUcative  corrections  for 
T=l/2.  1/4.  .  ..  .,  and  then  draw  a  curve  from  which 
the  correction  may  be  read  for  arbitrary  values  of  r. 
This  method  is  unsatisfactory  because: 

(a)  The  actually  measured  corrections  are  unevenly 
distributed  along  the  r-axis,  with  wide  gaps  between 
them  in  the  regions  of  most  interest. 

(b)  Most  measurements  are  made  at  low  light  levels, 
where  the  correction  is  small  and  the  experimental 
error  is  large. 

(c)  Each  measured  point  depends  on  the  previous 
ones,  so  that  the  errors  accumulate  as  t  is  decreased. 

(d)  The  necessity  to  read  the  correction  from  a  graph 
is  awkward,  especially  if  all  other  data  are  processed 
by  computer. 

These  disadvantages  can  be  overcome  since,  accord- 
ing to  (22)  and  (24),  Ar  is  linked  to  cr  through  e(</)). 


Hence,  it  is  possible  to  measure  <T{T(f))  for  evenly 
distributed  values  of  r,  process  these  data  to  Hnd 
e(<f)),  and  then  calculate  AT  directly  from  (24).  In 
order  to  do  so,  a  lamp  current  is  chosen  so  that  the 
unattenuated  flux,  <f>,  through  both  apertures  corre- 
sponds to  the  100  percent  point  of  the  transmittance 
scale.  After  (T((f>)  has  been  measured,  the  incident  flux 
is  attenuated  in  four  20  percent  steps,  and  (r(T(j))  is 
measured  for  t=0.8,  0.6,  0.4,  and  0.2.  This  series  of 
measurements  is  repeated  four  times. 

An  example  of  the  data  so  obtained  is  shown  in 
figure  15.  In  all  cases,  the  dependence  of  o-  on  T  could 


Figure  15.    Measured  dependence  of  the  nonlinearity  datum  cr(T<^) 
on  T  for  /(<^)  =3  X  lO-M  and  \  =  525  nm. 

be  represented  satisfactorily  in  the  form  of  a  parabola, 

(T(T(}))^aT+bT\  (26) 

a=a{(f>),b  =  b{<l>),  (27) 


where  the  coefficients,  a  and  b,  are  determined  from 
the  measured  data  by  least-square  fitting,  using  the 
inverse  variances  of  the  measured  values  of  aiT(f))  as 
weight  factors.  The  use  of  a  second-degree  equation 
was  justified  by  a  statistical  analysis  with  the  residuals 
showing  no  patterns  suggesting  higher  order  terms. 


Hence,  we  can  calculate  AF  as  follows.  Letting 


e(</))  =aT04-)S(T<^)2  + 


(28a) 


92 


and  then  using  eq  (22),  we  find 

o-(t<^)  =  1/2  aT</>+ 1/4(3/3 -a2)  (t<^)2+  .  .  .  (28b) 

to  second  order  in  (j),  so  that 

a  =  1/2  a(j>,       b  =  1/4(3)8  -  d^W,  (28c) 

according  to  (26,  27).  Solving  for  a  and  )8 ,  and  substitut- 
ing the  result  into  (28a), 

€(</))  =  2aT  +  4/3(a2  +  byr^  +.  .  .  (28d) 

and,  thfciefore, 

2ar(l  -  r)  +  4/3(a^  +  b)T{\ -  TY 

l  +  2a  +  4/3(a2  +  fe)  '  ^^^^ 

upon  substitution  of  (28d)  into  (24)  for  t—T  and 

T=l. 

Thus  the  coefficients,  a  and  b,  can  be  stored  in  the 
computer  after  cr{T^)  was  measured  as  described, 
and  then  AT"  may  be  calculated  from  eq  (29)  as  re- 
quired for  arbitrary  values  of  the  measured  apparent 
transmittance  T. 

As  an  indication  of  the  precision  of  this  method, 
table  3  Usts  the  results  obtained  in  two  independent 
determinations  of  the  nonUnearity  correction.  The 
two  sets  of  final  results  for  cr  are  in  far  better  mutual 
a^eement  than  the  individual  raw.  data  of  figure  15. 
The  residual  discrepancies  of  the  additive  correction, 
Ar,  never  exceed  10~^  transmittance  units. 

For  the  particular  spectrophotometer  described  in 
section  II  the  nonlinearity  correction  was  found  to  be 
independent  of  source  polarization,  free  from  inter- 
ference effects,  but  shghtly  dependent  on  wavelength. 
This  variation  with  wavelength  (about  5  X  10"^  trans- 
mittance units  or  less  between  400  and  750  nm)  is 
taken  into  account  in  all  measurements  by  means  of  a 
numerical  interpolation  formula  derived  from  the 
measured  values  of  AT"  for  three  wavelengths. 


Table  3.    Repeated  measurements  of  cr  and 


Ar(X  =  525 

nm,/(<^)  = 

3  X  10- 

^A) 

First  measurement 

Second  measurement 

T 

o-  X  10^ 

Ar  X  10^ 

cr  X  10" 

^T  X  lo-* 

0.1 

0.07 

0.72 

0.19 

0.77 

.2 

.25 

1.38 

.45 

1.46 

.3 

.52 

1.96 

.79 

2.02 

.4 

.91 

2.40 

1.21 

2.43 

.5 

1.39 

2.67 

1.70 

2.66 

.6 

1.97 

2.73 

2.27 

2.68 

.7 

2.66 

2.53 

2.92 

2.45 

.8 

3.45 

2.04 

3.65 

1.95 

.9 

4.34 

1.21 

4.45 

1.14 

1.0 

5.34 

0.00 

5.33 

0.00 
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Errors  in  the  measurement  of  the  absorbances  of  liquid  filters  resuh  from  instrumental  and  chem- 
ical uncertainties.  This  paper  presents  a  systematic  study  of  these  variables  on  the  absorbances  of 
selected  filters.  Three  types  of  liquid  filters  are  discussed.  These  are  (1)  individual  solutions  of  high 
purity  compounds,  (2)  composite  mixtures  and  (3)  aqueous  solutions  of  organic  dyes.  The  accuracy  of 
the  absorptivity  data  is  established  using  NBS-calibrated  glass  filters.  The  magnitude  of  the  errors 
arising  from  spectral  bandpass,  beam  geometry,  stray  light,  internal  multiple  reflections,  and  refrac- 
tive index  are  delineated.  Finally,  as  a  practical  outgrowth  of  this  study,  the  development  and  issuance 
of  NBS  Standard  Reference  Material  931,  Liquid  Absorbance  Standards  for  Ultraviolet  and  Visible 
Spectrophotometry,  is  described. 

Key  words:  Absorptivity  data;  accuracy;  liquid  absorbance  standards;  Standard  Reference  Materials. 


I.  Introduction 

In  the  use  of  filters  for  checking  the  accuracy  of 
the  photometric  scale  of  spectrophotometers,  one 
needs  materials  which  exhibit  absolute  spectral  neu- 
trality. Such  ideal  filters  are  not  available  at  present. 
The  use  of  the  materials  which  have  been  suggested  is 
limited  by  instrumental  and  sample  variables.  For  this 
reason,  one  must  carefully  specify  conditions  which 
define  the  other  sources  of  errors. 

The  first  part  of  this  paper  reviews  several  of  the 
more  important  instrumental  parameters  and  dis- 
cusses their  effects  on  absorbance  measurements. 
Examples  from  the  literature  are  given  to  illustrate 
the  magnitude  of  the  errors  arising  from  spectral 
bandpass,  stray  light,  nonparallel  radiation,  and 
multiple  reflections.  The  second  part  presents  some 
experimental  studies  of  several  materials  which  may 
serve  as  calibration  "filters"  or  standards. 

II.  Instrumental  Parameters 

A.  Wavelength  Accuracy 

The  absorbances  of  most  samples  are  sufficiently 
wavelength  dependent  that  even  in  the  most  favorable 
regions  of  maxima  and  minima  a  wavelength  error  of 
1—2  nm  can  produce  absorbance  errors  of  a  few 
tenths  of  a  percent.  When  performing  measurements 
on  the  slopes  of  absorption  peaks,  the  wavelength 
setting  is  obviously  much  more  critical  and  errors  are 
typically  several  percent  per  nanometer.  Wave- 
length accuracy,  therefore,  becomes  especially 
important  when  making  absorbance  measurements 
at,  for  example,  an  isosbestic  point. 


A  line  source  provides  the  most  definitive  means  for 
establishing  the  accuracy  of  the  wavelength  scale. 
The  best  single  source  is  a  mercury  lamp  which  may 
be  used  throughout  the  range  of  200-1000  nm.  For 
calibration  in  the  visible  region,  helium  lines  are 
also  useful. 

Gibson  [1]^  has  discussed  the  use  of  mercury  and 
helium  sources  and  has  listed  those  lines  best  suited 
for  wavelength  calibration.  Other  sources  which  have 
been  used  include  neon,  cadmium,  cesium,  and  sodium. 
The  M.I.T.  Wavelength  Tables  [2]  summarizes  the  most 
prominent  emission  lines  of  these  elements.  Not  all 
wavelengths  are  given  and  care  must  be  taken  in 
using  any  of  these  lines  in  order  not  to  confuse  closely 
adjacent  lines  with  the  one  being  checked.  For  those 
spectrophotometers  having  a  hydrogen  or  deuterium 
source,  the  emission  lines  at  486.13  and  656.28  nm 
(H)  or  485.99  and  656.10  nm  (D)  may  provide  con- 
venient checks  at  these  wavelengths. 

Calibrated  holmium  oxide  and  didymium  glasses  may 
be  useful  secondary  standards,  particularly  for  check- 
ing recording  spectrophotometers  in  which  a  dynamic 
check  of  the  instrument  is  often  desirable.  The 
apparent  absorption  maxima  of  these  filters,  however, 
may  vary  with  spectral  bandpass.  Therefore,  for  the 
highest  accuracy,  they  should  be  calibrated  for  the 
spectral  bandpass  at  which  they  are  to  be  used. 

In  general,  prism  instruments  require  more  frequent 
calibration  than  the  grating  type  because  their  dis- 
persion is  temperature  dependent.  Corrections  in  the 
visible  region  are  of  the  order  of  0.1  nm  per  degree 
Celsius.  Hysteresis  effects  must  also  be  considered 

•  Ficure«  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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and  the  wavelength  settings  should  always  be  ap- 
proached from  the  same  direction. 

B.  Finite  Bandwidth 

Spectral  bandpass  differences  undoubtedly  account 
for  a  significant  portion  of  the  discrepancies  in  molar 
absorptivity  values  reported  in  the  literature.  Some 
have  resulted  from  the  employment  of  inadequate  in- 
strumentation; others  have  resulted  from  improper  use 
of  these  instruments  or  complications  arising  from 
solution  equilibria. 

Increasing  the  spectral  bandpass  at  an  absorption 
maximum  has  two  effects  on  apparent  peak  heights: 
(1)  the  observed  values  are  always  less  than  the 
true  values  and  (2)  the  differences  between  the  two 
are  proportionally  greater  at  higher  absorbances. 
Thus,  for  a  finite  bandpass,  a  plot  of  absorbance 
versus  concentration  or  path  length  wiU  always  have 
a  smaller  slope  than  it  does  in  monochromatic  radia- 
tion and,  in  addition,  will  be  concave  to  the  con- 
centration axis.  Figure  1  illustrates  these  effects. 
The  reverse  behavior  will  be  observed  for  measure- 
ments at  an  absorption  minimum.  Meehan  [3]  has 
given  a  simple  example  which  verifies  these  two 
effects  mathematically. 


CONCENTRATION  (PATH  LENGTH) 

Figure  1.    Effect  of  spectral  bandpass  on  absorbance:  (a)  Mono- 
chromatic radiation  (b)  Finite  bandwidth. 

Consider  that  an  absorbing  system  is  illuminated 
by  two  monochromatic  radiations  of  wavelengths 
A.1  and  kz  and  that  the  Lambert-Beer  law  is  obeyed 
at  each  wavelength  with  absorptivities  ai  and  02. 
If  the  effective  intensities  of  the  two  wavelengths  are 
1 1  and  1 2,  respectively,  the  transmittance,  T,  is 


T=  (/i-10-°i«>^  +I2  ■  10-°26c)/(/j  + 


(1) 


where  6  — path  length  and  c=  concentration.  If  A.i 
is  the  wavelength  of  maximum  absorption  so  that 
Oi  >  a2,then 


(1  +  r)  ! 

I 

where  r  =  ltjli.  The  absorbance.  A,  defined  as  —  log  \ 
r  is  i 

A  =  aibc  +  log  (1  +  r)  -  log  [1  +  r-10(°i-°2)6c]  (3) 

which  may  be  differentiated  with  respect  to  6c  to  | 
give 

dAldibc)  =  a,  -  [r(ai  -  a2)10'«i-°2)6c]/ 

[1  +  r- 10<°i-°2)&'^]  (4) 

At  low  absorbances 


dAldibc)  be  ^0  = 


Oi  +  ra2 
1  +  r 


(5) 


whereas  when  be  becomes  large,  10°i*'^  ^10°2''<"  and 
the  limiting  slope  is 


dAld{bc)bc^^  =  a2. 


(6) 


Thus,  the  limiting  absorptivity  at  low  absorbances 
is  a  weighted  average  of  ax  and  02  while,  at  higher 
absorbances,  it  is  equal  to  02,  the  smaller  of  the 
individual  absorptivities. 

The  theory  for  the  correction  of  spectral  bandpass 
errors  has  been  developed  by  Hardy  and  Young  [4], 
Eberhardt  [5],  and  Broderson  [6].  Rigorous  calculation 
requires  integration  of  the  relation 


^obs  =  log 


IxSxdK 


(7) 


hSdO-'^dX 


where  I\  is  the  incident  intensity  and  S\  is  the  spectral 
sensitivity  of  the  detector.  Equation  (7)  emphasizes 
the  fact  that  the  observed  absorbance  depends  not 
only  on  the  shape  of  the  absorption  curve,  but  also  on 
the  wavelength  distribution  of  the  source  and  the 
detector  response.  If  I\Sx  is  constant  over  the  wave- 
length interval  used,  approximate  corrections  for 
spectral  bandpass  may  be  calculated  by  assuming  a 
Gaussian  shape  for  the  absorption  peak  and  a  tri- 
angtdar  slit  function  for  the  instrument.  Some  calcu- 
lations are  given  in  table  1  based  on  these  assumptions. 
The  tabulated  values  of  AgbJA  agree  closely  with 
those  observed  experimentally  for  A  up  to  1.  As 
shown  by  Broderson  [6]  however,  for  values  of  RBW 
larger  than  0.5,  A^^^JA  also  depends  on  A  and  the 
above  treatment  is  no  longer  applicable. 

C.  Stray  Light 

Stray  light  is  defined  as  any  light  outside  the  spectral 
region  isolated  by  the  monochromator  that  reaches  the 
detector.  It  is  produced  by  scatter  from  the  optics  and 
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Table  1.    Dependence  of  /4obs  on  spectral  bandpass 
at  an  absorption  maximum  under  idealized 


con 

ditions  (see  text) 

RBW^ 

RBW^ 

' ' ODv ' * 

0.0100 

0.99995 

0.0800 

0.9970 

.0200 

.9998 

.0900 

.9962 

.0300 

.9995 

.1000 

.9954 

.0400 

.9992 

.2000 

.9819 

.0500 

.9988 

.3000 

.9604 

.0600 

.9983 

.4000 

.9321 

.0700 

.9977 

.5000 

.8987 

^  Relative    bandwidth:    Ratio    of   spectral  band- 
width to  half  bandwidth  of  fully  resolved  peak. 

waUs  of  the  monochromator  and  is  present  in  varying 
amounts  in  all  spectrophotometers. 

Stray  light  can  lead  to  varied  problems  in  spectro- 
photometry. Spurious  absorption  bands  may  arise  in 
some  cases.  More  frequently,  however,  deviations 
from  the  Lambert-Beer  law  are  produced.  These 
deviations  are  positive  if  the  stray  Hght  is  absorbed  and 
negative  if  it  is  not. 

Extensive  hterature  exists  on  the  detection,  measure- 
ment and  minimization  of  stray  hght.  Several  of  the 
more  useful  papers  are  those  by  Hogness,  Zscheile 
and  SidweU  [7],  Perry  [8],  Slavin  [9],  and  Poulson  [10] 
in  which  additional  references  may  be  found. 

The  amount  of  stray  Mght  present  is  proportionally 
large  in  those  wavelength  regions  where  the  trans- 
mission of  the  monochromator,  the  source  intensity  or 
the  detector  sensitivity  are  relatively  low.  These 
regions,  which  should  first  be  checked,  are  200—230 
nm  and  600—700  nm.  If  a  tungsten  lamp  must  be  used 
in  the  range  350—400  nm,  a  visible  cutoff  filter  should 
always  be  employed. 

The  quantitative  assessment  of  stray  light  requires 
the  use  of  extremely  sharp  cutoff  filters.  Slavin  [9] 
and  Poulson  [10]  have  described  a  number  of  hquid 
and  solid  filters  that  may  be  used.  Aqueous  solutions  of 
the  alkali  halides,  for  example,  are  extremely  useful 
in  the  ultraviolet.  Care  must  be  taken,  however,  that 
hght  leaks  in  the  cuvet  compartment  are  not  contribut- 
ing to  the  observed  results.  The  apparent  stray  light 
will  not  vary  appreciably  with  shtwidth  if  only  instru- 
mental stray  hght  is  present.  In  a  quick  test  for  light 
leaks,  the  apparent  stray  hght  will  decrease  rapidly  as 
the  shts  are  opened. 

The  stray  light  error  encountered  most  frequently  in 
spectrophotometry  produces  a  decrease  in  an  absorp- 
tion peak  and  leads  to  negative  deviations  from  the 
Lambert-Beer  law.  If  it  is  assumed  that  none  of  the 
stray  hght  is  absorbed  by  the  sample,  the  measured 
absorbance  is  related  to  the  true  transmittance  by  the 
expression  [9] 

^oi,s=iog  [(i-r)s-f  r]-i  (8) 

where  S  is  the  instrumental  stray  hght  expressed  as  a 
fraction.  The  effects  of  several  levels  of  unabsorbed 
stray  Ught  on  absorbance  are  given  in  table  2.  Most- 


samples  absorb  sufficiently  in  other  regions  of  the  spec- 
trum to  filter  out  a  proportion  of  the  stray  hght.  Thus, 
indirect  estimates  of  instrumental  stray  hght  based  on 
deviations  from  hnearity  are  generally  low. 

Table  2.  Effect  of  unabsorbed  stray'light  on  absorbance 


A 

^obs 

5  =  0.0001 

5  =  0.001 

5  =  0.01 

0.1 

0.1000 

0.0999 

0.0989 

.5 

.4999 

.4990 

.4907 

1.0 

.9996 

.9961 

.9626 

1.5 

1.499  ■ 

1.487 

1.384 

2.0 

1.996 

1.959 

1.701 

D.  Nonparallel  Incident  Radiation 

A  perfectly  parallel  beam  of  radiation  must  come 
from  a  point  source  and  can  carry  only  an  infini- 
tesimal amount  of  energy.  The  light  beam  in  a  spectro- 
photometer always  has  some  finite  angular  size.  As  a 
result,  the  average  light  path  is  greater  than  the  per- 
pendicular distance  between  the  cuvet  faces.  Meehan 
[3]  has  considered  the  case  in  which  the  incident 
radiation  is  convergent  or  divergent  in  one  dimension 
such  as  corresponds,  respectively,  to  radiation  focused 
by  a  cylindrical  lens  or  leaving  a  narrow  slit.  If  G  and 
R  are  the  angles  of  incidence  and  refraction,  re- 
spectively, the  path  length  of  the  extreme  ray  (fig.  2) 
is  6/cos  R  and  the  absorbance  of  this  ray  is  Ajcos  R. 
Other  rays  enter  at  smaller  angles  and  the  observed 
absorbance  is  given  by 


k  

b  A 

Figure  2.    Nonparallel  incident  radiation  [3].  Reprinted  by  permis- 
sion of  John  Wiley  &  Sons,  Incorporated. 

Aobs  =  AIR„,^^  \        II cos  RdR.  (9) 

J  0 


For  this  relation  to  hold,  the  incident  beam  must  be 
uniform  over  its  cross  section.  Evaluation  of  this 
integral  for  /J^ax  of  2-10°  (0max  =  2.7°-13.4°)  gives 
the  following  percent  errors  in  A  (table  3).  Thus,  for 
angles  of  incidence  up  to  5  degrees,  the  absorbance 
error  is  less  than  0.1  percent. 

E.  Multiple  Reflections 

On  passage  of  hght  through  a  cuvet  containing 
solvent  or  sample  solution,  some  radiation  is  reflected 
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Table  3.    Dependence  of  absorbance  error  on  nonparal- 
lelism  of  incident  radiation 

^max- degrees       0„,ax,  degrees    Percent  error  in 


2 
4 
6 
8 
10 


2.7 
5.3 
8.0 
10.7 
13.4 


0.020 
.081 
.18 
.33 
.51 


at  each  of  the  two  air-glass  and  the  two  glass-hquid 
surfaces.  For  perpendicular  incidence,  the  fraction 
/  reflected  on  passing  from  a  medium  of  refractive 
index  rii  to  a  second  having  retractive  index  n-i  is 
given  by  the  Fresnel  expression 


/= 


(10) 


For  an  air-glass  surface,  /=0.04  and  for  a  glass- 
liquid  surface, /=  0.0035.  When  more  than  one  surface 
is  involved,  the  effects  of  multiple  reflections  must  be 
considered.  The  essential  question  when  deahng  with 
liquid  filters  is  whether  the  solvent  completely  compen- 
sates for  such  reflections.  According  to  Goldring 
et  al.  [11],  it  does  not.  They  consider  the  case  where  the 
reflections  from  all  surfaces  perpendicular  to  the 
light  beam  on  the  two  sides  of  the  sample  are  grouped 
together  to  form  two  effective  reflection  coefficients,  n 
and  r2,  as  shown  in  figure  3.  Considering  only  first  and 
second  order  reflections,  the  observed  absorbance  is 


R,T-  PnTr, 


^(^Tri-T-Tra 


SOLVENT 


SAMPLE 


Figure  3.    Internal  multiple  reflections  [11].  Reprinted  by  permis- 
sion of  the  American  Chemical  Society. 

^obs^log-— -log—  —  (11 

f2         FoT  (I  — ri  + nnzT^) 

which,  after  transformation  and  series  expansion,  can 
be  reduced  to  the  following  expression: 


/Jobs  =  ^4  + 0.4343  (l-P) 


1-r, 


(12) 


Considering  only  the  reflections  from  the  two  cuvet 
faces  and  that  ri  — r2  =  0.05,  the  variation  of /^o^s  with 
A  is 

A       0.1        0.2        0.5        1.0  2.0 
Aobs    0.1004    0.2007    0.5010    1.0011  2.0011 


Thus,  because  of  internal  multiple  reflections,  the 
measured  absorbance  should  always  be  larger  than  the 
true  absorbance  with  the  percentage  diff'erence  being 
greatest  at  low  absorbances.  Verification  of  these 
deviations  is  difficult  experimentally.  Goldring  et  al. 
[11],  however,  have  suggested  ways  of  minimizing 
reflection  eff"ects.  These  include  positioning  the  cuvet 
at  a  small  angle  to  the  beam  and  stopping  down  the 
detector  surface,  immersing  the  cuvet  in  a  fluid  con- 
tained in  a  larger  rectangular  cuvet  turned  at  an 
angle  to  the  beam,  or  by  using  a  cuvet  with  prismatic 
windows.  In  each  case,  the  eff"ective  path  length  must 
be  determined  separately.  Other  alternatives  consist 
>  of  using  cuvets  constructed  of  absorbing  materials  or 
immersion  of  a  glass  filter  into  the  sample.  For  a 
limited  wavelength  range,  reflection  errors  can  also  be 
reduced  by  coating  the  external  window  surfaces 
with  anti-reflection  layers. 

In  addition  to  reflections  from  the  cuvets,  reflections 
from  other  surfaces  must  also  be  considered.  Gibson 
[1]  has  pointed  out  that  reflections  may  occur  from  the 
surfaces  of  the  slit  and  detector  and  has  suggested  a 
means  for  checking  this  source  of  error.  A  thin  glass 
plate  is  placed  in  its  normal  position  at  right  angles 
to  the  beam  and  then  at  a  small  angle  from  this  posi- 
tion. In  the  second  position  ihe  reflected  energy  is 
directed  out  of  the  beam  while  scarcely  aff"ecting  the 
true  absorbance. 

F.  Cuvets 

The  majority  of  absorbance  measurements  are 
performed  on  solutions  and,  in  such  instances,  the 
cuvet  becomes  an  integral  part  of  the  measurement 
system.  Presently,  the  uncertainty  in  the  length  of  the 
light  path  can  be  a  limiting  factor  in  the  determination 
of  molar  absorptivity.  NonparaUelism  of  the  end 
windows  can  be  of  even  greater  consequence.  How- 
ever, the  eff^ect  can  be  minimized  by  using  the  same 
cuvet  orientation  for  aU  measurements.  The  uncer- 
tainty in  path  length  is  nevertheless  greater. 

Cuvets  are  available  in  a  variety  of  shapes  and 
sizes  and  may  be  made  of  glass  or  silica.  Construc- 
tion remains  largely  an  art  and  cuvets  may  vary  con- 
siderably in  their  quality.  Two  methods  of  assembly 
are  commonly  used.  These  are:  (1)  fusion  using  only 
heat  and  (2)  the  use  of  intermediate,  low-melting 
glasses.  At  present,  each  has  its  disadvantage.  The 
first  technique  is  the  more  desirable,  but  our  ex- 
perience, primarily  with  rectangular  cuvets,  indicates 
that  the  edges  are  not  always  completely  fused. 
These  surfaces  exhibit  capillarity  and  may  become 
serious  sources  of  contamination.  Under  such  condi- 
tions, the  cleaning  of  these  cuvets  is  difficult,  if  not 
impossible.  The  use  of  low-melting  fluxes  on  the  other 
hand  can  produce  strains  because  of  differences  in 
coefficients  of  expansion  and  cuvets  so  constructed 
are  generally  more  fragile. 

Cuvets  are  frequently  off^ered  in  matched  sets.  This 
rnay  be  considered  more  of  a  convenience  than  a 
necessity  since  this  terminology  is  normally  used  only 
to  describe  the  transmission  of  the  window  material. 
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Path  length  and  paralleHsm  of  end  plates  are  of  more 
fundamental  importance.  Unfortunately,  no  generally 
accepted  tolerances  have  been  established  in  this 
country  for  the  construction  of  cuvets.  The  British 
Standards  Institution,  however,  has  pubhshed  a  set 
of  specifications  [12]  which  merit  our  consideration  and 
possible  adoption.  They  recommend  that  the  path 
length  be  specified  to  ±0.02  mm  and  the  end  windows 
be  flat  over  a  defined  beam  area  to  four  Newton  fringes 
per  centimeter  in  mercury  green  fight.  It  should  be 
feasible  for  greater  accuracy,  especially  for  the  10  mm 
cuvets,  to  calibrate  a  limited  number  by  appropriate 
metrology  techniques  to  ±  0.01  mm. 


This  section  is  a  report  of  our  efforts  to  develop 
well  characterized  fiquid  absorbance  standards.  Three 
general  types  of  fiquid  filters  are  discussed.  These  are 
(1)  individual  solutions  of  high  purity  materials,  (2)  em- 
pirical mixtures  and  (3)  aqueous  solutions  of  organic 
dyes.  Much  of  the  emphasis  has  been  placed  on  deter- 
mining the  optimum  conditions  for  preparation  of  these 
filters  and,  once  established,  what  the  absorbing 
species  or  ionic  compositions  of  these  systems  are. 
By  combining  this  information  with  the  instrumental 
considerations  developed  in  the  first  part  of  this  paper, 
it  is  hoped  that  the  resulting  data  represent  a  step 
toward  obtaining  more  meaningful  absorptivity 
measurements. 

A.  Instrumentation 

Absorbance  measurements  at  a  fixed  wavelength 
were  performed  manually  on  a  high  precision  double- 
beam  spectrophotometer  provided  with  a  double 
monochromator.  The  accuracy  of  the  photometric 
scale  of  this  instrument  was  estabfished  with  the 
NBS  high-accuracy  spectrophotometer  described  by 
Mavrodineanu  [13].  The  wavelength  scale  was  checked 
with  a  mercury  lamp.  Potassium  hafide  solutions  [9, 
10]  were  used  to  assess  stray  light  in  the  ultraviolet. 

Room  temperature  was  maintained  between  24  to 
26  °C.  The  cuvet  compartment  and  jacketed  holders 
were  thermostated  by  a  circulating  water  bath.  Copper- 
constantan  thermocouples  were  used  to  measure 
temperature  differences  between  the  bath  and  the 
sample  solution. 

An  electronic  feeler  gauge  [13]  was  used  to  measure 
the  path  length  of  the  10  mm  rectangular  cuvets 
normally  used.  Solutions,  assumed  to  obey  Beer's 
law,  were  used  for  cafibrating  the  1  mm  cuvets. 

The  accuracy  of  the  microbalance  was  estabfished 
with  NBS-calibrated  weights.  Class  A,  1 -liter  volu- 
metric flasks  were  checked  gravimetically.  All  dilutions 
were  subsequently  made  by  volume.  To  minimize 
errors  from  cell  positioning,  borosiUcate,  Pasteur- 
type  pipets  were  used  to  transfer  solutions  to  and  from 
the  cuvets. 


B.  Individual  Solutions  of  High  Purity  Compounds 

1.  Potassium  Dichromate.  Numerous  attempts 
have  been  made  to  use  chromium  (VI)  solutions 
as  ultraviolet  absorbance  standards.  In  the  early 
studies  [7,  14, 15, 16, 17]  alkaline  solutions  of  potassium 
chromate  were  preferred.  More  recently,  potassium 
dichromate  in  sfighlly  acidic  media  has  been  described 
[18,  19,  20].  The  absorption  spectra  of  these  two  sys- 
tems are  quite  different  with  the  latter  giving  the  more 
desirable  arrangement  of  maxima  and  minima  (fig.  4). 

The  approximate  composition  of  chromium  (VI) 
solutions  may  be  derived  from  the  following  equilibria: 


220         250  300  350  400 


WAVELENGTH  ,  nm 

Figure  4.    Absorption  spectra  of  10-"  M  Cr  (VI)  in  0.05  N  KOH 
and  10-m  HCIO4. 

K 

H2Cr04  =  H+  +  HCrOf  (13) 
HCrOf  =  H+ +  CrOr  (14) 

2HCrOT  ='Cr20f +  H2O.  (15) 

Some  values  reported  for  the  equifibrium  constants 
Ki,  K2,  and  K3  at  25  °C  are  as  follows: 

/Ci  =  0.16  [21] 

Ko^S.2x  10--!  [22]  and  3.0  X  10"^  [23] 

Ks  =  43.7  [21],  35.5  [24]  and  33.0  [25]. 

Thus,  at  a  pH  greater  than  10,  chromium  (VI)  exists 
almost  entirely  as  CrOf  ions  while,  in  weakly  acidic 
solutions,  the  predominant  species  is  HCr04  which 
partially  dimerizes  to  Cr20f.  The  amount  of  dimer 
will  increase  with  increasing  chromium  concentra- 
tion. The  formation  of  H2Cr04  or  CrOf  can  be  es- 
sentially eliminated  by  maintaining  the  acidity  near 
pH  3. 


III.  Evaluation  of  Selected  Liquid  Filters 
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Much  of  the  uncertainty  that  has  arisen  from  the  use 
of  acidic  potassiunn  dichromate  solutions  as  potential 
absorbance  standards  can  be  attributed  to  the  dimeri- 
zation  reaction  (eq  (15)).  It  is  primarily  this  equi- 
librium which  leads  to  the  observed  deviations  from 
Beer's  law.  Because  of  the  range  of  values  reported 
for  K3,  one  of  the  first  objectives  of  the  present  study 
was  to  redetermine  this  constant.  The  spectrophoto- 
metric  method  was  chosen  and  is  described  in  some 
detail  below. 

a.  Spectrophotometric  Determination  of  the 
Dimerization  Constant  for:  2HCr04  =Cr2  0f 
+  H2O.  If  HCr04-  and  Cr207=  are  the  only  Cr(Vl) 
species  present  v/ith  molar  absorptivities  ei  and  €2, 
respectively,  the  apparent  molar  absorptivity,  em, 
will  be  given  by 


(l-a)e, +  l/2-a62 


(16) 


where  a  is  the  fraction  of  total  chromium  in  the 
dichromate  form.  From  eq  (15)  the  thermodynamic 
equilibrium  constant  of  the  dimerization  reaction  is 


[CrzOf]  72 


[HCr04-]' 


or,  in  terms  of  a 


2(l-a)2Crr  "  7? 


(17) 


(18) 


where  71  and  72  are  the  activity  coefficients  of  HCr04" 
and  Cr207",  respectively,  and  Crr  is  the  total  chro- 
mium concentration.  Because  the  ionic  strength  never 
exceeded  0.01,  the  activity  coefficients  may  be  treated 
by  the  Debye-HUckel  expression  [25] 


log  7,  = 


l  +  /'/2 


(19) 


where  Z  is  the  ionic  charge,  /  is  the  ionic  strength  and 
A  has  a  value  of  0.509  1/mol  at  25  °C.  Equations  (16) 
and  (18)  can  be  rewritten  to  give,  respectively. 


a(l/2  €2 -€,)  +  €, 


(20) 


and 


log  K3  =  log 


2^/'/2 


2(l-a)2Crr 


(21) 


Assuming  a  value  of  Ka,  one  can  calculate  from  eq 
(21)  the  a  values  at  various  total  chromium  concentra- 
tions. If  the  choice  of  K3  is  correct,  the  measured 
values  of  Cm  should  lie  on  a  straight  line  of  slope  (1/2 
€2  — €1)  and  intercept  ei,  as  seen  from  eq  (20).  The 
best  value  of  K3  is  then  determined  by  the  method  of 
least  squares. 


1.  Experimental  Procedure 

The  chromium  (VI)  solutions  used  in  the  subsequent 
studies  were  prepared  from  NBS  SRM-136c,  potas- 
sium dichromate,  which  had  been  dried  at  110  °C  for 
two  hours.  The  distilled  water  was  shown  to  be  free 
of  reducing  impurities  by  titration  with  a  dilute 
potassium  permanganate  solution.  Perchloric  acid 
was  used  to  maintain  the  pH  at  3.0±0.1. 

The  optimum  wavelengths  for  the  determination  of 
K3  were  chosen  as  follows:  Two  solutions  were  pre- 
pared, one  containing  391  mg  K2Cr207/l  and  the  other, 
40.0  mg  K2Cr207/l.  The  former  was  transferred  to  a 
1.023  mm  cuvet  and  the  latter  to  a  10.00  mm  cuvet.  A 
differential  scan  was  then  made  on  a  recording  spectro- 
photometer equipped  with  a  0-0.1  absorbance  (fuU 
scale)  slidewire,  using  the  less  concentrated  solution 
as  the  reference.  The  resulting  spectrum  is  shown  in 
figure  5.  Relatively  large  differences  in  absorbance  are 
seen  in  the  wavelength  regions  near  275  and  385  nm 
even  though  the  total  number  of  chromium  atoms  in 
each  light  path  is  the  same.  Thus,  it  is  in  these  two 
regions  that  the  largest  deviations  from  Beer's  law 
should  be  observed.  Three  wavelengths  were  subse- 
quently selected  in  each  region  for  the  determination 
of  A:3-390,  385  and  380  and  280,  275  and  270  nm, 
respectively. 
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Figure  5.    Difference  spectrum  of  391  mg  K2Cr207/l  in  1.023  mm 
cuvet  versus  40.0  mg  KaCrjOy/l  in  10.00  mm  cuvet;  pH  =  3. 

2.  Results 

The  apparent  molar  absorptivities  calculated 
from  absorbance  measurements  on  the  four  chromium 
concentrations  used  for  the  determination  of  K3 
are  given  in  table  4.  Using  the  method  of  least  squares, 
these  €m  values  were  plotted  against  the  a  fractions 
calculated  from  eq  (21)  for  various  assumed  values  of 
K3.  The  molar  absorptivities  were  weighted  according 
to  the  reproducibility  of  the  absorbance  measure- 
ments. A  computer  was  used  for  all  calculations. 
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A  typical  graph  of  the  residual  standard  deviation  36.  The  minimum  in  this  curve  is  the  best  estimate 
of  the  experimental  Cm  values  from  the  best  straight  of  ^3  and,  for  the  case  shown,  is  32.6.  The  K-i  values 
line  fit  is  shown  in  figure  6  for      values  of  28  through     at  the  six  wavelengths  are  summarized  in  table  5. 

Table  4.    Apparent  molar  absorptivities,  €m,  of  K2Cr207  solutions  at  25  °C;  pH  =  2.9  (HCIO4) 

K2Cr207  Cone.  e,„  1/mol-' cm-' 

mg/1 


100.06 
400.48 
699.86 
1000.27 


390  nm 

385  nm 

380  nm 

280  nm 

275  nm 

270  nm 

589.2 

748.7 

865.1 

1579.3 

1718.6 

1881.0 

714.1 

878.6 

997.8 

1758.2 

1914.4 

2069.8 

806.2 

973.8 

1094.0 

1890.0 

2053.5 

2208.0 

875.9 

1045.6 

1166.5 

1988.2 

2161.5 

2313.6 

2.0 


-I  0.8  — 


(C  — 


0.4  - 


Figure  6.    Least  squares  determination  oiK^. 


Table  5.   K3  values  at  25  °C  as  determined  at  several 
wavelengths 


X.,  nm 

390 
385 
380 

280 
275 
270 


32.4 
33.3 
33.8 

33.5 
32.6 
31.6 


Avg.  32.9 
Std.  Dev.  0.8 
Rel.  Std.  Dev.  2.5% 


b.  Absorption  Spectra  of  HCrOj  and  CriO^. 
The  absorbances  of  three  solutions  containing  nom- 
inally 2U,  40,  and  60  mg  KaCraOy/l  (pH  =  3.0±0.1) 
were  measured  in  a  10.00  mm  cuvet  at  5  nm  incre- 
ments over  the  wavelength  range  of  220-400  nm.  A 
close  approximation  of  e(HCr04)  was  obtained  by 
extrapolating  the  apparent  molar  absorptivities  to 
zero  chromium  concentration.  This  extrapolation  is 
simplified  since  the  variation  of  a  is  nearly  linear  over 
this  concentration  range.  Similar  absorbance  measure- 
ments were  performed  on  three  solutions  containing 
1000  mg  K2Cr207/l  using  a  1.023  mm  cuvet  and  the 
corresponding  a  value  was  calculated  from  eq  (21), 
with  —  32.9.  The  first  approximations  of  1/2- 
e(Cr207  )  values  were  obtained  by  substituting  the 
extrapolated  e(HCrOj)  results  and  the  above  a 
value  into  eq  (20).  The  e(HCr04-)  and  1/2  •  e(Cr207) 

values  were  then  refined  bv  successive  approximations. 
The  calculated  absorption  spectra  of  these  two  ions 
are  shown  in  figure  7. 
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Figure  7.    Absorption  spectra  of  HCrOj"  and  CriOf. 


c.  Molar  Absorptivities  of  HCr04~  and  Cr207=  at 
350,  313,  257,  and  235  nm.  As  shown  previously 
in  figure  4,  the  absorption  spectrum  of  weakly  acidic 
solutions  of  K2Cr207  exhibit  maxima  at  350  and  257  nm 
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and  minima  at  313  and  235  nm.  These  maxima  and 
minima  do  not  shift  significantly  over  the  concentra- 
tion range  of  20-100  mg  K2Cr207/l.  This  is  con- 
sidered a  practical  range  for  most  applications  since  it 
yields  absorbances  of  about  0.1-1.5  for  a  10  mm  cuvet. 

The  molar  absorptivities  of  HCrOj  and  Cr207  at  350, 
313,  257,  and  235  nm  were  determined  by  the  pro- 
cedure described  above  and  are  given  in  table  6.  The 
e(HCr04)  values  are  estimated  to  be  accurate  to 
±  0.5  percent.  Because  of  the  imprecision  of  the  Kz 
determination,  the  uncertainty  of  the  dichromate 
molar  absorptivity  values  may  be  as  large  as  ±  5 
percent. 

Table  6.    Molar  absorptivities,  €,  of  HCrO^"  and  Cr20f 

at  25  °C 

€,  1  mol~'  cm~' 


350  nm      313  nm      257  nm      235  nm 

HCrO,-        1576  711  2100  1804 

1/2  Cr^O-;        1788  823         3156  2688 


Table  7  shows  the  agreement  between  the  experi- 
mental and  calculated  apparent  molar  absorptivities 
for  five  concentrations  of  potassium  dichromate  in 
dilute  perchloric  acid  (pH  =  2.92  ±  0.02).  The  experi- 
mental values  are  the  averages  obtained  on  five 
individual  samples  measured  at  each  concentration. 
The  95  percent  confidence  limits  for  any  given  set  of 
measurements  was  0.1  percent.  The  a  values  used  are 
also  given.  These  are  seen  to  vary  nearly  linearly  over 
the   range   of  chromium   concentrations  employed. 


d.  Optimum   pH   and  Choice  of  Acid.  The 

chromium  (VI)  solutions  used  in  this  study  were  pre- 
pared in  dilute  perchloric  acid  media  having  a  pH  of 
about  3.  This  acidity  was  selected  because  the  existing 
equilibria  data  indicated  this  pH  Umited  the  formation 
of  either  H2Cr04  or  CrOl  to  less  than  0.1  percent  of 
the  total  Cr  (VI)  concentration.  Perchloric  acid  was 
chosen  instead  of  sulfuric  to  prevent  the  formation  of 
chromate-sulfate  complexes.  Tong  and  King  [24]  and 
Davies  and  Prue  [25]  noted  slight  differences  in  the 
absorbances  of  dilute  perchloric  and  sulfuric  acid 
solutions  after  correcting  for  differences  in  ionic 
strength.  They  attributed  these  differences  to  mixed 
complex  formation.  More  recently,  Haight  et  al.  [26] 
have  shown  that  the  conversion  of  HCrOj  to  CrSOf  is 
quantitative  in  1  M  HSO4  solutions  and  that  absorption 
spectrum  of  this  complex  is  significantly  different  from 
the  HCrO^  spectrum. 

Because  most  of  the  previous  work  reported  in 
literature  has  been  done  in  sulfuric  acid,  it  was  con- 
sidered of  interest  to  intercompare  these  two  systems. 
The  results  are  shown  in  each  acid  between  pH  2  and  3. 
At  350  nm  the  results  obtained  in  perchloric  acid  are 
consistently  0.1-0.2  percent  higher  than  in  sulfuric; 
at  235  nm,  they  are  lower.  The  relatively  large  increase 
in  absorptivity  at  235  nm  at  pH  1.90,  together  with  the 
above  considerations,  suggest  the  formation  of  addi- 
tional chromium  (VI)  species  in  systems  employing 
dilute  sulfuric  acid  solutions.  (See  table  8.) 

e.  Effect  of  Temperature.  The  absorbances  of  a 
solution  containing  60  mg  K2Cr207/l  in  dilute  perchloric 
acid  (pH  =  3)  were  measured  over  the  temperature 
range  of  17  to  37  °C.  The  percentage  change  in  absorb- 
ance  for  wavelengths  of  350,  313,  257,  and  235  nm  is 
shown  in  figure  8.  The  results  are  uncorrected  for 


Table  7.   Experimental  and  calculated  values  (E,  C)  of  the  apparent  molar  absorptivity  of  I^Cr207  at  25  °C; 

pH  =  2.9(HC104) 


K2Cr2  07  Cone. 


€m,  1  mol  cm"' 


mg/I                        a  350  nm  313  nm  257  nm  235  nm 

20.22                   0.0090             E  1577.6  713.5  2113.6  1814.7 

C  1577.9  711.9  2108.7  1812.1 

Diff.  -0.3  +1.6            +4.9  +2.6 

40.09                   0.0178             E  1579.9  713.3  2120.8  1820.2 

C  1579.8  713.0  2118.8  1819.7 

Diff.  +0.1  +0.3             +2.0  +0.5 

60.12                   0.0262             E  1.581.4  713.8  2127.2  1827.1 

C  1581.5  713.8  2126.7  1827.2 

Diff.  -0.1  0.0            +0.5  -0.1 

80.17                   0.0344             E  1584.0  715.0  2137.6  1835.8 

C  1583.3  714.8  2135.3  1834.4 

Diff.  +0.7  +0.2             +2.3  +1.4 


99.92 


0.0423 


E 
C 
Diff. 


1585.5 
1584.0 
+  1.5 


715.6 
715.0 
+  0.6 


2144.0 
2143.7 
+  0.3 


1841.5 
1841.4 
+  0.1 
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Table  8.  Apparent  absorptivities,  a,  of  sulfuric  and 
perchloric  acid  solutions  of  K2Cr207  at 
25°C;  K2Cr207  cone.  =  0.050  g/1 


a,  1  g"'  cm-' 


pH 

350  nm 

313  nm 

257  nm 

235  nm 

H2S04 

1.90 

10.71„ 

4.83, 

14.444 

12.43, 

1.98 

IO.7I2 

4.839 

14.44o 

12.418 

2.20 

10.72, 

4.839 

14.429 

I2.4O2 

3.00 

10.733 

4.844 

14.42, 

12.38, 

HC104 

1.99 

10.72, 

4.848 

14.448 

12.396 

3.08 

10.74o 

4.845 

14.434 

12.383 

Table  9.    Apparent   molar  absorptivity  of  potassium 
chromate  in  0.05  M  Na2HP04  and  0.05  M 
KOH  at  25  °C 

0.05  M  Na2HP04 


€m,  1  mol  '  cm"' 

K2Cr04  Cone,  — ■  

MX  105               pH         373  nm  274  nm 

7                  9.2           482,  37O3 

14                  9.1           482o  369, 

21                  9.1           48I3  3692 

0.05  M  KOH 

7                                  483o  37O5 

14                                  4824  3698 

21                                  48I4  369, 


15  20  25  30  35  40 

TEMPERATURE, °C 

Figure  8.    Change  in  absorbance  with  temperature  for  acidic 
solutions  of  K2Cr207;  pH  =  3  (HCIO4). 


thermal  expansion  of  the  solvent.  The  absorption 
minimum  at  ."ilS  nm  exhibits  the  smallest  temperature 
dependence  (—0.02  percent  per  °C)  while  the  maxima 
at  350  and  257  nm  and  the  minimum  at  235  nm  have 
temperature  coefficients  of  —  0.05  percent  per  °C  over 
the  range  20  to  .30  °C. 

f.  K2Cr207  in  0.05  M  Na2HP04  and  0.05  M 
KOH.  To  overcome  some  of  the  difficulties  in  han- 
dling strongly  alkaline  chromate  solutions,  Johnson 
[27]  has  recommended  dissolving  K2Cr207  in  0.05  M 
Na2HP04  at  pH  9.  The  apparent  molar  absorptivities 
obtained  in  this  medium  and  in  0.05  M  KOH  are  given 
in  table  9.  As  seen  from  the  data,  both  systems  appear 
to  exhibit  deviations  from  Beer's  law  of  about  three 
parts  per  thousand  over  the  concentration  range 
studied.  Although  this  deviation  is  the  same  magni- 
tude and  direction  predicted  from  uncompensated 
internal  multiple  reflections  discussed  previously,  we 
have  not  been  able  to  demonstrate  experimentally  that 
such  reflections  are  responsible  for  the  observed  re- 
sults. Studies  in  which  the  cuvet  windows  are  coated 
with  various  anti-reflection  layers  are  continuing 
however. 
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From  a  consideration  of  the  equilibrium  data,  the 
absorbances  in  the  two  systems  should  be  nearly 
identical.  The  ionic  strength  of  the  0.05  M  Na2HP04 
is  0.15  and,  from  Neuss  and  Rieman's  work  [22],  the 
ionization  constant  for  the  reaction  HCrOi  =  H+-I-  CrOi 
is  approximately  9x10"^  mol/liter.  Thus,  at  pH  9.1, 
only  about  1  in  1000  chromium  atoms  is  present  as 
HCrOi.  Since  this  species  is  less  absorbing  than 
CrOf  at  373  and  274  nm,  the  apparent  molar  absorp- 
tivities in  0.05  M  Na2HP04  should  agree  with  those 
obtained  in  0.05  M  KOH  to  within  0.1  percent. 

The  absorbance  of  alkaline  chromate  solutions  de- 
creases with  increasing  temperature  at  both  absorption 
peaks.  Between  17  and  37  °C,  the  temperature  co- 
efficient at  373  nm  is  —  0.09  percent  per  °C;  at  274  nm, 
it  is  —  0.06  percent  per  °C. 

2.  Potassium  Nitrate.  Aqueous  solutions  of  potas- 
sium nitrate  exhibit  a  nearly  symmetrical  absorption 
peak  with  \n,ax  at  302  nm.  This  system  has  been 
studied  extensively  by  Vandenbelt  [14]  and  by  the 
British  Photoelectric  Spectrometry  Group  in  two 
collaborative  tests  [28,  29].  Molar  absorptivities  re- 
ported vary  from  7.06  to  7.20  liter  moh^  cm"'.  This 
range  of  values  undoubtedly  results  in  part  from  the 
fact  that  KNO3  solutions  deviate  significantly  from 
Beer's  law. 

Careful  reexamination  of  this  system  has  yielded 
the  following  apparent  molar  absorptivities  (table  10). 
These  are  seen  to  decrease  rather  markedly  with 
inqreasing  potassium  nitrate  concentration.  Several 
factors  conceivably  contribute  to  this  behavior.  In 
addition  to  possible  multiple  reflection  effects  already 
discussed  some  ionic  interactions  are  undoubtedly 
possible  in  this  system  because  of  the  relatively  high 
concentrations  of  solute  required  coupled  with  the 
fact  that  the  N  — O  bond  in  the  nitrate  ion  has  some 
polar  character. 

The  potassium  nitrate  used  in  the  above  study  was 
analyzed  for  commonly  encountered  impurities.  After 
drying  at  110  °C,  the  water  content  was  less  than  0.02 
percent.  Flame  emission  analyses  [31]  indicated  the 
following  levels  of  alkali  and  alkaline  earth  impurities 

103 


(in  parts-per-million):  Li  (<  0.2);  Rb  (13);  Mg  (0.2); 
Ca  (1);  Sr(4)  and  Ba  (<  2). 

At  302  nm,  tiie  absorbance  of  KNO3  solutions  de- 
creases with  increasing  temperature.  Over  the  range 
17  to  37  °C,  the  temperature  coefficient  is  —0.14  per- 
cent per  °C. 

Solutions  stored  for  up  to  six  months  showed  no 
measurable  change  (^  0.1  percent)  in  absorbance. 
Edisbury  [29]  has  cautioned,  however,  that  some  solu- 
tions may  develop  bacterial  whiskers  on  standing. 
Sterilization  may  be  effected  by  prior  boiling  of  the 
distilled  water. 

Table  10.    Apparent  molar  absorptivity,  e^,  of  aqueous 
solutions  of  potassium  nitrate  at  25  °C 

€,„,  1  mol"'  cm  ' 

KNOiConc.M         302  nm« 

0.028  7.I60 

.056  7.142 

.084  7.127 

.112  7.106 

.140  7.09, 

^  Spectral  bandpass=  1.0  nm 

3.  Potassium  Hydrogen  Phthalate.  High  purity 
potassium  hydrogen  phthalate  (KHP)  is  readily  availa- 
ble. It  is  presently  issued  by  the  National  Bureau  of 
Standards  as  a  primary  acidimetric  standard.  Its  use 
in  the  preparation  of  buffer  solutions  of  known  pH  is 
well  established.  It  has  also  been  used  as  a  spectral 
standard  in  the  comparative  evaluation  of  spectro- 
photometers [11,  32]. 

The  absorbance  of  KHP  solutions  is  dependent  on 
acidity,  as  shown  in  figure  9.  In  the  present  study, 
dilute  perchloric  acid  solutions  were  employed  to 
minimize  changes  in  ionic  composition  as  a  function 
of  pH.  Acid  concentrations  much  above  0.1  could 
not  be  used  because  of  the  precipitation  of  potassium 
perchlorate.  Subsequently,  all  solutions  were  prepared 
to  contain  10  ml  of  perchloric  acid  per  liter  vdth  a 
pH  of  1.3. 

Ringbom  [21]  has  given  the  first  ionization  constant 
of  phthalic  acid  as  1.6  X  10-^  at  25  °C  at  an  ionic 
strength  of  0.1.  At  the  pH  used,  the  absorbing  system 
consisted  of  97  percent  phthalic  acid  and  3  percent 
hydrogen  phthalate  ions.  Table  11  summarizes  the 
absorptivity  values  obtained  on  these  solutions. 

Absorbance  decreases  at  the  275.5  nm  maximum  and 
increases  at  the  262  nm  minimum  with  increasing 
temperature.  Over  the  range  17  to  37  °C  the  tempera- 
ture coefficients  are  —0.05  percent  and  +0.05  percent 
per  °C,  respectively. 

Perchloric  acid  solutions  of  KHP  (NBS-SRM  84g) 
were  examined  for  possible  fluorescence,  using  a  high 
sensitivity  spectrofluorometer.  With  280  nm  excitation, 
a  faint  fluorescence  was  detected  with  A^max  approxi- 
mately 350  nm.  The  possible  effects  of  this  fluorescence 
on  the  absorbance  data  remain  to  be  established. 


250  300  350 

WAVELENGTH,  nm 

Figure  9.    Absorption  spectra  of  KHP  solutions  at  different 

acidities. 

Table  11.  Apparent  absorptivity,  a,  of  potassium  hydro- 
gen phthalate  in  dilute  perchloric  acid 
at  25  °C;  10  ml  HC104/liter 

a,  1  g"'  cm^' 

NBS  SRM  84g   

Cone,  g/1         275.5  nm        262  nm 

0.034  6.33-2  4.494 

.142  6.3I9  4.489 

4.  Cobalt  and  Nickel  Sulfates  and  Perchlo- 
rates.  Aquo  cobalt  (II)  and  nickel  (II)  ions  have  rela- 
tive broad  absorption  peaks  with  X^ax  512  and  394 
nm,  respectively  (fig.  10).  Solutions  of  either  may  serve 
as  useful  absorbance  standards.  Most  of  the  attention 
to  date,  however,  has  been  directed  at  cobalt  sulfate 
which  was  first  recommended  by  Gibson  [1]. 

In  this  study,  the  apparent  molar  absorptivities  of 
Co(H20)J2  and  Ni(H20)^"^  were  examined  in  sulfate  and 
perchlorate  media.  AU  solutions  were  prepared  from 
the  high  purity  metals  by  dissolution  in  H2SO4-HNO3 
or  HClO^-HNOa  acids.  Nitrate  was  removed  by 
repeated  fuming  until  the  acidity  was  reduced  so  that 
on  dilution  to  volume,  a  pH  of  1  could  be  obtained.  The 
results  obtained  in  the  two  acid  media  are  given  in 
table  12.  The  values  in  sulfate  solution  are  signifi- 
cantly higher  than  in  perchlorate  media  for  both 
cobalt  and  nickel,  suggesting  that  some  complexation  j, 
of  these  ions  by  SO  4  or  HSOj  has  occurred.  A  differ- 
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Figure  10.    Absorption  spectra  of  Ni(H20)+2  and  Co(H20)+2. 

Table  12.    Apparent  molar  absorptivities,  Cm  of  acidic 
solutions  of  cobalt  and  nickel  ions 
at  25  °C;  pH  =  1.0 


Cm  (512  nm) 
1  moh'  cm-' 
Co  Cone.   


g/1  Sulfate  Perchlorate 

2.4  4.88j  4.8O3 

12.0  4.869  4.79, 

Cm  (394  nm) 
I  moh'  cm-' 

Ni  Cone.   

g/1  Sulfate  Perchlorate 

2.3  5.I67  5.09o 

11.5  5.154  5.07: 


ential  spectrum  of  0.2000  molar  cobalt  solution  in 
sulfate  against  the  same  cobalt  concentration  in 
perchlorate  media  is  shown  in  figure  11.  In  sulfate 
•solution,  the  formation  of  a  second  cobalt  species  with 
^max~528  nm  is  indicated.  Similar  behavior  was  also 
observed  for  nickel. 

The  absorbances  of  cobalt  and  nickel  solutions  at 
their  maxima  are  temperature  dependent  and  increase 
with  increasing  temperature.  Between  17  and  37  °C 
the  temperature  coefficients  are  0.18  and  0.14  percent 
per  °C  at  512  and  394  nm,  respectively.  To  explain 
their  nuclear  magnetic  resonance  data  on  cobalt(II) 
solutions.  Swift  and  Connick  [33]  have  suggested  that 
the  octahedral  Co(H20)6'^2  complex  is  in  equilibrium 
with  the  tetrahedral  Co(H20)^''^  complex  and  that  for- 
mation of  the  latter  is  favored  by  increasing  tempera- 
ture. By  analogy  with  haUde  complexes,  the  tetrahedral 
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Figure  11.    Differential  spectrum  of  cobalt  sulfate  versus  cobalt 
perchlorate;  10  mm  cuvets;  pH  =  1. 

configuration  would  be  expected  to  be  approximately 
one  hundred  times  more  absorbing  than  the  octahedral 
complex.  A  very  small  shift  in  this  equilibrium  could 
result  in  a  relatively  large  change  in  absorbance  and 
thereby  account  for  the  large  temperature  coefficient 
of  this  system.  The  same  explanation  may  also  be 
valid  for  nickel  solutions. 

C.  Liquid  Filters  of  Improved  Optical  Neutrality 

Two  approaches  have  been  used  in  an  attempt  to 
improve  the  optical  neutrality  and  extend  the  wave- 
length range  of  liquid  filters.  One  is  based  on  the  use 
of  empirical  mixtures,  while  the  other  employs  water- 
soluble,  organic  "black"  dyes. 

In  1946,  Thomson  [34]  described  the  preparation 
of  a  grey  inorganic  solution  consisting  of  chromic,  cobal- 
tous  and  cupric  sulfates  and  potassium  dichromate. 
This  solution,  however,  does  not  transmit  below  300 
nm.  To  extend  the  wavelength  range  farther  into  the 
ultraviolet,  a  second  exploratory  solution  (henceforth 
referred  to  as  the  NBS  composite)  was  prepared  in 
which  the  cupric  and  potassium  dichromate  compo- 
nents of  the  Thomson  mixture  were  replaced  by  p- 
nitrophenol.  The  absorption  spectra  of  these  solutions 
are  compared  in  figure  12  to  a  commonly  used  glass 
filter  (Chance  ON-10).  The  NBS  composite  was  pre- 
pared in  dilute  sulfuric  acid  and  had  a  pH  of  1.  No 
fluorescence  was  observed  under  these  conditions. 

Over  the  range  250-600  nm,  the  NBS  composite 
exhibits  several  broad  maxima  and  minima  whose 
absorbances  are  less  dependent  on  spectral  bandpass 
than  the  Chance  ON-10  glass.  Examples  are  given 
in  figure  13  at  two  wavelengths  for  each. 

The  possible  use  of  either  Thomson  solution  or 
the  NBS  composite  as  an  absorbance  standard  is 
limited  by  two  factors,  both  of  which  arise  from  the 
presence  of  chromium  (III)  in  these  mixtures.  First, 
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in  which  the  observed  increase  in  acidity  is  explained 
by  the  formation  of  — OH  bridges.  Recent  studies  [36] 
have  shown  that  temperature,  initial  pH  and  the  type 
of  anion  present  significantly  affect  the  equilibrium 
composition.  Although  refluxing  can  reduce  the  aging 
period  from  several  months  to  several  hours,  this  is 
of  no  practical  advantage  since  the  high  temperature 
products,  on  cooling,  are  no  longer  stable. 

In  addition  to  the  investigation  of  empirical  mixtures, 
several  water-soluble  organic  dyes  have  also  been 
studied.  Some  typical  absorption  spectra  are  shown 
in  figure  14.  All  of  these  dyes  have  high  absorptivities 
and  the  concentrations  used  were  of  the  order  of  50 
miUigrams  per  liter. 
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Figure  13.    Variation  of  absorbance  with  spectral  bandpass  for 
NBS  composite  and  Chance  ON-IO  glass. 

an  initial  "aging"  of  6-8  weeks  period  is  needed  in 
order  to  achieve  adequate  spectral  stability  at  room 
temperature.  Secondly,  and  even  more  critical  for 
our  purpose,  is  that  the  absorbances  of  the  aged 
solutions  exhibit  a  nonreversible  temperature  de- 
pendence. They  must  therefore  always  be  stored  at 
the  temperature  at  which  they  were  aged. 

Hall  and  Eyring  [35]  have  studied  the  constitution 
of  chromic  salts  in  aqueous  solution  and  have  sug- 
gested that  during  the  aging  process  Cr(H20)^3  jons 
polymerize  to  yield  species  of  the  type 
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Figure  14.    Absorption  spectra  of  aqueous  solutions  of  selected  dyes. 


Cibalan  Black  [37],  Neolan  Black  [37]  and  Alizarin 
Light  Grey  [38 1  were  selected  for  further  evaluation. 
Aqueous  solutions  of  these  dyes  were  found  insensitive 
to  pH  over  the  range  2-9,  not  affected  by  heat  and 
relatively  light  fast.  Solutions  continuously  exposed 
to  fluorescent  light  exhibited  an  absorbance  change  of 
about  1  percent  over  a  period  of  two  months.  These 
initial  results  appeared  sufficiently  promising  to 
warrant  purification  and  more  extensive  testing. 
Members  of  the  Organic  Chemistry  Section  have 
assisted  in  this  effort.  The  purification  of  these  dyes 
has  proven  extremely  difficult,  however,  and  yields  of 
only  a  few  hundred  milligrams  of  each  have  been 
obtained.  Much  larger  quantities  are  needed  if  these 
dyes  are  to  be  used  as  Standard  Reference  Materials. 
More  efficient  purification  procedures  are  presently 
being  sought. 

D.  Standard  Reference  Material  (SRM)  931 

The  first  liquid  absorbance  standard  to  be  issued  by 
the  National  Bureau  of  Standards  is  SRM  931.  The 
preparation  and  certification  of  this  Standard  Ref- 
erence Material  are  described  below. 

The  filters  were  prepared  by  dissolving  high  purity 
cobalt  and  nickel  in  a  mixture  of  nitric  and  perchloric 
acids.  The  weights  of  cobalt  and  nickel  were  chosen  so 
that  the  absorbances  of  their  aquo  complexes  were 
approximately  equal  at  their  absorption  maxima. 
The  absorbance  of  nitrate  was  adjusted  to  a  com- 
parable level  by  evaporation  and  subsequent  addition 
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Figure  15.    Typical  absorption  spectrum  of  SRM  931. 


of  small  amounts  of  nitric  acid.  The  final  pH  of  these 
mixtures  was  about  1. 

An  absorption  spectrum  of  a  typical  filter  is  shown 
in  figure  15.  The  peaks  at  302  and  512  nm  are  due  to 
absorption  by  NO3  and  Co(H20)^^  respectively. 
The  peak  at  395  nm  and  the  plateau  at  650-700  nm 
are  due  to  Ni(H20)+2. 

The  filters  are  supplied  in  10  ml  ampoules  which 


have  been  prescored  for  easy  opening.  An  SRM  unit 
consists  of  three  sets  of  filters,  each  set  containing 
a  "Blank"  (O.IN  perchloric  acid)  and  three  absorbance 
levels  of  the  filter.  Each  set  is  packaged  in  an  individual 
tray  for  added  convenience. 

The  filters  were  calibrated  by  randomly  selecting 
ampoules  from  each  lot.  The  certified  absorbances 
are  as  follows: 


Table  13.  Certification  of  NBS  SRM  931 
Net  absorbance^ 
Wavelength  and  (Bandpass),  nm 
Filter  302(1.0)  395(1.7)  512(2.0)  678(6.5) 

"A"- 'Blank'  0.307  ±0.003  0.304  ±  0.003  0.303  ±0.003  0.1 15  ±0.002 

"B"- 'Blank'  0.608  ±0.005  0.605  ±0.005  0.606  ±0.005  0.229  ±0.003 

"C"- 'Blank'  0.906  ±0.007  0.907  ±0.007  0.911  ±0.007  0.345  ±0.003 

^  Net  absorbances  "A"— 'Blank.'  "B"  —'Blank,'  and  "C"  — 'Blank'  were  determined  using  10.00 
mm  cuvets  at  25.0  °C. 


The  uncertainties  are  given  at  the  95  percent  confi- 
dence level  and  include  a  possible  systematic  error  of 
±0.5  percent. 

Absorbances  are  certified  at  25.0  °C.  Absorbances 
at  other  temperatures  in  the  range  17  to  37  °C  may  be 
calculated  using  the  formula: 

where:  Absorbance  at  temperature  t  ("C) 

^25  =  Absorbance  certified  at  25.0  °C 

=  Fractional  change  in  absorbance  per  °C 

The  values  of  Ca  at  the  four  wavelengths  are  given 
below. 


\,  nm 

Ca 

302 

-0.0014 

395 

+  0.0014 

512 

+  0.0018 

678 

+  0.0014 

The  absorbances  of  these  filters  will  also  depend  on 
the  spectral  bandpass  used.  To  insure  that  the  meas- 
ured absorbances  do  not  differ  by  more  than  ±0.1  per- 
cent from  the  true  values,  the  effective  spectral 
bandpass  should  not  exceed  1.5,  2.0,  3.3,  and  8.5  nm  at 
302, 395, 512,  and  678  nm,  respectively. 

IV.  Conclusion 

The  availability  of  well  characterized  materials 
from  which  the  analyst  prepares  his  own  solutions  is 
preferable  to  the  issuance  of  ampouled  liquids. 
Although  the  former  are  not  as  convenient  to  use,  they 
offer  potentially  greater  accuracy  because  of  their 
better  stabihty. 

The  potassium  dichromate  and  potassium  hydrogen 
phthalate  used  in  this  study  are  issued  by  NBS  as 
primary  oxidimetric  and  acidimetric  standards  (SRM 
136c  and  84g,  respectively).  The  potassium  nitrate  is 
presently  issued  as  a  thermal  analysis  standard 
(SRM  756).  A  product  of  comparable  purity  may  be 
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obtained  by  repeated  recrystallization  of  reagent-grade 
material  from  distilled  water.  The  cobalt  and  nickel 
solutions  are  best  prepared  from  the  high  purity  metals 
which  are  commercially  available. 

To  certify  absorptivities  for  these  materials,  one 
must  resolve  the  question  as  to  how  well  these  systems 
obey  Beer's  law.  For  acidic  potassium  dichromate,  the 
increased  dimerization  of  HCrO^  to  CvzOf  with 
increasing  chromium  concentration  primarily  accounts 
for  the  relatively  large  deviations  observed.  With 
potassium  nitrate,  one  can  only  speculate  that  ionic 
interactions  are  enhanced  at  the  higher  concentra- 
tions. In  neither  instance  are  these  deviations  suffi- 
ciently large  to  limit  the  usefulness  of  these  materials 
as  Hquid  absorbance  standards.  Such  deviations  do 
require  that  the  absorptivity  data  be  used  with  proper 
precautions. 

Additional  studies  are  needed  to  explain  the  0.2- 
0.3  percent  deviations  from  Beer's  law  obtained  for 
the  various  concentrations  of  alkaline  chromate,  po- 
tassium hydrogen  phthalate,  cobalt  perchlorate  and 
sulfate,  and  nickel  perchlorate  and  sulfate.  Although 
internal  multiple  reflection  effects  appear  to  be  of  the 
proper  magnitude  to  account  for  these  differences, 
initial  attempts  to  measure  such  effects  with  mag- 
nesium fluoride-coated  cuvets  have  not  been  success- 
ful. While  extremely  durable,  magnesium  fluoride 
reduces  reflections  by  about  50  percent  and  more 
efficient  coatings  will  probably  be  needed  to  resolve 
this  problem.  If  internal  reflections  are  responsible 
for  the  observed  deviations,  the  absorptivity  data 
given  should  not  be  corrected  when  using  liquid 
absorbance  standards  for  checking  the  accuracy  of 
the  photometric  scale  since  these  reflections  are 
included  in  every  measurement.  However,  in  the 
determination  of  molar  absorptivity,  which  is  con- 
sidered a  fundamental  property  of  the  material,  ap- 
propriate corrections  should  be  applied.  Until  this 
question  can  be  resolved,  it  is  recommended  that 
these  materials  be  used  at  concentrations  which  yield 
an  absorbance  of  at  least  0.5  when  measured  in  a  10 
mm  cuvet.  With  this  restriction,  it  is  believed  that  the 
uncertainty  of  the  absorptivity  data  does  not  exceed 
±0.5  percent  at  the  95  percent  confidence  level. 


The  authors  wish  to  express  their  appreciation  to 
Radu  Mavrodineanu  for  providing  the  calibrated 
Schott  filters  and  to  David  S.  Bright  for  performing 
the  computer  calculations  on  the  HCr04"/Cr20f 
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The  key  to  accurate  measurement  of  molar  absorptivities  is  a  thorough  understanding  of  the 
sources  of  error  which  appear  throughout  the  measurement  procedure.  Sources  of  determinant  error 
will  be  listed  with  comments  on  estimating  their  magnitude  and  eliminating  them  where  possible. 
Sources  of  random  error  will  be  discussed  as  well  as  the  propagation  of  both  random  and  determinant 
errors.  There  is  discussion  of  the  need  for  accurate  values  of  molar  absorptivities  using  examples  from 
clinical  chemistry.  Finally,  the  proper  use  of  accurate  absorptivity  values  in  the  clinical  chemistry 
laboratory  will  be  considered.  Here,  emphasis  is  on  the  need  for  a  quality  assurance  system  which 
includes  routine  checks  on  such  things  as  wavelength  calibration  and  photometric  accuracy  of  spectro- 
photometers, calibration  of  analytical  balances,  and  quality  of  incoming  reagents. 

Key  words:  Molar  absorptivity  in  clinical  chemistry;  random  errors  in  molar  absorptivity;  systematic 
errors  in  molar  absorptivity. 

I.  Introduction 


Absorption  spectrophotometry  in  the  visible  and 
ultraviolet  is  undoubtedly  one  of  the  most  valuable 
tools  available  to  the  analytical  chemist.  In  clinical 
chemistry,  roughly  60  percent  of  all  determinations 
performed  utilize  this  technique.  It  is  natural,  there- 
fore, that  in  the  quest  for  more  meaningful  data, 
considerable  attention  is  focused  on  accuracy  in 
spectrophotometry,  and  specifically  on  accurate  meas- 
urement of  molar  absorptivities.  In  this  paper  the  im- 
portant sources  of  error  v^rhich  affect  molar  absorptiv- 
ity measurements  are  reviewed  and  the  propagation  of 
the  individual  errors  is  discussed.  In  addition,  some  of 
the  rationale  underlying  the  increasing  interest  in 
accuracy  in  spectrophotometry  is  discussed,  with 
particular  reference  to  clinical  chemistry. 

The  key  to  accurate  measurement  of  molar  ab- 
sorptivities is  careful  attention  to  the  various  error 
sources  which  are  present  in  the  measurement 
process.  The  problem  discussed  here  is  that  of  es- 
tablishing a  molar  absorptivity  uncertainty  which  is 
no  greater  than  one  part  per  thousand.  With  this  in 
mind,  we  will  be  concerned  with  individual  sources  of 
error  down  to  a  level  of  one  or  two  parts  per  ten 
thousand,  recognizing  that  many  errors  contribute  to 
the  final  uncertainty.  This  point  is  demonstrated  more 
formally  in  the  brief  discussion  of  error  propagation. 
Much  of  the  material  presented  on  errors  is  in  the 
nature  of  a  review;  it  is  thought  that  this  may  be  useful 
since  discussions  of  the  various  errors  are  somewhat 
scattered  in  the  literature,  and  the  mathematical 
complexity  of  some  of  the  original  discussions  may 
obscure   their  practical  implications.   Reference  is 


made  to  earlier  papers  for  many  of  the  mathematical 
details. 

Molar  absorptivity,  €,  may  be  defined  by  Beer's 
law  as 


AM 

be 


where  A  is  absorbance,  M  is  the  molecular  weight  of 
the  solute,  b  is  the  effective  path-length  in  centi- 
meters and  c  is  the  solution  concentration  in  grams 
per  liter.  The  units  of  e  are  thus  1  •  moH'  •  cm~^ 
Two  restrictions  apply  to  eq  (1);  first,  the  equation  is 
valid  only  for  monochromatic  radiation,  and  second, 
the  ratio  of  absorbance  to  concentration  is  constant 
only  for  ideal  solutions.  The  former  restriction  will 
be  commented  upon  later  and  the  latter  is  not  usually  a 
problem  because  measurements  are  ordinarily  made  at 
concentrations  below  10~^  mol  •  1"'  where  deviation 
from  ideal  behavior  may  be  ignored.  A  related  problem 
sometimes  encountered  is  commonly  known  as  a  chem- 
ical deviation  from  Beer's  law,  which  occurs  when  the 
concentration  of  the  absorbing  species  does  not 
increase  linearly  with  solute  concentration.  Examples 
of  this  behavior  are  well  known  and  the  effect  will  not 
be  commented  upon  further,  except  to  note  that  the 
acid  chromium  (VI)  system,  which  has  been  recently 
studied  by  Burke,  et  al.  is  a  particularly  im- 

portant system  of  this  type  because  of  its  common  use 
as  an  absorbance  standard.  It  is  emphasized  that 
adherence  to  Beer's  law  over  a  range  of  concentrations 
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should  never  be  assumed  in  the  absence  of  sup- 
porting experimental  data.  In  contrast  to  the  chemical 
sources  of  error,  the  items  discussed  below  may  be 
classed  as  instrumental  and  procedural  sources  of 
error  in  the  measurement  process. 


'  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 

II.  Systematic  Errors 
A.  Gravimetric  and  Volumetric  Errors 

Although  these  error  sources  may  seem  rather 
obvious,  they  deserve  mention  both  for  completeness 
and  because  certain  components  are  probably  often 
ignored.  Analytical  balances  must  be  calibrated  using 
weights  certified  by  the  National  Bureau  of  Standards. 
The  solution  temperature  at  which  absorbance  meas- 
urements are  made  must  be  known  and  the  solvent 
density  at  this  temperature  should  be  used  in  calcu- 
lating the  solution  concentration.  Accurate  temper- 
ature measurement  is  especially  important  when  the 
solvent  has  a  high  coefficient  of  thermal  expansion; 
for  example,  chloroform  shows  a  volume  expansion  of 
1.3  parts  per  thousand  per  °C  near  room  temperature. 
In  addition,  it  is  interesting  to  note  that  the  relatively 
low  heat  capacity  of  many  organic  solvents  means  that 
they  are  much  more  sensitive  to  heating  effects  than 
is  water.  Chloroform  shows  27  times  the  volume  ex- 
pansion of  water  for  an  equal  heat  input. 

Where  gravimetric  technique  is  employed  in  meas- 
uring both  solute  and  solvent,  it  is  necessary  to  take 
the  apparent  specific  volume  of  the  solute  into  account 
in  calculating  the  concentration,  the  relationship  being 

_  1000  W^p 


the  cell  path  length  must  obviously  be  known  with  very 
high  accuracy.  Electromechanical  devices  known  as 
electronic  gauges  have  been  used  for  this  purpose.  In 
expert  hands  and  with  careful  calibration  and  repeti- 
tive measurements,  these  instruments  are  capable  of 
establishing  the  path  length  of  a  cell  to  ±0.0001  cm, 
which  for  a  standard  one-cm  cell  is  a  relative  accuracy 
of  one  part  per  ten  thousand.  In  addition,  the  measure- 
ment may  be  made  at  any  point  on  the  cell  window  so 
that  the  parallelism  of  the  windows  is  also  readily 
checked.  The  magnitude  of  the  error  which  may  be 
introduced  by  accepting  the  nominal  value  for  cell- 
path  length  is  not  commonly  appreciated.  At  the 
National  Bureau  of  Standards,  in  a  series  of  measure- 
ments of  fourteen  cells  with  a  one-cm  nominal  path- 
length,  thirteen  deviated  from  the  nominal  value  by 
greater  than  one  part  per  thousand  and  five  were  in 
error  by  greater  than  1  percent  [4].  As  will  be  seen, 
this  may  easily  be  the  most  significant  error  source  in  a 
molar  absorptivity  measurement.  An  accurate  measure- 
ment of  cell  path  length  will  not  suffice  to  eliminate  all 
path  length  errors,  however.  Several  additional  factors 
which  can  influence  the  effective  path  length  are 
discussed  below. 

C.  Beam  Alignment  Errors 

A  significant  error  due  to  nonparallel  incident 
radiation  appears  whenever  the  most  extreme  angle 
which  the  light  rays  make  with  a  line  normal  to  the 
cell  windows  exceeds  about  3°,  as  shown  in  figure  la. 


b  ►  .«  b  ► 


where  c  is  concentration  in  grams  per  liter,  Wx  is 
weight  of  solute  in  grams,  fVg  is  weight  of  solvent  in 
grams,  p  is  solvent  density  in  g/cm^  and  v  is  solute 
apparent  specific  volume  in  cm^/g.  This  is  especially 
important  for  solutes  of  relatively  high  molecular 
weight  and  low  molar  absorptivity,  in  which  case  the 
correction  due  to  v  can  approach  one  part  per 
thousand. 

Finally,  it  must  be  remembered  that  in  any  weighing 
process  which  involves  displacement  of  air,  a  buoy- 
ancy correction  must  be  applied.  The  magnitude  of 
this  correction  depends  on  the  difference  in  density 
between  the  weights  used  and  the  material  being 
weighed.  For  water,  the  correction  is  about  one  part 
per  thousand  and  it  is  only  slightly  smaller  for  most 
solids.  Buoyancy  corrections  for  single-pan  balances 
have  been  discussed  in  detail  by  Burg  and  Veith  [2]  and 
by  Lewis  and  Woolf  [3]. 

B.  Path  Length  Errors 

To  obtain  highly  accurate  absorbance  measurements, 


(«)  (b) 

Figure  1.  (a)  Increase  in  effective  path  length  due  to  nonparallel 
incident  radiation,  (b)  Increase  in  effective  path  length  due  to 
improper  cell  orientation.  \ 

This  increases  the  effective  path  length  and,  there- 
fore, the  observed  absorbance.  At  an  absorbance  of 
one,  the  error  is  five  parts  per  thousand  when  the  most 
extreme  rays  deviate  from  the  normal  by  10°;  if  the 
maximum  deviation  is  5°  the  error  is  under  one  part 
per  thousand.  Exact  corrections  depend  on  the  refrac- 
tive index  of  the  solution  and  must  be  obtained  by 
numerical  integration  [5].  Proper  cell  orientation  is 
also  critical  since  cell  windows  must  be  normal  to  the 
incident  radiation.  Any  other  orientation  will  result  in  a 
longer  light  path  through  the  cell,  as  shown  in  figure  lb. 
This  effect  is  significant  at  deviations  greater  than 
1°  and  increases  with  (3-,  the  approximate  relation 
being 

64,800  «2 
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where  6  is  the  fractional  path  length  error,  0  is  the 
angle  of  incidence  of  the  beam,  in  degrees,  and  n  is 
the  refractive  index  of  the  solvent.  The  error  function 
is  shown  graphically  in  figure  2  for  n  =  1.33. 
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where  T  is  the  solution  transmittance,/i  is  the  fraction 
of  hght  reflected  at  the  rear  window  (considering  both 
interfaces)  and  f-i,  the  fraction  reflected  at  the  forward 
window.  Equation  (5)  may  be  rewritten  in  terms  of  the 
relative  absorbance  error  8, 

(6) 

Figure  3  shows  how  8  varies  with  A  for  the  condition 
/i=/2  =  0.04.  This  should  be  recognized  as  the  mini- 
mum error  which  is  possible  since  only  the  reflections 
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Figure  2.    Relative  path  length  error  (parts  per  thousand)  due  to 
improper  cell  orientation,  for  n  =  1.33.  From  eq  (3). 

D.  Reflection  Errors 

When  Ught  passes  from  one  medium  with  refractive 
index  ni  to  another  with  refractive  index  ^2,  a  fraction 
of  the  hght  is  reflected  at  the  interface.  If  the  angle  of 
incidence  is  zero  (light  beam  normal  to  the  inter- 
face) the  Fresnel  relation  for  the  fraction  reflected,  is 

(n\—  n-A- 

An  air-glass  interface  may  be  roughly  represented 
by  using  /lair^  1-0  and  «giass~l-5,  in  which  case 
/=0.04,  i.e.  4  percent  of  the  incident  light  is  reflected. 
Reflection  losses  can  be  partially  compensated  by  sub- 
tracting the  apparent  absorbance  of  pure  solvent  from 
the  absorbance  of  the  solution  in  an  identical  cell. 
Unfortunately,  this  still  leaves  an  important  error 
which  is  due  to  multiple  reflections  within  the  cell. 
The  major  component  of  this  error  is  due  to  light  which 
enters  the  cell,  is  reflected  back  into  the  solution  from 
the  rear  window  (the  window  nearest  the  detector), 
is  reflected  again  at  the  forward  window,  and  reaches 
the  detector  having  traversed  the  solution  three  times. 
This   problem   has   been   considered   by  Goldring, 

et  at.  [6]  who  derived  the  following  approximation  for 
A/4,  the  increase  in  apparent  absorbance  due  to  multi- 
ple reflections, 

.A^  =  0.434(1 -P)  (fz^)  (5) 


0  .1  .2  3  .4  5  .6  .7  .8  .9  1.0 

ABSORBANCE 

Figure    3.    Relative    absorbance    error    (parts    per  thousand) 
due  to  multiple  reflections  at  cell  windows.  From  eq  (6)  with 
=  0.04. 

at  the  air-glass  interface  are  considered.  In  practice, 
it  may  be  found  that  reflections  from  other  surfaces 
close  to  the  light  path  are  significant,  and  f\  and/or  fz 
may  be  much  greater  than  0.04  [6] ,  although  this 
should  not  be  the  case  in  well-designed  instruments. 

E.  Effect  of  Finite  Slit  Width 

Since  nomenclature  in  this  subject  is  not  completely 
standardized,  the  following  definitions  are  given:  slit 
function  plot  is  the  plot  of  photon  flux  emergent  from 
the  exit  slit  versus  wavelength;  spectral  bandwidth  is 
the  width  at  half-height  of  the  slit  function  plot;  natural 
bandwidth  is  the  width  at  half-height  of  the  absorption 
band;  bandwidth  ratio  is  the  ratio  of  the  spectral  band- 
width to  the  natural  bandwidth.  Since  Beer's  law  is 
valid  only  for  monochromatic  light,  the  use  of  a  band  of 
radiation,  albeit  narrow,  introduces  an  error  unless  the 
absorption  spectrum  is  extremely  flat  in  the  region  of 
interest.  The  mathematical  formulation  of  this  problem 
has  been  dealt  with  by  several  authors  [7-9]  and 
usually  involves  the  assumptions  of  a  triangular  slit 
function  plot  and  a  Gaussian  shape  for  the  absorption 
band.  The  results  obtained  show  that  the  observed 
absorbance  is  lower  than  the  true  absorbance  and  that 
the  error  is  a  function  of  the  bandwidth  ratio,  as  shown 
in  figure  4.  Strictly  speaking,  the  error  magnitude  is 
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Figure  4.    Relative  absorbance  error  (parts  per  thousand)  due  to 
finite  slit  width  (9.  10). 

also  a  function  of  absorbance,  but  this  dependence  is 
negligible  as  long  as  the  bandwidth  ratio  is  less  than 
0.4  [9]. 

F.  Stray  Radiation 

As  used  here,  stray  radiation  means  radiation  ap- 
pearing at  the  detector  with  wavelengths  outside  the 
envelope  defined  by  the  slit-width  and  monochromator 
dispersion.  This  radiation  may  be  either  unabsorbed 
or  partially  absorbed  by  the  sample.  The  variation 
with  wavelength  of  source  intensity,  monochromator 
transmission  and  detector  sensitivity  are  all  factors 
which  affect  the  amount  of  stray  radiation  present. 
For  the  case  where  the  radiation  is  unabsorbed  it 
can  be  shown  [11]  that  the  observed  absorbance  is 
less  than  the  true  absorbance  by  an  amount,  A/4, 
equal  to 

A^  =  log  (l-r+l(yr)  (7) 

where  r  is  the  fraction  of  stray  radiation  present.  Table 
1  shows  the  relative  absorbance  error  caused  by  the 
presence  of  0.1  percent  and  0.01  percent  unabsorbed 
stray  radiation.  It  must  be  emphasized,  however,  that 
if  a  solution  has  intense  absorption  bands  at  other 
than  the  wavelength  for  which  the  monochromator  is 
set,  the  mathematical  formulation  is  considerably 
more  complex.  The  error  may  be  somewhat  less  than 
is  shown  in  table  1,  although  there  is  also  the  case 
where  the  fraction  of  stray  radiation  absorbed  is 
greater  than  the  fraction  absorbed  at  the  wavelength 
of  interest.  In  this  case,  the  observed  absorbance  is 
greater  than  the  true  absorbance.  Measurement  of 
stray  light  has  been  discussed  by  Slavin  [12]  and 
Poulson  [13]  among  others  and  extensive  correction 
tables  given  by  Opler  [14].  Naturally,  the  fraction  of 
stray  light  appearing  at  the  detector  will  be  relatively 
high  in  those  regions  where  source  output  or  detector 
sensitivity  is  low,  or  when  working  at  high  absorbances. 


Table  1.   Absorbance  error  due  to  unabsorbed  stray 
radiation 

^A 

A  — -  X  1000  (parts  per  thousand) 


r=  0.001 

r=  0.0001 

0.1 

1.12 

0.11 

.2 

1.27 

.13 

.3 

1.44 

.14 

.4 

1.64 

.16 

.5 

1.88 

.19 

.6 

2.15 

.22 

.7 

2.48 

.25 

.8 

2.87 

.29 

.9 

3.34 

.33 

1.0 

3.89 

.39 

G.  Wavelength  and  Absorbance  Accuracy 

The  spectrophotometer  should  be  calibrated  for 
both  wavelength  and  absorbance  as  close  as  possible  to 
the  points  where  they  will  be  used.  Obviously  the 
measurements  will  be  no  better  than  the  uncertainty 
of  the  calibration  system.  The  error  in  absorbance  at 
an  absorbance  maximum,  due  to  a  systematic  bias  in 
wavelength  setting,  is  a  function  of  the  width  of  the 
absorption  band  of  the  compound  of  interest.  The 
relative  absorbance  error  is  shown  in  figure  5,  and  was 
calculated   assuming  a  Gaussian   band  shape  and 
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Figure  5.  Relative  absorbance  error  (parts  per  thousand)  due  to 
wavelength  scale  inaccuracy,  for  absorption  bands  of  various 
natural  bandwidths  (NEW). 

neglecting  the  effect  of  finite  slit-width.  With  regard  to 
absorbance  calibration,  it  may  be  noted  that  if  it  is 
feasible  to  use  solutions  as  absorbance  standards,  the 
systematic  errors  due  to  path-length,  beam  alignment 
and  multiple  reflections  may  be  partially  compensated 
in  the  calibration.  On  the  other  hand,  if  the  accuracy  : 
of  the  photometric  readings  is  established  by  other, 
more  sensitive  means  such  as  testing  the  summation  r 
of  photon  flux  (Ught  addition  principle),  then  these  ' 
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errors  must  be  accounted  for  separately. 

The  important  sources  of  systematic  error  in  spectro- 
photometry have  been  summarized  in  table  2.  As  used 
in  the  table,  a  positive  error  is  one  for  which  the 
apparent  absorbance  is  greater  than  the  true 
absorbance. 

Table  2.   Systematic     error     sources     in  spectro- 
photometry 

A.4IA  Range 
(parts  per  thousand) 


obtained  near  A  =  1.0  and  does  not  vary  significantly 
between  A  =  0.5  and  ^  =  1.5. 

It  should  be  kept  in  mind  that  the  random  error  is 
actually  a  complex  function  of  several  variables,  and 
the  consensus  is  that  the  procedure  to  be  recom- 
mended is  to  experimentally  determine  A^//4  as  a 
function  of  absorbance  for  the  particular  instrument 
to  be  used.  After  appropriate  steps  have  been  taken  to 
minimize  the  error  associated  with  each  measurement, 
the  residual  random  error  component  may  be  reduced 
further  by  performing  multiple  measurements.  This 
will  be  commented  on  in  the  following  section. 


Solution  temperature 

Solute  apparent  specific  volume 

Buoyancy  correction 

Cell  path-length 

Cell  orientation 

Multiple  reflections 

Finite  slit-width 

Stray  radiation 

Wavelength  offset 


-2  to+2 
0    to  -1 

+  0.2  to  +  1 
-10    to +10 
0    to  +  1 

+  0.5  to +3 
0  to  -1 
0  to  -1 
0    to  -  I 


III.  Random  Errors 

In  any  analytical  process,  random  errors  occur 
whenever  an  instrument  setting  is  made  or  a  reading  is 
taken.  In  the  simplest  type  of  measurement  of  a  molar 
absorptivity,  significant  random  errors  can  be  intro- 
duced at  two  points;  first,  the  weighing  of  solute  and 
solvent,  and  second,  the  measurement  of  the  solution 
absorbance.  The  approach  which  should  be  taken  is 
first  to  consider  means  of  minimizing  the  errors  and 
then  to  estimate  the  magnitude  of  the  residual  errors. 
The  random  errors  associated  with  weighing  are  mini- 
mized simply  by  using  a  balance  of  adequate  sensitivity 
in  the  range  of  interest.  If  the  residual  error  is  esti- 
mated to  exceed  one  part  in  ten  thousand,  the  actual 
magnitude  should  be  determined  by  experiment. 

Random  error  associated  with  absorbance  measure- 
ments is  a  rather  difficult  topic  to  treat  theoreticaDy, 
and  the  simplifying  assumptions  found  in  many  dis- 
cussions may  be  misleading.  The  objective  is  to  deter- 
mine the  point  on  the  absorbance  scale  where  the 
relative  absorbance  error,  1^1  A,  is  a  minimum.  Of  the 
many  components  which  can  influence  this,  the  one 
which  often  represents  the  hmiting  factor  is  the 
detector.  The  most  commonly  employed  detector  in 
high  precision  spectrophotometers  is  the  photomulti- 
plier.  Briefly,  the  principal  advantage  of  this  device  is 
that  for  low  pRotocathodic  currents  the  signal-to-noise 
ratio  varies  with  the  square  root  of  the  current,  while 
photodiodes  show  a  direct  proportionality  between 
these  two  quantities.  Thus,  at  the  relatively  low  levels 
of  light  intensity  commonly  encountered  in  spectro- 
photometry, it  can  be  shown  that  photomultipliers 
operate  at  a  higher  signal-to-noise  ratio  than  do  photo- 
diodes.  Mathematical  derivations  for  a  single-beam 
instrument  have  been  recently  presented  by  Ingle  and 
Crouch  [15].  An  analysis  has  also  been  given  for  a 
double-beam  photomultipUer  instrument  [16]  where  it 
is  shown  that  the  minimum  relative  absorbance  error  is 


IV.  Propagation  of  Error 

After  aU  errors  discussed  above  have  been  mini- 
mized and  measured,  it  is  necessary  to  ask  how  the 
residual  error  components  combine  to  give  an  overall 
uncertainty  in  the  molar  absorptivity.  The  simplest 
case  is  that  where  only  single  measurements  are  made, 
in  which  case  the  errors  in  weighing  and  in  reading 
solution  absorbance  will  be  propagated  as  systematic 
errors.  If  F  is  any  function  of  three  independent 
variables,  F  —f(a,b,c),  with  associated  bounds  of 
systematic  error,  Aa,  A6,  and  Ac,  the  bound  for  the 
error  in  F  is  given  [17]  by 


AF  = 


dF 
da 


Aa  + 


dF 
db 


A6  + 


dF 
dc 


Ac 


(8) 


Applying  this  relation  to  eq  (1)  yields  the  expression 
for  the  uncertainty  in  e. 


Ae=(^)  AA  + 


A 

b'c 


A6  + 


A 

be' 


Ac 


(9) 


Because  of  the  particular  form  of  eq  (1),  a  simplifica- 
tion obtains  from  writing  the  result  as  a  relative 
uncertainty 


Ae_A/4  ^  A6  ^  Ac 
e      A      b  c 


(10) 


This  equation  expresses  the  important  result  that  the 
relative  error  in  e  is  just  the  sum  of  the  relative  errors 
in  absorbance,  path  length  and  concentration. 

Finally,  it  is  noted  that  the  random  error  component 
of  Ae  can  be  reduced  by  performing  repetitive  meas- 
urements. If  multiple  absorbance  measurements  are 
made  on  the  same  solution,  A^  may  be  decreased,  but 
Ab  and  Ac  are  unaffected  and  contribute  to  Ae  as 
before.  If  many  solutions  are  prepared  and  measured 
independently,  both  AA  and  Ac  may  be  reduced,  al- 
though since  the  reduction  of  the  random  error  is 
proportional  to  Vn,  an  improvement  by  a  factor  of 
two  or  three  is  all  that  may  be  practical.  Moreover,  it 
is  clear  that  systematic  errors  are  unaffected  by 
repetitive  measurements  and  will  always  contribute  a 
constant  amount  to  the  final  uncertainty  in  molar 
absorptivity. 
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V.  Spectrophotometric  Accuracy  in 
Clinical  Chemistry 

Although  much  attention  has  been  focused  on  pre- 
cision in  clinical  analysis,  there  is  increasing  recogni- 
tion of  the  importance  of  accuracy.  In  a  thoughtful 
discussion  on  the  status  of  the  clinical  laboratory 
sciences.  Young,  et  al.  state  [18]: 

"While  day-to-day  .  .  .  reproducibility  .  .  . 
is  necessary  for  results  to  be  meaningful 
within  a  single  institution,  it  is  essential 
that  the  results  are  also  accurate  if  they  are 
to  have  long-term  validity  or  are  to  be  com- 
pared with  results  from  other  laboratories." 

A  prerequisite  for  accuracy  in  many  clinical  analyses 
is  an  accurately  known  molar  absorptivity.  An  impor- 
tant example  is  found  in  clinical  enzymology  where 
measurements  of  enzyme  activities  in  blood  serum 
account  for  15  to  20  percent  of  all  tests  performed  in 
the  cUnical  chemistry  laboratory.  These  activities  are 
measured  spectrophotometricaUy  as  the  rate  of  utiliza- 
tion of  substrate  or  rate  of  appearance  of  product  of  the 
enzyme-catalyzed  reaction,  and  reported  values  are 
given  in  units  of  micromoles  per  minute  per  unit 
volume  of  serum.  In  these  tests,  standardization  in 
the  usual  sense  is  not  feasible  and  accuracy  of  results 
is  directly  dependent  on  the  accuracy  of  absorbance 
measurements  and  accuracy  of  the  value  assumed  for 
the  molar  absorptivity  of  substrate  or  product. 

The  problem  is  complicated  further  by  the  fact  that 
a  molar  absorptivity  is  not  a  solute  property,  but 
mav  vary  markedly  with  changes  in  solvent,  pH  or 
concentrations  of  other  components  in  the  solution. 
This  is  pertinent  because  of  the  many  different  condi- 
tions of  temperature,  pH  and  buffer  composition  which 
are  routinely  employed  in  clinical  enzymology.  A 
panel  appointed  by  the  International  Federation  of 
Clinical  Chemists  is  currently  engaged  in  considering 
referee  methods  for  enzyme  assays  in  clinical  chem- 
istry. It  is  significant  that  the  goal  of  the  panel  is  to 
recommend  methods  with  a  systematic  bias  no  greater 
than  ±1  percent.  If  this  is  to  be  achieved,  it  will 
probably  be  necessary  to  know  the  molar  absorptivity 
of  the  substrate  or  product  to  within  one  or  two  parts 
per  thousand. 

A  compound  of  particular  interest  in  this  connection 
is  nicotinamide  adenine  dinucleotide  (NAD)  which  is  a 
required  coenzyme  in  many  reactions  of  clinical 
importance.  NADH,  the  reduced  form  of  NAD,  has  a 
characteristic  absorbance  maximum  at  340  nm,  and 
rate  reactions  involving  this  couple  are  commonly 
followed  by  measuring  absorbance  at  340  nm  as  a 
function  of  time.  The  accepted  value  of  6220 
1  mol~'  •  cm^i  for  the  molar  absorptivity  of  NADH 
at  340  nm  was  determined  in  1948  by  Horecker  and 
Kornberg  [19].  It  is  not  widely  appreciated  that  their 
seven  experimental  values  ranged  from  5930  to  6310. 
These  authors  considered  6220  to  be  a  minimum  value 
and  estimated  a  possible  error  of  2  percent  in  their 
assigned  value.  Sources  of  error  connected  with  the 


spectrophotometer  were  not  discussed.  Thus,  our  best 
estimate  of  this  important  constant  may  be  more  realis- 
tically stated  as  6200  ±200,  and  this  uncertainty  alone 
may  account  for  as  much  as  a  2  to  3  percent  systematic 
bias  in  many  of  our  enzyme  assays. 

Another  area  where  accurate  molar  absorptivities 
could  be  used  to  advantage  is  that  of  monitoring  quality 
of  incoming  reagents,  especially  those  used  as  stand- 
ards. Bilirubin  is  an  example  of  a  compound  which  is 
widely  used  as  a  standard,  but  which  has  been  noto- 
rious for  variations  in  purity  among  the  several  com- 
mercial sources.  The  availability  of  purified  bilirubin 
from  the  National  Bureau  of  Standards  (SRM  916)  and 
the  determination  of  its  molar  absorptivity  makes 
possible  the  elimination  of  an  important  source  of 
systematic  error  in  this  test  and  makes  interlaboratory 
comparison  of  results  feasible.  It  is  emphasized  that 
monitoring  incoming  reagent  quality  is  only  one  aspect 
of  an  effective  quality  assurance  program  in  clinical 
chemistry.  Other  items  which  should  be  routinely 
checked  include  wavelength  and  absorbance  ac- 
curacy of  spectrophotometers,  following  the  practical 
suggestions  of  Rand  [20],  calibration  of  balances  and 
thermometers,  and  reagent  water  purity.  Each  of  these 
items  deserves  attention  in  order  to  make  further 
progress  toward  the  goal  of  increased  accuracy  in 
clinical  chemistry. 

VI.  Summary 

The  determination  of  molar  absorptivities  with  an 
overall  uncertainty  not  greater  than  one  part  per 
thousand  is  possible  only  if  consideration  is  given 
to  the  several  sources  of  error  which  have  been  dis- 
cussed. Systematic  errors  whose  magnitude  and 
direction  are  both  known  may  be  corrected.  This 
leaves  random  errors  and  systematic  errors  for  which 
only  an  estimation  of  magnitude  is  available,  which  are 
used  in  estimating  the  overall  uncertainty  of  the  molar 
absorptivity  value  from  eq  (10).  The  need  for  accurate 
molar  absorptivities  has  been  discussed,  using  ex- 
amples in  clinical  chemistry.  These  values,  used  in 
conjunction  with  a  comprehensive  quality  assurance 
program,  form  the  basis  for  increasing  accuracy  in 
many  clinical  chemistry  tests,  which  will  result  in 
clinical  laboratory  data  which  are  more  useful  than  that 
presently  available. 
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There  is  a  growing  demand  in  clinical  chemistry  for  analyses  to  be  performed  in  a  manner  allowing 
comparisons  of  results  among  laboratories  and,  from  time  to  time,  in  the  same  laboratory.  Reliable 
comparability  requires  adequate  procedures  of  standardization  for  spectrophotometric  and  fluoro- 
metric instruments  and  methods.  Problems  with  chemical  and  instrumental  standardization  are 
discussed. 

For  assays  where  the  substance  to  be  measured  is  available  in  suitable  form,  primary  chemical 
standardization  is  justifiably  popular.  Relatively  unsophisticated  instrumentation  can  be  used  to 
compare  measurements  of  unknown  samples  with  such  standards.  Because  primary  standards  meeting 
all  necessary  criteria  are  not  available  for  many  assays  of  cUnical  significance,  standardization  must 
depend  on  precision  and  accuracy  of  the  instrumentation  used,  and  on  accurately  compiled  values  of 
chemical-optical  properties  for  the  materials  of  interest.  The  task  of  compilation  is  outside  the  capa- 
bility of  the  routine  laboratory  and  should  be  provided  by  a  reliable  central  agency.  If  an  individual 
laboratory  is  to  use  the  agency's  compiled  values,  that  laboratory  must  have  available  precise,  accurate 
and  reasonably  inexpensive  instrumentation  along  with  reliable  absorbance,  fluorescence,  and  wave- 
length calibration  standards. 

Key  words:  Clinical  standards;  standard  reference  materials;  standardization,  spectrofluorometric; 
standardization ,  spectrophotometric. 


I.  Introduction 

Spectrophotometric  analyses  in  the  routine  clinical 
chemistry  laboratory  are  performed  within  a  unique 
framework.  This  framework  imposes  conditions  re- 
sponsible for  many  of  the  problems  of  inaccuracy 
and  lack  of  standardization  in  clinical  chemistry. 
The  factors  comprising  this  framework  include: 

a.  Workload  — many  chnical  chemistry  laboratories 
are  performing  in  excess  of  a  quarter  of  a  million  analy- 
ses each  year,  and  this  number  has  been  growing  in 
the  United  States  at  a  rate  as  high  as  15  percent  per 
annum. 

b.  Time  — to  enable  prompt  action  by  a  physician, 
results  are  nearly  always  required  on  the  day  the 
specimen  is  collected;  quite  often  results  are  needed 
within  an  hour.  A  twenty-four  hour  service  must 
usually  be  maintained. 

c.  Range  of  analyses  — as  many  as  40  different  deter- 
minations are  commonly  available  on  request  with  a 
wide  range  of  "special  investigations"  available  by 
arrangement. 


d.  Type  of  sample  — analyses  are  most  commonly 
performed  on  serum  or  plasma,  a  viscous,  protein- 
rich  complex  matrix  available  in  restricted  quantity. 

e.  Cost  — clinical  chemistry  determinations  con- 
tribute to  the  rising  costs  of  health  care;  therefore  the 
laboratory  director  must  be  cost-conscious,  though 
not  at  the  expense  of  precision  and  accuracy. 

f.  Personnel  — the  competent  chnical  chemistry 
technician  must  master  a  growing  number  of  tech- 
niques, and  operate  a  wide  range  of  instrumentation 
that  depends  on  many  different  principles. 

As  long  ago  as  1947,  Belk  and  Sunderman  [1]* 
suggested  the  need  for  standardization  in  the  clinical 
chemistry  laboratory.  They  distributed  aqueous  solu- 
tions of  glucose,  chloride,  urea  and  calcium,  serum 
for  measurements  of  total  protein  and  albumin,  and 
citrated  whole  blood  for  measurements  of  hemoglobin 
concentration,  to  a  number  of  laboratories  in  Pennsyl- 
vania. They  revealed  wide  discrepancies  between 
results  from  different  laboratories  analyzing  identical 


'  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 
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specimens.  For  example,  27  of  41  laboratories  obtained 
urea  nitrogen  results  more  than  5  mg/100  ml  from  the 
actual  concentration  of  45  mg/100  ml.  That  poor 
accuracy  of  results  was  a  worldwide  problem  was 
demonstrated  by  similar  reports  from  Australia  [2], 
Britain  [3],  Canada  [4],  and  New  Zealand  [5]. 

A  major  change  in  the  operation  of  most  routine 
clinical  chemistry  laboratories  during  the  last  15 
years  has  resulted  from  the  introduction  of  mechanized 
and  automated  analytical  equipment,  both  of  the  dis- 
crete sample  and  continuous  flow  type.  That  the 
introduction  of  such  equipment  can  improve  day-to- 
day precision  of  laboratory  results  has  been  demon- 
strated by  Mitchell  [6].  Gowenlock  [7],  reporting  on 
an  interlaboratory  trial  in  Britain  in  1965,  concluded 
that  apart  from  potassium  determinations  in  serum, 
laboratories  using  AutoAnalyzer  ^  (Technicon  In- 
struments Corporation,  Tarrytown,  N.Y.)  methods 
produced  more  consistent  results.  Many  laboratories 
now  have  quality  control  schemes  usually  checking 
the  precision  of  results  either  by  using  pooled  human 
sera,  commercial  control  sera  or,  in  the  United  States, 
by  participating  in  the  College  of  American  Patholo- 
gists' Quahty  Assurance  Service. 

It  might  be  assumed  that  the  introduction  of 
mechanized  and  automated  equipment,  together 
with  the  use  of  quahty  control  techniques,  would  by 
now  have  improved  accuracy  and  thus  interlaboratory 
agreement.  The  results  of  the  latest  surveys  are  not 
always  reported  in  a  comparable  way  to  those  of  Belk 
and  Sunderman  [1],  making  such  judgment  difficult. 
For  example,  the  College  of  American  Pathologists' 
Quahty  Evaluation  Program  for  1971  divided  the 
results  for  a  given  determination  into  groups  according 
to  the  type  of  analytical  method  used;  no  overall 
range,  or  range  for  results  within  a  group,  was  given. 
The  results  of  the  national  quality  control  scheme  in 
Britain,  however,  give  the  individual  results  obtained 
by  each  laboratory.  Figure  1  (taken  from  the  British 
scheme  for  a  week  in  September  1969)  shows  the 
wide  distribution  of  results  from  different  laboratories 
when  aliquots  of  identical  serum  specimens  were 
analyzed  for  uric  acid. 

Even  if  there  has  been  a  slight  improvement  in  the 
accuracy  of  results  since  1947,  the  performance  of 
chnical  chemistry  laboratories  still  falls  far  below 
that  which  should  be  expected. 

A  precise  analytical  method  is  not  necessarily 
accurate  and  herein  probably  hes  a  major  cause  of 
the  problem.  Lack  of  accuracy  in  spectrophoto- 
metric  methods  of  analysis  may  be  caused  by  several 
factors  including  lack  of  suitable  standards,  inadequate 
colorimeters  and  spectrophotometers;  and  poor 
specificity  of  the  chemical  reaction.  The  latter  factor 
is  outside  the  scope  of  this  discussion.  Though  there 
is  frequently  an  interdependence  between  the  chemical 
and  instrumental  aspects  of  analysis,  we  will  consider 
them  separately. 


URIC  ACID  mg/100  ml 


NUMBER  OF  LABORATORIES 


'  In  order  to  adequately  describe  materials  and  experimental  procedures,  it  was  occa- 
sionally necessary  to  identify  commercial  products  by  manufacturer's  name  or  label.  In 
no  instances  does  such  identification  imply  endorsement  by  the  National  Bureau  of 
Standards,  nor  does  it  imply  that  the  particular  product  or  equipment  is  necessarily  the 
best  available  for  that  purpose. 
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Figure  1.  Histogram  of  uric  acid  results  obtained  when  aliquots 
of  a  serum  specimen  were  analyzed  by  164  laboratories  in  the 
United  Kingdom,  during  September,  1%9.  Courtesy  of  the 
Department  of  Health  and  Social  Security,  United  Kingdom 
Committee  on  Standards  and  Quality  Control  in  Clinical  Bio- 
chemistry. 


II.  Instrumental  Considerations 

To  function  appropriately  within  the  described 
framework  of  clinical  chemistry  requirements,  a 
spectrophotometric  analytical  system  must  satisfy 
certain  criteria.  Those  criteria  concerned  with  eco- 
nomics, i.e.,  initial  cost,  operating  cost  and  analytical 
rate,  will,  for  the  purpose  of  this  discussion,  be 
considered  satisfied;  only  those  criteria  directly 
affecting  standardization  will  be  considered.  Generally, 
these  criteria  are: 

a.  Instrument  specifications  adequate  for  standardi- 
zation of  the  analysis. 

b.  Instrument  meets  specifications. 

c.  Instrument  can  be  easily  operated  to  verified 
attainable  performance. 

d.  Instrument  performance  routinely  verified  in 
quahty  control  program. 

e.  Operators  understand  behavior  of  instrument 
if  measurement  Hmits  are  exceeded. 

Satisfaction  of  the  criterion  of  adequate  specifica- 
tion implies  a  thorough  knowledge  of  the  measurement 
characteristics  of  the  instrumental  system  and  of  the 
interaction  of  those  characteristics  with  those  of  the 
chemical  system.  It  is  essential  to  know:  the  range  of 
absorbance  which  the  spectrophotometric  device  will 
be  required  to  measure,  the  wavelength  at  which  meas- 
urements must  be  made,  spectral  band  widths  of 
absorption  spectra  to  be  investigated,  temperature 
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characteristics  of  both  instrumental  and  chemical 
systems,  and  cahbration  stability  of  the  instrumental 
system. 

Once  the  necessary  characteristics  of  the  instrument 
system  have  been  defined,  performance  must  be 
verified.  An  adequate  evaluation  of  instrument 
performance  requires  reference  materials  of  inde- 
pendently verified  quahty.  These  materials  may  be 
used  to  check  wavelength  accuracy,  spectrophoto- 
metric  hnearity  and,  if  necessary,  spectrophotometric 
accuracy. 

A.  Wavelength 

Several  wavelength  tests  are  available.  In  instru- 
ments where  its  use  is  convenient.  Rand  [8]  recom- 
mended the  mercury  vapor  lamp  as  a  calibration 
source  because  of  its  many  well  defined  emission 
lines.  Where  use  of  a  mercury  vapor  lamp  is  incon- 
venient because  of  mechanical  considerations,  the 
sharp  absorption  bands  of  didymium  and  holmium 
oxide  glass  filters  [8,  9]  can  furnish  useful  calibration 
points.  These  same  filters,  however,  must  not  be  used 
for  spectrophotometric  linearity  and  accuracy  tests. 
Their  narrow  absorption  band  widths,  which  suit  them 
for  wavelength  testing,  make  their  transmission  much 
too  sensitive  to  wavelength  setting  accuracy. 

B.  Spectrophotometric  Linearity 

Reule  [10]  pointed  out  that  spectrophotometric 
hnearity  is  a  necessary,  but  not  a  sufficient,  condition 
for  spectrophotometric  accuracy.  He  noted  that  scale 
readings  could  be  linear  with  fight  absorbance  change 
but  differ  from  true  absorbance  by  a  nonunity  factor. 
On  this  basis,  he  objected  to  the  use  of  absorbing 
materials  to  test  spectrophotometer  performance; 
and  he  suggested  a  precise  test  method  using  carefully 
controlled  additions  of  light.  Reule's  method  is  not 
suitable  for  general  clinical  laboratory  use  because  of 
its  complexity.  However,  the  information  he  presents 
is  fundamental  to  understanding  of  linearity  and 
accuracy  tests. 

Only  spectrophotometric  hnearity  is  required  in 
many  clinical  chemistry  assays.  In  these  cases, 
Reule's  objection  to  tests  based  on  substances  which 
obey  the  Lambert-Beer  law  is  negated  and  stable 
solutions  of  substances  with  broad  absorption  bands 
near  the  wavelengths  of  interest  may  be  employed. 
Acidic  solutions  of  cobalt  ammonium  sulfate  and 
alkaline  solutions  of  potassium  chromate  [11]  have 
been  suggested  by  NBS.  Rand  [8]  favored  acidic 
potassium  dichromate  (available  from  NBS  as  Standard 

j  Reference  Material  136c).  Buffered  solutions  of 
reduced  nicotinamide  adenine  dinucleotide  (NADH) 

j  may  be  useful  if  their  marginal  stabiUty  is  taken  into 

I  account.  Solutions  carefully  prepared  from  materials 
of  known  ancestry  can  serve  as  useful  spectrophoto- 
metric linearity  benchmarks  in  both  wide  and  narrow 

i  bandwidth  spectrophotometers. 

jl     An  instrumental  characteristic  which  can  markedly 
reduce  the  linear  range  of  a  photometric  device  is 
f|  stray  hght  [12].   Results  of  an  experiment  in  our 


laboratory  illustrate  the  effect  of  stray  Ught  and  are 
shown  in  figure  2.  These  data  were  obtained  on  an 
AMINCO  Rotochem  (American  Instrument  Company, 
Silver  Spring,  Md.)  from  determinations  of  the  trans- 
mittance  of  solutions  of  NADH  in  0.1  moM"'  phos- 
phate buffer  (pH  =  7.4).  Measurements  were  taken  at 
340  nm,  both  with  and  without  a  minus-visible  360  nm 
cutoff  filter  in  the  photo  detector  window.  The  fall-off 
of  hnearity  seen  at  low  transmittance  without  the  filter 
results  from  stray  heterochromatic  light  "sneaking 
past"  the  monochromating  element  and  into  the  photo 
detector  without  being  attenuated  by  the  absorption 
bands  of  the  sample.  The  filter  recommended  by  the 
manufacturer  in  this  example  is  typical  of  the  "stray 
light"  and  "order-sorter"  filters  found  on  prism  and 
grating  monochromators.  Mis-  or  disuse  of  such 
filters  can  degrade  the  performance  of  even  the  best 
spectrophotometer  to  a  level  far  below  the  specifica- 
tions upon  which  its  procurement  was  based. 
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Figure  2.    Absorbance  of  NADH  solutions  measured  at  340  nm 
with  and  without  stray  light  filter. 

C.  Spectrophotometric  Accuracy 

When  the  goal  of  instrument  testing  is  verification  of 
spectrophotometric  accuracy,  several  pitfalls  appear 
beyond  those  associated  with  hnearity.  Even  though 
linearity  tests  may  be  satisfied  in  characterizing  the 
spectrophotometric  performance  of  wide  bandwidth 
devices,  in  most  cases  these  instruments  are  not 
capable  of  spectrophotometric  accuracy.  The  data  in 
figure  3  were  obtained  in  our  laboratory  from  solutions 
of  buffered  p-nitrophenol  measured  at  404  nm  in  an 
AMINCO  Rotochem.  The  curves  show  that  increasing 
spectral  bandwidth  causes  apparent  absorbance 
decreases  from  the  "true"  absorbance  measured  on 
the  Beckman  DU(Beckman  Instruments  Inc.,  Fullerton, 
Calif.)  at  0.6  nm  bandwidth;  Hnearity  remains  good. 
If  the  instrument  under  test  is  of  adequately  narrow 
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Figure  3.  Absorbance  of  p-nitrophenol  solutions  measured  at 
404  nm  with  bandwidth  of  40  nm,  20  nm  and  10  nm;  plotted 
against  true  absorbance. 

bandwidth  to  warrant  investigations  involving  spectro- 
photometric  accuracy,  then  the  materials  used  to 
assess  this  must  be  considered.  In  obtaining  the 
NADH  results  described  in  figure  2,  we  noticed  that 
the  measured  absorbances  were  lower  than  predicted 
from  weight  concentration  and  the  accepted  molar 
absorptivity  of  NADH  reported  by  Horecker  and 
Kornberg  [13].  Solutions  of  NADH  (Sigma  >  98% 
purity)  from  two  lot  numbers  were  prepared  in  phos- 
phate buffer,  and  their  absorbances  measured  at 
340  nm  on  a  Beckman  DU  spectrophotometer.  Our 
calculated  molar  absorptivities  were  approximately 
two-thirds  of  the  expected  value.  When  the  indirect 
determination  based  on  enzymatic  conversion  of 
nicotinamide  adenine  dinucleotide  (NAD)  to  NADH 
described  in  [13]  was  duplicated,  molar  absorptivities 
in  good  agreement  with  the  reference  value  were 
obtained.  The  source  of  this  discrepancy  has  not  yet 
been  resolved,  but  it  is  obvious  that  direct  use  of 
NADH  as  a  spectrophotometric  accuracy-test  material 
must  be  approached  with  caution. 

Slavin  [14]  discussed  the  relative  merits  of  hquid 
and  solid  test  materials  for  spectrophotometric 
accuracy  assessment  and  concluded  that  the  require- 
ments of  convenience  and  stabihty  favored  use  of 
solid  materials.  He  described  applications  of  the 
Chance-Pilkington  (England)  ON-10  neutral  filter 
glass  and  of  perforated  metal  screen  filters.  Copeland, 
King  and  WiUis  [15]  described  the  use  of  the  NBS 
carbon  yellow  filter  glass  as  absorbance  standard 
for  the  540  nm  assay  of  cyanmethemoglobin  but 
lamented  the  strong  wavelength  dependence  (0.0083 
A/nm)  of  the  filter  at  the  desired  wavelength. 

Wavelength  dependence  is  a  criticism  common  to 
most  reference  materials  proposed  for  use  in  spectro- 
photometric accuracy  tests,  especially  when  such 
tests  are  conducted  in  the  environment  of  the  clinical 
chemistry  laboratory.  Each  material  requires  con- 


siderable discretion  in  choice  of  wavelength  range 
for  which  it  is  used.  If  the  material  is  used  where  its 
absorbance  is  strongly  wavelength-dependent,  then 
seemingly  trivial  errors  in  wavelength  calibration 
can  lead  to  decidedly  nontrivial  errors  in  spectro- 
photometric accuracy  assessments.  Since  the  Beckman 
DU  used  by  Copeland,  King,  and  Willis  [15]  has  a 
wavelength  accuracy  of  about  ±  0.4  nm,  this  measure- 
ment on  the  NBS  carbon  yellow  filter  could  have  been 
in  error  by  0.0035  A  units  from  wavelength  inaccuracy 
alone. 

D.  Functional  Considerations 

Problems  resulting  from  inadequate  wavelength 
accuracy,  spectrophotometric  linearity  and  spectro- 
photometric accuracy  may  be  minimized  by  using 
extreme  care  in  specifying  and  verifying  a  spectro- 
photometric system,  but  we  ask  what  are  the  implica- 
tions of  poor  performance  of  these  functions  in  the 
nonideal  world  of  the  clinical  chemistry  laboratory. 

In  enzyme  assay  by  kinetic  measurements,  the  rate 
of  substrate  conversion  is  calculated  from  molar 
absorptivity  and  absorbance  change  with  time.  When 
substrates  and  conversion  products  have  relatively 
narrow  spectral  bandwidth  absorption  curves,  accurate 
calculation  of  the  concentration  from  absorbance  and 
molar  absorptivity  will  depend  on  accuracy  of  wave- 
length setting.  To  illustrate  the  effect  of  wavelength 
dependence,  we  performed  assays  of  serum  alkaline 
phosphatase  using  conversion  of  />-nitrophenyl 
phosphate  to  p-nitrophenol.  Measurements  of  kinetic 
rates  were  made  at  the  correct  wavelength  of  404  nm 
and  at  "erroneous"  wavelengths  of  414  nm  and 
424  nm.  The  results  in  table  1  show  that  the  apparent 
activities  are  considerably  lowered  by  errors  in 
wavelength. 

Table  1.   Effects  of  wavelength  on  apparent  activity 
of  alkaline  phosphatase 

Activity*  a.U./L)  at  30 


404  nm 

414  nm 

424  nm 

38.3 

35.4 

28.8 

68.9 

64.3 

51.4 

59.8 

56.3 

45.4 

38.3 

34.7 

28.5 

57.4 

.53.2 

41.5 

50.0 

46.3 

36.6 

*Activities  are  the  average  of  two  assays. 

Even  in  the  assays  in  which  comparison  measure- 
ments are  made  between  standard  and  unknown 
samples,  spectrophotometric  Hnearity  is  required, 
except  in  the  trivial  case  where  the  standard  and  the 
unknown  have  exactly  the  same  light  transmittance. 
With  instruments  of  nominally  acceptable  linearity, 
there  is  still  danger  that  unknown  samples  may  be 
encountered  with  transmittance  outside  the  verified 
range  of  linearity,  and  routine  treatment  of  such 
samples  will  cause  reduction  in  precision  of  the 
measurement.  This  loss  of  precision  stems  from  either 
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or  both  of  two  sources.  The  more  severe  effect  resuks 
from  measuring  in  a  range  of  transmittance  below 
that  for  which  the  spectrophotometer  is  hnear. 
Necessity  for  verification  of  hnearity  for  each  individual 
instrument  is  obvious  because  some  commonly  used 
clinical  colorimeters  have  significant  deviations 
from  linearity  at  absorbances  as  low  as  0.5  (Association 
of  Clinical  Biochemists'  (A.C.B.)  reports  [16,  17]). 

Another  serious,  but  less  apparent,  source  oi  pre- 
cision loss  results  from  measuring  at  transmittances 
far  removed  from  0.368  (Absorbance  =  0.434).  Near 
this  transmittance  Beer's  law  calculations  yield  the 
lowest  relative  concentration  error  (AC/C)  for  any  given 
uncertainty  in  transmission  measurement  [18,  19]. 
Willard,  Merritt  and  Dean  [20]  show  the  relative 
concentration  error,  resulting  from  a  transmittance 
measurement  uncertainty  of  0.4  percent,  to  range  from 
8.2  percent  at  0.95  T  through  1.1  percent  at  0.40  T  to 
8.7  percent  at  0.01  T. 

The  assay  of  enzymes  by  kinetic  rate  determination 
often  requires  measurement  of  small  changes  in 
absorbance.  Many  spectrophotometers  commonly 
used  for  direct  concentration  assay  do  not  have 
absorbance  resolution  adequate  to  measure  these 
small  differences  precisely.  Absorbance  is  propor- 
tional to  concentration  of  the  absorbing  species  in 
direct  measurements.  Therefore,  for  a  given  relative 
error  in  absorbance  measurement,  the  relative  error  in 
concentration  is  the  same;  e.g.,  if  an  absorbance 
measurement  is  0.500  ±  0.002,  then  the  relative  error  is 
±  (100  percent  X  0.002/0.500)  or  ±0.4  percent,  and  the 
relative  error  in  concentration  calculated  from  this 
absorbance  measurement  also  will  be  ±0.4  percent. 

However,  if  the  same  spectrophotometric  error 
(±0.002)  is  present  in  an  instrument  used  to  measure 
a  kinetic  rate,  the  relative  error  on  the  assay  results 
may  be  much  worse.  When  the  enzyme  aspartate 
aminotransferase  (SCOT)  is  determined  by  a  common 
kinetic  rate  method  [21],  the  absorbance  change  ob- 
served for  samples  from  normal  subjects  is  of  the  order 
of  0.01  per  min  at  30  °C.  Typical  absorbances  ior  two 
readings  taken  2  min  apart  are  1.000  and  0.980  and  the 
difference,  0.02.  In  the  worst  case,  when  the  measure- 
ment errors  for  each  of  the  two  readings  are  additive, 
the  relative  error  could  be  ±  (100  percent  X  0.004/ 
0.020)  =  ±20  percent.  The  fundamental  problem  is 
that  of  measuring  precisely  small  differences  in  large 
numbers.  Thus,  small  relative  errors  in  each  of  the 
two  measurements  can  lead  to  large  relative  errors  in 
the  value  derived  from  their  difference. 

This  fundamental  problem  of  precisely  measuring 
small  differences  is  further  aggravated  by  the  wide- 
spread use  of  instruments  with  digital  display  or  print- 
out of  readings.  While  digital  displays  do  much  to 
reduce  hkehhood  of  operator  reading  error,  they  con- 
ceal the  fact  that  precision  of  absorbance  measurement 
is  more  difficult  to  obtain  at  low  transmittances.  It  is 
apparent  on  a  meter  scale,  linear  for  percent  transmis- 
sion, that  the  range  of  1.0  to  2.0  absorbance  occupies 
only  9  percent  of  the  entire  transmission  scale;  hence 
a  technician  may  be  leery  of  making  readings  in  this 
range.  But  if  a  digitial  display  shows  1.931  for  one 


absorbance  reading  and  1.968  for  another,  the  operator 
is  likely  to  interpret  those  readings  as  exact  when,  in 
fact,  they  are  very  probably  quite  inaccurate. 

If  an  analog  (continuously  variable)  signal  is  to  be 
displayed  digitally,  an  analog-to-digital  conversion 
must  occur.  The  accuracy  with  which  the  number 
displayed  represents  the  original  analog  signal  depends 
on  the  sophistication  of  conversion  circuitry;'  that 
accuracy  is  not  absolute  and  can  be  quite  poor. 

As  an  example,  we  calculated  the  absorbance  resolu- 
tion of  General  Medical  Sciences  — Atomic  Energy 
Commission  (GeMSAEC)  spectrophotometric  systems. 
These  systems  employ  analog-to-digital  conversion 
circuitry  with  resolutions  of  1/2'**  =  0.1  percent  (ten 
bit)  or  1/212  ^  1  in  o.025  percent  (12  bit).  The  best 
absorbance  resolution  deliverable  by  these  two  con- 
verters at  several  absorbance  levels  is  shown  in  table  2. 
The  difference  in  resolution  between  the  two  convert- 
ers is  apparent. 

Table  2.  Absorbance  resolution  for  10  and  12  bit 
analog-to-digital  converters 


^A 


A 

10  Bit 

12  Bit 

0.0 

0.00054 

0.00014 

.3 

.00108 

.00027 

.7 

.00174 

.00043 

1.0 

.00546 

.00135 

1.5 

.01773 

.00436 

2.0 

.  .05798 

.01378 

E.  Routine  Instrument  Performance  Verification 

Although  the  necessity  for  initial  verification  of 
instrument  performance  is  undeniable,  relatively  little 
has  been  done  to  incorporate  separate  instrument 
checks  into  the  cUnical  laboratory  quahty  control 
program.  For  example,  this  omission  may  permit  an 
undetected  malfunction  to  reduce  the  linear  range  of 
the  spectrophotometer.  Samples  of  normal  concentra- 
tion could  still  give  accurate  readings,  but  abnormally 
high  concentration  samples  would  produce  readings 
falling  outside  the  range  of  the  instrument's  linear 
response.  To  be  sure,  use  of  control  samples  simulating 
abnormal  assay  values  would  reveal  this  fault,  but  at 
the  expense  of  complete  re-run  of  all  samples  assayed 
preceding  discovery  of  the  difficulty. 

Severed  wavelength  and  absorbance  verification 
devices  are  available  in  readily  usable  form.  Examples 
are  the  convenient  Gilford  (Gilford  Instrument  Labora- 
tories, Oberhn,  Ohio)  calibration  device  for  their 
300-N  Microsample  Spectrophotometer,  and  the 
Arthur  H.  Thomas  (Arthur  H.  Thomas  Company, 
Philadelphia,  Pa.)  didymium  and  holmium  oxide  filter 
glasses  supphed  with  an  adapter  to  fit  into  any  sample 
carrier  designed  to  hold  standard  1  cm  square  cuvettes. 
However,  it  must  be  emphasized  that  it  is  appropriate 
use,  and  not  mere  possession  of  verification  devices 
such  as  these,  which  standardize  laboratory  per- 
formance. 
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F.  Operator  Considerations 

Even  an  instrument  system  which  is  capable  of 
meeting  all  necessary  specifications  will  not  reliably 
perform  accurate  analyses  if  that  system  is  not 
designed  to  be  easily  operated  in  the  proper  manner. 
However,  it  is  difficult  to  visuahze  a  more  ergonomi- 
cally  efficient  spectrophotometer  than  the  Gilford 
300— N.  We  have  seen  this  instrument  used  to  measure 
absorbances  greater  than  3.0;  used  to  measure 
absorbance  at  two  wavelengths  without  readjusting 
the  zero  setting;  calibrated  with  the  zero-set  control 
and  even  operated  from  a  cold  start  with  no  adjust- 
ment checks;  all  by  experienced  and  presumably  well- 
trained  technicians  who  should  know  better.  An 
undetermined  but  undoubtedly  large  contribution  to 
poor  quahty  control  arises  from  improper  operation  of 
laboratory  equipment,  due  to  poor  instrument  design 
and  poor  operator  understanding. 

III.  Chemical  Standardization 

Radin,  in  1967,  [22],  reviewed  the  definition  and 
use  of  standards  and  the  standard  materials  available 
to  the  cUnical  chemist,  and  discussed  the  hmitations 
of  various  so-called  standards.  His  view  that  "there  is 
actually  very  little  in  the  way  of  official  definitions  of 
standards  for  the  clinical  chemist"  was  reinforced  by  a 
joint  report  of  the  National  Academy  of  Sciences,  Na- 
tional Research  Council  Subcommittee  on  Reference 
Materials  [23].  The  situation  has  improved  since  that 
time,  as  evidenced  by  the  reports  of  Young  and 
Mears  [24],  Meinke  [25],  and  Zief  and  Michelotti  [26]. 
The  improvement  has  been  due  to  the  introduction  by 
the  National  Bureau  of  Standards  of  Standard  Refer- 
ence Materials  (SRM)  for  use  in  clinical  chemistry.  To 
July,  1971,  these  include  cholesterol,  urea,  uric  acid, 
creatinine,  calcium  carbonate,  bilirubin,  D-glucose, 
potassium  chloride,  tris  (hydroxymethyl)  aminometh- 
ane,  tris  (hydroxymethyl)  aminomethane  hydrochloride 
and  glass  filters  for  spectrophotometry. 

The  importance  of  the  SRM's  must  not  be  under- 
estimated; however,  they  represent  a  solution  to  only 
part  of  the  problem.  The  chnical  laboratory  worker 
must  be  aware  of  errors  which  may  occur  despite  the 
availability  of  SRM's;  stability  of  standard  solutions  is 
particularly  important.  The  variable  stability  of  solu- 
tions of  uric  acid  is  well  known,  while  Gowenlock  [7] 
showed  that  in  part,  the  lack  of  interlaboratory  agree- 
ment for  the  determination  of  serum  urea  could  be 
attributed  to  deterioration  of  aqueous  urea  standards 
containing  no  preservative.  In  a  few  cases,  SRM's 
when  used  in  aqueous  solution  are  not  ideal  standards 
in  clinical  chemistry.  Recently,  we  were  investigating 
the  determination  of  uric  acid  by  an  adaptation  of  the 
supposedly  specific  uricase  neocuproine  method  [27], 
both  manually  and  on  the  Beckman  DSA-560.  Unable 
to  get  100  percent  recovery  of  uric  acid  added  to  pooled 
human  serum,  we  discovered  that  the  slope  of  the 
standard  uric  acid  curve  (using  SRM)  can  be  varied 
according  to  the  amount  of  bovine  albumin  added. 
When  the  concentration  of  bovine  albumin  is  approxi- 


mately 7.0  g/100  ml,  100  percent  recovery  of  added 
uric  acid  is  attainable. 

A  large  number  of  routine  chnical  chemistry  labora- 
tories are  using  multichannel  analyzers  of  both  con- 
tinuous flow  and  discrete  sample  type.  Aqueous  stand- 
ard solutions  containing  a  mixture  of  known  amounts 
of  all  the  substances  commonly  being  determined  in  the 
routine  clinical  chemistry  laboratory  are  not  available. 
Multichannel  machines  are  therefore  being  calibrated 
with  commercially  supplied  calibration  sera  for  which 
values  for  each  determination  have  been  assigned  by 
the  manufacturers.  That  wide  differences  may  occur 
between  the  values  obtained  on  the  same  machine 
with  sera  from  different  manufacturers,  and  even  be- 
tween lots  from  the  same  manufacturer,  has  been  re- 
ported by  Childress  [28]  and  Helman,  Reingold  and 
Gleason  [29].  These  differences  may  occur  for  a 
variety  of  reasons,  e.g.,  variation  in  weight  or  homo- 
geneity of  material.  The  Scientific  and  Technical  Com- 
mittee of  the  Association  of  Chnical  Biochemists 
(A.C.B.)  [30]  reported  variation  in  dry  content  from 
vials  (all  of  the  same  lot  number)  of  some  manu- 
facturer's control  sera  to  be  as  high  as  13.80  percent 
C.V.  Six  of  the  10  brands  investigated  had  coefficients 
of  variation  of  over  2.0  percent.  The  deviation  of  the 
weight  of  the  contents  of  these  vials  could  be  correlated 
to  the  deviation  in  analytical  results  obtained  when 
these  vials  were  reconstituted. 

Data  from  our  laboratory  (table  3)  shows  the  percent- 
age deviation  from  the  mean  dry  weight  content  of  10 
vials  of  control  sera  compared  with  the  percentage 
deviation  from  the  mean  analytical  value  for  several 
determinations  performed  on  the  contents  of  each 
vial.  The  10  vials  were  selected  at  random  from  a  box  of 
40  vials  (all  of  the  same  lot  number);  great  care  was 
taken  to  assure  the  correct  amount  of  water  was  added 
to  each  vial.  Replicate  aliquots  from  each  vial  were 
analyzed  in  the  same  run.  Excellent  agreement  was 
obtained  between  replicate  analyses  from  the  same 
vial  for  all  the  determinations.  The  variation  in  dry 
weight  content  of  the  vials  is  unacceptable,  however.  If 
the  contents  of  each  vial  is  representative  of  a  homo- 
geneous batch,  one  would  expect  the  deviations  from 
the  mean  assay  values  to  be  the  same  as  the  deviations 
of  the  weight  values;  this  is  not  the  case.  Most  batches 
of  control  sera  from  manufacturers  are  not  subject  to 
the  large  errors  shown  here.  The  large  errors,  however, 
pose  the  question  of  how  frequently  smaller  and  less 
easily  recognized  errors  occur.  The  results  showing 
variability  of  vial  content  were  obtained  on  what  was 
described  by  the  manufacturer  as  control  serum,  not 
cahbration  serum.  However,  the  same  manufacturing 
standards  are  required  for  both  control  and  calibration 
purposes. 

Amador,  Massod,  and  Franey  [31]  compared  the 
values  they  obtained  for  aspartate  aminotransferase  in 
three  commercial  control  sera  with  the  values  assigned 
by  the  manufacturer  and  found  differences  of  11  to 
17  percent  (possibly  due  to  the  manufacturer  failing  to 
provide  sufficient  details  of  the  method  they  used  to 
assign  the  values).  In  a  more  recent  paper,  Dobrow 
and  Amador  [32]  reported  a  similar  study  for  lactate 
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Table  3.    Percentage  deviation  from  the  mean  dry  weight  content  x  of  10  vials  of  control  sera  compared  with 
the  percentage  deviation  from  the  mean  analytical  value  for  several  determinations  performed  on  the 

contents  of  each  vial 


Percent  deviation  from  X  analytical  value 
Percent  deviation  


from  X  dry  Total 
Viai  content  protein  Phosphate  Uric  acid  Calcium  Magnesium 


1 

-1.4 

-3.2 

-3.3 

-0.9 

-1.5 

10.2 

2 

1.9 

1.4 

2.7 

5.6 

0.7 

-5.5 

3 

2.1 

1.4 

2.7 

5.6 

0.7 

-10.8 

4 

-2.1 

-1.7 

-3.3 

-3.0 

0.7 

10.2 

5 

-2.1 

-1.7 

-3.3 

-5.2 

-1.5 

5.0 

6 

1.8 

4.4 

5.7 

3.4 

0.7 

-5.5 

7 

-2.2 

-1.7 

-3.3 

-5.2 

-1.5 

5.0 

8 

-2.2 

-1.7 

-3.3 

-5.2 

0.7 

5.0 

9 

1.8 

2.9 

2.7 

3.4 

0.7 

-5.5 

10 

2.3 

-1.7 

2.7 

3.4 

-1.5 

-5.5 

dehydrogenase,  aspartate  aminotransferase,  alkaline 
and  acid  phosphatase,  and  amylase.  They  concluded 
that  the  activities  stated  by  six  of  the  eight  manu- 
facturers were  doubtful  or  unacceptable  in  more  than 
50  percent  of  the  sera  tested.  Bowers,  KeUey  and 
McComb  [33]  have  shown  that  in  some  assay  pro- 
cedures, animal  alkaline  phosphatases  (often  used  in 
commercial  control  sera)  do  not  behave  identically  to 
human  serum  alkaline  phosphatase. 

These  findings  clearly  indicate  that  currently  availa- 
ble calibration  sera  should  not  be  used  directly  as 
calibration  materials  for  any  analytical  procedure. 

Cali  [34]  suggested  recently  that  SRM's  make  verifi- 
cation of  commercial  calibration  sera  possible;  this 
statement  is  correct  only  if  referee  methods  of  analysis 
are  available  for  use  in  conjunction  with  the  SRM's. 
NBS  will  publish  the  first  referee  method  for  the 
determination  of  calcium  shortly.  The  availability  of 
referee  methods  and  SRM's  will  do  much  to  improve 
standardization  in  large  laboratories.  However,  in 
small  laboratories,  where  the  problem  is  greatest, 
shortage  of  manpower  and  equipment  does  not  permit 
analysis  of  calibration  sera  by  referee  methods.  We 
suggest  that  NBS  consider  the  production  of  reference 
sera  with  values  for  the  common  routine  determina- 
tions assigned  through  use  of  their  own  SRM's  and 
referee  methods.  These  NBS  reference  sera  would  be 
used  by  laboratories  to  check  commercial  sera  used 
for  daily  calibration  of  multichannel  analyzers. 

An  alternative  to  the  production  of  reference  sera  by 
NBS  may  be  a  certification  program  for  commercial 
products.  An  example  of  the  way  in  which  an  inde- 
pendent laboratory  can  be  used  for  standard  and 
reagent  certification  has  been  demonstrated  by  the 
cyanmethemoglobin  certification  program  of  the 
College  of  American  Pathologists,  as  described  by 
King  and  WilUs  [35]. 

In  the  meantime,  the  situation  could  be  improved  if 
the  manufacturers  used  greater  care  in  the  prepara- 
tion of  calibration  sera.  When  assigning  values  to 
calibration  sera,  they  should  indicate  the  exact  methods 
used  for  this  purpose.  Values  for  aspartate  amino- 
transferase and  alkaline  phosphatase,  for  example. 


are  frequently  said  to  have  been  assigned  using  the 
Karmen  [36]  or  Bessey,  Lowry,  and  Brock  [37]  meth- 
ods, respectively.  Almost  certainly,  modifications  of 
these  methods  (with  regard  to  substrate  concentration 
buffer  type,  etc.)  have  been  used,  resulting  in  quite 
different  activities  from  the  original  methods. 

IV.  Conclusions 

1.  Spectrophotometric  analyses  in  the  routine 
clinical  chemistry  laboratory  are  performed  within  a 
unique  framework. 

2.  The  accuracy  of  results  in  clinical  chemistry 
laboratories  falls  far  below  the  level  that  should  be 
expected. 

3.  Choice  of  instrumentation  must  be  based  on  a 
thorough  understanding  of  both  the  characteristics  of 
the  instrument  and  the  assays  which  must  be  per- 
formed. 

4.  Except  in  the  case  of  inadequate  absorbance 
resolution,  instrument  availability  does  not  gen- 
erally limit  clinical  laboratory  performance. 

5.  Materials  for  verification  of  instrument  per- 
formance are  often  not  available  in  a  form  suitable  for 
routine  use  in  the  clinical  laboratory. 

6.  Referee  analytical  methods  are  needed  for  use  in 
conjunction  with  NBS  standard  reference  materials. 

7.  The  only  materials  currently  available  for 
calibration  of  multichannel  analyzers  are  commercially 
prepared  sera.  Because  of  ill-defined  methods  of  assign- 
ing values  and  poorly  understood  properties  of  enzymes 
from  non-human  sources,  unverified  use  of  these  mate- 
rials for  calibration  is  highly  undesirable. 

8.  The  situation  with  regard  to  calibration  sera  could 
be  improved  by: 

a.  Greater  care  in  the  manufacture  of  calibration 
sera  and  provision  of  information  concerning  the  exact 
method  used  to  assign  values  to  the  material. 

b.  Certification  of  commercial  calibration  sera  by  an 
independent  laboratory  using  NBS  standard  reference 
materials  and  referee  methods. 

c.  Preparation  by  NBS  of  reference  sera,  to  which 
values  are  assigned  using  standard  reference  materials 
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and  referee  methods.  Such  reference  sera  could  be 
used  by  laboratories  to  assign  values  to  new  batches 
of  commercial  sera. 

9.  The  most  sophisticated  and  versatile  spectro- 
photometric  system  can  yield  standard  results  only 
when  operated  within  its  limitations.  Chemical  and 
serum  reference  materials  must  be  used  with  due  re- 
gard for  their  hmitations.  It  is  axiomatic  then  that,  to 
understand  and  fully  control  what  he  can  do,  the  labora- 
tory operator  must  also  undersLand  what  he  cannot  do 
with  analytical  apparatus  and  methods.  He  must  be 
able  to  recognize  bad  results  as  bad  and  be  able  to 
interpret  these  mishaps  to  correctly  evaluate  labora- 
tory performance  just  as  the  physician  should  interpret 
good  laboratory  results  in  diagnosis  of  the  patient's 
physiologic  performance. 
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It  is  obvious  that  erroneous  data  reported  to  a  physician  may  adversely  affect  patient  welfare. 
Currently,  acceptable  limits  of  accuracy  and  precision  are  poorly  defined.  It  should  be  recognized, 
hovsfever,  that  the  spectrophotometric  measurement  step  in  an  appropriate  analytical  procedure  is 
critical  and  inapparent  error  may  occur.  Spectrophotometric  measurements,  both  manual  and  auto- 
mated, are  extensively  used  in  the  clinical  chemistry  laboratory.  At  least  1,000,000  such  measurements 
per  day  on  rather  diverse  equipment  are  made  in  this  country;  yet,  few  standards  exist.  Results  of 
intra-lab  surveys  suggests  that  performance  could  be  improved.  The  various  ways  in  which  spectro- 
photometry is  used  will  be  illustrated  and  a  discussion  of  possible  errors  resulting  from  nonstandard- 
ized  instrumentation  wiU  follow.  There  is  pressing  need  for  well  defined  and  easily  usable  standards 
for  wavelength,  photometric  accuracy,  photometric  linearity,  stray  light,  as  well  as  NBS  specifications 
for  optical  cuvettes. 

Key  words:  Clinical  spectrophotometry,  accuracy,  precision;  optical  cuvettes;  spectrophotometric 
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I.  Introduction 

It  is  not  widely  appreciated  that  spectrophoto- 
metric methods  represent  the  principal  measurement 
techniques  used  in  the  clinical  chemistry  laboratory. 
A  recent  text  lists  147  analytical  techniques;  of  these, 
84  require  the  use  of  spectrophotometry  [1].'  The 
twenty-five  most  widely  used  techniques  at  the 
William  Pepper  Laboratory  are  spectrophotometric. 

The  numbers  of  spectrophotometric  analyses  per- 
formed in  any  active  hospital  are  impressive.  At  the 
Pepper  Laboratory,  for  example,  of  450,000  analyses 
per  year  about  300,000  require  the  measurement  of 
the  absorbance  of  light.  We,  therefore,  make  800- 
1,000  spectrophotometric  measurements  per  day. 
Other  information  allows  us  to  estimate  that  more 
than  1,000,000  spectrophotometric  tests  are  performed 
daily  in  the  clinical  laboratories  in  this  country  [2]. 
When  it  is  realized  that  the  growth-rate  of  clinical 
chemistry  is  approximately  15  percent  per  year, 
then  a  perspective  of  present  requirements  for  ac- 
curacy and  precision  is  immediately  recognized. 

Given  the  information  that  spectrophotometric 
measurements  are  so  widely  used,  it  seems  strange 
that  suitable  standards  are  not  readily  available  and 
in  widespread  use.  It  seems  appropriate,  therefore, 
for  this  communication  to  discuss: 


'  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


1.  The  accuracy  and  precision  requirements  for 

clinical  chemical  measurements. 

2.  The  use  of  spectrophotometry  in  the  laboratory. 

3.  The  present  "state  of  the  art"  of  spectrophoto- 

metric measurements. 

4.  The  various  types  of  spectrophotometric  errors 

and  how  such  errors  may  relate  to  the  accuracy 
and  precision  requirements  discussed  in 
section  III. 

5.  The  type  of  standards  which  are  required. 

II.  Nature  of  Clinical  Laboratory  Data 

For  the  fields  other  than  medicine,  it  is  relatively 
easy  to  describe  how  the  quantitative  data  of  the  ana- 
lytical laboratory  are  used.  Several  examples  can  be 
cited: 

1.  The  analysis  of  steel  yields  information  that 

helps  control  quality,  composition,  and  costs. 

2.  The  analysis  of  gold  is  required  to  protect  the 

purchaser's  investment. 

3.  The  analysis  of  the  products  of  organic  synthesis 

may  verify  composition  and  help  optimize 
yield  of  desired  products. 

4.  Quantitative   analysis   of  biochemical  systems 

helps  elucidate  reaction  mechanisms. 
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In  general,  therefore,  quantitative  analysis  can  be  used 
to  obtain  data  that  are  used  theoretically  or  empirically, 
in  rather  well  defined  ways. 

By  comparison,  it  is  difficult  to  show  clearly  and  un- 
ambiguously how  quantitative  clinical  laboratory  infor- 
mation is  used  in  the  practice  of  medicine.  For  example, 
while  a  change  in  the  butterfat  content  of  milk  of  0.2 
percent  can  be  recognized  as  economically  significant, 
a  comparable  change  in  the  total  protein  content  of 
serum,  although  easily  measured,  cannot  be  so  easily 
interpreted.  In  general,  small  chanjies  in  the  levels  of 
medically  important  substances  are  difficult  to  inter- 
pret. Nevertheless,  the  clinical  chemistry  laboratory 
does  quantitative  analysis.  It  may  be  instructive,  there- 
fore, to  describe  how  these  data  may  be  used. 

A.  Generalized  Use  In  Diagnosis 

Although  recent  studies  of  logic  of  diagnosis  avoid 
dealing  with  the  precise  role  of  laboratory  tests,  it  is 
generally  recognized  that  they  play  a  key  role  in  medi- 
cal decisionmaking  [3]. 

When  a  physician  sees  a  patient  presenting  certain 
signs  and  symptoms,  he  forms  a  hypothesis  about  the 
possible  diseases  compatible  with  them.  He  may  then 
order  one  or  more  laboratory  tests,  the  result  of  which 
wiU  help  confirm  or  negate  the  hypothesis.  Given  the. 
hkehhood  of  a  disease,  the  expected  increase  or  de- 
crease in  specific  serum  constituents  helps  confirm 
the  presence  of  the  disease.  This  use  of  laboratory  data 
is  essentially  quahtative.  That  which  is  sought,  is 
evidence  of  change  in  blood  level  clearly  outside  the 
normal  range.  Such  use  of  laboratory  information  im- 
plies only  moderate  requirements  of  precision  and 
accuracy. 

From  the  viewpoint  of  the  analyst,  however,  the  per- 
spective changes  considerably.  The  concentration 
ranges  of  biologically  important  substances  varies 
from  micrograms  to  grams  per  decihter.  Further,  the 
maximum  concentration  ranges  encountered  in  disease 
may  vary  from  1.5  times  the  mean  normal  value  to  as 
much  as  50  or  greater.  Because  of  this,  the  only  possi- 
ble means  of  assuring  consistent  information  within 
and  between  laboratories,  between  analyst  and  be- 
tween days,  is  to  perform  analyses  with  well  defined 
and  characterized  methods,  making  measurements 
with  the  use  of  high  purity  standards  and  instruments 
known  to  be  calibrated  correctly. 

B.  Specific  Diagnosis 

To  a  limited  extent,  quantitative  analysis  provides 
specific  diagnostic  information.  This  is  obviously  true 
when  the  analytical  procedure  provides  information 
concerning  the  amount  of  an  abnormal  substance  — 
such  as  a  paraprotein  — present  in  a  body  fluid.  There 
are,  though,  only  a  limited  number  of  instances  where 
this  is  the  case,  and  indeed,  few  of  these  analyses  use 
spectrophotometric  procedures.  Some  substances 
normally  in  blood  appear  to  vary  within  narrow  hmits. 
Examples  of  this  are  calcium  and  other  electrolytes  as 
well  as  total  protein  and  albumin  within  an  individual 


[4,  5].  Further  research  in  this  area  using  measure- 
ments of  high  accuracy  and  precision  may  show  how 
minimal  abnormalities  in  levels  of  such  substances  are 
related  to  disease. 

C.  Therapy  Related  Decisions 

An  extremely  important  aspect  of  quantitative  blood 
analysis  is  in  relation  to  therapeutic  decisions.  The  de- 
termination of  such  substances  as  sodium,  potassium, 
hemoglobin,  bilirubin,  and  certain  drugs  are  commonly 
encountered  examples.  The  accurate  quantification  of 
these  substances  seems  to  be  required  for  consistent 
and  rehable  medical  decision-making.  For  example,  in 
fetal  Rh  incompatibility,  pediatricians  feel  that  a  bili- 
rubin level  of  20  mg/dl  suggests  a  high  risk  of  signifi- 
cant brain  damage  and,  thus,  will  intervene  with  ex- 
change transfusion.  Similarly,  routine  control  of  elec- 
trolyte levels  following  surgery  requires  impressive 
quantitative  support  from  the  laboratory.  Another  ex- 
ample is  the  quantification  of  the  blood  levels  of  thera- 
peutic drugs  to  insure  optimal  response  without  toxicity. 
Accuracy  and  precision  seem  most  clearly  related  to 
patient  welfare  for  this  application  of  quantitative  anal- 
ysis, where  therapeutic  decisions  may  depend  on  a 
blood  level  of  some  substance. 

III.  Accuracy  and  Precision  Requirements 

The  discussion,  to  this  point,  suggests  that  accuracy 
and  precision  requirements  of  clinical  laboratory  de- 
terminations have  not  been  rigorously  defined.  Several 
recent  articles,  however,  have  discussed  the  problem. 
The  most  comprehensive  are  by  Barnett,  entitled  "Med- 
ical Significance  of  Laboratory  Results,"  and  Campbell 
and  Owen,  entitled  "Clinical  Laboratory  Error  in  Per- 
spective" [6,  7].  In  both,  the  authors  attempt  to  derive 
acceptable  limits  of  variability  for  commonly  used  tests 
on  the  basis  of  the  consensus  of  highly  qualified  physi- 
cians,'^ table  1  summarizes  some  of  their  findings. 

The  range  of  values  for  one  standard  deviation  seems 
to  be  rather  broad.  For  example,  in  Campbell  and  Owen, 
glucose  was  thought  to  require  a  reproducibility  of  0.8- 
3.6  mg/dl;  Barnett  concludes  that  5.0  mg/dl  is  accept- 
able. This  variabihty  may  be  due  to  the  fact  that  the 
requirements  for  reproducibility  were  obtained  by  a 
consensus  technique.  Since  there  seems  to  be  no  cur- 
rent theoretical  or  experimental  approach  to  the  prob-  r 
lem,  consensus  is  the  only  means  of  arriving  at  these 
specifications. 

Neither  paper  makes  an  explicit  distinction  between 
accuracy  and  precision.  The  medical  decision  levels 
represent  the  value  at  which  a  decision  may  be  made 
and  the  variability  represents  the  allowable  precision 
limits.  Although  these  are  stated  to  be  one  standard 
deviation,  it  should  be  at  least  questioned  as  to  whether  ^ 
these  would  not  better  represent  two  standard  devia-  ' 

^  Using  operations  research  techniques  in  his  doctoral  dissertation,  Cavanaugh  has  5, 
studied  the  probable  effects  of  laboratory  error  for  three  commonly  used  tests  [8].  He,  too, 
found  it  necessary  to  use  a  consensus  of  informed  medical  expertise  to  elucidate  the  impact 
of  laboratory  error.  He  concludes  that  a  "cost  per  laboratory  error"  can  be  computed  and 
thai  this  has  meaning  in  terms  "loss  of  life  and  limb."  The  concept  is  intriguing  and 
("lavanaugh's  challenging  approach  should  be  further  explored. 
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Table  1.    Acceptable  Analytical  Reproducibility 
From  Barnett  [6]  and  Campbell  and  Owen  [7] 


Test 

Decision 
level"  [6] 
mgjdl 

Acceptable 
reproduci- 
bility^ |6] 
mgl  dl 

Acceptable 
reproduci- 
bility^  [7] 
mgldl 

vylucose 

1 9n 

o.u 

AO  OA 

U.o  —6.0 

Urea 

27 

2.0 

0.9  -2.4 

Calcium 

11 

0.25 

0.03-0.33 

Chloride  ^ 

90 

2.0 

0.6  -2.7 

Phosphate 

4.5 

0.25 

0.14-0.25 

Sodium  ' 

130 

2.0 

1.0  -2.6 

'  Level  at  which  a  medical  decision  may  be  made. 
^  1  S.D.  in  appropriate  units. 

^  Units  for  chloride  and  sodium  are  milUequivalents  per  liter,  mEq/1. 

tion  limits.  In  any  case,  the  listed  precision  limits  are 
certainly  achievable  as  one  standard  deviation  limit 
and  probably  for  two  standard  deviation  limits,  by  care- 
ful work. 

For  our  purposes,  it  is  not  necessary  to  decide 
whether  one  figure  or  another  is  acceptable  and 
correct.  We  may  use  them  as  guidelines  to  maximum 
acceptable  error.  In  fact,  we  shall  use  Barnett's 
figures  later  in  this  paper  to  help  elucidate  some 
aspects  of  analytical  error  and,  perhaps,  better  under- 
stand some  of  the  requirements  of  spectrophotometric 
practice. 

IV.  Spectrophotometry  in  the  Clinical 
Laboratory 

A.  Instrumentation 

1.  Wide  Band  Instruments  — Wide  band  instruments 
are  of  many  types  and  varieties  with  spectral  band- 
widths  greater  than  10  nm.  These  may  be  simple 
filter  colorimeters  or  reasonably  sophisticated  spectro- 
photometers. Older  instruments  are  null  point  type, 
whereas  newer  models  are  direct  reading.  Some  are 
very  simple;  some  are  relatively  complicated  with 
highly  stabilized  electronics  and  digital  absorbance 
readouts. 

2.  JS arrow  Band— The  more  'expensive  grating  and 
prism  ultraviolet  visible  type,  narrow  spectral  band- 
width instruments  are  less  commonly  encountered. 
These  may  be  single  or  double  beam. 

3.  Devices  Used  in  Automation —  The  most  commonly 
encountered  are  double  beam,  interference  filter, 
transmission  type  equipment.^ 

B.  Type  of  Analyses  Performed  With  Each  Kind 

1.  Wide  Band — The  wide  band  instruments  are  pri- 
marily used  for  manually  performed  procedures  in 
the  visible  area  of  the  spectrum.  In  general,  reagents 
are  added  to  react  with  the  substance  being  quantified 

^Strictly  speaking  these  are  not  true  double  beam  systems.  One  beam,  of  course,  passes 
through  the  colored  sample;  the  other  passes  through  a  filter  of  the  same  transmittance 
and  is  sensed  by  a  separate  photocell.  Thus  only  variations  in  the  output  of  the  source  can 
be  compensated. 


either  directly  in  the  fluid  being  analyzed  or  in  a 
protein-free  filtrate.  A  color  is  produced,  sometimes 
after  the  application  of  heat,  and  its  light  absorbing 
characteristics  are  compared  to  those  obtained 
with  standards  similarly  treated. 

2.  Narrow  Band  — The  most  important  applications 
of  the  narrow  band  instruments  are:  (1)  the  deter- 
mination of  enzymes,  (2)  toxicologically  significant 
substances,  (3)  the  direct  absorptiometry  of  compounds 
such  as  bihruljin  or  uric  acid,  and  (4)  identification  of 
unknown  substances.  In  general,  for  these  uses,  ab- 
sorptivities  are  used  to  compute  the  unknown  con- 
centrations. 

3.  Photometric  Instruments  Used  in  Automation  — 
These  instruments  are  used  in  a  manner  similar  to 
the  wide  band  instruments.  They  generally  operate  in 
the  visible  area  of  the  spectrum  and  colors  of  standard 
compounds  are  compared  to  colors  obtained  with 
biological  specimens. 


V.  "State  of  the  Art"  Spectrophotometric 
Measurement  in  the  Clinical  Laboratory 

A.  Wide  Band  instruments 

Few  studies  have  been  pubfished  on  the  signifi- 
cance of  wide  band  instruments.  A  major  study, 
however,  was  "Colorimeters  — A  Critical  Assessment 
of  Five  Commercial  Instruments"  by  Broughton  and 
colleagues  [9].  The  participants  studied  two  models 
of  five  manufacturer's  instruments.  The  most  signifi- 
cant performance  factors  were  thought  to  be:  (1) 
reproducibility  (2)  sensitivity  (3)  hnearity.  The  over- 
all design  of  the  instrument,  the  accompanying  sample 
cells  and  accessories  were  also  critically  discussed. 

Stable  solutions  yielding  absorbances  of  0.05- 
0.55  were  used  to  evaluate  reproducibiUty.  Typically, 
ten  readings  were  made  without  resetting  zero,  then 
ten  additional  readings  completed  the  series.  Linearity 
was  studied  over  a  wide  range  of  concentrations  for 
five  different  chemical  procedures,  using  five  separate 
wavelengths.  Sensitivity  was  defined  as  the  ratio  of 
the  slope  of  the  calibration  curve  to  that  obtained  in  a 
narrow  band  instrument. 

A  summary  of  their  findings  is  found  in  table  2. 
Detailed  examination  of  the  paper  makes  clear  that  of 
the  five  wide  band  instruments  examined,  only  one 
could  be  rehed  upon  to  yield  cahbration  curves  hnear 
to  an  absorbance  of  1,  as  well  as  sustaining  a  sensitivity 
in  the  range  of  0.7  to  1.  Although  it  is  obviously 
unfair  to  extrapolate  conclusions  from  this  study  to 
include  all  wide  band  instruments,  it  may  be  that 
many  instruments  of  this  type  wiU  exhibit  some 
limitations  on  performance.  It  seems  evident  that  the 
presence  of  such  problems  may  hmit  the  reliabiUty  of 
any  analyses  performed  with  such  equipment.  Stand- 
ards for  hnearity  and  sensitivity  evaluation  are  sorely 
needed. 

Further  evidence  supporting  this  pomt  may  be  found 
in  a  survey  for  wide  band  instruments  performed  in 
New  York  State  [10].  Relevant  data  are  found  in 
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Table  2.  Performance  of  Selected  Wide  Band 
Colorimeters 

Reproducibility— when   expressed  as  coefficient  of  variation,  it 

varied  from  1-3  percent  at  an  absorbance  of  0.1;  above  an  absorb- 

ance  of  0.4  it  was  1  percent  or  less. 
Linearity  —  varied  from  a  continuous  curve  to  linearity  through  an 

absorbance  of  one.  Many  instruments  are  linear  only  to  absorbance 

of  0.5-0.6.  Instruments  of  same  make  and  type  frequently  showed 

significant  differences  in  performance. 
Sensitivity— widely  variable,  from  a  low  of  21  percent  to  a  high  of 

120  percent.  Instruments  of  same  make  and  type  frequently 

showed  significant  differences. 


table  3.  The  three  types  of  instruments  listed  are 
ones  commonly  found  in  clinical  laboratories  in  this 
country.  Three  points  are  important: 

1.  The  range  of  results  reported  for  any  solution, 
for  any  type  of  instrument  is  distressingly  wide. 
For  example,  for  instrument  1  and  solution  B, 
95  percent  of  the  instruments  fall  between  0.413 
and  0.513. 

2.  There  are  significant  deviations  from  linearity 
for  instruments  2  and  3. 

3.  The  relative  sensitivity  for  instruments  2  and  3 
are  unimpressive. 

The  reasons  for  these  poor  results  are  not  clear. 
Again,  the  need  for  appropriate  standards  and  their 
frequent  use  seems  very  clear. 


Summary  of  data  found  in  Broughton,  et  al.  [9]. 

Performance  of  Wide  Band  Spectrophotometers  ' 
Absorbance 


Table  3. 


Instrument  ^ 

Bandpass 
nm 

Number  of 
instruments 

Solution  A  ' 
0.0500M 

Solution  B  ^ 
O.IOOM 

Deviation  in 
linearity 

percent 

Relative 
sensitivity 

percent 

No.  1 

20 

75 

0.228  +  0.012 

0.463  +  0.025 

+  1.5 

95 

No.  2 

10  mm 

30 

34 

.191  ±0.017 

.382  +  0.039 

0 

81 

12  mm 

35 

58 

.197±0.011 

.386  +  0.022 

-1.8 

82 

19  mm 

35 

67 

.193  +  0.013 

.368  ±0.027 

-4.9 

79 

No.  3 

10  mm 

20 

33 

.202  +  0.022 

.395  ±0.044 

-2.5 

84 

12  mm 

20 

74 

.214  +  0.011 

.416  ±0.018 

-1.8 

82 

19  mm 

20 

51 

.206  +  0.008 

.400  ±0.019 

-3.2 

85 

'  Vanderlinde,  R.,  Instrumentation  Survey  — Visible  Spectrophotometry.  Report  of  Laboratories  for  Clinical  Chemistry,  New  York 
State  Dept.  of  Health,  June  7,  1971. 

Millimeter  designation  refers  to  the  size  of  the  test  tube  used  to  hold  sample. 

^  Solutions  A,  B  =  0.0500  M.  O.lflO  M  cobaltous  ammonium  sulfate  in  1  percent  (v/v)  H2SO4  read  at  510  nm;  all  values  corrected  to  10  mm 
light  path. 


B.  Narrow  Band  Instruments 

It  might  be  supposed  that  the  performance  of 
narrow  band  instruments  would  be  more  impressive 
than  the  wide  band  types.  Unfortunately,  this  is  a 
generalization  not  substantiated  by  published  data. 
Several  surveys  bear  this  out: 

1.  Even  if  one  looks  only  at  the  data  for  potassium 
nitrate,  data  from  the  world  survey  conducted  by 
the  Photoelectric  Spectrophotometry  Group  [11], 
indicate  a  spread  of  results  for  both  absorbance 
and  peak  wavelengths  that  is  unacceptably  broad. 

2.  In  mid  1971,  the  College  of  American  Pathol- 
ogists (CAP)  surveyed  narrow  band  spectro- 
photometers in  a  number  of  clinical  laboratories 
in  the  United  States  [12].  Solutions  in  sealed 
ampules  included  potassium  dichromate  (25,  50, 
100  mg/1  in  0.01  N  H2SO4);  Thomson  Solution 
i,  i  full  strength);  alkaline  potassium  chromate 
(40  mg/1  in  0.05  N  KOH).  Data  for  some  of  these 
solutions  are  summarized  in  figure  1.  The  means 
and  two  standard  deviations,  as  well  as  coeffi- 


cients of  variations  are  graphically  shown.  At 
257  nm,  the  intra-instrument  variability  is  aston- 
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Figure  1.    Performance  of  narrow  band  spectrophotometers  in  the 
United  States. 

Data  from  the  report  of  the  Subcommittee  on  Instrumentation, 
College  of  American  Pathologists  (1971). 
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ishingly  high;  at  the  other  wavelengths,  the  coeffi- 
cient of  variation  varied  from  5-7  percent. 
By  contrast,  a  number  of  laboratories  in  New  York 
State  were  surveyed  at  about  the  same  time  by  the 
New  York  State  Department  of  Health  [10].  Some 
of  these  data  are  shown  in  figure  2.  By  compari- 
son, the  variability  of  instruments  in  the  New 
York  State  survey  was  remarkably  low. 


MEAN  ABSORBANCE 
0713 

-2S.D.    0703-1-0.723     +2  SB     CV=  0.7  % 
0709 

RELD  LABS  0.674—^  0.744  CV=2.5% 


257  nm  (492  mg/l) 


REFERENCE 
LABS 


350  nm  (49.4  mj/l) 
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0.528 
0.520-|— 0.536 


CV=  0.8  % 


FIELD  LABS 


CV=  2.9  % 


0524 
Q494  1  0554 

Acid  Dlchromat« 

Figure  2.    Performance  of  narrow  band  spectrophotometers  in 
New  York  State. 

Data  from  Vanderlinde,  R.,  Report  of  a  Survey,  N.Y.  State  Depart- 
ment of  Health  (1971). 

If  the  CAP  results  are  representative  of  the  range  of 
spectrophotometric  performance  in  this  country,  then 
we  need  to  be  concerned  with  the  effect  of  such 
variable  performance  upon  accuracy  and  precision. 
This  point  is  amphfied  in  table  4.  The  data  represent 
the  absorptivity  of  acid  dichromate  computed  from 
the  CAP  survey  for  three  concentrations.  Shown  are 
the  high,  low  and  mean  values  as  well  as  data  obtained 
in  our  laboratory.  It  is  obvious  that  any  analyses 
requiring  an  absorptivity  for  conversion  of  absorbance 
to  concentration  would  be  seriously  in  error,  if  a 
Uterature  value  were  used. 

It  is  also  worth  noting  that  the  currently  accepted 
value  of  10.69  for  the  absorptivity  of  acid  dichromate 
(in  0.1  H2SO4)  was  not  met  even  at  the  mean  [13]. 
Our  values  were  also  somewhat  low.  By  contrast,  we 
obtained  10.65  and  10.63  for  the  50  mg/l  and  100 
mg/l  solutions  in  the  New  York  State  survey. 


Table  4.    Absorptivity   of  Potassium 
0.01  H2SO1 

(350  nm) 


Dichromate  in 


25  mg/l 

High 

12.24 

Mean 

10.48 

Low 

8.72 

Pepper  Lab 

10.36 

50  mg/l 

High 

11.92 

Mean 

10.48 

Low 

8.04 

Pepper  Lab 

10.58 

100  mg/l 

High 

11.83 

Mean 

10.09 

Low 

8.35 

Pepper  Lab 

10.38 

■  College  of  American  Pathologists,  Instrumentation  Survey, 
May  1971  [12]. 


It  is  difficult  to  feel  complacent  about  the  reliabihty 
of  measurements  on  narrow  band  instruments  in  the 
clinical  labs  in  this  country.  When  variabiUty  of 
±  10  percent  to  ±  39  percent  can  occur,  then  surely 
the  accuracy  of  analyses  performed  on  such  equipment 
must  be  severely  questioned. 

C.  Automatic  instrumentation 

To  this  author's  knowledge,  no  studies  of  the 
photometers  used  in  automatic  instrumentation  have 
been  published.  However,  intra-laboratory  surveys  of 
analytical  variability  have  been  conducted  [14]. 
Results  have  been  analyzed  by  separation  of  the  data 
from  those  laboratories  using  automatic  methods 
from  those  using  manual  techniques.  Typical  data  are 
shown  in  table  5.  The  reasons  for  the  scatter  in  both 
instances  include  poor  standardization  and  photo- 
metric variability.  It  would  seem  in  order,  therefore, 
to  suggest  that  the  photometric  performance  of  auto- 
matic instrumentation  should  be  studied  in  order  to 


Substance  ^ 


Table  5.    Results  of  an  Intra-Laboratory  Trial  in  Britain  ^ 

Autoanalyzer  methods 


Manual  methods 


Number 

Mean 

S.D. 

Range ' 

Number 

Mean 

S.D. 

Range  ^ 

concentration 

concentration 

Phosphorus 

A.  131 

3.037 

0.406 

1.2  to  9.3 

35 

2.860 

0.273 

2.3  to  3.7 

B.  135 

7.758 

1.231 

3.1  to  10.4 

35 

7.906 

0.576 

6.6  to  9.0 

C.  134 

4.458 

0.469 

3.1  to  5.5 

35 

4.666 

0.243 

4.0  to  5.3 

Urea 

A.  59 

121.80 

15.33 

15  to  164 

113 

126.23 

6.62 

108  to  140 

B.  61 

67.03 

7.94 

53  to  86 

112 

65.32 

4.89 

45  to  92 

C.  60 

79.73 

9.60 

52  to  123 

112 

81.96 

4.81 

63  to  100 

'  From  Gowenlock,  A.  H.,  Ann.  Clin.  Biochem.  6,  126  (1969). 

^Samples  A  +  B  were  dried  sera;  Sample  C,  aqueous  solution. 

^  Range  includes  reported  results;  mean  and  S.D.  are  best  estimates. 
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assess  the  magnitude  of  the  photometric  component 
of  analytic  error.  At  the  least,  linearity  specifications 
and  standards  seem  to  be  required. 

VI.  Common  Sources  of  Spectrophotometric 
Error  and  Their  Possible  Effect  on  the 
Accuracy  and  Precision  of  Clinical  Chemical 
Analyses 

A.  Wide  Band  Instruments 

1.  Wavelength  — W a\e\engxh  error  is  of  considerable 
significance  if  colored  substances  with  sharp  absorp- 
tion bands  are  analyzed.  This  is  true,  of  course, 
because  the  rate  of  change  of  absorbance  with  wave- 
length will  probably  be  high  enough  to  cause  a  signifi- 
cant absorbance  error.  Usually,  however,  colored 
materials  with  appreciable  broad  absorption  bands 
are  analyzed  in  wide  band  instruments.  Hence,  clinical 
chemical  analysis  of  this  sort  is  Uttle  affected  by 
wavelength  error  over  moderate  intervals,  particularly 
if  standards  are  run  concurrently.  On  the  other  hand, 
it  is  well  known  that  the  optimum  wavelength  for  any 
procedure  is  at  the  peak  of  absorbance.  It  follows  that 
evidence  of  wavelength  accuracy  is  implicit  for 
reliable  definition  of  this  optimum  wavelength. 

2.  Photometric  Accuracy— It  is  difficult  to  give 
photometric  accuracy  unambiguous  meaning  in  wide 
band  instruments  [13].  Thus,  accurate  absorbance 
measurements  are  not  really  possible  in  this  type  of 
instrument. 

Some  idea  of  the  magnitude  of  the  errors  involved 
can  be  gained  by  study  of  table  6.  This  table  sum- 
marizes an  experiment  in  our  laboratory  in  which  a 
dilute  solution  of  reduced  nicotinamide  adenine 
dinucleotide  (NADH)  was  made  in  phosphate  buffer 
at  pH  7.4.  Concentration  1  was  twice  concentration  2. 
These  solutions  were  placed  in  19  mm  internal  diam- 
eter test  tubes  and  read  against  a  phosphate  blank  in 
wide  band  grating  instruments  of  10  and  20  nm 
bandpasses.  The  same  test  tubes  were  used  in  both 
instruments  and  the  readings  were  completed  within  a 
few  minutes. 


Table  6.  Absorbance  of  NADH  in  Two  Wide  Band 
Instruments  at  340  nm.  i'2.3- 

Instruments  Bandpass    Concentration!    Concentration  2  AA 

1  10  nm  0.304  0.156  0.148 

2  20  nm  0.233  0.126  0.107 


Instrument  2  gives  absorbances  significantly  below 
instrument  1.  (3)  If  NADH  coupled  enzymes  were 
being  assayed  and  the  NADH  concentration  changed 
from  Ci  to  C2,  instrument  2  would  have  given  an 
apparent  enzyme  activity  20  percent  below  instru- 
ment 1.  Such  differences,  traceable  to  instrumenta- 
tion, are  most  distressing.  This  is  further  evidence 
that  the  accuracy  of  spectrophotometric  measure- 
ments in  wide  band  instruments  is  questionable  and 
may  lead  to  significant  error. 

3.  Photometric  linearity  — The  wide  band  instruments 
used  in  most  laboratories  are  assumed  to  be  linear 
through  an  absorbance  of  1.0.  Earher  in  this  paper 
were  cited  data  indicating  variable  performance  of 
wide  band  instruments  with  respect  to  linearity  [8]. 
It  seems  clear  that  the  percentage  error  due  to  un- 
suspected nonlinearity  is  a  function  of  the  actual 
deviation  and  the  absorbance  at  which  nonlinearity 
becomes  evident.  Absorbance  errors  of  more  than  10 
percent  could  be  due  to  nonlinearity. 

4.  Photometric  Sensitivity—  Again,  the  British  are  to 
be  credited  for  recognizing  that  linearity  and  photo- 
metric sensitivity  are  both  important  instrument 
parameters  [9].  If  an  instrument  is  linear  through  an 
absorbance  of  one,  then  the  slope  of  the  line  relating 
absorbance  to  concentration  is  a  function  of  a  number 
of  variables.  These  include:  (1)  sample  size,  (2)  ab- 
sorptivity of  colored  complex,  (3)  optical  path,  (4) 
dilution  factor,  (5)  photometric  response.  Since  the 
slope  and  sensitivity  may  be  altered  by  more  than  one 
factor,  it  is  difficult  to  weight  the  photometric  com- 
ponent and  assign  its  contribution  to  analytical  error. 
Indeed,  there  seems  to  be  no  general  agreement  as  to 
what  constitutes  optimum  sensitivity. 

Some  indication  of  the  scope  of  the  photometric 
problem  may  be  obtained  by  reference  to  data  found 
in  table  7.  This  table  Lists  for  a  few  determinations  the 


Table  7.   Required  Sensitivity  of  Absorbance 


Measurements 

Medical 

Absorbance 

Absorbance 

Analyte 

decision 

sensitivity 

sensitivity 

level 

required 

required 

mgldl. 

(Autoanalyzer) 

(Manual) 

Glucose 

120  ±5 

0.013 

0.005 

BUN 

27  ±2 

0.010 

0.080 

Uric  Acid 

6  ±0..5 

0.067 

0.022 

Calcium 

11  ±0.2.5 

0.035 

0.080 

Phosphate 

4.5 ±  .025 

0.016 

0.080 

'  NAHD  dissolved  in  0. 1  M  phosphate  buffer  at  pH  7.4. 

^  Concentration  2  was  one-half  concentration  1. 

^  10  mm  round  test  tubes  used  for  photometric  readings. 

Several  conclusions  are  immediately  obvious  from 
these  data:  (1)  Instrument  1  shows  a  more  nearly 
linear  relation  of  absorbance  to  concentration.  (2) 


From  Barnett  [6]. 

acceptable  uncertainties  pointed  out  by  Barnett  and 
shown  in  table  1  [6].  If  we  use  actual  absorbance- 
concentration  relationships  found  for  each  of  these, 
then  for  each  of  Barnett's  uncertainties,  we  may  com.- 
pute  a  minimum  change  in  absorbance  which  must  be 
sensed  and  sensed  repeatably.  These  are  shown  in 


column  3  for  Autoanalyzer  *  procedures  in  our  labora- 
tory and  in  column  4  for  manual  procedures  as 
described  in  a  text  [141.  Inspection  of  these  data 
show  the  following;  (1)  The  minimum  sensitivity 
required  is  0.005  absorbance  and  the  maximum  is 
0.080.  (2)  Of  the  10  values  listed,  five  require  a  sensi- 
tivity of  0.022  or  less.  It  seems  likely  that  few  current 
wide  band  instruments  can  consistently  measure 
differences  of  0.005;  by  the  same  token  differences  of 
0.080  should  easily  be  measured.  It  should  also  be 
realized  that  absorbance  differences  of  0.022  require, 
in  general,  measurement  of  transmittance^values  that 
differ  by  1  percent  or  less.  Thus,  even  to  meet  Barnett's 
broad  tolerances  requires  spectral  measurements  of 
high  sensitivity  and  precision. 

B.  Narrow  Band  Instrumentation 

Narrow  band  spectrophotometers  are  used  for  the 
determination  of  a  number  of  substances,  some  of 
which  are  listed  in  table  8.  In  addition  to  these,  the 

Table  8.   Determinations  Performed  With  the  Use  of 
Narrow  Band  Spectrophotometers 

Bilirubin 

NADH  — coupled  enzymes 

Alkaline  phosphatase  (kinetic  —  usingsodium  dinitrophenol  phosphate) 

Barbiturates 

Diphenylhydantoin 

Doriden 

Tolbutamide 

Hemoglobin  derivatives 

Uric  acid  at  292  nm 

partial  characterization  of  the  purity  of  standards  by 
the  determination  of  molar  absorptivity  is  growing  in 
importance.  This  use  is  discussed  in  this  Journal  by 
Burnett.  (See  figs.  1  and  21 

Our  purpose  in  this  section  is  to  assess  the  signifi- 
cance of  commonly  encountered  spectral  errors  and 

Table  9.  Absorbance  of  Bilirubin  S 


their  effect  on  the  analytical  reliability  of  the  deter- 
minations involved.  It  would  be  beyond  the  scope  of 
this  article  to  exhaustively  catalog  each  of  the  various 
determinations.  Rather,  we  may  take  two  different 
procedures  and  discuss  some  aspects  of  each. 

First,  let  us  consider  the  spectrophotometric  deter- 
mination of  bihrubin  [1].  Typically,  a  1  to  50  dilution 
of  serum  may  be  made  and  the  absorbance  determined 
at  two  wavelengths,  (455  and  575  nm).  The  455  nm 
wavelength  represents  the  bihrubin  peak:  the  575  nm 
peak  may  be  used  to  correct  the  bilirubin  absorbance 
for  the  contribution  of  hemoglobin.  In  table  9  some 
computations  are  based  on  two  assumptions:  (1)  what 
we  are  dealing  with  is  a  hypothetical  serum  in  which 
no  interference  from  hemoglobin  or  other  absorbing 
substances  exist,  (2)  that  the  absorptivity  of  bilirubin 
in  serum  at  455  nm  is  60.1. 

If  we  refer  to  Barnett's  paper  we  may  note  that  the 
usual  medical  decision  level  for  serum  bilirubin  in  the 
newborn  infant  with  hemolytic  disease  is  20  mg/dl 
and  that  the  uncertainty  of  the  biUrubin  measurement 
at  this  level  should  be  ±  1.5  mg/dl.  One  can,  then, 
compute  the  expected  absorbances  that  might  be 
obtained  at  upper  and  lower  limits;  and  this  is  shown 
in  table  9,  column  4. 

It  is  to  be  noted  that  on  the  high  side,  the  expected 
absorbance  is  11  percent  above  the  nominal  and  on  the 
low  side  is  8  percent  of  the  nominal.  The  "allowable" 
spread  is  in  the  range  of  15-20  percent  of  the  mean. 
In  the  previously  cited  CAP  survey,  the  range  of  values 
reported  for  Thomson's  solution  at  450  nm,  was  10 
percent  of  the  mean.  Since  one-half  of  the  "allowable" 
variation  could  be  accounted  for  by  spectrophoto 
metric  error,  only  5-10  percent  remains  for  all  other 
sources  of  error.  It  seems  evident  that  reduction  of 
the  measurement  error  could  significantly  reduce 
analytical  error.  If  this  were  so,  the  allowable  limits 
might  be  set  even  lower  than  stated  by  Barnett. 

Similarly,  in  table  10  some  hypothetical  computa- 
tions with  respect  to  NADH  are  made.  That  which  is 
assumed  is:  (1)  the  "true"  molar  absorptivity  of  NADH 
is  6.2  X  10^,  (2)  a  10  percent  high  or  low  absorbance  error 

lutions  and  Medical  Decisions' 


Substance       Decision  level      Upper  and  lower  Absorbance  Absorbance  Percent  of 

limits^  at  limits  difference  decision  level 
mgldl 

Bilirubin                                      21.5  0.457  0.046  11 

20  mg/dl.  .411 

18.5  .379  .033  8 


'  Assumes  a  direct  spectrophotometric  procedure  reading  at  455  nm,  an  absorptivity  of  60.1  and  a  dihition  of  1/50  and  no  hemoglobin 
interference. 
2  See  Barnett  [6]. 


*In  order  to  adequately  describe  materials  and  experimental  procedures,  it  was  occa- 
sionally necessary  to  identify  commercial  products  by  manufacturer's  name  or  label.  In 
no  instances  does  such  identification  imply  endorsement  by  the  National  Bureau  of  Stand- 
ards, nor  does  it  imply  that  the  particular  product  or  equipment  is  necessarily  the  best 
available  for  that  purpose. 


can  occur  in  any  instrument,  (3)  the  "true"  absorp- 
tivity is  used  to  compute  enzyme  activity  in  inter- 
national units. 

If  such  absorbance  error  occurs,  then  in  column  3 
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Table  10.   Spectrophotometric  Error  and  Effective  Molar  Absorptivity  of  NADH  and  Its  Effect  on  Computed 

NADH-Coupled  Enzyme  Levels 


NADH  level 


Absorbance        Molar  absorptivity 


Normal  enzyme  concentration 
7.8  mg/dl.  0.700 
10  percent  low  0.630 
10  percent  high  0.770 
Elevated  enzyme  concentration 

10  percent  low 
10  percent  high 


6.2X103 
7  X 103 
5.7  X  103 

6.2  X  103 
7  X 103 
5.7  X  103 


Apparent  enzyme 
activity  (U) 


(Expected) 
32.4 
32.4 
32.4 
(Expected) 
404 
404 
404 


Enzyme  activity 
(corrected  for 
apparent  absorptivity) 


28.6 
35.0 


358 
437 


The  high  and  low  absorbance  values  are  assumed  as  possible  errors.  See  figure  1  for  justification. 


are  listed  the  apparent  molar  absorptivities  correspond- 
ing to  the  erroneous  readings.  In  column  4  are  listed 
activities  for  a  hypothetical  NADH  coupled  enzyme  in 
the  high  normal  range  and  a  typical  elevated  enzyme 
activity.  If  we  ignore  the  error  occurring  in  the  absorb- 
ance measurements  of  the  enzyme  activity  itself,  then  in 
the  last  column  are  listed  the  "true"  values  assignable 
to  these  two  enzyme  activities  based  on  NADH 
absorptivity  corresponding  to  the  high  and  low  errors. 
The  large  differences  are  obvious. 

Now  this  has  the  appearance  of  a  quantitative 
argument;  it  is  not  intended  to  be  so.  It  is,  rather,  a 
model  to  show  the  effect  of  spectrophotometric  error 
on  a  chnically  important  determination.  That  such 
error  can  occur  is  attested  to  by  the  data  in  figure  1, 
from  the  CAP  survey.  Two  coefficients  of  variation 
at  350  nm  were  observed  to  be  13.8  percent. 

The  common  sources  of  spectral  error  in  narrow 
band  instruments  are  well  understood.  Wavelength 
error,  nonlinearity,  photometric  inaccuracy,  and  stray 
hght  are  major  contributors.  Standards  for  each  of 
these  are  needed  urgently.^ 

C.  Automatic  Instrumentation 

Let  us  consider  the  photometers  in  use  in  automatic 
analyzers.  The  basic  photometric  requirements  seem 
clear  enough:  (1)  Given  a  chemistry  which  is  linear, 
it  is  expected  that  the  photometer  output  would  exhibit 
basic  conformance  to  the  Beer-Bouguer  Law  over  the 
range  of  transmittance  of  0.1  to  1.0.  (2)  The  sensitivity 
should  be  such  that  the  desired  or  optimum  absorbance 
concentration  relationship  is  achieved  and  sustained 
from  determination  to  determination. 

In  our  hands,  the  various  automatic  analyzers  seem 
to  yield  adequately  hnear  cahbration  lines  through  an 
absorbance  of  one.^  Linearity  should  not  be  considered 


*  It  is  recognized  that  there  are  other  sources  of  error  which  also  contribute.  Among 
these  are  variabiUty  in  optical  path  dimensions,  scatter  of  sample,  fluoresence  of  sample, 
reflections,  etc.  Some  of  these  were  reviewed  in  a  classic  paper  which  indicates  compeUing 
obstacles  to  the  determination  of  absolute  absorbance  [16].  Our  argument  here  is  that 
ehmination  of  major  sources  of  error  would  allow  analytical  accuracy  at  a  level  rarely 
approached.  The  question  of  the  measurement  of  absolute  absorbances  and  the  ehmination 
of  all  sources  of  error  is  a  most  diHicult  matter.  The  major  effort  now,  however,  should  be 
to  reduce  within  and  between  instrument  variahihty  and  error  to  less  than  1  percent. 

^  This  statement  does  not  imply  that  there  is  evidence  that  all  Autoanalyzer  determina- 
tions are  inherently  linear.  Some  are;  some  are  not. 


apart  from  sensitivity  since  considerable  flexibihty 
exists  with  respect  to  possible  ratios  of  sample  to 
reagent.  We  may  define  the  appropriate  sensitivity  as 
that  which  will  yield  a  change  in  absorbance  per 
defined  detection  hmits  (see  table  2)  clearly  within 
the  capability  of  the  photometric  system.  This  can  be 
done  by  selection  of  the  appropriate  sample  size; 
however,  one  may  be  hampered  because  the  concentra- 
tion of  analyte  which  spans  the  0—1  absorbance  range 
may  be  so  small  as  to  require  a  large  number  of 
dilutions  and  re-running  of  samples.  Some  compromise 
is  usucilly  accepted.  y 

An  experiment  was  performed  to  evaluate  the  ability 
of  an  Autoanalyzer  to  discriminate  small  changes  in  ) 
concentration.  Phosphate  solutions  in  the  range  3.23  to  ^ 
4.73  mg/dl  were  prepared  by  dilutions  of  weighed 
reagent  grade  phosphate  salt.  These  were  analyzed  on  . 
an  Autoanalyzer  (modified  Sumner  technique  [17]),  on  | 
three  separate  days.  On  each  day,  the  standards  used 
in  the  routine  lab  were  utifized  to  prepare  caUbration 
curves.  These  were  linear  over  the  concentration  ' 
range  1  mg/dl  to  12  mg/dl  (absorbance  range  0.065  to  h 
0.710).  The  equation  of  the  standard  line  was  com- 
puted by  Unear  regression;  this  equation  was  then  ^ 
used  to  compute  the  values  obtained  for  the  weighed 
materials.  Some  of  the  data  are  summarized  in  table  11. 

Over  the  three  experimental  days,  the  determined 
values  group  very  closely  with  the  maximum  range  not 
exceeding  0.22  mg/dl.  Although  all  estimates  are  lower 
than  the  weighed-in  values,  the  worst  case  under-  , 
estimates  by  only  0.18  mg/dl.  (See  day  2-3.12  mg/dl.) 
Thus  it  would  appear  that  at  least  for  aqueous  material,  , 
we  can  easily  estimate  phosphorus  within  0.25  mg/dl. 
This  falls  within  the  specifications  cited  by  Barnett  [6].^ 

! 

VII.  Current  Needs  for  Spectrophotometric  * 

Standards  l 

I 

The  National  Bureau  of  Standards  has  a  current  J 
program    related   to   spectrophotometric   standards. ' 


*  It  is  possibly  significant  to  mention  that  a  skilled  operator  used  the  instrument.  Further- . 
more,  there  is  no  evidence  that  the  same  sensitivity  would  apply  to  proteinaceous  materials  I 
To  obtain  data  of  this  quality,  standards  must  be  riui  each  time  the  analyzer  is  operated,  atj 
the  very  least. 
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Table  11.  Ability  of  an  Autoanalyzer  to  Distinguish 
Small  Changes  in  Concentration  Using 
Aqueous  Phosphate  Standards 

Weighed 


concentration 

Found 

High-low  range 

mgjdl. 

mgjdl. 

mgldl. 

Runl 

Run  2 

Run  3 

3.23 

3.27 

3.15 

3.25 

3.27 

3.05 

3.16 

0.22 

3.15 

3.25 

Mean  of  3  determinations  =  3.19 

3.46  3.50  3.42  3.42 

3.43  3.51  3.42  0.16 

3.42  3.34 
Mean  of  3  determinations  =  3.43 

3.69  3.69  3.60  3.59  0.19 

3.69  3.60  3.50 

Mean  of  3  determinations  =  3.61 

4.32  4.26  4.34  4.19  0.15 

4.26  4.34 
Mean  of  3  determinations  =  4.29 

4.73  4.73  4.70  4.61  0.12 

4.73  4.61  4.61 

Mean  of  3  determinations —  4.66 

Current  research  has  been  summarized  in  this  Journal 
and  in  another  pubhcation  [18]. 

A  major  contribution  of  this  program  is  the  current 
availability  of  calibrated  Schott  NG  Glass.  These 
glasses,  mounted  in  a  convenient  holder,  are  most 
useful  for  checking  photometric  accuracy  in  the  visible 
range. 

Other  standards  are  also  needed,  if  we  are  to  hope 
for  spectrophotometric  measurements  of  uniformly 
high  accuracy  and  precision.  A  summary  of  these 
follows: 

A.  Wavelength  Standards 

Suitable  wavelength  standards  of  universal  applica- 
bility are  strongly  indicated.  These  should  be  usable  in 
both  narrow  and  wide  band  instruments. 

6.  Photometric  Accuracy  and  Linearity 

Although  the  current  NG  glasses  are  excellent,  it 
appears  that  a  more  neutral  glass,  optically  more 
homogeneous,  would  allow  calibration  to  ±0.1  per- 
cent relative  transmittance.  The  capability  of  use  in 
the  ultraviolet  would  be  a  most  important  specification. 
Additionally,  these  glasses  should  be  usable  in  wide 
band  instruments. 

Chemical  standards  are  also  needed  for  both  narrow 
and  wide  band  instruments  for  primary  use  in  hnearity 
and  sensitivity  evaluation.  These  would  also  be  useful 
when  necessary  to  prove  that  accurate  spectrophoto- 
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metric  measurements  can  be  made  with  liquids.  This 
in  contrast,  of  course,  to  proof  that  the  photometric 
accuracy  of  an  instrument,  itself,  is  acceptable.  Chemi- 
cal standards  should  also  be  available  for  checking  the 
linearity  and  sensitivity  of  the  photometers  used  in 
automatic  analyzers. 

Stray  light,  of  major  significance  in  ultraviolet 
measurements,  needs  a  standard  method  for  its 
measurement. 

Spectrophotometric  grade  cuvettes  need  to  be  speci- 
fied with  respect  to  optical  path  length  and  wedge.  A 
standard  method  of  measurement  needs  to  be  estab- 
lished. Dr.  Barnett's  paper,  I  believe,  indicates  the 
importance  of  cuvette  error  in  spectrophotometric 
systems. 

Last,  but  not  least,  it  should  be  emphasized  that 
independent  means  for  defining  and  measuring  photo- 
metric accuracy  need  continued  research.  The  pres- 
ence of  the  high  accuracy  instrument  at  the  Bureau 
should  afford  a  useful  tool  for  study  of  the  problems 
related  to  this  fundamental  question. 

Vli.  Summary 

This  paper  has  discussed  the  role  of  spectrophoto- 
metric standards  in  the  clinical  laboratory.  Its  under- 
lying thesis  is  that  errors  in  the  color  measuring  step 
of  photometric  analysis  have  largely  been  ignored. 
Errors  occurring  in  this  step  can  and  do  contribute 
significantly  to  analytical  error.  It  can  be  shown  that 
errors  traceable  to  the  color  measuring  step  can  be  of  a 
magnitude  such  that  medical  decisions  are  made  more 
difficult  or  may  cause  harm  to  the  patient. 


The  assistance  of  Mrs.  A.  Ritz  in  obtaining  some  of 
the  data  in  this  paper  is  recognized  with  pleasure.  The 
criticism  of  D.  Arvan,  who  read  the  entire  manuscript, 
was  most  helpful. 
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Spectrophotometric  Standards 
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To  be  useful,  spectrophotometric  measurements  must  be  believable  and  practical.  The  basic 
standard  tor  any  believable  spectrophotometric  measurements  is  the  ability  to  accurately  compare 
fluxes  of  radiation  within  the  framework  of  a  well-defined  geometry.  The  emphasis  in  the  program 
proposed  for  the  Institute  for  Basic  Standards  is  to  develop  such  ability  over  the  broadest  range  of 
spectrophotometric  measurements.  Establishing  such  a  basis  will  enable  the  National  Bureau  of  Stand- 
ards to  render  real  assistance  to  those  who  deal  with  the  problem  of  making  practical  measurements 

Key  words:  Photometric  accuracy;  standards,  spectrophotometric. 


Spectrophotometric  standardization  is  probably 
best  described  as  elusive.  This  is  not  to  say  that  it 
is  an  animated  being  which  goes  skulking  from  one 
hiding  place  to  another,  nor  is  it  something  which 
cannot  be  obtained.  Rather,  its  elusiveness  hes  in 
the  extreme  care  required  to  define  what  is  to  be 
measured  and  to  make  sure  that  something  else  is 
not  being  measured  instead.  Very  seldom  is  there  a 
one-to-one  relationship  between  the  spectrophotom- 
eter output  and  the  desired  quantity.  To  standardize 
a  useful  spectrophotometric  measurement  is  to  deter- 
mine what  actual  relationship  exists. 

This  assertion  can  best  be  illustrated  in  terms  of 
very  high  accuracy  measurements.  The  careful  worker 
in  spectrophotometry,  as  it  is  presently  apphed,  can 
in  general  feel  confident  of  an  accuracy  of  plus  or 
minus  0.005  in  transmittance  in  the  visible  range  and, 
under  very  favorable  circumstances,  attain  a  con- 
fidence to  0.002.  Very  high  accuracy  measurement  for 
the  purposes  of  this  discussion  would  correspond  to 
confidence  to  within  less  than  0.001  in  transmittance 
in  the  visible,  with  corresponding  degradations  in 
the  more  difficult  wavelength  regions  and  for  more 
difficult  geometries.  At  this  level,  the  effects  to  be 
discussed  are  very  important  and  can  determine 
success  or  failure  in  achieving  the  desired  accuracy. 
It  should  also  be  borne  in  mind  that  where  the  ac- 
curacy really  counts  is  in  determining  the  desired 
property  of  the  material  being  investigated,  which  is 
seldom  completely  or  even  partially  an  optical  prop- 
erty. If  the  coupling  between  the  property  of  interest 
and  the  measured  spectrophotometric  quantity  is 
weak,  as  is  the  case  in  many  heahh  and  environmental 
measurements,  it  may  be  necessary  to  achieve  a  very 
high  spectrophotometric  accuracy  in  order  to  measure 
the  desired  property  even  crudely.  Consider  as  an 


example  some  of  the  factors  which  enter  into  the 
problem  of  determining  the  concentration  of  a  solute  in 
a  solution,  such  as: 

a.  Linearity  — Although  it  is  important  to  know  the 
linearity  of  an  instrument,  knowing  it  is  not  sufficient 
to  assure  accuracy  in  measuring  transmittance,  since 
many  other  factors  contribute  to  producing  the 
spectrophotometer  output.  It  should  also  be  noted 
that  gages,  such  as  filters,  which  have  been  caUbrated 
on  one  instrument  cannot  provide  a  highly  accurate 
means  of  determining  the  linearity  of  another  instru- 
ment, since  gages  have  a  number  of  properties  which 
are  measured  in  different  ways  by  different  instruments. 

b.  Image  Shift  — Since  inserting  a  medium  in 
the  beam  changes  the  optical  path  length,  the  focus, 
and  hence  the  way  the  receiver  is  illuminated,  will 
be  changed.  Also,  if  the  sample  is  tipped,  as  is  some- 
times done  to  reduce  the  effect  of  interreflections, 
the  Ught  reaching  the  receiver  wiU  be  shifted  later- 
ally. If  the  receiver  is  at  aU  sensitive  to  such  varia- 
tions in  illumination,  the  spectrophotometer  will 
measure  this  effect  as  well  as  transmittance. 

c.  Reflections  — In  the  usual  arrangement  of  a 
solution  in  a  cuvette,  there  will  be  four  surfaces  at 
which  reflections  occur,  and  multiple  reflections 
between  these  surfaces  contribute  to  the  spectro- 
photometer output  in  most  cases.  If  there  are  any 
transmitting  glasses  such  as  lenses  or  windows  in 
the  spectrophotometer,  there  can  be  additional  effects 
due  to  reflections  from  these. 

d.  Index  of  Refraction  — The  index  of  refrac- 
tion of  a  solution  fluctuates  strongly  in  the  wavelength 
range  occupied  by  an  absorption  fine.  This  change 
in  refractive  index  will  in  turn  cause  image  shifts  and 
changes  in  reflections  within  that  range  of  wavelengths. 
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This  again  will  appear  as  a  part  of  the  spectropho- 
tometer output. 

e.  Identification  of  properties  — Even  if  a 
spectrophotometer  were  made  to  measure  trans- 
mittance  perfectly,  transmittance  per  se  is  often  not 
the  property  of  interest.  Transmittance  is  a  complex 
quantity  which  depends  upon  the  measurement 
geometry  and  several  properties  of  the  sample,  and 
thus  is  not  simply  related  to  a  single  property  such  as 
the  concentration  of  a  solute  in  a  solution. 

The  foregoing  discussion  has  dealt  with  some  of  the 
interactions  between  spectrophotometer  and  test 
sample.  There  are,  of  course,  other  sources  of  diffi- 
culty such  as  scattering  of  light  by  the  sample,  changes 
in  the  sample  with  temperature  and  stray  light  from 
the  monochromator.  All  of  these  also  contribute  to 
the  spectrophotometer  output. 

The  point  to  be  made  here  is  that  if  high  spectro- 
photometric  accuracy  is  to  be  achieved,  these  effects 
must  be  accounted  for.  The  electronics,  optics,  detec- 
tors and  readouts  of  the  spectrophotometers  available 
have  been  greatly  improved,  so  that  these  instruments 
can  be  made  much  more  stable  and  more  sensitive 
than  they  were  five  or  ten  years  ago.  The  result  has 
been  more  than  an  order  of  magnitude  improvement 
in  precision,  but  there  has  been  no  corresponding 
improvement  in  accuracy.  Improving  accuracy  can 
only  come  about  through  concerted  efforts  by  instru- 
ment makers,  standards  laboratories,  and  those  who 
need  to  perform  very  accurate  spectrophotometric 
measurements. 

Instrument  makers  should  at  the  very  least  make 
the  optical  layout  of  each  instrument  known  in  com- 
plete detail  so  that  the  owner  or  prospective  owner 
can  see  what  stands  in  the  way  of  his  achieving  the 
accuracy  he  needs.  It  would  also  be  a  great  contribu- 
tion if  each  new  instrument  intended  for  high  accuracy 
work  were  designed  for  accuracy  in  a  particular  type 
of  measurement,  without  undue  concern  that  it  give 
the  same  "numbers"  for  a  given  filter  that  last  year's 
instrument  gave. 

The  standards  laboratorv  has  a  many-faceted  role 
in  standardization  for  high  accuracy.  Research  should 
be  conducted  to  find  how  the  magnitude  of  each  of  the 
various  contributions  to  error  can  be  determined,  to 
find  in  which  case  corrections  can  be  made,  and  in 
such  cases  give  practical  procedures  for  making  the 
corrections.  When  special  gages  are  needed  to  aid  in 
a  particular  step  of  calibration,  the  standards  labora- 
tories should  see  that  these  are  available  and  that  all 
the  pertinent  properties  of  these  gages  are  made 
known.  For  example,  for  very  high  accuracy  work,  the 
absorbance,  index  of  refraction,  thickness  and  scatter- 
ing properties  of  a  filter  should  be  supphed  by  the 
standards  laboratory  instead  of  just  a  transmittance 
value.  For  such  work  it  makes  no  sense  for  a  standards 
laboratory  to  pass  out  gages  with  a  "best  value"  of 
some  single  property  attached.  The  standards  labora- 


tory must  maintain  a  versatile,  thoroughly  evaluated, 
and  carefully  documented  measurement  system  in 
order  to  perform  its  own  work  and  evaluate  the  work 
of  others.  Also,  the  standards  laboratory  must  con- 
stantly be  aware  of  new  developments  in  spectro- 
photometry and  maintain  a  close  haison  with  all 
groups  involved  in  the  measurements  in  order  to  assist 
everyone,  including  the  standards  laboratory  itself, 
to  achieve  the  needed  measurements. 

The  uhimate  responsibility  for  standardization  of 
very  high  accuracy  measurements  hes  in  the  person  or 
persons  performing  the  measurements.  The  user  must 
take  the  steps  necessary  to  determine  what  stands  in 
the  way  of  his  obtaining  the  particular  data  he  desires 
with  his  particular  instrument  and  make  appropriate 
corrections.  The  operator  of  the  spectrophotometer 
may  have  the  knowledge  and  experience  to  do  this  on 
his  own,  or  he  may  have  to  rely  heavily  on  instructions 
provided  by  others,  but  he  is  the  one  who  must  stand- 
ardize his  measurements. 

What  has  been  described  is  spectrophotometric 
standardization  for  very  high  accuracy  — standardiza- 
tion for  the  future,  since  very  high  accuracy  spectro- 
photometry is  not  being  used  at  the  present.  However, 
factors  such  as  those  listed  in  the  early  part  of  this 
discussion  contribute  to  any  measurement,  and  they 
should  be  considered  when  making  measurements  at 
any  level  of  accuracy.  The  cost  in  effort  to  obtain 
very  high  accuracy  measurements  will  be  great,  so 
it  is  extremely  important  to  attempt  them  only  where 
the  anticipated  benefits  will  be  correspondingly 
great  — they  certainly  should  not  be  attempted  when 
not  really  needed.  Very  high  accuracy  measurements 
can  be  obtained  with  diligence  on  the  part  of  those 
making  the  measurements,  and  support  for  such 
measurements  can  be  provided  by  instrument  makers 
and  standards  laboratories,  but  a  change  in  attitude 
and  approach  by  all  may  be  required  before  they  are 
achieved. 

To  be  useful,  spectrophotometric  measurements 
must  be  believable  and  practical.  The  basic  standard 
for  any  believable  spectrophotometric  measurements 
is  the  ability  to  accurately  compare  fluxes  of  radiation 
within  the  framework  of  a  well-defined  geometry. 
The  ability  to  relate  the  results  of  such  measurements 
to  a  property  which  is  to  be  determined  can  only  be 
achieved  through  careful  interpretation  of  the  spectro- 
photometric output  based  on  considerations  such  as 
those  described  above.  The  emphasis  in  the  program 
being  proposed  for  the  Institute  for  Basic  Standards 
is  to  develop  a  strong  measurement  capability  over  the 
broadest  possible  range  of  spectrophotometric  meas- 
urements. Estabhshing  such  a  capabihty  will  enable 
the  National  Bureau  of  Standards  to  render  real  as- 
sistance to  those  who  deal  with  the  problem  of  making 
practical  measurements  for  a  given  application. 

(Paper  76A5-737) 
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Absolute  Spectrofluorometry 
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The  last  10  years  has  seen  the  increasing  publication  of  the  emission  spectra  of  organic,  inorganic 
and  metal-chelate  compounds,  but  there  is  no  agreed  method  of  presentation  of  such  spectra.  In  the 
few  cases  where  corrected  emission  spectra  have  been  published,  there  is  often  no  mention  of  the  units 
used  for  the  intensity  coordinate  or  the  method  used  for  correcting  spectra.  A  method  of  reporting 
absolute  fluorescence  spectra  originally  put  forward  in  1962  will  be  reexamined  and  improved.  The 
two  best  known  methods  for  calibrating  spectrometers  for  absolute  spectrofluorometry:  (a)  standard 
tungsten  lamp,  (b)  quantum  counter  method,  will  be  critically  examined,  and  the  limitations  and  possi- 
ble improvements  in  accuracy  will  be  proposed.  The  criteria  for  an  emission  standard  will  be  examined 
and  the  use  of  emission  standards  for  calibrating  spectrofluorometers  discussed.  It  is  suggested  that 
the  distribution  of  emission  standards  to  laboratories  measuring  corrected  fluorescence  spectra  and 
the  analysis  and  publication  of  the  results  should  be  done  in  the  near  future. 

Key  words:  Actinometers;  calibration  of  spectrofluorometers;  detectors,  absolute:  fluorescence  spectra, 
corrected;  quantum  counters:  spectrofluorometers,  design;  spectrofluorometry,  absolute;  standard 
lamps;  standards,  fluorescence;  thermopiles. 


I.  Introduction 

Although  fluorescence  from  organic  molecules  or 
molecular  complexes  has  been  used  for  many  years  as 
a  method  of  trace  analysis  especially  in  biochemical 
and  medical  work,  it  was  not  until  the  introduction  of 
commercial  spectrofluorometers  in  the  1950's  that 
fluorescence  spectra  began  to  appear  in  the  literature 
in  any  great  numbers.  The  selectivity  and  accuracy  of 
analysis  were  greatly  improved  by  measuring  fluores- 
cence spectra  and  also  it  became  possible  to  recognize 
organic  molecules  in  very  dilute  solution  from  their 
fluorescence  spectra.  The  use  of  fluorescence  spectra 
in  many  photophysical  investigations  such  as  determi- 
nation of  quantum  efficiencies  of  fluorescence,  studies 
on  the  configuration  of  ground  and  excited  states,  elec- 
tronic energy  transfer  and  so  on,  has  become  increas- 
ingly important  in  the  last  10  or  15  years  [1,  2].^ 

The  emission  spectrum  recorded  by  a  spectro- 
fluorometer,  unlike  an  absorption  spectrum,  is  greatly 
distorted  by  the  response  function  of  the  instrument 
(sensitivity  as  a  function  of  wavelength),  and  by 
artefacts  such  as  scattered  light  in  the  analyzing  mono- 
chromator.  The  response  function  of  the  spectro- 
fluorometer  is  determined  by  the  transmission  of  the 
monochromator  as  a  function  of  wavelength,  the  spec- 
tral sensitivity  of  the  detector  (usually  a  photomulti- 
plier  tube)  and  the  variation  in  transmission  and 


'  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


focusing  properties  of  lenses  (if  used)  with  wavelength. 
The  response  function  can  only  be  reliably  measured 
by  using  a  source  of  known  spectral  energy  distribu- 
tion. Absolute  spectrofluorometry,  therefore,  is  mainly 
concerned  with  the  problem  of  obtaining  sources  with 
accurately  known  spectral  distributions. 

Despite  increasing  publication  of  fluorescence  spec- 
tra, especiaUy  in  the  last  10  years,  it  is  disappointing  to 
find  that  most  spectra  have  not  been  corrected  in  any 
way  and  are  thus  of  limited  use  to  other  workers.  In 
the  few  cases  where  corrected  spectra  have  been  pub- 
lished, it  seems  customary  to  give  the  intensity  "in 
arbitrary  units"  and  provide  no  information  on  the 
dimensions  of  the  units  or  the  method  used  for  correc- 
tion. Those  who  publish  fluorescence  spectra  should 
take  note  of  a  joint  statement  made  by  a  number  of 
investigators  in  1962  [3]  which  stresses  the  impor- 
tance of  reporting  the  method  of  correction,  subtracting 
"background  fluorescence"  and  using  appropriate 
units  (e.g.  quanta  s"'  per  unit  wave  number  interval). 
This  list  has  been  extended  by  Demas  and  Crosby  [4] 
to  include  those  factors  which  are  important  when 
measuring  quantum  efficiencies  of  fluorescence  from 
emission  spectra. 

In  view  of  the  fact  that  absolute  calibration  of  spec- 
trofluorometers is  an  exacting  task  requiring  equip- 
ment not  available  in  many  laboratories,  it  would  seem 
important  to  encourage  the  use  of  fluorescence  emis- 
sion standards.  These  can  be  used  in  three  ways:  (a) 
for  presentation  alongside  the  spectrum  being  investi- 
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gated  so  that  the  reader  can  correct  the  spectrum  from 
the  most  recently  known  figures  for  the  standard,  (b) 
for  calibrating  spectrofluorometers,  (c)  for  use  in  a 
ratio  spectrofluorometer  to  give  the  ratio  of  the  un- 
known to  standard  at  each  wavelength.  Some  stand- 
ards have  already  been  proposed  [5,  6,  7],  but  new  ones 
need  to  be  found,  especially  in  the  ultraviolet  and  near 
infrared  regions. 

In  this  account  of  absolute  spectrofluorometry,  no 
attempt  has  been  made  to  completely  review  the  htera- 
ture.  The  reader  will  find  further  references  in  the 
recent  review  article  on  photoluminescence  quantum 
yields  by  Demas  and  Crosby  [4].  Rather  the  emphasis 
will  be  on  the  experimental  methods  in  absolute  spec- 
trofluorometry with  a  critical  examination  of  methods 
of  calibration,  suggestions  for  improving  accuracy  and 
recommendations  on  nomenclature. 

il.  Definitions 
A.  Units 

The  recommended  radiometric  and  photometric 
units  as  defined  by  the  Systeme  International  d'Unites 
(SI),  are  the  joule  (J),  the  watt  (W)  and  the  lumen  (Im). 
The  symbols  and  defining  equations  for  quantities 
used  in  emission  studies  are: 


radiant  energy 
radiant  flux.  <p 
irradiance,  E 
spectral  irradiance,  E{\.) 


=  C>(J) 
=  dQ\dt  (W) 
=  dipldA  (W  m- 
=  dEld\  (W  m- 


nm"') 


The  spectral  irradiance,  E(K),  is  commonly  used  to 
record  the  output  of  black  bodies  and  tungsten  lamps. 
Unfortunately,  there  are  no  SI  units  for  photon  quanti- 
ties and  in  this  review  we  will  use  the  nomenclature 
recently  recommended  by  Muray,  Nicodemus,  and 
Wunderman  [8].  The  authors  propose  placing  a  "g" 
as  a  subscript  on  radiometric  quantity  to  denote  a 
photon  quantity.  Thus  the  photon  units  for  some  of  the 
emission  quantities  would  be: 

photon  energy  =Qg(hv) 
photon  flux,  if,/  =dQqldt  (hv  s~') 

photon  irradiance,    Eq  —  d^pqldA  {hv  s"'  m"') 
photon  spectral  irradi- 
ance,      A.)  —  dEqIdk  [hv  s"'  m"'-  nm"') 
or    Eqip)  =dEqldv  (hv  s~'  m"-  (cm"')~*) 

In  the  past,  the  quantity  Eq(v)  has  been  variously 
labelled  /.  q.  Q(v).  etc.,  but  the  new  symbol  would 
appear  to  be  less  confusing  and  we  recommend  its 
adoption. 

B.  Presentation  of  Emission  Spectra 

The  integrated  corrected  emission  spectrum  is  pro- 
portional to  the  fluorescence  efficiency.  The  most  use- 
ful quantity  for  photochemists  is  the  quantum  fluores- 


or  I    Eq{v)dv.  Thus  the  most  useful  spectra  for  pub- 
Jo 

hcation  are  Eq(k)  or  Eq{v)  spectra  in  which  the  maxi- 
mum of  the  curve  is  given  as  Eq{v)  =  1.00.  Many 
workers  report  fluorescence  spectra  on  a  wavelength 
scale,  but  a  wave  number  scale  is  to  be  preferred  espe- 
cially when  vibrational  structure  is  present.  It  is  im- 
portant to  remember  that  the  shapes  and  positions  of 
the  peaks  of  fluorescence  spectra  depend  on  the  units 
used.  This  is  illustrated  in  figure  1.  Here  E{k)  and 
Eq(v)  for  quinine  in  1  N  H2SO4  are  plotted  on  the  same 
graph.  The  relation  between  the  various  units  for  emis- 
sion spectra  can  be  shown  from  the  work  of  Ejder  [9] 
to  be: 

\^E{K)  =  \:'Eq{\)  =  \Eiv)=Eq{v). 

Thus  emission  spectra  can  be  readily  transformed  by 
multiplying  by  the  appropriate  power  of  \;  e.g.  an 
Eq{v)  spectrum  can  be  converted  to  an  A.)  spectrum 
by  multiplying  by  A.  -. 
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Figure  1.    E^Cv)  and^iX)  spectra  of  quinine  (lO""  M)  in /V  H-.SOj. 
C.  Glossary 

The  following  abbreviations  will  be  used  in  the 
following  text,  diagrams  and  tables: 

FS  =  front  surface 
SV  =  side  view 

((?/  =  quantum  efficiency  of  fluorescence 
OD  =  optical  density  or  absorbance 
PM=  photomultiplier 
M=  monochromator 
QC  =  quantum  counter 
TP  =  thermopile 
S(i')  =  spectrofluorometer    response    function  re- 
quired to  give  Eq{v)  emission  spectra 
A.  =  wavelength  (nm) 
i>=  1/A=  wave  number  (cm~'). 
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ML  Equipment 

A.  Excitation  Sources 

Undoubtedly  the  most  popular  exciting  source  for 
fluorescence  is  the  high  pressure  xenon  lamp  in  combi- 
nation with  a  wide  aperture  grating  monochromator.  In 
order  to  get  sufficient  light  at  wavelengths  shorter  than 
300  nm,  it  is  common  to  use  lamps  of  450  watts  or 
larger  and  these  have  the  advantage  of  being  somewhat 
more  stable  than  the  lower  wattage  lamps.  If  a  very 
intense  exciting  source  is  needed,  a  medium  or  high 
pressure  mercury  lamp  can  be  used  with  appropriate 
filters.  When  measuring  the  fluorescence  spectra  of 
concentrated  solutions,  powder  or  single  crystals 
where  front  surface  illumination  is  necessary  (Sec.  V), 
stray  light  from  the  exciting  monochromator  can  be  a 
problem,  especially  if  the  fluorescence  emission  from 
the  sample  is  weak.  Stray  hght  can  either  be  hght  ap- 
pearing in  the  second  or  higher  orders,  or  instrumental 
scatter  of  many  wavelengths.  This  second  type  of 
instrumental  scatter  is  easily  demonstrated  by  placing 
the  eye  at  the  exit  slit  of  the  excitation  monochromator 
when  its  wavelength  is  set  in  the  UV  region.  Interfer- 
ence from  second  order  stray  light  can  be  greatly  re- 
duced by  using  suitable  nonfluorescent  cutoff  filters  or 
bandpass  filters  [10].  Unfortunately  few  commercial 
spectrofluorometers  have  filter  holders  and  it  is  neces- 
sary to  have  them  fitted.  Double  grating  monochroma- 
tors  will  reduce  instrumental  scattered  light  to  a  large 
extent,  but  the  throughput  is  also  reduced.  Good  practi- 
cal discussions  on  the  use  of  filters  and  monochroma- 
tors  is  given  by  Kortiim  [11]  and  Parker  [2]. 

The  amount  of  stray  light  from  a  Gillieson  type  mono- 
chromator (as  modified  by  Schroder  [12])  when  a 
mercury  lamp  is  placed  at  the  entrance  sht  is  shown  in 
figure  2,  dashed  line.  The  wavelength  setting  was  365 
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Figure  2.    Stray  light  in  excitation  and  analyzing  monochromators. 
#  =  mercury  lines. 

Dashed  line:  stray  light  from  excitation  monochromator  set  as 
365  nm  with  a  mercury  lamp  at  entrance  slit,  and  a  2c  filter  at  exit 
slit. 

Solid  line:  spurious  peaks  due  to  stray  light  in  analyzing  mono- 
chromator set  at  365  nm,  with  a  mercury  lamp  at  the  entrance  slit. 


nm,  the  bandwidth  was  20  nm  and  the  390  lines/mm 
grating  was  blazed  at  350  nm.  The  hght  output  was 
scanned  with  a  Jarrell-Ash^  1/4  meter  grating  mono- 
chromator. The  units  are  (p,,  for  the  mercury  lines  and 
Eq{v)  for  the  continuum.  A  Wratten  2  C  filter  (A.  cutoff 
at  390  nm)  was  placed  at  the  entrance  sht  of  the  1/4 
meter  monochromator  to  eUminate  errors  due  to  scat- 
tering and  multiple  diffraction  of  the  intense  line  in  the 
analyzing  monochromator  (see  Sec.  Ill,  B).  The  stray 
mercury  lines  may  be  further  reduced  by  choosing  a 
suitable  bandpass  filter  for  the  exciting  Une. 

B.    Analyzing  Monochromators 

The  most  readily  available  and  least  expensive  mono- 
chromator is  the  single  grating  instrument  based  on 
the  Ebert-Fastie  or  Czerny-Turner  mountings  (fig.  3, 
b  and  c). 

The  GiUieson  mounting  (fig.  3a)  is  sometimes  used 
in  monochromators  intended  for  excitation  purposes. 
Most  commercial  instruments  use  single  grating  mono- 
chromators and  provided  one  is  aware  of  their  Hmita- 
tions,  they  are  adequate  for  measuring  the  rather 
broad  fluorescence  spectra  given  by  organic  molecules 
in  solution.  The  advantages  of  grating  monochromators 
over  prism  ones  are:  (a)  hnear  wavelength  dispersion, 
(b)  high  aperture  and  (c)  easy  interchange  of  gratings 
for  different  spectral  regions.  However,  the  grating 
monochromator  generally  has  higher  scattered  light 
and  the  overlapping  of  orders  can  be  a  problem. 

The  most  important  source  of  stray  light  in  a  grating 
monochromator,  particularly  one  of  large  aperture,  is 
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Figure  3.    Types  of  grating  monochromators:  (a)  Gillieson,  (b) 
Ebert-Fastie,  (c)  Czerny-Turner.  (G  =  plane  grating). 


In  order  to  adequately  describe  materials  and  experimental  procedures,  it  was  occa- 
sionally necessary  to  identify  commercial  products  by  manufacturer's  name  or  label.  In  no 
instances  does  such  identification  imply  endorsement  by  the  National  Bureau  of  Standards, 
nor  does  it  imply  that  the  particular  product  or  equipment  is  necessarily  the  best  available 
for  that  purpose. 
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multiple  dififraction.  One  possible  pathway  for  double 
diffraction  is  shown  by  the  dashed  lines  in  Figure  3e. 
This  well  known  problem  has  not  been  quantitatively 
investigated  until  recently  [12,  13].  Multiple-diffracted 
light  can  be  reduced  with  a  mask,  but  this  reduces  the 
transmission  of  the  monochromator.  An  experimental 
determination  of  stray  light  in  the  Jarrell-Ash  1/4  meter 
grating  monochromator  with  a  grating  blazed  at  600  nm 
is  shown  in  figure  2,  solid  Une.  The  exciting  wavelength 
was  365  nm  and  the  baffle  inside  the  monochromator 
was  removed  for  these  measurements.  Many  of  the 
spurious  peaks  shown  are  due  to  muhiple  diffraction 
as  may  be  proved  by  removing  the  exciting  light  with 
a  Wratten  2  C  filter;  the  peaks  disappear,  but  the  stray 
mercury  lines  from  the  excitation  monochromator 
are  not  affected.  This  spurious  light  is  particularly 
troublesome  when  scattered  exciting  light  cannot  be 
avoided  as  when  measuring  multicrystalline  material 
from  the  FS  or  measuring  solutions  with  a  very  low 
fluorescent  intensity.  In  these  cases  it  is  advisable  to 
remove  the  exciting  Hght  with  a  sharp  cutoff  filter 
and  make  corrections  for  any  fluorescence  absorbed 
by  the  filter.  The  minimizing  and  correction  of  stray 
light  in  spectrofluorometry  will  be  further  discussed 
in  Section  V,  A. 

C.  Detectors  and  Amplifiers 

The  detector  used  in  spectrofluorometry  is  the  photo- 
multiplier.  End-window  photomultipliers  are  to  be 
preferred,  since  there  is  no  grid  in  front  of  the  photo- 
surface  to  obstruct  the  narrow  light  beam  from  the  exit 
slit  of  the  analyzing  monochromator.  A  quartz  window 
photomultipUer  with  an  S-20  photosurface  has  been 
found  to  have  good  sensitivity  over  the  range  220  to 
800  nm.  A  modern  tube  such  as  the  EMI  type  9698 
QB  has  a  very  low  dark  current  (~10~"'A)  and  does 
not  need  cooling. 

For  fluorescence  spectral  measurements  in  the 
range  800  to  1100  nm,  a  cooled  photomultiplier  with 
and  S-1  sensitivity  curve  is  commonly  used.  It  is 
possible  that  an  uncooled  P-I-N  silicon  diode  may 
prove  to  be  a  more  useful  detector  in  this  wavelength 
region  [14],  but  unfortunately  the  surface  areas  of 
silicon  photodiodes  presently  available  are  too  small  to 
be  useful  in  spectrofluorometry. 

For  amplification  of  photocurrents  of  ^  10"'^  A, 
sohd  state  electrometers  of  the  type  described  by  Wein- 
berger [15]  are  quite  adequate  and  inexpensive. 
Selectable  time  constants  ranging  from  0.1-2  s.  should 
be  included  in  the  amplifier  to  improve  the  signal-to- 
noise  ratio.  Photocurrents  less  than  10" A  are  best 
measured  by  photon  counting.  Not  only  is  it  possible  to 
use  simple  ampUfiers  and  discriminators  [16,  17]  but 
greater  accuracy  with  shorter  sampling  times  is 
achieved  [18].  It  should  be  noted  that  the  photo- 
cathode  should  be  at  ground  potential  when  the  photo- 
multiplier  is  used  for  photon  counting  to  minimize 
noise  due  to  current  leakage  from  the  photocathode. 

D.    Design  of  Spectrofluorometers 

Parker  [2]  has  discussed  the  design  of  spectrofluo- 
rometers and  several  instruments  have  been  described 


in  the  literature  [19-22].  Few  instruments,  however, 
are  completely  satisfactory  if  they  are  required  to 
perform  a  number  of  different  functions,  and  we 
believe  the  following  criteria  should  be  examined 
before  building  a  spectrofluorometer: 

(a)  There  should  be  space  around  the  sample  so 
that  heating  and  cooling  baths,  flow  cells,  liquid 
helium  Dewars,  etc.,  may  be  fitted. 

(b)  The  instrument  should  be  double  beam  in  order 
to  eliminate  light  source  fluctuation  and  have  the 
ability  to  measure  excitation  spectra. 

(c)  The  sample  should  be  capable  of  being  observed 
from  the  front  face  and  from  the  side. 

(d)  Excitation  light  source  should  be  easily  exchange- 
able. 

(e)  There  should  be  space  for  fitting  filters  at  the 
exit  beam  of  the  excitation  monochromator  and 
at  the  entrance  slit  of  the  analyzing  mono- 
chromator. 

(f)  Space  should  be  available  for  fitting  chopping 
discs,  e.g.,  for  measuring  phosphorescence 
spectra. 

(g)  The  scanning  speed  should  be  accurately 
adjustable  over  a  wide  range. 

(h)  Amphfiers  should  have  adjustable  time  con- 
stants to  improve  the  signal-to-noise  ratio. 

A  design  used  in  this  laboratory  which  meets  all  of 
these  requirements  is  shown  in  figure  4.  Three  con- 
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Figure  4.  Spectrofluorometer  design.  Ml,  M2  =  monochromators, 
Q  =  quartz  beam  splitter,  f=  filters,  M  =  spherical  aluminized 
mirror,  P  =  photocell,  PM  =  photomultiplier,  QC  =  quantum 
counter,  S  =  scatterer,  L  =  quartz  lens. 
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figurations  are  shown:  (a)  for  measuring  fluorescence 
spectra  using  FS  excitation,  (b)  for  measuring  fluo- 
rescence spectra  with  SV  and  (c)  configuration  for 
calibrating  the  analyzing  monochromator  and  photo- 
multipHer,  using  the  quantum  counter  method  (Sec. 
IV,  C).  Light  shields  have  not  been  shown  on  the  dia- 
gram. Excitation  spectra  can  be  measured  by  replacing 
P  in  figure  4a  with  a  quantum  counter.  The  two  signals 
from  the  monitoring  photocell  (or  quantum  counter 
photomultiplier)  and  the  analyzing  photomultiplier  are 
amplified  by  electrometers  and  led  to  a  ratio  recorder 
of  the  type  described  by  Haugen  and  Marcus  [19]. 
Components  are  held  rigidly  on  a  series  of  optical 
benches  contained  in  a  hinged  box  between  the  two 
monochromators. 

The  spectrum  recorded  by  spectrofluorometers  is 
usually  an  uncorrected  one  plotted  on  a  wavelength 
scale.  The  correction  of  the  spectrum  and  replotting 
on  a  wave  number  scale  is  very  laborious  and  instru- 
ments for  the  direct  correction  of  spectra,  as  they  are 
recorded,  have  been  described  [22,  23].  However  these 
corrected  curves  must  stiU  be  replotted  if  a  wave 
number  scale  is  required.  The  use  of  small,  inexpensive 
on-line  computers  is  becoming  increasingly  common 
and  in  the  future  it  is  likely  that  these  will  be  used  to 
correct  both  ordinates  and  plot  the  spectrum  directly. 
The  only  additional  equipment  needed  for  the  spectro- 
fluorometer  is  a  digital  voltmeter  with  binary  coded 
decimal  (BCD)  output  and  several  stepping  motors. 
Interfacing  to  a  small  computer  such  as  the  PDP-8 
presents  no  problems. 

IV.    Calibration  Methods 

A.  Introduction 

The  emission  spectrum  recorded  by  a  simple  spec- 
trofluorometer,  i.e.,  one  without  built-in  automatic 
correction  devices,  is  distorted  not  only  by  the  scat- 
tering artefacts  described  in  Section  III,  B,  but  also 
by  the  wavelength  dependence  of  the  detector  and 
monochromator  transmission.  Only  two  calibration 
procedures  for  determining  this  response  function 
have  so  far  been  developed.  The  first  method  depends 
on  the  assumption  that  a  tungsten  lamp  operated  at  a 
color  temperature,  Tc,  has  a  spectral  distribution  of  a 
black  body  at  Tc  K  multiplied  by  the  emissivity 
(e(A.))  of  tungsten: 


E{k)  = 


STThc  X-5e(\) 


[exp  (0.01438/Xrc)]-1 


(1) 


where  A.  is  in  meters. 

This  emission  standard  is  then  used  to  calibrate  the 
system  as  described  in  Section  IV,  B. 

The  second  method  makes  use  of  an  intense  source 
of  light  and  a  monochromator.  A  detector  of  known 
response  measures  the  watts  (or  quanta  s~')  emerging 
from  the  exit  sht  at  various  wavelengths.  This  cah- 
brated  source  is  then  used  to  determine  the  response 
function  of  the  spectrofluorometer.  These  two  methods 


will  be  critically  examined  in  Sections  B  and  C, 
following. 

It  is  important  to  note  that  the  spectrofluorometer 
is  not  being  calibrated  under  precisely  the  same  con- 
ditions that  pertain  to  the  measuring  of  fluorescence 
spectra.  Errors  may  arise  if:  (a)  different  areas  of  the 
grating  or  prism  are  illuminated;  (b)  diff^erent  areas 
of  the  photomultiplier  photocathode  are  illuminated; 
or  (c)  if  the  calibration  curve  depends  on  the  plane  of 
polarization  of  the  Ught. 

B.  Tungsten  Lamp  Calibration 

Vavilov  [33],  one  of  the  first  to  measure  a  corrected 
fluorescense  spectrum,  made  visual  spectrometric 
comparisons  between  the  output  of  a  tungsten  lamp 
of  known  color  temperature  and  the  radiant  flux  from 
a  fluorescent  solution.  The  greatest  source  of  error  in 
the  use  of  tungsten  lamps  appears  to  be  the  uncer- 
tainty in  the  spectral  emissivity  (e(X))  of  tungsten.  To 
overcome  this  error.  Stair  et  al.  [24]  at  the  National 
Bureau  of  Standards,  Washington,  D.C.,  individually 
caUbrate  tungsten  strip  lamps  against  a  high  tempera- 
ture black  body,  and  it  is  probable  that  these  lamps 
(type  U90)  are  the  most  accurate  spectral  radiant 
sources  presently  available.  The  uncertainty  in  out- 
put ranges  from  a  maximum  of  8  percent  at  short 
wavelengths  to  3  percent  at  long  wavelengths  [24]. 
A  description  of  the  use  of  a  standard  tungsten  lamp 
is  given  by  Christiansen  and  Ames  [25].  Certain 
precautions  must  be  taken  in  the  use  of  standard 
tungsten  lamps.  The  lamp  housing  dimensions,  the 
position  and  the  current  used  must  be  precisely  as 
specified  and  the  radiance  must  be  taken  normal  to 
the  tungsten  strip  from  a  small  area  in  the  middle. 

The  output  of  tungsten  lamps  is  very  low  in  the  near 
UV  region  and  care  must  be  taken  to  correct  for  stray 
fight  by  the  filter  subtraction  method  [25].  We  have 
found  in  practice  that  it  is  not  possible  to  use  the  NBS 
standard  lamp  below  about  340  nm  when  calibrating  a 
single  grating  monochromator  and  photomultiplier, 
owing  to  excessive  stray  fight. 

A  good  standard  lamp,  such  as  the  NBS  type  U90 
is  expensive,  difficult  to  use  and  has  a  fimited  fifetime. 
The  usual  practice  is  to  compare  the  standard  lamp 
against  an  inexpensive  lamp  which  is  used  as  a  second- 
ary standard.  Such  lamps  are  commercially  available. 
Care  must  be  taken  with  secondary  standards  that 
errors  are  not  introduced  by  reflections  from  the  glass 
envelope.  Lippert  et  al.  [5]  made  a  secondary  standard 
lamp  which  was  filled  with  argon  and  backed  by  a 
horn-shaped  absorber  of  the  sort  used  in  Raman 
spectroscopy. 

C.  Calibrated  Emission  Monochromator 

The  idea  of  taking  a  xenon  lamp  and  monochromator 
and  measuring  the  radiant  flux  from  the  exit  sHt  in 
order  to  cafibrate  a  monochromator  and  photomulti- 
plier appears  to  have  first  been  advanced  by  White 
et  al.  [26].  They  used  fluorescein  in  NaOH  to  detect 
the  number  of  quanta  s~'  emerging  from  the  mono- 
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chromator  over  the  wavelength  range  250  to  300  nm. 
Melhuish  [27]  and  Parker  [28]  describe  the  method  in 
more  detail.  Since  the  accuracy  of  the  method  depends 
primarily  on  the  detector  used  to  measure  the  radiant 
flux,  we  will  discuss  detectors  in  more  detail  below 
(Sec.  IV,  D).  A  fixed  fraction  of  the  flux  from  the  exit 
beam  of  the  exciting  monochromator  is  reflected  [27] 
or  scattered  [28]  into  the  analyzing  monochromator  and 
the  photomultipUer  current  measured  at  each  wave- 
length. Eastman  [29]  scatters  the  light  into  the  analyz- 
ing monochromator  with  colloidal  silica  (Ludox)  in 
order  to  have  a  geometry  close  to  what  will  be  used 
when  measuring  fluorescence  spectra.  In  calculating 
the  correction  factor,  Siv),  it  is  important  to  allow  for 
the  wavelength  dependence  of  the  scatterer  and  the 
transmission  characteristics  of  the  quantum  counter 
window  and  any  beam  splitters  used  in  the  optical 
system.  For  the  apparatus  used  in  this  laboratory 
(fig.  4c), 


Si'v)  = 


where  (Pq{  v)  =  relative  number  quanta  s~'  observed  by 
the  detector 
M{V)  =  reflectivity  of  scatterer 
J^i  ( i^)  =  transmittance    of    the    quartz  beam 
splitter 

J^2(t')  =  transmittance  of  the  quantum  counter 
window 
R{v)  —  recorder  deflection 

Equation  (2)  is  strictly  valid  only  if  S(i>)  is  constant 
over  the  bandwidth  of  slit  used  in  the  analyzing  mono- 
chromator, typically  4  to6  nm.  A  preUminary  calibration 
is  made  using  equation  (2)  to  determine  S(i>).  The 
correct  cahbration  factor  is  then  calculated  from 


.(i')  = 


W2{ 


(3) 


i'o)IS{p)'\R{v)dv 


where  S(i>o)  is  the  correction  factor  at  the  center  of 
the  scanned  band.  Scorr.  (^')  will  usucilly  differ  from 
S(i>)  by  not  more  than  2  or  3  percent,  except  in  the 
region  of  700  to  800  nm  where  the  photomultiplier 
sensitivity  changes  very  rapidly  with  wavelength. 
This  procedure  allows  one  to  choose  any  slit  width  for 
the  excitation  and  analyzing  monochromator  and  is  the 
most  reliable  method  to  use.  Very  Httle  error  is 


introduced  if  peak  heights  instead  of 


Riv)dv 


are 


measured  provided,  (a)  the  bandwidth  of  the  light 
leaving  the  excitation  monochromator  is  4  or  5  times 
less  than  the  bandwidth  of  the  analyzing  monochrom- 
ator and,  (b)  S{v)  does  not  change  rapidly  over  the 
bandwidth  defined  by  the  slit  of  the  analyzing  mono- 
chromator. Cahbration  by  measuring  peak  height  was 
used  by  Melhuish  [27]  and  Parker  [28],  a  procedure 


which  was  justified  because  S{v)  did  not  change 
rapidly  with  wavelength  over  the  wavelength  range 
investigated. 

It  has  been  pointed  out  by  B0rresen  and  Parker  [30] 
that  any  siUca  focusing  lenses  in  the  excitation  mono- 
chromator system  can  cause  calibration  errors  because 
a  constant  area  of  the  scatterer  receives  varying 
amounts  of  the  exciting  flux  depending  on  the  wave- 
length, while  the  quantum  counter  measures  the  total 
photon  flux  in  the  beam. 

The  accuracy  of  this  method  of  cahbration  rests  on 
the  accuracy  of  the  response  of  the  detector  measuring 
(fqiv)  (Sec.  IV,  D)  and  on  the  accuracy  to  which  the 
spectral  reflectivity  factor  M  {p)  is  known.  Aluminum 
films  were  used  in  the  calibration  technique  described 
previously  [27]  because  if  these  are  prepared  by  rapid 
evaporation  at  low  pressure,  the  reflectivity  is  constant 
over  a  wide  wavelength  range  [31].  The  reflectivity  of 
magnesium  oxide  seems  to  be  less  well  known.  Values 
published  by  Benford,  Schwartz  and  Lloyd  [32]  were 
obtained  using  an  integrating  sphere.  Multiple  scatter- 
ing in  the  sphere  could  result  in  a  lower  reflectivity  at 
some  wavelengths,  than  for  a  single  scattering.  We 
have  recently  found  that  the  spectral  reflectivity  of 
fresh  MgO  (1  mm  thick)  to  be  the  same  as  a  freshly 
deposited  aluminum  film  to  within  ±1.5  percent  from 
340  to  800  nm  (fig.  5).  There  was  a  slight  decrease 
(~3  percent)  at  300  nm,  the  shortest  wavelength 
investigated.  Good  values  of  M  {p)  for  single  scattering 
from  MgO  are  clearly  needed,  especially  since  the 
MgO  scatterer  is  used  in  the  determination  of  absolute 
quantum  efficiencies  of  fluorescence  [43]. 
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Figure  5.    Reflectivity  (M(\))  of  freshly  deposited  MgO  versus  a 
fresh  rapidly  deposited  aluminum  surface. 

D.  Detectors 

The  calibration  of  the  emission  monochromator  by 
measuring  the  energy  of  quanta  s~*  from  the  exit  beam 
requires  a  detector  with  an  accurately  known  spectral 
response.  Three  detectors  have  been  used  for  this  and 
each  of  these  will  be  critically  examined. 

(1)  Thermopiles:  These  detectors  are  coated  with 
a  layer  which  absorbs  the  radiation,  causing  the  heating 
of  a  number  of  thermopiles.  The  thermoelectric  current 
must  be  amplified  with  a  high  gain,  low  drift  current 
amplifier.  Thermopiles  are  generally  compensated  for 
changes  in  ambient  temperature,  but  warm  objects, 
such  as  the  human  body  or  a  hot  lamp  housing,  can 
cause  changes  in  output.  The  absorbing  coating  on 
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thermopiles  (lamp  black  or  blackened  gold)  is  often 
assumed  to  absorb  all  UV,  visible  and  infrared  light, 
but  this  is  not  true.  The  reflectivity  of  lamp  black  is 
known  to  increase  in  the  UV  region  and  so  for  a  properly 
calibrated  thermopile,  the  reflectivity  of  the  actual 
coating  on  the  junctions  ought  to  be  measured.  The 
response  curves  of  three  thermopiles  measured  by 
Christiansen  and  Ames  [25]  diff"er  considerably  from 
each  other  (40-80  percent  at  250  nm)  so  that  it  cannot 
be  assumed  that  aU  thermopiles  have  a  constant 
sensitivity  over  a  wide  wavelength  range.  The  chief 
disadvantage  of  the  thermopile  is  its  low  sensitivity. 
The  measurement  of  the  output  of  the  emission  mono- 
chromator  becomes  very  difficult  as  a  result  of  the 
narrow  bandwidth  required  (1  to  3  nm)  for  calibration 
of  the  analyzing  monochromator  and  photomultiplier. 
The  wide  wavelength  response  of  a  thermopile  might 
actually  be  a  disadvantage  since  stray  infrared  energy 
in  the  beam  would  also  be  detected.  White  et  al.  [26] 
and  Rosen  and  Edelman  [21]  have  used  thermopiles 
for  cahbration  purposes  on  the  assumption  of  the  flat 
energy  response. 

(2)  Quantum  Counters:  Early  investigations  by 
Vavilov  [33]  showed  that  the  energy  efficiency  of  many 
dyes  in  solution  was  approximately  proportional  to  the 
exciting  wavelength  (i.e.  (^/  independent  of  A.)  except 
near  the  absorption  maximum.  Further  work  by 
Anderson  and  Bird  [34] ,  Harrison  and  Leighton  [35] 
and  Bowen  [36]  showed  that  for  many  dyes,  (pf  was 
independent  of  wavelength  over  a  wide  range  and  that 
such  solutions  could,  therefore,  be  used  to  determine 
quanta  s~^  in  the  UV  and  visible  region  by  measuring 
the  ffuorescent  flux  from  a  fairly  concentrated  solution 
of  the  dye.  Rhodamine  B  (4  g/1  in  ethylene  glycol)  was 
first  tested  and  used  as  a  wide  range  quantum  counter 
by  Melhuish  [37] .  An  important  innovation  of  this  new 
quantum  counter  was  to  move  the  photomultiplier  so 
that  no  directly  transmitted  light  could  be  detected. 
It  was  now  possible  to  reliably  measure  the  quanta  s"^ 
in  a  broad  fluorescence  band  even  if  the  tail  of  the  band 
extended  beyond  600  nm.  The  preferred  geometry  for  a 
quantum  counter  is  that  of  Parker  [38]  which  not 
only  avoids  errors  from  directly  transmitted  light,  but 
uses  the  full  thickness  of  the  quantum  counter  as  a 
filter  (fig.  4c).  By  comparing  the  rhodamine  B  quantum 
counter  with  a  thermopile  [27,  39]  it  has  been  shown 
that  the  response  of  the  quantum  counter  is  constant 
to  within  about  ±5  percent  from  220  to  600  nm.  De- 
viations which  are  observed  may  in  fact  be  due  to  i  the 
thermopile  and  not  the  quantum  counter  [27].  Another 
method  of  testing  a  quantum  counter  is  to  use  one  for 
measuring  excitation  spectra.  For  an  ideal  quantum 
counter,  the  excitation  spectrum  should  agree  with  the 
absorption  spectrum,  provided  that  v'/  is  independent 
of  A.  and  the  OD  of  the  fluorescent  solution  being 
measured  does  not  exceed  0.05.  A  series  of  substances 
may  be  selected  to  cover  a  wide  wavelength  range 
and  by  limiting  the  excitation  range  to  only  one 
electronic  band,  the  probability  that  iff  changes  with 
wavelength  is  reduced.  Figure  6a  shows  the  percent 
deviation  of  the  excitation  spectrum  from  the  absorp- 
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Figure  6.    (a)  Deviation  of  excitation   spectra  from  absorption 
spectra  (±3%). 

(b)  Apparatus  for  measuring  excitation  spectra. 

tion  spectrum  for  solutions  of  2  aminopyridine, 
quinine,  3  aminophthalimide,  proflavine,  fluorescein, 
rhodamine  B  and  methylene  blue  using  a  rhodamine  B 
quantum  counter  in  the  apparatus  shown  in  figure  6b. 
Solutions  were  freshly  prepared  since  deterioration 
occurred  when  the  solutions  were  exposed  to  light. 
The  of  quinine  in  1  A'^  H2SO4,  for  example,  was 
25  percent  too  low  at  310  nm  if  left  for  three  days  in 
the  light.  The  dashed  line  in  figure  6a  shows  the 
comparison  of  a  thermopile  with  the  rhodamine  B 
quantum  counter  [27] . 

Methylene  blue  has  been  used  as  a  quantum 
counter  by  Seely  [40].  A  1.5  g/1  solution  of  methylene 
blue  in  ethylene  glycol  can  be  used  from  520  to  700 
nm,  but  it  is  about  50  times  less  sensitive  than  the 
rhodamine  B  quantum  counter  when  both  are  used 
with  an  S-20  photomultiplier. 

The  advantage  of  the  quantum  counter  over  the 
thermopile  is  its  high  sensitivity.  Moreover,  if  several 
diff"erent  fluorescent  compounds  are  used  as  quantum 
counters,  all  of  which  give  the  same  response,  we  can 
be  reasonably  assured  that  we  are  actually  measuring 
the  quanta  s"'  in  the  beam.  The  apparatus  needed 
for  calibrating  an  analyzing  monochromator  and  photo- 
multiplier using  a  quantum  counter  is  illustrated  in 
figure  4c.  The  excitation  monochromator  has  a  band- 
width of  1  to  2  nm  and  the  analyzing  monochromator 
a  bandwidth  of  4  to  8  nm.  A  filter  cutting  off  at  350  nm 
is  inserted  at  /  (fig.  4c)  when  calibrating  between  400 
and  700  nm.  The  outputs  from  the  amplifier  connected 
to  the  quantum  counter  and  the  photomultiplier 
amplifier  are  fed  to  a  ratio  recorder.  It  is  important  to 
refer  back  to  a  particular  wavelength  from  time  to 
time,  to  correct  for  drift  in  the  system. 


143 


(3)  Actinometers:  At  least  one  author  [26]  has 
calibrated  the  output  of  an  emission  monochromator 
using  the  uranyl  oxalate  aetinometer.  The  quantum 
yield  of  the  more  sensitive  ferrioxalate  aetinometer 
has  been  measured  as  a  function  of  wavelength  by 
Parker  and  Hatchard  [42]  and  could  probably  be 
used  for  calibration,  although  long  exposure  times 
would  still  be  required.  The  wavelength  response  of 
the  aetinometer  is  not  constant  and  its  yield  at  different 
wavelengths  must  be  measured  against  a  detector 
such  as  the  thermopile.  Thus,  the  accuracy  of  the 
yield  versus  wavelength  of  the  aetinometer  can  be  no 
better  than  the  thermopile,  which,  as  we  have  seen 
above,  may  not  be  very  well  known  especially  in  the 
UV  region. 

E.  Polarization  Effects 

The  transmission  of  a  grating  monochromator  de- 
pends on  the  direction  of  polarization  of  light  incident 
on  the  entrance  slit.  Thus  the  correction  factor, 
S{v),  which  has  been  measured  for  completely  un- 
polarized  light  will  not  apply  to  plane  polarized  light. 
Figure  7  shows  the  correction  curves  for  a  Jarrell-Ash 
V4  meter  monochromator  (blaze  =  600  nm)  and  a 
9698-QB  (S-20)  photomultipHer.  If  the  fluorescence 
spectrum  being  measured  is  not  completely  de- 
polarized the  correction  factor  S{v)  obtained  for 
unpolarized  light  cannot  be  used  for  correcting  the 
spectrum.  The  true  spectrum  might  be  obtained  using 
a  polarizer  at  the  entrance  slit  of  the  analyzing  mono- 
chromator and  recording  ||  and  1  spectra,  correcting 
each  by  the  appropriate  S(i^)  curve  and  adding.  It  is 
also  important  to  recognise  that  the  S{v)  depends  on 
the  plane  of  polarization  when  investigating  polar- 
ization of  emission  spectra  using  a  grating 
monochromator. 
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Figure  7.  Correction  curves  [SCc)]  for  a  grating  monochromator 
and  photomultiplier  =  unpolarized  light,  =  polar- 
ization II  to  grating  rulings,  =  polarization  _L  to  grating 

ruhngs. 


The  light  from  the  exit  slit  of  a  grating  monochroma- 
tor is  also  polarized  to  some  extent,  the  degree  of  polar- 
ization varying  with  the  wavelength  setting.  Hence, 
in  using  this  Ught  to  calibrate  an  analyzing  mono- 
chromator as  described  in  Section  IV,  C,  it  is  important 
to  depolarize  the  light  by  scattering  off  a  magnesium 
oxide  scatterer.  The  use  of  an  aluminum  reflector  can 
sometimes  give  errors  of  10  percent  or  more  and, 
therefore,  should  not  be  used. 

V.  Methods  of  Measuring  Spectra 

A.  Dilute  Solutions 

When  the  absorption  spectrum  overlaps  the  fluo- 
rescence spectrum,  a  true  fluorescence  spectrum,  free 
from  reabsorption  eff"ects,  can  only  be  obtained  in 
dilute  solution.  It  is  important  that  the  cell  be  black- 
ened with  matt  black  paint  on  three  sides,  if  observa- 
tion is  from  the  front  surface,  or  two  sides,  if  viewed 
from  the  side.  The  use  of  side  viewing  reduces  stray 
exciting  Ught  which  is  particularly  important  if  the 
exciting  wavelength  is  within  the  emission  band.  Stray 
light  is  due  to  the  following  causes: 

(a)  fluorescence  of  the  solvent  and  cell  material 

(b)  Raman  and  Rayleigh  scattering  by  the  solvent 
molecules 

(c)  scattering  of  light  at  interfaces  or  from  dust  in 
the  solution. 

Stray  exciting  light  can  often  be  reduced  by  filtering 
the  solution  to  remove  solid  particles  and  this  should 
be  done  as  normal  practice.  Sometimes  it  is  possible 
to  choose  a  light  filter  which  prevents  stray  exciting 
light  from  reaching  the  inlet  slit  of  the  analyzing 
monochromator,  but  does  not  absorb  any  of  the 
fluorescence.  Stray  background  light  should  always 
be  checked  after  the  measurement  of  the  fluorescence 
spectrum  by  filling  the  cell  with  clean  solvent  and 
rescanning.  Any  stray  light  is  then  subtracted  from  the 
observed  fluorescence  spectrum. 

Most  spectrofluorometers  measure  fluorescence 
emitted  at  right  angles  to  the  exciting  beam  (SV  mode). 
The  decrease  of  fluorescence  in  these  instruments  as 
the  concentration  of  the  fluorescence  is  increased, 
sometimes  attributed  to  concentration  quenching,  is 
actually  a  geometric  eff^ect  caused  by  a  shift  in  the 
region  of  absorption  in  the  cell  towards  the  front 
surface  where  it  cannot  be  seen.  Thus,  at  high  con- 
centrations of  solute,  the  fluorescence  must  be 
observed  from  the  same  side  as  the  exciting  fight 
enters  (FS  mode).  FS  viewing  may  also  be  used  for 
dilute  solutions;  in  fact,  more  fluorescence  can  be 
collected  by  the  analyzing  monochromator  than  in  the 
SV  mode.  However,  stray  exciting  fight  scattered 
from  the  front  face  of  the  cell  will  be  much  larger 
than  in  the  SV  mode.  We  have  found  that  a  5  X  IQ-e  M 
(3  parts  per  milfion)  solution  of  quinine  in  H2SO4 
excited  at  365  nm  to  be  the  lowest  concentration  that 
can  be  used  in  the  FS  mode  before  stray  fight  becomes 
excessive. 
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Before  correcting  the  fluorescence  spectrum  it  is 
important  to  see  if  the  refractive  index  of  the  solvent 
varies  over  the  emission  band  scanned  since  the 
amount  of  Hght  entering  the  sHt  of  the  analyzing  mono- 
chromator  from  the  fluorescent  solution  is  proportional 
to  n^.  For  a  fluorescent  solute  in  benzene,  for  example, 
the  photon  irradiance  increases  by  3  percent  from 
434  to  588  nm  as  a  result  of  dispersion  in  liquid 
benzene. 

B.  Concentrated  Solutions  and  Crystals 

When  the  absorption  coefficient  of  the  sample  for 
the  exciting  light  is  so  high  that  absorption  is  virtually 
complete  in  the  first  millimeter  or  less  of  the  sample, 
fluorescence  must  be  observed  from  the  front  surface. 
The  scattering  of  exciting  light  into  the  analyzing  mono- 
chromator  now  becomes  a  problem,  especially  if  the 
sample  is  multicrystalline.  Furthermore,  it  is  not  usu- 
ally possible  to  measure  a  blank  for  crystalline 
samples.  Although  the  use  of  a  double  monochromator 
for  analyzing  the  fluorescence  helps,  the  only  real 
solution  is  to  use  a  sharp  cutoff  filter  to  remove  the 
exciting  light.  If  the  fluorescence  emission  falls  within 
the  region  where  the  filter  absorbs,  the  transmission 
of  the  filter  must  be  measured  and  the  observed 
fluorescence  spectrum  corrected  for  absorption  by 
the  filter. 

A  more  serious  error  arises  from  reabsorption  of 
fluorescence  if  the  absorption  and  fluorescence  spectra 
overlap.  This  error  can  be  corrected  by  making  use 
of  the  equation  for  reabsorption  of  fluorescence  for 
the  special  case  of  front  surface  viewing  [43].  For 
highly  absorbing  solutions  where  shifts  in  the  region 
of  absorption  can  be  neglected,  this  equation  becomes 

dB{\')=Af{K')d\'aK{l  +  ipK'+^'K'+..  .) 


I '  exp  [—  (ax  +  aKx)z]dz 
Jo 


(4) 


where  a  prime  refers  to  fluorescence,  unprimed  to  the 
exciting  light, 

A  —  constant 
/(X')  =  true  (corrected)  fluorescence, spectrum 
c?fi  ( A.' )  =  observed      (corrected)  fluorescence 
spectrum 

a  —  2.303  eC  where  e  =  molar  extinction 
coefficient  and 
C—  molar  concentration 
rc=  sec  [sin"'  (sin  djn)]  where  ^=  angle 
between  the  exciting  beam  (_L  to  the 
cell  face)   and  the   observing  beam 
and  n  =  refractive  index  of  the  solvent 
/=  thickness  of  the  cell 
z=  distance  from  the  front  face 
K' ,  K", . . .  =  reabsorption-emission  factor  [43] 

V?=  absolute      quantum     efficiency  of 
fluorescence. 


exp—  {a\  +  a^'x)  <  1 

and  it  is  assumed  that  all  the  K  factors  are  equal. 
Then 

dB{k')  =  [AI(l-ipK)]  [aj {a,  +  ayx)]f(k')dk'. 

(5) 

Since  the  first  term  in  square  brackets  is  independent 
of  X,  the  observed  spectrum  dB(k')  may  be  corrected 
by  multiplying  by  (aK  +  aK'x)la\  at  each  wavelength. 

Perylene  in  ethanol  has  a  large  overlap  between 
absorption  and  fluorescence  spectra  and  this  com- 
pound has  been  used  to  test  eq  (5).  The  fluorescence 
spectra  of  5  X  10"*  M  and  10~^  M  solutions  of  perylene 
in  a  10  mm  cell  is  shown  in  figure  8.  The  solution 
was  excited  and  observed  from  the  front  surface. 
The  spectrum  was  corrected  using  the  rhodamine 
B  quantum  counter  method  (Sec.  IV,  C  and  D)  using 
an  MgO  scatterer.  The  cell  was  blackened  on  3  sides 
and  corrections  were  made  for  stray  light  with  solvent 
in  the  cell.  The  bandwidth  of  the  analyzing  mono- 
chromator was  1.5  nm.  The  spectrum  of  the  5X  10~'* 
M  solution,  when  corrected  by  eq  (5)  (Open  circles, 
fig.  8)  agrees  well  with  the  10"^  M  spectrum. 


Equation  (4)  can  be  simplified  further  if  absorption 
of  the  exciting  Hght  is  sufficiently  high  that 


10  X  V  crn 


Figure  8.    Fluorescence  spectra  of  perylene  in  ethanol.  Ke  =  365 

nm,  FS.  =10-'^  M,  =  5x  10-^  M,  =  absorption 

spectrum. 


By  using  a  very  thin  cell  and  ciioosing  an  excitation 
wavelength  where  ax  is  as  large  as  possible,  the  re- 
absorption eff"ect  can  be  minimised.  Thus,  5  X  10~*  M 
perylene  in  a  0.2  mm-cell  when  excited  at  404  nm  gives 
a  fluorescence  spectrum  almost  identical  (±3%)  with 
the  10"®  M  spectrum  in  the  1-cm  cell. 

C.  Narrow  Bands 

The  measurement  of  a  fluorescence  spectrum  with 
narrow  bands  require  narrow  slits  and  a  slow  scanning 
speed.  As  a  rough  guide  to  the  settings  needed  to  re- 
cord a  spectrum  without  significant  error,  we  may  use 
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the  equation  of  Petrash  [44]  which  states  that  the 
error  in  a  recorded  band  of  Gaussian  or  dispersion 
shape  is  approximately  proportional  to 

iy-'d\ldtyl^  (6) 

where  d\.l dt  =  scam  rate  and  y=  half-line  width.  Thus, 
if  the  time  constant  of  the  spectrofluorometer  is  ad- 
justed so  that  the  error  in  the  recording  is  no  greater 
than  1  percent,  the  scanning  rate  would  have  to  be 
reduced  nearly  100  times  to  record  a  band  of  one- 
tenth  the  width  with  the  same  accuracy.  An  incorrect 
setting  of  scanning  rate  or  time  constant  is  easily  ob- 
served by  stopping  the  scan  on  the  steeply  rising  part  of 
the  band  and  observing  any  subsequent  movement  of 
the  pen  to  a  higher  reading. 

D.  Reporting  Corrected  Fluorescence  Spectra 

The  most  useful  fluorescence  spectrum  for  publica- 
tion is  one  measured  in  very  dilute  solution  where 
errors  due  to  reabsorption  of  fluorescence  are  negligi- 
ble. However,  there  are  several  other  factors  which 
could  influence  the  shape  of  the  spectrum  and,  there- 
fore, the  author  should  give  a  complete  description  of 
the  measuring  conditions.  These  are  listed  below  (see 
Ref.  3).  Conditions  (a)  to  (d)  are  the  most  important, 
but  the  complete  list  should  be  given  if  the  spectrum  is 
suggested  as  a  standard. 

(a)  If  a  standard  tungsten  lamp  is  used  for  cali- 
bration, describe  the  origin  and  the  accuracy  of 
its  spectral  distribution.  Were  corrections  made 
for  scatter  in  the  monochromator?  (See  Sec. 
IV,  B.) 

(b)  If  a  standard  fluorescent  substance  is  used,  give 
the  author  and  list  the  factors  (d)  to  (m)  below. 

(c)  If  a  quantum  counter,  thermopile  or  actinom- 
eter  is  used  for  calibration,  give  full  details  of 
the  detector.  Describe  the  system  used  with  par- 
ticular reference  to  the  spectral  reflectance  of 
the  scatterer  used. 

(d)  Clearly  state  the  units  used  for  the  fluorescence 
flux;  £'q(i>)  =  quanta  s"'  per  unit  wave  number 
interval  is  preferred. 

(e)  Were  corrections  made  for  stray  background 
light  using  the  pure  solvent?  (See  Sec.  V,  A.) 

(f)  State  the  geometry  of  the  apparatus,  whether 
front  surface  or  side  viewing  and  the  dimen- 
sions of  the  cell. 

(g)  Give  the  bandwidth  of  the  analyzing  mono- 
chromator. 

(h)  The  source,  purity  and  concentration  of  solute 
should  be  stated. 

(i)  The  solvent  used  and  method  of  purification 
should  be  noted. 

(j)  The  temperature  should  be  given, 
(k)  Was  the  cell  blackened  on  any  of  its  faces? 
(1)  State  the  excitation  wavelength  and  its  spectral 
purity, 
(m)  Give     ,  if  known. 


Some  commercial  spectrofluorometers  record 
absolute  fluorescence  spectra.  It  is  important  to  know 
what  units  are  used  for  the  fluorescence  flux  and 
convert  to  quanta  s~'  per  unit  wave  number  interval, 
if  necessary.  These  instruments  use  thermopiles  or 
correction  cams  in  order  to  automatically  correct 
the  emission  spectrum  and  their  accuracy  is,  therefore, 
uncertain.  In  reporting  fluorescence  spectra  obtained 
with  these  instruments,  it  would  seem  desirable  to 
include  the  spectrum  of  one  or  more  standards. 

E.  Future  Developments 

If  the  time  comes  when  there  are  a  sufficient  number 
of  precisely  known  standards  covering  a  wide  wave- 
length range,  a  double  beam  spectrofluorometer, 
which  takes  the  ratio  of  the  fluorescence  fluxes 
of  the  unknown  and  standard  at  such  wavelength, 
would  overcome  the  necessity  of  calibrating  the  analyz- 
ing monochromator  and  detector.  If  the  observed  ratio 
of  unknown  to  the  standard  at  the  frequency  is  R{v), 
then 

Eq  {v)^  =  Eq  {v)sX  R{v) 

where  subscript  x  =  unknown,  and  5  =  standard. 

Lippert  et  al.  [5]  describe  a  double  beam  spectro- 
fluorometer of  this  design  using  a  13  Hz  chopping 
frequency.  The  advantage  of  a  double  beam  system 
is  that  fluctuation  in  the  exciting  light  or  in  the  gain 
of  the  photomultipher  does  not  influence  the  recorded 
spectrum. 

VI.  Standards 

A.  Introciuction 

An  absolute  emission  standard  is  ideally  one  which 
satisfies  the  following  criteria: 

(a)  Broad  wavelength  range  with  no  fine  structure 

(b)  Small  overlap  between  absorption  and  fluores- 
cence spectra 

(c)  Easily  obtained  and  purified 

(d)  Stable 

(e)  High  iff 

(f)  Spectrum  independent  of  exciting  wavelength 

(g)  Clear,  free  from  scattering  centers 

(h)  Completely  depolarized  emission. 

A  standard  with  a  broad  emission  band  with  no 
peaks  is  important  so  that  the  spectrum  does  not  de- 
pend on  the  resolution  of  the  analyzing  monochromator. 
A  high  iff  and  a  reasonably  high  OD  at  the  exciting 
wavelength  are  both  important  to  reduce  errors  due 
to  stray  light  (Sec.  V,  A).  A  number  of  absolute  stand- 
ards have  been  proposed,  notably  by  Lippert  et  al.  [5], 
but  the  quinine  spectrum  is  the  only  one  measured  by 
a  number  of  authors.  The  new  standard  2-amino 
pyridine  proposed  by  Rusakowicz  and  Testa  [45] 
covers  approximately  the  same  wavelength  range  as 
2-naphthol  and  is  to  be  preferred  since  it  does  not 
have  the  temperature  eff^ects  shown  by  the  latter. 
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The  effect  of  reabsorption  of  fluorescence  on  the 
emission  spectrum  has  been  discussed  in  Section  V, 
B.  Ahhough  standards  should  be  measured  in  very 
dilute  solution  where  reabsorption  has  no  effect, 
sometimes  spectra  are  determined  at  high  concentra- 
tions. It  is  important,  therefore,  to  have  some  idea  of 
what  region  of  the  standard  spectrum  might  be  affected 
by  reabsorption.  The  upper  limit  of  the  error  due  to 
reabsorption  is  given  by  eq  (5).  The  term  A  =  a\l 
{a\-\-a\x)  has  been  included  in  tables  1  to  5  to 
show  the  wave  number  region  where  reabsorption 
errors  can  be  expected. 

B.  Individual  Standards 

1.  Quinine  in  sulfuric  acid  (fig.  9).  Table  1  lists 
the  determination  since  1941  of  the  absolute  fluores- 
cence spectrum  of  quinine.  Many  of  these  figures  have 
been  taken  from  rather  small  diagrams  and  are  there- 
fore not  accurate  to  better  than  ±  3  percent.  All  spectra 
have  been  converted  to  Eq{v)  spectra  using  the  appro- 
priate conversion  factors. 

We  have  found  that  for  a  10"'*  M  solution  of  quinine 
viewed  from  the  FS,  the  spectrum  is  unaffected  by:  (a) 
varying  the  sulfuric  acid  concentration  from  0.1  to  2  A^, 


0-0 


2-0  2-5 
lO''^  X  ^  cm-'' 

Figure  9.    Quinine,  10-"  MmN  HSO,  (25  °C,  K  =  365  nm). 
#  =  Lippert  [5]. 

(b)  varying  the  exciting  wavelength  from  260  to  390  nm, 

(c)  measuring  three  different  brands  of  quinine.  Thus 
the  differences  between  the  published  quinine  spectra 
are  almost  certainly  due  to  calibration  errors.  The 
largest  deviations  are  found  for  those  spectra  deter- 
mined from  a  tungsten  lamp  calibration. 


Table  1.    Absolute  fluorescence  spectrum  of  quinine  in  H2SO4  (X<.  =  365  nm) 


10-^ X  V  cm-' 

E,{v) 

25 

0.95 

0.07 

0.105 

■  0. 105 

0.135 

0.105 

0.15 

0.10 

0.16 

0.14 

0.15 

0.152 

24 

.98 

.36 

.43 

.375 

.37 

.375 

.46 

.37 

.47 

.46 

.49 

.480 

23 

1.00 

.78 

.80 

.740 

.79 

.74 

.80 

.78 

.80 

.78 

.83 

.810 

22 

.99 

.99 

.980 

.99 

.98 

1.00 

.99 

.99 

.99 

.99 

1.00 

21 

.92 

.91 

.950 

.92 

.97 

0.92 

.97 

.92 

.97 

.93 

0.915 

20 

.56 

.67 

.715 

.68 

.75 

.70 

.74 

.70 

.77 

.70 

.710 

19 

.35 

.40 

.460 

.40 

.47 

.42 

.41 

.42 

.51 

.42 

.405 

18 

.20 

.215 

.240 

.20 

.26 

.21 

.21 

.24 

.26 

.21 

.200 

17 

.104 

.140 

.09 

.16 

.10 

.  .11 

.11 

.08 

.095 

Ref. 

47 

6 

5 

48 

7 

27 

21 

46 

29 

22 

41 

Solvent 

2N 

2N 

O.IA^ 

O.IN 

IN 

lA' 

lyv 

0.5N 

O.IN 

\N 

Mode 

FS 

FS 

FS 

SV 

FS 

SV 

SV 

SV 

SV 

SV 

FS 

Conc(M) 

10-5 

lO-'^ 

10-3 

2  X  lO-*^ 

5  X  10-3 

2  X  10-« 

10-5 

2  X  10-5 

10  •• 

Calibration'' 

L 

L 

L 

L 

L 

L  +  Q 

T 

Q 

Q 

Q 

Q 

^  A  =  aKl{ax  +  axx) 

^  L  =  tungsten  lamp  calibration,  Q  =  quantum  counter  calibration 
r=  thermopile  calibration 


2.  2-Naphthol  (fig.  10).  Lippert  et  al.  [5]  have 
published   the    absolute    fluorescence   spectrum  of 
i  2X10-4  M  2-naphthol  in  a  0.02  N,  pH  4.62  acetate 
buffer  at  various  temperatures.  In  using  this  standard, 


the  temperature  and  the  composition  must  be  known, 
and  the  concentration  and  pH  of  the  buffer  must  be 
exactly  as  specified  by  Lippert.  B0rresen  [46]  has 
published  the  absolute  emission  spectrum  of  a  lO""*  M 
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solution  of  2-naphthol  using  an  instrument  calibrated 
with  the  rhodamine  B  quantum  counter.  The  results  are 
given  in  table  2. 

We  have  also  checked  the  spectrum  using  the  quan- 
tum counter  method  of  calibration  and  found  good 


agreement  with  B0rresen's  results,  but  rather  poor 
agreement  with  Lippert. 

3.  3-Amino  phthalimide  (fig.  11).  A  compari- 
son of  Lippert 's  spectrum  with  the  absolute  spectrum 
recently  measured  in  this  laboratory  is  given  in  table  3. 


Table  2.    Absolute  fluorescence  spectrum  of  2-naphthol  in  0.02  A' acetate 


lO-^xi-  cm-' 

A-' 

(pH  4.62 -4.68)  (\p  = 

313  nm) 
Eiv) 

30 

0.51 

0.220 

0.380 

0.220 

0.36 

0.370 

0.220 

0.345 

29 

.93 

.860 

.900 

.860 

.90 

.900 

.860 

.930 

28.5 

.99 

.980 

.995 

.vol) 

.97 

.980 

.980 

1.00 

28 

1.00 

.980 

.VDD 

.97 

.970 

.985 

.950 

97 

.745 

.680 

.740 

.71 

745 

.750 

.715 

26 

.625 

.590 

.620 

.62 

.628 

.630 

.620 

25 

.780 

.800 

.770 

.72 

.750 

.790 

.825 

24 

.915 

.930 

.900 

.80 

.812 

.930 

.895 

23 

.810 

.785 

.795 

.65 

.630 

.825 

.670 

22 

.550 

.515 

.535 

.41 

.390 

.565 

.405 

21 

.300 

.245 

.295 

.22 

.224 

.305 

.235 

20 

.140 

.092 

.135 

.095 

.125 

.145 

.135 

Ref. 

5 

49 

5 

46 

41 

5 

41 

Temp.  (°C) 

24 

24 

23 

22.7 

22.7 

25 

25 

Cone.  (M^) 

2X10-" 

10-5 

2X10-" 

10" 

5x10-5 

2x10" 

5x10-5 

Mode 

FS 

SV 

FS 

SV 

FS 

FS 

FS 

Calibration'' 

L 

L 

Q 

Q 

L 

Q 

•>  L  =  tungsten  lamp  calibration.  Q  =  quantum  counter  calibration 


-1  r- 


10    X  ^  crn 


10^  X  \)  cm- 


FiGURE  10._  2-Naphthol,  5  X  10-  '  M  in  0.02  N  acetate,  pH  4.62      Figure  11.    3-Aminophthalimide.  2  X  10-"  M  in  N  H2SO4  (25  °C, 
(25  °C,  A.,.  =  313  nm).  #  =  Lippert  [5|.  A,.  =  365  nm).  #  =  Lippert  [5]. 
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Absolute  fluorescence 
in  H.SO4  at  25 
10-3  X  v 
cm-'  /4" 

spectrum  of  3-amin( 
°C  A.p  =  365  nm 

£',(1') 

23 

0.97 

0.01 

— 

22.5 

.99 

.03 

0.04 

22 

1.00 

.110 

.125 

21.5 

.280 

.308 

21 

.530 

.560 

20.5 

.775 

.790 

20 

.945 

.955 

19.5 

1.000 

.990 

19 

0.950 

.875 

18.5 

.825 

.725 

18 

.650 

.565 

17.5 

.500 

.402 

17 

.385 

.290 

16.5 

.295 

.207 

16 

.220 

.151 

lo.o 

.  lOU 

Rei. 

5 

41 

Cone.  (M) 

5x  10-^ 

2  X  10 

Mode 

FS 

FS 

Solvent 

0.1  A' 

1  N 

Calibration'' 

L 

Q 

''£,  =  tungsten  lamp  calibration,  ^=  quantum  counter  calibration 

4.  m-Dimethylamino  nitrobenzene  (DNB)  (fig. 
12).  Lippert  et  al.  [5]  measured  the  absolute  emission 
spectrum  of  DNB  in  30  percent  benzene  and  70  per- 
cent hexane.  Table  4  compares  this  spectrum  with  the 
one  measured  in  this  laboratory.  The  spectrofluorom- 
eter  was  calibrated  with  rhodamine  B  and  methylene 
blue  quantum  counters.  A  disadvantage  of  this  stand- 
ard is  its  low  and  this,  coupled  with  the  fact  that  the 
instrumental  sensitivity  is  decreasing  in  the  region  of 

Table  4.  Absolute  fluorescence  spectrum  of  m-dimethylamino 
nitrobenzene  at  25  °C  in  30  percent  benzene,  70  percent  hexane 
(Xe  =  365  nm) 


10-' Xv  cm 


-1 


22 


0.93 
.98 
1.00 


21 
20 
19 
18 
17 
16 
15 
14 
13 

Ref. 

Cone.  {M) 
Mode 

Calibration'' 

^  L  =  tungsten  lamp  calibration,  Q  =  quantum  counter  calibration 


0.03 
.235 
.610 
.935 
.975 
.825 
.615 
.405 
.235 
.110 
5 
10-^ 
FS 
L 


0.10 
.41 
.80 
1.00 
0.86 
.68 
.48 
.31 
.17 


41 
5x  10- 
FS 
Q 


Figure  12.  m-Dimethylamino-nitrobenzene,  5  X  10-^  M  in  30 
percent  benzene,  70  percent  hexane  (25  °C,  Ap  =  365  nm).  #  = 
Lippert  [5]. 

the  emission  spectrum,  results  in  a  poor  signal-to- 
noise  ratio. 

5.  2-Aminopyridine  (fig.  13).  The  corrected  fluo- 
rescence spectrum  of  2-aminopyridine  determined  by 
Rusakowicz  and  Testa  [45]  using  a  tungsten  lamp  for 
calibration  is  given  in  table  5.  The  spectrum  measured 

Table  5.    Absolute  fluorescence  spectrum  of  2-aminopyridine  in 
H2SO4  at  25  °C 


10-3  xu  cm 

-1    4  a 

31 

0.64 

0.03 

0.05 

30.5 

.82 

.145 

30 

.94 

.17 

.325 

29.5 

.97 

.540 

29 

1.00 

.575 

.686 

28.5 

.840 

28 

.93 

.960 

27.5 

1.000 

27 

.99 

0.980 

26.5 

.920 

26 

.805 

.790 

25.5 

.660 

25 

.52 

.530 

24.5 

.405 

24 

.26 

.310 

23.5 

.222 

23 

.138 

.148 

22.5 

.102 

22 

.068 

.075 

Ref. 

45 

41 

Solvent 

0.1  N 

1  N 

Cone. 

10-5 

10-5 

Mode 

sv 

FS 

Calibration'' 

L 

Q 

ke  nm 

285 

313 

*'  L  =  tungsten  lamp  calibration,  Q  =  quantum  counter  calibration 


502-591  0-73-11 
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in  this  laboratory  using  the  quantum  counter  mefhod  of 
calibration  is  in  good  agreement  with  their  spectrum. 


00 


2-0 


2-5 

lO''^  X  V  cm 


30 


Figure  13.    2-Aminopyridine,  lO-'^  M  in  A'  H2SO4  (25  °C,  A.,  =  313 
nm).  #  =  Rusakowicz  and  Testa  [4SJ. 

C.  New  Standards 

The  greatest  lack,  at  present,  is  for  standards  in  the 
ultraviolet  and  near  infrared  regions  of  the  spectrum. 
Reisfeld  et  al.  [50]  recommend  thallium  activated 
potassium  chloride  as  an  emission  standard  in  the 
UV  region.  For  the  red  and  near  infrared  regions, 
rhodamine  B  and  methylene  blue  might  be  used  since 
these  substances  have  a  high  <^/.  Preliminary  measure- 
ments in  this  laboratory  (fig.  14)  indicate  that  these 
two  would  cover  the  range  18,000  to  12,000  cm~'. 


2  0 


10'^  X  ■J  cm"^ 

Figure  14.    Rhodamine  B,  5  x  lO""  M  and  methylene  blue,  5  X  10 
M  in  ethanol  (25  °C,  A.e.=  436  nm). 
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I.  Introduction 

The  explosive  developments  of  science  and  tech- 
nology in  the  last  quarter  century  have  been  mirrored 
in  the  steady  rise  of  optical  methods  in  chemistry, 
physics,  and  biology.  Today  the  use  of  fluorescence  and 
phosphorescence  in  fundamental  and  applied  investi- 
gations is  routine.  Initially  focussed  on  frequency  and 
relative  intensity  measurements,  the  effort  during  the 
last  few  years  has  begun  to  encompass  determinations 
of  efficiencies  of  large  classes  of  luminescent  materials. 
Such  a  measurement,  the  quantum-yield  determina- 
tion, is  one  step  removed  in  difficulty  from  recording 
energy,  measuring  relative  luminescence  intensity, 
or  monitoring  rate  of  decay  (at  least  for  times  beyond 
a  microsecond)  of  excited  species.  The  result  is  that 
developments  in  quantum-yield  technology  have  lagged 
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behind  those  in  the  other  areas.  Recently,  however, 
the  technological  advances  relevant  to  quantum-yield 
measurements  and  the  increased  interest  in  obtaining 
efficiencies  signal  that  a  comprehensive  analysis 
should  be  carried  out  on  the  present  needs  for  ac- 
curate quantum  efficiencies  and  an  assessment  be 
made  of  the  current  developments  in  the  methods  of 
determining  them. 

The  present  article  is  not  an  attempt  to  review  the 
field  of  quantum-yield  measurements.  Although  con- 
siderable space  is  devoted  to  optical  and  calorimetric 
methods  for  determining  yields,  no  attempt  has  been 
made  to  review  these  techniques  adequately  either. 
(For  a  comprehensive  review  of  optical  methods,  see 
ref.  [1].^)  Rather  the  thrust  of  the  present  article  is  to 
point  out  a  few  of  the  obvious  needs  for  accurate  yield 
information,  to  note  some  of  the  current  progress  in 
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instrumentation  technology  and  chemistry  that  may 
lead  to  better  yield  determinations,  and  to  suggest  a 
few  avenues  of  investigation  that  appear  ready  for 
development.  Our  remarks  are  restricted  mainly  to 
solutions  and  rigid  glasses.  For  readers  interested  in 
yields  from  solid  materials,  we  direct  them  to  the  re- 
view article  by  Lipsett  and  to  the  original  literature 
[2-10].  Gas  phase  determinations  are  also  not  dis- 
cussed, although  recent  publications  show  that  the 
field  is  expanding  [11-13]. 

II.  The  Importance  of  the  Quantum  Efficiency 

The  luminescence  quantum  efficiency  of  a  compound 
(<1>)  is  defined  as  the  fraction  of  molecules  that  emit  a 
photon  after  direct  excitation  by  the  source.  The  terms 
absolute  yield,  quantum  yield,  yield,  and  efficiency 
are  all  used  interchangeably  throughout  this  article. 

Recent  research  developments  in  many  areas  of 
physical,  chemical,  and  biological  research  have 
reached  a  stage  where  the  lack  of  absolute  quantum 
efficiencies  is  seriously  hampering  further  progress. 
We  enumerate  here  a  few  areas  where  such  informa- 
tion could  be  decisive.  In  theoretical  chemistry, 
studies  of  radiative  and  especially  radiationless 
processes  have  been  proliferating  [14-18].  The  role 
of  various  terms  within  the  Hamiltonian  (vibronic, 
spin-orbit)  [19-22]  and  the  effect  of  substituents  on 
both  radiative  and  radiationless  rate  constants  of 
isolated  molecules  are  under  scrutiny  [23-25].  The 
interactions  of  excited  species  with  the  host  molecules 
in  condensed  phases  are  not  well  understood,  but  some 
information  is  beginning  to  accumulate  [26,  27]. 
Reliable  efficiencies  are  needed  on  many  classes  of 
molecules  to  test  the  predictions  implicit  in  the 
formalisms  and  to  unearth  new  problems. 

An  especially  important  fundamental  problem  con- 
cerns the  limits  of  appHcability  of  the  Strickler-Berg 
equation  [28]  for  obtaining  radiative  lifetimes  of  excited 
states  from  the  inverse  absorption  processes  [29]. 
Serious  discrepancies  exist  between  the  measured 
natural  radiative  lives  (to,„),  as  obtained  from  the 
equation  To,^  =  t//(/)/  where  t/  is  the  fluorescence 
decay  time  and  is  the  fluorescence  quantum  yield, 
and  those  calculated  by  the  Strickler-Berg  relation. 
These  discrepancies  exist  for  simple  molecules  (e.g., 
SO2)  [30]  and  for  larger  systems  such  as  diphenyl- 
polyenes  [31].  The  lifetimes  can  be  anomalously  long 
[32,  33  ]  or  anomalously  short  [34].  Large  intermolecular 
[33]  or  intramolecular  configurational  changes  [34]  have 
been  invoked  to  rationalize  the  results.  More  quantum 
efficiencies  are  required  to  quantify  the  experimental 
situation. 

A  second  problem  in  the  application  of  the  Strickler- 
Berg  equation  involves  the  selection  of  degeneracy 
factors  for  upper  and  lower  (gi)  states  involved 
in  the  transitions  when  application  is  made  to  formally 
forbidden  transitions  (S  T).  For  hydrocarbons  at  the 
usual  refrigerant  temperatures  50  K)  a  value  of 
gu  =  3  is  reasonable,  since  the  level  splitting  is  much 
smaller  than  kT  and  thermal  equilibrium  is  established 


among  the  nearly  isoenergetic  levels.  For  systems 
where  spin-orbit  couphng  is  large,  such  as  encountered 
in  d-d  [35]  and  charge-transfer  [36,  37]  excited  states, 
the  splittings  mav  be  comparable  to  or  even  greater 
than  kT.  Then  measured  quantum  yields  and  lifetimes 
are  expected  to  be  temperature  dependent,  and  the 
Strickler-Berg  relation  can  only  really  be  apphed  and 
tested  after  careful  studies  of  temperature-dependent 
decay  times  [38]  and  quantum  yields  [39]  have  been 
carried  out.  Reliable  quantum  efficiencies  for  many 
model  systems  are  needed. 

Another  area  where  reliable  quantum  efficiencies 
are  lacking,  and  one  where  the  role  of  experimental 
yields  can  be  decisive,  is  in  determining  the  effects 
of  deuteration  on  the  radiationless  rate  constants  for 
degrading  excitation  energy.  Theoretical  classifications 
of  radiationless  processes  according  to  "strong"  and 
"weak"  coupling  limits  have  been  made.  In  the  first 
case,  no  important  deuterium  effects  on  radiationless 
rates  are  predicted;  in  the  latter,  large  changes  due  to 
deuteration  are  expected  [40].  Few  systems  have  been 
studied  experimentally  to  distinguish  these  coupling 
limits.  It  is  manifest  that  major  decisions  about  the 
relative  importance  of  various  mechanisms  for  funda- 
mental radiationless  processes  could  be  made  from 
quantum-yield  comparisons  of  deuterated  and  non- 
deuterated  molecules  [41-43]. 

The  present  status  of  organic  photochemical  re- 
search also  warrants  the  effort  of  measuring  accurate 
luminescence  yields.  Particularly  important  is  a  knowl- 
edge of  efficiencies  for  organic  molecules  that  can  be 
used  as  energy  donors  or  acceptors  in  photosensiti- 
zation  experiments.  Reliable  yields  on  series  of  closely 
related  molecules  whose  singlet  or  triplet  states  span 
important  energy  regions  would  aid  substantially  in  the 
design  of  experiments  to  test  mechanisms  of  energy 
transfer  and  to  control  photochemical  products.  The 
need  for  yields  of  organic  systems  is  compounded  by 
the  fact  that  mixed  solvents  and  unconventional  pure 
solvents  are  sometimes  necessary.  Thus,  the  known 
efficiencies  of  compounds  must  be  extrapolated  into 
systems  where  conditions  differ  radically  from  those 
prevailing  during  the  original  determinations. 

Not  only  total  quantum  yields,  as  defined  initially, 
but  yields  from  particular  levels  in  molecules  exhibiting 
multiple  level  luminescence  are  needed.  Such  quanti- 
ties are  of  paramount  importance  for  assessing  relative 
quenching  rates  of  excited  singlet  and  triplet  levels, 
for  obtaining  efficiencies  of  intersystem  crossing,  and 
for  relating  measured  quantities  to  theoretically  defined 
parameters.  The  processes  associated  with  a  typical 
organic  system  are  illustrated  in  figure  1.  In  terms  of 
the  rate  constants  displayed  on  the  figure,  we  can 
define:  (/>/=  A7/ (A7+ A/s) ,  (}),>  =  kp I {kp  +  kq^),  and 
(t>is—  kisi ikis  +  kf+  kq^).  It  is  obvious  that  4>,  the  total 
measured  quantum  yield  as  defined  earlier,  equals 
4>f-\-<^p  provided  the  only  processes  occurring  after 
excitation  are  those  depicted  in  the  figure.  It  is  also 
clear  that  the  sum  of  and  (/),s  may  or  may  not  be 
unity  depending  upon  the  existence  of  singlet  quench- 
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Figure  1.    Principal  pathways  of  degradation  of  an  excited  organic 

molecule.  »,  radiative  decay;  \j'\-C'J>  ,  radiationless  decay.  kf= 

radiative  rate  constant  for  depopulating  Si;  A,^=  radiationless  rate 
constant  for  depopulating  Si;  kis  =  radiationless  rate  constant  for 
converting  from  Si  to  Ti;  itp  =  radiative  rate  constant  for  depopu- 
lating Ti;  /r,^  =  radiationless  rate  constant  for  depopulating  Ti. 
kf/{kf+kqj.+  kis)=<l>f  (quantum  yield  of  fluorescence  from  Si). 
kpj(kp-\-kq^)—<^p  (quantum  yield  of  phosphorescence  from  Ti). 
kisl{kis  +  kf  +  kq^)=<l>is  (quantum  yield  of  intersystem  crossing). 

ing  (kqj).  A  particularly  important  quantity  is  (f)is-  It 
measures  the  efficiency  of  populating  the  triplet  state, 
thus  producing  a  reactive  species  responsible  for  many 
photochemical  reactions  and  frequently  serving  as  an 
efficient  energy  donor. 

Several  methods  have  been  proposed  to  determine 
(f)is  [44-51].  Different  photophysical  properties  anc 
processes  have  been  utiUzed  and  ingenious  techniquef 
have  been  devised  to  extract  (f)is  from  the  data.  None 
theless,  the  methods  rely  eventually  on  the  measure 
ment  of  a  photoluminescence  quantum  yield.  A  funda 
mental  question  raised  by  these  measurements  ol 
intersystem  crossing  yields  is  whether  the  sum  of 
<f)f+(f)is  is  indeed  unity.  The  equality  has  been  shown 
to  hold  for  a  number  of  aromatics  [52-57]  and  for 
porphin  and  its  derivatives  [58].  Exceptions  abound, 
however,  [59]  and  the  experimental  situation  is  still 
unclear  [60].  Accurate  and  extensive  quantum-yield 
measurements  are  necessary  in  order  to  establish  or 
refute  the  stated  equality  as  a  fundamental  (or  rarely 
violated)  law  of  luminescence.  For  pyrene,  kj^  is  re- 
ported to  be  negligible  at  77  K  but  competitive  with 
kf  at  room  temperature  [61]. 

The  role  of  quantum-yield  measurements  in  pro- 
viding information  on  biologically  important  systems  is 
expanding  rapidly.  Reports  of  quantum  yields  of  natu- 
rally occurring  bases  [62]  as  functions  of  pH  are  pro- 
viding insight  into  the  possible  fundamental  physiolog- 
ical functions  of  these  materials.  Useful  information  on 
conformations  and  the  nature  of  the  excited  states  of 
biopolymers  [63-65]  has  been  provided  from  fluo- 
rescence measurements  on  oligonucleotides  and  poly- 
nucleotides containing  fluorescent  purine  analogs. 
Some  of  the  reported  quantum  yields  are  extremely  low 
dictating  new  demands  for  accurate  quantitative 
measurements  at  low  light  levels. 

The  real  power  and  usefulness  of  fluorescent  probes 
in  biological  systems  are  becoming  appreciated.  A 
typical  example  is  2-p-toluidinyl-6-naphthalene- 
sulfonate  (TNS),  one  of  a  series  of  compounds  that  are 


practically  nonfluorescent  in  water  but  strongly  fluo- 
rescent in  organic  solvents  or  when  bound  to  protein 
molecules.  This  substance  can  be  used  as  an  extrinsic 
fluorescent  chromophore  for  the  study  of  protein 
conformations  [66, 67],  in  the  study  of  nitrogen  antibody 
interactions  [68] ,  in  following  protein  conformational 
changes  produced  by  metal  ion  binding  [69],  and  in 
elucidating  enzyme  activation  processes  [70].  In  spite 
of  its  obvious  importance  it  is  significant  that  the 
mechanism  by  which  the  fluorescence  of  this  molecule 
is  changed  by  the  medium  is  still  not  well  understood. 
Spectroscopic  studies,  including  detailed  and  accurate 
quantum-yield  determinations,  are  of  fundamental 
importance  for  molecules  of  this  type  and  should  be 
actively  sought. 

The  need  for  quantum  yields  of  inorganic  molecules 
is  also  manifest  and  growing.  Especially  those  materials 
classed  as  inorganic  coordination  compounds,  usually 
containing  some  organic  moieties,  deserve  considerable 
attention.  This  class  of  molecules,  long  utiUzed  empiri- 
cally in  fluorescence  metal  analysis,  has  only  relatively 
recently  been  recognized  as  providing  candidates  for 
electro-optical  devices  [71],  for  fundamental  studies  of 
radiative  and  radiationless  transitions  [35,  36],  and  for 
energy  donors  in  inorganic  photochemical  studies 
[72].  The  real  possibility  of  engineering  these  mol- 
ecules to  have  predetermined  frequency  ranges, 
high  yields,  and  appropriate  chemical  properties 
[73]  opens  up  a  whole  range  of  new  experiments  that 
were  not  possible  just  a  few  years  ago.  Needed,  how- 
ever, is  detailed  information  on  their  spectroscopic 
properties,  especially  their  absolute  efficiencies,  and 
the  temperature  dependences  thereof.  The  near  infra- 
red region,  virtually  inaccessible  at  present  to  quan- 
tum-efficiency measurements  can  possibly  be  made 
accessible  by  the  use  of  complexes  possessing  low- 
lying  emitting  levels,  particularly  those  molecules 
displaying  charge-transfer  luminescence.  Yet,  few 
yields  of  these  compounds  have  been  measured,  and 
none,  to  our  knowledge,  of  compounds  emitting  beyond 
800  nm. 

We  digress  here  to  present  some  information  on  a 
few  representative  transition-metal  complexes  whose 
unique  luminescence  properties  are  not  yet  well  recog- 
nized. Complexes  of  ruthenium(II),  osmium(II),  and 
iridium(III)  with  7r-conjugated  ligands  display  visible 
and  near-UV  absorption  spectra  dominated  by  strong 
charge-transfer  absorption  bands  of  high  intensity 
(2000  ^  e  =s  20,000,  where  e  is  the  molar  absorptivity) 
(figs.  2,  3,  4).  In  the  case  of  osmium(II)  complexes,  the 
absorption  bands  extend  well  into  the  red  region  of  the 
spectrum.  Upon  irradiation  these  molecules  emit  light 
with  good  efficiencies  at  low  temperature  (>10%), 
and  some  are  stiU  reasonably  efficient  at  room  tempera- 
ture in  fluid  solution.  In  figures  2  and  3  it  is  seen  that 
the  quantum  yields  are  independent  of  wavelength, 
a  property  of  fundamental  and  applied  importance. 

Other  spectroscopic  properties  of  interest  of  these 
molecules  are  evident  in  figure  4.  One  sees  that  each 
emission  spectrum  consists  of  a  unique  electronic  band. 
This  is  a  feature  characteristic  of  all  these  systems  at 
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Figure  2.  Relative  quantum  yield  (a)  and  absorption  spectrum  (b,  c) 
of  tris(2^'-bipyridine)ruthenium(II)  chloride  in  methanol  at  room 
temperature:  (a)  0.2  g/5  ml  in  a  1-cm  cell,  (b,  c)  6.7  X  10-^  M  in  a 
1-cm  cell.  The  first  and  last  yield  points  are  less  accurate  than  the 
others.  [Ref:  J.  N.  Demas  and  G.  A.  Crosby,  J.  Amer.  Chem.  See. 
93  ,  2841  (1971).] 
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Figure  4.    Absorption  (- 

phenyl-substituted  iridium(III)  complexes  in  ethanol-methanol  glass 
(4:1,  viv)  at  77  K.  (a)  ci5-dichlorob;s(4,4'-diphenyl-2,2'-bipyridine)- 
iridium(III)  chloride,  (b)  d5-dichlorobis(4,7-diphenyl-l,10-phenan- 
throline)iridium(III)  chloride.  [Ref:  R.  J.  Watts  and  G.  A.  Crosby, 
J.  Amer.  Chem.  See.  94,2606,1972).] 
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Figure  5.  Temperature  dependence  of  quantum  yields.  X,  cis- 
dichlorobis(4,4'-diphenyl-2,2'-bipyridine)iridium(lII)  chloride.  O, 
ci5-dichlorobis(4,7-diphenyl-l,10-phenanthrohne)iridium(lll)  chlo- 
ride. Both  molecules  were  dissolved  in  poly(methylmethacrylate) 
and  irradiated  with  ~  365  nm  radiation. 


Figure  3.  Relative  quantum  yields  (a,  b)  and  absorption  spectra  (c) 
or  tris(l,10-phenanthroline)osmium(ll)  iodide  in  ethanol-methanol 
(4:1,  vIv):  (a)  4.5  X  IQ-'  A/  in  a  1.76-cm  cell  at  room  temperature; 
(b)  4.5  X  10-7  /W  in  a  1.76-cm  cell  at  77  K  (glass);  (c)  -  -  -,  9.0  X  lO""  M 

in  a  10-cm  cell  at  room  temperature;   ,  7.12  X  10"^  M  and 

1.42  X  10-5  M  in  1.76-cm  cells  at  77  K  (glass).  [Ref:  J.  N.  Demas 
and  G.  A.  Crosby,  J.  Amer.  Chem.  Soc.  93  ,  2841  (1971).] 

temperatures  above  77  K  [35-37].  Furthermore,  the 
measured  decay  times  are  on  the  order  of  micro- 
seconds, thus  falling  between  those  limits  normally 


encountered  for  established  fluorescences  and  phos- 
phoresences.  Finally,  the  capability  of  tuning  the  fre- 
quency by  ligand  change  is  apparent. 

Additional  spectroscopic  features  of  importance  are 
evident  in  figure  5.  Not  only  are  the  yields  of  some  of 
the  molecules  extremely  high  but,  also,  for  some  of 
them,  the  efficiencies  are  virtually  temperature  inde- 
pendent over  large  ranges.  Because  of  the  favorable 
chemical  properties  of  these  substances  and  their 
unique  luminescence  behavior,  considerable  funda- 
mental information  concerning  the  excited  state  prop- 
erties of  transition-metal  complexes  can  be  gleaned 
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from  studies  of  their  photoluminescences.  Particu- 
larly important  are  accurate  determinations  of  quantum 
yields  as  a  function  of  temperature  [38,  39].  Their 
possible  value  as  fluorescence  standards  and  as 
components  in  chemical  actinometers  is  discussed 
below. 

III.  Standards 

The  absolute  determination  of  quantum  yields  is  a 
measurement  fraught  with  difficulties.  Understandably, 
workers  have  resorted  to  the  much  more  convenient 
and  rapid  technique  of  measuring  yields  relatively, 
i.e.,  by  comparison  with  known  standards.  Perforce, 
this  procedure  shifts  a  major  burden  of  the  accuracy  of 
the  final  figure  to  the  standard.  Thus,  the  real  need  for 
more  and  better  standards.  Compounding  the  problem 
is  the  necessity  to  have  standards  for  various  solvents, 
for  various  temperature  ranges,  for  wide  ranges  of 
wavelengths,  and  for  diff"erent  states  of  matter  (solid, 
plastic,  glasses,  solutions).  This  is  a  stiff  order.  When 
one  considers  the  importance  of  standards,  the  small 
number  of  well-studied  ones,  and  the  disconcerting 
disagreement  of  reliable  workers  on  the  actual  reported 
efficiencies,  the  magnitude  of  the  problem  of  obtaining 
good  standards  is  revealed.  [Relative  yield  measure- 
ments are  so  much  easier  to  perform  than  absolute 
ones,  however,  that  the  demand  for  absolute  standards 
will  continue  to  increase.]  An  account  of  commonly  used 
standards  and  an  assessment  of  the  reliability  of  their 
yield  values  are  available  [1].  Additional  information 
on  common  standards  and  some  interesting  suggestions 
for  new  ones  are  contained  in  the  article  by  Testa  [74]. 
Many  workers  choose  standards  possessing  favorable 
chemical  properties  for  relative  measurements  even 
though  the  accuracy  of  some  of  the  "standard"  yields 
is  not  well  substantiated. 

The  incidence  on  the  market  of  commercial  instru- 
ments that  can  measure  yields  routinely  also  increases 
the  need  for  standards.  In  fact,  institution  of  a  program 
to  remeasure  old  standards  and  search  for  new  ones 
has  considerable  merit,  in  our  opinion.  If  a  bank  of 
reliable  standards  could  be  built  and  marketed,  which 
would  provide  checks  on  both  research  results  and 
instrumentation  throughout  the  country,  a  mass  of 
misinformation  would  be  clarified,  and  future  additions 
of  shoddy  yield  data  to  the  literature  would  be  measur- 
ably reduced.  Such  a  program  seems  appropriate  for 
the  National  Bureau  of  Standards. 
1      At  this  juncture  we  wish  to  point  out  again  the  un- 
{   usual    optical    properties    of   inorganic  complexes, 
especially  those  of  ruthenium,  osmium,  and  iridium 
1  described  above.  It  is  our  contention  that  they  deserve 
[  serious  study  as  candidates  for  standards,  as  well  as 
for  numerous  other  applications  in  spectroscopy  and 
photochemistry.  Because  their  properties  can  be  modi- 
fied by  ligand  substitution,  Hgand  modification,  and 
change  of  counter  ion,  it  is  possible  to  design  them  to 
have  specified  frequencies,  high  yields,  and  desirable 
solubilities.  Thus,  molecules  can  be  engineered  to 
'  dissolve  in  most  common  solvents.  Their  potential  as 


quantum-yield  standards  should  be  studied,  esj)eci- 
ally  if  interna]  standards  (see  below)  were  employed. 

Finally,  we  wish  to  call  attention  to  recent  develop- 
ments in  purification  procedures  that  bear  on  the  accu- 
racy of  quantum-yield  measurements.  Chemical  purity 
of  any  fluorescent  compound  is  always  desired;  for 
quantum-yield  standards  it  is  a  stringent  requirement. 
This  aspect  of  quantum-yield  work  has  been  repeated- 
ly emphasized  [1,  29,  75],  not  only  for  quantum-yield 
measurements  but  for  emission  spectroscopy  in  gen- 
eral. Intense  light  sources  commonly  employed  to 
measure  low  yields  exacerbate  the  impurity  problems. 
The  use  of  lasers  dictates  adherence  to  criteria  for 
chemical  purity  far  stricter  than  those  normally  applied 
[76].  Increases  in  detector  sensitivity  and  the  employ- 
ment of  high  aperature  equipment  to  monitor  weak 
emitters  place  still  greater  demand  for  high  standards 
of  chemical  purity.  The  availability  of  image  intensifier 
tubes  adds  a  new  dimension  to  the  impurity  problem 
[77]. 

The  virtues  of  thin-layer  chromatography,  column 
chromatography,  and  zone  refining  as  supplements  to 
the  classical  chemical  techniques  for  obtaining  high 
purity  are  relatively  well  known.  Not  commonly  appre- 
ciated, however,  are  the  remarkable  chemical  separa- 
tions obtainable  with  the  use  of  dextran  molecular 
sieves  in  column  chromatography.  Although  usually 
employed  for  biochemical  separations,  the  eff"ectiveness 
of  molecular  sieves  for  purifying  inorganic  materials 
is  not  common  knowledge  [78],  Indeed,  the  usual  con- 
ception of  the  primary  mechanism  responsible  for  such 
separations  (dominant  role  of  molecular  size)  leads  one 
to  predict  that  molecules  of  similar  size  and  shape 
should  not  be  separable  with  such  procedures.  Yet, 
separations  of  isomeric,  six-coordinated  complexes  of 
transition  metals  have  been  accomplished  [73].  In 
fact,  the  discriminatory  ability  of  the  Sephadex  gels  to 
separate  the  components  of  reaction  mixtures  is  so 
acute  that  surface  adsorption  activity  must  be  at  work 
in  addition  to  steric  effects  [79]. 

Because  of  the  many  desirable  features  of  gel  filtra- 
tion chromatography  as  a  purification  technique  we 
strongly  recommend  its  use  both  for  purifying  fluores- 
cence standards  and  for  preparing  samples  in  general. 
For  transition-metal  complexes  where  reaction  mix- 
tures can  produce  a  host  of  chemically  and  spectro- 
scopically  similar  molecules,  efficient  separations 
are  mandatory.  In  many  cases  gel  filtration  provides 
a  superb  answer  to  the  problem. 

IV.  Quantum  Efficiencies  by  Optical  Methods 

The  first  reliable  method  for  measuring  quantum 
yields  by  an  optical  technique  was  introduced  by 
Vavilov  in  1924  [80].  The  method  is  a  substitution 
technique  employing  a  solid  scatterer  as  a  standard. 
The  experiment  requires  two  basic  measurements. 
First,  the  detector  monitors  the  sample  luminescence 
that  is  generated  by  total  absorption  of  the  excitation 
light  focussed  to  a  point  in  the  celL  Then  the  detector 
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records  the  light  diffusely  scattered  by  a  magnesium 
oxide  surface  substituted  for  the  original  cuvette. 
From  these  data  and  some  ancillary  measurements,  the 
absolute  quantum  yield  can  be  computed.  A  detailed 
description  of  the  technique  including  the  derivation  of 
equations  is  given  in  reference  1.  Basic  improvements 
on  the  method  were  the  introduction  of  a  quantum 
counter  by  Bowen  in  1937  [81]  and  the  incorporation  of 
the  refractive  index  correction  by  Forster  in  1950  [82]. 
Refinements  by  McClure  et  al.  [83]  in  the  early  50's 
and  the  introduction  of  the  rhodamine  B  quantum 
counter  in  1955  by  Melhuish  [84]  resulted  in  a  method 
of  measurement  that  has  produced  some  of  the  most 
accurate  quantum  yields  available. 

In  1957  Weber  and  Teale  [49]  made  a  step  forward 
by  the  introduction  of  solution  scatterers  for  standards. 
This  technique  introduces  its  own  special  problems 
and  limitations  but  is  easier  to  carry  out  than  the  basic 
Vavilov  method  [1].  Numerous  workers  have  devised 
improvements  and  modifications  of  both  the  Vavilov 
and  the  Weber-Teale  methods  for  determining  quan- 
tum yields,  yet  the  measurements  are  still  relatively 
tedious  to  perform  and  have  many  associated  problems. 

The  difficulties  inherent  in  absolute  procedures  and 
the  demand  for  yield  measurements  on  hosts  of  com- 
pounds have  led  workers  to  devise  simple  relative 
methods  for  performing  the  measurement.  In  these 
methods  the  yield  of  an  unknown  is  compared  with  the 
"known"  quantum  yield  of  a  standard  material. 
Relative  methods  fall  into  two  categories,  optically 
dense  and  optically  dilute.  In  the  former,  concentrated 
solutions  are  employed  to  absorb  all  the  incident  flux; 
in  the  latter,  dilute  solutions  insure  negligible  diminu- 
tion of  the  excitation  beam  across  that  part  of  the 
sample  viewed  by  the  detector.  Optically  dense 
quantum-yield  measurements  relative  to  a  standard 
can  be  made  extremely  rapidly  and  are  subject  to 
moderate  errors  provided  the  substances  satisfy 
somewhat  rigid  requirements.  The  accuracy  can  be 
low  due  to  effects  associated  primarily  with  high 
concentrations.  Optically  dilute  methods  generally 
avoid  problems  created  by  solute-solute  interactions 
and,  due  to  the  availability  of  high  quality  spectro- 
fluorometers  and  their  components,  have  become  the 
preferred  techniques  for  obtaining  yields. 

An  analysis  of  optically  dilute  methods,  the  useful 
equations  and  their  limits  of  validity,  and  the  problems 
associated  with  this  kind  of  measurement  are  contained 
in  reference  1.  We  refer  the  interested  reader  to  this 
review  and  the  references  therein.  We  wish  to  point 
out  here,  however,  two  problems  associated  specifi- 
cally with  yields  obtained  by  optically  dilute  proce- 
dures that  modern  laser  technology  should  admirably 
solve,  (a)  inaccurate  (high)  yields  caused  by  strong 
light  from  a  broad  band  source  leaking  through  the 
filter  system  and  (b)  inaccurate  yields  produced  by 
uncertainties  in  the  effective  absorbances  of  samples 
over  the  finite  bandpass  of  the  filters  or  monochroma- 
tor  excitation  system  (see  Lasers,  below). 

For  routine  determinations  of  quantum  yields  by 
optical  methods,  the  use  of  optically  thin  solutions 


versus  optically  thin  standards  is  probably  the  best 
method  available.  The  reported  reproducibility  is 
quite  good  (1-2%),  and  the  agreement  between  labora- 
tories is  excellent  (<5%)  for  some  molecules.  Consid- 
erable improvement  in  accuracy  is  to  be  expected  from 
substituting  lasers  for  conventional  sources  and  from 
incorporating  modern  electronics  and  detectors  into 
the  systems.  Although  frequently  reported  with  high 
precision  [35-37],  the  accuracy  of  quantum  yields 
obtained  from  substances  dissolved  in  rigid  glasses 
may  not  be  high  in  spite  of  the  good  reproducibility. 
The  relative  importance  of  polarization  errors  is 
especially  vexing  to  assess  for  rigid  systems,  and  more 
work  on  this  aspect  of  the  optically  dilute  methods  is 
badly  needed  [85]. 

Finally,  we  reiterate  that  both  the  optically  dense 
and  optically  dilute  techniques  are  still  relative  ones. 
Whatever  systematic  errors  are  built  into  the  standards 
will  be  reflected  in  the  results.  Accurately  measured 
standards  are  urgently  needed. 

A.  Recent  Developments  in  Instrumentation 

We  turn  now  to  highlight  some  recent  instrumenta- 
tion advances  that  bear  on  optical  methods  of  determin- 
ing quantum  yields.  Lasers  are  by  far  the  most  im- 
portant development,  but  the  significance  of  available 
high  sensitivity  Raman  instrumentation  and  recent 
improvements  in  photodetectors  deserve  attention. 

1.  Lasers 

Lasers  are  now  available  in  a  wealth  of  types,  powers, 
and  configurations.  The  salient  features  of  the  most 
common  varieties  are  reviewed  in  table  1.  This  list  is  by 
no  means  complete.  In  many  cases,  commercially 
available  items  are  listed,  and  data  have  been  drawn 
frequently  from  the  manufacturer's  literature.  It 
should  be  further  noted  that  specialized  design  fre- 
quently can  improve  many  of  the  listed  characteristics. 
In  addition,  because  of  the  rapid  advances  in  laser 
technology,  this  table  will  surely  be  obsolete  by  the 
time  it  is  printed.  The  interested  reader  should  consult 
the  latest  issues  of  the  laser  trade  journals  (e.g..  Laser 
Focus  and  Laser  Sphere)  and  other  technical  journals 
for  up-to-date  information.  An  especially  valuable 
source  is  reports  on  advanced  seminars  in  laser 
technology  [86]. 

Most  significant  for  luminescence  and  quantum- 
yield  work  is  the  high  continuous  wave  (cw)  powers 
available  in  the  near  UV  and  visible  from  argon  lasers. 
The  continuous  tunability  of  the  cw  pumped  dye  lasers 
and  their  remarkably  narrow  line  widths  are  also  partic- 
ularly noteworthy.  Pulsed  nitrogen  lasers  with  their 
extremely  short  duration  pulses  and  UV  frequencies 
are  ideally  suited  for  most  lifetime  measurements  and 
even  for  nanosecond  photolysis.  By  driving  a  dye  laser 
with  a  nitrogen  laser  and  selecting  the  wavelength  with 
an  intracavity  grating,  one  can  preserve  the  extremely 
short  durations  and  relatively  high  powers  (one  to  two 
orders  of  magnitude  in  power  are  sometimes  lost),  but 
the  added  feature  of  continuous  tunability  from  the 
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Table  1.    Characteristics  of  selected  lasers 


Continuous  Wave  Lasers 


TYPE 
Discrete  Line  Lasers 

Kr  ^ 

Tunable  Lasers 

cw  pumped  dyes  with  intra- 
cavity  X  selection  ^ 

TYPE 
Discrete  Line  Lasers 


Nd3+-YAG 
Ruby 

Tunable  Lasers 

Flashlamp  pumped  dyes*^ 


\,  nm 

351.1+363.8;  457.9;  472.7;  476.5; 
488.0;  496.5;  501.7;  514.5;  528.7 

350.7  +  356.4;  476.2;  4S2.5;  520.8; 
530.9;  568.2  ;  647.1;  676.4;  752.5; 
799.3 


520-690 


POWERS 

20  mW  to  2  W 

20-500  mW 


10-160  mW 


MONOCHROMATICITY 

<  0.001  A 

<  0.001  A 


0.1  A  normal  to  0.001  A 


X,  nm 


337.1 


266  (frequency  quad- 
rupled), 13  lines  from  473  to 
679  (frequency  doubled), 
13  lines  from  946  to  1358 

694  (Q-switched) 


347  (frequency  doubled) 


Pulsed  Lasers 


POWERS 


1-10 

1-100  kW  peak 
0.5  W  average 

1-5  kW  peak 
10-100  mW  average 


340 ->  650 


Na-laser  pumped  dyes  "  360-  >  650 


Nd3+-YAG  pumped  dyes<^         540-670  and  270-340 


Parametric  oscillator  ^ 


650-3000 


100  MW  peak 
1  J  per  pulse 

10  MW  peak 


0.25  J/pulse 
600  kW  peak 
25  mW  average 

2-150  /xj/pulse 
1-10  kW  peak 
1-50  m  W  average 

2C  700  W  peak 
0.2-2j  mW  average 

50-700  W  peak 
1-10  mW  average 


MONOCHROMATICITY  DURATION, 

nsec 


~i  A 
<i  A 

0.1  A 
0.1  A 

<  1-10  A 

<  1 -20  A 

<i  A 

« 1  A  to  0.001  A 


5-10 


100-400 


20 


20  • 


100-500" 


2-10 


70-150 


"  Data  for  lasers  from  Spectra-Physics  and  Coherent  Radiation.  Mode  locking  can  yield  picosecond  pulses  (<  0.1  nsec),  although 

Data  for  AVCO  Everett  Research  Lab.  lasers.  spectra  bandwidth  will  usually  be  increased.  See  references  [90,  91]. 

''Data  for  Synergetics  Research,  Inc.  lasers  and  from  references  ^Data  for  Chromatix  laser. 
[88,89,90,91]. 
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near  UV  through  the  visible  is  obtained.  These  char- 
acteristics are  ideal  for  carrying  out  time-resolved 
spectroscopy,  a  powerful  fundamental  and  analytical 
tool.  The  large  pulse  energies  available  from  the  flash- 
lamp-pumped  dye  lasers  are  also  attractive  for  some 
studies,  and  systems  can  be  built  for  minimal  cost 
[87-89]. 

From  table  1  the  benefits  accrued  from  replacing 
conventional  light  sources  with  a  laser  source  are 
manifest.  The  powers  available  far  exceed  those 
normally  obtained  from  even  wide  bandpass  con- 
ventional sources.  This  power  gain,  however,  can  be 
obtained  at  no  loss  in  spectral  purity,  and  for  most 
molecular  systems  one  can  treat  the  sample  ab- 
sorbance  as  constant  over  the  excitation  Une.  Thus, 
one  of  the  significant  sources  of  error  mentioned 
above  in  quantum-yield  and  excitation-spectra  de- 
terminations is  eliminated.  The  higher  powers  available 
from  the  lasers  also  permit  the  use  of  more  dilute 
solutions;  this  reduces  the  trivial  errors  of  self  ab- 
sorption and  secondary  emission. 

In  addition  to  the  high  powers  and  narrow  line 
widths,  lasers  have  other  advantages.  Typiccdly,  the 
laser  beam  is  of  very  small  size.  A  cw  argon  laser,  for 
example,  has  a  beam  diameter  of  1  to  2  mm.  It  is  highly 
coherent  and  can  be  focussed  to  an  essentially  diff^rac- 
tion  limited  spot.  This  high  degree  of  focusability  is 
commonly  exploited  in  Raman  work  where  the  laser 
is  directed  down  the  long  axis  of  a  microcapillary. 
The  use  of  a  microcapillary  cell  would  also  yield 
significant  advantages  in  luminescence  spectroscopy. 
There  would  be  negligible  reabsorption,  and  the  source 
composed  of  the  emitting  volume  would  be  a  near 
line.  Thus  the  emissions  could  be  focussed  extremely 
efficiently  onto  the  entrance  slit  of  an  emission  mono- 
chromator,  even  for  very  narrow  emission  band- 
passes.  Such  a  system  could  not  be  used  with  even 
moderately  photosensitive  materials,  however,  unless 
a  flow  system  were  employed.  Microcapillary  cells 
have  a  further  disadvantage  for  comparative  work 
due  to  the  higher  precision  required  for  reproducible 
alignment. 

There  seems  httle  doubt  that  the  wavelength  range, 
the  pulse  duration,  and  the  available  powers  of  most 
of  the  types  of  lasers  will  be  greatly  improved.  With 
progress  in  mode-locking  [90-92]  it  seems  reasonable 
to  anticipate  that  the  dye  lasers  will  yield  repetitive, 
stable,  and  continuously  tunable  subnanosecond  pulses 
extending  from  the  UV  to  near-IR  regions.  Such  a 
tunable,  short  duration  source  would  represent  truly 
a  delta  function  excitation  flash  for  luminescence  life- 
time measurements  and  time-resolved  spectroscopy, 
with  little  sacrifice  in  power  or  spectral  purity.  For  dye 
lasers  especially,  considerable  improvements  in  peak 
and  average  power  are  anticipated  as  the  pulsed  nitro- 
gen lasers  become  more  efficient.  Wavelength  range 
limitations  of  tunable  dye  lasers  will  almost  certainly 
become  relaxed  as  the  dyes  are  frequency  doubled  into 
the  UV,  and  new  dyes  will  surely  extend  the  available 
range  well  into  the  infrared.  Already  the  entire  range 
between  7000  and  11,700  A  has  been  covered  by  pump- 


ing photographic  film  sensitizer  dyes  with  Q-switched 
ruby  lasers  [93].  A  number  of  parametric  oscillators 
has  been  constructed  that  exhibit  continuous  tun- 
ability  from  7000  to  20,000  A,  and  efficiencies  of  45  per- 
cent have  been  reported  [94]. 

Referring  to  the  optical  quantum-yield  methods 
sketched  above,  we  cannot  think  of  a  technique  that 
would  not  benefit  substantiaUy  from  the  replacement  of 
the  conventional  fight  source  with  the  laser.  We  have 
no  doubt  that  where  low  cost  is  not  a  prime  factor,  but 
accuracy  is  of  paramount  importance,  lasers  will 
eventually  become  the  excitation  source  of  choice.  This 
statement  appUes  to  calorimetric  methods  also. 

2.  Raman  Instrumentation 

The  developments  of  laser  Raman  spectroscopy  have 
yielded  a  whole  new  line  of  optical  components  that 
are  admirably  suited  for  luminescence  and  quantum- 
yield  measurements  as  well.  One  of  the  principal 
areas  of  progress  is  monochromator  technology.  Quite 
fast,  extremely-low  stray-light,  double  monochromators 
have  been  produced.  Stray  light  in  these  devices  is  so 
low  that  one  can  scan  to  within  a  few  wave  numbers  of 
the  laser  line  pump.  Such  superb  stray  light  rejection 
makes  them  a  natural  choice  for  luminescence  and 
quantum-yield  measurements,  especially  when  laser 
excitation  is  employed.  It  is  noteworthy  that  much  of 
the  impetus  for  the  development  of  very  high  power 
krypton  and  argon  lasers  also  stemmed  from  the  needs 
of  the  Raman  spectroscopist. 

Photomultipliers  have  also  undergone  enormous 
improvements.  By  reducing  the  effective  photocathode 
size  and  cooling  the  tubes  to  reduce  the  dark  current, 
the  dark  backgrounds  have  been  reduced  to  a  few 
counts  per  second  (e.g.,  tubes  of  the  IT&T^  type). 
All  this  has  been  accomplished  with  an  extended  red 
response  S-20  photocathode,  which  may  exhibit  a 
quantum  efficiency  of  several  percent  beyond  800  nm. 

Thus  the  modern  unmodified  Raman  instrument 
using  an  argon  laser  source  represents  a  nearly  ideal 
excitation-detection  system  for  luminescence,  at  least 
when  the  molecules  absorb  in  the  region  of  the  laser 
lines.  The  ready  availability  of  these  Raman  spectrom- 
eters within  many  laboratories  also  adds  to  their 
attractiveness  for  such  work.  Almost  any  further  ad- 
vances in  Raman  technology  are  certain  to  be  adaptable 
with  benefit  for  making  luminescence  measurements 
and  for  determining  quantum  efficiencies. 

3.  Photodetectors 

In  addition  to  the  restricted  area  tubes  used  in 
Raman  spectroscopy,  there  have  been  other  signifi- 
cant advances  in  detector  technology.  RCA,  for 
example,  has  introduced  a  Une  of  gallium  arsenide  and 
indium-doped  gallium  arsenide  extended  red-response 


'  In  order  to  adequately  describe  materials  and  experimental  procedures,  it  was  occasion- 
ally necessary  to  identify  commercial  products  by  manufacturer's  name  or  label.  In  no 
instances  does  such  identification  imply  endorsement  by  the  National  Bureau  of  Standards, 
nor  does  it  imply  that  the  particular  product  or  equipment  is  necessarily  the  best  available 
for  that  purpose. 


.158 


photomultipliers.  The  gallium  arsenide  tubes  typicaUy 
have  quamum  efficiencies  of  1.4  percent  at  860  nm. 
With  indium  doping,  the  red  response  is  further  ex- 
tended, and  RCA  will  supply  tubes  having  efficiencies 
of  1  percent  at  950  nm,  0.2  percent  at  1000  nm,  and  0.1 
percent  at  1060  nm.  In  addition  to  having  remarkably 
deep  infrared  penetration,  these  tubes  have  quite 
low  dark  currents  even  at  room  temperature;  in  most 
cases  they  can  be  regarded  essentially  as  a  quantum 
jump  better  than  the  old  infrared  tubes  with  S-1 
response.  Further  improvements  seem  likely  since 
gallium  arsenide  photosensitive  surfaces  have  been 
prepared  having  maximum  quantum  efficiencies  of 
80  percent  [95]. 

Semiconductor  diodes  are  also  improving.  Ger- 
manium diodes  of  the  type  used  in  nuclear  instrumen- 
tation make  superb  optical  detectors  [96].  They  can 
have  large  areas  (>  1  cm  X  >  1  cm)  and  sensitivities 
comparable  to  photomultipliers.  Their  noise  equivalent 
power  (NEP)  is  ~  10  15  from  the  visible  to 

beyond  1600  nm.  Their  stability  and  near  quantum  flat 
response  of  ~  0.6  has  led  to  the  suggestion  that  they  be 
used  as  replacements  for  thermopile  radiation 
detectors  [96]. 

When  operated  in  the  avalanche  mode,  these  photo- 
diodes  have  many  of  the  characteristics  of  photomulti- 
pliers. They  still  have  the  high  quantum  efficiencies  of 
the  solid  state  photodiodes  but  also  exhibit  a  limited 
gain  multiplication.  Typically,  their  sensitivities  stretch 
well  into  the  near  infrared.  Texas  Instruments,  for 
example,  has  introduced  a  series  of  silicon  and  ger- 
manium photodiodes  packaged  with  amphfiers 
(TIXL  74-76).  For  the  siUcon  system,  the  NEP  at  900 
nm  is  less  than  5  X  IQ-^^  W/Hz^/^.  For  the  germanium 
ones,  the  NEP  is  ~  2  X  IO-12  W/Hzi'^  at  1060  nm  or 
~6X  10-12  W/Hzi/2  at  1540  nm.  With  properly  biased 
photodiodes,  single  photon  counting  is  even  possible. 
With  germanium  photodiodes,  NEP's  of  ~  10 
W/Hzi/2  at  1500  nm  have  been  realized.  Germanium 
devices  are  usable  to  beyond  1700  nm  [97].  It  seems 
reasonable  that  further  improvement  in  these  avalanche 
devices  will  yield  even  higher  sensitivity  in  the  near- 
IR  region.  It  is  even  possible  that  they  will  become  com- 
petitive with  photomultipliers  in  the  visible-UV 
regions.  In  a  spectrophotometry  apphcation  weak 
transient  absorption  during  flash  photolysis  has  been 
detected  in  the  0.6—1.1  /jl  region  with  the  aid  of  an 
inexpensive  silicon  photodiode  [98]. 

If  the  major  source  of  noise  in  an  optical  experi- 
ment is  due  to  the  photon  statistics,  then  the  signal- 
1  to-noise  ratio  depends  upon  the  square  root  of  the 
I  quantum  efficiency  of  the  detector.  Thus  for  high  light 
'  level  experiments  the  high  quantum  efficiency  of  photo- 
diodes is  a  distinct  advantage  for  noise  discrimination, 
I  especiaUy  in  the  near  infrared. 

B.  New  Experimental  Techniques 

1.  Internal  Standardization 

Internal  standardization  is  frequently  used  in 
■  analytical  chemistry.  To  date,  however,  we  are  aware 


of  no  use  of  an  internal  standard  for  quantum-yield 
measurements.  This  failure  has  been  a  result  of  the 
experimental  difficulties  involved  rather  than  because 
of  any  undesirable  fundamental  features  of  the  tech- 
nique itself.  In  fact,  internal  standardization  is  prob- 
ably one  of  the  more  elegant  and  useful  techniques 
for  accurate  relative  quantum-yield  determinations. 
The  method  appears  especially  feasible  in  view  of 
modern  instrumental  developments. 

In  the  internal  standardization  procedure  both  the 
unknown  and  standard  would  be  contained  in  the 
same  solution.  The  emission  spectra  of  the  two  com- 
pounds would  then  be  run  in  a  single  scan  of  the  emis- 
sion instrument.  From  the  relative  emission  intensities 
of  the  standard  and  the  unknown  and  their  absorb- 
ances  one  would  then  calculate  the  efficiency  of  the 
unknown  relative  to  the  standard  by  normal  pro- 
cedures. The  advantages  of  such  a  procedure  are 
numerous.  Since  the  standard  and  unknown  are  in  the 
same  solvent  and  cell,  refractive  index  corrections  are 
aU  but  nonexistent,  and  radiation  trapping  is  essen- 
tially identical  between  both  samples.  Errors  intro- 
duced by  cell  mismatch  are  eliminated.  There  are,  of 
course,  serious  restrictions  on  the  method.  The 
standard  and  the  unknown  must  emit  in  well-resolved 
spectral  regions  (by  means  of  time-resolved  spectro- 
scopy, even  this  restriction  may  be  lifted).  They  must 
also  absorb  at  the  same  wavelength. 

Several  experimental  difficulties  must  be  considered 
closely  if  satisfactory  results  are  to  be  obtained 
using  an  internal  standard.  Because  the  standard 
and  unknown  are  present  in  the  same  solution,  great 
care  must  be  taken  to  prevent  any  bimolecular  quench- 
ing or  energy-transfer  processes,  since  their  occurrence 
would  modify  the  yields  of  the  species  present  [99]. 
As  long  as  one  is  using  optically  dilute  solutions,  there 
is  no  problem  with  long-range  energy  transfer  of  the 
Fcirster-type.  This  would  not,  however,  always  be 
true  if  optically  dense  solutions  were  employed. 

Diff"usion-controlled  processes  must  also  be  con- 
sidered. One  can  readily  show  that  even  if  a  sample 
has  a  component  with  a  lifetime  as  long  as  1  /xs  that 
is  quenched  by  the  other  one  at  the  diffusion  controlled 
limit  (101*'  A/"i  s"i)  then  the  concentration  of  the 
second  species  must  exceed  10"^  Mto  cause  1  percent 
quenching  of  the  first.  Since  optically  dilute  meas- 
urements are  usually  carried  out  at  optical  densities 
less  than  0.01,  then  any  second  component  with 
e  3=  10*  at  the  exciting  wavelength  would  introduce  a 
negligible  error.  Of  course,  if  the  first  compound  has 
a  lifetime  of  less  than  1  /xs  or  the  quenching  proceeded 
with  a  rate  less  than  the  diffusion-controlled  limit, 
then  this  already  weak  restriction  would  be  relaxed 
still  further.  For  example,  if  the  standard's  lifetime 
were  10"^  s  (a  typical  fluorescence  lifetime),  then  the 
maximum  permissible  concentration  of  the  second 
species  would  be  10"*  M:  this  would  permit  mole- 
cules with  e  ^  10^  to  be  measured.  The  same  argu- 
ments apply  to  the  second  component.  Most  materials 
and  standards  would  have  coefficients  satisfying  this 
condition  in  some  region.  Thus,  because  of  bimolecular 
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quenching  it  appears  that  the  internal  standardization 
technique  is  largely  limited  to  optically  dilute  meas- 
urements. Consequently,  all  of  the  restrictions  and  limi- 
tations on  any  optically  dilute  method  are  present  [1]. 

The  remaining  serious  difficulty  or  source  of  error  en- 
visioned in  a  procedure  employing  an  internal  standard 
is  that  inherent  in  accurately  calibrating  any  spectrom- 
eter over  a  wide  wavelength  range.  Also,  some 
compounds  have  extremely  wide  emission  bandwidths; 
then  difficulty  will  be  encountered  in  obtaining 
satisfactory  standards.  Transition-metal  complexes, 
as  discussed  above,  may  possibly  be  designed  for  ap- 
propriate standards.  Sensitivity,  even  when  working 
with  low  yield  substances  under  optically  dilute 
conditions,  does  not  appear  to  present  a  severe 
limitation  for  the  method. 

In  summary,  we  believe  that  the  use  of  an  internal 
standard  in  relative  quantum-yield  determinations 
deserves  serious  consideration  for  investigation  and 
development.  If  well-defined  standards  become  readily 
available,  the  method  could  eventually  become  one 
of  the  preferred  ways  of  running  high-accuracy  yield 
determinations. 

V.  Quantum    Efficiencies    by  Actinometric 
Methods 

The  principle  of  the  actinometric  method  for  meas- 
uring quantum  yields  is  conceptually  simple.  One 
merely  surrounds  the  sample  completely  with  an 
actinometer  solution,  measures  the  apparent  intensity 
of  the  emitted  radiation,  and  then,  using  the  same  type 
of  actinometer  solution,  monitors  the  intensity  of  the 
excitation  beam.  If  the  irradiated  solution  is  totally 
absorbing,  the  ratio  of  the  two  intensities  is  the  abso- 
lute quantum  yield.  Whereas  actinometers  are  capable 
of  measuring  absolute  intensities,  this  technique  is, 
in  fact,  a  relative  method  since  the  absolute  yield  of 
the  actinometer  need  not  be  known.  To  our  knowledge, 
this  method  has  not  been  used  for  measuring  optically 
excited  luminescence  efficiencies.  It  has,  however, 
been  utilized  in  a  suitably  modified  form  for  measuring 
chemiluminescence  yields  [100]. 

The  principal  reason  for  the  nonadoption  of  an 
actinometric  rnethod  is  experimental.  Most  actinom- 
eters have  quantum  yields  that  are  strongly  wave- 
length dependent,  and  their  absorption  characteristics 
make  it  difficult  to  arrange  to  have  all  of  the  emitted 
light  absorbed  over  the  very  wide  wavelength  ranges 
encountered  in  molecular  luminescences.  Because  of 
these  factors  it  is  difficult  to  obtain  an  accurate 
measurement  of  the  intensities  of  both  the  excitation 
beam  and  the  broad  molecular  emission  with  the  same 
actinometer.  With  the  advent  of  new  sources  and  acti- 
nometers, however,  actinometric  methods  may  achieve 
a  useful  place  in  absolute  quantum-yield  measurements. 

tiefore  launching  into  speculative  discussion  we 
point  out  that  the  potassium  salt  of  trans- 
[Cr(NH3)2(NCS)4]  (Reinecke)  is  an  excellent  wide- 
range  actinometer  covering  the  300  to  600-nm  region 


[101].  Its  yield  has  been  measured  over  an  extended 
wavelength  range,  and  it  is  reasonably  sensitive. 
Unfortunately,  it  is  not  without  its  shortcomings.  To 
absorb  most  of  the  emitted  light  in  the  300  to  600-nm 
range,  rather  concentrated  and/or  thick  solutions  are 
required  (about  1.5  cm  at  a  concentration  of  5X  10"^ 
M).  The  compound  also  exhibits  a  slow  but  bother- 
some thermal  decomposition.  Finally,  there  is  a  sHght, 
although  perhaps  not  real,  variation  of  the  quantum 
yield  with  wavelength,  a  variation  that  is,  however, 
small  enough  that  reliable  corrections  could  be  made. 
No  one  has  confirmed  the  original  yields,  and  the 
initial  data  were  taken  at  somewhat  greater  wavelength  i 
intervals  than  would  be  desirable  for  precise  correc-  j 
tions.  Notwithstanding  these  objections,  Reinecke's  ' 
salt  is  even  now  usable  as  a  wide-range  actinometer 
for  yield  determinations. 

Recent  photochemical  investigations  portend  the 
development  of  additional  wide-range  actinometers. 
Demas  and  Adamson  [102]  have  found  that  tris(2,2'-  ' 
bipyridine)ruthenium(II)   sensitizes,  by  a  diffusion- 
controlled  process,  the  redox  decomposition  of  tris- 
(oxalato)cobaltaie(lll).  Since  the  donor  has  a  broad,  in-  J 
tense  absorption,  it  is  quite  easy  to  obtain,  with  thin  j 
solutions,  total  absorption  of  incident  light  from  the  j 
UV  to  beyond  500  nm.  The  decomposition  of  the  [Co-  1 
(C204)3]^"  may  be  readily  monitored  spectrophotometri- 
cally  (unfortunately  not  with  quite  the  high  sensitivity 
of  the  ferrioxalate).  Furthermore,  since  the  efficiency 
of  population  of  the  donor  level  is  believed  to  be  unity 
and  to  occur  virtucdly  instantaneously  following  excita- 
tion, the  system  has  a  decomposition  yield  that  is  in- 
herently wavelength  independent  and  that  has  a  broader  j 
range  than  most  other  actinometers.  In  its  present 
form,  their  system  is  not,  however,^  a  useful  actinom- 
eter. With  modifications  it,  or  a  related  system,  may 
become  practical. 

Lasers  make  the  actinometric  method  for  measuring  j 
yields  appear  even  more  attractive.  The  excellent  j 
focusability  of  lasers   permits  an  extremely  small 
entrance  aperture  to  be  used  and  thus  minimizes 
the  error  due  to  loss  of  radiation  through  the  excita- 
tion port.  Also,  because  the  laser  beam  is  inherently    i  | 
well  coUimated,  one  could  use  relatively  dilute  solu-    i  i 
tions  in  very  long  cells  and  irradiate  down  the  cylin-   b  i 
drical  axis.  In  this  way  trivial  reabsorption  effects    f  { 
would  be  minimized.  A  device  built  along  these  lines   ]  f 
might  look  much  like  a  condenser  with  the  outer  ;  \ 
cooHng  jacket  filled  with  the  actinometer  solution.   \  i 
Of  course,  any  measurement  based  on  an  optically  \  |» 
dilute  method  would  be  subject  to  the  normal  correc- 
tions, and  the  optically  dense  method  would  be  prone  i  fo 
to  its  usual  inherent  errors.  In  spite  of  these  objec-  !  11 
tions,  common  to  all  optical  quantum-yield  measure-  1  4( 
ments,  it  seems  that  the  actinometric  method  has  i  if 
distinct    possibilities    even    now    with    potassium  i  ne 
Reinecke,  and  it  will  probably  become  more  attrac-  <  [ul 
tive  with  time,  especially  as  the  developments  in  )  relj 
modern  inorganic  photochemistry  gain  momentum  and  b  laj 
uncover  new  photochemical  reactions  and  sensitizers.  (  llji 


160 


VI.  Quantum    Efficiencies    by  Calorimetric 
Methods 

Although  measurement  of  quantum  efficiencies 
optically  involves  generally  familiar  instrumentation, 
this  statement  cannot  be  made  about  calorimetric 
procedures.  Recently,  how^ever,  developments  in 
technology  point  toward  a  gaining  importance  of 
calorimetry  in  the  field  of  quantum  yields,  and  we 
wish  to  discuss  some  of  them.  Because  of  their  rela- 
tive unfamiliarity,  we  present  here  a  more  detailed 
account  of  the  various  methods  employed  in  calorim- 
etry than  was  included  above  for  the  optical  methods. 

Calorimetric  methods  of  measuring  quantum  yields 
are  based  on  the  assumption  that  energy  absorbed  from 
a  beam  of  light  incident  upon  a  solution  of  fluorescent 
molecules  is  either  lost  through  reemitted  photons  or 
degraded  to  heat  by  radiationless  processes.  The  ob- 
jective of  calorimetric  techniques  is  to  measure  the 
energy  yield  of  these  radiationless  processes,  F/, , 
which  is  defined  as  the  ratio  of  heat  energy  produced 
to  incident  photon  energy  absorbed.  Yi,  is  obtained  by 
measuring  the  ratio  of  the  heating  produced  by  irradia- 
tion of  the  fluorescent  sample  to  the  heating  produced 
by  irradiation  of  a  nonfluorescent  sample  that  absorbs 
the  same  fraction  of  the  excitation  energy. 

In  the  absence  of  photochemistry,  the  fluorescence 
[103]  energy  yield  is  the  complement  of  Yh  and  the 
quantum  yield  of  fluorescence  is  related  to  it  by  the 
formula 

^={i'Jpf)(l-Y„)  (1) 

where  fa  and  Pf  are  the  average  frequencies  (cm~') 
of  absorbed  and  fluorescence  photons,  respectively, 
defined  by  the  formulas 

r^a=  UIaiK)A{K)d\l\VUIaWA{k)d\]  (2) 

Vf=Ulf{\)dXlk]lUIfik)d\]  (3) 

If{k)  and  Ia(k)  are  the  fluorescence  and  excitation 
intensities   at   wavelength  k,  A{k)   is  the  percent 
absorbance  of  the  sample  with  a  pathlength  equal  to 
the  cell  dimension,  and  the  integrals  are  over  the 
fluorescence    and    excitation    bands,  respectively. 
Since  Vf  and  Va  are  easily  measured  with  high  preci- 
sion by  standard  photometric  techniques,  they  will  not 
be  discussed  further  here  [1,  29]. 
I     Several  important  factors  favor  calorimetric  methods 
I  for  the  determination  of  absolute  quantum  yields:  (a) 
The  method  serves  as  a  valuable  independent  check  of 
I  the  assumptions  used  in  photometric  techniques  for 
i  measuring  <!>/;  in  particular,  corrections  for  experi- 
mental  geometry,  index  of  refraction  changes,  and 
polarization  eff"ects  are  largely  ehminated.  (b)  Using 
\i  relatively  crude  apparatus,  some  workers  have  ob- 
j  tained  values  of  Yh  with  a  precision  comparable  to 
those  obtained  by  other  methods  [29].  (c)  The  calori- 
metric method  works  well  with  samples  that  emit  in 


the  near  infrared  where  the  sensitivity  of  optical  tech- 
niques is  relatively  low.  Recent  developments  in 
photodetectors  are  alleviating  this  problem,  however 
(see  above). 

With  the  usual  procedures  and  components,  the 
principal  disadvantages  and  limitations  of  the  method 
have  been  the  following:  (a)  The  insensitivities  of 
the  calorimeters  used  thus  far  have  forced  workers  to 
use  highly  absorbing  samples;  consequently,  large 
corrections  for  reabsorption  of  the  fluorescence  [29, 
104]  are  required,  (b)  The  method  has  been  limited  to 
substances  possessing  high  quantum  yields,  (c)  Meas- 
urements have  been  confined  to  liquid  samples  at 
room  temperature,  (d)  Methods  devised  thus  far  have 
been  tedious  and  time  consuming  to  perform. 

Recent  advances  in  calorimetry,  especiaUy  in  the 
technology  of  light  sources  and  transducers,  and  im- 
provements in  methods  of  data  acquisition  portend 
wider  acceptance  of  the  technique  for  obtaining 
quantum  efficiencies.  The  generality,  sensitivity,  and 
ease  of  performance  of  calorimetric  methods  wiU 
undoubtedly  improve.  Our  purpose  here  is  to  review 
some  of  the  advances  in  methods  and  components 
and  to  indicate  possibiUties  for  still  greater  improve- 
ments. 

A.  Calorimeters 

The  calorimetric  apparatus  consists  of  an  excita- 
tion source,  a  means  for  selecting  a  bandwidth  of  the 
incident  radiation,  and  a  calorimeter  to  measure  the 
heat  energy  produced  during  irradiation.  The  science 
of  calorimetry  is  a  mature  field  of  endeavor,  and  the 
reader  desirous  of  a  general  background  in  the  subject 
is  referred  to  the  several  books  and  recent  reviews 
now  available  [105-108].  Let  us  begin  om  discussion 
of  calorimetric  apparatus  by  considering  the  con- 
straints on  the  calorimeter  imposed  by  the  require- 
ments for  measuring  quantum  yields.  First,  provision 
must  be  made  for  admitting  the  exciting  fight.  Second, 
the  calorimeter  must  be  designed  so  that  all  fluores- 
cence escapes  the  cell.  Third,  since  the  sample  will  not 
be  uniformly  irradiated,  the  average  or  total  heating 
must  be  detected.  Fourth,  the  calorimeter  must  be  very 
sensitive.  In  general,  the  sensitivity  requirements  will 
depend  on  the  energy  of  the  incident  radiation,  the 
absorbance  of  the  sample,  and  the  value  of  the  quantum 
yield  to  be  measured.  A  straightforward  analysis  of  the 
propagation  of  errors  in  the  calorimetric  method  shows 
that  in  order  to  measure  a  value  of  4>/=  0.5  with  a  pre- 
cision of  1  percent,  the  heating  of  the  nonfluorescent 
sample  must  be  measured  with  a  precision  of  0.1 
percent. 

It  is  shown  later  that  most  calorimeters  detect  the 
heating  power  produced  by  steady  state  irradiation. 
If  the  incident  radiation  power  is  100  mW,  and  we  are 
using  samples  that  absorb  10  percent  of  the  beam  or 
less  to  avoid  reabsorption  effects,  then  our  calorimeter 
must  be  capable  of  measuring  a  heating  power  of  10 
jLtW  with  a  signal-to-noise  ratio  of  unity. 

It  is  now  obvious  that  the  method  for  detecting  heat 
flow  in  the  calorimeter  must  be  very  sensitive.  Most 
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calorimeters  use  temperature  transducers  to  measure 
heat  flow.  One  figure  of  merit,  useful  for  evaluating 
temperature  transducers,  is  their  noise  equivalent 
temperature  {NET)  given  by  the  following  expression 

NET=  [N|S{^fyl^]  deg/Hzi/2  (4) 

where  is  the  noise  voltage  developed  by  the  trans- 
ducer, S  is  the  voltage  sensitivity  of  the  transducer, 
and  A/  is  the  noise  bandwidth.  The  NET  is  defined  as 
the  temperature  change  required  to  generate  a  signal- 
to-noise  ratio  of  unity  when  the  detector  noise  is  re- 
ferred to  a  one  cycle  bandwidth. 

One  common  method  for  measuring  temperature 
changes  in  calorimetry  is  by  means  of  a  thermopile. 
Generally,  the  limiting  noise  in  this  device  is  due  to  the 
Johnson  noise  of  its  resistance.  For  a  100-junction 
copper-constantan  thermopile  of  100  fl  resistance, 
the  NET  is  calculated  to  be  0.2  /ideg/Hz''^.  The  tiny 
voltages  associated  with  these  devices  can  be  con- 
veniently measured  by  means  of  a  commercially 
available  nV  ampHfier  such  as  the  Keithley  Model 
148.  The  construction  of  thermopiles  is  an  art  and  is 
discussed  by  HiU  [109],  Howarth  [110],  and  Evans  [111]. 

Resistance  thermometers  have  also  been  used  for 
calorimetric  work.  Larsen  [112]  has  shown  that  the 
sensitivity  of  platinum  resistance  thermometers  op- 
erated by  an  ac  bridge  approaches  the  theoretical 
limit  imposed  by  the  Johnson  noise  of  the  device.  He 
gives  a  NET  of  20.5  pideg/Hz''^  for  a  commercially 
available  500  O  platinum  resistance  thermometer. 
These  tranducers  are  very  stable  with  time,  are  smaller 
in  size  than  thermopiles,  and  do  not  require  reference 
junctions. 

The  use  of  thermistors  in  calorimetry  has  been  dis- 
cussed by  Meites  et  al.  [113].  Previously,  these  temper- 
ature transducers  have  been  criticized  for  calorimetric 
work  because  of  long  term  instabilities  [112].  Meites 
et  al.  found,  however,  that  operation  of  selected  and 
aged  100  K  thermistors  at  low  power  levels  (18 ^^W) 
allowed  reliable  detection  of  temperature  changes  of 
10  /u.deg  by  means  of  a  dc  bridge  and  recording 
potentiometer.  The  NET  as  predicted  by  consideration 
of  the  Johnson  noise  is  even  lower,  0.7  /ideg/Hz''^. 
Attainment  of  this  resolution  will  probably  require  use 
of  an  ac  bridge  and  phase  sensitive  detection.  Therm- 
istors also  offer  advantages  due  to  their  small  sizes 
and  fast  response  times. 

In  addition  to  temperature  transducers,  one  can  also 
employ  volume  transducers  to  measure  heat  flow.  The 
volume  change,  AF,  produced  at  constant  pressure  in 
response  to  a  heat  change,  A^,  is  given  by  the  formula 

^V=^a^Q|Cpp  (5) 

where  a  is  the  thermal  expansion  coefficient  of  the 
sample,  p  is  its  density,  and  Cp  is  its  heat  capacity  per 
gram.  A  simple  dilatometer  for  measuring  volume 
changes  in  calorimetric  experiments  has  been  used  by 
Seybold,  Gouterman,  and  Callis  [29].  In  their  appa- 
ratus, the  sample  is  contained  in  a  cell  open  to  the 


atmosphere  only  through  a  capillary  tube.  The  volume 
of  the  solution  is  visually  monitored  as  it  expands  up 
the  capillary.  Volume  changes  as  small  as  7X10"'' 
cm-'  can  be  measured;  for  a  10-cm^  ethanol  sample  this 
corresponds  to  a  temperature  rise  of  7X10~^  °C. 
Further  increases  in  sensitivity  in  capillary  dilatom- 
eters  can  be  obtained  by  using  a  travelling  micro- 
scope [114]  or  a  photocell  to  measure  changes  in  the 
height  of  the  liquid  in  the  capillary. 

A  greatly  improved  technique  for  measuring 
volume  changes  has  been  developed  by  Callis,  Gouter- 
man, and  Danielson  [44].  These  workers  use  a  capaci- 
tor microphone  to  detect  volume  changes.  They 
claim  a  noise  equivalent  volume  [NEV)  change  of 
■  4X10"^°  cm^  referred  to  a  1-Hz  bandwidth,  which 
corresponds  to  a  NET  of  0.04  /adeg/Hz^'^  for  heating 
10  cm^  of  ethanol.  In  addition  to  its  sensitivity,  this 
technique  has  other  advantages:  (a)  The  volume 
change  is  independent  of  the  size  of  sample  irradiated, 
whereas  the  magnitude  of  the  temperature  change 
depends  on  the  size  of  the  sample,  (b)  Equation  (5) 
is  valid  even  though  a  uniform  tfemperature  is  not 
established  if,  at  all  points,  AT  is  small  enough  so 
that  the  equation  holds  locally.  Thus,  the  sample  need 
not  be  stirred,  (c)  The  response  time  of  this  apparatus  is 
limited  only  by  the  transit  time  for  sound  in  the  cell. 
Disadvantages  of  the  volumetric  technique  are:  (a) 
The  electronics,  as  originally  devised  by  Callis  et 
al.  are  ac  coupled.  Use  of  a  capacitance  bridge  can 
overcome  this  disadvantage,  however,  (b)  The  ap- 
paratus is  sensitive  to  vibration  and  acoustical  noise 
and  therefore  must  be  isolated  from  both,  (c)  For  water, 
an  important  solvent,  ajpCp  is  ~  10  times  lower  than 
for  organic  solvents. 

All  of  the  calorimeters  we  shall  discuss  in  this  paper 
are  surrounded  by  an  isothermal  shield,  and  thus 
aU  can  be  characterized  by  the  same  energy  flow 
equation 

dHldt^FYhP{t)-KH{t).  (6) 

H{t)  is  the  heat  energy  retained  in  the  sample,  F  is 
the  fraction  of  incident  power  absorbed  by  the  solute, 
P{t)  is  the  incident  radiation  power,  and  K  is  the  first- 
order  heat  loss  constant  under  the  assumption  that 
all  heat  losses  are  newtonian.  We  have  neglected 
heating  due  to  absorption  by  the  solvent  and  reab- 
sorption  of  fluorescence  photons.  These  eff"ects  are  dis- 
cussed elsewhere  [1]. 

Two  cases  of  eq  (6)  may  be  distinguished:  (a)  When 
the  heat  loss  term  is  negligible,  the  calorimeter  is  an 
adiabatic  one.  (b)  When  the  heat  loss  term  is  large, 
the  calorimeter  is  a  conduction  calorimeter.  When 
the  heating  input  is  exactly  balanced  by  an  equal 
cooUng,  then  the  calorimeter  is  known  as  a  compensa- 
tion calorimeter. 

Let  us  first  consider  the  use  of  the  conduction  type 
calorimeter  as  employed  by  Alentsev  [104]  for  meas- 
uring Yh.  The  calorimeter  consists  of  a  thin  cell  sus- 
pended in  a  chamber  whose  walls  are  maintained  at  a 
constant  temperature.  Temperature  changes  are 
measured  by  means  of  a  thermopile.  The  measuring 
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junctions  are  arranged  symmetrically  around  the  lateral 
wall  of  the  cell,  and  the  reference  junctions  are 
buried  in  the  isothermal  wall.  The  major  source  of 
heat  loss  is  through  the  thermopile  itself.  A  schematic 
of  the  apparatus  is  shown  in  figure  6.  Since  tempera- 
ture changes  are  measured,  we  can  use  the  relation- 
ship Hit)  =  Cp[T{t) —To]  to  convert  eq  (6)  to  a  form 
involving  the  instantaneous  temperature. 


constant 
/-temperature 
K  wall 


thermopile 


calorimeter 


Figure  6.    Conduction  calorimeter. 

dT{t)ldt=  [FYnP{t)ICp] -K[T{t)-To]  (7) 

where  To  is  the  temperature  of  the  wall.  For  steady 
state  irradiation  (P  constant),  the  solution  to  eq  (7)  is 

Tit)  -  To  -  FYf,P{KCp)  -1  [1  -  exp  (  -  /^f)  ] .  (8) 

After  a  time  t  >  II K  the  maximum  temperature  rise, 
ATm,  is  reached. 


ATm  =  FY,PiKCp)-\ 


(9) 


the  experiment  is  conducted  differentially,  i.e.,  the 
temperature  difference  between  the  irradiated  sample 
in  one  cell  and  an  identical  unirradiated  sample  in  a 
twin  cell  is  measured.  This  technique  greatly  increases 
the  long  term  stability  of  the  apparatus  and  is  to  be 
recommended  for  any  type  of  dc  calorimetry. 

As  employed  for  conventional  calorimetric  measure- 
ments, conduction  calorimeters  are  not  stirred.  This 
is  possible  if  a  large  number  of  thermocouples  is 
distributed  evenly  over  the  surface  of  the  calorimeter 
so  that  the  average  surface  temperature  is  measured. 
For  fluorescence  measurements,  however,  it  is  ideal 
to  have  all  of  the  fluorescence  escape  the  cell.  Thus, 
the  thermopiles  should  occupy  only  a  tiny  fraction 
of  the  cell  surface.  The  cell  must  be  stirred.  Un- 
fortunately, stirring  produces  its  own  heating,  which 
gives  rise  to  additional  noise  in  the  system  [111]. 

Perhaps  the  major  disadvantage  of  using  conduction 
calorimeters  is  that  long  times  are  required  for  meas- 
urement. For  a  equal  to  10  min,  one  must  wait 
at  least  1  h  for  the  sample  to  come  into  equilibrium, 
and  additional  time  will  be  taken  waiting  for  the 
temperature  to  stabilize. 

Some  recent  work  by  Chastel  and  Tachoire 
[117]  suggests  that  the  commercially  available  and 
highly  perfected  Tian-Calvet  conduction  microcalorim- 
eter  may  be  used  in  a  virtually  unmodified  form  in 
conjunction  with  a  pulsed  light  source.  The  calorim- 
eter is  shown  schematically  in  figure  7.  The  cell  is 
made  of  glass  or  quartz,  which  is  surrounded  by  a 
metallic  "can"  whose  inside  is  coated  with  a  totally 
absorbing  black  substance.  The  thermocouples  are 


The  ratio  of  ATm  for  the  fluorescent  sample  to  A.Tm 
for  a  nonfluorescent  sample  that  absorbs  the  same 
fraction  of  incident  light  gives  Y/,,  provided  K  and 
Cp  are  the  same.  For  a  given  energy  input,  AT,,,  can 
be  majcimized  by  using  the  lowest  value  of  K  and 
Cp.  As  used  for  determination  of  F/,,  the  conduction 
calorimeter  may  be  thought  of  as  a  power  measuring 
device,  and  thus  a  factor  of  merit  is  its  noise  equivalent 
power  (NEP),  which  is  defined  as  the  power  input 
required  to  generate  a  signal-to-noise  ratio  of  unity 
when  the  detector  noise  is  referred  to  a  1-Hz  band- 
width. For  the  conduction  calorimeter 


light  path 


NEP  =  NET{K)Cp 


(10) 


i'where  the  NET  is  that  of  the  temperature  transducer 
jused.  For  a  NET  of  1  />tdeg,  a  heat  capacity  of  10 
'cal/°C  and  a  of  10  min,  one  obtains  a  NEP  of 
!  0.07  /aW.  In  practice,  the  best  conduction  calorimeters 

I  [115]  exhibit  a  NEP  of  0.2  fxW;  but  even  this  value  is 
ijfar  better  than  that  obtained  by  Alentsev.  The  limit  of 
'  sensitivity  of  this  apparatus  is  apparently  determined 
||by  the  temperature  stability  of  the  environment  of 
[{the  calorimeter  [115].  Design  and  construction  of 
j  conduction  type  microcalorimeters  is  discussed  ex- 

II  ensively  by  Evans  [111]   and  by  Calvet  and  Prat 
115,  116].  In  the  most  advanced  designs  [111,  115, 116], 
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Figure  7. 
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Tian-Calvet  conduction  microcedorimeter  modified  for 
quantum-yield  deternunation. 
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Figure  8.    Thermogram  from  Tian-Calvet  microcalorimeter. 
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affixed  to  the  metallic  cell.  Irradiation  of  the  sample 
produces  a  double  flux  of  light  and  heat.  The  light  is 
converted  to  heat  through  absorption  by  the  metallic 
cylinder.  A  recording  of  the  temperature  as  registered 
by  the  thermocouples  versus  time  in  the  form  of  a 
thermogram  would  be  expected  to  yield  the  results 
shown  in  figure  8.  The  first  peak  is  due  to  light  ab- 
sorbed at  the  cylinder;  the  second  is  due  to  heat 
diffusing  from  the  sample  produced  by  radiationless 
processes.  If  the  response  times  of  the  apparatus  to 
heat  and  light  are  determined,  then  it  is  easy  to 
separate  the  two  responses  and  obtain  the  energy 
yields.  Chastel  and  Tachoire  have  obtained  excellent 
results  on  energy  yields  of  flash  sources  for  photog- 
raphy in  this  manner. 

A  second  type  of  calorimeter,  which  can  be  used  for 
measurements  of  Yh,  is  a  heat  flow  compensation 
calorimeter.  The  design  of  such  calorimeters  has  been 
discussed  by  Sturtevant  [118].  In  these  devices,  heat- 
ing produced  by  irradiation  is  balanced  by  an  equal 
amount  of  cooling  power  supplied  by  a  thermoelectric 
module.  The  null  heating  point  is  sensed  by  a  temper- 
ature transducer.  Thus,  the  cooling  power  supplied  is 
a  direct  measure  of  the  energy  input  power.  An  ap- 
paratus is  shown  schematically  in  figure  9.  This  device 
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Figure  9.    Heat  flow  compensation  calorimeter. 

is  also  essentially  a  power  measuring  apparatus,  and 
its  factor  of  merit  is  given  by  the  NEP,  which  is  related 
to  the  NET  of  the  temperature  sensor,  as  follows: 

NEP=NET{Cp)T-'  (11) 

where  r  is  the  time  constant  of  the  temperature  de- 
tection. To  minimize  the  NEP,  one  desires  the  lowest 
values  of  heat  capacity  and  NET  and  the  longest  time 
constant.  For  a  NET=  1  ^ldeg,  Cp  =  10  cal/°C ,  and  t  =  10 
the  NEP  is  4.2  /laW.  This  type  of  calorimeter  may  also 
be  used  in  a  differential  mode  where  the  diff^erence 
between  an  irradiated  and  unirradiated  cell  is 
measured. 

Adiabatic  calorimeters  are  a  third  possibility  for  Yh 
measurements.  They  have  been  employed  in  this 
manner  by  Seybold,  Gouterman,  and  Calhs  [29]  and 
by  Gudmundson  et  al.  [119].  In  these  devices  one  at- 
tempts to  eUminate  heat  transfer  between  the  calorim- 
eter and  its  surroundings.  Because  of  the  tiny  tempera- 
ture changes  involved,  this  ideal  is  best  approached 
by  conducting  experiments  in  a  constant  temperature 


jacket  calorimeter  for  short  time  periods  so  that  heat 
losses  are  negligible.  As  with  conduction  calorimeters, 
adiabatic  calorimeters  can  be  used  with  steady  or 
pulsed  sources.  If  the  sample  is  irradiated  by  a  steady 
light  source,  the  temperature  rise  can  be  measured  as 
a  function  of  time.  In  this  case,  the  calorimeter  may 
be  thought  of  as  a  power  measuring  device,  and  the 
minimum  detectable  power  level  will  be  related  to  the 
NET  of  the  temperature  sensor  by  the  formula 

NEP  =  NET{Cp)^t-^  (12) 

where  At  is  the  maximum  time  after  the  start  of  ir- 
radiation at  which  a  measurement  can  be  made.  For 
the  isothermal  jacket  calorimeter  this  condition  will 
be  KAt  1  where  K  is  the  rate  of  newtonian  heat 
loss.  For  a  NET  of  1  /Ltdeg,  a  Cp  of  10  cal/°C,  and  a 
of  100  s,  a  NEP  of  0.42  (xW  is  obtained.  If  a  pulsed 
Ught  source  is  used,  the  net  temperature  rise  is 
measured.  In  this  case,  the  calorimeter  determines 
the  integral  of  the  incident  power,  and  thus  a  figure 
of  merit  is  the  noise  equivalent  energy  change,  NEE, 
which  is  just  the  NET  of  the  temperature  sensor 
times  the  heat  capacity  of  sample  and  calorimeter. 
Thus,  for  a  NET  of  1  /Ltdeg  and  a  10  cal/°C  heat  capac- 
ity, we  obtain  a  NEE  of  10  /xcal.  This  method  is  attrac- 
tive because  pulsed  Ught  sources  of  high  energy  are 
readily  available  (e.g.,  pulsed  lasers),  and  heating  due 
to  absorption  of  fluorescence  by  the  calorimeter  can 
be  separated  by  its  time  dependence. 

Thus  far,  all  of  the  types  of  calorimeters  we  have 
discussed  are,  in  principle,  capable  of  measuring  very 
low  power  levels  and  wiU  allow  eUmination  of  reab- 
sorption  corrections.  They  all  have  a  common  single 
disadvantage,  however.  The  measurements  are  per- 
formed near  zero  frequency  and  are  tedious  and  time 
consuming.  Further,  the  temperature  of  the  calorim- 
eter and  surroundings  must  be  controlled  to  the  NET 
of  the  temperature  sensing  device  if  the  lowest  possible 
NEP  of  the  calorimeter  is  to  be  realized. 

Currently,  a  new  technique  for  calorimetric  measure- 
ments of  Yh,  which  can  overcome  some  of  the  dis- 
advantages of  conventional  calorimetry,  is  under 
development.  Essentially  the  apparatus  is  the  flash 
calorimeter  of  CaUis,  Gouterman,  and  Danielson 
[44]  shown  in  figure  10.  It  consists  of  a  glass  cuvette, 
one  wall  of  which  is  the  comphant  diaphragm  of  a 
capacitor  microphone.  The  valve  attached  to  one 
side  of  the  cell  serves  as  a  capillary  leak  so  that  the 
Uquid  can  slowly  enter  or  leave  the  cell.  This  prevents 
slow  pressure  changes  that  would  occur  in  a  completely 
closed  cell  subject  to  temperature  drifts  and  the  dc 
component  of  repetitive  excitation. 

Because  of  the  fast  response  time  of  this  apparatus, 
the  exciting  Ught  is  modulated,  and  the  resultant 
heating  is  detected  at  the  frequency  of  the  modulation 
by  phase  sensitive  techniques.  The  advantages  of 
ac  methods  of  doing  experiments  is  weU  known 
[120].  Briefly,  all  experiments  are  contaminated  with 
noise,  some  of  which  has  a  1//"  frequency  dependence. 
This  latter  noise  is  dominant  in  calorimetric  measure- 
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Figure  10.    Flash  calorimeter. 


ments,  which  are  performed  at  low  frequencies  where 
thermal  drifts  are  important.  By  modulation  one  can 
shift  the  frequency  domain  of  the  experiment  to  a  point 
where  noise  due  to  thermal  drifts  is  no  longer  impor- 
tant and  thermostating  can  be  eliminated.  By  means  of 
phase  sensitive  detection,  very  narrow  bandwidths 
can  also  be  obtained,  further  discriminating  against 
noise. 

Due  to  these  advantages,  it  is  worthwhile  to  consider 
in  more  detail  this  new  method  for  determining  Y^- 
Assume  that  the  light  intensity  has  the  time  dependent 
form 

P{t)=Po{l  +  cos  (ot).  (13) 

Po  is  the  steady  state  power  in  cal/s  and  w  is  the  modu- 
lation frequency.  The  heating  in  the  cell  in  response 
to  the  excitation  is  given  by  eq  (6).  We  may  combine 
eqs  (5)  and  (6)  to  obtain  a  differential  equation  for  the 
time  dependence  of  the  volume  change 

dV{t)ldt=  [aFYhlpCp]P{t) -K'V(t)  (14) 

where  K'  is  the  first-order  rate  constant  for  removal  of 
the  excess  volume  change  and  is  given  by 

K'  =  aKICp  +  K".  (15) 

In  this  expression,  K"  is  the  rate  constant  for  the  capil- 
lary leak.  Integration  of  eq  (14)  gives  for  the  steady 
state  solution 

Vit)  =  YhPoicos  a)t)lpCpa)  (16) 

,  where  we  have  assumed  that  a)>  K' . 

The  amplitude  of  the  signal  will,  therefore,  be 

inversely  dependent  upon  the  frequency  of  modulation. 

In  practice,  the  experiment  should  be  done  at  the 
I  lowest  frequency  commensurate   with  unimportant 

1//  noise.  This  apparatus,  like  the  other  calorimeters 
1  discussed,  is  also  a  power  detector,  and  its  NEP  will 


be  given  by 

NEP  =  NEV{C„)p(ola.  (17) 

For  a  NEV  of  lO"'"  cm^,  pCpla  =  4  X  10^  cal/cm^, 
and  ct)=l  s"',  we  obtain  a  NEP  of  0.2  /xW.  In  addi- 
tion to  its  great  sensitivity,  the  advantages  of  this 
technique  over  others  we  have  thus  far  discussed  are 
the  elimination  of  elaborate  thermostating  and  the 
execution  of  measurements  rapidly. 

An  alternative  method  for  using  the  flash  calorimeter 
is  to  employ  a  pulsed  exciting  source.  If  a  fairly  high 
repetition  rate  is  achieved,  the  volume  change  can  be 
stored  in  a  computer  and  averaged  over  many  repeti- 
tions. If  the  noise  is  random,  then  the  improvement  in 
signal-to-noise  ratio  will  increase  as  the  square  root  of 
the  number  of  experiments  averaged. 

B.  Light  Sources 

The  ideal  light  source  for  calorimetric  measurements 
must  be  of  high  intensity,  stable  with  time,  and  of 
high  spectral  purity.  Thus  far,  only  conventional 
noncoherent  light  sources  have  been  used.  Tungsten 
lamps  are  very  stable  with  time  but  give  useful 
output  only  in  the  visible  region  of  the  spectrum; 
further,  their  high  infrared  output  is  difficult  to  remove. 
High  pressure  mercury  and  mercury-xenon  arc  lamps 
appear  to  be  the  most  useful  of  the  noncoherent  light 
sources.  They  generate  high-intensity  pressure- 
broadened  lines  in  the  visible  and  ultraviolet,  produce 
a  tolerable  infrared  output,  and  can  be  easily  stabi- 
lized. Monochromatization  of  light  from  noncoherent 
sources  has  been  achieved  through  use  of  solution 
filters,  but  complete  removal  of  infrared  light  is  not 
possible.  In  contrast,  interference  filters  can  be 
fabricated  to  specification  and  will  remove  most 
unwanted  infrared  radiation. 

Potentially  the  most  useful  light  sources  for  calo- 
rimetric yield  measurements  are  lasers,  just  as  they 
are  for  optical  quantum-yield  measurements.  As 
discussed  above,  there  are  now  commercially  available 
several  different  types  of  cw  gas  lasers  that  lase  at  a 
variety  of  frequencies  in  the  spectral  region  320  to 
650  nm.  The  2-W  argon  ion  laser  is  a  good  example 
(see  table  1).  Other  gas  phase  lasers  commercially 
available  and  of  possible  use  in  calorimetry  are 
Kr,  He-Ne,  He-Cd,  Se,  and  Xe.  The  amplitude  stability 
of  these  lasers  can  be  made  as  high  as  0.1  percent. 
Generally,  there  is  some  noncoherent  plasma  radiation 
in  the  beam,  but  this  may  be  removed  by  interference 
filters  and  the  use  of  long  pathlengths.  The  principal 
drawback  to  these  devices  is  that  their  outputs  are 
limited  to  specific  lines,  and  it  is  always  desirable  to 
excite  a  molecule  at  the  maximum  of  its  absorption. 
The  availability  of  the  laser-pumped  dye  lasers  should 
remedy  this  problem.  The  narrow  fine  widths,  stable 
outputs,  and  tuning  capabilities  over  wide  spectral 
regions  make  them  prime  candidates  for  sources  in 
calorimetric  quantum-yield  determinations. 
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If  a  pulsed  light  source  can  be  used,  then  the  flash- 
lamp-pumped  dye  laser  is  an  ideal  choice.  As  discussed 
previously,  these  sources  can  be  tuned  continuously  in 
the  region  340-600  nm  using  several  diff^erent  dyes, 
and  their  extension  farther  into  the  infrared  is  already 
at  hand.  Good  short  term  amplitude  stability  and  high 
energies  per  pulse  are  commercially  available  in 
coaxially  pumped  systems. 

C.  Conclusions 

Calorimetric  methods  for  measuring  quantum  yields 
have  been  little  used  in  the  past  because  of  the  diffi- 
culty of  making  the  measurements  and,  to  some  extent, 
because  of  the  average  photochemist's  unfamiharity 
with  the  techniques.  Recent  advances  in  the  technology 
of  calorimetry,  the  progress  in  transducer  design,  and 
the  availabihty  of  laser  excitation  sources  promise 
considerable  improvements  in  the  rapidity  and  accuracy 
of  calorimetric  methods.  These  improvements  should 
lead  to  wider  appreciation  of  this  powerful  technique 
for  attacking  the  fundamental  problem  of  measuring 
radiative  and  radiationless  efficiencies  of  excited 
molecular  systems. 
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Phosphorimetry  in  the  past  has  received  hmited  use  because  the  precision  of  reproducibility  was 
inadequate,  there  were  solvent  limitations,  and  preparation  of  test  specimens  was  difficult  and  time 
consuming.  Detection  limits  have  now  been  lowered  by  more  than  two  orders  of  magnitude  by  using  a 
rotating  capillary  sample  cell,  a  more  stable  excitation-source  power  supply,  and  aqueous  solvents. 
These  steps  have  also  increased  precision  by  more  than  an  order  of  magnitude.  Considerable  reduction 
in  time  and  effort  of  sampling  and  measurement  has  been  effected  compared  to  phosphorimetric 
measurements  made  with  standard  procedures  and  commercial  equipment.  Twenty  microliters  of 
aqueous  solution  is  all  that  is  required  to  fill  a  quartz  capillary  cell  by  capillary  action.  Capillary  cells 
filled  with  aqueous  solutions  do  not  crack  when  cooled  to  77  K  or  when  returned  to  room  temperature. 
Rotation  of  the  sample  cell  minimizes  effects  due  to  cell  orientation  and  thus  improves  precision. 
Reduction  of  background  phosphorescence  results  in  improved  accuracy  of  analysis.  A  study  was  made 
of  the  influence  of  methanol-water  mixtures  and  of  sodium-halide  aqueous  solutions  on  the  magnitude 
of  phosphorescence  signals  from  several  substances  and  of  the  effect  on  signal-to-noise  ratios.  The 
optimum  solvent  system  for  many  phosphorimetric  measurements  is  discussed.  Analytical  results  are 
given  for  several  organic  substances  measured  by  phosphorimetry  at  77  K.  These  results  are  compared 
with  those  from  previous  studies  by  older  methods. 

Key  words:  Aqueous  solvents  in  phosphorimetry;  phosphorimetry;  rotating  capillary  cell;  solvents  for 
phosphorimetry. 


I.  Introduction 

Phosphoresence  is  a  type  of  photoluminescence  in 
which  radiation  is  emitted  by  a  molecule  following 
radiational  excitation  of  the  molecule  by  means  of 
radiation  of  higher  energy  than  the  emitted  radiation. 
Phosphorescence  involves  two  singlet-triplet  transi- 
tions and  as  a  result  has  a  longer  lifetime  than  fluores- 
cence which  involves  two  singlet-singlet  transitions. 
Because  the  first  triplet  level  of  a  molecule  with  an 
even  number  of  electrons  has  lower  energy  than  the 
first  excited  singlet  level  of  the  same  molecule, 
phosphorescence  also  involves  lower  energy  transitions 
than  fluorescence,  and  so  the  phosphorescence  spec- 
trum of  a  given  molecule  occurs  at  longer  wavelengths 
than  the  fluorescence  spectrum  of  the  same  molecule. 
The  mechanism  of  the  production  of  phosphorescence 
is  well  known  [1-3]'  and  so  will  not  be  discussed. 
This  manuscript  is  concerned  with  the  analytical  uses 
of  phosphorescence  for  quantitative  analyses  of  organic 
molecules — called  phosphorimetry.  Zander  [4],  Wine- 
fordner, McCarthy,  and  St.  John  [5],  Winefordner, 
St.  John,  and  McCarthy  [6],  McCarthy  [7],  and  Wine- 
fordner, Schulman,  and  O'Haver  [8]  have  reviewed  and 
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described  the  instrumentation,  the  methodology,  and 
the  uses  of  phosphorimetry. 

Phosphorimetry  has  been  used  during  the  past 
decade  for  a  limited  number  of  quantitative  analyses, 
e.g.,  the  analysis  of  impurities  in  polycyclic  aromatic 
hydrocarbons  [9-11],  in  coal  tar  fractions  [12],  in  air 
[13-15],  and  in  petroleum  fractions  [16-18],  the 
analysis  of  inhibitors  in  petroleum  products  [19],  the 
analysis  of  pesticides,  fungicides,  oils,  etc.,  in  foods 
[20-25],  and  the  analysis  of  amino  acids  and  pharma- 
ceuticals in  biological  fluids  [27-35].  It  is  evident  that 
up  to  now,  phosphorimetry  has  been  utilized  only 
sparingly  as  an  analytical  tool  for  quantitative  analysis 
and  has  been  confined  primarily  to  those  cases  where 
other  analytical  methods,  such  as  fluorimetry  and 
absorption  spectrophotometry,  either  cannot  be  used 
due  to  lack  of  sensitivity  or  presence  of  interferences 
or  give  ambiguous  results,  and  so  additional  analytical 
information  is  desirable.  In  fact,  fluorimetry  and  ab- 
sorption spectrophotometry  have  often  been  used  for 
quantitative  analyses  which  could  quite  well  have  been 
performed  with  greater  precision,  accuracy,  and  speed 
by  means  of  phosphorimetry.  The  lack  of  use  of  phos- 
phorimetry (with  commercial  spectrofluorimeters  with 
phosphoroscope  attachments)  for  quantitative  analysis 
has  been  a  result  of  the  following  factors:  (i)  the 
greater  complexity  and  time  to  carry  out  an  analysis 
due  to  the  use  of  small  sample  cells  which  are  difficult 
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to  clean,  fill,  align,  and  empty,  the  need  for  solvents 
which  form  clear,  rigid  glasses  at  liquid  nitrogen 
temperatures,  and  the  use  of  liquid  nitrogen  for 
sample  cell  cooling;  (ii)  the  poor  precision  and  accuracy 
of  measurements  due  to  the  difficulty  of  alignment 
of  the  sample  cell  in  the  Dewar  flask  containing  the 
coolant,  due  to  the  poor  source  stability — particularly 
long  term  drift,  and  due  to  the  ease  of  contamination 
of  glassware,  cells,  and  solvents;  and  (iii)  the  marginal 
sensitivity  (limits  of  detection)  for  many  molecules 
due  to  hght  losses  resulting  from  the  excessive  number 
of  optical  surfaces,  the  small  sample  cells,  and  the 
use  of  the  phosphoroscope  (mechanical  chopper) 
which  cuts  out  more  than  75  percent  of  the  measured 
signal  as  compared  to  continuous  excitation-measure- 
ment. In  this  manuscript,  the  instrumental  methods 
utilized  in  the  author's  laboratory  to  eliminate  or 
minimize  the  above  limitations  will  be  described  and 
typical  analytical  data  indicating  the  improvement 
in  results  will  be  given. 

II.  Typical  Commercial  Phosphorimeter 


operated  xenon  arc  lamp  driven  from  a  well-regulated 
dc  power  supply  so  as  to  minimize  long-term  drift.  A 
portion  of  the  source  radiation  is  introduced  into  the 
excitation  monochromator  to  produce  a  small  spectral 
band  of  excitation  radiation  which  is  focused  upon  the 
sample  cell,  usually  a  quartz  tube  (containing  sample) 
which  is  placed  in  a  quartz  Dewar  flask  which  contains 
a  coolant  (usually  liquid  nitrogen)  for  freezing  the  sam- 
ple (see  fig.  2).  A  fraction  of  the  phosphorescence 
emission  is  observed  by  the  emission  monochromator, 
and  the  wavelength  region  of  interest  is  thus  presented 
to  the  transducer,  usually  a  multiplier  phototube  with 
an  S-4  or  S-5  response.  In  the  averaging  dc  measure- 
ment systems,  frequently  employed  in  commercial 
spectrophotofluorimeters,  the  current  (usually  10~^  to 
10"®  A)  is  amplified  and  either  read  out  directly  from 
a  meter  face  or  on  a  time  base  or  x-y  recorder  (the 
x-y  recorder  is  most  frequently  employed  when  utiliz- 
ing one  of  the  monochromators  in  the  scanning  mode 
for  recording  of  spectra,  and  the  time-base  recorder  is 
often  used  for  quantitative  measurements  at  one  set 
of  excitation  and  emission  wavelengths). 


In  order  to  compare  the  improvements  made  in 
phosphorimetric  instrumentation,  it  is  necessary  to 
describe  the  typical  commercial  phosphorimeter.  A 
block  diagram  of  a  typical  commercial  spectrophoto- 
fluorimeter  with  rotating  can  phosphoroscope  which 
has  been  used  by  the  author  (e.g.,  AMINCO  SPF^  with 
phosphoroscope  assembly)  is  shown  in  figure  1.  The 
source  of  excitation  energy  is  generally  a  continuously- 
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Figure  1.  Block  diagram  of  typical  commercial  analytical  spectro- 
photofluorimeter  with  phosphoroscope  attachment. 


^In  order  to  adequately  describe  materials  and  experimental  procedures,  it  was  occasion- 
aUy  necessary  to  identify  commercial  products  by  manufacturer's  name  or  label  In  no  in- 
stances does  such  identification  imply  endorsement  by  the  National  Bureau  of  Standards, 
nor  does  it  imply  that  the  particular  product  or  equipment  is  necessarily  the  best  available 
for  that  purpose. 
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Figure  2.  Schematic  diagram  of  typical  commercial  sampling  i 
system  for  phosphorimetry. 


A  means  for  terminating  exciting  light  and  allowing 
measurement  of  a  portion  of  the  phosphorescence 
radiation  without  interference  from  the  intense, 
scattered,  incident  radiation  and  the  faster  decaying 
fluorescence  radiation  must  be  included  in  the  phos- 
phorimeter design.  The  instrument  diagrammed  in  ^ 
figure  1  utilizes  a  typical  rotating-can  phosphoroscope,  i 
shown  in  greater  detail  in  figure  3.  In  operation,  the 
sample  is  excited  for  a  short  time  through  a  window  in 
the  can;  the  can  rotates  to  terminate  excitation,  after 
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Figure  3.  Schematic  diagram  of  a  typical  rotating  can  phos- 
phoroscope. 

which  another  window  is  presented  to  the  detection 
axis.  The  phosphorescence  signal  is  observed  through 
this  window  until  the  window  moves  ofF-axis,  then  the 
process  is  repeated.  The  instrumental  response  time 
constant  employed  in  the  dc  measurement  systems 
used  with  such  phosphorimeters  is  usually  made  suffi- 
ciently large  so  as  to  provide  a  steady  phosphorescence 
signal  at  all  but  the  slowest  phosphoroscope  speeds. 

Other  means  of  modulation,  such  as  the  Becquerel 
disc  phosphoroscope  and  pulsed  source-gated  detector 
systems,  are  not  used  in  commercially  available  phos- 
phorimeters. The  pulsed  source-gated  detector  system 
is  by  far  the  most  versatile  and  potentially  the  most 
useful  analytical  system  for  phosphorimetry.  All 
improvements  discussed  in  this  manuscript  will  be 
with  respect  to  the  system  described  above  and  shown 
in  figure  1. 

III.  Instrumental  Improvements  In 
Phosphorimetry 

A.  Solvent  Selection  and  Sampling  Technique 
Improvements 

Phosphorescence  is  generally  not  observed  in  liquid 
solutions  at  room  temperature  because  radiationless 
deactivation  due  to  collisions  which  occur  within  the 
lifetime  of  the  excited  molecule  result  in  low  phosphor- 
escence quantum  yields  [36]  producing  phosphor- 
escence signals  buried  within  the  phosphorescence 
background  noise  [37].  Therefore,  all  analytical  phos- 
phorimetric  studies  have  been  carried  out  in  rigid 
media  [4-8].  The  criteria  previously  used  to  select  a 
solvent  for  phosphorimetry  have  been:  solubility  of  the 
analyte;  low  phosphorescence  background  (easy  to 
purify);  and  formation  of  a  clear,  rigid  glass  at  77  K 
(boiling  point  of  liquid  nitrogen  which  is  a  safe,  inex- 
pensive, optically  transparent  coolant). 
I  Unfortunately  few  solvents,  particularly  very  polar 
ones,  form  transparent  glasses  at  77  K  [38-40].  Ethanol 


is  an  excellent  polar  solvent  for  phosphorimetry. 
Small  volume  percents  of  water,  mineral  acids,  and 
strong  bases  can  also  be  combined  with  ethanol  to 
produce  clear  rigid  media  at  77  K.  The  most  popular 
mixed  solvent  has  been  EPA  (a  5:5:2  volume  ratio  of 
diethyl  ether,  isopentane,  and  ethanol).  Unfortunately, 
these  solvents  either  do  not  have  good  solubility 
characteristics  or  result  in  irreversible  changes  of 
many  organic  species,  particularly  those  of  biological 
importance.  Solvents,  which  are  crystalline  or  severely- 
cracked  at  77  K,  have  been  used  for  some  qualitative 
studies  [41-44]  but  have  generally  been  ignored  or 
discounted  as  solvents  for  quantitative  measurements. 
Scattering  [45]  and  surface  reflections  [46]  have  been 
cited  as  reasons  for  not  using  snowed  media  [4-8]  in 
analytical  studies.  The  cracks  or  crystals  create 
optical  inhomogeneities  in  the  medium  which  result 
in  nonreproducible  phosphorescence  signals.  Freed 
and  Vise  [29],  as  well  as  Parker  and  Hatchard  [47], 
have  suggested  the  use  of  an  internal  standard  (spec- 
trally removed  from  the  molecule  of  interest)  to  be 
used  as  a  reference  to  compensate  for  variations  in 
sample  positioning  and  cracking  of  the  medium. 
The  use  of  an  internal  standard  offers  a  reasonable 
solution  to  the  problem  of  sample  positioning  and 
occasional  cracking;  however,  the  choice  of  an 
internal  standard  satisfying  the  above  criteria  and 
not  undergoing  chemical  or  physical  interaction  with 
the  compound  being  studied  is  extremely  difficult  and 
time  consuming.  In  addition,  the  use  of  an  internal 
standard  is  not  applicable  to  the  case  of  snowed  or 
cracked  media  because  the  phosphorescence  signal 
may  be  influenced  by  the  extent  of  scattering,  which 
can  be  wavelength  dependent  as  long  as  the  effective 
particle  size  is  small  [48, 49]. 

An  alternative  to  the  internal  standard  technique 
was  suggested  first  by  Hollifield  and  Winefordner 
[50]  and  later  improved  upon  by  Zweidinger  and 
Winefordner  [51]  and  still  later  by  Lukasiewicz, 
Rozynes,  Sanders,  and  Winefordner  [52],  and  by 
Lukasiewicz,  Mousa,  and  Winefordner  [53,  54]  all  of 
whom  used  a  rotating  sample  cell  assembly  to  average 
aU  orientations  of  the  sample  cell,  thus  resulting  in 
greater  precision  and  accuracy  of  phosphorometric 
measurements  in  clear,  rigid  glasses  [50],  in  rigid 
organic  snows  [51],  and  in  rigid,  aqueous  snows 
[52-54].  In  addition,  there  are  no  difficulties  en- 
countered with  sample  positioning  and  alignment. 

Lukasiewicz,  et  al.  [52-54]  have  added  another 
great  improvement  to  allow  the  measurement  of 
aqueous  or  predominately  aqueous  solutions  at 
77  K  by  means  of  phosphorimetry.  These  workers  used 
an  open  quartz  capillary  cell  as  the  sample  cell. 
Sample  solutions  (—20  /il)  fill  the  cell  by  capillary 
action,  and  the  sample  cell  is  then  rotated  as  described 
above.  As  a  result  of  the  open  capillary  cell,  these  cells 
with  predominately,  or  pure,  aqueous  solutions  do  not 
crack  when  rapidly  cooled  to  liquid  N2  temperatures 
or  when  warmed  back  to  room  temperature  by  use  of 
a  heat  gun.  Of  course,  the  major  advantage  of  using 
aqueous    or    aqueous-organic    solutions    in  phos- 
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phorimetry  are:  most  biochemical  species  are  more 
soluble  in  aqueous  solutions  than  in  the  solvents 
needed  to  produce  clear,  rigid  glasses  at  liquid  nitrogen 
temperatures;  the  solution  conditions,  e.g.,  pH,  ionic 
strength,  etc.,  can  be  varied  for  optimal  analytical 
results;  water  is  easier  to  obtain  in  higher  phos- 
phorimetric  purity  than  most  organic  solvents;  and 
contamination  problems  are  less  when  water  can  be 
used  to  clean  glassware,  cells,  and  equipment. 

The  rotating  sample  cell  assembly  currently  being 
used  is  a  modification  of  the  one  described  by  Hol- 
lifield  and  Winefordner  [50];  the  present  system, 
described  in  detail  by  Zweidinger  and  Winefordner  [51] 
and  modified  by  Lukasiewicz,  et  al.  [52-54],  is  shown 
in  figure  4.  The  rotating  assembly  consists  primarily  of 
a  Varian  A60-A  high  resolution  NMR  spinner  assembly 
(Varian  Associates,  Palo  Alto,  Calif.)  mounted  on  an 
AMINCO  phosphoroscope  sample  compartment  in 
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Figure  4.  Schematic  diagram  of  rotating  sample  cell  assembly  [51]. 

A.  Quartz  sample  cell 

B.  Varian  (90%14-04)  spinner  assembly  for  NMR 

C.  Aminco  light  cover  mount 

D.  Aminco  quartz  Dewar  flask 

Reprinted  from  Anal.  Chem.  42  ,  643  (1970).  Copyright  (1970)  by 
the  American  Chemical  Society.  Reprinted  by  permission  of  the 
copyright  owner. 


place  of  the  usual  lid.  The  pressure  cap  of  the  spinner 
assembly  is  covered  with  black  tape  to  ensure  a  com- 
pletely hght-tight  sample  compartment.  The  rotating 
sample  cell  is  driven  by  a  flow  of  nitrogen  gas  or  air 
taken  from  a  compressed  gas  cyUnder.  The  sample  cell 
must  have  a  6  mm  o.d.  and  be  about  25  cm  long.  The 
sample  rotation  is  maintained  at  some  constant  speed 
between  450  and  1400  rpm;  the  actual  speed  is  unim- 
portant as  long  as  it  is  constant  during  a  series  of 
measurements  and  can  be  assured  by  means  of  a 
normal  two-stage  regulator  and  a  rotameter  flow  meter 
to  monitor  the  gas  flow  rate.  The  normal  quartz  sample 
cells  used  by  Zweidinger  and  Winefordner  [51]  were 
5  mm  o.d.  and  3  mm  i.d.,  whereas  the  quartz  capillary 
cells  used  by  Lukasiewicz,  et  al.  [52—54]  were  5.0  mm 
o.d.  and  0.90  mm  i.d.  The  cells  were  made  of  synthetic, 
high-purity,  optical-grade  quartz  (Quartz  Scientific 
Co.,  Eastlake,  Ohio  for  the  capillary  tubing  and 
Amersil,  Inc.,  Hillside,  New  Jersey  for  the  normal 
tubing). 

The  inherent  photoluminescence  of  the  quartz 
resulted  in  an  appreciable  "phosphorescence"  back- 
ground, especially  with  the  capillary  cells.  However, 
the  long-lived  luminescence  of  the  quartz  cells  could  be 
minimized  by  mounting  an  excitation  polarizer  oriented 
perpendicular  to  the  sample  cell  length  between  the 
sample  cell  housing  and  excitation  monochromator 
entrance  sUt.  Luminescence  excitation  spectra  of  the 
long-lived  component  of  the  quartz  capillary  sample 
cells  are  shown  in  figures  5  and  6.  It  can  be  seen  from 
the  results  in  figure  6  that  the  lowest  background  was 
obtained  when  both  polarizers  were  used.  For  quanti- 
tative work,  however,  use  of  both  polarizers  is  undesir- 
able because  each  polarizer  has  a  low  transmittance 
and  the  loss  of  sensitivity  is  compounded.  The  back- 
ground resulting  when  only  one  polarizer  was  used  in 
the  excitation  beam  was  slightly  higher  than  that 
obtained  with  two  polarizers  but  still  approximately  100 
times  lower  than  the  background  obtained  without  the 
use  of  the  excitation  polarizer. 

The  improvement  in  precision  of  measurement  when 
the  normal  sample  cell  was  rotated  as  opposed  to  not 
rotated  is  given  in  table  1.  It  should  be  stressed  that  the 
rotating  sample  cell  holder,  even  when  used  in  the 
stationary  aligned  mode  (no  rotation),  can  provide  and 
increase  in  precision  of  as  much  as  tenfold  over  the 
same  cell  in  random  orientation.  When  the  normal 
sample  cell  is  rotated,  a  further  improvement  in  preci- 
sion of  about  twofold  is  obtained  (see  table  1).  It  is 
interesting  to  note  that  the  precision  for  snowed  and 
cracked  matrices  is  not  significantly  diff^erent  from 
that  for  an  ethanolic,  clear  matrix.  The  stationary, 
randomly  oriented  sample  cell  measurements  were 
considerably  more  precise  than  those  obtained  by 
HoUifield  and  Winefordner  [50]  because  of  the  close 
tolerances  of  the  present  rotating  sample  cell  system. 
One  great  advantage  of  using  the  rotating  sample 
cell  is  the  simplicity  of  positioning  the  cell.  After  the 
normal  sample  cell  is  cleaned  and  filled  (requires 
about  five  minutes),  the  cell  with  the  Teflon  (du  Pont) 
turbine  is  simply  dropped  into  place  and  spun  by  flow 
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Figure  5.  Excitation  and  emission  spectra  of  long-lived  component  of  quartz  capillary 
sample  tube  (no  polarizer  used)  spectra  1,  2,  3,  4,  5,  and  6  corresponding  to  excita- 
tion at  wavelengths  210,  240,  230,  250,  220,  and  280  nm  respectively. 

Reprinted  from  Anal.  Chem.  44,  238  (1972).  Copyright  (1972)  by  the  American 
Chemical  Society.  Reprinted  by  permission  of  the  copyright  owner. 


Table  1.    Precision  of  phosphorescence  measurements  "  for  clear 
glasses  and  snows  using  rotating  sample  cell  assembly  [51] 

Relative  percent  standard  deviation 

Number  of       Nature  of  Stationary"-"  Stationary''^  Rotat- 
determinations      matrix        random         aligned  ing"' 
orientation 


4 

Clear" 

8.7 

1.3 

0.8 

6 

Clear" 

6.0 

0.5 

0.8 

5 

Cracked" 

13.7 

3.4 

1.4 

11 

Clear" 

3.1 

0.9 

0.3 

10 

Clear" 

2.9 

2.8 

1.0 

5 

Snow*^ 

3.6 

1.6 

0.9 

10 

Snow*^ 

2.8 

0.8 

0.6 

10 

Snow*^ 

2.7 

2.4 

0.7 

"Phosphorescence  measurements  were  made  on  1.6  X  10~^  M 
sulfanilamide  solutions  which  give  a  signal  five  orders  of  magnitude 
above  phototube  dark  current.  The  normal  rotating  sample  cell  was 
used. 

"Ethanol  solvent. 
Isooctane :  ethanol,  4 : 1 ,  t;/i;  mixture  as  solvent. 

■"This  column  is  indicative  of  the  reproducibility  obtainable  with 
the  commercial  sampling  system. 

^This  column  gives  results  for  the  rotating  normal  sample  cell 
assembly  but  with  the  normal  cell  stationary  in  the  assembly. 

'This  column  gives  results  for  the  rotating  normal  sample  cell 
assembly  but  with  the  normal  cell  rotating  in  the  assembly. 


of  compressed  air.  As  a  result  of  spinning  the  cell,  the 
inner  filter  effect  is  also  minimized. 

A  series  of  10  replicate  determinations  of  1  /ig/ml 
2-thiouracil  in  10  percent  viv  methanol-water  were 
measured  to  determine  the  precision  obtainable  with 
the  rotating  quartz  capillary  cell.  The  relative  standard 
deviation  obtained  was  1.5  percent.  This  is  an  improve- 
ment of  nearly  an  order  of  magnitude  over  the 
stationary  quartz  capillary  tube  system  used  by 
Lukasiewicz,  Rozynes,  Sanders,  and  Winefordner  [52], 
and  compares  favorably  with  the  standard  deviations 
of  results  obtained  with  normal  rotating  sample  cells 
(see  table  1).  The  major  noise  contribution  in  the 
system  with  the  rotating  capillary  cell  arises  from 
wobble  of  the  cell  caused  by  the  loose  fit  of  the  turbine 
sleeve  in  the  spinner  assembly.  If  the  capillary  cell 
were  held  rigidly  by  the  turbine  sleeve  so  that  no 
wobble  occurs  on  rotation  the  precision  would  probably 
be  comparable  to  the  best  data  reported  in  table  1 
for  the  larger,  normal  quartz,  sample  cell. 

B.  Improvements  in  Precision  and  Accuracy  of 
Phosphorimetry 

The  relative  percent  standard  deviations  obtainable 
with  the   typical  commercial  system  shown  sche- 
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Figure  6.  Excitation  and  emission  spectra  of  long-lived  component  of  quartz  capillary 
sample  tube,  using  polarized  radiation;  orientation  of  polarizers  with  respect  to 
vertical  axis  of  cell  as  follows  [52]: 


Excitation 

Emission 

1. 

± 

II 

2. 

II 

II 

3. 

± 

1 

4. 

II 

1 

5. 

II 

no  polarizer 

6. 

1 

no  polarizer 

7. 

no  polarizer 

1 

8. 

no  polarizer 

II 

Spectra  1  thru  6  were  obtained  with  a  gain  of  5-fold;  full-scale  approximately  equeil  to 
twice  level  of  dark  current  of  multiplier  phototube.  Spectra  7  and  8  were  obtained 
with  a  gain  of  unity. 

Reprinted  from  Anal.  Chem.  44,  239  (1972).  Copyright  (1972)  by  the  American 
Chemical  Society.  Reprinted  by  permission  of  the  copyright  owner. 


matically  in  figure  1  are  given  in  table  1.  By  using  the 
rotating  sample  cell  system  as  well  as  a  more  stable 
xenon  lamp  power  supply,  the  precision  of  phos- 
phorimetric  measurements  can  be  increased  by  as 
much  as  tenfold  (see  data  in  table  1).  In  addition,  the 
contamination  of  glassware,  solvents,  and  sample 
cells  with  phosphorescent  impurities  seriously  limits 
precision  of  measurements,  particularly  at  low  con- 
centrations of  analyte.  Zweidinger,  Sanders,  and 
Winefordner   [55]    have    described    techniques  for 


cleanup  of  sample  cells  and  glassware.  These  authors 
recommend  cleaning  the  sample  cells  and  glassware  i 
used  in  solution  preparation  in  an  ultrasonic  cleaner 
for  about  30  seconds  or  in  concentrated  nitric  acid  if 
there  is  serious  contamination;  when  contamination 
is  extremely  serious  the  item  can  be  heated  in  an 
oven  or  placed  directly  in  a  flame.  Of  course,  solvents 
used  in  phosphorimetry  should  be  purified  by  distilla- 
tion, zone  freezing,  or  some  other  separation  method. 
It  should  be  stressed  that  distillation  of  demineralized 
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water  results  in  a  solvent  of  extremely  low  phos- 
phorescence background  compared  to  ethanol,  EPA, 
or  any  other  commonly  used  organic  solvent. 

By  use  of  an  elliptical  source  condensing  system 
and  a  more  stable  xenon  lamp  power  supply,  it  was 
possible  to  reduce  drift  and  noise  by  about  tenfold  as 
compared  to  those  obtained  with  the  standard  power 
supply  in  the  commercial  phosphorimeter.  The 
elliptical  source  condensing  system  is  commercially 
available  (in  our  case,  from  American  Instrument  Co., 
Inc.,  Silver  Spring,  Maryland).  The  xenon  lamp  power 
supply  system  was  assembled  using  a  highly  regulated 
power  supply  (Harrison  Lab  Model  6?68  A,  Hewlett- 
Packard,  Palo  Alto,  Calif.)  operating  in  the  constant 
current  mode  at  7.5  A  (150  W  lamp)  with  the  addition 
of  the  starter  circuit  shown  in  figure  7. 

A  comparison  of  phosphorescence  signals  and  signal- 
to-noise  ratios  obtained  with  the  rotating  normal 
sample  cell  and  the  Zweidinger,  Sanders,  and  Wine- 
fordner  [55]  sample  cell  cleanup  procedure  with  the 
earlier  cleanup  procedure  of  Tin  and  Winefordner 
[56]  is  given  in  table  2. 


D 


VDC  ""I  T 
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Figure  7.  Starter  circuit  for  xenon  arc  lamp  (51). 
C,,  C2,  C3— 0.5      (300  VDC) 
C4  — 1300 /aF  (300  VDC) 

C5  —0.01  mF  (30,000  VDC) 

Ce  —  100/LiF(300VDC) 

Ri       —1  a 
R2       — 1  k  n 
R3       —1.8  k  fi 

51  — Momentary  contact  switch 

52  — 15  Ampere  switch — to  be  closed  only  after  lamp 

ignites 

Li  — 300  mH  (10  A,  hand  wound  on  ferrite  core) 

L2  — 30  mH  (15  A,  hand  wound  on  ferrite  core) 

D  —Diode  (15  A,  300  PIV) 

Ti  — Autotransformer 

T2  — 10  : 1  Ratio  transformer 

Reprinted  from  Anal.  Chem.  42,  page  643  (1970).  Copyright  (1970) 
by  the  American  Chemical  Society.  Reprinted  by  permission  of 
the  copyright  owner. 


C.  Decrease  in  Limits  of  Detection  in  Phosphorimetry 

Limits  of  detection  in  phosphorimetry  are  reduced 
if  either  the  signal  level  can  be  increased  and/or 


Table  2.  Comparision  of  signals  and  signal-to-noise  ratios  with 
rotating  normal  sample  cell  and  with  or  without  new  cleanup 
procedure  [55] 

Signal-to- 

Signal  background  Signal-to- 

(nA)"-''         fluctuation"-''  noise"'* 


Conventional  clean- 
up procedure 

New  cleanup 
procedure 


1.5(0.05)'^' 
0.3' 


2.5 
25 


100[15]« 
45 


"  Signal  is  due  to  impurities  in  ethanol  (solvent)  background. 
"All  signals,  signal-to-background   fluctuations,  and  signal-to- 
noise  ratios  are  approximate.  Excitation  is  at  262  nm  and  emission  is 
measured  at  380  nm. 

Background  fluctuation  is  percent  standard  deviation  of  five 
background  readings. 

Time  constant  for  all  measurements  was  0.3  s. 
Values  in  parentheses  were  obtained  without  the  Aminco  ellipti- 
cal condensing  system  (American  Instrument  Co.,  Inc.,  Silver  Spring, 
Maryland). 

'  Dark  current  is  approximately  0.02  nA. 

the  noise  level  can  be  reduced.  By  use  of  the  more 
stable  xenon  lamp  power  supply,  the  elliptical  source 
condensing  system,  the  rotating  sample  cell  assembly, 
and  the  improved  cleanup  procedure  as  well  as  the 
use  of  aqueous  solutions  for  some  molecules,  the 
noise  level  is  reduced  and  thus  detection  limits  are 
also  reduced.  By  use  of  more  intense  continuously 
operated  or  pulsed  with  gated  detector,  light  sources 
phosphorescence  signals  can  also  be  increased  and 
detection  limits  are  decreased  even  more. 

The  improvement  in  detection  limits,  resulting 
primarily  from  noise  reduction  due  to  the  processes 
described  in  the  above  paragraph,  is  given  in  table  3 
for  the  measurement  of  several  organic  molecules 
using  normal  sample  cells  in  the  rotating  sample  cell 
assembly.  Similarily,  detection  limits  obtained  for 
several  organic  molecules  measured  using  the  quartz 
capillary  cells  in  the  rotating  sample  cell  assembly  are 
given  in  table  4.  The  range  of  linearity  and  limits  of 
detection  reported  in  table  4  compare  favorably  with 
those  previously  obtained  in  clear,  rigid  glasses  in  the 
normal  sample  cell  (see  table  3),  even  though  the 
sample  volume  is  an  order  of  magnitude  smaller  with 
the  capillary  cell.  Because  of  the  small  volume  of  sam- 
ple solution  retained  in  the  capillary  tube,  the  total 
number  of  grams  of  analyte  necessary  for  a  determina- 
tion is  in  the  picogiam  region,  and  thus  phosphorimetry 
can  be  considered  both  a  trace  and  micro  method  of 
analysis.  This  should  be  of  particular  importance  in 
biological  and  clinical  applications  where  sample  size 
is  often  limited.  The  average  slopes  of  the  analytical 
curves  (logarithm  of  phosphorescence  signal  versus 
logarithm  of  analyte  concentration)  for  the  molecules 
in  tables  3  and  4  are  0.94  which  approaches  the  ideal 
slope  of  unity  for  phosphorescence  signals  in  snowed 
matrices  [51].  Both  positive  and  negative  deviations 
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Table  3.    Phosphorescence  characteristics  of  several  organic  molecules  studied  [51] 


Compound 


Solvent 


Concentration 
range  (M) 
of  near 
linearity 

10^ 
W 


Toluene   Ethanol  

Toluene   Propylene  glycol:  water/  

(9:  l,vlv^ 

Toluene   Isooctane''   10' 

Sulfanilamide   Isooctane:   Ethanol/   10^ 

(4  :  1,  viv) 

Oxythiamine  HCl   Isooctane:   EthanoV^   10^ 

(4:1,  vIv) 

3-Acetylpyridine   Isooctane*^   10^ 


Slope  of 
linear 
portion 

0.94 
.76 

.89 
.96 

1.01 

1.03 


Relative 
percent 
standard 
deviation  ^ 

1.5 
"2.5 

•^0.9  '(6.1) 
^8  "  (1.1) 

1.9 

1.9 


Linear 
correlation 
coefficient 


0.9999 
.9999 

.9998 
.9998 

1.0000 

1.0000 


Limit  of 
detection 
(/Ag/mP) 


Limit  of 
detection 
(/xg/mP) 


0.03   

.03   

.02   

.0004  '  .012 

.34   

.012  '3.6 


"  For  samples  giving  signals  5  times  the  limit  of  detection. 
^  Formed  clear  glasses. 

Formed  snowed  samples. 
^  Harrison  power  supply  not  used. 
*  Linear  portion  of  the  analytical  curve. 


'  NonUnear  portion  of  the  analytical  curve. 
Limits  of  detection  in  this  study  [51]. 

Best  previous  limits  of  detection  using  standard  commercial 
phosphorimetric  equipment. 
'  From  Reference  57. 


Table  4.    Phosphorescence  characteristics  of  molecules  studied  [54] 

Number  of  grams  *  Concentration 

Slope  of  Limit  of  at  limit  of  range  of  near 

Compound  linear  portion  detection  (/Ag/ml)  detection  linearity 


p-NitrophenoI '   0.88  7  x  lO-^  1.24  X 10-"  10* 

Sulfamethazine"  1.01  6x10-3  LOTxlO"'"  10* 

2-Thiouracil  ^  0.81  7X10"^  1.24X10->'  10* 


"Solvent  10  percent  (vIv)  methanol  water,  all  solutions  formed  snowed  samples. 
''Volume  of  sample  retained  in  capillary  tube  calculated  as  17.8  ^1. 

''Solvent  10  percent  (vjv)  methanol  water  with  1  percent  by  volume  saturated  NaOH  added. 


from  a  slope  of  unity  have  been  observed;  however, 
much  more  data  is  necessary  before  a  conclusion  can 
be  drawn  as  to  whether  an  individual  molecule  perturbs 
the  crystalline  matrix  and  alters  the  slope  or  whether 
the  deviations  can  be  attributed  to  instrumental  param- 
eters influencing  the  precision  and  accuracy  of  signal 
measurements.  Present  theory  assumes  the  scattering 
coefficient  of  the  sample  is  not  a  function  of  solute 
molecule  or  concentration  [51,  53). 

D,  Pulsed-Source  Gated-Detector  Phosphorimetric 
System 

Fisher  and  Winefordner  [58]  have  described  a  pulsed- 
source  gated-detector  system  for  phosphorimetry;  such 
a  system  was  shown  to  allow  an  increase  in  selectivity 
of  analysis  due  to  the  use  of  time  resolution  [59], 
which  will  not  be  discussed  here,  and  an  increase  in 
sensitivity  of  analysis  due  to  the  increased  signal-to- 
noise  ratio.  The  latter  increase  is  a  result  of  an  in- 
creased signal  and  a  decreased  noise.  The  basis  of 
pulsed-source  systems  and  the  system  of  Fisher  and 
Winefordner  [58]  will  be  briefly  described  in  the 
following  paragraphs. 


A  pulsed-source  gated-detector  phosphorimetric 
system  consists  of  much  of  the  same  equipment  found 
in  the  commercial  continuously  operated  source 
mechanically  modulated  phosphorimeters;  the  excep- 
tion being  that  no  mechanical  phosphoroscope  is 
required  in  the  pulsed  system.  Also,  the  source  of 
excitation  energy  is  a  short-arc  high-pressure  xenon 
flashtube  rather  than  a  continuously  operated  xenon 
arc  lamp  (usually  150  W);  pulsed  sources  are  operated 
from  rather  simple  electronic  circuits  and  power 
supplies  and  have  operating  characteristics  suitable 
for  the  excitation  of  (fast)  phosphors,  e.g.,  a  black- 
body  temperature  of  around  7000  K,  a  pulse  rate  as 
high  as  several  thousand  hertz,  and  most  important, 
a  pulse  duration  on  the  order  of  several  microseconds 
(a  duty  cycle  of  about  10"^).  With  too  short  a  pulse, 
not  enough  molecules  will  be  excited  per  excitation- 
emission  cycle  to  permit  the  observation  of  analyti- 
cally useful  phosphorescence  signals.  With  too  long 
a  pulse,  the  early  portions  of  the  emission  decay 
curves  of  fast  phosphors  will  be  buried  in  source 
scatter  noise.  Also,  with  long  pulses,  the  phospho- 
rescence background  signal,  often  a  result  of  slow 
phosphor  species  in  the  sample  mixture,  may  become 
increasingly  significant. 
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Readout  devices  for  pulsed-source  systems  are 
more  complex  than  dc  systems  employed  in  com- 
mercial phosphorimeters;  three  principal  readout 
methods  have  been  used.  The  method  proposed  by 
O'Haver  and  Winefordner  [60],  involved  phototube 
pulsing  (gating)  as  well  as  source  pulsing  and  is 
schematically  illustrated  in  figure  8;  it  is  seen  that 
the  first  event  in  the  excitation-observation-of-emission 
cycle  for  a  pulsed-source  system  is  the  intense  burst 
of  energy  from  the  source  with  a  flash  duration  half- 
width,  tf.  During  this  time,  the  phosphorescence 
intensity  chmbs  to  a  value  h  and  begins  to  decay 
exponentially.  At  a  delay  time,  preferably  after 
the  source  flash  has  decayed  significantly,  the  multi- 
plier phototube  is  turned  on  (a  high-voltage  negative 
pulse  is  applied  to  the  dynode  chain),  and  the  lumi- 
nescence signal  is  monitored.  The  phototube  is  then 
turned  off  by  termination  of  the  negative  "on"  pulse: 
if  an  integrating  dc  measurement  system  is  used  to 
monitor  its  output,  the  integrated  luminescence 
intensity  /  is  measured  during  the  on-time  tp  of  the 
phototube.  If  desired,  ta  may  be  varied  in  such  a 


Figure  8.  Schematic  diagram  of  events  occurring  during  one  cycle 
of  sample  excitation  and  observation  in  a  pulsed  source  phos- 
phorimeter  system  [60]. 

Key  to  Symbols  and  Lines  in  Diagram 

tf  =  half-intensity  width  of  the  source  flash 

td  =  delay  time  after  the  end  of  the  excitation  pulse  (assuming 

excitation  pulse  to  be  a  rectangular)  to  the  beginning  of 

observation  of  the  phosphorescence  signal  ("on"  time  of 

the  detector  or  the  readout  system) 

"on"  time  of  detector  or  readout  system 
Dashed  line  represents  buildup  and  decay  of  phosphorescence 
Solid  line  tailing  peak  represents  flash  intensity  temporal 
distribution 

Solid  line  rectangular  peak  represents  "on"  time  of  detector 
or  readout  system 

Cross-Hatched  area  represents  measured  integrated  lumines- 
cence signal  per  source  pulse 

Reprinted  from  Anal.  Chem.  38,  page  1259  (1%6).  Copyright  (1966) 
by  the  American  Chemical  Society.  Reprinted  by  permission  of 
the  copyright  owner. 


manner  that  the  gate  tp  is  scanned  along  the  decay 
curve,  providing  the  readout  device  with  a  display 
of  the  phosphorescence  decay.  This  method  was  more 
difficult  to  achieve  instrumentally  than  the  other  two 
methods  discussed  in  the  following  paragraph. 

Two  other  readout  methods  for  observation  of  fast 
phosphor  emissions  were  used  by  Fisher  and 
Winefordner  [58].  In  the  first  method,  the  phototube 
was  operated  continuously  in  the  conventional  manner, 
but  an  electronic  gate  examined  the  integrated 
phosphorescence  intensity  after  a  time  delay  of  ta 
over  the  time  period  tp;  this  gate  may  also  be  scanned 
to  display  the  decay  curve.  This  method  is  termed  the 
box-car  integrator  method.  In  the  second  method,  the 
phototube  was  also  continuously  operated,  but  the 
signal  for  the  entire  decay  curve  was  presented  to  a 
fast  multichannel  readout  device.  This  method  is 
called  the  signal  averager  method.  The  latter  method 
is  the  simplest  one  of  the  three  to  use  for  pulsed 
source  studies  although  the  problems  of  measurement 
of  fast  electronic  signals  accompanied  by  noise  are 
more  important  with  this  method. 

The  integrated  luminescence  intensity  /  (cross- 
hatched  area  in  fig.  8)  achieved  with  a  pulsed-source 
gated-detector  system  is  given  [6]  by 

/(/i?/[exp( -trf/T)]  [l-exp(fp/T)] 
[l-exp(-l//T)] 

assuming  a  dc  type  readout  is  used  to  measure  / 
within  the  phototube  "on"  time  tp  (terms  are  defined 
in  fig.  8).  If  an  ac  system  is  used,  /  will  not  be  directly 
proportional  to  /,  the  source  pulse  repetition  fre- 
quency. Figure  9  gives  the  variation  of  relative  re- 
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Figure  9.  Plot  of  phosphorescence  signal  ratio  (ratio  of  integrated 
intensity  /  to  the  steady  state  integrated  intensity  /p„)  versus 
sample  phosphorescence  decay  time  t[60]  for  case  of  pulsed  source 
gated  detector  (see  text  for  values  of  t/,  tp,  and  td). 

Reprinted  from  Anal.  Chem.  38,  1259  (1966).  Copyright  (1966)  by 
the  American  Chemical  Society.  Reprinted  by  permission  of  the 
copyright  owner. 
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sponse  (ratio  of  integrated  luminescence  intensity  / 
to  the  steady  state  integrated  intensity  /o)  with  phos- 
phor decay  time  t  for  parameters  typical  of  an  analyti- 
cally useful  pulsed-source  gated-detector  system 
{tf=  10-6  t^=z  10-5  g)  It  jg  evident  by  the 

existence  of  the  maxima  in  figure  9,  that  the  pulsed- 
source  system  is  capable  of  providing  selective 
response  to  short-lived  phosphors  over  long-lived 
phosphors.  This  is  of  considerable  importance,  be- 
cause the  background  phosphorescence  signal,  which 
often  defines  the  limits  of  detection  and  precision  for 
fast  phosphors  in  alcoholic/hydrocarbon/ether  solu- 
tions, is  usually  due  to  a  long-lifetime  phosphor  im- 
purity. For  example,  the  pulsed  system  (represented 
in  fig.  9)  for  a  typical  fast  (t=  1  ms)  sample  phosphor 
in  the  presence  of  a  slow  (t=  1  s)  background  phosphor 
interferent  should  have  a  200-fold  greater  rejection  of 
background  than  the  commercial  mechanical  phos- 
phoroscope  phosphorimeter. 

Therefore,  the  principle  advantages  of  pulsed-source 
phosphorimetry  over  conventional  continuous  operating 
sources  with  mechanical  modulation  are:  the  possibility 
of  achieving  higher  peak  source  intensities  during  the 
measurement  period  and  thus  lower  detection  limits 
and  the  possibility  of  achieving  greater  selectivity 
for  a  given  short-r  phosphor  over  a  long-lived  inter- 
ferent. Lesser  advantages  also  exist.  For  example, 
since  a  flashtube  pulse  may  terminate  in  several  micro- 
seconds, whereas  a  typical  phosphoroscopic  me- 
chanical disk  chopper  has  a  termination  time  (transit 
time)  tt  of  3  X  10"^  and  a  typical  phosphoroscopic 
mechanical  can  chopper  has  a  of  1  X  10"^  s,  shorter- 
lived  phosphors  (t's  as  short  as  10  (xs)  can  be  measured. 
In  addition,  since  the  temporal  parameters  tf,  td,  and 
tp  may  be  more  readily  varied  vnth  a  pulsed-source 
gated-detector  system,  larger  signals  can  be  measured 
and  greater  selectivity  achieved.  Gating  the  detector 
so  that  it  is  on  for  only  a  predetermined  time  results 
in  an  improvement  of  the  signal-to-noise  ratio  and  a 
reduction  in  detection  limits,  an  increase  in  precision, 
and  an  improvement  in  the  accuracy  of  measurement. 
Finally,  because  it  is  easy  to  determine  the  linearity 
of  a  log  /  versus  ta  plot,  a  rapid  check  on  the  purity  of 
the  phosphor  under  study  can  be  obtained  as  well  as 
an  estimate  of  the  phosphor  decay  time,  which  may 
be  useful  for  structural  (qualitative)  studies. 

A  block  diagram  of  the  pulsed-source  gated-detector 
phosphorimeter  used  by  Fisher  and  Winefordner  [58] 
is  given  in  figure  10;  a  schematic  diagram  of  the  flash- 
tube  trigger  circuit  is  shown  in  figure  11.  To  compare 
the  standard  commercial  (AMINCO  in  our  case) 
spectrophotofluorimeter  with  rotating  can  phosphoro- 
scope  v«th  the  pulsed-source  gated-detector  system, 
it  was  decided  to  measure  the  limit  of  detection  of  a 
fast  phosphor  (4-bromoacetophenone,  t  =  6.8  ms)  in 
purified  ethanol  which  was  known  to  contain  a  phos- 
phorescence background  due  to  a  slow  phosphor 
(unknown  material,  t  =  0.8  s)  having  phosphorescence 
excitation  and  emission  spectra  which  overlapped 
considerably  the  corresponding  spectra  of  the  fast 
phosphor.  The  limit  of  detection  of  4-bromoacetophe- 


FlGURE  10.  Block  Diagram  of  Pulsed  Source  Phosphorimeter  [58]. 
Key  to  Symbols 

A.  Pulse  generator  (Model  100,  Datapulse  Inc.,  Culver  City, 
CaUf.) 

B.  300  V  power  supply  (Model  C-281,  Lambda  Electronics,. 
Melville,  N.Y.) 

C.  1400  V  power  supply  (Model  403  M,  John  Fluke  Mfg., 
Co.,  Seattle,  Washington) 

D.  Trigger  circuit  (see  fig.  11) 

E.  Xenon  flashtube  compartment  (Laboratory  Constructed) 

F.  Sample  cell  compartment  (identical  to  Aminco  phos- 
phoroscope  accessory  minus  rotating  phosphoroscope 
can) 

G.  Emission  monochromator  (Model  EU-700,  Heath  Co., 
Benton  Harbor,  Michigan) 

H.  Phototube  power  supply  (Model  EU— 701— 30,  Heath 
Co.,  Benton  Harbor,  Michigan)  , 

I.  RCA  1P28  photomultiplier  tube 

J.  Load  resistors  (500  Cl  to  3M  ft)  and  fast  switching  diodes 
K.  Oscilloscope  (Model  545,Tektronix  Inc.,  Orlando,  Florida) 
L.  Preamplifier  (Model  465A,  Hewlett-Packard,  Orlando, 
Florida) 

M.  Signal  averager  (Biomac  Model  1000,  Data  Laboratories, 
Ltd.,  London,  England),  or  Boxcar  Integrator  (Model  160, 
Princeton  Applied  Research,  Princeton,  New  Jersey) 

N.  x-y  Recorder 
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none  was  10"^  M  when  measured  using  the  standard 
commercied  spectrophotofluorimeter  with  rotating  can 
phosphoroscope.  However,  with  the  pulsed-source 
gated-detector  system  of  Fisher  and  Winefordner  [58], 
the  detection  limit  was  found  to  be  10~^  M,  even  though 
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Figure  11.  Schematic  diagram  of  flashtube  trigger  circuit  [58]. 
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the  average  power  of  the  continuously  operated  xenon 
source  in  the  commercial  system  (150  W)  was  75  times 
as  great  as  the  average  power  of  the  pulsed  xenon 
flashlamp  (2  W).  The  main  reason  for  the  100-fold 
reduction  in  the  hmit  of  detection  with  the  pulsed 
system  is  the  reduction  in  noise,  i.e.,  essentially  no 
phosphorescence  signal  due  to  the  long-lived  back- 
ground component  was  observed  with  the  pulsed 
system,  and  so  the  noise  level  was  only  about  twice 
the  dark  current  shot  noise  level. 

One  other  factor  which  contributes  to  phospho- 
rescence background  should  be  mentioned.  The 
diethyl  ether  used  in  the  Fisher  and  Winefordner  [58] 
studies  was  Baker  and  Adamson  anhydrous  reagent 
grade.  Listed  as  impurities  in  this  solvent  are  "0.001 
percent  carbonyl  (as  >  C  =  0)."  As  expected,  this  also 
produced  a  fast  decaying  phosphorescence  back- 
ground to  which  the  pulsed  instrumentation  was 
responsive.  Fortunately,  the  ether  background  was 
very  short-lived,  and  this  interferent  decayed  before 


introducing  error  into  the  phosphorescence  signal  of 
the  analyte  with  the  pulsed-source  system. 

IV.  Noninstrumental  Improvements  in 
Phosphorimetry 

Lukasiewicz,  Rozynes,  Sanders,  and  Winefordner 
[52]  showed  that  phosphorescence  signals  remain 
nearly  constant  for  a  variety  of  analytes  in  snowed 
matrices  of  mixtures  of  ethanol/water  (methanol/ 
water)  at  77  K  over  the  range  of  10  to  50  percent  v/v; 
as  the' volume  percent  of  ethanol  (or  methanol)  in- 
creased from  0  percent  to  about  10  percent,  the  phos- 
phorescence signals  of  2-thiouracil,  p-nitrophenol,  or 
sulfamethazine  increased  by  about  3  orders  of  magni- 
tude and  simultaneously  the  physical  appearance  of 
the  frozen  matrix  changed  from  a  translucent  severely 
cracked  medium  to  an  opaque  completely  snowed 
matrix.  The  phosphorescence  signal  levels  were 
nearly  the  same  in  either  methanol/water  or  ethanol/ 
water  (10-50)  percent  v/v  of  alcohol/water),  but  the 
phosphorescence  background  level  was  considerably 
lower  in  the  former  than  the  latter  solvent  mixture 
(spectrograde  methanol  versus  95  percent  ethanol). 
The  increased  phosphorescence  signals  of  analytes 
in  10  to  50  percent  v/v  of  alcohol/water  mixtures  at 
77  K  as  compared  to  those  in  pure  aqueous  solutions 
was  correlated  with  the  physical  nature  (snow  versus 
cracked  glass)  rather  than  with  chemical  properties 
of  the  analyte  and/or  the  solvent  as  has  been  further 
verified  by  Lukasiewicz,  Mousa,  and  Winefordner 
[53]  (see  below). 

Lukasiewicz,  Mousa,  and  Winefordner  [53],  in  a 
more  recent  study,  have  made  careful  phosphorescence 
measurements  of  the  influence  of  solvent  (methanol/ 
water  and  alkali-halide  salt  solutions)  composition 
upon  the  phosphorescence  of  3-indole  acetic  acid, 
hippuric  acid,  and  sulfacetamide  at  77  K.  Typical 
results  for  the  methanol/water  mixtures  at  77  K  are 
shown  in  figure  12.  The  three  analytes  all  show  the  same 
solvent  dependency,  i.e.,  a  region  where  there  is  an 
abrupt  increase  in  phosphorescence  signal  between  0 
and  3  percent  v/v  methanol/water,  followed  by  a  plateau 
region  between  about  5-30  percent  v/v,  and  a  region 
where  the  phosphorescence  signal  decreases  slightly 
for  solutions  with  more  than  30  percent  methanol. 
Little  or  no  spectral  shift  was  observed  for  the  phos- 
phorescence excitation  and  emission  spectra  as  a 
function  of  solvent  composition.  Perhaps  the  most 
significant  observation  was  that  each  region  corre- 
sponded to  a  visible  change  in  the  nature  of  the  matrix. 
Pure  water  solutions  were  severely  cracked,  but  nearly 
transparent.  Addition  of  small  amounts  of  methanol  to 
water  produced  an  opaque  matrix  which  corresponded 
to  the  region  of  greatest  slope  in  the  solvent  depend- 
ency curves.  Between  approximately  5  and  30  percent 
v/v  methanol/water,  the  frozen  matrix  became 
completely  snowed,  and  the  signal  remained  nearly 
constant.  Increasing  the  percentage  of  methanol 
even  more  resulted  in  a  signal  decrease  which  corre- 
sponded to  the  reappearance  of  a  cracked,  translucent, 
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Figure  12.  Phosphorescence  Signal  as  Function  of  Solvent  Composi- 
tion (methanol-water)  [53]. 
O  2.0X  10-«/W       3-indole  acetic  acid 
A  4.7  X  IQ-^M       hippuric  acid 
□  1.7X10-6M  sulfacetamide 
Reprinted  from  Anal.  Chem.  44,  %5  (1972).  Copyright  (1972)  by  the 
American  Chemical  Society.  Reprinted  by  permission  of  the 
copyright  owner. 

rigid  matrix;  the  precision  of  measurement  of  phospho- 
rescence signals  for  methanol/ water  solutions  with 
40  percent  viv  or  more  methanol  is  poor  because  of  the 
nonrandom  cracking  of  the  frozen  solvent. 

The  shapes  of  the  phosphorescence  signal  versus 
solvent  composition  curves  when  sodium  chloride  is 
added  to  water  rather  than  methanol  (or  ethanol)  are 
identical  to  those  for  the  alcohoHc  solutions  (fig.  13), 
and  the  previous  conclusions  regarding  the  physical 
nature  of  the  matrix  seem  to  be  justified.  It  should  be 
stressed,  however,  that  the  maximum  phosphorescence 
signal  for  the  NaCl  solutions  is  about  3  times  greater 
than  the  methanol/ water  solutions  (the  salt  solutions 
at  77  K  result  in  a  rigid,  snowed  matrix  with  more 
finely  divided  particles  than  the  snowed  matrix  for  the 
methanolic  solutions). 

The  use  of  the  external  heavy-atom  effect  to  increase 
the  transition  probability  from  the  first  excited-singlet 
to  the  first  excited-triplet  state  and  therefore,  to  in- 
crease the  sensitivity  of  phosphorescence,  has  also 
been  reported  [62,  63].  However,  in  the  past,  results 
obtained  using  the  external  heavy-atom  effect  have 
been  of  limited  analytical  value  because  of  the  fol- 
lowing restrictions.  First  of  ail,  the  heavy-atom  perturb- 
ant  had  to  be  appreciably  soluble  in  the  solvents  used 
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Figure  13.  Phosphorescence  Signal  as  Function  of  Solvent  Composi- 
tion (sodium  chloride-water)  [53]. 
O  3.7  X  10-W       3-indole  acetic  acid 
A  1.8  X  lO-W       hippuric  acid 
□  3.9X10-«M  sulfacetamide 
Reprinted  from  Anal.  Chem.  44,  965  (1972).  Copyright  (1972)  by  the 
American  Chemical  Society.  Reprinted  by  permission  of  the 
copyright  owner. 

for  phosphorimetry  and  also  had  to  form  clear,  rigid 
glasses  with  the  solvent.  Second,  the  perturbant  should 
not  absorb  in  the  same  spectral  regions  as  the  com- 
pounds being  studied.  Third,  the  perturbant  had  to  be 
available  in  extremely  pure  form,  since  impurities 
could  cause  a  large  background  signal.  Ethyl  iodide 
has  been  most  commonly  used  as  an  external  perturb- 
ant; however,  results  obtained  were  Umited  because 
ethyl  iodide  did  not  fulfill  all  the  requirements  stated 
above,  especially  the  last  two.  In  aqueous  solutions, 
however,  the  use  of  simple  perturbants,  such  as  alkali  . 
halide  salts  is  possible.  Solubility  and  purity  of  these 
salts  make  them  desirable  for  phosphorimetric  studies  ? 
of  aqueous  solutions.  i 
The  effect  of  adding  the  alkali  halide  salts,  Nal,  j 
NaBr,  and  NaCl  to  pure  water  solutions  of  3-indole  t 
acetic  acid,  is  shown  in  figure  14.  The  combined 
physical  matrix  and  heavy-atom  effect  result  in  the 
greatest  phosphorescence  signals  with  added  Nal. 
AU  three  salts  (see  background  spectra  in  fig.  14)  o 
result  in  significant  phosphorescence  background —  i 
NaBr  giving  the  largest.  Also,  both  NaBr  and  Nal  ; 
solutions  result  in  the  same  general  shaped  composition  3 
curve  as  for  NaCl  and  alcohol  with  water,  except  that 
the  Nal-water  curve  in  figure  14  is  somewhat  sharper 
than  the  others.  An  increase  in  phosophorescence 
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Figure  14.  Phosphorescence  Signal  of  3.7  X  10""^,  3-indole  Acetic 
Acid  in  Alkali  Halide  Sah  Solution: 
%  aqueous  Nal  solution  as  solvent 
A  aqueous  NaBr  solution  as  solvent 
■  aqueous  NaCl  solution  as  solvent 
Phosphorescence  background  of  alkali  halide  salt  crystals: 
O  Nal  crystals 
A  NaBr  crystals 
□  NaCl  crystals 

Excitation  Wavelength  285  nm,  emission  wavelength  435  nm  [53]. 
Reprinted  from  Anal.  Chem.  44,  965  (1972).  Copyright  (1972)  by  the 
American  Chemical  Society.  Reprinted  by  permission  of  the 
copyright  ow^ner, 

signal  occurred  for  concentrations  of  Nal  up  to  1  M. 

Therefore,  the  use  of  alkali-haiide/water  solutions  as 
solvents  for  phosphorimetric  analysis  of  polar  organic 
molecules  is  advantageous  for  a  number  of  reasons: 
alkali-halide  salts  may  be  obtained  in  ultrapure  form, 
j  and  thus  phosphorescence  background  may  be  reduced 
to  extremely  low  levels;  salt  solutions  have  the  same 
i  matrix  effect  as  alcohol/water  solutions,  while  produc- 
ing a  much  lower  background  signal;  and,  in  the  case 
of  sodium  iodide,  an  additional  factor,  namely  the 
heavy-atom   effect,   enhances   the  phosphorescence 
:  signal.  In  some  cases,  however,  use  of  aqueous  sodium 
ji  iodide  solvents  may  be  less  desirable  than  other  alkali 
I  halide  salts.  Phosphorescence  decay  time  measure- 
^  ments  for  the  compounds  studied  in  this  study  by 
i,  Lukasievncz,  Mousa,  and  Winefordner  [53]  indicated 


that  decay  times  in  aqueous  sodium  iodide  solutions 
were  considerably  shorter  than  in  methanol/ water 
[solutions.  The  changes  in  decay  times  for  the  com- 
pounds studied  in  aqueous  sodium  iodide  and  alcohol/ 
water  solutions  are  summarized  in  table  5.  These 
observations  are  consistent  with  the  heavy-atom  per- 
turbation theory  [61].  Phosphorescence  signals,  how- 
ever, did  not  increase  for  all  three  compounds  listed 
in  figure  13.  A  sixfold  increase  in  phosphorescence 
signal  was  observed  for  3-indole  acetic  acid,  and  a 
threefold  increase  for  hippuric  acid  in  I  M  sodium 
iodide.  Sulfacetamide,  on  the  other  hand,  showed  a 
threefold  decrease  in  signal  even  though  the  phos- 
phorescence decay  time  was  lower. 

Table  5.  Phosphorescence  decay  times  in  aqueous  sodium  iodide 
and  aqueous  alcohol  solutions 

Lifetime(s) 


Solvent  Solvent  1  M 

Compound  10  percent  viv     aqueous  sodium 

methanol-water  iodide 

3-Indole  Acetic  Acid   7.0  0.90 

Sulfacetamide   1.7  0.83 

Hippuric  Acid   3.0  0.97 

It  is  therefore  quite  evident  that  proper  selection  of 
the  solvent  for  phosphorimetry  can  lead  to  an  appre- 
ciable increase  in  phosphorescence  signals  of  some 
species  and  in  some  cases  an  increase  in  selectivity 
of  analysis.  The  advantages  of  using  alkali-halide  salt 
solutions  over  alcohol/water  solutions  as  phospho- 
rimetric solvents  include:  the  availabihty  and  low  cost 
of  high  purity  salts;  increased  signal  levels;  and  the 
high  solubility  of  many  biochemically  related  species. 
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Fluorescence  spectroscopy  is  an  important  tool  of  the  biochemist  studying  the  structure  and 
interactions  of  proteins  and  nucleic  acids.  The  four  basic  quantities  to  measure  accurately  are: 
1.  spectra  (corrected  excitation  and  emission),  2.  quantum  yields  {Q),  3.  fluorescence  decay  charac- 
teristics, and  4.  polarization.  Commercially  available  instruments,  with  little  modification,  can  be 
used  to  obtain  these  measurements,  but  the  biochemist  in  this  field  is  very  dependent  on  the  accuracy 
of  measurements  of  substances  he  uses  as  standards.  Confusion  arises  from  disagreement  between 
reported  values  for  standards  which  may  be  used  to  calibrate  a  detector  system  to  obtain  quantum 
yields,  or  to  set  up  lifetime  and  polarization  photometers.  For  instance,  the  protein  chemist  is  fond  of 
using  tryptophan  and  quinine  as  quantum  yield  standards,  but  Q  for  tryptophan  has  been  v£u-iously 
reported  as  0.13  and  0.20,  and  Q  values  for  quinine  bisulfate  range  from  0.4  to  0.7.  The  biochemist 
should  also  be  aware  of  the  problems  inherent  in  the  use  of  commerically  available  instruments  in 
absolute  measurements,  as  well  as  the  special  complications  arising  in  complex  biochemical  systems 
where  the  fluorescence  is  heterogeneous. 

Key  words:  Absolute  fluorometry;  absolute  fluorometry  in  biochemistry;  standard  reference  mate- 
rials in  fluorometry. 


I.  Introduction 

A.  Applications    of     Fluorescence    Spectroscopy  in 
Biochemistry 

Within  the  last  dozen  years,  biochemists  have 
generally  become  aware  of  the  value  of  fluorescence 
spectroscopy  as  a  tool  for  the  study  of  macromolecules 
such  as  proteins  and  nucleic  acids.  The  marked  in- 
crease in  the  use  of  fluorescence  during  recent  years 
has  also  been  due  to  improvements  in  instrumentation 
and  techniques.  Before  discussing  the  types  of  meas- 
urements which  are  needed,  let  us  consider  some  of  the 
applications  of  fluorescence  spectroscopy  in  physical 
biochemistry: 

1.  Obtaining  Information  on  the  Size  and  Shape  of 
Macromolecules. 

In  1952,  Weber  [1,  2]  >  pointed  out  that  the  polariza- 
tion of  fluorescence  of  dyes  attached  to  proteins  could 
be  used  to  give  information  on  rotational  relaxation 
times.  These  times  were  an  estimate  of  the  Brownian 
motion  occurring  during  the  lifetime  of  the  excited 
state;  hence,  information  was  obtained  concerning  the 
size  and  shape  of  the  proteins.  The  equation  derived 


'  Figures  in  braclcets  indicate  the  literature  references  at  the  end  of  this  paper. 


by  Weber  [1]  to  correlate  the  degree  of  polarization,  P, 
with  the  fluorescence  decay  time  t,  and  the  relaxation 
time  ph,  was  based  on  similar  equations  originally 
formulated  by  Perrin  [3]  and  Levshin  [4]  for  simple 
organic  fluorophors: 


11 

P  3 


where  Po  is  the  limiting  polarization.  Because  the  quan- 
tity tIpi,  is  proportional  to  the  ratio  Tlrj  (T,  absolute 
temperature;  7)  viscosity),  a  "Perrin  plot"  of  1/P— 1/3 
versus  Tit)  obtained  from  polarization  data  with 
protein-dye  conjugates  at  diff'erent  temperatures  and/or 
viscosities,  contains  all  the  information  needed  to 
calculate  the  rotational  relaxation  time  of  the  molecule, 
provided  the  lifetime  can  be  measured.  Polarization 
data  are  also  useful  for  following  conformational 
changes  such  as  unfolding  or  dissociation  of  a  protein. 
Such  events  can  frequently  be  monitored  by  no  other 
known  techniques  [5].  Note  that  utilization  of  eq  (1) 
requires  both  polarization  and  lifetime  ueterminations. 

2.  Study  of  Binding  Equilibria 

The  interaction  of  proteins  with  small  hgands  is  a 
key  function  of  proteins  comprising  certain  physio- 
logical systems.  This  is  especially  true  in  the  case  of 
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enzymes,  proteins  with  catalytic  properties.  Some  of 
these  ligands,  such  as  coenzymes  like  reduced  nico- 
tinamide adenine  dinucleotide  (NADH)  are  naturally 
fluorescent,  and  the  binding  of  the  ligands  is  accom- 
panied by  a  large  (typically,  2-  to  5-fold)  enhancement 
of  the  quantum  yield,  alteration  of  the  emission 
spectrum,  and  an  increase  in  the  polarization  of  fluores- 
cence. Other  ligands  such  as  flavin  coenzymes  are 
quenched  on  binding  to  proteins.  Also,  Velick  [6] 
showed  that  the  ultraviolet  fluorescence  of  proteins  is 
often  quenched  on  binding  of  certain  ligands.  Any  or 
all  of  these  changes  in  fluorescence  parameters  are 
useful  in  obtaining  the  stoichiometry  and  association 
constants  of  the  binding. 

3.  Elucidation  of  the  Nature  of  Binding  Sites 

The  dielectric  properties  of  diff"erent  areas  on 
proteins  differ  markedly;  such  diff'erences  can  be 
signalled  by  the  fluorescence  behavior  of  fluorescent 
ligands  bound  to  these  areas.  Dyes  which  have  been 
useful  in  this  regard  have  been  dubbed  "fluorescent 
probes".  The  Stokes  shift  and  quantum  yield  of 
bound  fluorescent  probes  have  been  used  to  estimate 
the  microscopic  dielectric  constant  of  binding  sites  in 
proteins.  An  example  of  how  the  nature  of  the  binding 
site  aff'ects  fluorescence  is  given  in  figure  1.  The 
l-dimethylaminonaphthalene-5-sulfonyl  (DNS)  group 
has  emission  properties  which  make  it  useful  for  a 
variety  of  fluorescence  studies,  including  polarization. 
When  DNS  is  used  as  a  probe,  a  high  quantum  yield 
and  a  small  Stokes  shift  is  indicative  of  a  nonpolar 
environment.  Absorbed  onto  the  active  site  of  the 
enzyme,  carbonic  anhydrase,  DNS  in  the  form  of  the 
sulfonamide  has  a  smaller  Stokes  shift  than  it  does 
when  adsorbed  to  BSA  (bovine  serum  albumin)  or 
attached  covalently  to  the  enzyme  (fig.  1). 
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Figure  1.  Corrected  emission  spectra  of  proteins  containing  the 
l-dimethylamino-naphthalene-5-sulfonyl  (DNS)  group.  CA(DNSA) 
and  BSA(DNSA)  are  adsorbates  of  carbonic  anhydrase  and  bovine 
serum  albumin  containing  l-dimethylamino-naphthalene-5-sulfona- 
mide,  and  DNS-CA  is  a  conjugate  prepared  by  reacting  carbonic 
anhydrase  with  DNS  chloride.  The  curves  are  normalized  to  the 
same  height.  From  Chen  and  Kernohan  [7]. 


4.  Study  of  the  Environment  Near  Tryptophan  and 
Tyrosine  Residues  in  Proteins 

Since  it  was  discovered  in  the  late  1950's  that 
proteins  have  an  ultraviolet  fluorescence  due  to  aro- 
matic amino  acids,  much  has  been  learned  about  the 
types  of  molecules  or  groups  on  a  protein  which  can 
influence  such  fluorescence.  The  spectrum  of  trypto- 
phanyl  fluorescence  is  an  indicator  of  the  polarity  of 
the  environment  near  the  emitting  group.  Changes  in 
intrinsic  fluorescence  can  be  used  to  follow  conforma- 
tional changes  or  binding.  Intrinsic  fluorescence  is  a 
useful  optical  parameter  for  kinetic  studies,  including 
rapid  reactions  followed  by  stopped-flow  or  perturba- 
tion methods. 


5.  Determination    of   Intermolecular  Distances 
Energy  Transfer 


by 


The  radiationless  transfer  of  energy  from  an  excited 
chromophore  to  an  acceptor  molecule  via  a  dipole- 
dipole  resonance  mechanism  has  been  shown  to  occur 
in  many  intances.  The  theory  of  such  energy  transfer 
was  studied  by  Forster  [8]  who  developed  a  method  for 
estimating  the  distance  between  donor  and  acceptor 
moieties  based  on  their  spectroscopic  properties  and 
the  degree  of  energy  transfer.  Fluorometry  is  the  best 
method  for  studying  energy  transfer,  because  this  proc- 
ess is  manifested  by  a  quenching  of  the  fluorescence  of 
the  donor  and/or  a  sensitized  fluorescence  of  the  acep- 
tor.  A  common  example  is  that  of  a  dye  attached  to  a 
protein:  the  distance  between  the  dye  and  the  tryp- 
tophan residues  may  be  estimated  by  the  energy 
transfer  from  tryptophan  to  dye. 

6.  Study  of  the  Orientation  of  Molecules  Attached  to 

Asymmetrical  Macromolecules 

By  the  use  of  polarized  excitation,  it  is  possible  to 
obtain  information  on  the  orientation  of  ligands  on  a 
larger  molecule.  Using  polarized  photoselection, 
Lerman  [9]  determined  that  certain  mutagenic  dyes 
were  attached  with  their  planes  perpendicular  to  the 
axis  of  deoxyribonucleic  acid  (DNA)  molecules;  this 
was  the  basis  for  his  theory  that  mutagens  intracalate 
between  DNA  base  pairs.  The  orientation  of  dyes  at- 
tached to  proteins  can  similarly  be  studied  by  polariza- 
tion measurements  [10,  11].  The  lack  of  a  unique 
orientation  of  a  dye  fixed  on  a  protein  can  also  be  de- 
tected. Such  would  be  the  case  if  dyes  were  attached  in 
a  random  manner,  or  if  a  dye  were  attached  to  a  flexible 
segment  of  the  macromolecule. 

7.  Study  of  Changes   in   Conformation   of  Macro- 

molecules 

This  is  perhaps  the  most  important  use  of  fluores- 
cence spectroscopy  in  biochemistry  at  present,  and  is 
accomplished  by  following  changes  in  intrinsic 
fluorescence  parameters  as  weU  as  the  fluorescence  of 
attached  groups.  Such  changes  sometimes  cannot  be 
followed  by  other  optical  methods,  and  fluorescence 
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becomes  the  method  of  choice,  especially  for  kinetic 
studies. 

B.  The  Parallel  Development  of  Fluorescence  Spectros- 
copy and  Instrumentation 

From  the  preceding  section,  one  can  see  that  bio- 
chemical fluorescence  spectroscopy  requires  the 
measurement  of  a  variety  of  parameters:  excitation 
and  emission  spectra,  quantum  yields,  lifetimes,  and 
polarization.  The  needs  of  biochemists  often  exceed 
those  of  individual  physicists  or  physical  chemists, 
although  in  biological  fields  investigators  frequently 
are  considerably  less  knowledgeable  concerning  in- 
strumentation than  physical  scientists  and  are  not 
qualified  to  construct  their  own  instruments.  However, 
commercially  available  instrumentation  has  improved 
and  often  has  incorporated  the  best  features  of  labora- 
tory-built devices  described  in  the  literature.  It  is 
now  possible  to  measure  all  of  the  above  fluorescence 
parameters  with  available  instrumentation.  The 
development  of  such  instrumentation  has  played 
an  important  role  in  the  evolution  of  fluorescence 
techniques. 

Following  the  description  by  Bowman  et  al.  [12]  in 
1955  of  the  first  spectrofluorometer,  several  instru- 
ments based  on  their  design  were  produced  com- 
mercially. Such  instruments  contain,  basically,  a  xenon 
arc  lamp,  a  sample  compartment,  two  monochroma- 
tors,  and  a  photodetector  system.  The  principal  innova- 
tions by  Bowman  et  al.  were  the  introduction  of  the 
xenon  arc  as  a  source  of  energy  continuum  for  fluores- 
cence excitation,  and  the  incorporation  of  two  mono- 
chromators  for  excitation  and  emission.  In  this 
country,  at  least  half  a  dozen  spectrofluorometers  of 
this  type  are  marketed.  There  are  probably  thousands 
of  these  spectrofluorometers  in  use.  They  may  serve  as 
a  basic  tool  for  fluorescence  spectroscopy  and  are  of 
modest  cost. 

More  sophisticated  instruments  are  now  available 
for  determining  spectra  which  have  been  designed  to 
compensate  for  variations  of  exciting  energy  and 
photodetector  response.  These  instruments  generally 
cost  3  or  4  times  as  much  as  an  uncompensated 
spectrofluorometer. 

Polarization  measurements  have  been  made  on 
light  scattering  jhotomMers,  filter  fluorometers,  and 
spectrofluorimeters  [12].  Although  specific  instruments 
for  fluorescence  polarimetry  do  not  seem  to  be  gener- 
ally used,  the  modification  of  other  available  instru- 
mentation for  such  purposes  poses  no  great  problem. 
Even  in  the  field  of  lifetime  measurements  there  are 
commercial  instruments  available  for  the  purpose. 
The  TRW  Instruments  75A  (El  Segundo,  California)^ 
fluorescence  decay  apparatus  and  the  ORTEC 
Model  9200  fluorescence  spectrometer  are  the  first 
instruments  for  determining  lifetimes,  which  were 
previously  accessible  only  to  those  with  considerable 
j   engineering  skiU. 


II.  Measurement  of  Fluorescence  Parameters 

A.  Definition  of  the  Term  "Absolute" 

The  term  "absolute"  as  used  here  refers  to  a 
property  of  a  substance  rather  than  its  measure- 
ment. For  example,  the  absolute  quantum  yield  of  a 
substance  is  the  ratio  of  the  photons  emitted  to  the 
number  of  photons  absorbed,  in  contrast  to  the 
relative  quantum  yield,  the  number  of  photons  emitted 
by  one  substance  as  compared  with  another  under 
specified  conditions.  Confusion  may  arise,  because 
the  phrase  "absolute  quantum  yield"  has  been  used 
by  some  workers  to  denote  the  quantum  yield  which 
has  been  measured  by  an  "absolute"  method;  i.e., 
a  method  not  requiring  the  use  of  a  reference  standard 
of  known  quantum  yield.  Absolute  measurements  are 
frequently  required  in  certain  biological  fields  like  bio- 
luminescence,  but  wiU  not  be  treated  here. 

1 .  Excitation  and  Emission  Spectra. 

a.  Definition. — The  true,  or  absolute,  fluorescence 
emission  spectrum  of  a  substance  is  a  plot  showing 
the  relative  number  of  photons  emitted  at  diff"erent 
wavelengths;  i.e.,  dqIdX  versus  k,  where  g  represents 
the  total  number  of  photons  emitted  and  X  is  the  wave- 
length. Alternatively,  the  same  information  can  be 
plotted  on  a  frequency  scale,  dqjdv  versus  v  in  cm~i. 
For  simple  organic  compounds  the  emission  spectrum 
is  generally  independent  of  the  excitation  wave- 
length, but  for  complex  systems  there  is  no  single 
absolute  emission  spectrum  since  the  emission  may 
vary  continuously  with  exciting  light  energy. 

The  excitation  spectrum  is  a  plot  of  the  relative 
number  of  photons  emitted  at  a  given  wavelength 
as  a  function  of  the  exciting  wavelength.  The  true, 
or  corrected,  excitation  spectrum  is  compensated 
for  any  variations  of  excitation  energy  with  wavelength. 
The  corrected  excitation  spectrum  is  expected  to 
coincide  with  the  absorption  spectrum  in  simple 
compounds,  but  this  relationship  may  not  hold  in 
large  biochemical  systems. 

b.  Need  for  Corrected  Spectra. — Absolute 
fluorescence  spectra  would  be  useful  for  comparing 
results  from  diff"erent  laboratories  and  have  long  been 
advocated  [14]  as  being  the  most  suitable  form  of 
data  presentation.  Expensive  spectrofluorometers  are 
available  for  automatic  recording  of  absolute  fluores- 
cence spectra.  However,  many  uncorrected  spectra 
are  published  even  today,  and  some  case  can  be  made 
for  continued  use  of  uncorrected  data.  Thus,  when  the 
main  point  of  a  study  is  simply  to  show  changes  in 
fluorescence  cTiaracteristics,  there  is  little  reason 
to  take  trouble  to  correct  the  spectra.  The  thousands 
of  spectrofluorometers  in  use  are  equipped  with  similar 


^  In  order  to  adequately  describe  materials  and  experimental  procedures,  it  was  oc- 
casionally necessary  to  identify  commercial  products  by  manufacturer's  name  or  label. 
In  no  instances  does  such  identification  imply  endorsement  by  the  National  Bureau' of 
Standards,  nor  does  it  imply  that  the  particular  product  or  equipment  is  necessarily  the 
best  available  for  that  purpose. 
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gratings  and  photomultiplier  tubes,  so  that  uncorrected 
spectra  from  one  laboratory  can,  in  fact,  be  used  for 
comparison  with  results  from  another  laboratory. 

Absolute  spectra  are  more  informative,  are  required 
for  quantum  yield  determinations,  and  are  necessary 
for  calculations  of  natural  lifetimes  or  energy  transfer 
distances.  Nonetheless,  one  can  confidently  predict 
continued  use  of  uncorrected  spectra  in  the  literature. 

c.  Calibration  of  Lamp  Output  and  Detector 
Response. —  Since  most  biochemists  utUize  un- 
compensated spectrofluorometers,  it  ghould  be  pointed 
out  that  procedures  for  calibrating  these  instruments 
have  been  published,  e.g.  [5,  15,  16].  The  main  steps 
involve  (a)  Calibration  and  alignment  of  the  mono- 
chromators  with  a  line  source  such  as  a  mercury  pen 
lamp,  (b)  Calibration  of  the  exciting  source  with  a 
fluorescent  screen  solution,  such  as  Rhodamine  B  or 
some  other  dye,  and  (c)  Calibration  of  the  detector 
response  by  comparing  the  recorded  signal  from  a 
standard  lamp  with  its  known  output. 

An  example  of  a  detector  response  calibration  curve 
is  given  in  figure  2.  The  response  of  an  RCA  1P28 
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Figure  2.  Detector  calibration  curve  for  Aminco-Bowman  Spectro- 
fluorometer  fitted  with  1P28  phototube  and  a  grating  blazed  at 
300  nm.  Filled  circles:  data  obtained  with  a  National  Bureau  of 
Standards  tungsten  filament  lamp.  Open  circles:  data  obtained 
with  calibrated  xenon  arc  lamp.  5  (A,)  is  a  function  of  the  reciprocal 
of  the  sensitivity.  From  Chen  [16] 


Photomultiplier  in  an  Aminco-Bowman  spectro- 
fluorometer  fitted  with  a  grating  blazed  for  maximum 
response  at  300  nm  seems  to  be  quite  linear  in  the 
region  from  290  nm  to  400  nm.  The  detector  system 
thus  delivers  "absolute"  emission  spectra  for  sub- 
stances like  proteins  which  emit  in  this  range.  By 
choosing  suitable  gratings  and  phototubes,  it  is  some- 
times possible  to  obtain  linear  response  in  regions  of 
visible  fluorescence  as  well,  thus  avoiding  the  need  for 
point-by-point  correction  of  spectra. 

The  accuracy  of  detector  calibration  depends  on 
such  factors  as  the  photometric  accuracy  of  the 
system  and  the  accuracy  of  the  standard  lamp  cali- 
bration. Lee  and  Seliger  [17]  have  considered  at  length 
all  the  possible  errors  involved  in  absolute  calibrations 
of  detector  systems.  Their  interest  was  principally  the 
determination  of  chemiluminescent  quantum  yields, 
and  it  was  necessary  to  know  the  relation  between  the 
number  of  photons  and  the  detector  response.  In 
contrast,  the  determination  of  true  emission  spectra 
require  that  the  relative  detector  response  at  different 
wavelengths  be  specified.  Hence,  the  uncertainty  in 
Lee  and  Seliger's  absolute  calibrations,  ±4.5  percent, 
is  an  upper  limit  in  the  more  usual  calibrations. 

Calibration  of  spectrofluorometers  by  the  use  of 
"standard  spectra"  of  well-known  substances  has  been 
advocated  [18].  In  theory  this  would  be  a  very  con- 
venient method.  Comparison  of  the  apparent  excita- 
tion spectrum  of  a  simple  compound  could  be  made 
with  its  absorption  spectrum  to  yield  the  correction 
factors  for  lamp  output.  The  method  eliminates  the 
need  for  a  front-surface  illumination  attachment  [15], 
which  is  needed  for  calibrations  using  the  fluorescent 
screen  method.  Comparing  absorption  and  emission 
spectra  has  the  disadvantage  that  the  same  dispersion 
generally  cannot  be  used  in  the  absorption  and 
fluorescence  spectrometers.  Other  disadvantages 
make  the  comparison-of-spectra  method  less  desirable 
than  the  fluorescent  screen  method.  The  latter  re- 
sults in  a  continuous  plot  of  photon  output  versus 
wavelength  compared  with  the  discontinuous  plot  ob- 
tained by  spectral  comparison.  Also,  several  absorption 
spectra  are  required  to  achieve  a  desired  optical 
density  at  regions  of  maxima  and  minima,  and  several 
fluorescence  excitation  spectra  at  different  gain 
settings  will  be  needed  as  well. 

The  use  of  "standard  spectra"  to  calibrate  the  de- 
tector response  is  becoming  common  practice  as  more 
corrected  spectra  are  pubUshed.  Unfortunately,  the 
reliability  of  any  given  published  spectrum  is  un- 
known, and  it  would  perhaps  be  helpful  if  some 
spectra  were  certified  by  a  committee  of  experts.  In 
the  past,  there  have  been  many  discrepancies  in  pub- 
lished emission  spectra  of  quinine  [19],  although  more 
recent  spectra  seem  to  agree  closely  [20-23]  and  could 
be  used  for  detector  calibration.  One  complication 
which  we  pointed  out  several  years  ago  is  that  the 
emission  spectrum  of  quinine  shows  a  red  shift  when 
excited  in  the  long  wavelength  edge  of  the  absorption 
band  [21].  This  effect  is  shown  in  figure  3.  The  emission 
shift  has  been  postulated  by  Fletcher  [22]  to  be  related 
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Figure  3.  Fluorescence  and  polarization  spectra  of  quinine  in  glycerol  containing 
0.1  A'  H2S04  at  8  °C  A.  Excitation  spectrum.  B.  Fluorescence  polarization  spectrum 
obtained  with  varied  exciting  wavelength  and  emission  monochromator  set  at 
450  nm.  C.  Corrected  emission  spectra  obtained  with  excitation  at  340  nm  (curve  1) 
and  390  nm  (curve  2).  D.  Variation  of  polarization  in  the  emission  band  with  constant 
excitation  at  340  nm.  From  Chen  [21]. 


to  photoselection  of  quinine  molecules  with  slightly 
different  conformations.  Other  compounds  also  show 
this  effect  [21,  22,  24],  which  may  involve  what  Fletcher 
calls  rotatable  auxochromes  such  as  the  methoxy 
group  at  the  6-position  of  the  quinoline  nucleus  in 
quinine.  At  low  temperatures,  emission  spectral  shifts 
also  occur  due  to  the  presence  of  different  solvation 
states  [25].  However,  the  spectrum  of  quinine  under 
usual  conditions  of  excitation  should  be  suitable  for 
a  standard. 

2.  Quantum  Yield  Measurements 

a.  The  Comparative  Method  of  Determina- 
tion.— In  biochemistry,  the  quantum  yield  is  most 
often  obtained  by  comparison  with  a  quantum  yield 
standard.  A  spectrofluorometer  is  required,  and  the 
yield  is  calculated  from  the  relation 


Qst    Fst    Ajc    (f)j.  n% 


(2) 


where  Q  is  the  quantum  yield,  F  is  the  area  under  the 
corrected  emission  spectrum,  A  is  the  optical  ab- 
sorbance  at  the  exciting  wavelength,  (f)  is  the  relative 
photon  output  of  the  light  source  at  that  wavelength, 
and  n  is  the  refractive  index.  The  subscripts  x  and 
St  refer  to  the  unknown  and  standard, 
b.  Factors  Affecting  the  Accuracy. — 
1.  Accuracy  of  the  emission  detector  response 
calibration.  Any  errors  present  may  have  little  effect 
on  the  quantum  yield  calculations  if  the  spectra  of  the 


standard  and  unknown  are  similar.  One  should  not 
use  fluorescein  as  a  standard  to  determine  quantum 
yields  of  ultraviolet  fluorescence,  for  example. 

2.  "Bookkeeping"  errors.  Anyone  who  has  at- 
tempted to  perform  quantum  yield  determinations 
must  surely  be  impressed  by  the  large  number  of 
factors  which  have  to  be  inserted  into  the  final  calcu- 
lations. Aside  from  the  terms  in  eq  (2),  one  must  also 
remember  that  the  photometer  sensitivity  may  have 
been  set  at  different  values  for  standard  and  unknown, 
and  the  sensitivity  scale  may  need  recalibration. 
The  absorbance.  A,  is  usually  read  for  concentrated 
solutions  which  then  are  diluted  by  some  factor  which 
renders  self  absorption  unlikely  in  the  fluorescence 
measurement;  the  dilution  factor  must  be  inserted. 
One  can  suspect  that  some  of  the  large  errors  which 
have  appeared  in  the  literature  are  due  to  deficiencies 
in  bookkeeping. 

3.  Determination  of  the  absorbance.  Although  it 
would  seem  a  simple  matter  to  determine  the  ab- 
sorbance of  the  test  substances,  errors  arise  because 
the  wavelength  calibrations  of  the  spectrofluorometer 
and  the  spectrophotometer  may  be  shghtly  incorrect. 
Excitation  then  may  occur  at  a  wavelength  different 
from  that  at  which  the  absorbance  was  measured. 
The  bandwidth  of  the  monochromators  also  are  usually 
different,  and  the  amount  of  error  from  this  discrepancy 
depends  on  the  spectral  characteristics  of  the  com- 
pounds. We  have  found  that  our  average  deviations  for 
quantum  yield  determinations  have  been  smaller  when 
the  unknown  and  standard  are  each  excited  at  the 
peak  of  their  long  wavelength  absorption  bands.  With 
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this  method,  one  never  need  worry  about  slight  mono- 
chromator  alignment  errors  which  would  produce 
large  errors  in  regions  of  sharply  changing  absorption. 

4.  Source  output  calibration.  If  sample  and  unknown 
are  excited  at  the  same  wavelength,  the  term  <^sti4>x 
of  eq  (2)  reduces  to  one.  However,  since  different 
wavelengths  are  usually  used,  some  error  may  intrude. 
The  lamp  calibration  curve  for  the  xenon  arc  [16]  is 
fairly  smooth  from  230-400  nm.  In  this  region,  if  the 
exciting  wavelengths  for  x  and  st  are  not  too  wide, 
one  would  not  expect  much  error  to  be  introduced  if 
there  is  slight  inaccuracy  in  the  knowledge  of  the  ex- 
citing wavelengths.  Between  400  nm  and  520  nm, 
however,  there  are  some  strong  peaks  in  the  xenon  arc 
output.  In  this  region,  perhaps  it  would  be  best  to 
use  the  same  wavelength  to  excite  both  standard  and 
unknown.  The  calibration  curve  itself  might  be 
erroneous  due  to  factors  such  as  impurities  in  the 
fluorescent  screen  substance.  This  may  be  checked 
by  using  several  different  screens,  or  by  determining 
if  the  calibration  curve  allows  for  corrected  excitation 
spectra  which  match  the  absorption  spectra. 

5.  Polarization  effects.  In  protein  and  nucleic  acid 
fluorescence  studies,  the  emission  is  frequently 
polarized  due  to  the  large  size  of  the  molecules.  The 
resulting  emission  anisotropy  can  introduce  an  error 
into  the  quantum  yield  calculations  even  when  un- 
polarized  excitation  is  used,  since  even  here,  in  instru- 
ments utilizing  right-angle  viewing  geometry,  the 
fluorescence  is  polarized.  A  number  of  papers  have 
considered  this  problem  [26-29].  Taking  the  worst 
possible  case,  Paoletti  and  Le  Pecq  [29]  have  esti- 
mated that  a  15  percent  error  could  occur  in  relative 
quantum  yield  measurements.  However,  an  error  this 
large  could  only  occur  with  a  sample  showing  maxi- 
mum polarization  in  an  instrument  having  large  polari- 
zation artifacts,  and  where  the  fluorescence  of  standard 
and  unknown  were  compared  at  individual  emission 
wavelengths.  Since  the  actual  conditions  for  quantum 
yield  assays  are  normally  quite  different,  the  errors 
are  usually  neglected,  and  indeed  have  never  emerged 
as  a  great  problem. 

6.  Accuracy  of  the  value  of  the  fluorescence 
standard. 

a.  Characteristics  of  quinine  fluorescence.  Recent 
reviews  [30,  31]  have  pointed  out  the  surprising  dis- 
crepancies in  reported  quantum  yields  which  exist  in 
the  literature  and  the  controversy  over  the  values  of 
several  well-known  quantum  yield  standards.  The  most 
common  standard  is  quinine  in  aqueous  sulfuric  acid 
solutions.  An  absolute  yield  of  0.55  for  quinine  in  1.0 
A'^  H2SO4  was  reported  by  Melhuish  [32,  33]  as  well  as 
by  Windsor  and  Dawson  [30].  These  workers  employed 
absolute  methods  for  the  determination.  A  value  of 
0.58  for  quinine  in  0.1  H2SO4  was  reported  by 
Eastman  [34]  using  a  technique  which  was  probably 
less  accurate.  The  report  by  Drobnik  and  Yeargers 
[35|  that  quinine  probably  had  a  yield  of  less  than  0.4 
must  be  dismissed,  since  Fletcher  [36]  was  unable  to 
duplicate  their  experiment  and  found  a  discrepancy 
of  a  factor  of  6  in  their  reported  Q  for  2-aminopurine. 


Windsor  and  Dawson  [30]  pointed  out  that  there  were 
already  literature  reports  that  quinine  yield  was 
dependent  on  the  concentration  of  sulfuric  acid.  Many 
investigators,  including  ourselves,  were  guilty  of  using 
0.546  for  the  yield  of  quinine  in  0.1  N  H2SO4  rather 
than  1.0  acid.  We  find  that  the  quantum  yield  ac- 
tually is  6  percent  lower  in  the  more  dilute  acid,  so  a 
yield  of  0.51  should  be  used.  The  reason  for  the  de- 
pendence of  yield  on  acid  concentration  is  not  clear, 
but  it  must  be  an  excited  state  phenomenon  since  we 
have  been  unable  to  demonstrate  any  significant 
change  in  absorption  spectrum  for  quinine  dissolved 
in  10      H2SO4  compared  with  0.1  H2SO4. 

Figure  4  shows  the  titration  of  quinine  which  has  a 
midpoint  at  about  pH  4.3  by  absorption  measurements. 
The  optical  density-pH  titration  curve  shows  the 
normal  flattening  at  both  ends,  but  the  titration  by 
fluorescence  shows  a  slight  continuing  rise  in  the  acid  ! 
region,  although  the  midpoint  of  the  titration  curve  is 
the  same.  Figure  5  shows  the  variation  of  quinine  ' 
fluorescence  yield  with  sulfuric  acid  concentration. 
Several  features  may  provide  a  clue  as  to  the  processes 
involved  here.  The  fluorescence  increases  almost 
linearly  from  0.1  A^  to  10  A^  H2SO4,  although  there  is 
no  change  in  absorption.  However,  we  have  also  noted 
that  S04=  is  a  quencher  of  quinine  fluorescence, 
although  Stern-Volmer  kinetics  were  not  obtained. 
Thus  the  rise  in  quinine  yield  at  high  acid  concen- 
trations would  be  even  larger  except  for  the  presence 
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Figure  4.    Titration  of  quinine  monitored  by  fluorescence  at  450  nm 
(---)  or  by  optical  density  at  360  nm  ( —  ).  i 
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Figure  5.    Effect  of  H2SO4  concentration  on  the  fluorescence  of 
quinine  excited  at  350  nm  and  monitored  at  450  nm. 

of  sulfate  ion.  The  slight  increase  in  quinine  yield 
at  low  acid  concentration  is  reproducible  and  may  be 
due  to  the  lower  concentration  of  sulfate  ion. 

Quinine  is  a  good  quantum  yield  standard  for  bio- 
chemical studies  for  several  reasons.  It  is  used  in 
aqueous  solutions.  There  is  little  overlap  of  absorption 
and  emission  spectra.  The  quantum  yield  is  high.  The 
material  is  obtained  in  pure  form  readily  and  is  stable 
in  acid  solutions  for  months.  There  is  little  structure 
in  the  absorption  spectrum  and  none  in  the  emission 
spectrum,  so  high  resolution  equipment  is  not  needed. 
The  temperature  dependence  of  the  yield  is  relatively 
small.  Figure  6  shows  the  temperature  dependence  of 
the  yields  of  some  compounds  which  might  be  useful  as 
standards. 

It  is  interesting  that  Rusakowicz  and  Testa  [37]  ob- 
tained a  quantum  yield  of  0.46  for  quinine  in  0.1  A' 
H2SO4  when  comparing  it  with  9,10-diphenylanthra- 
cene,  assumed  to  have  a  yield  of  1.0  in  cyclohexane. 
This  value  approaches  Windsor  and  Dawson's  value 
of  0.50  [30]  and  a  value  of  0.51  which  we  now  favor. 
The  value  of  0.46  is  fairly  good  since  a  very  large 
refractive  index  correction  (17%)  was  needed  for  com- 
paring cyclohexane  and  water  solutions.  Nevertheless, 
there  is  no  compeUing  reason  to  favor  use  of  0.46 
rather  than  0.51  as  the  yield  for  quinine  in  0.1  A'^  H2SO4. 

The  commonly  accepted  value  for  the  quantum  yield 
of  quinine  has  also  been  challenged  recently  by  Scott 
et  al.  [23],  who  claim  that  the  yield  in  0.1  A'^  sulfuric 
acid  is  0.70  ±  0.02.  This  value  was  determined  from  a 
comparison  of  measured  lifetime  with  calculated 
natural  lifetime,  assuming  the  relation  ^  =  T/Tnat.  This 
approach  must  be  questioned,  since  the  calculated 
natural  lifetimes  based  on  equations  such  as  those  of 
Forster  [38]  or  Strickler  and  Berg  [39]  are  quite  ap- 
proximate. Both  Ware  and  Baldwin  [40]  and  Birks  and 
Dyson  [41]  noted  the  discrepancy  between  the  meas- 
ured and  calculated  lifetimes  of  quinine  and  have 
proposed  explanations  for  this.  The  value  of  0.70  must 
be  too  high,  because  many  studies  have  used  0.55  as 
the  value  for  quinine  and  have  obtained  values  near 
unity  for  other  compounds  by  comparison  with  quinine. 
Substitution  of  0.70  for  0.55  would  result  in  many 
quantum  yields  of  greater  than  unity. 


b.  Controversy  over  the  quantum  yield  of  trypto- 
phan. The  most  common  quantum  yield  standard 
used  in  biochemistry  for  the  ultraviolet  region  is 
tryptophan,  because  it  has  an  emission  which  matches 
closely  the  tryptophanyl  fluorescence  of  proteins. 
Here,  too,  there  has  been  controversy  over  the  quantum 
yield.  Shore  and  Pardee  [42]  estimated  Q  to  be  0.09, 
but  used  a  rather  crude  method  involving  a  spectro- 
photometer modified  for  fluorometry  with  filters.  Teale 
and  Weber  [43]  subsequently  reported  a  value  of 
0.20,  which  has  since  been  widely  used.  We  reported 
that  the  value  should  be  0.13  [44]  based  on  comparison 
with  quinine  in  0.1  H2SO4  assumed  (incorrectly) 
to  have  a  yield  of  0.55.  Our  value  for  tryptophan  Q 
should  be  revised  downward  to  0.12  in  view  of  the  lower 
yield  of  quinine,  0.51.  Also  using  quinine  as  a  standard, 
B0rresen  [45]  and  Bridges  and  Williams  [46]  obtained 
tryptophan  yields  of  0.11  and  0.15.  Eisinger  [47] 
determined  the  tryptophan  quantum  yield  to  be  0.14 
based  on  comparison  with  p-terphenyl,  whose  yield 
was  0.87.  If  Eisinger's  data  are  correct,  there  can  be 
no  doubt  that  the  value  of  0.20  is  much  too  high,  for 
then  the  quantum  yield  of  p-terphenyl  would  greatly 
exceed  unity.  We  have  convinced  ourselves  that 
0.20  is,  in  fact,  too  high  by  similar  comparisons 
with  9,10-diphenylanthracene  and  2-aminopyridine 
(2AMP)  which  have  very  high  quantum  yields  and  have 
been  recommended  as  standards  [37,  48].  This  simple 
experiment  is  recommended  to  anyone  still  in  doubt 
concerning  the  quantum  yield  of  tryptophan.  While 
absolute  measurements  of  quantum  yield  are  difficult, 
relative  quantum  yields  can  easily  be  carried  out  with 
a  precision  of  5  percent.  Therefore,  if  a  standard 
with  a  supposed  quantum  yield  of  1.0  is  used,  it  is  easy 
to  determine  an  upper  limit  for  the  yield  of  any  given 
unknown.  Q  determined  in  this  way  may  be  the  real 
quantum  yield,  or,  if  the  standard's  Q  turns  out  to  be 
less  than  1.0,  some  smaller  value. 

c.  Other  useful  standards.  Some  quantum  yields 
which  have  been  measured  in  the  author's  laboratory 
are  listed  in  table  1.  Several  values  are  at  variance 
with  those  reported  recently  from  Testa's  laboratory 
[37,  48,  49]:  1.  The  yield  of  2AMP  is  found  to  be  0.73 
rather  than  0.60.  2.  The  yield  of  2AMP  is  found  to 
be  6,  rather  than  13,  times  that  of  tryptophan.  3.  A 
value  of  0.55  for  quinine  in  1  A^  H2SO4  is  consistent 
with  our  relative  measurements,  and  is  slightly 
higher  than  would  be  expected  from  the  value  of  0.46 
reported  for  quinine  in  0.1  A'  H2SO4. 

Tryptophan  with  a  quantum  yield  of  0.12  seems  to 
be  the  best  standard  for  protein  quantum  yields.  The 
idea  of  using  a  protein  as  a  quantum  yield  standard 
has  occurred  to  us.  However,  when  testing  different 
commercial  preparations  of  serum  albumin,  the  most 
widely  available  protein  in  pure  form,  we  have  found 
wide  variations  in  yield.  Fresh  tryptophan  solutions  are 
more  suitable;  solutions  are  not  stable  for  more  than 
one  day. 

There  are,  of  course,  many  other  compounds  which 
might  be  suitable  for  standards,  but  the  problem  is  to 
find  compounds  which  have  been  examined  in  many 
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Table  1.    Quantum  yields  of  some  possible  standards 


Compound  Q 

2-Aminopyridine,  0.1  N  H2SO4   *0.74 

Do  73 

Do  74 

Trytophan,  water   *.12 

Do  12 

l-dimethylaminonaphthalene-5-sulfonate,  0.1  .34 
M  NaHCOs 

4-Methylumbelliferone,  0.01  M  NaOH  64 

4-  Methylumbelliferone,  0.01  M  HCl  6.5 

5-  Hydroxyindole  (serotonin),  pH  7.4   .23 

Tyrosine,  water   .13 

Phenylalanine,  water   .022 

Phenol,  water   .13 

l-dimethylaminonaphthalene-5-sulfonamide,  .051 

pH  7.4 


Standard,  Qsi 

9,10-diphenylanthracene,  1.0 
tryptophan,  0.12 
quinine,  1  .V  H2SO4 ,  0.55 
9,10-diphenylanthracene,  1.0 
quinine,  1  N  H2SO4,  0.55 
Do. 


Do. 
Do. 
Do. 
Da 
Do. 
Do. 
Do. 


AU  values  were  obtained  by  the  author  with  the  Aminco-Bowman  spectrofluorometer  and 
a  Gary  Model  IIS  spectrophotometer,  except  for  those  marked  (*).  The  latter  were  deter- 
mined with  a  Turner  Model  210  spectrofluorometer.  The  author  is  indebted  to  Dr.  H.  Edelhoch 
for  the  use  of  this  instrument. 


different  laboratories  which  agree  on  the  quantum 
yield  values.  Fluorescein  in  aqueous  base  has  fre- 
quently been  used  with  a  yield  of  0.85  [cf.  50],  and  this 
is  an  excellent  standard  if  the  unknown  has  similar 
spectra.  Biochemists  will  most  often  require  aqueous 
standard  solutions,  since  their  samples  are  usually 
in  water.  The  correction  factor  for  refractive  index 
differences  between  a  given  solvent  and  water  may  be 
quite  large  (+  17%  for  cyclohexane  solutions,  for  ex- 
ample). The  correction  factor  is  only  approximate  for 
the  actual  geometry  existing  in  a  given  spectrofluo- 
rometer, and  should  be  avoided  wherever  possible. 

d.  On  the  "certification"  of  quantum  yield  stand- 
ards. In  spite  of  our  own  confidence  in  the  quantum 
yield  data  in  table  1,  we  recognize  that  acceptance 
of  compounds  as  standards  comes  only  after  agree- 
ment is  reached  between  a  number  of  reliable  labora- 
tories. Several  studies  have  supported  the  values  listed 
for  tryptophan,  l-dimethylaminonaphthalene-5-sulfo- 
nate.  quinine,  9,10-diphenylanthracene,  and  other 
compounds.  Although  a  caveat  has  been  issued  [31] 
against  the  use  of  tryptophan  as  a  standard,  because  of 
the  controversy  over  its  yield,  a  careful  review  of  the 
data  show  that  tryptophan  Q  is  as  well  known  as  that 
of  quinine.  The  use  of  quantum  yield  values  for  com- 
pounds over  which  controversy  has  not  yet  developed, 
because  they  have  not  been  adequately  investigated, 
seems  irrational.  The  dearth  of  accepted  quantum 
yield  values  is  well  brought  out  by  the  review  of  Demas 
and  Crosby  [31].  Perhaps  one  solution  would  be  to 
carry  out  a  cooperative  study  between  several  labora- 
tories on  a  number  of  standards.  This  might  speed  the 
"certification"  of  standards. 

3.  Polarization  Measurements 

a.  Definitions. — The  degree  of  fluorescence 
polarization,  P,  is  defined  by 


Iv  +  Ih  ' 

If  a  fluorometer  utilizes  right-angle  geometry,  Iv  and 
Ih  refer  to  the  intensities  measured  with  the  analyzer 
oriented  normal  and  parallel  to  the  direction  of 
excitation.  Fluorescence  polarization  is  observed  when 
the  excitation  is  either  polarized  or  unpolarized, 
provided  that  observation  of  the  fluorescence  is  normal 
to  the  direction  of  excitation.  If  polarization  observed 
with  excitation  polarized  vertically  (i.e.,  parallel  to  the 
orientation  of  the  analyzer  when  measuring  ly)  is 
Pp,  the  polarization  observed  vdth  unpolarized,  or 
natural,  excitation,  p„,  is  given  by 

2p„ 

Most  studies  are  carried  out  with  polarized  excitation 
because  the  absolute  values  of  the  polarization  are 
higher  (—  1/3  ^  pp  ^  +  1/2)  than  with  natural  hght 
(— 1/7  ^  p,,^  + 1/3).  Perhaps  the  main  reason  for 
utilizing  natural  light  is  to  obtain  greater  excitation 
intensities. 

b.  Measurement  of  polarization. — If  a  hght- 
scattering  photometer  is  adapted  for  polarization  of 
fluorescence  measurements,  one  is  generally  limited  to 
excitation  with  certain  mercury  Hues,  and  both 
excitation  and  emission  are  selected  by  filters.  The  use 
of  a  spectrofluorometer  results  in  greater  flexibility. 
There  seem  to  be  no  commercially  available  instru- 
ments designed  primarily  for  fluorescence  polar- 
imetry,  but  polarizing  attachments  are  offered  by 
makers  of  Ught-scattering  photometers  and  spectro- 
fluorometers. 
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c.  Artifacts  in  polarization  measurements. — 

1.  Defective  collimation.  The  definition  of  P  given 
above  is  based  on  the  assumption  that  the  exciting 
and  emitted  rays  are  perfectly  colhmated.  In  long 
path-length  instruments,  such  a  condition  is  nearly 
achieved.  However,  we  have  found  that  some  simple 
filter  fluorometers  are  quite  unsuited  for  polarization 
measurements  because  the  lamp  is  large  and  placed 
close  to  the  sample,  and  the  photodetector  is  also 
adjacent  to  the  sample  chamber.  Large  lenses  which 
collect  the  fluorescence  emitted  at  large  angles  to  the 
axis  connecting  the  sample  and  the  photodetector 
may  also  invalidate  the  polarization  data. 

2.  Polarizer  defects.  These  can  be  several  types. 
Azumi  and  McGlynn  [51]  found  that  improperly 
fabricated  Glan  prisms  rotated  the  beam  of  Hght  as 
the  prisms  were  turned  from  one  orientation  to  the 
other.  Errors  in  mounting  can  cause  the  ordinary 
(unpolarized)  ray  to  pass  to  the  sample,  or  the  polarizers 
may  be  set  at  some  angle  to  the  desired  orientation. 
Some  film  polarizers  may  have  incomplete  polariza- 
tion, especially  at  short  wavelengths.  Most  polaroid 
film  polarizers  do  not  seem  to  be  light-fast  and  will 
rapidly  bleach  when  exposed  to  a  high  intensity 
source.  However,  some  light-fast  film  polarizers  of 
large  aperture  are  available  [13].  A  convenient  ar- 
rangement for  spectrofluorometers  is  to  use  such  filters 
in  the  exciting  beam,  and  polaroid  analyzers  before 
the  photodetector,  as  shown  in  figure  7.  This  arrange- 
ment has  been  used  by  many  workers  with  good  results. 


Figure  6.  Recommended  arrangement  of  polarizers  in  the  Aminco- 
Bowman  spectrofluorometer.  The  polarizers  (Pol)  and  analyzers 
(An)  are  in  sliding  filter  holders.  From  Chen  and  Bowman  [13]. 

3.  Spurious  polarization  introduced  by  the  instru- 
ment. Light  reflected  from  surfaces  in  a  grating  mono- 


chromator  instrument  becomes  partly  polarized, 
and  such  polarization  must  be  corrected.  In  the  ex- 
citing beam,  this  partial  polarization  is  best  rendered 
completely  polarized;  i.e.,  p,j  rather  than  p„  is  meas- 
ured, especially  in  spectrofluorometers.  The  polariza- 
tion introduced  by  the  emission  monochromator  is 
wavelength  dependent  and  related  to  variations  in 
efficiency  of  the  grating  ("grating  anomalies").  This 
art'fact  may  be  corrected  by  first  determining  the 
relative  response  of  the  detector  system  at  any  wave- 
length to  horizontally  and  vertically  polarized  light. 
The  grating  correction  factor,  G,  is  obtained  by  ob- 
serving a  source  of  unpolarized  light  with  the  analyzer 
in  the  vertical  and  horizontal  positions.  A  fluorescent 
sample  can  act  as  such  a  source  if  excited  with 
horizontally  polarized  light.  Polarization  is  then  de- 
termined from 


P  = 


GIvH 


ivv  +  Gh  H 


where  G  =  IhvIIhh,  and  the  subscripts  refer  to  the 
orientations  of  the  polarizer  and  analyzer. 

G  should  depend  only  on  the  wavelength  setting  of 
the  emission  monochromator.  For  this  reason,  a  calibra- 
tion curve  may  be  obtained  with  one  or  two  highly 
fluorescent  solutions  and  may  be  applied  to  measure- 
ments on  other  substances.  The  monochromator 
bandwidth  should  affect  the  G  factor,  but  in  our 
tests,  the  available  bandwidths  made  very  little 
difference  in  G  [52].  Figure  8  shows  the  G  factor 


A 


5      10     15     20    25     30    35    40     5      10      15    20    25    30     35  40 
TEMPERATURE  (°C ) 

Figure  7.  Variation  of  the  quantum  yield,  Qj-,  of  some  compounds 
with  temperature.  Abbreviations:  4  MeU,  4-methylumbeIliferone: 
FL,  fluorescein;  RB,  Rhodamine  B. 

calibration  obtained  with  a  spectrofluorometer. 
Although  G  could  be  measured  for  each  sample,  some 
solutions  have  very  low  fluorescence  yield,  and  there 
may  be  large  blank  corrections  required  in  determining 
Ihv  and  Ihh.  A  calibration  curve  obtained  under  better 
conditions  is  preferable.  One  of  the  interesting 
features  of  figure  8  is  that  G  varies  sharply  with  wave- 
length. Some  authors  [51]  have  suggested  that  G 
declines  monotonically  with  wavelength,  but  this  is 
clearly  not  the  case. 
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4.  Contributions  from  blanks.  Like  other  measure- 
ments involving  fluorescence  intensity,  polarization 
measurements  should  be  rigorously  corrected  for  blank 
contributions.  If  the  G  factor  is  known  from  prior 
calibration,  polarization  measurements  stiU  require 
four  measured  values:  Iw  and  I\  h  for  sample  and  blank. 
The  magnitude  of  the  blank  relative  to  the  sample 
signal  can  be  large,  as  shown  in  figure  9  for  the  example 
involving  bilirubin.  Q  for  bilirubin  bound  to  albumin  is 
less  than  0.01,  and  there  is  a  background  fluorescence 
due  to  impurities  on  albumin.  There  are  relatively 
few  instances  where  the  blank  can  be  neglected 
completely.  Such  might  be  the  case  of  high  quantum 
yield  dyes  dissolved  in  glycerol.  A  number  of  "auto- 
matic" fluorescence  polarimeters  have  been  described 
[53-55]  in  which  Ivh  and  /n  are  measured  simul- 
taneously and  ratioed  electronically  to  give  a  function 
proportional  to  P.  However,  the  common  failing  of 
these  instruments  is  an  inability  to  correct  for  the 
blank. 
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Figure  8.  Dependence  of  the  grating  factor,  G,  with  emission 
setting;  i.e.,  calibration  curve  forC.  The  samples  used  were  10  ■*  M 
2AMP  in  0.1  A'  H2SO4  excited  at  285  nm,  and  10  ^  M  DNSA  (1- 
dimethylaminonaphthalene-5-sulfonamide)  in  50  percent  ethanol, 
excited  at  330  nm.  C  was  calculated  from  IhvIIhh-  From  Chen  [52]. 

5.  Scattering.  If  scatter  signal  reaches  the  detector, 
the  polarization  wiU  be  anomalously  high.  Scatter  can 
be  corrected  with  a  suitable  blank,  but  such  blanks 
may  not  be  available.  For  example,  in  obtaining  the 
polarization  of  the  intrinsic  emission  from  a  protein, 
the  blank  should  have  the  same  hght-scattering  prop- 
erties without  being  fluorescent.  In  turbid  solutions, 
scatter  may  indirectly  lower  the  observed  fluorescence 
by  causing  the  excitation  to  appear  to  reach  the 
sample  from  many  directions  due  to  multiple  reflec- 
tions. For  the  most  accurate  measurements,  the  solu- 
tions should  be  clarified  by  centrifugation  or  filtration. 

6.  Depolarization  by  radiative  energy  transfer.  In 
concentrated  solutions  of  substances  with  considerable 
overlap  of  their  absorption  and  emission  spectra,  de- 
polarization can  result  from  secondary  fluorescence 
which  has  been  excited  by  self-absorption  of  radiation. 
The  eff^ect  can  be  detected  by  the  increase  in  P  upon 
dilution,  and  can  be  minimized  by  the  use  of  small 


path  length  cells.  Dyes  with  high  absorption  coeffi- 
cients, like  fluorescein  and  Rhodamine  B,  have  been 
reported  to  exhibit  concentration  depolarization  in 
solutions  as  dilute  as  4  X  10-^  M  [56]. 

d.  Standards  for  Polarization. — Standards  for 
fluorescence  polarimetry  would  be  helpful  to  evaluate 
the  performance  of  a  given  instrument,  but  such  well- 
defined  standards  do  not  appear  to  exist.  There  are 
considerable  variations  in  reported  polarization  values 
for  given  solutions.  The  variations  are  as  great  as  in 
the  area  of  reported  quantum  yield  values.  In  the 
absence  of  such  standards,  it  is  necessary  to  be 
certain  that  the  apparatus  registers  zero  polarization 
for  nonviscous  solutions  of  compounds  with  long 
lifetimes.  Anthracene  or  other  aromatic  hydrocarbons 
in  ethanol  or  cyclohexane  may  serve  this  purpose.  At 
the  other  end  of  the  scale,  a  sample  having  nearly 
the  theoretical  maximum  polarization  of  0.5  is  desir- 
able. An  instrument  could  read  zero  for  the  polariza- 
tion of  a  nonviscous  solution,  but  might  well  give 
erroneously  low  polarizations  for  viscous  solutions. 
Alkaline  fluorescein,  or  Rhodamine  B,  in  glycerol 
were  reported  to  have  polarizations  between  0.4  and 
0.5  and  are  therefore  often  used  to  test  the  perform- 
ance of  fluorescence  polarimeters.  The  polarizations 
reported  by  various  workers  are  given  in  table  2.  Note 

Table  2.    Polarizations  of  dilute  dye  solutions  in  glycerol 


Exciting 

Sample 

wavelength 

P 

Reference 

(nm) 

Fluorescein  

366 

0.28 

Chen  and  Bowman 

[13] 

Do  

366 

.424 

Price  at  al.  [57] 

Do  

430-520 

.477  ±0.01 

Chen  and  Bowman 

[13] 

Do  

436 

.440 

Weber  [56] 

Do  

436 

.446 

Price  et  al.  [57] 

Do  

436 

.4922 

Szalay  et  al.  [58] 

Rhodamine  B.. 

366 

-0.17 

Chen  and  Bowman 

[13] 

Do  

366 

-.0655 

Weber  [56] 

Do  

366 

-.091 

Price  et  aL  [57] 

Do  

366 

-.17 

Kaye[59] 

Do  

436 

-.020 

Chen  and  Bowman 

[13] 

Do  

436 

-.0244 

Weber  [56] 

Do  

436 

0.0 

Price  et  al.  [57] 

Do  

436 

-0.03 

Kaye  [59] 

Do  

546 

0.462 

Chen  and  Bowman 

[13] 

Do  

546 

.444 

Weber  [56] 

Do  

546 

.441 

Price  et  al.  [57] 

Do  

546 

.462 

Singleterry  and 

Weinberger  [27] 

Do  

546 

.44 

Kaye  [59] 

i 


that  there  is  considerable  variation  in  these  values. 
The  best  agreement  is  for  Rhodamine  B  excited  at 
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Fl(,URE  9.  Example  showinfj  sijinificance  of  blanks  in  polarization  measurements. 
In  A  are  shown  the  absorption  (light  line)  and  polarization  spectrum  (heavy  line 
and  points)  of  bilirubin  bound  to  rabbit  serum  albumin.  The  polarization  was  calcu- 
lated, using  C  =  0.960,  from  the  data  of  Part  B,  which  gives  the  apparent  excitation 
spectra  of  the  sample  (I)  and  blank  (B).  Subscripts  refer  to  orientation  of  the  polari- 
zer and  analyzer.  The  emission  was  monitored  at  520  nm.  From  Chen  [52]. 


546  nm:  the  P  values  are  0.45  ±0.01.  Poor  agreement 
is  found  for  the  values  of  polarization  of  Rhodamine 
B  excited  at  366  nm. 

Useful  polarization  standards  should  have  polari- 
zation which  is  independent  of  the  emission  wave- 
length. We  have  found  this  to  be  the  case  for  Rhodamine 
B,  fluorescein,  and  other  compounds.  However,  we 
found  [21]  that  quinine  polarization  decreases  with 
wavelength  in  the  emission  band  (fig.  3). 

In  many  biochemical  systems,  the  emission  arises 
from  several  fluorophors  such  as  dyes  or  tryptophans 
in  different  parts  of  a  single  protein.  The  polarization 
therefore  depends  on  both  the  exciting  and  emission 
'  wavelengths.  Much  of  the  early  work  on  the  polari- 
zation of  dye  conjugates  was  obtained  with  fluor- 
ometers  where  the  emission  was  isolated  by  a  cut-off 
filter.  Such  data  cannot  be  duplicated  on  a  spectro- 
fluorometer  which  detects  only  a  segment  of  the 
emission  band. 


4.  Fluorescence  Lifetimes. 


The  fluorescence  decay  time,  or  lifetime,  r,  is 
defined  by  I  —  Ioe^'l^  where  lo  is  the  fluorescence  in- 
tensity at  time  t  =  0  following  a  delta  function  exciting 
pulse,  and  /  is  the  intensity  at  subsequent  time  t.  The 
lifetime  is  thus  the  time  required  for  decay  of  the 
fluorescence  to  a  value  of  lole. 

The  decay  times  of  organic  molecules  in  solution 
which  are  of  interest  to  biochemists  lie  in  the  range  of 
0.1  to  100  ns.  The  accurate  measurement  of  such  short 
times  requires  complex  electronic  equipment,  but 
there  have  been  many  recent  advances  in  this  field. 
There  were  no  commerciaUy  produced  instruments 
for  the  measurement  of  r  until  1966.  However,  numer- 
ous laboratory-built  instruments  had  been  designed 
and  described.  The  features  of  such  instruments  have 
been  reviewed  by  Birks  and  Munro  [60]. 
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Two  basic  types  of  instrument  have  been  employed, 
(a)  Phase  and  modulation  fluorometers.  Here  the 
sample  is  excited  by  light  which  is  sinusoidally 
modulated  at  megacycle  frequencies.  The  fluorescence 
thus  also  fluctuates  at  these  frequencies,  but  lags 
behind  the  excitation  by  a  certain  time  which  is 
detected  electrically  as  a  phase  shift  with  reference 
to  the  exciting  light.  From  the  phase  shift,  one  can 
calculate  the  lifetime  value  if  fluorescence  is  assumed 
to  decay  as  a  single  exponential.  The  fluorescence 
decay  is  also  manifested  as  a  decrease  in  the  degree 
of  modulation,  and  the  lifetime  can  be  obtained  from 
this  parameter  quite  apart  from  the  electrical  phase 
shift.  Miiller  et  al.  [61]  reported  that  a  phase  fluorom- 
eter  could  be  constructed  wholly  from  commercially 
available  components.  Spencer  and  Weber  [62]  have 
also  constructed  a  modern  phase  and  modulation 
fluorometer.  Both  of  these  instruments  are  said  to 
have  a  very  high  time  resolution,  of  the  order  of 
0.02  ns.  Therefore,  the  accuracy  of  lifetime  measure- 
ments can  be  said  to  exceed  the  accuracy  of  absolute 
determinations  of  quantum  yield.  No  phase  fluorom- 
eters have  ever  been  marketed,  (b)  Nanosecond  pulse 
instruments.  By  repetitively  exciting  a  sample  with  a 
short  pulse  of  light,  it  is  possible  to  obtain  directly, 
with  the  aid  of  a  fast  oscilloscope,  the  curve  of  the 
fluorescence  decay.  Ideally,  the  light  flash  should  be 
infinitely  short;  the  observed  fluorescence  should 
then  decay  exponentially.  Practically,  lamp  pulses 
have  a  finite  duration  with  widths  at  half  maximum 
intensity  of  1  to  10  ns,  and  the  pulse  shape  may  be 
irregular.  The  fluorescence  decay  is  also  a  complex 
function  from  which  the  lifetime  must  be  extracted 
by  any  of  several  mathematical  procedures.  Advances 
in  lamp  design  and  the  use  of  mode-locked  lasers 
with  picosecond  pulses  may  in  the  future  avoid  the 
need  for  such  manipulations,  since  the  excitation 
will  be  much  shorter  than  the  fluorescence. 

The  two  instruments  which  are  currently  avail- 
able from  commercial  sources  for  lifetime  deter- 
minations are  both  based  on  the  nanosecond  pulse 
method.  In  1966,  TRW  Instruments  introduced  a  decay 
time  apparatus  consisting  of  a  nanosecond  fluorometer 
with  a  "decay  time  computer"  and  requiring  a  dual- 
gun  oscilloscope.  One  gun  of  the  oscilloscope  was  used 
to  display  the  signal  from  the  sample  chamber,  while 
the  other  channel  was  connected  to  the  computer, 
which  in  turn  consisted  of  a  variable  waveform  signal 
generator  and  an  analog  circuit.  The  computer  was 
used  to  compare  the  shapes  of  the  waveforms  derived 
from  the  lamp  pulse  and  from  a  fluorescent  sample. 
The  difference  between  the  waveforms  was  analyzed 
by  the  computer  to  give  the  corresponding  decay  time 
directly.  The  instrument  has  been  described  in  some 
detail  [63.  64],  is  still  available,  and  can  be  fitted 
with  different  kinds  of  lamps  for  excitation  at  different 
wavelengths.  Although  originally  designed  for  long 
lifetimes  such  as  those  associated  with  solid  laser 
materials,  the  instrument  was  shown  to  be  capable  of 
measuring  lifetimes  less  than  2  ns  [65]. 


Recently,  ORTEC,  Inc.  (Oak  Ridge,  Tenn.)  has 
produced  a  nanosecond  pulse  instrument  based  on  the 
so-called  single  photon  counting  principle.  The 
important  feature  of  the  system  is  the  method  used  to 
detect  and  record  the  signal  from  the  sample  chamber. 
The  low  intensity,  very  fast,  nanosecond  flash  lamp 
is  made  weaker  still  by  attenuators  so  that  for  each 
repetitive  pulse,  no  more  than  one  photon  which  leaves 
the  fluorescent  sample  causes  a  response  in  the  photo- 
detector.  By  timing  the  interval  between  the  flash 
and  the  arrival  of  the  photon  at  the  detector,  a  histo- 
gram of  counts  versus  time  is  built  up  and  stored  in  a 
multichannel  analyzer.  After  sufficient  counts  have 
been  accumulated,  the  curve  can  be  displayed  on  an 
oscilloscope  or  digitized  for  computer  analysis.  The 
advantage  of  the  system  is  the  extreme  sensitivity, 
the  good  time  resolution,  the  use  of  a  lamp,  which 
because  of  its  low  output  can  be  made  very  fast,  and 
then  recording  the  actual  undistorted  decay.  The  system 
theoretically  can  be  used  to  determine  multiple  life- 
times present  in  the  fluorescence. 

Lifetime  measurements  by  any  of  the  instruments 
mentioned  require  only  a  single  standard,  namely,  a 
reflecting  or  scattering  substance  serving  as  a  standard  i 
with  T  =  0.  No  comparison  with  substances  of  known 
lifetimes  is  needed,  so  each  lifetime  measurement  is, 
in  fact,  an  absolute  determination.  There  are  now 
several  compilations  of  lifetimes  which  can  be  used  by  J 
investigators  to  test  the  accuracy  of  their  instruments  I 
[60,66]. 

Some  lifetimes  of  fluorescence  standards  are  listed  { 
in  table  3.  Many  developers  of  lifetime  instruments  I 
have  examined  fluorescein  in  aqueous  base,  and  a  I 
lifetime  of  4.5  ±0.3  ns  agrees  with  most  of  the  values 
listed.  Curiously,  the  value  of  3.83  ns  was  obtained 
by  Miiller  et  al.  [61]  with  an  instrument  estimated 
to  be  accurate  to  0.02  ns.  Several  values  for  quinine 
lifetime  have  been  reported  and  are  listed  in  table  3. 
In  1.0      H2SO4  the  lifetime  of  quinine  obtained  by 
averaging  the  tabulated  data  is  19.9  ns  with  an  average 
deviation  of  0.5  ns  or  2.5  percent.  The  agreement  for 
this  compound  is  as  impressive  as  any  listed  by  Birks 
and  Munro  [60],  so  quinine  is  probably  the  best 
lifetime  standard  now  available. 

However,  some  caution  is  required  in  the  use  of 
quinine,  because  we  have  now  found  that  not  only 
the  quantum  yield,  but  the  lifetime  too,  is  dependent  ' 
on  the  concentration  of  suKuric  acid  (table  3)  present.  "  ' 

3 

III.  Summary  and  Conclusions  ^ 

(J  Vi 

In  biochemistry,  many  of  the  same  principles  for  ;  f| 
measuring  absolute  fluorescence  parameters  are  used  j  1 
which  are  employed  in  any  other  area  of  physical 
chemistry.  Perhaps  the  only  differences  are  the  general 
use  of  aqueous  solutions,  the  greater  need  for  com- 
mercially available  instrumentation,  and  the  diverse 
types  of  measurement  needed.  The  range  and  quality  ] 
of  available  instruments  have  improved.  There  are  !  jj 
stiU  many  problems  regarding  standards  to  be  used  for  j  ii| 
quantum  yields,  polarization,  and  spectra.  Quinine,  j  ^\ 
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Table  3.    Litetimes  of  some  fluorescence  standards 


Sample 

Quinine,  0.1  A^HsSO^  

Quinine,  1.0  AfH2S04  

Do  

Do  

Do  

Quinine,  10.0  A'H2S04  

Quinine,  1.0  A'H,S04  

Quinine,  0.1  yVH..S04  

Quinine,  0.2  M  Tris-NO^,  pH  8. . . 
Fluorescein,  dilute  NaOH  or 
KOH. 

Do  

Do  

Do  

Do  

Do  

Do  

Do  

Do  

Do  

Do  

Do  

Do  

9,10-Diphenylanthracene, 
cyclohexane,  not  de-aerated. 

9,10-Diphenylanthracene, 
cyclohexane,  de-aerated. 

Do  

2-Aminopyridine,0.1  H2SO4... 

1-Dimethylaminonaphthalene- 
5-sulfonate,  0.1  M  NaHCOa. 
Do  


Lifetime  Reference 

(ns) 


19.5 

Weber  [67] 

19.2 

Berlman  [66] 

19.4 

Ware  and  Baldwin  [40] 

20.1 

Birks  and  Dyson  [41] 

20.5 

Metcalf,  cited  m  [41] 

21.8 

Present  work 

20.4 

Do. 

19.0 

Present  work,  also  [65] 

17.2 

Do. 

4.62 

Ware  and  Baldwin  [40] 

4.6 

Szymanowski  [68] 

4.6 

Metcalf  [69] 

4.8 

Bennett  [70] 

4.8 

Brody  [73] 

4.8 

Kirchhoff  [74] 

4.8 

Maercks  [75] 

4.5 

Bailey  and  RoUefson 

[71] 

4.5 

Chen  et  al.  [65] 

4.2 

Weber  [67] 

4.0 

Brewer  et  al.  [72] 

4.0 

Strickler  and  Berg  [39] 

3.83 

Miiller  et  al.  [1] 

6.7 

Present  work 

9.35 

Berlman  [66] 

10.0 

Amata  et  al.  [76] 

12.7 

Present  work 

13.8 

Chen  et  al.  [65] 

13.6 

Fcirster  and  Rokos  [77] 

the  universal  standard,  has  been  shown  to  undergo 
changes  in  emission  spectrum,  quantum  yield,  polari- 
zation, and  lifetime  depending  on  factors  such  as  the 
wavelength  of  excitation  and  the  sulfuric  acid  concen- 
tration. To  determine  what  the  "true"  values  are  for  a 
given  compound,  further  reporting  of  such  values  is 
to  be  encouraged.  It  is  suggested  that  collaborative 
efforts  might  speed  up  the  "certification"  of  values  for 
fluorescence  standards. 
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Newer  fluorometric  methods  for  the  analysis  of  biologically  important  compounds  will  be  discussed: 
enzymes  such  as  LDH,  alkaline  phosphatase,  lipase  and  cholinesterase,  and  substrates  such  as  glucose, 
urea  and  uric  acid.  These  methods  are  based  on  the  production  of  fluorescence  initiated  by  an  enzymic 
reaction. 

New  reagentless  fluorescence  methods  will  be  described  for  enzymes  and  substrates.  These 
methods  are  highly  precise  (1%),  fast  (less  than  1  minute)  and  involve  no  preparation  of  reagents. 
These  methods,  as  adapted  to  clinical  laboratory  procedures,  will  be  discussed. 

Key  words:  Enzymes,  fluorometric  analysis;  fluorometry  of  enzymes;  fluorometry  of  substrates; 
silicone  pad;  solid  surface  fluorometry. 


I.  General 

Enzymes  are  biological  catalysts  which  enable  the 
many  complex  chemical  reactions,  necessary  to  the 
existence  of  life,  to  take  place  at  ordinary  temperatures. 
Because  enzymes  work  in  complex  living  systems,  one 
of  their  outstanding  properties  is  specificity.  Thus,  an 
enzyme  is  capable  of  catalyzing  a  particular  reaction 
of  a  particular  "substrate"  to  produce  a  characteristic 
and  measurable  reaction  end  product.  This  specificity 
of  enzymes  and  their  ability  to  catalyze  reactions  of 
substrates  at  extremely  low  concentrations  is  of 
significant  use  in  biochemical  analyses. 

Enzyme  catalyzed  reactions  have  long  been  used  for 
such  analytical  purposes  for  determining  the  presence 
of  specific  substrates,  enzyme  activators,  enzyme 
inhibitors,  and  enzymes  themselves,  and  in  determining 
the  concentration  of  these  substances.  Numerous 
methods  have  been  described  for  the  determination 
of  enzymic  activity  between  an  enzyme  and  a  substrate. 
Until  recently,  however,  the  disadvantages  associated 
with  the  use  of  enzymes  in  these  analytical  techniques 
have  seriously  limited  their  usefulness. 

A  detailed  discussion  of  the  use  of  enzymes  for 
analysis  can  be  found  in  review  articles  by  Guilbault 
[1-3]  and  books  by  Guilbault  [4]  and  Bergmeyer  [5]. 

The  concentration  of  substrate  participating  in  an 
enzyme  reaction  can  be  calculated  in  one  of  two 
general  ways.  The  first  method  measures,  by  chemical, 
physical,  or  enzymatic  analysis,  either  the  total  change 
that  occurs  in  the  end  product  or  the  unreacted  starting 
material.  In  this  method,  large  amounts  of  enzyme  and 

,  small  amounts  of  substrate  are  used  to  insure  a  com- 
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plete  reaction.  In  the  second  method,  which  is  a 
kinetic  method,  the  initial  rate  of  reaction  is  measured, 
in  one  of  many  conventional  ways,  by  following  the 
production  of  product  or  the  disappearance  of  the 
substrate.  In  this  method,  the  rate  of  reaction  is  a 
function  of  the  concentration  of  substrate,  enzyme, 
inhibitor  and  activator. 

On  the  other  hand,  because  enzymes  are  catalysts, 
and  as  such  affect  the  rate  and  not  the  equilibrium  of 
reactions,  their  concentration  and  activity  must  be 
measured  by  the  rate  or  kinetic  method.  Similarly, 
activators  and  inhibitors  that  affect  the  enzyme's  cata- 
lytic effect  can  be  measured  only  by  the  rate  method. 
While,  as  pointed  out  above,  the  substrate  can  be  meas- 
ured either  by  a  total  change  or  a  rate  method,  the 
latter  method  is  faster  because  the  initial  reaction  can 
be  measured  without  waiting  for  equilibrium  to  be 
established.  The  accuracy  and  precision  of  both  meth- 
ods are  comparable. 

In  the  past,  manometric  methods,  pH  procedures, 
and  spectrophotometry  have  been  used  for  determining 
enzyme  activity.  Spectrophotometry  has  been  gener- 
ally preferred  because  of  its  simplicity,  its  rapidity  and 
the  capability  of  measuring  lower  enzyme  and  substrate 
concentrations.  Spectrophotometry  embraces  the  use 
of  colorimetric  methods  where  colored  products  are 
produced  as  a  result  of  enzyme  activity,  and  fluorescent 
methods  where  fluorescent  compounds  are  produced  as 
a  result  of  enzyme  activity.  Fluorescent  procedures 
are  several  orders  of  magnitude  more  sensitive  than 
colorimetric  methods  and  thus  have  replaced  the 
colorimetric  methods  in  numerous  instances. 

Previous  fluorometric  methods,  although  they  have 
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been  improvements  over  other  prior  art  methods  of 
determining  enzyme  activity  have  not  eliminated  all 
of  the  problems  associated  with  enzymic  analyses. 
Fluorometric  analysis  depends  on  the  production  of  a 
fluorescent  compound  as  a  result  of  enzyme  activity 
between  a  substrate  and  enzyme.  The  rate  of  produc- 
tion of  the  fluorescent  compound  is  related  to  both  the 
enzyme  concentration  and  substrate  concentration. 
This  rate  can  be  quantitatively  measured  by  exciting 
the  fluorescent  compound  as  it  is  produced  and  by 
recording  the  quantity  of  fluorescence  emitted  per  unit 
of  time  with  a  fluorometer. 

The  prior  methods  for  fluorometrically  measuring 
enzyme  reaction  rates,  however,  have  been  wet  chemi- 
cal methods  and  rely  on  reacting  a  substrate  solution 
with  an  enzyme  solution.  Wet  chemical  methods  in- 


volve time-consuming  and  wasteful  preparation  of 
costly  substrate  solutions  and  enzyme  solutions.  For 
example,  when  determining  the  presence  and  concen- 
tration of  an  enzyme,  a  substantial  amount  of  substrate 
must  be  accurately  weighed  and  dissolved  in  a  large 
amount  of  buffer  solution  usually  about  100  ml  to  pre- 
pare a  stock  solution.  The  enzyme  reaction  is  then 
usually  carried  out  by  measuring,  for  example,  3  ml 
of  stock  substrate  solution  into  an  optical  cuvet, 
adding  a  measured  amount  of  the  enzyme  solution  to 
the  substrate  solution,  and  recording  the  change  in 
fluorescence  eminating  from  the  resultant  solution  per 
minute  with  a  fluorometer.  This  standard  wet  chemical 
method  is  costly  and  wasteful  because  laboratory 
trained  technicians'  time  and  relatively  large  quanti- 
ties of  expensive  substrate  are  required. 


II.  Solid  Surface  Fluorescence  Monitoring  System 


Solid-surface  fluorometric  methods,  using  a  reagent- 
less  system,  have  been  developed  for  the  assay  of 
clinically  important  enzymes,  substrates,  activators 
and  inhibitors.  The  method  comprises  forming  a  solid 
reactant  film  of  one  of  the  reactants  on  an  inert  silicone 
matrix  pad,  contacting  the  film  of  the  first  reactant  with 
a  solution  of  the  second  reactant  (substance  to  the 
measured)  to  produce  a  fluorescent  material,  and 
monitoring  the  change  of  fluorescence  with  time  to 
determine  the  concentration  of  the  second  reactant. 

The  reactant  film  may  be  formed  by  dissolving  the 
reagents  in  a  solvent,  depositing  the  reactant  solution 
on  the  silicone  pad  so  that  the  solution  spreads  evenly 
over  the  pad,  and  evaporating  the  solvent  from  solution. 
The  reagent  may  be  applied  to  the  pad  either  from  an 
acetone  solution  if  a  substrate  or  in  a  polymeric  film 
such  as  polyacrylamide  if  an  enzyme.  Either  substrate 
or  enzyme  and/or  coenzyme  can  be  deposited  on  the 
pad  in  film  form  depending  upon  whether  the  substance 
to  be  assayed  is  an  enzyme  or  a  substrate. 

After  the  pad  is  formed  (fig.  1 ).  it  is  attached  to  a  sHde 
made  of  a  rigid  material,  such  as  a  glass  or  metal  slide, 
by  applying  an  adhesive  to  the  slide  and  overlying  the 
pad  on  the  adhesive.  The  pads  are  placed  approxi- 
mately 1  or  2  cm  from  the  bottom  of  the  sHde  (fig.  2). 


1  mm 


3  mm 


8  mm 


SLIDE  (glass  or  METAL) 


Figure  2.    Slide  support. 

The  fluorescent  cell  consists  of  a  rectangular  cell 
made  of  ordinary  sheet  metal,  wood  or  plastic  material 
(fig.  3).  having  portholes  to  allow  radiation  to  enter  and 
leave  the  cell  cavity.  The  top  of  the  cell  is  provided 
with  guides  at  opposite  sides  so  that  the  slide  contain- 
ing the  reagents  can  be  reproducibly  placed  within  the 
cell.  In  order  to  obtain  as  low  a  background  as  possible, 
the  cell  is  painted  with  a  black  optical  paint  having  a 
dull  finish. 


7.5  cm 


Figure  1.    Pad  support  (all  measurements  are  in  mm). 


Figure  3.    Fluorescence  attachment  used  to  hold  pads. 
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Before  the  enzyme  solution  is  added,  the  glass  slide 
is  put  into  the  fluorometer  and  a  background  reading  is 
taken.  A  blank  rate  is  taken  using  all  components  of  the 
system,  except  the  unknown.  The  slide  is  then  removed 
from  the  fluorometer  and  20  fx\  of  a  solution  of  the  sub- 
stance to  be  assayed  is  applied  to  the  slide.  The  recorder 
(100  mV  input)  is  started  immediately,  the  slide  is 
placed  back  into  the  fluorometer,  and  the  rate  is  re- 
corded. A  calibration  plot  of  the  change  in  fluores- 
cence units  per  minute  versus  concentration  is  prepared 
and  used  for  subsequent  analyses  of  enzyme  or 
substrate. 

After  a  run  is  completed,  the  pad  can  be  peeled  from 
the  slide,  and  the  slide  cleaned  and  stored  for  sub- 
sequent use. 

The  physical  properties  of  the  silicones  and  the 
stability  of  the  reactant  films  of  enzyme  and  substrate 
in  the  presence  of  silicones  further  make  these  materials 
ideally  suited  for  use.  The  silicone  materials  can  retain 
a  reactant  film  on  their  surfaces  for  an  indefinite  time 
and  permit  the  direct  measurement  of  fluorescence 
from  its  surface  when  an  appropriate  second  reagent 
solution  is  dropped  onto  the  first  reactant  film.  Back- 
ground interference  due  to  light  scattering  and 
nonspecific  fluorescence  are  minimal  compared  to 
other  materials. 

The  number  of  enzyme  systems  that  could  be 
monitored  by  this  type  of  solid-surface  device  are  as 
numerous  as  the  number  of  enzyme  systems  known. 
Some  of  the  more  clinically  important  systems  that 
will  be  studied  and  for  which  methods  have  been 
developed  are  as  follows. 

III.  Assay  of  Clinically  Important  Enzymes 

A.  Cholinesterase 

Low  levels  of  cholinesterase  (ChE)  are  found  in 
individuals  with  anemia,  malnutrition,  and  pesticide 
poisoning.  High  levels  indicate  a  nephrotic  syndrome. 

Preliminary  results  have  indicated  that  cholines- 
terase in  solution  can  be  monitored  using  a  film  of 
A^-methyl  indoxyl  acetate  on  the  surface  of  a  silicone 
rubber  pad: 


A^-Methyl  indoxyl  acetate 


ChE 


Af-Methyl  Indoxyl 


(Fluorescent — A-ex  — 495  nm,  Aem  =  525  nm) 

The  rate  of  production  of  A'-methyl  indoxyl  is  followed 
and  is  proportional  to  the  cholinesterase  concentration. 
Attempts  have  been  made  to  develop  methods  for 
the  direct  assay  of  ChE  in  blood  and  body  tissue.  The 
reproducibiUty  and  accuracy  obtainable  using  several 
configurations  of  pad  and  various  experimental  condi- 
tions have  been  compared  and  the  optimum  system 
developed.  A  linear  region  of  10"^  to  1  unit  has  been 
obtained  [6]. 

Preliminary  studies  have  indicated  that  pads  made 
from  either  method  were  stable  for  at  least  60  days 
(table  1),  if  kept  in  a  cold  dark  place. 


Table  1.    Pad  stability  data" 
Day"     Rate,  AF/min' 


0 
2 
4 
10 

30 
60 


3.10 
3.04 
3.08 
3.20 
3.00 
3.00 


^  A  500  jLig/ml  solution  of  cholinesterase  was  freshly  prepared  for 
each  day.  Twenty  microliters  of  a  0.1  M  substrate  solution  were 
applied  to  the  pad  and  allowed  to  evaporate  to  dryness. 

^  Days  after  preparation  of  pad. 

'  Rates  were  an  average  of  at  least  three  runs. 

B.  Alkaline  Phosphatase 

High  levels  of  alkaline  phosphatase  are  observed  in 
rickets,  Paget's  disease,  obstructive  pandicea,  and 
metastatic  carcinoma. 

The  fluorogenic  substrate  naphthol-AS-BI-phosphate 
was  used  for  the  assay  of  alkaline  phosphatase  in 
serum.  Guilbault  et  al.  [7,  8]  found  that  this  substrate  is 
the  best  for  the  direct  assay  of  alkaline  phosphatase  in 
serum.  A  solution  method  was  used  and  an  accuracy 
and  precision  of  about  2  percent  was  obtained.  The 
deep  green  fluorescent  naphthol  AS-BI  formed  is  meas- 
ured. Attempts  have  been  made  to  monitor  this  reac- 
tion on  a  solid  surface.  A  drop  of  serum  to  be  assayed 
has  been  added  directly  to  the  naphthol  AS-BI-phos- 
phate  on  the  surface  and  the  rate  monitored.  No 
solutions  are  required.  From  10"^  to  10  units  are 
assayable  [9]. 


— PO3H2 


ONH 


O 


HH2O 


CONH 


OCH3 


OCH3 


Naphthol  AS-BI-Phosphate 
(Non-Fluorescent) 


Naphthol  AS-BI 
(Fluorescent) 


Further  attempts  have  been  made  to  extend  the  use- 
fulness of  this  method  for  a  wide  variety  of  biological 
samples. 

The  color  of  the  silicone  rubber  however,  aff"ects  both 
the  background  and  reaction  rates.  With  any  of  the 
filter  systems,  the  background  and  reaction  rates 
increase  in  the  order  black<grey<clear<  white.  Each 
possible  combination  of  pad  color  and  filter  was  ex- 
amined and  it  was  found  that  the  most  accurate  results 
could  be  obtained  if  a  combination  of  7-54  filter  and 
grey  silicone  rubber  pads  were  used. 

Table  2  shows  the  results  obtained  from  a  series  of 
serum  samples.  Over  80  serum  samples  were  analyzed 
with  a  relative  error  of  ±  5  percent. 


199 


Table  2.  Determination  of  serum  alkaline  phosphatase 


Units  alkaline 
phosphatase 


Units  alkaline 
phosphatase 


taken  ^ 

found  ^ 

on 

01  e; 
Zi.O 

2.Z 

O/I 

03 
ZO 

OQ 
ZO 

oc 

Z9 

QA 
OU 

Ol 

01 

ol 

ol 

66 

97 
Ol 

37 

34 

39 

40 

41 

39 

43 

42 

48 

49 

53 

"54 

61 

"60 

64 

"64 

^  Units  expressed  as  /xmol  phenolphthalein  liberated  min~'  1"' 
serum. 

"  Obtained  by  multiplying  the  rate  by  31.5. 
Average  from  3  or  more  different  samples — each  analysis  in 
duplicate. 

"  One  sample — average  of  2  determinations. 


Figure  4  shows  the  correlation  between  the  serum 
alkaline  phosphatase  values  obtained  from  the  "solid 
surface"  method  and  alkaline  phosphatase  values 
obtained  from  a  solution  method  employing  phenol- 
phthalein phosphate.  The  graph  shows  good  agree- 
ment between  the  two  methods  over  a  wide  range  of 
serum  values.  If  the  serum  values  are  expressed  as 
/Limol  phenolphthalein  liberated  min~'  serum,  then 
normal  serum  has  27-105  units. 


50  100  150  200 

NAPHTHOL  AS-BI  UNITS 


Figure  4.    Correlation  between  results  obtained  with  naphthol 
AS-BI  method  and  phenolphthalein  method. 


Table  3  shows  the  alkaline  phosphatase  values 
obtained  from  highly  jaundiced  serum  compared  to 
the  phenolphthalein  phosphate  method.  All  the  results 
from  these  samples  were  low  and  implied  a  limitation 
on  the  method.  It  is,  however,  possible  to  predict 
which  samples  will  give  low  results.  Generally,  it  is 
those  samples  which  are  very  dark  yellow  or  orange- 
yellow  in  color.  The  light-yellow  serum  gave  good 
results  as  did  haemolyzed  serum.  The  low  values 
obtained  from  jaundiced  serum  is  the  main  limitation 
of  the  method,  but  it  is  possible  to  recognize  these 
solutions  and  carry  out  the  analysis  by  an  alternative 
method. 

Table  3.    Analytical  results  obtained  from  jaundiced  serum 

samples 


Units  alkaline 
phosphatase 
taken  ^ 


27 
34 
59 
86 
135 
185 
200 


Units  alkaline 
phosphatase 
found  ^- " 


18 
21 
30 
21 
44 
115 
138 


^  Units  expressed  as  ^imol  phenolphthalein  liberated  min  '  1~' 
serum. 

Average  of  3  results. 

C.  Lipase 

A  low  plasma  Hpase  indicates  vitamin  A  deficiency 
and  some  malignancies.  Lipase  assay  is  most  important 
in  diagnosis  of  pancreatitis. 

Two  fluorogenic  substrates  have  been  evaluated  for 
the  assay  of  lipase:  jV-methyl  indoxyl  myristate,  a 
substrate  developed  by  Guilbault  and  Hieserman  [10], 
and  4-methyl  umbelliferone  myristate,  a  substrate 
recently  prepared  in  our  labs. 

The  production  of  the  green  fluorescent  naphthol 
AS-BI  or  the  blue  4-methyl  umbelliferone  myristate 
can  be  followed  on  the  surface. 


CH3 


O^V 


O 


(CIfe)l2CH3 

O 


4-Methyl  Umbelliferone  Myristate  — -• 

4-Methyl  Umbelliferone  X^x=340  nm 
\jni~450  nra 

A  direct  assay  of  lipase  (lO""*  to  10  units)  in  serum  and 
pancreas  can  be  effected. 


200 


D.  Lactate  Dehydrogenase 

Levels  of  this  enzyme  are  elevated  in  individuals 
with  acute  and  chronic  leukemia  in  relapse,  myocardial 
infarctions  and  carcinomatosis. 

Fluorometric  analysis  of  dehydrogenases  in  the  past 
have  been  based  on  measurement  of  NADH  fluores- 
cence. Guilbault  and  Kramer  [11  j  have  described  a 
fluorometric  method  of  coupling  reduced  nicotinamide 
adenine  dinucliotide  (NADH)  to  an  electron  acceptor 
(resazurin)  in  the  presence  of  the  cofactor  phenazine 
methosulfate  (PMS). 


Lactate  +  NAD. 


LDH 


NADH  +  Resazurin 
(Non-Fluorescent) 


PMS 


NADH  +  pyruvate 


Resorufin  -f  NAD 
(Fluorescent) 


A  semisolid  state  fluorescence  method  for  the 
analysis  of  lactic  dehydrogenase  (LDH)  has  been 
developed  [12].  The  commercially  available  enzyme 
in  aqueous  solution,  and  the  enzyme  in  blood  serum 
were  studied.  The  serum  analysis  is  compared  to  a 
method  described  by  Bergmeyer,  et  al.  [13].  As  little 
as  160  units  of  LDH  per  milliliter  of  blood  serum  can  be 
analyzed  with  an  accuracy  of  better  that  3  percent. 

The  reaction  system  used  was: 


Li  Lactate  +  NAD 


LDH 


(I) 


NADH  +  Pyruvic  Acid. 


The  rate  of  production  of  the  fluorescent  product 
NADH  was  monitored. 

Some  of  the  results  obtained  in  the  assay  of  LDH  in 
serum  using  the  solid  surface  method  are  shown  in 
table  4.  An  average  relative  error  of  2.3  percent  was 
obtained. 

IV.  Assay  of  a  Clinically  Important  Substrate 


High  levels  of  glucose  may  indicate  diabetes. 

Guilbault  et  al.  [14]  have  described  a  fluorometric 
assay  system  for  glucose  using  glucose  oxidase,  per- 
oxidase, and  p-hydroxyphenylacetic  acid.  The  rate  of 
production  of  fluorescence  is  proportional  to  the 
amount  of  glucose  present. 


Glucose        '>xldasf  H202 


CHzCOOH 


CHiCOOH  CH2COOH 

.1  1 


o 


HO 


'  [0 

0 

OH 

OH 

Nonfluorescent 

Fluorescent 

To  develop  a  reagentless  surface  method  for  assay 
of  glucose,  the  enzymes  glucose  oxidase  and  per- 


oxidase, and  the  substrate  p-hydroxyphenylacetic  acid 
were  placed  on  the  surface.  The  addition  of  glucose 
initiates  the  reaction;  fluorescence  is  produced  and  its 
rate  of  production  will  be  proportional  to  the  glucose 
present  in  blood  [15].  A  range  of  lO""'  to  10"'  M  glucose 
can  be  assayed. 


Table  4.    Data  and  results  of  the  assay  of  serum  LDH  usinj;  the 
proposed  method 


die LAr  1  nil II. 

Concentration 

u/ ml  found 

Relative  error 

taken 

(percent) 

6.6 

160 

168 

+  4.9 

7.3 

190 

189 

-0.3 

7.2 

200 

186 

-6.5 

10.1 

280 

276 

-1.3 

13.2 

360 

372 

+  3.3 

13.9 

380 

394 

+  3.4 

15.3 

440 

437 

-0.6 

16.0 

460 

459 

-  .2 

17.2 

500 

496 

-  .8 

18.8 

560 

546 

-2.5 

21.4 

620 

626 

+  1.0 

Average 

relative  error 

2.3 

B.  Advantages  of  Solid  Surface  Method 

The  advantages  of  this  radically  new  system  for  the 
clinical  laboratory  are: 

1.  The  time  required  for  analysis  by  present 
methods  is  30  to  60  min  to  prepare  reagents  plus  10  to 
20  min  per  assay.  If  a  sample  is  available  at  1  a.m., 
the  technician  must  proceed  through  the  regular 
preparation  and  analysis  routine.  The  solid  surface 
method  requires  10  bottles  of  pads,  one  for  each  of  10 
common  tests.  The  technician  would  open  the  bottle 
marked  "LDH  test,"  pick  out  a  pad,  put  it  in  the 
instrument  on  the  strip  holder,  add  a  10  fxl  sample  of 
blood  or  urine,  and  read  out  the  results  directly  in 
mg  percent  urea.  Total  time  is  about  2  min. 

2.  The  accuracy  of  current  methods  (mostly  spectro- 
photometric)  are  limited  to  an  error  of  about  2  to  3 
percent  over  a  narrow  range  (0.15  to  0.85  Abs  units). 
Because  fluorescence  methods  are  based  on  the  pro- 
duction of  a  signal  over  zero  signal,  the  accuracy 
of  these  methods  is  independent  of  scale  reading,  and 
have  an  accuracy  of  1  percent  over  a  3  to  4  fold  linear 
range  of  concentrations. 

3.  Temperature  must  be  controlled  in  all  enzyme 
assays  based  on  a  kinetic  approach.  This  is  expensive 
and  bothersome.  The  solid  surface  fluorescence 
method  proposed  is  not  temperature  dependent,  since 
the  silicone  rubber  pad  used  to  support  the  sample  is 
nonheat  conductive.  Thus,  provided  the  sample  of 
blood  is  at  the  same  temperature  as  used  to  prepare 
the  calibration  plot  (generally  room  temperature, 
25  °C)  the  temperature  of  the  environment  does  not 
affect  the  results.  For  example,  in  the  assay  of  alkaline 
phosphatase,  we  obtained  the  same  rate  at  10,  15,  20, 
25,  30,  35,  and  40  °C  external  temperature,  provided 
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we  added  the  blood  from  a  sample  kept  at  25  °C.  This 
represents  a  significant  improvement. 

4.  The  reagents  used  in  present  clinical  procedures 
are  unstable,  and  new  solutions  must  be  prepared  daily. 
o-Toluidine  and  peroxidase  in  glucose  assay,  or  NAD 
in  LDH  assay  are  examples  of  this.  Yet  when  the 
reagents  are  placed  in  solid  form  on  a  surface,  they 
can  be  kept  for  months  with  no  deterioration.  In  our 
ChE,  alkaline  phosphatase  and  LDH  assays,  we  found 
we  could  use  our  pads  for  90  days,  using  the  same 
calibration  plot  everyday. 

5.  Many  clinical  methods  are  subject  to  interferences 
because  of  (a)  protein  absorption  in  the  near  UV-visible 
or  (b)  absorbing  impurities  in  the  reagents.  By  using 
reagents  that  fluoresce  in  the  visible,  and  reagents  in 
a  solid  form,  these  two  interferences  are  eliminated. 
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Inorganic  Ions  in  Glasses  and  Polycrystalline  Pellets  as 
Fluorescence  Standard  Reference  Materials'^ 

R.  Reisfeld 

Department  of  Inorganic  and  Analytic  Chemistry,  Hebrew  University  of  Jerusalem,  Jerusalem,  Israel 

(June  15,  1972) 

The  absorption  and  fluorescence  of  inorganic  glasses  and  polycrystalline  disks  doped  by  heavy 
metal  ions  is  discussed,  and  their  use  as  fluorescence  standards  is  evaluated.  The  advantages  of  the 
glass  standards  over  other  media  is  summarized. 

The  glass  standards  are  divided  into  two  groups  (1)  glasses  doped  by  trivalent  rare  earths  such  as 
Gd^*,  Tb^+,  Eu^+,  Sm^+,  and  Tm'+  which  have  narrow  band  optical  spectra  as  a  result  of  intracon- 
figurational  transitions,  and  (2)  glasses  and  polycrystalline  disks  doped  by  ions  such  as  Tl"^,  Pb^"*^, 
Ce^*,  and  Cu+  which  have  broad  spectral  bands  since  the  optical  spectra  originate  from  intercon- 
figurationaOy  allowed  transitions.  Optical  and  physical  parameters,  including  matrix  effects,  quantum 
efficiencies,  decay  characteristics.  Stokes'  shifts  and  spin-orbit  versus  orbit-lattice  interactions  due 
to  the  different  transitions  will  be  discussed. 

Group  (1)  glasses  are  suitable  for  use  as  standards  where  a  narrow  well-defined  fluore'  -nee  range 
is  required,  and  group  (2)  glasses  are  suitable  for  use  as  standards  whenever  a  substance  with  a  wide 
range  of  fluorescence  is  measured.  Special  emphasis  will  be  placed  on  energy  transfer  between  donor 
and  acceptor  ions. 

Key  words:  ^'luo^escence  standards,  inorganic  ions;  glass  standards  in  fluorescence;  rare-earth- 
doped  glasses. 


Introduction 

The  use  of  fluorescence  and  phosphorescence  as 
experimental  tools  has  increased  immensely  in  the 
last  decade.  The  fluorescence  technique  is  used  now 
as  a  common  tool  of  research  by  physical  chemists, 
physicists,  analytical  chemists,  biochemists  and 
biophysicists.  The  kinds  of  analyses  which  have  been 
performed  to  date  using  fluorescence  have  varied, 
including  such  methods  as  trace  metal  determination, 
analysis  for  traces  of  organic  materials  and  par- 
ticularly for  determination  of  trace  constituents  of 
biological  systems.  It  provides  some  of  the  most 
sensitive  and  selective  methods  of  qualitative  and 
quantitative  analysis.  (Lower  limits  of  detectability 
using  fluorescence  analysis  lie  often  in  subpart  per 
miUion  (ppm)  and  part  per  biUion  (ppb)  range.)  Fluo- 
resence  analysis  especially,  has  many  practical  applica- 
tions in  the  field  of  organic,  inorganic,  agricultural, 

I  biological  and  clinical  chemistry. 

The  reader  interested  in  the  principles  and  appli- 
cations of  fluorescence  in  analysis  is  referred  to  two 

i  recently  published  books  [1,  2]'  on  this  subject  and  to 
a  very  comprehensive  review  on  measurements  of 

I  photoluminescence  quantum  yield  in  solutions  written 
by  Demas  and  Crosby.  [3] 

'  This  work  was  performed  under  NBS  contract  G^103. 
'  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


The  following  are  a  few  examples  in  which  fluores- 
cence is  used  in  health  and  environmental  problems. 

Organic  Compounds 

Many  organic  compounds  fluoresce  and/or  phos- 
phoresce and  these  properties  have  been  widely  used 
for  analysis.  An  understanding  of  the  basic  aspects  of 
the  luminescence  of  organic  compounds  can  greatly 
enhance  its  efficiency  as  an  analytical  tool. 

The  abihty  of  proteins  to  luminesce  has  now  been 
fairly  thoroughly  investigated  and  is  mostly  due  to 
the  presence  of  the  fluorescent  aromatic  amino  acids 
tryptophan  and  tyrosine,  [4,  5].  Any  biological  process 
can  be  inhibited,  stimulated  or  altered  through  photo- 
chemical methods  by  inducing  electronic  excited 
states  in  proteins  and  nucleic  acids.  In  the  investiga- 
tion of  these  excited  states  by  photoabsorption  and 
luminescence  techniques,  a  great  deal  of  information 
can  be  obtained,  not  only  about  the  number  of  bio- 
polymeric  molecules  in  the  system,  but  also  about  their 
environment. 

Significant  qualitative  and  quantitative  information 
concerning  molecular  structure  can  be  obtained 
through  fluorescence.  When  one  considers  that  in- 
formation of  this  kind  can  be  obtained  rapidly  from  the 
interior  of  the  undamaged,  usually  functioning  cell, 
one  reaUzes  the  special  importance  of  spectral  lumi- 


203 


nescence  research  techniques  in  biology.  An  example 
of  fluorimetric  methods  in  this  area  is:  the  fluorescent 
tags  for  labeling  proteins  [6]  and  amino  acids  [7-10] 
which  have  proven  useful  in  immunochemistry, 
virology,  bacteriology,  parasitology,  and  mycology. 

Agriculture 

Determining  factors  in  the  degree  of  pest  control 
by  chemicals  are  (1)  efficiency  of  application,  (2) 
the  loss  by  spray  particle  drift  to  immediate  areas  not 
intended  to  be  treated,  and  (3)  the  effective  life  of  the 
chemical  on  plants,  animals  and  in  soils  after  appli- 
cation. In  this  respect,  fluorescence  has  made  an 
outstanding  contribution  in  pesticide  analysis.  The 
excitation  and  emission  spectra,  decay  times,  analytical 
curves,  and  limits  of  detection,  have  been  obtained  for 
many  pesticides  in  media  such  as  milk,  animal  feeds, 
fruits  and  vegetables,  tissues,  etc.  [11].  Fluorescent 
tracer  studies  of  spray  and  dust  deposits  on  plants  and 
soils  have  been  reported  [12, 13]. 

Biomedical  Research 

In  this  area,  fluorescence  spectroscopy  has  been  used 
largely  as  an  analytical  tool  for  the  assay  of  many  ma- 
terials of  biological  origin,  [14]  such  as  the  examination 
of  carcinogenic  materials  in  the  environment,  [15]  in 
metabolic  studies  of  aromatic  hydrocarbon  carcinogens 
[16]  and  the  determination  of  drugs,  enzymes  and 
proteins. 

Of  great  interest  are  the  experimental  observations 
of  the  luminescence  of  cells  and  tissues  in  such  patho- 
logical states  as  carcinogenesis,  inflammation,  psychic 
diseases  and  muscle  atrophy  due  to  denervation. 
Investigators  have  sought  a  correlation  between 
luminescence  intensity  and  the  pathological  process. 
However,  more  information  about  the  structural  chemi- 
cal organization  of  the  protoplasm  during  the  develop- 
ment of  the  pathological  process  will  be  obtained  if 
the  comparison  involves,  not  merely  the  intensity  of 
the  fluorescence  of  various  cells,  but  the  magnitude  of 
the  changes  in  fluorescence  intensity  due  to  several 
factors.  The  use  of  luminescence  to  a  successfully 
selected  set  of  experimental  treatments  will  prove  to 
be  a  useful  technique  in  the  field  of  molecular  and  cell 
biology  and  primarily  in  the  field  of  practical  medicine 
[17]. 

The  mechanism  of  cancer  induction  by  aromatic 
hydrocarbons  is  of  particular  interest  and  it  is  possible 
that  the  initial  interaction  is  a  complex  formation  be- 
tween the  hydrocarbon  and  a  vital  cell  constituent, 
such  as  the  nucleic  acids  which  may  be  determined  by 
changes  in  fluorescence  spectra  and  parameters 
[18-20].  Various  aromatic  hydrocarbons  may  fluoresce 
at  widely  differing  frequencies,  a  fact  which  is  of  con- 
siderable analytical  importance.  A  history  of  fluores- 
cense  work  with  carcinogenic  hydrocarbons  was 
included  in  a  lecture  by  Cook  in  1950  [21].  Presently, 
fluoroscence  analysis  is  used  in  many  studies  to  deter- 
mine qualitatively  and  quantitatively  the  presence  of 


polynuclear  hydrocarbons  in  the  environment,  usually 
after  separation  by  thin-layer  chromatography  [22]. 

A  method  for  binding  dyes  to  nucleic  acids  is  widely 
used  in  staining  biological  tissues  for  fluorescence 
microscopic  examination  and  is  used  as  a  screening 
procedure  for  cancerous  tissue  [23]. 

Fluorometric  techniques  have  made  great  inroads 
in  the  clinical  laboratory  as  the  basis  of  sensitive 
analytical  methods  [24,  25]. 

A.  General 

In  all  research  and  measurements  in  which  fluores- 
cence is  involved,  it  is  of  utmost  importance  to  measure 
the  true  wavelength  (energy)  of  excitation  and  emis- 
sion, and  the  fluorescence  efficiency.  To  determine 
fluorescence  efficiency  directly,  it  is  necessary  to 
measure  the  rate  of  emission  at  all  wavelengths  and  in 
all  directions.  In  practice,  this  is  a  difficult  measure- 
ment to  perform  with  accuracy.  In  view  of  the  difficul- 
ties associated  with  absolute  methods,  and  the  ease 
with  which  the  fluorescence  efficiency  may  be  deter- 
mined by  reference  to  a  standard,  a  search  for  a  suit- 
able standard  is  of  great  importance  in  spectrofluorim- 
etry.  The  requirements  for  a  good  reference  compound 
to  be  used  as  a  standard  are  stringent.  It  should  have  a 
well-defined  fluorescence  and  excitation  spectrum,  a 
relatively  high  quantum  efficiency,  it  should  be  of  the 
same  geometry  as  the  samples  to  be  measured  and 
should  be  stable.  There  should  be  little  or  no  overlap 
between  the  absorption  and  the  emission  spectrum. 
The  reference  compound  used  in  any  instance  should 
have  its  absorption  and  fluorescence  in  the  same  gen- 
eral region  as  the  compound  being  studied.  This  last 
restriction  is  needed  because  most  spectrofluorimeters 
record  spectra  which  are  not  corrected  for  instrumental 
parameters. 

Fluorescence  measurements  are  mainly  made 
on  liquids  in  aqueous  or  organic  solvents,  using  glass 
or  quartz  cuvettes,  and  in  the  solid  phase  with  single 
crystals,  in  pellets  [26]  and  in  solvent  glasses  [27].  It 
would  therefore  be  desirable  that  the  standard  refer- 
ence material  also  be  made  of  the  same  or  similar 
material  having  a  similar  refractive  index,  thus  avoid- 
ing the  refractive  index  correction  (discussed  later). 
It  is  also  essential  that  the  standard  have  a  small  ab- 
sorption, since  a  higher  absorption  introduces  an 
error  in  the  efficiency  determination.  This  arises  from 
the  following  consideration:  The  optically  dilute 
measurement  rests  on  Beer's  Law  /oB  =  /o(l  — 10""^^) 
where  B  is  the  fraction  of  light  absorbed  by  the  sample, 
/o  (quanta/sec  •  cm^)  is  the  irradiance  of  incident 
light,  A  is  the  absorbance/cm,  and  L(cm)  is  the  path 
length  [3].  By  expanding  this  expression  in  a  power 
series  we  obtain  5=1-  [1-2.303       +  [2.303  ALyi2  + 

 =  2.303  AL.  For  solutions  that  are  optically 

dilute,  (absorbance  less  than  0.05)  we  can  truncate  the 
series  and  the  following  approximation  is  true:  B  ~ 
2.303  AL.  Thus  at  low  solute  concentrations,  the 
fluorescence  intensity  is  proportional  to  concentration. 

With  these  criteria  in  mind  we  have  attempted  to 
prepare  glass  and  pellet  standards.  The  results  of 
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our  work  are  described  in  this  paper.  For  the  latest 
references  to  liquid  standards  the  reader  is  referred 
to  reference  [3],  for  a  sodium  salicylate  standard  to 
reference  [28],  and  for  quantum  yield  determinations 
of  powder  phosphors  to  reference  [29]. 

In  this  paper  the  physical  parameters  of  doped 
glasses  and  alkali  halides  suggested  as  standards  will 
be  described.  In  order  that  such  materials  be  used  as 
standards,  and  the  use  be  at  optimal  conditions  for 
a  fluorescence  measurement,  the  following  knowledge 
is  needed: 

1.  Absorption  and/or  excitation  spectrum. 

2.  Fluorescence  spectrum. 

3.  Oscillator  strength  or  molar  absorptivity  at  the 
excitation  wavelength. 

4.  Quantum  efficiency  for  different  excitation  wave- 
lengths. 

5.  Fluorescence  output  as  a  function  of  dopant 
concentration. 

6.  Lifetimes  of  fluorescence. 

7.  Quenching  of  fluorescence  by  additional  processes 
such  as  energy  transfer  of  radiation-induced  color 
centers. 

8.  Stability. 

The  principles  upon  which  the  determination  of 
quantum  efficiencies  is  based  will  be  discussed. 
Quantum  yields  of  glasses  and  pellets  prepared  in 
this  laboratory,  for  excitation  to  various  electronic 
levels  and  the  oscillator  strengths  of  absorption  to 
these  levels  will  also  be  presented.  The  concentration 
dependence  of  quantum  efficiency  will  be  shown. 

A  short  theory  of  the  fluorescence  of  the  material 
is  also  outlined  for  each  group  of  proposed  standards 
in  order  to  simplify  the  choice  of  proper  materials. 

B.  Determination  of  Quantum  Yields 

The  luminescence  quantum  yield  of  a  compound 
is  defined  as  the  fraction  of  excited  molecules  that 
luminesce  after  direct  excitation  by  a  light  source. 

The  quantum  yield,  17,  which  is  actually  the  ratio 
of  probabilities  of  radiative  transitions,  "lA-  to  the 
sum  of  the  probabilities  of  radiative  and  nonradiative 
transitions, is  defined  as: 


number  of  photons  emitted 
number  of  photons  absorbed 


(1) 


The  quantum  yield  would  equal  unity  if  there  were 
no  nonradiative  transitions. 

The  terms  "quantum  yield,"  "luminescence 
quantum  efficiency,"  and  "fluorescence  yield"  are 
used  interchangeably. 

Formula  (1)  serves  as  a  basis  of  determination  of 
quantum  efficiency. 

The  determination  of  absolute  quantum  yields  by 
this  formula  is  difficult  as  mentioned  in  the  introduc- 
tion, hence  a  relative  technique  is  often  employed. 


I.  Comparative  Method 

Here,  the  fluorescence  of  an  unknown  is  compared 
with  the  fluorescence  of  a  compound  whose  fluores- 
cence yield  is  well  known.  For  dilute  solutions,  the 
foUowing  equation  has  been  used  [30J: 


Tj„  =  17, 


(2) 


where  t7„  and  rjg  are  quantum  yields  of  unknown  and 
standard  respectively,  n  the  index  of  refraction.  A  the 
absorbance  at  the  wavelength  of  absorption  and  F  the 
integrated  fluorescence  output  in  quanta/unit  wave- 
length. This  equation  is  valid  for  equal  numbers  of 
photons  incident  on  u  and  s.  More  often  the  following 
equation  is  used: 


F„AJ{K)ni 
F,AuI(>^u)nf 


(3) 


In  this  equation,  F  is  the  integrated  area  under  the 
corrected  emission  spectrum,  and  /  (A)  is  the  relative 
irradiance  of  the  exciting  light  at  wavelength  k.  A  is 
the  absorbance. 

Equations  (2)  and  (3)  differ  in  the  ratio  —  and  ~  As 

we  see  by  comparison  of  the  two  formulae,  refraction 
corrections  can  be  substantial,  modifying  quantum 
yield  results  by  factors  of  2  or  more.  Therefore,  one 
should  be  especially  careful  when  applying  the  refrac- 
tive index  correction.  A  comprehensive  discussion  on 
this  correction  can  be  found  in  reference  [3,  p.  1018]. 
As  mentioned  in  the  introduction,  when  the  fluores- 
cence of  the  unknown  is  compared  with  a  standard  of 
the  same  refractive  index  and  geometry,  the  refractive 
index  correction  is  avoided. 

2.  Determination  of  Quantum   Yields  from  Lifetime 
Measurements 

An  alternative  method  is  the  determination  of 
quantum  yields  by  measurements  of  the  lifetime  of 
fluorescence  and  the  natural  lifetime  of  the  state. 
Here  we  use  the  parameters  appearing  in  eq  (1) 


S4 


1 


exp 
nat 


(4) 


where  Tpxp  is  the  experimentally  determined  lifetime 
from  the  level  in  question  and  Sr^^,  is  the  sum  of 
natural  lifetimes,  corresponding  to  the  sum  of  the 
inverse  of  the  radiative  transition  rates  from  this 
level.  One  term,  A'^,  appearing  in  the  sum  1A^  is 

equal  to  — —  and  is  obtained  directly  from  the  ab- 

'''inat 

sorbance  spectra  as  shown  below.  The  other  terms 
in  the  sum  are  then  obtained  from  the  relative  areas 
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in  the  corrected  emission  spectra.  A  detailed  example 
of  these  calculations  is  presented  below  for  Eu(III) 
doped  glasses. 

The  natural  radiative  lifetime  is  related  to  the 
Einstein  coefficient  of  spontaneous  emission.  Using 
this  relation,  several  authors  developed  expressions 
relating  the  natural  lifetime  of  fluorescence  to  the 
absorption   spectrum  of  the  compound  [31]. 

Here,  a  distinction  can  be  made  between  two  cases: 
1.  When  the  absorption  and  emission  of  a  compound 
occur  at  close  wavelengths,  that  is,  zero  or  very  small 
Stokes  shifts  are  observed,  and  the  spectrum  is  narrow 
as  in  the  cases  of  rare  earths  in  various  media,  one  can 
use  an  approximation  developed  for  atomic  spectra. 
Using  this  approximation  [32],  one  obtains  for  the 
natural  lifetime  the  following  expression,  which  is 
valid  for  a  transition  between  two  levels: 

T-^,  =  2.880  X  10-^nHg^^gu)  <v'>  S€{v)dv  (5) 

where  n  is  the  index  of  refraction,  <  v"^  >  the  average 
squared  wave  number  for  the  absorption  maximum, 
gu  and  g\  the  degeneracies  in  the  upper  and  lower 
states,  respectively,  and  €(1^)  the  molar  absorptivity 
as  a  function  of  wave  number. 

In  the  case  where  there  is  a  considerable  Stokes 
shift  between  the  absorption  and  emission  as  a 
result  of  strong  vibronic  coupling,  for  example  in 
transition  metal  ions,  mercury-Uke  ions  and  organic 
compounds,  a  modified  equation  can  be  used  for 
Tnat  [33],  namely 

T-\  =  2.880  X  10- V  <  i.73>r>  ^  f  (6) 

nat  ^      '^^  gu  J         V  ' 

The  quantity  <t'/^>     is  given  by 

\F(v)  av 

<vf>-.l  =  f   (7) 

I F  {v)v~^dv 

where  F(v)  is  the  fluorescence  output  in  photons  as  a 
function  of  wave  number  and  v  is  the  wave  number 
o{F(v). 

3.  Doped  Glasses 

The  materials  which  we  suggest  as  versatile  stand- 
ards for  spectrofluorimetry  and  which  were  studied 
in  this  laboratory  will  be  now  described.  They  are 
divided  in  the  text  into  four  major  groups:  I.  The 
rare-earth-doped  glasses.  II.  Thallium-doped  alkali 
halides.  III.  Glasses  doped  with  thaUium.  IV.  Glasses 
doped  with  Ce^+,  Ph^+ ,  and  Cu+. 

I.  The  Rare-Earth-Doped  Glasses 

The  characteristic  spectra  of  the  trivalent  rare 
earths  are  attributable  to  the  presence  of  deep  lying 
4/  shells  in  the  ions.  The  electrons  of  these  shells  are 
screened  by  the  outer  sheU  electrons,  and  as  a  result 


they  give  rise  to  a  number  of  discrete  energy  levels. 
The  presence  of  the  surrounding  lattice  has  Httle 
effect  on  the  position  of  these  levels;  therefore,  a 
close  resemblance  between  the  energy  level  diagram 
of  the  free  ion  and  that  of  the  incorporated  ion  exists 
(fig.  1). 

Considerable  attention  has  been  paid  in  the  past 
few  years  to  the  study  of  both  the  absorption  and 
emission  spectra  of  the  rare  earths  [34,  35]. 

Trivalent  rare-earth  ions  incorporated  in  inorganic 
solids  exhibit  luminescence  owning  to  the  intracon- 
figurational  transitions  of  the  4/  electron  shell.  The 
optical  excitation  of  this  luminescence  can  be  governed 
by  one  of  three  possible  mechanisms: 

(a)  excitation  in  the  narrow  4/  levels  of  the  rare- 
earth  ion; 

(b)  excitation  in  the  broad  levels  due  to  4/-5c?* 
transitions,  or  charge  transfer  processes; 

(c)  absorption  of  the  host  followed  by  energy  trans- 
fer from  the  host  to  the  rare  earth  activator. 

While  the  first  mechanism  is  operative  in  all  the  rare 
earths  showing  fluorescence,  the  second  is  well  known  , 
mainly  in  europium  and  terbium.  In  the  case  of  Eu^^,  { 
this  band  is  due  to  a  charge  transfer  process  between  j 
the  Eu'**  ion  and  oxygen  center.  In  the  case  of  Th^+,  | 
however,  the  band  is  due  to  a  4/-5/  transition  in  the 
Tb^+  ion.  (Samarium  also  was  found  in  some  cases  to 
exhibit  a  charge  transfer  type  of  excitation  at  wave- 
lengths shorter  than  220  nm.) 

The  narrow  band  emission  of  the  trivalent  rare 
earths  in  various  media  is  always  due  to  an  inner  / 
shell  electronic  transition.  Intra- /-orbital  transitions 
are  parity  forbidden  in  the  free  ion.  In  a  solid,  glass  or 
liquid  in  the  absence  of  a  center  of  symmetry,  the 
parity  selection  rule  may  be  relaxed  by  the  mixing  of 
the  4/  configuration  with  appropriate  levels  of  con- 
figuration of  opposite  symmetry  using  odd  terms  in  the 
static  or  dynamic  crystal  field  expansion.  There  will 
also  be  an  additional  interaction  owing  to  the  influence 
of  the  crystal  field  of  the  host  which  produces  broaden- 
ing and  splitting  of  the  levels.  As  in  the  transition  metal 
ions,  which  have  been  treated  extensively  by  the  ligand 
field  theory,  an  increase  in  separation  of  a  field-split 
degenerate  level  indicates  an  increase  in  the  ligand 
field  seen  by  the  rare  earth  ion.  The  crystal  field  split- 
tings in  the  rare  earths  are,  however,  much  smaller 
than  the  transition  ion  splittings,  and  are  not  more  than 
a  few  hundred  wave  numbers.  For  transitions  between 
two  nondegenerate  levels,  increasing  the  rare-earth- 
ligand  interaction  displaces  both  levels  toward  lower 
energies.  The  displacement  of  the  upper,  less  shielded, 
level  is  usually  greater,  and  thus  the  stronger  perturba- 
tion causes  shifts  to  longer  wavelengths. 

The  electrostatic  perturbation  of  a  rare-earth  ion 
should  be  directly  related  to  its  binding  energy  in  the 
host  medium.  As  a  first  approximation,  this  energy 
may  be  derived  from  a  hard-sphere  ionic  model  by  the 
Bom  equation: 


^  ZiZj  b 
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Figure  1.  Energy  level  diagram  of  the  rare-earth  ions  after  G.  H.  Dieke.  in  Spectra  and  Energy  Levels 
of  Rare  Earth  Ions,  H.  M.  Crossv»rhite  and  H.  Crosswhite,  Eds.  (John  Wiley  &  Sons,  New  York, 
N.Y.,1968),  p.  142. 
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f^coulombic  potential  of  the  active  ion;  Z,  =  charge 
on  the  active  ion;  Zj  =  charge  on  the  matrix  ions: 
6  =  repulsion  coefficient:  r=  distance  between  active 
ion  and  nearest  anion;  71  =  4  to  10. 

It  was  shown  in  a  series  of  papers  by  Reisfeld  et  al. 
[36-40],  that  the  behavior  of  rare  earths  in  glasses  is 
similar  to  that  of  rare  earths  in  inorganic  crystals  of  low 
symmetry  except  for  inhomogeneous  broadening  of  the 
spectra  due  to  a  multiplicity  of  rare-earth  sites  in 
glasses.  According  to  our  theory  [39]  a  rare-earth 
ion  occupies  a  center  of  a  distorted  cube  comprised 
of  four  tetrahedra  of  borate,  phosphate  or  silicate. 
Two  oxygens  belonging  to  such  a  tetrahedron  pro- 
duce an  edge  of  the  cube  (fig.  2).  The  coordination 
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rare  earth 


boron     or  phosphorus 


Figure  2.    Proposed  rare-earth  site  model. 

of  the  rare  earth  in  such  an  arrangement  is  with  eight 
oxygens.  The  observed  broadening  in  the  spectrum 
can  occur  due  to  the  existence  of  nonuniform,  non- 
identical  ligand  fields  caused  by  sHghtly  different 
values  of  rare-earth  oxygen  distances.  An  average 
rare-earth  oxygen  distance  was  calculated  by  assuming 
a  rare-earth  sits  in  a  center  of  a  regular  cube.  In  a 
cube  made  of  borate  tetrahedra,  in  which  the  boron- 
oxygen  distance  is  1.48  A  and  the  oxygen-oxygen 
distance  2.4  A,  the  rare-earth  oxygen  distance  is  2.1 
A.  In  a  cube  made  of  phosphate  tetrahedra  in  which 
the  phosphorus-oxygen  distance  is  1.57  A  and  the 
oxygen-oxygen  distance  is  2.56  A,  the  rare-earth 
oxygen  distance  is  2.22  A.  It  should  be  realized  that  in 


reahty  the  symmetry  is  lower  than  cubic,  and  for  the 
particular  cases  studied  it  was  found  to  be  of  Cg 
symmetry  Eu3+  in  phosphate  glass,  [40]  and  C-z  for 
Tm^+  in  phosphate  and  borate  glasses  [39].  As  a 
result  of  this  lower  symmetry,  forced  electric  dipole 
transitions  become  possible  and  absorption  and 
fluorescence  is  observed. 

The  fluorescence  can,  in  some  cases,  be  quenched 
due  to  transfer  of  electronic  excitation  energy  to  the 
vibrations  of  the  surrounding  medium.  Such  inter- 
actions reduce  the  fluorescence  quantum  yield.  In 
general  the  larger  the  energy  difference  between  the 
two  electronic  states,  the  smaller  the  nonradiative 
transition  probability  between  them  [41].  For  rare- 
earths,  the  energy  difference  between  the  electronic 
levels  below  which  considerable  quenching  occurs  is 
about  four  vibrational  quanta  (phonons).  The  non- 
radiative  decay  of  the  higher  excited  levels  in  the 
glasses  is  generally  assisted  by  the  phonons  of  the 
glass.  The  particular  vibrational  frequencies  which 
are  responsible  for  the  quenching  are  the  following: 


bond 


silicate.  Si  —0 
metaphosphate,  P— 0 

borate,  B  —  0 


stretching 
frequency 


1010-1115 
1140-1300 

1310-1380 


bond  length 

A 

1.62  4' 
1.57 

.39  (trigonal) 
48  (tetrahedral) 


(1: 


from  which  we  conclude  that  in  borate  glasses,  quench- 
ing will  occur  between  levels  that  are  separated  by 
about  5000  cm"*,  whUe  in  silicate  by  about  4000  cm"'. 

We  shall  now  show  how  this  general  theory  works 
for  specific  cases. 

A.  Europium 

The  observed  optical  absorption  and  emission  spectra 
of  Eu^^  in  glasses  are  characteristic  of  transitions 
between  the  lower  energy  levels  of  the  4/^  configura- 
tion of  this  ion.  The  oscillator  strengths  of  the  char- 
acteristic absorption  bands  in  a  phosphate  glass  to- 
gether with  the  assignments  of  the  transitions  are  given 
in  table  1. 

The  oscillator  strength  was  calculated  from  the  well- 
known  equation 


/=4.32X  10-9  I  e{v)du 


(9) 


where  e  is  the  molar  absorptivity  at  the  energy  v  (cm"'). 
The  values  of  /  presented  in  table  1  were  corrected 
for  population  distribution  of  total  concentration  in 
To,  Ti,  and  T2.  Using  a  Boltzmann  distribution 
correction,  the  relative  concentration  for  the  three 
levels  at  room  temperature  were  Co  =  0.792,  Ci 
=  0.200  and  d  =  0.008,  respectively. 


208 


T\BLE  1.    Oscillator  strentiths  and  quantum  yields  of  fluorescence  of  Eu''+  in  phosphate  glass 


Percent  quantum 


Transition 

Wave  number 

Wavelength 

Oscillator 

yield  of 

assi^inment 

cm"' 

nm 

strength  X  10' 

fluoresce 

16319 

612.8 

1.544 

'F,^^D„ 

16771 

592.2 

0.351 

'Fo-^^D„ 

17256 

579.6 

.006 

0.95 

18700 

534.7 

.505 

^Fo^^D, 

18993 

526.4 

.146 

.91 

21493 

465.3 

1.248 

.88 

'Fo-^^D:, 

24009 

416.5 

.547 

.87 

'F„^5L« 

25380 

394.0 

8.981 

.87 

'F,  ^^G5,^G6 

26041 

384.0 

6.019 

'Fo^^Ga 

26507 

377.2 

2.726 

'F,  ^^L« 

27285 

366.5 

.391 

27567 

362.7 

1.926 

'F.^^Ha 

30464 

328.2 

1.242 

'F.-^^Hs 

31152 

321.0 

3.001 

31397 

318.5 

6.776 

Fluorescence  was  observed  from  the  ^Dn  level 
and  much  weaker  fluorescence  (by  a  factor  of  three 
orders  of  magnitude)  from  the  ^Di  level.  The  corrected 
^Do  fluorescence  to  the  T  ground  state  multiplet  for 
Eu^+  in  phosphate  glass  is  given  in  figure  3.  The  cor- 
rected excitation  spectrum  of  the  fluorescence  is 
also  presented  in  this  figure.  The  assignments,  and 
relative  intensities  of  the  transitions  are  presented 
in  table  2.  (The  transitions  from  the  ^Do  excited  level 
to  the  ^Fa  and  ground  states  are  very  weak,  less 
than  1  percent  of  the  total  intensity,  and  are  not 
included.)  The  ^Do^^Fi  emission  band  for  Eu^+ 
are   magnetic  dipole-allowed  transitions;  the  other 


fluorescence  bands  arise  from  forced  electric-dipole 
transitions.  The  large  ratio  of  the  fluorescence  inten- 
sities for  the  ^Do— *  ^F2  and  ^Do^^Fi  transitions 
implies  a  low  symmetry  field  at  the  europium  sites. 

Quantum  efficiencies  of  fluorescence  from  the  ^Do 
level  of  Eu^+  in  phosphate  [41]  and  silicate  glasses 
[42]  were  obtained  by  two  independent  methods, 
(a)  lifetime  measurements,  and  (b)  comparison  with  a 
liquid  standard. 

a.  Lifetime  measurements.  The  quantum  yield 
determination  based  on  hfetime  measurements  is 
calculated  from  eq  (4).  The  measured  lifetime  of  the 
^Do  excited  state  in  silicate  glass  was  2.69±0.03  ms 


1  1  1  1  1  1  1  1  r 


X  nm 

Figure  3.    Corrected  excitation  (broken  line)  and  emission  (full  line)  spectrum  of  the 
'^Do  fluorescence  of  Eu^+  in  phosphate  glass. 
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and  in  phosphate  glass  was  2.83  ±0.03  ms. 

The  natural  radiative  lifetime  was  calculated  using 
eq  (5).  In  this  equation,  e  was  corrected  for  the  rela- 
tive population  of  the  To  level,  which  was  taken  as 
0.771  in  silicate  and  0.792  in  phosphate.  Using  the 
calculated  value  for  /4(To~*^Do)  the  ratio  of 
the  intensities  of  fluorescence  and  the  fact  that 
^(^Fo^  ^Do)=^(5Do^  To),  the  sum  of  radiative 
transition  probabilities  is  expressed  by: 

Sm.^T2)     5(^Do^T3)  5(^Do-^T4)' 
^S(^Do^To)     S(^Do-^To)     S(^Do-*To)  . 

(10) 

where  S  is  the  area  of  the  relevant  emission  bands 
obtained    from    the    corrected    emission  spectrum. 

Table  2.    Emission  wavelength  and  relative  areas  of  the''Do~^'Fi 
transitions  for  Eu'+  in  phosphate  glass 


Transition 

Relative 

assignments 

Wavelength 

fluorescence 

(areas) 

^Do-*'Fo 

578.5 

0.036 

591.9 

1.000 

612.1 

3.000 

654.7 

0.219 

^D„^T4 

692.3 

1.026 

the  sample  used  for  absorbance  measurements  to  that 
used  for  fluorescence  measurements:  k  is  the  excita- 
tion wavelength. 

The  quantum  efficiency  determined  by  direct  excita- 
tion to  the  ^Do  level  obtained  by  this  method  was 
0.95  ±0.03  for  the  phosphate  glass,  [41]  and  0.93  ±0.05 
for  the  silicate  glass  [42]. 

The  very  similar  values  for  the  quantum  yield  ob- 
tained by  the  two  independent  methods  suggests 
use  of  the  phosphate  glass  as  a  reliable  fluorescence 
standard  at  wavelengths  similar  to  those  for  the 
fluorescence  of  europium,  as  summarized  in  table  2. 

To  obtain  this  quantum  efficiency,  it  is  necessary  to 
excite  the  ^Do  level  of  europium  from  the  To  level  at 
580  nm,  or  from  the  ^Fi  level  at  591  nm.  Excitation  to 
higher  levels  results  in  a  decrease  of  fluorescence 
yield  from  the  ^Do  level,  as  additional  paths  for  radia 
live  and  nonradiative  transitions  become  possible. 

The  quantum  yields  of  fluorescence  upon  excitation 
to  selected  levels  in  phosphate  glass  are  presented  in 
table  1  [41].  The  values  of  quantum  efficiencies  for 
fluorescence  monitored  by  ^Do  emissions  when  excited 
to  higher  levels,  as  listed  in  the  table,  were  obtained 
from  the  ratio  of  the  area  under  the  excitation  spectrum 
to  the  ratio  of  the  area  under  the  absorption  band  for  a 
given  level  using  eq  (12).  No  corrections  were  made  for 
the  change  of  refractive  index  with  wavelength. 

Q-Y-^-f^^T^Q-Y."  (12) 


For  Eu^+  in  phosphate  glass,  the  quantum  yield 
obtained  by  this  method  was  0.95  [41]  and  for  Eu^+ 
in  silicate,  0.90  [42].  Europium-doped  glasses  do  not 
show  concentration  quenching  of  the  ^Dq  fluorescence 
[43]. 

b.  Determination  of  Quantum  Yield  by  Com- 
parison Method.  Here,  the  comparison  was  made 
with  a  solution  of  Eu(N03)3  with  a  known  quantum 
efficiency  of  4  percent  [41].  The  fluorescence  spectra 
were  taken  on  a  Turner  Model  210  spectrofluorimeter'^ 
which  gives  corrected  emission  spectra  in  quanta/unit 
bandwidth,  and  excitation  spectra  corrected  to  constant 
energy  [44].  The  glasses  were  of  the  same  geometry 
(standard  cuvette  form)  as  the  cells  in  which  the 
fluorescence  of  the  solution  of  europium  nitrate  was 
measured. 

Equation  (11),  which  is  a  modification  of  eq  (3)  for 
use  with  a  corrected  spectrofluorimeter  [45],  was  used: 

'n>'  =  ris[{FuAsdu\ex.snl)l{F sAuKx-uds  *  n|)]  (11) 

where  all  the  symbols  have  the  same  meaning  as  in 
eq  (3);  subscripts  u  and  s  refer  to  the  unknown  and 
standard,  respectively;  dis  the  dilution  factor  denoting 
the  ratio  of  the  fluorescence  species  concentration  in 


^  In  order  to  adequately  describe  materials  and  experimental  procedures,  it  was  occa- 
sionally necessary  to  identify  commercial  products  by  manufacturer's  name  or  label.  In 
no  instances  does  such  identification  imply  endorsement  by  the  National  Bureau  of  Stand- 
ards, nor  does  it  imply  that  the  particiUar  product  or  equipment  is  necessarily  the  best 
available  for  that  purpose. 


Q.Y.*    Quantum  efficiency  of  ^Do  fluorescence  by 

excitation  to  a  given  level 
Q.Y.°    Quantum  efficiency  of  ^Dq  fluorescence  by 

excitation  to  the  ^Do  level 
Fb        peak   area   of  a   given   level   in  excitation 

spectrum 

Ab        peak  area  of  a  given  level  in  the  absorption 
spectrum 

Fa        peak  area  of  ^Do  in  excitation  spectrum 

Aa        peak  area  of  ^Dq  is  absorption  spectrum 

Xex  a      wavelength  of  ^Dq  absorption  (581  nm) 

\ex6      wavelength  of  absorption  for  given  transition. 

Therefore,  europium  glass  is  proposed  as  a  standard 
where  the  emission  of  the  unknown  is  close  to  the 
emission  of  Eu^+  (table  2)  and  the  excitation  wave- 
length is  also  near  one  of  the  excitation  wavelengths 
of  europium  (table  1). 

The  fluorescence  of  europium  shows  a  linear  de-j 
pendence  on  concentration  up  to  7  weight  percent 
and  no  quenching  is  observed.  Therefore,  the  concen- 
tration of  the  standard  used  will  be  governed  by  the 
desired  wavelength  of  excitation  because  of  diff'erent 
oscillator  strengths.  For  excitation  at  580  or  591  nm. 
1-2  weight  percent  of  Eu^+  in  glass  is  suggested.  The 
europium  glass  standard  is  suitable  for  compounds 
having  narrow  fluorescence  in  the  wavelength  range 
of  600-700  nm. 
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B.  Gadolinium 

Gadolinium  has  a  comparatively  simple  optical 
absorption  and  emission  spectrum  because  the  tri- 
valent  gadolinium  has  a  half-filled  configuration 
corresponding  to  7-4/  electrons.  The  ground  state  is 
^87/2,  which  is  not  split  in  a  crystal  field.  Its  first 
excited  state  Ues  around  3200  cm~i,  which  corre- 
sponds to  the  312  nm  band.  Gadolinium  is  the  only 
rare-earth  ion  whose  spectrum  consists  only  of  bands 
lying  in  the  UV  region.  The  emission  spectrum  of 
gadohnium  in  borate  glass  [46]  has  a  major  band 
with  maximum  at  312  nm  due  to  the  ^P7/2~^S7/2  transi- 
tion (fig  4),  which  is  essentially  unchanged  in  other 


300  350 
A  nm 


Figure  4.    Corrected  excitation  (broken  line)  and  emission  (full 
Une)  spectrum  of  the  *P7/2  fluorescence  of  Gd^+  in  borate  glass. 


matrices  [47].  The  oscillator  strength  of  this  transition 
and  of  transitions  to  higher  levels  from  ®P7/2  are  tabu- 
lated in  table  3.  The  quantum  yield  of  the  312  nm 
fluorescence  was  computed  by  taking  a  ratio  of  the 
measured  lifetime  of  ^P7/2  fluorescence,  which  is 
4. 10  ±0.01  ms,  to  the  natural  lifetime  of  this  transition 
obtained  by  use  of  formula  (5).  The  calculated  lifetime 
was  found  to  be  4.10  ms.  The  quantum  yield  thus 
obtained  equals  1  with  an  estimated  error  of  ±  1  per- 
cent. The  quantum  yield  of  ^P7/2  fluorescence  at 
excitation  to  higher  levels  was  obtained  relative  to  the 
quantum  yield  of  excitation  at  ^P7/2  using  eq  (12). 

The  quantum  efficiencies  of  the  312  nm  fluorescence 
of  gadolinium  in  borate  glass  are  tabulated  in  table  3. 

Borate  glass  containing  gadolinium  can  be  used  as  a 
standard  for  fluorescent  materials  having  emissions 
around  312  nm  and  excitation  peaks  around  250  and 
273  nm.  Because  of  the  narrowness  of  the  band,  it 
is  suitable  for  materials  with  narrow  fluorescence. 
Gadolinium  in  borate  glass  shows  a  linear  fluorescence 
output  as  a  function  of  concentration  from  the  ppm 
range  [48]  to  7  weight  percent  (the  highest  concentra- 
tion introduced). 

C.  Terbium 

The  electronic  configuration  of  Tb^+  is  4/^.  The: 
absorption  spectrum  of  Tb^+  arises  from  the  transi- 
tions from  the  ground  TFe  state  to  higher  levels  of  the 
/  orbital  giving  rise  to  sharp  bands  of  absorption  due 
to  f-f*  transitions.  In  glasses,  an  additional  broad  band 
occurs  in  the  UV  due  to  the  ^f^^  ^pSd  transition. 
The  oscillator  strengths  of  Tiy+  together  with  the 
quantum  efficiencies  of  the  level  are  presented  in 
table  4. 

Terbium  fluorescence  is  observed  in  the  glass  from 
the        and        excited  states.  The  ^Da  fluorescence, 
around  378-369  nm,  is  quenched  at  higher  concen- 
trations of  Tb^+  due  to  Tb^+  —  Tb^"*"  interactions.  The 
fluorescence  consists  of  seven  bands  due  to  the 


transitions: 


6,  5,  4 


3,2,1,0-  The  wavelengths  for 


maxima  of  these  bands  together  with  their  relative  peak 
areas  are  presented  in  table  5.  The  corrected  emission 


Table  3.    Oscillator  strengths  and  quantum  yields  of  fluorescence  of  Gd^+  in  borate  glass 


Transition 
assignment 


Wavelength 
nm 


Wave  number 

cm""' 


Oscillator 
strength  X  10« 


Quantum 
yield  of 
fluorescence 


313.0 

31949 

0.176 

1 

"Ps/^ 

307.0 

32573 

.074 

"17/2 

280.25 

35682 

.117 

277.0 

36101 

.781 

(«I../2 

®Il3/2 

274.3 

36456 

1.679 

0.870 

«Il5/2 

*D9/2 

253.6 

39432 

0.406 

.735 

«D7/2 

247.6 

40388 

.385 

.735 

«D3/2 

*D5/2 

245.5 

40733 

.099 

.590 
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Table  4.  Oscillator  strengths  and  quantum  yields  of ''D4  fluorescence  of  Tb-'+  in  borate  glass 


Transition 


Wavelength 


Wavenumber 


Oscillator 


Quantum 


assignment  nm 

cm~' 

strength  X  10' 

yield 

485.5 

20597 

0.633 

1 

>  378.9 

oporto 

zo3y<c 

u.ou 

^L.o' 

368.7 

7.204 

'G, 

352.5 

28369 

7.622 

.62 

'G, 

'G, 

)  340.6 

0.  /04 

OCA 

.Zoo 

'G, 

^D, 

325.7 

OU 1  I/O 

0  407 

^Do 

1 Q7 

.17/ 

^H^l 

318.5 

31397 

4.405 

303.4 

32960 

5.249 

.06 

283.6 

35261 

1.787 

^Is  \ 

220.5 

45351 

385  X  10^ 

Table  5.    Emission  wavelength  and  relative  areas  of  the  level 
of  Tb^+  in  borate  glass 


Transition 
assignments 


=^04 
^D4 

5D4- 

^D4- 


Wavelength 
nm 


486 
541 
585 
624 

r 


Relative 
fluorescence 
(areas) 

0.040 
.150 
.033 
.019 


spectrum  from  the  level  and  the  corrected  excita- 
tion spectrum  are  presented  in  figure  5. 

No  quenching  of  the  terbium  fluorescence  was 
c'  served  in  our  work  with  borate  glasses  from  the  ppm 
range  to  6  weight  percent  [49]. 

The  lifetime  of  the  fluorescence  of  terbium 
follows  a  simple  exponential  with  an  decay  time 
of  2.80  ±0.05  ms. 

The  quantum  yields  of  fluorescence  on  excita- 
tion to  this  level  were  obtained  using  the  measured 


200 


600 


700 


X  nm 


Figure  5.  Corrected  excitation  (broken  line)  and  emission  (full  line)  spectrum  of  the 
^D4  fluorescence  of  Tb^+  in  borate  glass.  /=the  intensity  decreased  by  a  factor 
of  30. 
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lifetime  and  absorption  and  emission  spectra  in  a 
similar  way  as  the  quantum  yields  for  europium,  using 
eqs  (4),  (5),  and  (10). 

The  radiative  probability  for  the  Te  — *  transi- 
tion was  calculated  using  eq  (5)  and  equals  57.6  s~i. 

The  total  radiative  transition  probability,  from  the 

level,  2      [^1)4]  is  given  by: 

i  =  0 

From  the  emission  spectrum  we  found  that 

thus,  the  total  radiative  transition  rate  from  the  ^D4 
level  is  345  s~^  which  is  equivalent  to 


2.9  ms.  Hence  the  quantum  yield 

Q-Y.  =  ||=0.97 

with  an  estimated  error  of  about  3  percent. 

The  quantum  yields  of  the  ^D4  level  on  excitation  to 
higher  levels  were  obtained  as  they  were  for  Eu^+ 
and  Gd^+;  i.e.,  by  taking  ratios  of  the  areas  under  the 
excitation  spectrum  to  the  areas  in  the  absorption 
spectra,  and  multiplying  by  the  ratio  of  excitation 
wavelength  at  480  to  the  wavelength  for  the  given 
excitation.  Equation  (12)  was  used  for  this  calculation. 

Terbium  can  be  used  as  a  standard  for  compounds 


which  fluoresce  at  approximately  480,  543,  587,  and 
624  nm. 

D.  Samarium 

The  electronic  configuration  of  Sm^+  is  4/^.  Its 
absorption  spectrum  arises  from  transitions  from  the 
ground  ^H5/2  level  to  higher  levels  of  the  4/^  configura- 
tions. The  oscillator  strengths  of  Sm'^+  in  phosphate 
glass  are  presented  in  table  6.  ■ 

The  excitation  and  emission  spectra  of  Sm^+  in 
phosphate  glass  are  presented  in  figure  6.  The  visible 
fluorescence  of  Sm^+  arises  from  the  transitions 
from  the  **G5/2  level  to  the  ground  ''H  multiplet.  The 
relative  fluorescence  intensities  to  each  level  in  the 
multiplet  are  presented  in  table  7.  The  fluorescence 
arising  from  these  transitions  is  linear  with  con- 
centration up  to  about  0.6  weight  percent.  At  higher 
concentrations  an  ion-ion  energy  transfer  occurs.  This 
multipolar  interaction  can  be  represented  system- 
atically (see  ref.  [35],  p.  97): 

pG5/2-*«F9/2]-^  [•'Hs/.-^'^F^/^]  or 

(Sm3+4G5/2 )*+  (Sm3+  6H5/2)^  2{Sm^^  T9/2)*. 

Therefore,  if  samarium  glass  is  to  be  used  as  a 
fluorescence  standard  for  the  wavelength  range  pre- 
sented in  table  7,  a  glass  containing  less  than  0.6 
weight  percent  of  this  element  should  be  used. 

The  quantum  yield  of  the  *G5/2  fluorescence  of 
samarium  in  phosphate  and  borate  glasses  was  calcu- 
lated by  use  of  eqs  (4),  (5),  and  (10).  The  radiative  transi- 
tion probabiUty  from  ^H^/z  to  *G5/2  in  phosphate 
glass  as  obtained  from  the  absorption  spectrum, 
using  eq  (5),  is  41.3  s"^  The  total  radiative  transition 
probability  from  the  ■*G5/2  level,  X^?"[^G5/2],  is  given  by 


Table  6.    Oscillator  strengths  and  quantum  yields  of  ''G5/2  fluorescence  of  Sm^+  in  phosphate  glass 

Energy  level  Wave  number  Wavelength  Oscillator  Quantum 

cm"'  nm  strength  X 10*  yields 


T3/2 

^7/2 
*1»I2  ^M,5/2,^Ill/2 
''I13/2 
T5/2 

^Ml7/2,  ^G9/2,  ^Il5/2 

(«P,''P)5/2 
^L,7/2,«F7/2,«P3/2 
''Kl,/2,*M21/2,^L,5/2 
^G„,2.^D„2,*P„2 
■"LuW.  *Ki3/2,  *F9/2 
^D3/2,  (^D,6P)5,2 
^H7/2 
''K15/2,  ■*Ha/2,  ^D7/2 
(^K,^L),r/2,*L,9/2 


17467- 
18779- 
19800- 
20181- 
21267- 
21978- 
22321- 
23255- 
24242- 


18348 
19047 
20100 
-21621 
21978 
22346 
23255 
24630 
25316 


25252-26109 
26109-27173 
27173-28089 
27972-28368 

28490-29450 


545.0-572.5 
525.0-532.5 
497.5-505.0 
462.5-496.0 
455.0-470.0 
447.5-455.0 
430.0-448.0 
406.0-430.0 
395.0-412.5 

383.0-396.0 
368.0-383.0 
356.0-368.0 
352.5-357.0 

340.0-351.0 


0.0476 
.0115 
.0183 
1.5370 
0.1388 
.0273 
.2169 
1.0039 
4.0749 

0.2298 
1.2246 
1.2230 
0.0264 

.7457 


0.950 

.653 

.491 

.213 
.264 

.249 
.224 
.226 

.155 
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Figure  6.    Corrected  excitation  (broken  line)  and  emission  (full  line)  of  the  ''G5/2 
fluorescence  of  Sm^^  in  phosphate  glass. 


Table  7.    Emission  wavelength  and  relative  areas  of  fluorescence 
from  the  ''G5/2  level  of  Sm''*  in  phosphate  glass 


Transition 

Wavelength 

Relative 

assignments 

nm 

areas 

562 

1.000 

597 

5.128 

^Gr,/2  «a/2 

645 

4.856 

^G5/2^'^H,„2 

707 

0.574 

8301 

0.487 

^G5,2-«H,5/2* 

900  J 

*  These  two  transitions  were  obtained  by  calculation  assuming 
([uantum  yield  of  level  ''G5/2  to  be  0.95. 

15/2 

f  =  5/2 

The  measured  lifetime  of  the  fluorescence  from  the 
''G5/2  level  is  1.91  ms.  By  assuming  the  quantum 
efficiency  of  fluorescence  from  this  level  to  be  0.95, 
we  can  calculate  the  transition  rate  ''G5/2^®Hi3, 
^Hi5,  which  is  out  of  the  range  of  measurements,  by 
use  of  the  formula^ 


Q.Y.  =  Te 


(1  + 


^(6H5/2-^*G5,2)  X 


5/2- 


Aim 


5/2- 


*G5/2) 


A{'G,i2- 


+ 


9/2  J 
'5/2) 


A{m„2 


^G5/2) 


+  x 


0.95  =  0.00191[41.3(1.000+  5.128+  4.856+  0.5744  +  ;c)]. 


/ICG;,;—  «Hi3,;)  ('Cj,;  —  'H^;  ) 


The  numbers  in  parenthesis  are  the  relative  fluores- 
cence intensities  of  the  transitions  ^G5/2— *  ^Hj  as  given 
in  table  7.  The  relative  areas  of  ''G5/2^  ^Hi3/2,  ^Hi5/2 
thus  calculated  amount  to  about  4  percent  of  the  total 
emission  of  the  ''G5/2,  hence  the  assumption  that  the 
quantum  yield  equal  0.95  is  justified.  The  estimated 
error  in  Q.Y.  here  is  about  3  percent. 

The  quantum  yields  of  the  '*G.5/2  fluorescence  on 
excitation  to  higher  levels  were  calculated  by  eq 
(12)  using  as  an  internal  standard  the  fluorescence 
yield  on  direct  excitation  to  the  ^G5/2  level.  They  were 
independently  calculated  by  use  of  Eu^"*^  glass  as  stand- 
ard. The  values  of  quantum  yield  are  presented  in 
table  6. 

Glasses  containing  small  concentrations  of  Sm^"*"  can 
be  used  as  fluorescence  standards  for  compounds 
which  fluoresce  at  around  560, 602,  and  640  nm. 

By  examining  the  quantum  efficiencies  of  Eu^+, 
Gd^"^,  Tb''*,  and  Sm^  in  glasses,  we  see  that  the 
fluorescence  quantum  yields  from  the  lowest  excited 
fluorescing  levels  approach  unity.  This  is  because 
the  diff'erences  between  these  levels  and  the  ground 
levels  {or  multiplets)  are  more  than  five  phonons. 
In  such  cases,  the  electronic  transitions  are  almost 
totally  radiative. 

E.  Thulium 

The  electronic  configuration  of  trivalent  thulium  is 
4/^2.  It  possesses  more  than  one  strongly  emitting  level : 
and  selective  excitation  of  the  various  fluorescent  levels 
have  been  achieved  in  both  phosphate  and  borate 
glasses  [50].  Because  part  of  the  fluorescence  occurs 
in  the  infrared,  we  were  unable  to  obtain  the  relative  \ 
quantum  efficiency  of  fluorescence  of  thulium  for 
various  levels.  It  was  found,  however,  that  an  estima- 
tion of  an  "apparent  quantum  efficiency"  of  these 
glasses  could  be  of  practical  use  if  the  materials  are 
used  as  fluorescence  standards.  Therefore,  these 
parameters  will  be  presented  here. 
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Oscillator  strengths  of  Tm^'''  in  phosphate  and  obtained  by  Gaussian  analysis  of  the  absorption 
borate  glasses  are  presented  in  table  8.  They  were  spectrum. 


Transition 
assignments 


Tabi,e  8.    Oscillator  strengths.  /,  of  T,„+''  in  borate  and  phosphate  glasses 
Borate  Phosphate 


Wave  number 


Wavelength 


/X  108 


Wave  number  Wavelength 


/X108 


cm"' 

nm 

cm"' 

nm 

5847  to  6134 

1630.0  to  1710.0 

3.94 

5714 

1750.0 

8257 

1211.0 

2.09 

8250 

1212.0 

1.82 

^F4 

12626  to  12903 

792.0  to  775.0 

4.39 

12626 

792.0 

3.00 

^F3 

14619 

684.0 

4.02 

14550 

687.2 

2.53 

^F2 

15100 

662.0 

0.70 

15060 

664.0 

0.22 

•G4 

21231  to  21505 

471.0  to  465.0 

2.19 

21052 

475.0 

1.58 

21505 

465.0 

27855  to  28050 

356.5  to  355.0 

3.75 

27855 

3,59.0 

.3.06 

34246  to  34662 

292.0  to  288.5" 

33057 

302.5" 

34364 

291.0 

4.14 

31.87 

'Po 

35082 

285.0 

35057 

286.0 

^P, 

36363 

275.0, 

36166 

276.5- 

^P2 

37950  to  38387 

262.5  to  260.5 

6.13 

38095 

262.5 

14.46 

The  absorption  occurs  from  the  ground  ^Hh  state.     wavelengths  are  presented  in  table  9. 
The  emission  spectra  of  Tm^+  at  various  excitation        The  excitation  spectrum  of  the  453  nm  fluorescence 

Table  9.    Emission  spectrum  of  Tm^+ at  various  excitation  wavelengths 


Emission 


Excitation  (nm)       Assigned  transition 


borate 


phosphate 


A(nm) 


R.A.- 


468.0('G4) 


■G4- 

'F.3- 


^H4 

'He 


X(nm) 

651.50 
752.75 
665.50 
690.00 


R.A.* 

1.000 
0.114 
.083 
.708 


358.0('Do) 


'D, 

■04 
■G4 
'F2 


'H4 
3F4 
'H4 

'He 


456.00 
517.00 
665.00 
478.00 
652.50 
665.50 


1.000 
0.008 
.127 
.118 
.180 
.014 


453.00 
513.00 
663.50 
478.00 
651.50 
665.50 


1.000 
0.011 
.034 
.063 
.074 
.009 


288.0(3Po) 


'l6- 

'Po- 

'I. 
"I«  - 

'P„  - 

'Ih  - 
'Po  - 

•D>- 

'D2- 

'D2- 
'G4- 
•G4 

'F2- 


'H4 

■  'H  5 
'F4 

■  'F4 
'F3 
'F,,| 

3F2J 

'G4| 

'Gj 
'H5 
'H4 
'H,, 
'F4 
'H„ 
■'H4 

•  'Hh 

•  'H« 


355.00 
385.00 


.446 
.125 


350.00 
383.00 


1.000 
0.094 


465.00 

.155 

463.00 

.200 

500.00 

.110 

498.00 

.060 

530.00 

.061 

521.50 

.094 

705.00 

.754 

701.00 

1.000 

367.50 

.275 

365.00 

0.133 

456.00 

1.000 

453.00 

.455 

517.00 

0.067 

513.00 

.044 

480.00 

.190 

478.00 

.105 

*  Relative  areas;  for  each  excitation  the  areas  are  given  relatively  to  the  strongest  emission 
band  which  is  taken  as  unity. 
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('D2^^H4)  and  the  emission  spectrum  with  excitation 
at  262  nm  (•''Hh     ^Pn)  are  presented  in  figure  7. 

The  "apparent  quantum  yield,"  (A.Q.Y.),  of  450- 
478  nm  fluorescence  of  Tm^+  was  calculated  by  the 
comparative  method,  using  Tb^"^  as  a  standard. 
The  A.Q.Y.  of  Tm3+  is  defined  by  eq  [12a]: 

A.Q.Y.  Tm3+ 

\  F  [{'G,-^m,)+  i'D.^-m^)]  [^(Th^-D4)] 

(Q.Y.Tb^-)  (12a) 


in  which  F[('G4^  '5Hfi)+('D2^3H4)]  is  the  sum  of 
the  corresponding  fluorescence  intensities  (expressed 
as  areas  under  the  emission  spectrum)  of  Tm^+; 
A  (^Hfi-^  ^D>)  is  the  absorbance  for  the  358  nm  band 
of  Tm3+;  F(^D4 S'^Fj)  is  the  sum  of  fluorescence 
intensities  of  the  ^D4  fluorescence  of  Tb:  A  (Th^^D4) 
is  the  absorbance  for  the  Tb^^  band  at  358  nm;  and 
Q.Y.  Tb^+  is  the  quantum  efficiency  of  Tb^^  taken  as 
0.63.  The  apparent  quantum  efficiency  for  10  weight 
percent  of  Tm'^"^,  calculated  in  this  way,  is  0.037  in 
borate  and  0.043  in  phosphate  glasses. 

Here,  not  all  the  transitions  of  Tm'''^  were  taken  into 
account,  but  since  the  relative  transitions  to  each  level 
are  constant  for  a  given  host,  Tm'^'^  doped  glasses  can 
be  used  as  standards  for  fluorescence  around  450-480 
nm  and  excitation  around  358  nm.  This  small  value  of 
A.Q.Y.  is  not  surprising  since  it  is  known  [50]  that  at 
one  weight  percent  of  Tm^^  the  concentration  quench- 
ing of  fluorescence  is  about  50  percent  due  to  multi- 
polar transitions  between  neighboring  thulium  ions. 
It  should  also  be  remembered  that  the  fluorescence 
around  455-475  nm  is  one  of  seven  transitions  from 


'D2  and  one  of  the  six  ^G4  transitions. 

Because  of  its  low  A.Q.Y.  value,  use  of  Tm''^  in 
the  region  of  450-480  nm  fluorescence  has  no  obvious 
advantage  over  Tb^+  as  a  standard.  However,  it  can 
be  used  as  an  internal  standard  for  Tm''^.  This  fluo- 
rescence can  be  used  to  determine  the  apparent  yield 
at  355  nm  ( •!« •'H4) ,  385  nm  3H5)  and  367  nm 

(iD2^  ^He),  upon  excitation  to  288  nm  (^Po)  or  265  nm 
(■■'P2),  which  is  of  practical  value  as  a  standard  in  the 
UV  region. 

II.  Thallium-Doped  Alkali  Halides  and  Glasses 

While  the  rare-earth  ions  have  characteristic  sharp 
fluorescence  bands  largely  independent  of  the  host, 
due  to /-/*  transitions,  mercury-like  ions  in  general  and 
thallium  in  particular  have  much  broader  fluorescence, 
with  the  fluorescence  maxima  strongly  dependent  on 
the  composition  of  the  host  matrix.  The  quantum 
efficiency  also  is  dependent  on  the  host  as  described 
below.  Monovalent  thallium  is  a  well-known  fluores- 
cence emitter  in  the  UV  region  and  was  used  in  our 
studies  in  various  matrices  as  a  possible  standard  for 
UV  fluorescence. 

The  absorption  spectrum  of  thallium  consists  of 
three  main  bands:  A,  B,  and  C.  A  review  of  the  absorp- 
tion and  luminescence  of  this  element  can  be  found 
in  references  [51]  and  [52].  The  absorption  band  A, 
which  is  discussed  here,  is  assigned  to  the  spin- 
forbidden  transition  'Aiy-^''Ti„  (Ti— 3r4°),  equiva- 
lent to  'Sii— *'^Pi  in  the  free  thallous  ion  (see  fig.  8), 
which  is  triply  degenerate.  It  can  be  split  in  a  cubic 
field  by  a  dynamic  Jahn-Teller  effect  [54],  or  the 
degeneracy  can  be  lifted  when  the  symmetry  is 
decreased  in  glasses  [55]  from  cubic  to  tetragonal  or 
lower.  The  oscillator  strengths,  /,  for  the  maxima  of 
the  A  bands  are  presented  in  table  10.  It  was  shown  ■ 
by  Scott  and  Hu  [53]  that  when  the  chloride  ligand  is 
replaced  by  an  oxygen  ligand  in  aqueous  solution,  the 
maxima  of  the  band  is  shifted  towards  a  shorter  wave- 


07  - 


06  - 


X  nm 


Figure  7.  Corrected  excitation  spectrum  of  the  'D2  fluorescence  (broken  line — II 
decreased  by  a  factor  of  2)  and  emission  spectrum  (full  line)  excited  at  ^Pz  band  of 
thulium  in  phosphate  glass. 
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FREE  THALLOUS  ION  CUBIC  FIELO 

EXCITED   STATES  OF  IONIC  LATTICE 


Figure  8.    The  energy  of  thallous  ion  in  a  cubic  field. 

length.  The  fluorescence  occurs  at  a  somewhat  longer 
wavelength  due  to  the  Stokes'  shift. 

The  relation  between  absorption  and  fluorescence 
can  be  most  easily  explained  by  the  use  of  the  con- 
figurational  coordinate  diagram,  given  in  figure  9  [56]. 
The  potential  energy  of  the  luminescent  center  in  a 
crystal  lattice  is  plotted  here  as  a  function  of  the 
configurational  coordinate  r.  The  quantity  r  represents 
a  mean  distance  between  the  luminescence  center  and 
the  surrounding  ligands.  The  horizontal  lines  represent 
the  vibrational  states  of  the  metal-oxygen  bond  vibra- 
tions. 

j  At  a  temperature  of  absolute  zero  the  luminescent 
center  wUl  occupy  the  lowest  vibrational  level  of  the 
ground  state.  The  ions  surrounding  the  central  ion 
vibrate  about  their  equilibrium  positions  situated  at 
>a  distance  ro  from  the  central  ion.  At  higher  tempera- 


Figure  9.  Configurational  coordinate  diagram  of  a  luminescent 
center.  The  potential  energy  E  of  the  center  in  the  lattice  is  plotted 
as  a  function  of  the  configurational  coordinate  r  for  the  ground  state 
and  the  first  excited  state.  In  practice,  r  is  identified  with  the  dis- 
tance between  the  central  cation  and  the  surrounding  anions. 
Vibrational  states  are  represented  schematically  by  horizontal 
lines  in  the  parabolae.  The  excitation  and  emission  transitions 
correspond  to  vertical  transitions  between  the  two  curves.  Since 
Att^O,  the  emission  shows  a  Stokes'  Shift  (wavelength  of  the 
emission  is  longer  than  that  of  the  excitation).  Since  the  center  can 
be  in  various  vibrational  states  both  at  the  ground  level  and  at  the 
excited  level,  and  since  Att^  0,  the  transitions  occur  in  a  broad 
band  of  energies  (schematically  indicated  by  vertical  dashed 
lines).  Nonradiative  return  from  the  excited  state  to  the  ground 
state  is  possible  via  the  point  of  intersection,  S,  of  the  two  curves. 
This  requires  an  activation  energy  Af,  which  can  be  supplied  at 
higher  temperatures  (thermal  quenching  of  the  emission).  In  the 
region  where  the  two  parabolae  intersect,  the  curve  is  marked  by 
dashes  since  the  situation  is  actually  more  complicated  than  is 
indicated  here.  This  is  due  to  interaction  between  the  ground  and 
the  excited  state  at  the  situation  of  the  intersection  point.  The 
present  treatment  is  not  invalidated  by  this. 


Table  10.    Quantum  efficiencies  (QE)  of  thallium  in  4  matrices 


Matrix 


Max.  absorption    Max.  excitation     Max.  emission  Oscillator 

nm  nm  nm  strength, /[35] 


QE 


Stokes'  shift 
(cm-') 


Borax   230 

Phosphate    212.5 

KCl   247 

KBr   261 


248 
230 
247 
261 


325 
300 
300 

320 


0.072 
.080 
.074 
.097 


0.19 
.23 
.5 
.44 


12709 
13726 
7153 
7064 
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tures,  higher  vibrational  levels  may  be  occupied.  In 
figure  9,  the  horizontal  lines  represent  vibrational 
states.  Due  to  the  absorption  of  radiation  of  the  appro- 
priate wavelength  (in  this  case  UV  radiation)  the 
center  is  raised  to  an  excited  state.  Since  the  equilib- 
rium distance  of  the  excited  state  will  not  in  general 
be  equal  to  that  of  the  ground  state,  and  since  the 
center  may  be  at  different  vibrational  levels,  this 
transition  will  correspond  to  a  fairly  broad  absorption 
band.  The  fact  that  the  optical  absorption  corresponds 
to  a  vertical  transition  in  figure  9  is  attributable  to  the 
rapid  nature  of  electronic  transitions  as  compared  to 
vibrational  transitions  which  involve  the  heavier 
nuclei  (Franck-Condon  effect). 

Once  in  an  excited  state,  the  system  will  relax 
towards  the  equilibrium  state  (of  the  excited  level)  by 
dissipation  of  heat.  From  this  state  or  nearby  levels  the 
system  returns  to  the  ground  state  by  emitting  radia- 
tion. The  emission,  therefore,  also  consists  of  a  broad 
band.  Line  emission  is  found  only  in  the  exceptional 
case  where  the  configurational-coordinate  curves  are 
identical  in  shape  and  have  the  same  equilibrium  dis- 
tance, as  in  the  case  of  the  rare-earth  ions.  Because 
of  the  heat  dissipation,  the  emission  always  lies  at  a 
lower  energy  than  the  absorption.  This  displacement  of 
emission  with  respect  to  absorption  is  known  as  the 
Stokes'  shift. 

With  the  aid  of  the  simple  model  in  figure  9  (the  Mott- 
Seitz  model)  one  can  explain: 

(a)  the  broad-band  character  of  the  emission  and 
absorption  of  many  centers; 

(b)  the  shift  of  the  emission  to  lower  wavelengths; 
and, 

(c)  the  temperature  dependence  of  the  emission. 

If  the  equilibrium  configuration  of  the  excited  state 
lies  outside  the  curve  of  the  ground  state  (fig.  10), 
then,  after  excitation,  the  intersection  point  of  both 
curves  is  reached  before  the  above-mentioned  equilib- 
rium configuration  is  reached,  and  the  system  relaxes 
nonradiatively  to  the  ground  state.  No  emission  is 
then  possible.  The  radiationless  return  to  the  ground 
state  is  temperature-independent.  This  is  the  model 
which  Seitz  proposed  to  explain  the  absence  of 
luminescence  in  certain  cases  [57].  In  other  words, 
the  condition  for  the  absence  of  luminescence  is  a 
large  difference  between  the  equilibrium  distance  of 
the  excited  state  and  that  of  the  ground  state. 

Dexter,  Klick,  and  Russell  later  proposed  a  different 
model  [58]  which  shows  that  even  under  less  rigorous 
circumstances  than  in  figure  10,  nonradiative  transi- 
tions to  the  ground  state  may  occur  (fig.  11).  The 
characteristic  feature  of  the  situation  in  figure  11  is 
that  the  intersection  point  S  of  the  two  curves  is  lower 
than  the  level  reached  after  excitation.  When,  after 
excitation,  the  system  now  relaxfes  while  vibrating, 
to  the  equilibrium  position  of  the  excited  state,  the 
intersection  point  of  the  two  curves  is  passed.  Here  too, 
a  temperature-independent,  radiationless  return  to  the 
ground  state  can  take  place. 

We  learn  from  these  models  that  the  difference,  Ar, 
between  the  equilibrium  configuration  of  the  excited 
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Figure  10.  The  Seitz  model  for  explaining  the  absence  of  lumines- 
cence; see  figure  9.  The  minimum  of  the  curve  for  the  excited 
state  lies  outside  the  curve  for  the  ground  state;  luminescence  is 
then  not  possible. 


Figure  11.  The  Dexter-Klick-Russell  model  for  explaining  a  low 
luminescence  efficiency  or  the  absence  of  luminescence.  The 

:  intersection  point  S  of  the  two  curves  lies  below  the  vibrational 
level  reached  after  excitation.  The  nonradiative  return  to  the 
ground  state  requires  no  activation  energy  (as  it  did  in  fig.  9).  i 
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state  and  that  of  the  ground  state  must  be  small  if 
luminescence  is  to  occur. 

Because  of  the  well-defined  and  broad  fluorescence 
of  thallium  in  the  UV  region,  we  have  determined  the 
optimum  conditions  for  preparation  of  thallium  doped 
alkali  halide  pellets  in  phosphate  and  borate  glasses. 
Also,  the  dependence  of  fluorescence  efficiency  on 
concentration  of  T1+  was  measured.  It  is  shown  that 
the  thallium  doped  pellets  and  glasses  can  be  used  as 
fluorescence  standards.  The  detailed  results  of  the 
measurements  are  given. 

A.  Thallium  Doped  Potassium  Chloride  Disks 

Polycrystalline  pellets  were  used  [52]  as  mentioned 
in  the  introduction.  Such  pellets  are  used  in  biomedical 
research  for  fluorescence  measurements. 

The  optical  absorption  and  fluorescence  of  alkali 
halides  containing  thallium  has  been  widely  studied; 
references  can  be  found  in  a  review  paper  by  Teegarden 
[51]. 

The  absorption  band  A  with  maximum  around  247  nm 
in  potassium  chloride,  arises  from  the  spin-forbidden 
transition  'Ay  — »  ^Tiu  (corresponding  to  'So  ^Pi  in 
a  free  thaUous  ion),  and  is  accompanied  by  the  fluores- 
cence with  band  maximum  at  300  nm.  Because  of 
large  half-widths,  the  absorption  and  fluorescence  are 
suitable  for  quantum-yield  studies. 

1.  Preparation  of  Disks 

Baker  Analyzed  KCl  was  ground  for  1  h  with  an 
automatic  mortar  and  pestle  and  dried  for  48  h  at 
120  °C.  TlCl  (BDH  Analytical  Grade)  was  then  added 
and  the  mixture  was  homogenized  in  an  electric 
vibrator.  In  order  to  obtain  low  concentrations,  the 
stock  mixture  was  diluted  twice  with  dry  KCl  powder. 
Prior  to  diff"usion,  the  homogenized  mixture  was  ground 
in  an  agate  mortar  with  a  small  amount  of  triple- 
distUled  water,  and  redried  at  120  °C  for  24  h. 

As  known  from  previous  work  [59,  60],  only  thallium 
that  has  undergone  diff"usion  has  an  absorption  band 
at  247  nm.  The  completeness  of  diff"usion  was  checked 
by  heating  the  mixtures  at  diff"erent  temperatures  for 
various  periods  and  measuring  the  absorbance.  The 
diffusion  was  then  carried  out  by  heating  the  mixtures 
at  400  °C  for  4  h.  Under  these  conditions,  all  of  the 
thallium  introduced  diffuses  into  the  KCl  powder. 

The  absorption  measurements  were  made  on  a 
Cary  14  spectrophotometer,  with  a  KCl  disk  as  blank. 
The  effect  of  the  emission  on  the  absorbance  readings 
was  negligible,  mainly  because  the  solid  angle  sub- 
tended by  the  photomultiplier  was  small  (0.005  rad), 
as  compared  to  the  fuU  sphere  (477  rad)  over  which 
emission  occurs. 

2.  Preparation  of  Quinine  Sulfate 

Fisher  Reagent  Grade  quinine  sulfate  was  recrys- 
tallized  from  water  five  times  and  dried  in  a  vacuum 
oven  at  60  °C.  Stock  solutions  were  prepared  by 
dissolving  the  purified  quinine  sulfate  in  0.1  A'^H2S0-i, 


analytical  grade.  The  water  used  for  the  stock  solutions 
was  distilled,  passed  through  an  ion-exchange  column, 
and  then  doubly  distilled  from  a  quartz  still.  Special 
low-fluorescence  1  mm  quartz  cells  were  used  to  hold 
the  standard  solutions. 

3.  Emission  Measurements 

The  corrected  emission  was  measured  on  a  Turner 
210  spectrofluorimeter  in  which  the  regular  1-cm  cell 
was  replaced  by  a  special  sample  holder  adapted  to 
hold  disks  and  cells  of  1  mm  thickness.  The  sample 
holder  could  be  rotated  to  permit  continuous  variation 
of  the  angle  of  incidence  of  the  exciting  light.  Because 
of  the  optical  arrangement  of  the  spectrofluorimeter, 
it  was  necessary  to  place  a  black-velvet  screen  between 
the  sample  and  the  collecting  mirror  to  reduce  reflec- 
tions. All  measurements  were  made  at  constant 
excitation  energy  and  at  room  temperature. 

Some  representative  A-band  absorption  curves  are 
shown  in  figure  12.  A  plot  of  thallium  concentration 
versus  absorbance  is  linear,  as  can  be  seen  in  figure  13. 

The  oscillator  strength,  /,  was  calculated  from  the 
generalized  formula  of  Smakula,  (13),  given  by  Patek 
(ref.  [35,  p.  72]). 

^=  ^-^2  X  10'^^^,"^),  I  a{E)dE  (13) 

where  n  is  the  refractive  index,  ( —  j  the  concentra- 
tion of  the  ions  per  cm^,  a  the  absorbance  in  cm"'  and 
E  the  energy  in  electron  volts.  The  refractive  index  of 
a  KCl  crystal  was  taken  from  Landodt-Bornstein  [61] 
as  1.59.  Multiplying  1.59  by  the  ratio  of  the  pressed 
disk  density  (1.690  glcm^)  to  the  crystal  density  (1.984 
glcm^)  yields  an  index  of  refraction  value  for  the 
pressed  disk  of  1.57. 

The  oscillator  strength  was  0.074  ±  0.002.  Figure  14 
shows  the  corrected  emission  spectra.  The  linear 
concentration  dependence  of  the  emission-peak  height 
is  shown  in  figure  15. 

The  quantum  yield  was  determined  by  use  of  eq  (11) 
using  quinine  sulfate  as  a  standard  [52]. 

The  quantum  yield  of  0.508  for  quinine  sulfate  in 
0.1  A'^  H2SO4  used  as  a  standard  was  taken  from  the 
data  of  Melhuish  at  Apxc  —  366  nm.  Fletcher  showed 
that  the  quantum  yield  was  constant  to  within  5  percent 
over  the  wavelength  range  240-290  nm,  excluding  a 
minimum  at  270  nm.  The  refractive  index  ng  was  taken 
as  a  weighted  mean  of  the  refractive  indices  of  the 
standard  solution  and  the  quartz  windows  of  the  cell. 

The  excitation  wavelength  for  the  unknown  and  the 
standard  was  247.5  nm.  The  emission-peak  height  was 
critically  dependent  on  the  angle  of  incidence  of  the 
exciting  light,  so  that  the  small  but  inevitable  difference 
of  the  angles  of  the  sample  and  reference  could  cause 
a  considerable  error.  On  the  other  hand,  the  shape 
factor  of  the  emission  (ratio  of  emission-peak  area  to 
peak  height)  was  independent  of  the  angle.  To  elimi- 
nate the  error,  we  found  the  maximum  peak  height  by 
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FiGCEE  12.  A  band  abvjrption  5pec-tra-  I.  KQ:Th  20  ppm:  IL  Y£,T:T)r,  20  ppm; 
IIL  Phosphate  :Th,  50  ppm;       Borax  rTl-,  100  ppm. 


Figure  13.  Ab&fjrbance  versa*  concentration  of  Th  in  L  KCl: 
IL  KBr:  nL  Phosphate;  IV.  Borax. 


varying  the  angle  of  incidence  and  multiplied  it  by  the 
shape  factor  to  obtain  the  emission-peak  area.  A, 

The  quantum  yield  obtained  in  this  way  was  0.50 
-  0.03. 

Pressed  poly  cry  staUtne  KC1:T1  disks  differ  only 
slightly  in  their  density  from  KClrTl  crystals,  and  they 
have  the  same  optical  characteristics.  All  of  the 
thallium  diffuses  into  the  polycrystalline  disks,  and  they 
can  therefore  be  prepared  to  the  predetermined  uni- 
form concentration.  The  linear  concentration  de- 
pendence of  the  absorbance  f^fig.  13)  ^ves  a  check  on 
the  reproducibility  of  the  samples,  and  the  agreement 
of  the  oscillator  strength  of  the  disks  with  that  of  the 
cr>stals  permits  their  use  as  a  substitute  for  cr\stads. 
From  the  linear  concentration  dependence  of  the 
emission,  it  is  concluded  that  the  quantum  yield  is 
constant  over  the  concentration  range  2-30  ppm. 
Pressed  polycrystalline  KCl  disks  doped  by  diffusion 
with  TlCl  can  therefore  be  used  as  UV  luminescence 
standards  at  room  temperature.  The  recommended 


A  nm 


FiGUEE  14.  Corrected  emission  spectra  I.  KQ;"!!-;  IL  KBr:!!-:  III.  Phosphate :n-:       Borax :n-. 
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CONCENTRATION  ppm 


j  peak  maximum  of  the  unknown  in  the  excitation 
spectrum  of  the  standard  measured  in  our  apparatus; 

is  the  output  at  peak  maximum  of  the  unknown 
measured  in  the  excitation  spectrum  of  the  standard 
on  the  Turner  Model  210  spectrofluorimeter.  The 
density  of  the  pressed  KBr  disk  is  2.67  gjcm^. 

We  used  as  a  standard  a  KC1:T1  disk  with  a  quantum 
yield  of  0.50.  The  quantum  yield  obtained  for  the 

1  KBrrTl   disk   is  0.44  !±  0.03.    All   data  concerning 
KBr  :  Tl  disks  are  presented  in  table  10. 

Because  of  the  linear  dependence  of  absorption  and 
emission  on  the  T1+  concentration,  it  is  concluded  that 
the  quantum  yield  is  independent  of  the  concentration 
in  the  0.5-25  ppm  range.  Pressed  polycrystalline 
KBr:Tl  and  KC1:T1  disks  can  easily  be  prepared  to  pre- 
determined concentrations  for  use  as  UV  fluorescence 
standards  at  room  temperature.  The  recommended  Tl 
concentration  is  2  ppm,  corresponding  to  0.837  X 
10-«  mol/mol  KBr:Tl  and  0.624  X  IQ-^  mol/mol  in  KCl. 


Figure  15.  The  dependence  of  fluorescence  output  on  T1+  concen- 
tration: I.  KCl;  II.  KBr;  III.  Phosphate;  IV.  Borax. 

concentration  is  2  ppm,  corresponding  to  0.624  X 
10"^  mol/mol. 

B.  Thallium-Doped  Potassium  Bromide  Disks 

The  absorption  spectrum  of  KBr  :  Tl  in  polycrystal- 
line disks  and  single  crystals  is  well  known  [60,  62] 
and  is  presented  in  figure  12.  The  concentration 
dependence  of  the  absorption  maximum  is  presented 
in  figure  13.  The  corrected  emission  spectrum  of  the 
A  band  is  presented  in  figure  14.  The  dependence  of 
fluorescence  intensity  on  concentration  is  presented 
in  figure  15. 

The  oscillator  strength  was  calculated  by  use 
of  Smakula's  equation  (13),  and  was  found  to  be 
0.097  ±0.003.  The  quantum  yield  of  the  A  band  in 
KBr  :  Tl  was  calculated  using  KC1:T1  as  a  standard. 

The  emission  and  excitation  spectra  of  the  disks 
were  measured  on  a  spectrofluorimeter  built  in  this 
laboratory,  the  description  of  which  may  be  found  in 
reference  [36].  The  emission  spectra  were  corrected 
using  standard  compounds  and  their  reported  spectra. 
To  correct  for  the  diff^erence  of  excitation  energy  in 
the  standard  and  the  unknown,  a  correction  factor  was 
introduced  into  eq  (11). 

The  refined  formula  for  the  use  with  this  spectro- 
fluorimeter is  of  the  form: 


FuAsdsXsTil  Fin 


(14) 


in  which  the  parameters  have  the  same  meaning  as 
in  (11).  is  the  relative  fluorescence  output  at  peak 
maximum  in  the  excitation  spectrum  of  the  standard 
measured  with  our  apparatus;  Fs  is  the  relative 
fluorescence  output  at  peak  maximum  in  the  excitation 
spectrum  of  the  standard  measured  on  the  Turner 
Model  210  spectrofluorimeter;  Fu  is  the  output  at 


lis.  Thallium-Doped  Glasses 

To  compare  our  results  in  glasses  with  the  cor- 
responding data  of  alkali  halides,  we  have  prepared 
and  measured  glasses  doped  with  thallium. 

Glasses  were  prepared  from  sodium  phosphate 
monobasic  and  from  borax.  Glasses,  1  mm  thick  and 
12  mm  in  diameter  were  obtained  by  molding  the  melt 
on  a  tile. 

The  absorption  spectra  were  recorded  on  a  Gary  14 
spectrophotometer  using  undoped  glasses  or  disks  as 
blanks,  and  are  presented  in  figure  12.  The  concentra- 
tion dependence  of  the  absorption  is  presented  in 
figure  13. 

1 .    Excitation  and  Emission  Spectra 

Excitation  and  emission  spectra  were  taken  on  a 
spectrofluorimeter  built  in  this  laboratory  [36].  The 
spectra  were  corrected  with  respect  to  light  character- 
istics and  spectral  distribution  of  the  photomultiplier 
by  comparison  with  a  similar  spectrum  taken  on  the 
Turner  Model  210  spectrofluorimeter  using  standard 
compounds  (quinine  sulfate,  fluorescein,  etc.) . 

The  corrected  emission  spectra  are  presented  in 
figure  14.  The  concentration  dependence  of  the 
emission  is  presented  in  figure  15.  The  quantum 
efficiencies  were  obtained  by  comparison  of  the  glasses 
with  alkali  halide-thallium-doped  disks  using  eq  (14), 
the  results  of  which  are  presented  in  table  10. 

When  a  pellet  or  a  glass  containing  thallium  is 
excited  through  absorption  into  the  A  band  at  room 
temperature,  the  emission  is  composed  of  two  time 
components,  one  with  a  short  lifetime  of  about  25 
ns  and  one  with  a  long  component  of  400  ns.  We 
have  proposed  an  explanation  for  the  two  decay  con- 
stants [55]. 

The  proposed  explanation  is  as  follows:  The  absorp- 
tion is  from  'So  ground  state  to  ^Pi  excited  state.  The 
emission  occurs  also  between  these  two  levels  and  is 
followed  by  a  Stokes'  shift  (see  table  10).  It  is  an 
allowed  emission  with  a  short  lifetime.  However,  part 
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is  the  delayed  emission  from  '^Pj.  The  rate  of  this 
process  is  the  rate  of  tunnelling  which  controls  the 
population  of  ^Pj.  Since  both  the  instant  and  delayed 
emission  occurs  from  the  -^Pi  state,  the  wavelength  of 
emission  for  both  decays  is  the  same.  Also,  the  delayed 
fluorescence  is  not  polarized  [63]  because  the  memory 
of  polarization  is  lost  during  tunnelling.  To  determine 
the  quantum  yield  from  the  lifetime  measurement, 
additional  calculations  have  to  be  made  because  of 
this  delayed  fluorescence. 

In  this  mechanism,  for  all  four  cases  described  here, 
the  broadening  of  the  emission  in  KBr:Tl  is  due  to 
emission  from  Pjr,  Py  and  another  emission  from  P^. 
and  not  from  Po.  Splitting  of  the  various  P  orbitals  by 
the  Jahn-Teller  effect  is  stronger  the  heavier  the  anion 
of  the  host  lattice. 

The  shift  of  the  absorption  band  to  longer  wave- 
length in  the  order  Tl+-phosphate,  Tl^ -borax,  T1+- 
KCl  and  TI^-KBr  (also  Th-Kl)  indicates  that  the 
ligand  field  acting  on  Tl^  increases  in  the  same  order. 
The  stronger  the  ligand  field  the  smaller  the  difference 
between  the  excited  and  ground  state  and  hence  the 
absorption  occurs  at  longer  wavelengths.  This  also 
indicates  that,  in  the  case  of  borax,  the  electrons 
of  the  oxygen  participating  in  the  thallium-oxygen 
bond  are  shifted  more  to  the  Tl  (stronger  polarization 
of  the  bond),  which  is  due  to  stronger  electron  affinity 
of  phosphorus  (0.78  eV)  than  of  boron  (0.33  eVj. 


IV.  Glasses  Doped  by  Pb^~,  Ce'^',  and  Cu  + 

FioLRE  16.  Configurational  c<xjrdinate  diagram  of  Tl'  in  a  tetragonal  In  a  search  for  Standards  to  Cover  the  fluorescence 

symmetry.  range  from  the  L'V  region  to  the  red  region,  it  was 

found  that  in  addition  to  thalHum  doped  glasses  [64], 

ment  of  Tomura  [63],  who  had  observed  a  decay  of  glasses  containing  Ce^^  [65].  Pb^'  [66],  and  Cu*  [67] 

2-1  ms  at  20  K  due  to  this  transition.  At  an  elevated  are  suitable  for  standards,  considering  the  positions  of 

temperature,  the  vibronic  modes  promote  tunnelling  their  emission  wavelengths  and  half  bandwidths.  [ 

from  -^Po  back  to  '^P).  This  process  occurs  with  an  The  corrected  emission  spectra  of  various  glasses 

activation  energy  of  0.06  eV  in  KCl.  The  next  process  containing  these  ions  are  presented  in  figure  17.  The  i 
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FiGLHE  17.  Matrix  effects  on  position  of  emission  band  of  Th,  Ce^*,  Pb^*,  and  Cu+. 
I.  Phosphate:Th:  IL  Borax:Th:  III.  Phosphate :Ce3-:  IV.  BoraxcCe^^:  V.  Bo- 
rax: Pb^^:  VI.  Germanate:  Pb^-;  VII  Phosphate:  Cu+. 


of  the  population  of  the  '^Pj  level  is  rapidly  depleted 
by  a  radiationless  process  to  the  metastable  '^Po  state 
(see  fig.  16j.  This  assumption  is  proven  by  an  experi- 
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absorption  spectra  of  Ce^+  and  Cu+  in  phosphate 
glass  and  Pb^^  in  borax  glass  are  presented  in  figure 
18.  The  absorption  is  linear  with  concentration  in  the 
range  measured  (1-1000  ppm).  The  dependence  of 
fluorescence  on  concentration  is  linear  as  shown  in 
figure  19,  and  this  range  of  concentration  can  be  used 
for   preparation   of  the   standards.   The  maximum 


emission  and  excitation  wave  lengths  of  the  glasses 
and  the  half  bandwidths  of  the  emission  are  presented 
in  table  11. 

The  determinations  of  quantum  yields  of  these 
glasses  are  now  undergoing  research.  For  these 
determinations,  doped  potassium  chloride  disks  are 
used  as  standard  references  [64-67].  For  the  quantum 


Figure  18.  Absorption  spectrum  of  I.  Ce'+  in  phosphate,  400  ppm;  II.  Pb^^  in  borax, 
100  ppm;  III.  Cu+  in  phosphate,  50  ppm. 
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yield  determination  of  Tl  in  phosphate  and  borate 
glasses,  and  Ce'^+  in  phosphate  glasses,  quinine  sulfate 
was  used  as  a  relative  standard  [68]. 

Conclusions 

Rare-earth-doped  glasses  are  suggested  as  relative 
standards  for  use  with  compounds  having  narrow  band 
excitation  and  emission  of  fluorescence.  Thallium- 
doped  alkali  halides  are  standards  suitable  for  determi- 
nation of  substances  in  alkali  halide  pellets,  while 
thallium  doped  glasses  can  be  used  as  standards  for 
glassy  substances  or  liquids  in  quartz  cells.  Other 
varieties  of  glass  standards  and  pellets  are  now  under 
investigation.  Energy  transfer  studies  which  are  of 
great  importance  in  understanding  quantum  efficiencies 
will  be  summarized  in  a  separate  review. 


j  Figure  19.  The  dependence  of  fluorescence  intensity  on  concentra- 
tion I.  T1+  in  phosphate;  II.  Ce^+  in  borax;  III.  Pb''+  in  borax. 


The  assistance  of  E.  Greenberg  in  preparation  of 
this  paper  is  gratefully  acknowledged.  I  wish  also  to  ex- 
press my  thanks  to  Y.  Eckstein  and  L.  Boehm  for  fruit- 
ful discussions,  and  E.  Hoff'man  for  providing  relevant 
literature  on  fluorescence  in  biomedical  systems.  I 
especially  wish  to  express  my  gratitude  to  0.  Menis  who 
suggested  the  topic  for  this  paper. 


223 


Table  11.    Emission  and  excitation  wavelength  dependence  on  matrix  for  lead,  cerium,  thallium  and  copper 


Wavelength,  nm  Emission 
Ion  Matrix  half-bandwidths,  nm 


Excitation 

Emission 

11* 

KCl 

247.5 

300 

40 

Phosphate 

219.0 

302 

70 

Th 

Borate 

233.0 

.325 

90 

Phosphate 

297.0 

.334 

55 

Borate^ 

310.0 

364 

80 

rxjrax 

ODD 

0.3 

Ce3+ 

Silicate 

317.0 

.380 

85 

Phosphate 

241..5 

309 

70 

Borate^ 

261.0 

424 

140 

Pb2* 

Borax" 

241.0 

425 

165 

Pb^-^ 

Germanate 

295.0 

440 

125 

Cu+ 

Phosphate 

270.0 

445 

120 

"Mixture  of  boric  acid  and  boric  oxide.      ''Sodium  borate  only. 
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Development  of  a  New  Fluorescent  Reagent  and  Its  Applica- 
tion to  the  Automated  Assay  of  Amino  Acids  and 
Peptides  at  the  Picomole  Level 

Sidney  Udenfriend 
Roche  Institute  of  Molecular  Biology,  Nutley,  New  Jersey  071 10 

(June  15,  1972) 

Methods  for  the  assay  of  amino  acids  and  peptides  are  most  important  in  elucidating  the  struc- 
ture of  proteins  and  peptides.  In  many  important  areas  of  research  such  as  in  endocrinology,  neuro- 
biology, and  genetics,  methods  are  needed  with  sensitivity  higher  than  is  available  with  the  widely 
used  colorimetric  ninhydrin  procedure.  A  short  while  ago,  we  noted  that  all  primary  amines  react 
vrith  ninhydrin  and  phenylacetaldehyde  to  give  a  ternary  product  which  is  highly  fluorescent.  The 
chemistry  of  that  reaction  has  now  been  elucidated  and  the  conditions  have  been  modified  and  im- 
proved so  that  essentially  quantitative  yields  of  fluorescent  products  are  formed  with  sill  primary 
amines.  The  reaction  has  been  automated  and  is  being  used  as  the  detecting  system  for  chromatog- 
raphy of  amino  acids,  peptides  and  amines  in  the  10  to  100  picomole  range.  Problems  concerning 
the  fluorescence  instrumentation  and  the  isolation  and  chromatography  of  these  compounds  in  the 
picomole  range  will  be  discussed. 

Key  words:  Fluorometry,  amino  acids;  fluorometry,  peptides;  picomole  fluorometry. 


Collaborative  studies  by  biologists  and  chemists  at 
Nutley  have  led  to  the  development  of  a  new  fluoro- 
metric  reagent  for  amino  acids  and  peptides  and  its 
application  to  their  automated  assay  at  the  picomole 
level.  The  origin  of  these  studies,  as  well  as  the 
chemistry  and  the  analytical  applications,  are  pre- 
sented in  this  report. 

A  number  of  years  ago  McCaman  and  Robins 
[Ip  reported  a  highly  specific  and  sensitive  fluoro- 
metric  method  for  blood  phenylalanine  assay.  The 
procedure  is  now  generally  used  for  the  diagnosis 
of  phenylketonuria.  In  this  method,  fluorescence  de- 
velops when  phenylalanine  is  treated  with  ninhydrin 
and  a  peptide.  The  other  amino  acids  which  are  nor- 
mally found  in  plasma  and  protein  hydrolyzates  give 
no  fluorescence.  On  the  other  hand,  almost  any  pep- 
tide can  be  used  in  the  phenylalanine  assay. 

These  very  unusual  requirements  led  us  to  investi- 
gate the  reaction  with  the  possibility  of  reversing  the 
conditions  to  assay  peptides  fluorometrically  by  adding 
ninhydrin  plus  phenylalanine.  When  this  was  tried  it 
worked.  Other  than  phenylalanine,  the  only  a-amino 
acid  which  yielded  fluorescence  (although  of  far  less 
intensity)  was  a-aminobutyric  acid.  This  amino 
acid  is  not  normally  present  in  tissues. 

On  further  investigation,  it  was  found  that  phenylala- 
nine itself  was  not  the  active  agent,  but  was  first 


•This  article  is  based  on  studies  carried  out  in  collaboration  with  Wallace  Dairman, 
Keijiro  Samejima,  Manfred  Weigele,  WiDy  Leimgruber,  Stanley  Stein,  and  Peter  Bohlen. 
'  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


oxidized  and  decarboxylated  by  ninhydrin  to  phenylac- 
etaldehyde. The  latter,  in  the  presence  of  additional 
ninhydrin,  combined  with  primary  aliphatic  amines  to 
yield  highly  fluorescent  derivatives.  It  was  found  that 
several  other  aldehydes  yielded  fluorophors  with 
ninhydrin  and  amines  but  that  the  most  intense  fluores- 
cense  by  far  was  obtained  with  phenylacetaldehyde. 

The  products  obtained  on  reacting  amines,  amino 
acids  and  peptides  with  ninhydrin  and  phenylacet- 
aldehyde all  exhibit  the  same  excitation  and  emission 
spectra  (fig.  1).  Excitation  maxima  are  at  275  nm  and 
390  nm  with  emission  at  480  nm. 

To  investigate  the  mechanism  of  the  reaction  further, 
the  fluorophor  formed  on  reacting  phenylacetaldehyde 
and  ninhydrin  with  a  simple  amine,  such  as  ethyl- 
amine,  was  prepared.  The  purified  product  could  not  be 
obtained  in  crystaUine  form,  but  was  shown  to  be  in 
equilibrium  with  a  nonfluorescent  congener  which  was 
apparently  a  lactone.  The  latter  was. crystalhzed  and 
yielded  a  molecular  ion  with  the  highest  mass  at  305. 
This  and  other  findings  suggested  that  the  product  was 
the  result  of  a  ternary  reaction  involving  one  molecule 
each  of  amine,  phenylacetaldehyde  and  ninhydrin. 

The  purified  fluorophor  obtained  with  ethylamine 
was  used  as  a  standard  to  show  that  under  the  condi- 
tions of  the  reaction  the  yield  of  fluorescent  product 
was  about  50  percent.  There  was  considerable  varia- 
tion in  the  fluorescence  obtained  with  various  other 
amino  acids.  Much  of  this  was  due  to  diff^erences  in 
quantum  yield  as  well  as  to  completeness  of  reaction. 
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Figure  1.   Spectral  properties  of  fluorophor  obtained  on  reacting      fluorophor  obtained  with  ninhydrin  and  phenylacetalde- 
an  amino  acid  with  ninhydrin  and  phenylacetaldehyde.  hyde  (fig.  3).  With  this  new  reagent  the  reaction  is  a 


The  procedure  was  automated  with  the  use  of  appro- 
priate pumps  and  a  flow  cell  cuvette  in  an  Aminco 
Microfluorometer.'^  AppHcation  of  this  automated 
procedure  was  made  for  amino  acid  analysis.  The 
sensitivity  at  this  stage  with  most  amino  acids  was 
found  to  be  below  the  nanomole  level.  This  compares  to 
a  limit  of  10  nanomoles  for  most  commercial  amino 
acid  analyzers  which  utilize  the  colorimetric  ninhydrin 
procedure. 

Details  of  the  procedure  utilizing  ninhydrin  and 
phenylacetaldehyde  have  been  pubUshed  [2,  3]. 
It  possesses  the  sensitivity  and  many  other  qualities 
which  could  have  made  it  a  useful  analytical  procedure. 
However,  elucidation  of  the  mechanism  of  the  reaction 
[4]  led  to  the  development  of  a  new  reagent  and  made 
it  obsolete. 

Weigele  and  Leimgruber  and  their  colleagues  at 
Hoffmann-La  Roche  in  Nutley  had  been  collaborating 
with  us  in  our  studies.  They  concentrated  on  the 
mechanism  of  the  ninhydrin  phenylacetaldehyde  reac- 
tion utilizing  mass  spectrometry,  x-ray  crystallog- 
raphy and  other  procedures  on  a  number  of  crystalline 
derivatives.  The  structure  of  the  fluorophor  obtained 
with  ethylamine  was  proven  to  be  as  shown  in  figure  2. 
The  condensation  with  ninhydrin  and  phenylacetalde- 
hyde also  yielded  two  nonfluorescent  products  which 
could  be  converted  to  the  fluorophor  by  treatment 
with  base. 

Brilhant  deduction  led  Weigele  and  Leimgruber* 
to  synthesize  the  compound,  4-phenylspiro  [furan-2(3H), 
li-phthalan]-3,3i-dione,  RO  20-7234.  This  compound 
was  found  to  react  with  amines  to  form  the  identical 


2  In  order  to  adequately  describe  materials  and  experimental  procedures,  it  was  occa- 
sionally necessary  to  identify  commercial  products  by  manufacturer's  name  or  label.  In 
no  instances  does  such  identification  imply  endorsement  by  the  National  Bureau  of  Stand- 
ards, nor  does  it  imply  that  the  particular  product  or  equipment  is  necessarily  the  best 
available  for  that  purpose. 

3  Weigle,  M.,  and  Leimgruber,  W.,  to  be  published. 
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"MAJOR  FLUOROPHOR" 

Figure  3.    Comparison  of  reactions  of  amines  with  RO  20-7234 
and  with  ninhydrin  and  phenylacetaldehyde. 

binary  one  rather  than  a  ternary  one.  The  resulting 
advantages  are  many-fold.  The  ternary  reaction  with 
ninhydrin  does  not  go  to  completion;  about  45  percent 
with  ethylamine  and  much  less  for  aspartic  acid.  Yields 
with  the  new  reagent  are  almost  quantitative  with  aU 
amines,  amino  acids  and  peptides.  The  ternary  reaction 
is  run  at  65°  for  25  min.  The  binary  reaction  is  instan- 
taneous at  room  temperature.  In  both  cases  the  rea- 
gents are  nonfluorescent.  In  the  ternary  reaction, 
ammonia  does  not  react  at  all.  With  the  new  reagent, 
ammonia  reacts  to  a  slight  extent  (one  thousandth  as 
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much  as  a  typical  amino  acid).  The  conditions  of  the 
binary  reaction  lead  to  several  times  more  intense 
fluorescence   for  the   same   amount   of  fluorophor. 
The  fluorophor  obtained  with  peptides  (fig.  4)  are 


CO2H 


SEPARATION  OF  AMINO  ACIDS 
ON  A  BASICS  COLUMN 


HO2C 


5  NANOHOLE/ML     OF  LEU-ALA 
0.5  HHOLE/ML  OF  Ro  20-7234      (100   FOLD  EXCESS) 
2  5%  ACETONITRILE 
75%  AQUEOUS  BUFFER    (pH  8; 

Figure  4.    Formation  of  fluorophor  with  a  peptide  and  the  reagent 
RO  20-7234. 

more  intensely  fluorescent  than  the  fluorophors 
formed  from  the  corresponding  amino  acids.  This  may 
be  due  to  a  greater  quantum  yield.  The  free  carboxyl 
group  close  to  the  fluorophoric  group  may  quench  the 
fluorescence.  Whatever  the  reason,  this  is  a  decided 
advantage  for  peptide  assay. 

The  new  reagent  is  ideally  suited  to  detect  amino 
acids  and  peptides  in  the  automated  assay  of  column 
effluents.  Such  assays  have  now  been  set  up  and  even 
with  relatively  unsophisticated  pumping  systems  and 
fluorescence  instrumentation,  it  has  been  possible  to 
carry  out  analyses  in  the  picomole  range.  Figure  5 
shows  the  chromatographic  separation  of  an  amino 
acid  mixture  (neutral  and  acidic),  250  picomoles  of 
each.  Figure  6  shows  the  chromatographic  separation 
of  50  picomoles  each  of  the  basic  amino  acids.* 

A  number  of  applications  have  already  been  made 
which  make  use  of  this  great  sensitivity.  It  has  been 
possible  to  measure  the  peptides  oxytocin  and  vaso- 
pressin in  an  ahquot  of  an  extract  of  a  single  rat 
pituitary  (fig.  7).  Thus,  the  method  will  be  of  great 
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Figure  6.    Chromatography  of  basic  amino  acids  in  the  picomole 

range. 

importance  in  the  isolation  and  characterization  of 
physiologically  active  peptides  and  their  metabolites. 
Another  important  application  has  been  to  the  assay  of 
spermine  and  spermidine.  The  sensitivity  in  this  case 
is  so  great  and  the  tissue  levels  so  high  that  microgram 
quantities  of  brain  tissue  are  sufficient  for  assay.  Most 
important,  the  simplicity  of  the  apparatus  required 
to  operate  in  the  picomole  region  using  fluorescence 
should  make  it  possible  to  devise  relatively  inexpensive 
commercial  equipment.  It  is  hoped  that  commercial 
instruments,  which  make  use  of  this  reagent,  will 
soon  be  available. 


CHROMATOGRAPHY  OF  ACIDIC  AND  NEUTRAL  AMINO  ACIDS 
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I  FIGURE  5.    Chromatography  of  neutral  and  acidic  amino  acids  in  the  picomole  range. 


j    *  Details  of  these  procedures  will  be  published  in  a  subsequent  paper. 
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Figure  7.    Chromatographic  separation  of  the  oxytocin  and  vasopressin  in  an  extract 

of  one  rat  pituitary. 
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Considerations  on  Organic  Compounds  in  Solution  and 
Inorganic  Ions  in  Glasses  as  Fluorescent  Standard  Reference 
Materials 

R.  A.  Velapoldi 

Institute  for  Materials  Research,  National  Bureau  of  Standards,  Washington,  D.C.  20234 

(June  30,  1972) 

The  use  of  various  organic  compounds  in  solution  and  inorganic  ions  in  glasses  has'  been  investi- 
gated as  possible  fluorescence  Standard  Reference  Materials.  Emphasis  was  placed  on  measuring 
physical  and  chemical  parameters  such  as  stability,  reproducibilities  of  absorbance  and  fluorescence 
measurements,  relative  quantum  efficiencies  as  a  function  of  excitation  wavelength,  etc.,  for  quinine 
derivatives  and  selected  organic  compounds.  A  brief  discussion  is  included  on  the  use  of  rare  earth 
and  non-rare  earth  inorganic  ions  in  glasses  as  standards. 

Key  words:  Emission  spectra;  excitation  spectra;  fluorescence;  fluorescence  standards;  glass  stand- 
ards; quinine  derivatives;  rare  earths;  relative  quantum  efficiencies;  solution  standards. 


I.  Introduction 

The  rapid  growth  of  publications  in  fluorimetric 
research  and  applications  during  the  last  two  decades, 
and  the  variability  of  data  and  results  in  those  pubUca- 
tions,  underhne  the  need  for  standardization  of 
fluorescence  nomenclature  and  data  presentation. 
These  needs  were  discussed  previously  by  investiga- 
tors [1-3]*,  who  collectively  presented  a  proposal  for 
fluorescence  standardization  [4].  The  main  objective 
of  this  proposal  was  to  supply  a  firm  basis  for  reporting 
fluorimetric  results  so  that  comparisons  of  data  among 
laboratories  would  be  meaningful. 

There  are  basically  two  methods  which  can  be  used 
for  the  presentation  of  data:  (a)  in  absolute  radiative 
or  energy  units,  and  (b)  by  comparing  fluorescence 
data  of  the  compound  under  study  with  data  obtained 
for  an  accepted  standard.  Very  few  laboratories  are 
equipped  to  make  absolute  radiant  energy  measure- 
ments; however,  comparative  spectra  of  standards 
run  under  the  same  experimental  conditions  on  the 
same  instrument  can  be  easily  done.  This  latter 
method,  which  effectively  corrects  for  instrumentally 
dependent  perturbations  on  the  true  fluorescence 
spectra  is  most  widely  used  and  applicable  provided 
the  users  know  the  limitations,  not  only  of  their  instru- 
mentation, but  also  of  the  standard. 

j  Not  included  here  are  fluorimetric  measurements 
obtained  on  "uncorrected"  instruments  which  are 
presented  without  units  of  intensity  or  benefit  of 

J  comparative  measurements.  Many  of  these  types  of 
published  results  have  led  to  confusion  and  are  often 
of  no  quantitative  value. 

I 

*  Figures  in  brackets  indicate  the  literature  references  at  the  end  of  this  paper. 


Fluorescence  standards  can  be  used  to  (a)  correct 
spectra  for  instrumental  parameters  such  as  the 
wavelength  dependence  of  exciting  lamp  intensity, 
monochromator  transmission  and  detector  response, 

(b)  determine    comparative    quantum  efficiencies, 

(c)  compare  data  among  laboratories,  (d)  determine 
periodically    "in    house"    instrumental  stabilities, 

(e)  calibrate  fluorescent  lifetime  determinations,  and 

(f)  calibrate  polarization  value  measurements. 

The  requirements  for  a  "general"  fluorescence 
standard  are  quite  specific.  It  should: 

(a)  have  broad  fluorescence  spectra, 

(b)  be  easily  purifiable, 

(c)  be  stable  in  solution  or  as  the  sohd, 

(d)  have  as  little  overlap  as  possible  between  the 
excitation  (absorbance)  and  emission  spectra, 

(e)  not  be  subject  to  oxygen  quenching, 

(f )  have  a  constant  quantum  efficiency  as  a  function 
of  exciting  wavelength, 

(g)  have  isotropic  emission, 

(h)  have  the  same  emission  spectrum  shape  inde- 
pendent of  exciting  wavelength, 

(i)  be  soluble  in  aqueous  and  organic  solvents,  and 
(j)  absorb  and  emit  in  the  same  general  regions  as 

the  compound  under  study. 

No  single  compound  exhibits  all  these  desirable 
characteristics.  In  fact,  the  last  requirement  precludes 
the  use  of  a  single  standard,  for  although  absorbance 
may  occur  over  a  wide  range  (e.g.  rhodamine  B  absorbs 
from  200  nm  to  about  560  nm),  emission  is  usually 
limited  to  one  small  wavelength  interval  (for  rhodamine 
B,  550  nm  to  650  nm  with  maximum  at  573  nm). 

For  this  reason,  in  addition  to  the  fact  that  fluores- 
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cence  spectra  are  composites  of  true  spectra  and 
instrumental  parameters  dependent  on  wavelength,  it 
is  necessary  to  have  available  a  series  of  fluorescence 
standards  with  emission  maxima  that  covers  the  wave- 
length range  of  current  interest.  With  the  wide  use  of 
lasers  and  interest  in  radiative  measurements  in  the 
near-infrared,  this  range  now  extends  from  250  nm 
to  1100  nm. 

One  of  the  major  objectives  of  the  fluorescence  pro- 
gram at  the  National  Bureau  of  Standards  is  the  selec- 
tion, production,  and  certification  of  a  series  of 
fluorescence  standards  (Standard  Reference  Mate- 
rials) which  can  be  used  for  the  standardization  and 
comparison  of  data  and  methodologies  among  labora- 
tories [5,  6].  It  is  essential  that  these  Standard  Refer- 
ence Materials  (SRM's)  be  certified  with  absolute 
values.  Data  reported  here,  however,  are  in  relative 
units  and  not  absolute  since  instrumentation  for 
absolute  measurements  is  not  available  at  the  present 
time.  Absolute  measurements  will  be  made  and 
values  assigned  to  the  SRM's  as  soon  as  instrumenta- 
tion becomes  available. 

The  work  at  NBS  is  follov«ng  two  parallel  investiga- 
tive paths:  (a)  the  use  of  solutions  of  organic  molecules 
and  metal  chelates  in  various  solvents,  and  (b)  in  close 
collaboration  with  Reisfeld,  The  Hebrew  University, 
Jerusalem,  the  use  of  inorganic  ions  in  solid  matrices. 
Group  (b)  may  be  further  split  into  rare  earth  and  non- 
rare  earth  inorganic  ions.  The  investigative  work  on 
the  inorganic  ions  has  been  covered  extensively  earlier 
in  this  series  of  papers  by  Reisfeld  [7].  Discussion 
here,  then,  will  be  restricted  primarily  to  the  use  of 
comparative  standards  in  solution  and  some  of  the 
factors  which  affect  quantum  yields  and  spectra. 

Since  quinine  and  its  derivatives  are  probably  the 
most  widely  used  comparative  standards  [13],  and 
since  a  great  deal  of  controversy  exists  as  to  their 
usefulness  as  standards,  the  emphasis  of  this  paper  is 
on  the  reproducibihty,  stability,  and  effects  of  wave- 
length excitation  and  acid  concentration  on  the  spectra 
and  quantum  efficiencies  of  the  quinines. 

I  would  like  to  digress  briefly  and  discuss  some  of 
the  equations  and  assumptions  which  have  to  be  made 
in  using  comparative  techniques  and  standards.  Two 
types  of  solutions  may  be  employed:  opticaUy  dense 
and  optically  dilute.  With  opticaUy  dense  solutions  and 
front  surface  excitation  and  emission,  Vavilov's  ex- 
perimental set  up  with  some  modifications  is  generally 
used  [1,  8-12].  This  method  is  not  as  widely  utilized 
as  the  optically  dilute  method  since  stray  light  is  high, 
compounds  with  large  emission  and  excitation  overlap 
give  erroneous  results,  and  only  compounds  with  a  high 
molar  absorptivity  can  be  used  easily  [13]. 

The  optically  dilute  method  is  based  on  the  Beer- 
Lambert  Law  and  several  assumptions.  Combining 
the  definition  of  quantum  efficiency  [14],  eq  (1), 
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where       Q  =  luminescence  quantum  efficiency 
//r=rate    of    fluorescence  emission 
quanta/s. 

/^=rate  of  light  absorption  in  quanta/s 
with  the  Beer-Lambert  Law,  eq  (2), 
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where 


/o  is  the  radiative  flux  of  the  exciting  light 

in  quanta/s. 
It  is  the  radiative  flux  of  the  transmitted 
light  in  quanta/s. 
e  is  the  molar  absorptivity  in  liter,  mole~\ 
cm"^ 

c  is  the  concentration  in  moles/liter, 
/  is  the  path  length  of  the  cell  in  cm, 
and  expanding  the  exponential  term  in  a  power  series, 
the  expression  for  the  rate  of  light  emission  becomes 
[3,  13,  15]: 


=  /o(2.3ec/) 


^    2.3ec/  ^  (2.3ec/)-^ 


Q.  (3) 


For  dilute  solutions  (i.e.  absorbances  less  than  0.05), 
eq  (3)  may  be  approximated  with  only  slight  error  by 
eq  (4)  [15], 


I^.  =  /o(2.3ec/)  Q. 


(4) 


In  determining  comparative  quantum  efficiencies,  a 
term  for  the  index  of  refraction  of  the  solvent  is  added 
[16-18],  resulting  in  the  final  form  of  the  appHcable 
equation: 


where       Q  is  the  quantum  efficiency, 

FA  is  the  integrated  fluorescence  area  (X 
quanta/unit  bandwidth), 

/o  is  the  radiative  flux  of  the  exciting  light 
in  quanta/s, 

7}  is  the  average  refractive  index  of  the  sol- 
vent over  the  emission  wavelength  range, 
and 

u  and  s  refer  to  the  unknown  and  standard, 
respectively. 

In  the  studies  reported  here,  comparative  quantum 
efficiencies  were  calculated  using  eq  (6)  [20]: 


(6) 


where  KxJKxj^  replaces  h  and  converts  from  an  in- 
strumentally  produced  constant  energy  to  quanta/s. 

The  assumptions  have  been  made,  however,  that  (a) 
instrumental  geometries  are  the  same  for  the  unknown 
and  standard,  (b)  emission  is  isotropic,  (c)  the  exciting 
light  is  monochromatic  if  excitation  for  both  samples  is 
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at  different  wavelengths,  (d)  no  reabsorption  and  re- 
emission  occur,  and  (e)  the  absorption  is  less  than  0.04. 
(Recent  work  permits  solutions  with  absorbances  of 
0.2  to  1.0  to  be  measured  by  the  sideview  technique 
[21,  22].)  In  addition,  use  of  dilute  solutions  mini- 
mizes factors  (d)  and  (e),  and  use  of  the  same  instru- 
ment and  cuvette  minimizes  factor  (a).  Anisotropic 
emissions  (polarization  effects)  may  cause  large  meas- 
urement errors  which  may  be  corrected  [13,  23];  but 
the  easiest  way  to  avoid  polarization  problems  is  to  use 
a  standard  which  emits  isotropically. 

Assuming  then  that  corrected  spectra  may  be  ob- 
tained [11,  12,  15],  the  fundamental  problem  in  spectro- 
fluorimetry  is  the  lack  of  well-characterized  standards. 
Table  1  I'  ts  various  organic  compounds  which  have 
been  suggested  for  possible  inclusion  in  a  series  of 

Table  1.    Compounds  proposed  as  fluorescence  standards 
[1,  3,  8-10] 


Compound  Emission  maxima 

(nm) 

j3-Naphthol   354,402 

2-  Aminopyridine    368 

Anthracene   383,  404,  428,  454 

Pyrene   390 

Quinine  sulfate   454 

Quinidine  sulfate   454 

3-  Aminophthalimide   510^ 

Fluorescein   518 

A^,A^-Dimethylamino-m-nitrobenzene   542 

Rhodamine  6G   557 

Aluminum(III)-PBBR-chelate   635 

4-  Dimethylaminonitrostilbene   742 


^  Value  is  average. 

fluorescence  standards  [1,  3,  10,  24,  25].  Some  may  not 
be  suitable  as  general  standards.  Fluorescein  under- 
goes degradation  in  sodium  hydroxide,  and  solutions 
should  be  prepared  and  used  within  12  hours.  The 
purification  of  /3-naphthol  by  recrystallization  in  air 
results  in  some  discoloration  due  probably  to  oxida- 
tion. Aromatics  such  as  anthracene  and  pyrene 
have  narrow  emission  and/or  excitation  spectra  (25 
nm  or  less)  and  are  not  suitable  as  standards  for 
fluorimeters  which  use  wide  slits  since  fluorescence 
spectra,  as  absorption  spectra  [26],  are  bandpass  de- 
pendent [27,  28].  Other  factors,  such  as  acid  concen- 
tration or  excitation  wavelength,  are  reported  to  affect 
the  fluorescence  of  quinine  and  quinidine  sulfates  [21, 
28-37]  and  3-aminophthalimide  [38].  The  presentation 
and  discussion  of  some  of  these  factors  and  their 
effects,  follow.  The  experimental  section  is  presented 
as  addendum  A. 

The  following  abbreviations  are  used  in  this  paper: 
Q-quinine;  QS- quinine  sulfate;  QDS- quinidine 
sulfate;  3-APT-3-aminophthalimide;  N,N-DMAMNB- 
jV,A^-dimethylamino-m-nitrobenzene.  Quinine  samples 
are  designated  A,  B,  C,  etc.  and  are  listed  in  addendum 
I  A. 


II.  Results  and  Discussion 
A.  Quinine  Sulfate  and  Related  Compounds 

1 .  Physical  and  Chemical  State 

It  has  been  reported  that  the  history  of  the  quinine 
determines  its  optical  characteristics  [24,  35].  A 
report  by  Fletcher  [28],  however,  suggests  this  is  not 
the  case,  and  that  the  observed  differences  were 
probably  due  to  the  presence  of  varying  amounts  of 
hydrated  water.  Although  quinine  sulfate  is  obtained 

Table  2.    Water  weight  losses  of  various  quinine  derivatives  as  a 
function  of  pretreatment 


Percent 

Calc 

ulated 

Sample" 

weight 

mol 

ecular 

loss 

formula 

F 

No  drying 

4.24 

OS" 

•5.4HoO 

C 

No  drying 

4.96 

OS 

5.7H2O 

E 

No  drying 

"=4.37 

OS 

■5.OH2O 

E 

Vacuum  dried,  in 

0.18 

QS 

•2.IH2O 

desiccator  for  6 

months 

E 

Vacuum  dried  within  24 

.03 

OS 

2.OH2O 

hours 

H 

No  drying 

4.36 

QDS-' 

5.4H2O 

H 

Vacuum  dried  within  24 

0.02 

QDS 

2.OH2O 

hours 

J 

No  drying 

.00 

Qe 

2.OH2O 

"See  experimental  section  for  designation. 

0S=  quinine  sulfate. 
"^Average  of  two  determinations. 

QDS  =  quinidine  sulfate. 
'^Q  =  quinine. 

as  the  dihydrate,  varying  amounts  of  water  are 
definitely  present.  Table  2  summarizes  the  weight 
losses  as  determined  by  thermogravimetric  (TGA) 
measurements  for  various  quinine  derivatives  before 
and  after  vacuum  drying.  It  can  be  seen  that  with  no 

2.0  F    '    '    '    '    '     I  ' — I — ' — I — ' — 
1  — 

s:  \ 


I'''  t — I — I — I — I  1  I  I  I  .1.1- 

10  50  80         100         120  WO 

TEMPERATURE,  °C 

Figure  1.  Thermogravimetric  analyses  of  quinine  sulfate  (Sample 
E).  1.  undried  after  recrystallization;  2.  dried  in  vacuo  at  55  °C 
for  18  hours,  placed  in  desiccator,  removed  periodically  to  obtain 
sample;  3.  freshly  dried  as  2.  Heating  rate  was  5.0  °C/min  in  dry 
air.  Weight  scale  offset  10  mg. 
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drying,  approximately  5  to  6  waters  of  hydration  per 
molecule  rather  than  2  are  actually  present.  Figure  1 
shows  three  TGA  curves  obtained  for  QS-2H20, 
sample  E.  There  is  a  slight  loss  of  water  for  the  vacuum 
dried  sample  that  had  been  kept  in  a  desiccator  for 
six  months  and  removed  periodically  to  obtain  samples 
which  shows  the  hygroscopic  nature  of  QS-2H20. 
As  pointed  out  by  Fletcher  [28],  insufficient  drying  can 
cause  variations  in  absorbance  values,  leading  investi- 
gators to  propose  the  inequivalence  of  quinine  deriva- 
tives. For  this  reason,  samples  used  for  the  following 
studies  were  predried  as  outlined  in  the  experimental 
section. 

2.  Absorbance  Measurements 

Average  weight  absorptivities  for  various  QS-2H20 
samples  from  different  supphers  with  varying  re- 
crystallizations  were  calculated  from  eq  (7j,  and  the 
results  are  summarized  in  table  3. 


cl 


(7) 


where       WA  is  the  weight  absorptivity. 
A  is  the  absorbance. 
c  is  the  sample  concentration  in  grams 

solute/gram  solvent. 
/  is  the  path  length  of  the  cell  in  cm. 

Sample  F  gave  consistently  high  weight  absorp- 
tivities, but  was  included  in  the  statistical  analyses. 
The  average  weight  absorptivities  at  .317.0,  .347. .5. 
and  36.5.0  nm  for  samples  A  to  F  differ  from  previous 
data  [28]  by  —1.2  percent,  +0.5  percent,  and  —2.3 
.percent  in  that  order.  Values  for  the  average  of  all 
samples,  including  E,  differ  from  previous  data  by 
— 1.0  percent,  —0.5  percent,  and  —  1.0  percent  in  that 
order. 


Table  -3.    Determination  of  weight  absorptivities  for  quinine  sulfate  with  varving  recrystaUizations  in  0.1  .V  H2SO4  from  different  suppliers 


Sample" 

Weight  absorptivities  X  10^ 

365.0  nm 

.347.5  nm 

317.0  nm 

250.0  nm 

A 

0 

0.922 

1.430 

1.148 

7.720 

B 

0 

.916 

1.418 

1.146 

7.700 

C 

0 

.918 

1.428 

1.145 

7.710 

D 

3 

.922 

1.438 

1.140 

7.820 

F 

4 

.941 

1.454 

1.162 

7.920 

E 

6 

.925 

1.436 

1.152 

7.820 

E'tf 

6 

.947 

1.445 

1.146 

7.717 

Average* 

0.924 

1.434 

1.149 

7.782 

cr 

.009 

0.012 

0.008 

0.086 

Percent  cr 

.97 

.84 

.66 

1.12 

"  Ail  samples  vacuum  dried  at  50-60  °C  for  24  hours. 
*  See  experimental  section  for  sample  designation. 
Times  recrystaUized. 

.4bsorbances  measured  on  Carv'  16,  others  on  Gary  14,  see 
addendum  A. 

^  For  samples  A-F  only  (excluding  E' ). 

Determination  of  the  weight  absorptivities  at  347.5 
nm  for  three  individual  weighings  of  sample  E  yielded 


a  value  of  1.436  ±  0.005.  Weight  absorptivities  and 
molar  absorptivities  are  also  given  for  QDS-2H20  in 


Compound 


Table  4.    Molar  and  weight  absorptivities  (X  lO^j  of  quinine  and  quinidine  sulfates  in  0.1  TV  H2S04 

Wavelength 

Concentration  Sample 


M  X  10-5 

.365.0 

nm 

347.5 

nm 

317.0 

nm 

250.0 

nm 

WA" 

WA^' 

WA** 

WA" 

Quinine  sulfate" 

2.554 

E 

0.7235 

(0.924) 

1.1228 

(1.434J 

0.8996 

f 1.149) 

6.09.30 

(7.782) 

Quinidine  suifate' 

3.269 

H 

.7189 

(0.918) 

1.1257 

fl.438) 

.8902 

(1.1.38) 

6.0110 

(7.676) 

"  Average  for  6  determinations,  samples  .A.-F,  table  2. 
'  Average  for  two  determinations. 
M,  mol-',cm-'  X  10". 

''g5olvems.(gsolme)''-Cm''  10^ 
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table  4.  As  expected,  the  molar  and  weight  absorp- 
tivities  for  QS -21120  agree  with  those  for  QDS -21120 
since  they  are  stereoisomers  (structures  for  quinine 
and  quinidine  are  I  and  II,  respectively). 


H3C0 


CH=CH2 


H3C0 


CH=CH2 


I.  Quinine 


II.  Quinidine 


A  single  determination  for  the  molar  or  weight 
absorptivities  for  quinine  dihydrate  gave  results 
which,  as  a  function  of  wavelength,  were  consistently 
3  to  5  percent  low  as  compared  to  the  values  for  QS  and 
QDS  after  correction  for  the  difference  in  molecular 
weights.  Plotting  relative  absorbances,  i.e.  A\IA250nm 
versus  wavelength,  however,  resulted  in  good  agree- 
ment among  the  three  spectra,  figure  2,  indicating  the 
probable  presence  of  a  systematic  error  in  the  deter- 
mination of  the  absorptivities  for  quinine  dihydrate. 
These  values  are  being  redetermined. 

Values  of  the  ratios  for  several  absorbance  peaks  of 
QS  in  0.1  sulfuric  acid  have  been  calculated  from  the 
hterature  [28-30,  33,  36,  46-48],  and  these  values 
and  those  from  the  present  work  are  reported  in  table  5. 
Although  systematic  errors  exist  since  various  spectro- 
photometers were  used,  comparison  of  the  average  of 
the  literature  values  and  the  present  work  show  dif- 
ferences to  be  +2.77,  +0.25  and  +0.62  percent.  The 
first  value  is  for  the  /i25oM347  ratio,  and  measurements 
in  the  ultraviolet  are  usually  not  as  accurate  or  precise 
as  those  in  the  visible.  Statistical  evaluation  (again 
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I  Figure  2.    Normalized  absorbance  spectra  of  quinine  (Q),  quinine 
I     sulphate  (QS),  and  quinidine  sulfate  (QDS)  in  0.1  A'  H2SO4  using 
absorbance  at  250.0  nm  as  1.0.  Temperature.  25.0  °C. 


Table  5.    Absorbance   ratios  for  quinine  sulfate  dihydrate  in 
0.1  A'  sulfuric  acid 

Spectrophotometer     ,^250/^346     /43,7/^.i46     A^JA^t.  Ref. 

Gary  16   5.340  0.793  0.655  this  work 

Gary  14   5.43  .80  .64  this  work 

Gary  14   5.38  .78  .65  [33] 

Gary  14   5.36  .80  .62  [30] 

Beckman  D.U  82  .63  [47] 

BeckmanD.U   5.43  .80  .59  [29] 

Bausch  and  Lomb   5.23  .80  .63  [30] 

Turner  210   5.4  .82  .66  [28] 

  5.0  .75    [46] 

  5.25  .80  .65  [48] 

  5.10  .82  .69  [36] 

including  systematic  errors)  of  all  the  ratios  shows, 
however,  that  any  individual  ratio  may  be  as  much  as 
4  or  5  percent  high  or  low  at  only  the  68  percent  con- 
fidence level.  It  is  essential  that  accurate  data  be  ob- 
tained for  absorbance  measurements,  especially  since 
the  determinations  of  relative  quantum  efficiencies 
depend  on  these  measurements,  eqs  (5)  and  (6). 

The  instruments  used  for  the  absorbance  measure- 
ments in  the  present  work  were  checked  for  accuracy 
by  comparison  against  optically  neutral  filters  supplied 
by  Mavrodineanu  [26].  Absorbance  measurements 
were  also  made  on  solutions  of  QS  and  3-APT  in 
0.1  N  sulfuric  acid  at  peak  maxima  using  various 
instruments.  The  results  are  summarized  in  table  6. 
Good  agreement  was  observed  for  these  solutions.  No 

Table  6.  The  determination  of  absorbances  of  quinine  sulfate 
and  3-aminophthalimide  in  0.1  A'  H2SO4  using  various  spectro- 
photometers 


QS 
A,  250.0  nm 


0.7506 
.751 
.749 


3-APT 
A,  385.0  nm 

0.9164 
.9158 
.919 
.914 


Instrument 

NBS  [26] 
Gary  16 
Gary  14 
Turner  210 


apparent  fluorescence  artifact  was  observed  as  shown 
by  comparing  absorbances  from  the  first  three  instru- 
ments with  those  of  the  last  instrument  which  has  a 
monochromator  between  the  sample  and  the  detector 
[20,  231. 

Differences  as  large  as  8  percent,  however,  were 
observed  when  absorbances  were  measured  on  slopes 
in  absorbance  spectra.  Care  must  therefore  be  used 
when  absorbance  measurements  are  made  on  slopes 
of  peaks  since  small  errors  in  wavelength  (and  also 
large  bandwidths  if  the  slope  is  steep)  result  in  in- 
accurate absorbance  values. 

3.  Fluorescence  Measurements 

Studies  were  made  to  determine  fluorescence 
reproducibility  of  measurements  on  quinine  sulfate 
dihydrate  (sample  E)  in  0.1  A'^  sulfuric  acid.  Table  7 
summarizes  results  of  repetitive  measurements  on  five 
different  quinine  sulfate  solutions. 


235 


Table  7.    Reproducibility  of  repetitive  fluorescence  measurements 
on  different  solutions  of  quinine  sulfate  diliydrate 

(Sample  E)  in  0.1  N  sulfuric  acid"" 


centration 

Average;  trmission 

Percent 

(ppmj 

peak  area 

T 

0.5« 

0.053 

0.002 

2.a3 

l.QP 

.104 

.002 

1.92 

LO" 

.104 

.001 

1.09 

2.5^ 

.260 

.002 

o.as 

5.0^ 

.706 

.00.3 

.42 

5.0" 

.513 

.001 

.22 

.915 

.007 

.78 

10.0" 

.911 

.003 

..32 

5.0^ 

.517 

.00.3 

..59 

^  Dilution  by  volume,  four  sample  weighings. 

Dilution  by  weight,  three  sample  weighings. 

Quinidine  sulfate  dihydrate  (Sample  H)  dilution  by  weight. 
"  K^r,.  350  nm. 

Fairly  large  stan(iard  deviations  were  obtained  with 
the  0.5  and  1.0  ppm  solution.s,  probably  due  to  instru- 
mental noise  resulting  from  increased  instrumental 
sensitivity.  As  can  be  seen,  dilution  by  weight  yields 
results  for  which  standard  deviations  are  approxi- 
mately two  times  lower  than  those  for  dilution  by  vol- 
ume. Similar  results  were  obtained  for  solutions  of 
quinidine  sulfate  [38].  All  weighings  of  the  vacuum- 
dried  solid  samples  were  made  in  air.  Weighing  in  a 
dry  nitrogen  atmosphere  should  result  in  lower  per- 


cent standard  deviations  since  the  dried  material  is 
somewhat  hygroscopic. 

Similar  fluorescence  measurements  made  on  solu- 
tions of  quinine  sulfate  samples  from  two  different 
sources  Csamples  A,  B.  D,  and  Fj,  results  summarized 
in  table  8,  show  that  the  relative  integrated  area  under 

Table  8.    Measurement  of  fluorescence  peak  areas  using  quinine 
sulfate  dihydrate  from  two  sources* 

Emission  peak  areas 


One  day 

Three  day 

Sample 

average 

average 

A 

0.555 

0.554 

B 

.542 

.544 

D 

.552 

.556 

F 

.564 

.558 

Average 

.553 

.553 

cr 

.009 

.006 

Percent  cr 

1.64 

1.12 

^  A^,  3.50.0  nm:  ^C  =  25.0. 

the  fluorescence  peak  may  be  considered  to  be  the 
same  if  percent  standard  deviations  of  1  to  3.0  percent 
are  acceptable. 

Studies  were  also  initiated  to  determine  the  stabiHty 
of  quinine  sulfate  (sample  Ej  in  0.1  A'  sulfuric  acid 
since  Uttle  definitive  data  exist  concerning  the  sta- 


Table  9.    Statistical  analyses  for  fluorescence  deteririinations'^  of  quinine  sulfate  dihydrate  (Sample  E)  in  0.1  A'  H2SO4  during  two  "short" 

time  intervals 


Concentration 
(ppm) 

H2SO4,  N 
A.  peak  area 
cr 

Percent  cr 


1.0* 

5.0* 

10.0* 

l.O'' 

2.0^^ 

2.0*' 

0.1 

0.1 

0.1 

0.1 

0.1 

0.01 

.105 

.557 

1.116 

.411 

.816 

.848 

.004 

.003 

.005 

.001 

.002 

.001 

4.34 

..59 

.49 

.21 

.24 

.14 

*  Eleven  determinations  during  a  10  hour  span  (same  solution). 
"  Four  determinations  during  a  1  hour  span  (same  solution). 


'■\ei  =  3.50.0  nm;  "C  =  25.0. 


Table  10.  Fluorescence  peak  areas  of  quinine  sulfate  and  a  uranium 
doped  glass  as  a  function  of  time  on  corrected  and  uncorrected 
instruments 

Instrument  A, 

corrected  [20]      Instrument  B,  uncorrected 
QS,  Sample      QS.  .Sample  Uranium 
E*.''  E*.<^  glass' 

Average  peak  area  0.7.39  0..398  0..383 

o-  .011  .027  .018 

Percent  a  1.49  6.89  4.80 

*  2.0  ppm  in  0.1  .V  H2SO4. 

"  Fifteen  measurements  covering  26  days. 

Fourteen  measurements  covering  37  days.  The  uranium  glass 
was  too  concentrated  for  use  in  the  corrected  instrument. 


bility  of  QS  in  solution  [43,  44,  49].  Table  9  summarizes 
results  for  "stabihties"  during  two  "short  time" 
(1  to  10  h)  tests,  while  table  10  and  figure  3  summarize 
results  for  longer  periods  of  time  (25  to  35  days). 
As  might  be  expected,  the  results  in  table  9  show 
stabilities  are  better  for  the  1  hour  determinations  than 
for  those  stretching  over  a  10  hour  period.  From  table 
10,  it  is  observed  that  glasses  give  more  repeatable 
values  and  thus  lower  percent  standard  deviations. 
It  is  evident  from  the  data  in  tables  9  and  10  and 
figure  3  that  the  results  are  actually  composites  of 
quinine  sulfate  solution  stability  and  instrumental 
stability.  The  latter  was  maximized  by  using  the  over- 
lapping solution  method,  and  the  results  from  this 
study  are  graphically  illustrated  in  figure  4. 
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Figure  3.  Instrumental  and  compound  stability  determinations 
using  2  ppm  (ng  solute/g  solvent,  2.55  X  10"''  M)  quinine  sulfate 
in  0.1  A*^  H2SO4  and  a  uranyl  glass  on  corrected  (instrument  A) 
and  uncorrected  (instrument  B)  spectrofluorimeters. 
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Figure  4.  2  ppm  (2.55  X  10-^  M)  quinine  sulfate  stability  test  in 
0.1  ^  H2SO4  using  relative  emission  peak  areas  as  a  function 
of  time,  designated  by  solid  line  and  overlapping  solution  method 
(peak  area  original  solution/peak  area  fresh  solution),  designated 
by  broken  line. 

A  37  percent  decrease  in  relative  peak  area  as  a 
function  of  time  was  observed  (solid  Une)  which,  on 
face  value,  would  indicate  instability  of  the  quinine 
sulfate  in  solution.  Preparing  new  solutions,  however, 
and  comparing  the  peak  areas  to  those  of  the  "aged" 
solution  gave  ratios  of  one  (designated  by  dashed  line) 
proving  quinine  sulfate  stability  in  solution  over  this 
period  of  time.  The  assumption  was  made  that  dried 
QS  in  a  desiccator  in  the  dark  was  stable  over  the 
6-month  period  of  time.  Absorbance  measurements  for 
the  freshly  prepared  QS  solutions  agreed  within  the 
standard  deviations  presented  in  table  3.  The  observed 
37  percent  decrease  in  peak  area  was  due  therefore  to 
an  instrumental  factor  and  not  QS  instabihty. 

No  long  term  data  as  to  the  stability  of  quinine  sul- 
fate in  a  0.1  A/^  sulfuric  acid  solution  in  hght  have  been 
estabhshed;  however,  preliminary  results  indicate 
jthat  a  2  ppm  solution  is  stable  for  2  weeks  if  irradiated 
!by  typical  laboratory  fluorescent  lighting  [38].  Excita- 
tion in  this  study  was  done  at  350  nm  and  emission 
peak  areas  were  measured  in  the  usual  manner.  How- 


ever, Melhuish  [50]  reports  a  25  percent  decrease  in 
fluorescence  intensity  upon  irradiation  of  the  QS 
solution  with  313  nm  light  (and  excitation  at  313  nm). 
Excitation  at  this  wavelength  also  resulted  in  a  devia- 
tion of  quantum  efficiency  as  a  function  of  excitation 
wavelength  [13,  21].  The  problems  which  arise  when 
this  wavelength  is  used  should  be  investigated. 

4.  Corrected  Excitation  and  Emission  Spectra 

To  insure  consistency  in  relative  quantum  efficiency 
measurements  with  instruments  that  give  corrected 
spectra,  the  excitation  spectrum  should  be  compared 
with  the  absorbance  spectrum  and  the  emission 
spectrum  compared  with  corrected  spectra  obtained 
by  other  investigators. 


300       320  3W 
WAVELENGTH,  nm 

Figure  5.  Normalized  intensities  which  show  equivalency  of 
absorbance  spectrum  (soUd  line)  and  excitation  spectrum  (circles). 
Quinine  sulfate  solution  20  ppm  (2.55  X  lO"'  M)  for  absorbance 
spectrum  and  2  ppm  (2.55  X  10"*  M)  for  excitation  spectrum,  both 
in  0.1  A'  H-iSOj;  excitation  bandwidth,  25  A,  emission  band- 
width, 100  A;  temperature,  25.0  °C. 


2/  xio^ 


530  570  610 
WAVELENGTH,  NH 


Figure  6.  Relative  £,(\)  versus  wavelength  for  quinine  sulfate 
[2  ppm  (2.55X10-6  M)  in  0.1  A'  HjSO^],  3-aminophthalimide 
[5.64  ppm  (2.68x10-5  M)  in  0.1  H2SO4],  and  N,N-dimethyl- 
amino-m-nitrobenzene  [2.76  ppm  (9.34  X  lO""  M)  in  70  percent 
rt-hexane:  30  percent  benzene.  V/V]  •=  this  study,  0=Lippert. 
et  al.,[l]  corrected  from £,(1^)  to£</X)[50]. 
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The  equivalency  of  the  excitation  spectrum  and 
absorbance  spectrum  is  shown  in  figure  5,  which  has, 
as  a  direct  consequence,  the  constancy  of  quantum 
efficiency  as  a  function  of  excitation  wavelength  (dis- 
cussed later).  Some  deviation  is  seen  at  wavelengths 
>  350  nm  as  might  be  expected  with  the  reported 
shift  in  emission  maximum  as  a  function  of  excitation 
wavelength  [29,  31].  The  emission  spectra  of  QS  and 
3-APT  in  0.1  sulfuric  acid  and  N,N-DMAMNB  are 
given  in  figure  6  as  Eq(k)  versus  A  in  which  £',(A.)n,ax=l- 
Data  show  good  agreement  with  those  taken  from 
Lippert,  et  al.  [1]  which  were  corrected  to  E(/,k)  from 
Eq{v}  by  multiplying  Eq{v)  by  K-^  [50]. 

5.  Relative  Quantum  Efficiencies 

a.  Intercomparative  Study.  — To  verify  the  valid- 
ity of  the  relative  quantum  efficiency  (QE)  measure- 
ments, an  intercomparative  study  was  undertaken  using 
QS,  fluorescein,  pyrene,  rhodamine  B,  and  3-APT  in 
various  solvents  as  comparison  "standards."  Table  11 
summarizes  the  results  of  this  study.  The  values  of  the 
quantum  efficiencies  for  quinine  or  its  derivatives  in 
sulfuric  acid  have  been  reported  to  be  in  the  range 
0.40  to  0.70  [12,  21 .  32,  34, 35, 37, 43-45].  Melhuish  [43] 
and  Dawson  and  Windsor  [21]  have  measured  the  ab- 


solute quantum  efficiency  for  QS  in  1.0  N  sulfuric  acid 
and  obtained  excellent  agreement  (0.546  and  0.54  ± 
0.02,  respectively,  Apx  — 365  nm).  Measurements  by 
Eastman  [35]  tend  to  support  these  findings.  System- 
atic errors  [13]  have  been  suggested  to  explain  low  val- 
ues of  0.46  or  less  by  Rusakowicz  and  Testa  [24]  and 
Drobnik  and  Yeargers  [34].  The  quantum  efficiencies 
chosen  for  this  comparative  study  are  the  widely  used 
and  accepted  values  of  0.55  and  0.51  in  1.0  and  0.1  N 
sulfuric  acid,  respectively  [43]. 

It  is  difficult  to  reconcile  the  results  of  this  inter- 
comparative study  and  many  others  with  those  of 
Scott,  et  al.  [37],  who  recently  reported  the  quantum 
efficiency  of  QS  in  0.1  N  sulfuric  acid,  based  on  life- 
time measurements,  as  0.70.  It  has  been  reported  that 
QS  has  an  anomalous  Hfetime  [45,  51],  and  thus  basing 
quantum  efficiencies  on  this  measurement  alone  is 
questionable.  In  addition,  Scott,  et  al.,  suggest  that  the 
discrepancies  in  quantum  efficiencies  may  be  ex- 
plained if  previous  investigators  had  ignored  the  red 
"tail"  (>  550  nm)  of  the  corrected  emission  spectrum. 
An  examination  of  the  corrected  emission  spectra, 
however,  figure  6  [1],  shows  that  the  spectra  extend 
quite  far  into  the  red  (>  650  nm). 

Quantum   efficiencies   for  fluorescein  in  sodium 


Table  11.    Results  of  the  intercomparative  quantum  efficiency  (QE)  study  ^ 
Solvent  QE  QE  (lit.) 


QS^                                          0.1A'H2SO4  0.51  ±0.01  0.508[43] 

QDS"  I/VH2SO4  .52  ±0.01 

Fluorescein"^  1  A' NaOH  .87±0.03  ".88 

Pyrene"                                       Toluene  .57±  0.04  .60[21].  0.32[51] 

Rhodamine  B''                              Ethanol  .72±  0.02  .69[3] ,  0.71  [13] 

S-AminophthaUmide"                    0.1     H2SO4  .47  +  0.02 


^  Determined  by  intercomparison  study  with  fluorescein,  pyrene 
and  rhodamine  B. 

Duplicate  determinations.  dupHcate  measurements. 

Quadruplicate  determinations,  duplicate  measurements. 

Average  of  16  literature  values,  see  text. 
^  Temperature.  25.0  ±0.1  °C. 


Table  12.    Dependence  of  the  relative  quantum  efficiencies  of  quinine  and  quinidine  sulfates  on  sulfuric  acid  concentrations  ^ 

Quantum  efficiencies 
QS-2H20  QDS-2H20 


[H-],A^ 

This  work 

[21] 

Percent 

Percent  [32] 

This  work 

0.01 

0.52  ±0.01 

+  1.97 

.02 

.52 

+  1.57 

.10 

^51 

0.50 

0.52 

.50 

.54 

+  5.71 

1.02 

.55  ±0.01 

.54 

+  7.68 

6 

.55 

2.00 

.57 

+  9.84 

3.56 

.60  ±0.01 

.60 

+  17.72 

13 

.59 

^  Temperature,  25.0±.l  °C,  A.ex  =  350.0  nm. 

Reference. 
'  Using  0.51  as  100  percent. 
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hydroxide  have  been  reported  to  cover  the  range 
0.76  to  0.96  [3,  9,  21,  23,  52-61];  however,  the  most 
widely  accepted  value  is  0.90  plus  or  minus  five 
percent  [13].  The  values  quoted  for  pyrene  and 
rhodamine  B  are  less  widely  accepted:  e.g.  values  of 
0.97  and  0.92  have  been  reported  for  rhodamine 
B  [23,  57],  although  it  was  reported  the  measurements 
in  these  cases  were  not  made  with  a  red-sensitive 
photomultiplier  [13]. 

b.  Acid  Concentration. —  The  variability  of 
quantum  efficiency  of  quinine  sulfate  as  a  function 
of  three  sulfuric  acid  concentrations  has  been  reported 
[21,  32].  These  studies  were  extended  to  cover  eight 
acid  concentrations,  as  summarized  in  table  12. 
The  results  for  the  0.1,  1.0,  and  3.5  sulfuric  acid 
concentrations  agree  well  with  those  reported  by 
Dawson  and  Windsor  [21]  and  Eisenbrand  [32], 
although  the  latter  reported  a  constant  quantum 
efficiency  for  sulfuric  acid  concentrations  from  0.01 
to  0.2  A'^.  The  increases  for  acid  concentrations  less 
than  0.1  are  small,  but  apparently  real,  since  Chen 
also  observed  this  same  phenomenon  and  suggested 
that  this  was  due  to  less  quenching  by  the  sulfate  ion 
at  low  acid  concentrations  [62].  Although  the  weight 
absorptivities  of  QS  and  QDS  in  three  different  acid 
concentrations  agree  within  experimental  error, 
table  13,  a  slight  trend  towards  lower  absorbances 

Table  13.    Weight  absorptivities  "  of  quinine  and  quinidine  sulfates 
as  a  function  of  H2SO4  concentration  •> 

WA  X  lO"  at  347.5  nm 


[H2SO4]  N 

QS 

QDS 

0.10 

1.43 

1.44 

1.02 

1.40 

1.41 

3.55 

1.39 

1.40 

"  See  equation  (7). 
Temperature  25.0  °C. 

may  be  noted.  Coupled  with  the  increased  fluorescence 
area  as  [H+]  increases,  the  observed  increase  in  quan- 
tum efficiency  may  be  explained  simply  by  ionization 
changes;  however,  discussions  by  Chen  [29,  62] 
appear  to  negate  this  explanation.  Further  work  is 
being  done  to  resolve  these  discrepancies. 

The  increase  in  quantum  yield  of  QS  as  a  function 
of  acid  concentration  is  paralleled  by  QDS  as  might 
be  expected  due  to  their  similarities  in  spectra, 
figure  2  [30,  47]  and  molar  absorptivities,  tables  4 
and  13. 

c.  Excitation  Wavelength. — The  quantum  effi- 
ciencies of  quinine  sulfate,  figure  7,  rhodamine  B, 
land  rhodamine  6G,  figure  8  (others  discussed  later) 
(were  found  to  be  independent  of  excitation  wave- 
length (±5  percent).  The  largest  deviations  for  QS 
were  found  from  260  to  280  nm  where  the  absorbance  is 
|at  a  minimum  a-.id  larger  errors  would  be  expected. 
Several  investigators  [21,  29,  36]  reported  a  variation 
Ln  quantum  efficiency  of  fluorescence  intensity  as  a 
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Figure  7.  Relative  quantum  efficiencies  of  quinine  sulfate  as  a 
function  of  excitation  wavelength  (•  =  this  work),  quinine  sulfate 
concentrations:  \ex  =  240-290  nm,  0.1  ppm  (1.28X10-'  M)  and 
0.5  ppm  in  0.1  N  H2SO4;  A.ex  =  260-390  nm,  2.0  and  2.5  ppm 
(6.39X10-'  M)  in  OA  N  H2SO4;  excitation  bandwidth,  25  A; 
emission  bandwidth,  100  A;  temperature,  25.0  °C;  0=Fletcher 
[28]. 
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Figure  8.  Relative  quantum  efficiencies  as  a  function  of  excitation 
wavelength:  quinine  sulfate  — same  conditions  as  figure  7;3-amino- 
phthahmide,  5.64  ppm  (2.68  X  10'^  M)  in  0.1  H2SO4;  bipyrenyl 
(BIPY),  0.14  ppm  (2.98  X  10-'  M)  in  toluene;  rhodamine  6G 
(R.6G),  0.12  ppm  (2.08  X  10-'  M)  and  0.025  ppm  (4.43  X  lO"*  M) 
in  ethanol;  rhodamine  B  (R.B.),  0.13  ppm  (2.15X10-'  M)  in 
ethanol.  Emission  bandwidth,  100  A;  excitation  bandwidth,  25  A. 
temperature,  25.0  °C. 

function  of  excitation  wavelength.  Fletcher  [28],  how- 
ever, found  no  more  than  ±5  percent  quantum  yield 
deviation  for  excitation  wavelengths  from  240  to 
400  nm  (except  for  272  nm  region,  selected  values  in 
fig.  7),  and  other  investigators  also  report  essentially 
no  variation  in  quantum  yield  at  two  excitation  wave- 
lengths [33-35]. 

B.  Aromatic  Hydrocarbons 

Another  large  group  of  compounds  with  relatively 
high  quantum  yields  are  the  aromatic  hydrocarbons. 
Series  of  possible  standards  may  be  made  by  simply 
adding  aromatic  rings  to  the  base  compound,  e.g. 
benzene  and  naphthalene  fluoresce  in  the  UV, 
anthracene  exhibits  blue  fluorescence,  naphthacene 
fluoresces  in  the  green,  and  pentacene  in  the  red. 
Anthracene  has  been  studied  quite  extensively  in 
ethanol  and  benzene,  and  the  quantum  efficiencies 
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reported  from  these  studies  vary  from  0.25  to  0.33 
[3,  18,  21,  23,  43,  57,  63-67]. 

We  have  studied  pyrene  derivatives  [42]  to  determine 
if  these  compounds  are  suitable  as  fluorescence 
standards  and  to  determine  if  substituents  on  more 
condensed  systems  exhibit  the  same  trends  in  emission 
wavelengths,  intensities  and  quantum  efficiencies  as 
the  substituted  naphthalenes.  Corrected  excitation 
and  emission  spectra  for  the  pyrene  derivatives  are 
presented  in  figure  9.  The  1-chloro-,  1-bromo-,  and 
1-nitropyrene  compounds  showed  little,  if  any,  fluores- 
cence but  would  be  expected  to  phosphoresce  at  low 
temperatures  if  the  substituent  "heavy  atom"  eff^ect 
is  followed  for  the  substituted  pyrenes  as  in  the  case 
of  the  naphthalenes  [68].  The  results  for  the  quantum 
efficiency  calculations  and  data  taken  from  Berl- 
man  [51]  for  the  naphthalenes  and  pyrenes  are  sum- 
marized in  table  14.  As  can  be  seen,  fairly  good 
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Figure  9.  Relative  intensities  (emission  spectra:  quanta/unit 
bandwidth)  versus  wavelength  for  0.13  ppm  (5.69X10-'  M) 
pyrene,  0.47  ppm  (1.84X10""  M)  1-aminopyrene  and  0.14  ppm 
,(2.98x  IQ-'  M)  bipyrenyl  in  toluene.  Excitation  bandwidth,  25  A, 
emission  bandwidth,  100  A;  temperature,  25.0  °C. 


agreement  was  obtained  with  the  quantum  efficiency 
values  from  Berlman  for  the  bipyrenyl.  Better  agree- 
ment for  pyrene,  however,  was  obtained  with  values 
from  Forster  and  Seidel  [69],  probably  due  to  the  use 
of  the  same  solvent,  toluene,  rather  than  benzene.  The 
value  for  the  quantum  efficiency  of  pyrene  by  Dawson 
and  Windsor  [21]  was  obtained  using  ethanol  as  the 
solvent.  The  differences  observed  here  may  be  due  to 
some  of  the  problems  associated  in  the  general  use  of 
aromatic  hydrocarbons  as  standards  since  aromatics 
(a)  usually  show  oxygen  quenching,  (b)  have  fairly 
large  emission-excitation  spectra  overlap,  (c)  are 
very  sensitive  to  extremely  small  amounts  of  im- 
purities, (d)  have  narrow  emission  bandwidths, 
necessitating  use  of  narrow  sHts,  and  (e)  must  have 
large  index  of  refraction  corrections  made  (as  in  this 
work)  when  quantum  efficiencies  are  compared  to 
compounds  dissolved  in  aqueous  media. 

Similar  trends  in  quantum  efficiencies  are  noted 
upon  comparing  pyrene  and  naphthalene  to  bipyrenyl 
and  binaphthalenyl.  The  dimeric  species  have  quantum 
efficiencies  that  are  higher  than  the  monomeric  species 
which  may  be  directly  attributable  to  the  lifetimes  — 
i.e.  2  to  3  ns  for  the  dimeis  and  100  to  600  ns  for  the 
monomers  [51,  70].  The  dimeric  species  have  more 
asymmetry  than  the  monomeric  species  and  thus 
possess  higher  transition  probabilities. 

C.  3-Aminophthalimide 

Although  the  compound  3-APT  in  0.1  A'^  sulfuric  acid 
has  been  suggested  as  a  fluorescence  standard  [1], 
care  should  be  taken  in  its  use.  We  have  found  that 
the  absorption  (excitation)  spectrum,  figure  10,  and 
the  quantum  efficiency,  table  15,  are  dependent  on  the 
acid  concentration  [38].  The  decrease  in  the  weight 
absorptivities  at  385  nm  with  increasing  acid  concen- 
tration, coincides  with  the  increased  absorbance  of  a 
peak  at  296  nm. 

The  quantum  efficiency  of  3-APT  in  ethanol  reported 
by  Alentsov  [52]  was  0.6.  A  quantum  efficiency  of  0.47 
in  0.1     sulfuric  acid  is  not  unreasonable  in  view  of  the 
difference  in  solvent.  The  observed  decreases  in  the  i 
quantum  efficiencies  as  a  function  of  acid  concentra-  ( 
tion  are  consistent  with  the  presence  of  more  than  one  ^ 
species,  allowing  additional  radiationless  transitions* 
such  as  energy  transfer  between  the  species  to  occur 


Table  14.    Quantum  efficiencies  (QE)  of  some  pyrene  derivatives  compared  to  similar  naphthalene  derivatives 


Compound 


Solvent 


Pyrene   Toluene  

l-Aminopyrene   Toluene  

1,1 '-Bipyrenyl   Toluene  

Naphthalene^   Cyclohexane  . 

1-Aminonaphthalene  "   Cyclohexane  . 

l.l'-Binaphthyl"   Cyclohexane. 


^ex  ^em(niax)  QE 

338.5  394  0.48, '>0.52,  "0.32,  =^0.53 

401  413  .43 

349  428  .78,  "0.84 

276  322  .23 

319  376  .46 

284,294  361  .77 


'Ref.  [70]. 
=  Ref.  [51]. 
■■  Ref.  [21]. 
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Figure  10.    Relative   intensities  (emission  spectra:  quanta/unit 
bandwidth)  versus  wavelength  for  5  ppm  (2.38x10-^  M)  and 

40  ppm  (1.90  X  10-^  M)  S  aminophthalimide  in  0.1  N—-,  1.0   , 

I  \AN and  3.5  — H2SO4.  Excitation  bandwidth.  25  A;  emission 
bandwidth,  100  A;  temperature,  25.0  °C. 

I  Table  15.  Dependence  of  absorbance  at  385  nm  and  quantum 
efficiency  for  3-aminophthalimide  as  a  function  of  sulfuric  acid 
concentration 


WA"  X  10" 


[H,S04],  N 

385  nm 

296  nm 

Quantum  efficiencies'" 

0.10 

2.36 

0.39 

0.45  +  0.01 

1.02 

1.29 

.78 

.31+0.02 

1.75 

0.82 

.94 

.23  ±0.02 

3.55 

.32 

1.02 

.15  +  0.01 

I   *See  equation  (7). 

;   •'\ex=385  nm;  °C  =  25.0;  reference  =  QS  •  2H2O  in  0.1  TV  H2SO4. 

\  This  work  is  in  progress  and  will  be  reported  later  in 
I  more  detail.  The  quantum  efficiency  for  3-APT  in 
I  0.1      sulfuric  acid  is  constant  witl  in  ±5  percent  over 

I the  excitation  wavelength  range  of  310  to  425  nm, 
figure  8. 
D.    Other  Fluorescence  Standards 

I  A,A-dimethylamino-m-nitrobenzene  has  also  been 
suggested  as  a  standard  [1]  and,  although  the  quantum 

I  efficiency  appears  to  be  relatively  constant  as  a  func- 

I  tion  of  excitation  wavelength  [38],  it  is  quite  low  and 
not  very  suitable  as  a  standard.  In  addition,  as  men- 

l|  tioned  before,  a  solvent  system  of  70:30,  V:V  of 
hexane :  benzene  is  not  desirable  since  fluorescence 
analyses  in  the  biochemical  areas  [71]  require  use  of 
compounds  which  are  soluble  in  aqueous  media. 

Chen  [62]  has  suggested  standards  which  can  be 
used  in  aqueous  solutions  and  are  suitable  for  bio- 

Ij  chemical  applications.  Other  compounds  which  might 


be  added  to  this  Ust  that  cover  the  "red"  region, 
include  rhodamine  B  and  rhodamine  6G,  both  used  as 
quantum  counters  and  both  having  relatively  constant 
quantum  efficiencies  over  a  wide  excitation  wave- 
length range  (250  to  600  nm),  figure  8  [13,  72].  Studies 
should  be  made  of  these  compounds  in  aqueous 
rather  than  alcoholic  media,  although  aggregation  in 
water  has  been  reported  [73]. 

E.  Inorganic  Ions  in  Glass  or  Polycrystalline  Matrices 

I  The  use  of  inorganic  ions  in  glass  matrices  as  cuvette 
or  disc  shaped  samples,  figure  11,  is  attractive,  es- 
pecially when  one  considers  ease  of  handling  which 
may  result  in  decreased  methodological  errors  [74, 
75].  The  inorganic  ions  may  be  split  into  two  classes 
determined  by  their  absorption  and  emission  spectra. 


Figure  11.    Cuvette  and  disc  shaped  cerium,  lead,  and  copper 
doped  silicate  glasses. 

The  non-rare  earths  and  cerium(III)  have  broad  spec- 
tra with  little  structure  due  to  interconfigurational 
electronic  transitions,  making  them  prime  candidates 
for  fluorescence  standards.  The  rare  earths  in  the 
+3  oxidation  states,  on  the  other  hand,  have  sharp 
spectra  due  to  intraconfigurational  transitions  (less  than 
25  nm  bandwidths),  and  may  be  used  for  wavelength 
calibration,  spectral  resolution  of  instruments,  and,  in 
special  cases,  as  quantum  yield  standards. 

The  non-rare  earth  inorganic  ions  interact  to  a 
greater  extent  with  the  matrix  than  the  rare  earth 
ions.  Thus  changing  the  glass  matrix  from  borate  to 
silicate  results  in  fairly  large  shifts  of  emission  maxima. 
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Figure  12  shows  these  shifts  for  lead-doped  phosphate, 
borate,  and  silicate  glasses. 


V  XlO 


4,0 


3.0 


excitation 


■  I  '  ' 
emission 


T 


2.0 


250 


350 


450 


550 


Wavelength,  nm 


Figure  12.  Relative  intensity  (emission  spectra:  quanta/unit  band- 
width) versus  wavelength  for  lead  doped  phosphate,  1;  borate, 
2;  and  silicate,  3;  discs.  Emission  and  excitation  bandwidths, 
100  A;  temperature,  25.0  °C;  angle  of  disc  with  exciting  beam, 
15°  [74,75]. 

Table  16  summarizes  ranges  of  emission  maxima  for 
the  non-rare  earth  ions  in  glass  or  polycrystalline 
matrices.  For  an  in-depth  discussion  of  these  effects 
and  information  concerning  the  rare  earths,  see 
reference  [7]  and  the  references  listed  therein. 

Table  16.    Ranges  of  emission  maxima  for  cerium  and  non-rare 
earth  inorganic  ions  in  various  solid  matrices^ 

Inorganic  Ion        Emission  Range  (nm) 


TI+ 
Ce3+ 

Pb2+ 

U02  + 

2 

Cu+ 
Mn2+ 


290-325 
325-400 
350-450 
475-550 
475-550 
500-600 


^For  emission  spectra,  see  reference  [7]. 

F.  Summary 

In  summary  then,  substantiative  data  are  being 
accumulated  as  to  the  applicability  of  various  com- 
pounds for  use  as  fluorescence  standards.  The  next 
major  step  would  appear  to  be  interlaboratory  testing 
and  comparison  of  data  leading  to  the  acceptance  of 
either  a  single  or  a  series  of  standards  which  are  widely 
available  for  general  use.  Quinine  sulfate,  due  to  its 


desirable  fluorescence  characteristics,  overall  appli- 
cability, and  widespread  use  and  study,  should 
probably  be  the  first  material  selected  for  an  inter- 
laboratory comparison  study. 

III.  Addendum  A.  Materials  and 
Instrumentation 

In  order  to  adequately  describe  materials  and  ex- 
perimental procedures,  it  was  occasionally  necessary 
to  identify  commercial  products  by  manufacturer's 
name  or  label.  In  no  instances  does  such  identifica-  i 
tion  imply  endorsement  by  the  National  Bureau  of! 
Standards,  nor  does  it  imply  that  the  particular  product 
or  equipment  is  necessarily  the  best  available  for  that 
purpose. 

A.  Materials 

The  following  reagents  were  used  in  this  study: 

Perchloric  Acid:  National  Bureau  of  Standards, 
purified  reagent,  double  distilled,  lot  111103  [39]. 

Sulfuric  Acid:  Ultrex  Grade,  J.  T.  Baker  Chemical 
Co.,  PhiUipsburg,  N.J.  Used  as  obtained. 

Sodium  Hydroxide:  Reagent  Grade,  J.  T.  Baker 
Chemical  Co.,  address  above.  Used  as  obtained. 

Distilled  Water:  Distilled  water  was  passed  through 
an  ion  exchange  column  (IWT  Research  Column, 
Rockford,  Illinois),  followed  by  double  distillation 
from  a  quartz  still. 

Toluene:  Certified,  Fisher  Chemical  Co.,  Fairlawn, 
N.J.,  was  shaken  with  cold  concentrated  sulfuric 
acid,  water,  aqueous  5  percent  sodium  hydroxide, 
water,  and  dried  over  calcium  sulfate  in  that  order. 
It  was  then  distilled  from  sodium  under  nitrogen. 

Benzene  and  n-Hexane:  Spectrograde,  Eastman  Chem- 
ical Co.,  Rochesterj  N.Y.  Used_as  obtained. 

Ethanol,  95  and  100  percent:  Pharmco  Distributing 
Co.,  Publicker  Industries,  Philadelphia,  Pa.  Used  as 
obtained.  , 

Quinine  Sulfate  Dihydrate:  Sample  A  — Aldrich  Chemi- 
cal Co.,  lot  032007;  sample  B-N.  F.  Grade,  Fisher 
Chemical  Co.;  sample  C  — Pfalz  and  Bauer,  31-20 
College  Point  Causeway,  Flushing,  N.Y.;  sample 
D  — sample  A  recrystaUized  three  times  from  warm 
water;  sample  E  — sample  A  recrystaUized  six  times 
from  warm  water;  sample  F  — sample  B  recrystaUized 
four  times  from  warm  water. 

Quinidine  Sulfate  Dihydrate:  Sample  G— Aldrich 
Chemical  Co.,  lots  032781  and  062607;  sample  H- 
sample  G  recrystaUized  four  times  from  warm  water. 

Quinine  Dihydrate:  Sample  J  — Aldrich  Chemical  Co., 
lot  071491  dissolved  in  dilute  sulfuric  acid,  precipi- 
tated by  neutralizing  with  dilute  ammonium  hydrox- 
ide. Washed  with  water  twice. 

AU  quinine  derivatives  were  dried  at  55-60  °C  under 
vacuum  for  a  minimum  of  18  h  before  use  [28]. 

Fluorescein:  Aldrich  Chemical  Co.,  purified  three 
times  by  the  method  of  Koch  [40]. 

Rhodamine  B  and  Rhodamine  6G:  Samples  obtained 
from  R.  A.  KeUer  [41].  Rhodamine  6G  was  purified 
by  repeated  recrystallizations,  using  ethyl  acetate: 
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ethanol  followed  in  one  case  by  elution  from  a  silica 
column  (purification  by  R.  A.  Keller). 
3-Aminophthalimide:    Eastman   Organic  Chemicals. 
Recrystallized  three  times  from  ethanol,  mp-260  °C 
[11. 

A^,A^-Dimethylamino-m-nitrobenzene:  Eastman  Organic 
Chemicals.  Recrystallized  twice  from  chloroform  and 
once  from  acetone-benzene  [1]. 

Pyrene,  bipyrenyl,  1-aminop)  rene,  1-chloropyrene,  and 
1-nitropyrene  prepared  as  designated  [42]. 

B.  Instrumentation 

Absorbance  spectra  were  obtained  using  Cary  14 
and  Cary  16  spectrophotometers,  and  a  Turner 
Model  210  "Spectro"  in  the  absorbance  mode  [20]. 
The  spectrophotometers  (except  Model  210)  were 
equipped  with  constant  temperature  cell  blocks.  Spec- 
tra were  recorded  or  read  at  25.0  ±0.1  °C.  Matched 
i    quartz  cuvettes  of  0.1,  1.0,  and  5.0  cm  were  used. 

Fluorescence  spectra  were  obtained  using  a  Turner 
j    Model  210  "Spectro"  which  gives  corrected  excita- 
j    tion  and  emission  spectra  [20],  and  a  Farrand  spectro- 
I    fluorimeter   which   gives   uncorrected   spectra.  Un- 
;    blackened  quartz  spectrofluorimeter  cells  were  used. 
I    Solvents  were  always  run  to  determine  baselines, 
i       Before  quantum  efficiencies  or  band  positions  were 
measured,  the  accuracy  of  the  wavelength  scales  for 
the  emission  and  excitation  monochromators  were 
'    checked  using  a  mercury  lamp.  A  polished  aluminum 
'    block  cut  at  an  angle  of  45°  was  placed  in  the  sample 
I    compartment.  The  monochromators  were  calibrated 
I    at  253.6,  435.8,  and  546.1  nm.  If  necessary,  the  wave- 
'    length  scales  were  adjusted  so  that  accuracies  of 
:   ±0.2  nm  over  the  253.6  to  546.1  nm  range  were  ob- 
j    tained.  A  special  Schlenk  type  [76]  quartz  cell  was 
constructed,   figure   13,   by  H.   Deleonibus,  Glass- 
blowing  Section,  129.06,  National  Bureau  of  Standards, 
j      Stopcock  and  stopper  were  of  polytetrafluoroethyl- 
I   ene  to  avoid  contamination.  The  solution  was  placed 
in  the  cylindrical  sidearm   and   alternately  frozen 
;  using  liquid  nitrogen  and  evacuated  and  thawed  at 
i  room  temperature  at  least  five  times  to  deoxygenate 
the  solution.  A  test  which  repeated  this  cycle  ten 
,  times  resulted  in  a  solution  weight  loss  of  less  than  0.1 
percent.  Fluorescence  studies,  unless  noted,  were 
made   on  the   corrected  instrument.   Quantum  ef- 
'  ficiencies  were  determined  in  duplicate,  except  where 
noted.  All  fluorescence  measurements  were  made  with 
j  25  A  excitation  bandwidth,  100  A  emission  band- 
I  width,  and  at  25.0  ±0.1  °C,  except  where  noted, 
i     Thermogravimetric  measurements  were  run  using 
dry  nitrogen  on  a  Model  950  TGA,  E.  I.  DuPont  de 
1  Nemours  &  Co.,  Wilmington,  Delaware,  by  T.  Sterling 
I  or  S.  Wicks,  Section  310.04,  Analytical  Chemistry 
;  Division,  National  Bureau  of  Standards. 
V     The  glasses  mentioned  were  prepared  by  the  In- 
i  organic  Glass  Section,  313.02,  W.  Haller,  head,  Na- 
I  tional  Bureau  of  Standards.  They  were  cut  to  size 
'  :  and  polished  by  the  Optical  Shop,  Section  129.05, 
'  '  S.  Gerner,  National  Bureau  of  Standards. 


Figure  13.  Schlenk  type  [76]  spectrofluorimeter  cell  used  with 
nitrogen  manifold  for  degassing  solutions. 
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Absolute 

luminescence,  see  accuracy 
spectroradiometric  measurements,  53-62 
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molar,  101-105,109-115 

AccuTflcy 

in  luminescence,  137-150,173-175,185-190,231-233 

in  spectrophotometry,  2,3,31,35,84,95,112,114,119,126,130 

Actinometers.  144,160-166 

Amino  acids  assay,  227 

automation  in,  228  ^ 
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Aminophthalimide,  148,240 

Aminopyridine,  1 49 

Aperture,  see  also  linearity 
accuracy  conditions,  15,16 
dual,  14-17,36,43-45 
muhiple,  14,35,65-71 
optical  interference,  16 

Automation 

in  luminescence.  228 

in  reflectance  measurements,  8-13 

in  spectrophotometry,  8-13,38,39,129,132 
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Bandwidth,  spectral,  3 1 ,96, 111,127,128,130,131 

Beam  alignment  errors,  86,87,89,97,110 
geometry,  32,86-90 

Biochemical  measurements,  183-196,197-202,227-230 

Black-body  radiator,  54,58 

"Blooming,"  glass,  48 

Bolometer,  59 
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Calorimeters,  161-165 
conduction,  163 
flash,  165 
heat  flow,  164 
Tian-Calvet,  163 

Carbon  arc  in  spectroradiometry,  57 

Clinical  chemistry  measurements,  109,114,117,118,122.125- 
134,201 

Computerization,  8-13,38,39,83 
Corrected  spectra,  146,185,186,237,238 
Counter,  quantum,  143,144,156 
Cuvettes,  4,97-99,110,133 
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Detection  limits  in  phosphorescence,  175,176 

Detectors,  see  photodetectors 

in  luminescence,  140,142,158,159,176-178,186 

in  spectrophotometry,  6,7,13,23,24,37,38,40,63-79,83 

m-Dimethylaminonitrobenzene,  1 49 
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Errors 

beam  alignment,  86,87,89,97,110 
polarization,  20,45,89,90,144,190-192 
propagation  of,  113 
random,  113 

reflection,  86,87,97.98,111 
systematic,  3,14-20,110,130-132 
wavelength.  110,112 

Excitation  sources 

luminescence,  139,141.185,186 

F 

Filters 

liquid,  26,63,99-107,147-150,231-243 

optically  neutral,  105 
solid.  25.46-49.63,70,72,81,84,85,120,133,203-224,231-243 

optically  neutral,  49 

Fluorescence,  see  also  luminescence,  137-244 
absolute,  137-150,151-167.183-196 
biochemical,  183-196 
clinical,  201 

enzyme  studies,  197,199-201 
glucose  studies,  201 
lifetime,  193-195,209 
picomole,  227-230 
reabsorption,  145 
solid  surface  methods,  198,201 

standards,  146-15  0,155,188-190.192.193.206- 
216.219,239,240,241.242 

G 

Gillham  radiometer,  60 

Glass  standards,  see  also  filters 
in  luminescence,  203-224,231-243 
in  spectrophotometry,  25,46-49,63,70,72,81.120,133 

Glass  surface,  "blooming",  48 

H 

High  accuracy,  see  accuracy 


I 

Instruments 

National  Bureau  of  Standards  spectrophotometers,  31-46,82-84 
National  Physical  Laboratory  spectrophotometer,  3-8 

-    Integrating  sphere,  4,9,10,33,37,82 

Interferences,  optical,  16,90,91 

Internal  standardization,  159,160 

Interreflection  errors,  86,87,97,98,111 
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L 

LaHfrfi,  \:>(>-\r>H,i(>:>Af)<> 

Lifetime 

in  fluoreM;en<;e,  1  9:M '>."), 209 

Light  fif>urc«!»,  5,.'?2,33,8.3, 1 V),  1 4 1 , 1 6.'>,  1 70,1 74- 1 70. 1 86 
standard,  54-50 

Linearity,  see  alwj  aperture;  non-linearity 
photometrif-,  14-18,35,43-45,63-79,1 19,130 

Liquid  filters,  26,63,90-107,147-150,231-243 
()ptir;ally  neutral,  105 

Lumine»cenoe,  see  alw)  fluorew;ence 
abwlute,  137-244 

in  bifK.hemiHtry.  183-196,107-202,227-230 
wrrw,-ted  spectra,  146,185,237-238 
filters 

liquid,  231-243 

»f>lid,  203-224,231-243 
quantum  effi(,iencie»,  151-167,187-190,205,210,217,238-241 

M 

Maecker's  arc  s^jurw,  58 

Molar  absf>rptivities,  101-105,109,115 

Mono<;hromau>rs,  5,8,9,33,83, 127,139,141,142.191 
stray  radiation  in,  18-20,42 

N 

2-Naphthol,  147 

Narrow-band  instrumentation,  127,128,130,131,  see  alsf)  wide- 
band 

National  Bureau  of  Standards  spef.trophotometers,  31-46,82-84 
National  Physical  Laboratory  spe<;trophotometer.  3-8 
Neutral  glass  filters,  see  filters 
Nonlinearity,  64-74,91-93 

o 

optical  filters,  see  filters 
Optical  interferences,  16,90,91 

P 

Path  length,  98,110,  see  also  cuvettes 

Peptides,  229 

Phosphorimeters,  170-173 
precision,  173-175 
rotating  cell,  172 
solvent  selection,  171 

Phosphorimetry,  169-182 
accuracy  in,  173-175 
detection  limit*,  175,176 

Photodetectors,  6,7,13,23,24,37,38,40,83,186,  see  also  detectors 
linearity  of,  14-18,43-45,63-79,119,130 

Photometry,  time-ratio,  20-25 

Picomole  fluorometry,  227-230 


Polarization 

in  luminescence,  144,188,190-193 
in  spectrophotometry,  20,45,89,90 

Predisperser,  33,83 

Q 

f^uantum  cf>unters,  140,143,144 

Quantum    efficiencies,    151-167,187-1 90,205,206,2 10,217,238- 
241 


Quantum  yield,  see  also  quantum  efficiencies 

Quinine  and  Quinine  Sulfate,  147,187-189,233-239  " 

Quinn-Barber,  black-body  radiator,  58 

R 

Radiometer,  63 
absf>lute,  59-62 

Radiometer  units,  138 

Radiation  sources 

in  luminescence,  54-59,139,141,156-158,176-179,186,187 
in  spectrophotometry,  4,5,32.33,54-59 

Reab8f>rption  of  fluorescence,  145 

Rerxjrding  spectrophotometer,  8-11 

Reflectance.  9-14.26-28,111 

Reflec-tion  errors.  86.87.97,98,111 

Rhf>damine  B,  143  , 

s 

Sample 

carrier,  34 
pr>8ition,  45,87,110 

Slitwidth,  see  bandwidth  and  spectral  bandwidth 

Sfjurce  calibration,  61,141 

.Spectra 

correctf^,  1 46, 185,1 86.237.238 
Spectral 

bandwidth._31.96,ll  1,127,128,130,131 
emissivity,  56 

Spectrofluorometers 
design  of,  140.141 

Spectrofluorometry,  137 

Spectrophotometers,  high  accuracy 

National  Bureau  of  Standards.  31-46,82-84 
National  Physical  Laboratory,  3-8 

Spectrophotometry,  atxurate,  1-136 

Spectroradiometric 
measurements,  53-62 

Standards 
lumine8f;ence 

liquids,  146-150,155,188-190,192-193,219,239-241 

sfilids,  155,206-216,219,241-242 
spectrophotometry 

liquids,  95-108,122 

.solids,  3.25,26,45-49,132,133,135,136 
spectroradiometry,  54-59 

Stray  radiations.  18,19,42,88,89,96-98.112.119.1.39 
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U 


Temperature  effect,  102,103,113 

Thermopiles,  142,143 

Tian-Calvet  calorimeter,  163 

Time-ratio  photometry,  20-25 

Transmittance 

comparison  of  data,  45-47,81 

Tungsten  strip  lamp,  55-57 


Ultraviolet  filters 
liquid,  99,100 
solid,  49 


w 


Wavelength  calibration,41,42,83,95,l  12,1 13,119 
Wide  band  instrumentation,  127,130 

Y 

Yield,  quantum,  see  quantum  efficiencies 
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conditions  which  must  be  fullfilled  to  assure  accurate  measurements. 
Particular  attention  is  given  to  the  selection,  production  and  use  of 
Standard  Reference  Materials  in  spectrophotometry  and  spectrof luorometry . 
Problems  related  to  health  are  also  covered  in  six  of  the  papers, 
two  of  which  include  original  contributions  to  the  application  of 
luminescence  techniques  to  specific  biochemical  problems. 
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